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PREFACE 


Staying healthy and getting appropriate healthcare is certainly one of the 
most important issues in our society. In a continuous effort, huge 
investments are made to improve the value of the healthcare system. Among 
the many ways to optimize medical care, technology plays a predominant 
role. It not only helps to increase the quality, effectiveness and efficiency of 
health related procedures, it often stimulates and enables new ways to 
practise medicine. Apparently, the success of western medicine is to a large 
extent based on technology driven innovation. In the last century we have 
increasingly seen breakthrough improvements in medicine that were induced 
or supported by new technologies, and that were unthinkable without them, 
leading to better and often revolutionary new ways to detect or solve health 
problems. Advances in imaging technology, for instance, with the invention 
of computed tomography (CT) or magnetic resonance imaging (MRl) about 
thirty years ago, have certainly marked disruptive change for many 
procedures in diagnosis and therapy. 

At the beginning of the new millennium, it is reasonable to expect that 
the role of technology in the medical innovation process will increase 
in proportion to the enormous amount of R&D efforts worldwide. The 
potential impact of research to the medical field is illustrated by the fact that 
90% of all researchers - since the beginnings of mankind - live today. The 
amount of research results that will directly or indirectly influence medicine 
may easily increase by an order of magnitude over the coming decades. 

Medical technology innovation is a complex process, in which industry, 
academia, clinical institutions and regulatory bodies act closely together. 
This book has been edited from the perspective of industrial research, and 
emphasizes the fact that R&D in industry is significantly contributing 
to many health related innovations and breakthroughs. The material 
presented here is published as part of a Philips Research book series. Philips, 
as one of the major players in the field, has a continuous, strong and 
successful healthcare and wellness oriented research program. This program 
is addressing very essential topics that will help shape the future of 
medical care. It is linked to many academic research activities, and to 
clinical research and validation performed at world-renowned hospital sites. 

It is the general intention of this book to present a collection of 
innovative and valuable contributions to healthcare technology. The chapters 
were selected to cover different application areas ranging from hospital 
to home, and to create different views on how technology influences 
critical aspects of patient care. The aim was to gather a set of high quality 
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contributions, each addressing different aspects of technology and 
application, resulting in a mix of state-of-the-art overviews, projections to 
the future, discussion of trends, and - as for most chapters - the presentation 
of research results for selected areas. Paradigm-changing developments 
expected for the coming decades are indicated. 

In particular, the book is intended to give an overview of recent research 
results of the Philips healthcare and wellness research program, comple¬ 
mented by contributions from Philips Medical Systems, and chapters 
provided by distinguished clinical sites or universities. Improvement of 
medical care is shown as the result of collaboration between industry, 
academia and clinics. The content spans a combination of long-standing 
industrial research areas (such as imaging technology), new and rapidly 
evolving fields (like molecular medicine), important enabling technologies 
(like medical information technology) and innovations that open up novel 
ways to look at health care in a changing world (such as personal healthcare 
home care, and healthcare consumer oriented aspects). Overwiew chapters 
give general insight for the addressed research fields and also discuss trends 
that will influence and shape healthcare technology in the future. 

How is the book organized? We have prepared the material along a 
number of specific healthcare related topics, reflected by the 6 independent 
parts of the book: 

The opening Healthcare trends part sets the stage for all the following, 
describing some drivers for recent and future changes in healthcare. These 
cannot be understood without the socio-economic developments in society, 
particularly the aging society and the related growth of chronic disease, 
and the healthcare politics that these developments induce. For advances 
in technology, some major trends are singled out, such as the impact of 
Moore’s Law on medical imaging, the revolutionary changes anticipated 
through molecular medicine, and expected new and growing sectors such 
as e-health and personal healthcare. 

Diagnostic imaging is a long-standing and very successful area of 
innovation and certainly a mainstay for improving diagnosis and therapy, 
extending far into the future as more specific techniques such as molecular 
imaging evolve. The past decades have seen an unmatched progress in the 
optimization of imaging modalities towards better performance in speed and 
resolution, and for new applications, enabled by computing power, new 
imaging principles and agents. The attempt to complement anatomical with 
functional information has seen developments combining the strength 
of individual modalities. The imaging chapters in the second part give 
an overview of state-of-the-art and address recent achievements of 
imaging modalities. For CT, enabling technologies such as detectors and 
reconstruction techniques are discussed. For X-ray based volume techniques, 
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principles and clinical applications of 3D-rotational X-ray imaging on 
conventional C-arm systems are presented. Representative for the many 
advances in MR1, recent problems and methodological solutions are 
described for coronary magnetic resonance angiography (CMRA). Improve¬ 
ments in ultrasound include four-dimensional ultrasound imaging, which 
impressively shows real-time rendering of moving anatomy with new 
applications in interventional cardiology and radiology. In the last 10 years, 
hybrid imaging systems such as PET/CT and SPECT/CT have become a 
rapid scientific and commercial success, as they meet strong clinical 
demands for matching anatomical and functional information. Continuous 
research is ongoing to improve and optimize the imaging methods as well as 
techniques for image fusion and co-registration. 

The combination of diagnostic imaging with therapy is a significant 
trend and is paving the road to treatment centres of the future. In image- 
guided therapy (IGT), imaging is used to plan, implement and follow-up 
treatment, and to improve treatment accuracy through better planning and 
precise targeting. Recent trends and innovations in the field are reviewed in 
part 3. Multi-modality-guided percutaneous ablation based on CT data and a 
CT-integrated robot system are discussed. Successful techniques are described 
for catheter-based cardiac interventions that have recently been introduced 
into clinical practice. The field of high intensity focused ultrasound (HIFU) 
is presented, a technology to generate therapeutic local hyperthermia inside 
the body, using MRI guidance of the procedure to allow optimized in situ 
target definition and the identification of nearby tissue to be spared. Another 
application shown is image-guidance in adaptive radiation therapy through 
monitoring the course of treatment. Finally, an example for molecular 
imaging guided radiation therapy is presented in which the assessment of 
tumor markers is investigated with the perspective to optimize future 
radiation therapy. 

Molecular medicine is expected to become the big game changer in 
medical care. Understanding disease phenomena on the molecular level and 
deriving according methods for diagnosis and therapy will truly be a 
paradigm shifting change in medicine. Application wise, it has the potential 
to take the step from a symptom-based diagnosis and treatment to a medicine 
of the future focussing on prediction, prevention, understanding of disease 
processes, highly individualized treatment and cure of diseases. Technology- 
wise, it is marking a shift from traditional research disciplines such as 
mechanics, electronics, and physics to molecular biology and genetics. The 
main technologies that enable the field are the in vivo identification of 
disease location through highly specific targeted agents (molecular imaging), 
and the in vitro detection of biomarkers (molecular diagnostics). In part 4, a 
comprehensive review of molecular imaging systems and their relevant 
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properties (e.g. their sensitivity) is presented, followed by various chapters 
on biomarkers and agents for diagnosis and therapy including their clinical 
applications 

Medical information technology appears as an important factor for 
improving the quality and efficiency of patient care, for significantly 
reducing cost, and as enabler for new methods and applications. IT support 
has become essential for modern medicine. This part of the book starts with 
a global view on the IT research field, focussing on technology for 
physicians, patients and researchers. Challenges in the creation of electronic 
medical records (EMR), departmental IT systems, and workflow solutions 
are addressed. A growing field of medical IT research is its application in 
computer-aided detection (CAD) and computer-aided diagnosis (CADx), for 
which successful examples in lung nodule detection are presented. Another 
vital field is covered through research on medical decision support systems 
(DSS). Bioinformatics research shows that some areas in biology and 
medicine are strongly based on IT and generate excitement about new 
potential clinical applications such as clinical genotyping, early diagnosis, 
prognostic disease models, personalized medicine and wellness monitoring. 

Last but not least, the field of personal healthcare indicates important 
changes in the healthcare system, induced by changes in the society such as 
the aging population, the pressure to rethink healthcare financing, and 
changing demands of health care consumers. New and rapidly emerging 
sectors of care move away from the traditional cycle of hospital-based 
diagnosis, therapy and follow-up: Self care, home care, remote monitoring 
devices and services hold promises to individualize care while reducing cost. 
Wellness programs and prevention measures become increasingly attractive 
that support health and well being preceding the traditional hospital care, and 
call for novel devices and services. Technology wise, new sensors, easy to 
use devices for diagnosis, treatment and monitoring, electronics for home 
and ubiquitous use mark the way to the aspects of personal healthcare as 
presented in the final part of the book. 


Gerhard Spekowius and Thomas Wendler, September 2005 
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Abstract: This introductory chapter describes the drivers for recent and future changes in 

healthcare: (1) socio-economic developments in society (in particular the aging 
society and the growth of chronic disease), (2) the healthcare politics that these 
developments induce, and (3) advances in healthcare technology. Three major 
trends in healthcare technology are singled out: The impact of Moore’s Law 
on medical imaging, molecular medicine. E-health and personal healthcare. 
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politics, medical technology, advances in medical imaging, molecular 
medicine, E-health, personal healthcare 


1. INTRODUCTION 

Society today is in overdrive with no sign of braking or even slowing 
down. Time and speed are the key parameters guiding our path. From the era 
of the microsecond, we moved into the world of the nanosecond where 
everything goes so fast that its representation is frozen, it cannot be captured 
by the human eye. The Czech novelist, Milan Kundera, wrote: “Speed is the 
new ecstasy that technology has bestowed on man”. By ecstasy, he meant a 
simultaneous state of both imprisonment and freedom. Man is caught in a 
fragment of time, totally disconnected from his past and his future. 
Nowadays there is often reference made to ‘real time’. Does it mean that 
time was ‘non-real’? The concept of real time first appeared in the mid 
1950s, when mention was made of computers. But computers never dealt 
with real time, they dealt with simulated time in simulated realities. Only 
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recently with the fast increase of compute power, can we think of real time 
compute applications. 

In this fast moving world, also healthcare is changing at rapid speed, 
influenced both by demographics and by advances in technology, mainly in 
electronics and in molecular biology. 

In this introductory chapter we will consider the main socio-economic, 
political and technological factors influencing healthcare. After this, we 
will describe three fields of technology that we see as the major ones in 
healthcare. 


2. DRIVERS IMPACTING THE GROWTH OF 

MEDICAL TECHNOLOGIES 


2.1 Socio-economics 

The number of people of 65 or over is expected to grow in the USA from 
35 million in 2000 to 70 million in 2030 (Figure 1-1). By that time one out 
of five Americans will be 65 or older 1 . The gap between the average age 
reached by male and by female is closing. Once 65, the remaining life 
expectancy for male in the USA in 2000 was 16.3 years, whilst that for 
female was 19.2 years. 


Proportion of population aged 60 
and over 

35%---—-- 



Figure 1-1. Proportion of population aged 60 and over in more and in less developed regions 
(Source: WHO). 

This trend to longer life is mainly due to declines in heart disease and 
stroke mortality. These have to do with improved medical technology as 
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well as with a healthier life style. Chronic diseases, such a diabetes and high 
blood pressure, however, are becoming more prevalent among older adults. 
Also, a considerable proportion of older Americans (about 20%) experience 
mental disorders. For all developed countries similar trends can be 
observed 2,3 . 

The increasing ratio of elderly, often retired, people versus younger 
people, usually having a job - caused by a combination of longer life and a 
lower childbirth in the population - puts a great pressure on society. 
According to a recent study, 60% of healthcare costs are incurred by people 
of 65 years or older 3 . These developments put pressure on income taxation 
and other social costs, they put pressure on the level and onset of retirement 
schemes and - relevant for the present chapter - it puts pressure on the 
healthcare costs in society. 

Flealthcare costs show a general increasing trend (in the USA now more 
than 1.7 trillion dollar/year or more than 15% of GDP, Figure 1-2). Since 
the mid-1990s healthcare costs in the USA have grown on average by 
9%/year 4 , the drivers being the above-mentioned aging society with the 
related phenomenon of long-living individuals with non-lethal chronic 
diseases, as well as the continuing advances in diagnosis and treatment 
methods. According to projections by David Cutler 3 , healthcare costs will 
further increase by another 6% of GDP in the coming 30 years, about 
equally caused by the effects of the aging society and by the introduction of 
new medical technology. 

2.2 Healthcare politics 

Although increasing healthcare spending can also be seen as an 
opportunity for economic growth (more employment in the healthcare 
system and new opportunities for companies in healthcare technology and 
services 5 ), governments often see it as a threat. This leads to measures to 
stimulate the efficiency and effectiveness of the healthcare system, whilst (in 
most countries) trying to preserve the entrance to the healthcare system for 
all members of the population. It also leads in the healthcare system itself to 
growing attention for efficiency and effectiveness, leading to concepts like 
managed care in order to control costs. Also, the tendency to form larger 
conglomerates of healthcare providers as well as the trend to focus on the 
core function of the care center (diagnosis and treatment) and to outsource 
other functions (like the restaurant and hotel function), stem from the drive 
to more efficiency. This leads to fewer hospital beds, fewer hospitals, 
conglomerates of hospitals, and transfer of hospitals to for-profit organisations 6 . 
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Another, sometimes opposing trend is that of the self-confident and often 
well-informed patient. Patients belonging to the more affluent part of the 
society (including many elderly), when placed in a situation where the 
government wants to limit access to certain diagnosis or treatment methods, 
are prepared to use their private resources. In countries like China, this is in 
many cases anyhow needed to get access to advanced healthcare. 

It reminds of the story of the robber directing a pistol at his victim’s chest 
and asking: “your money or your life?” Usually, the choice is easily made. 
It explains phenomena like ‘health tourism’ and ‘the CT in the shopping 
mall’. It stimulates the tendency towards privatizations in the healthcare 
market. 

Information on health and disease is abundantly available, in particular 
through the Internet. Patients thus have the opportunity to better inform 
themselves, and many do. They may come to their doctor with own ideas 
and demands on the diagnosis and treatment of their problems. 

Governments as well as individuals take prevention more seriously and 
try to stimulate a healthier life, developing more physical activity for greater 
fitness and suppressing unhealthy habits like smoking and obesity. 


Healthcare spending USA ( % of 


GDP) - 17 % 



1970 1980 1990 2000 2010 

estimate 

Sources: Espicom Medistat, WHO 

Figure 1-2. Healthcare spending in the USA as a percentage of GDP. 

Advances in medicine and medical technology play a dual role in 
increasing or reducing healthcare costs: They permit better diagnosis and 
treatment, thus leading to a longer life expectancy and allowing an 
acceptable quality of life, even for people having one or more chronic 
diseases. An example is diabetes, where self-analysis and treatment make a 
long life possible for patients who in earlier times in history or in less 
developed countries would have died at an early age. 

These advances, as we will see later, also help early detection or even 
prevention of diseases and thus help avoid costs for expensive treatment. 
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They may also allow more efficient procedures, such as minimal invasive 
treatment (also reducing the length of hospital stay), faster and more reliable 
diagnosis by computer-aided detection, and may also enable patients to be 
monitored at home instead of in the clinic (as in the example of diabetes 
patients; in the future this will also apply to cardiac patients being able to be 
monitored at home or underway, whilst nevertheless being in contact with 
their physician). 

Also, modern IT and communication technology has enhanced and will 
further enhance the efficiency of the healthcare system. It enables much 
more efficient administrative procedures in the hospital and in the healthcare 
system at large, it allows much faster access to and interpretation of medical 
data, and it helps to avoid medical errors. In Germany, in the coming years, a 
smart card will be introduced for all patients to be used in hospitals, with 
general practitioners and with pharmacies all over the country, leading to a 
better integration of and workflow in the healthcare system. 


US Death Rates 
1975-2000 


Ages Less Than 65 


Ages 65 and Over 




Year of Death 


Year of Death 


Figure 1-3. Development of death rates in the US over the period 1975-2000 (Source: NCHS 
public data). 

There is a lack of quantitative studies on the net effect of new medical 
technology on healthcare costs. The fact that the initial effect is spending 
more money, may lead to sub-optimizations, e.g., by governments limiting 
investments in advanced diagnostic equipment, thus causing other costs and 
inconvenience, connected with waiting times for patients, lost economic 
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activity and costs by medical complications due to non-optimal or late 
diagnosis. It is estimated that in German hospitals alone, there is an 
‘investment queue’ for imaging equipment of 15 million Euros. If factors 
like gaining working hours by longer life and the value of increased life 
expectancy are taken into account, the effect of the introduction of new 
medical technology is clearly positive, as Cutler and McClellan 7 have 
calculated for a number of disease categories like cardiac disease: “around 
70% of the survival improvement in heart attack mortality is a result of 
changes in technology”. History has demonstrated that advances that really 
help to improve the health of people can never be stopped, only delayed. 

2.3 Healthcare technology 

In the following sections we will summarize some of the main trends in 
healthcare technology. There are two key technological drivers for these 
trends: Ubiquitous electronics and Genomics/Proteomics. 

Ubiquitous electronics: mainly enabled by the development in 
semiconductor technology as described by Moore’s Law, we have seen rapid 
progress over many years in the miniaturization and digitization of 
electronics, in low-power electronics, in faster computing with ever smaller 
computers, in data storage (hard-disk drives, optical storage and semi¬ 
conductor memories), in larger and flatter displays, in wireless technologies 
like mobile telephony and wireless LAN, in sensor technology and in 
rechargeable batteries. This progress is continuing at unchanged speed. 
These developments in electronics have enabled progress in medical 
technologies over a wide field, including real-time 3D imaging with ever 
higher resolution, image processing and computer-aided detection of 
clinically relevant data, implantable devices, sensor systems in and on the 
body, and many more. 

Genomics and proteomics: the last decade has seen an explosion of the 
knowledge on the structure and the functioning of the human body at 
the cellular and molecular level. A major achievement was the unraveling of 
the human genome. Our knowledge about the relationship how DNA 
structures translate into proteins and the action of these proteins in the body 
is growing daily. How this translation process is related to development and 
treatment of diseases is extremely complex, and most of understanding this 
still lies ahead of us. Nevertheless, first successes in using targeted contrast 
media to image diseases at an early stage, have been achieved (‘molecular 
medicine’, promise to individualize the detection and treatment of disease. 
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They may permit measuring predisposition for certain diseases, detection of 
disease at a very early stage and individual therapy much more effectively 
than in the generalized approach used today. And even more, molecular 
medicine may help to develop new pharmaceuticals in a much more efficient 
way. 

2.4 Healthcare in the future 

How will medical care look like in a few decades from now? The 
physician and the hospital concentrate much more on prevention and 
aftercare, instead of having their focus on the acute phase of medical care 
(‘disease management’). 

The risk profile of the patient for acute or chronic diseases is assessed 
on the basis of life style, family history and genetic predisposition; all these 
data are stored in the electronic patient record (which is accessible to the 
patient through the internet); the patient carries the essentials of this record 
with him/her in a smart card with a large memory. 

The patient, depending on his/her risk profile, is regularly screened for 
the possible onset of acute disease or to follow the course of a chronic 
disease. The patient at home can do part of this screening, if relevant in 
wireless contact with the physician through a safe and privacy-protected data 
link. 

If the onset of a disease has been detected by molecular diagnosis, the 
extent and the location of the disease is assessed by molecular imaging using 
a contrast agent specifically targeted to the disease. 

If surgical intervention is needed, this is done using an image-guided 
minimal-invasive procedure. 

Pharmaceutical treatment is individually adapted to the patient in terms 
of the pharmaceutical and dose chosen, taking into account his/her individual 
sensitivity to the drug. The dose in which the drug is delivered depends on 
a feedback system based on continuous measurement of the drug 
concentration at the targeted site in the body and the effect it has there. If 
relevant, the drag is only delivered at the site where it is needed (‘local drug 
delivery’), e.g. by focused ultrasound. 

If relevant, the patient gets a device implanted that takes over part or 
whole of the damaged body function. These devices are miniaturized and 
smart with - helped by their low power consumption - almost infinite 
battery life. Next to the presently existing smart cardiac pacemakers and 
defibrillators, there are implantable pumps supporting the heart function, as 
well as the first generation of complete artificial organs like pancreas, liver 
and even heart. Neurological diseases, like Alzheimer and Parkinson are 
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kept under control using stable electrodes at the right position, provided with 
smart electronic signals. 

Regenerative medicine and cell therapy have progressed so that parts of 
the heart that are damaged by heart infarction can be revived. 

Personal healthcare systems allow elderly people with chronic disease to 
stay at home instead of regularly visiting or staying at a care center. Their 
physician can continuously monitor their health condition and help can be 
sent immediately when an emergency situation occurs. Similar systems can 
be employed to measure and improve the fitness of people, young and old, to 
help preserve their health. 

Many examples of the new trends in healthcare technology will be 
described in subsequent chapters of this book. We would like, however, to 
set the stage with the three technologies that we consider to be the major 
ones supporting the drivers mentioned above. 


3. IMPACT OF MOORE’S LAW ON MEDICAL 
IMAGING 

“Doubling the compute power of microprocessors every 18 months” as 
Gordon Moore stated in the early 1970’s has a profound impact on every 
electronic equipment development, and medical imaging systems are no 
exception. Besides more processing power in integrated circuits, there is 
availability of higher bandwidth in networks, ever increasing (almost 
unlimited) storage at lower cost, development of smarter algorithms 
leveraging the speed increase to provide better and easier understanding of 
clinical information. The goal of this new technology is to improve the 
quality of life of the individuals. We need to not only save lives, but at the 
same time reduce patient discomfort and minimize the number of avoidable 
medical errors. A study by the Institute of Medicine estimates the number of 
deaths in the USA due to avoidable medical errors at about 100,000 persons 
per year. 

Improvement in prevention and early diagnosis will have a dramatic 
impact on cost reduction and number of lives saved. New technologies 
leveraging Moore’s law with the availability of increased compute power 
will play an important role. Technologies like real time 3D imaging allow 
for easier and better understanding of anatomical details. As an example, in 
Figure 1-4, real time 3D ultrasound allows for early detection of heart 
anomalies, making this affordable technology available to a greater number 
of users. 
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Figure 1-4. Real-time 3D ultrasound image of the heart (Philips Medical Systems). 



Figure 1-5. 3D CT image (Philips Medical Systems). 
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Similarly, the on-going revolution in X-ray computed tomography (CT) 
with faster data acquisition and more detector rows (64 slices) will allow for 
fast diagnosis where the entire abdomen can be scanned in less that half a 
minute. One of the major consequences impacting the physician directly 
related to the acquisition and processing speed, is the overwhelming increase 
in the amount of data/information he/she has to deal with. Within less than 
20 seconds, a complete lung exam takes place with a top of the line CT 
system. In that time frame more than 2000 images are acquired, images the 
physician has to analyze. This represents a factor of 10 increase in data 
volume compared to just a few years ago. The physician is therefore 
confronted with a new paradigm: the patient spends less and less time for 
data acquisition and the physician has to spend more and more time in front 
of an increased volume of data to provide an accurate diagnosis. 

This again is where Moore’s law finds its way. With increased compute 
power available, a new generation of support systems is provided to the 
physician through Computer Aided Detection (CAD) and/or Computer 
Decision Support Systems (CDSS). These new tools help the user navigate 
in the huge data set and provide automatic clues for the physician to focus 
on. Revolutionary 3D visualization techniques allow for virtual inspection of 
organs like in Figure 1-5. 

New techniques like virtual endoscopy greatly improve patient comfort 
and reduce the threshold for colon cancer. 

With faster compute capabilities, medical imaging systems can provide in 
real time improved spatial and contrast resolution by leveraging signal and 
image processing techniques. Automatic detection of key features in an 
image is now becoming a reality. Fusion of data coming from different 
sources of acquisition plays a role in improving the diagnostic efficacy of the 
physician. 

Another consequence of Moore’s law is related to the miniaturization of 
the equipment. Whilst keeping the level of performance constant, one can 
today ‘shrink’ the volume of electronic hardware significantly. There are 
today in the world about 2 billion cell phones each having the processing 
power of a mid 1990 personal computer with 100 times less power 
consumption. Similarly one sees today hand-carried ultrasound imaging 
systems that have the processing power of a mid 1990 high-end ultrasound 
system. This opens a new market for imaging systems, increasing the 
ubiquitous use of them in the clinical environment, creating new applications 
and opening new markets. This can be viewed as a disruptive technology as 
it enforces the following paradigm shifts: 

• Price-performance paradigm: A high-end, high performance system is 

not necessarily best suited for all types of exam s . 
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• Application paradigm: Ubiquitous usage of imaging systems in the 
clinical environment. 

• User’s paradigm: Less skilled professionals have access to this new 
tool. 


4. MOLECULAR MEDICINE 

The deciphering of the human genome and the arrival on the market of 
new generations of intelligent contrast agents and markers has been the 
trigger point for the new field of molecular medicine. This new field 
includes three linked sub-specialties: 

• Molecular imaging: Leveraging the use of specific contrast agents 
designed to target expressed biomarkers to disclose the location and 
extent of the disease at its onset as well as its fate after and during 
therapy. 

• Molecular diagnostics: In vitro test of biomarkers (e.g. proteins) that 
are expressed in body fluid or tissue to be used to diagnose disease even 
before clinical symptoms of the disease become evident. 

• Molecular therapy: Gene-based therapies including targeted drug 
delivery and targeted cancer drugs. 

Already today, cancer drugs (drugs that correct the specific genetic flaws 
that are the biological causes of cancer) have been approved for sale and are 
available on the market. The patient lobby being very strong, the cost and 
sometimes lack of efficacy of the treatment have not prevented the FDA 
from approving the drugs. 

The N1H position statement when analyzing the impact of Molecular 
Medicine has been: Improving the Flealth of the Nation. This will be 
achieved in the following manner: 

• Early diagnosis and prevention: Especially for cardiovascular 
diseases, cancer and stroke. 

• Better understanding of disease mechanisms: For example islet beta 
cell mass in diabetes, detection of inhaled pulmonary pathogens, neuro¬ 
psychiatric disorders... 

• Impacting new therapies like site targeted drug/gene therapy, stem cell 
imaging and therapy, organ/tissue transplantation. 


The challenges to reach the target are multiple. The first one is to speed 
up the translation process between what has been achieved on animals to the 
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human. This is a specific goal set up by the National Cancer Institute (NCI) 
in domains as varied as angiogenesis, anti-angiogenesis, apoptosis, 
atherosclerosis, and stem cell applications. The second challenge is to 
recognize that such an effort mandates partnership with partners in 
complementary arenas of expertise: contrast agents, pharmaceuticals, drug 
delivery, etc. Such partners can be academic medical centers and/or other 
industrial partners. 

Molecular medicine moves us in the direction of predictive medicine. In 
the future one should be able to assess the genetic predisposition of 
individuals for a specific disease. Prediction will replace prevention. 
Furthermore, during treatment, molecular diagnostics should be able to 
assess very quickly the efficacy of the therapy. Today the availability of 
targeted contrast agents has been achieved. Such agents have been designed to 
target fibrin (for example) responsible for the creation of thrombus in 
vessels, enhancing the imaging contrast and facilitating the visualization of 
the location and extent of the thrombus. 

Such targeted agents can be designed to be the carrier for a drug, 
delivering therefore the drug in situ. It thus becomes a targeted drug delivery 
system. Today experiments are conducted on animal models to validate the 
technique. The dream of the ‘silver bullet’ is not too far away. 


5. E-HEALTH AND PERSONAL HEALTHCARE 

Conventional interactions with patients in the healthcare domain require 
them to be present in the hospital or clinic. However, leveraging strength in 
semiconductor and consumer electronic domains, it is entirely conceivable to 
bring monitoring and treatment technologies to the home. As a matter of 
fact, the miniaturization of electronics we described earlier is key to this 
approach: the technology moves where the patient is located and not the 
patient where the technology is located. 

Various initiatives have already started in this domain. A key one is the 
monitoring of CHF (congestive heart failure) patients at home. Simple and 
easy to use monitoring equipment is placed at the patient’s home. The 
equipment is connected via an available network (a phone line) to a central 
server in the hospital. The server is monitored by medical professionals 
(specially trained nurses or paramedics) who react to the data received by 
either doing nothing, or calling the patient to modify his/her medication 
regimen, or having a doctor contact the patient or in the worst case sending 
an ambulance to bring the patient to the hospital. It has been demonstrated 
by analyzing reports from various implementations of such systems that, in 
doing so: 
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• The quality of care is not diminished. 

• The patient feels more responsible for his/her own health. 

• The cost compared to the traditional visit of the patient to his/her 
physician is significantly decreased. 

In order for such a system to be successful, it requires complete 
cooperation across the whole healthcare value chain: insurers, hospitals, 
physicians, and emergency services. 

An extension of this approach is to continuously monitor patients at risk 
through non-invasive sensing and, why not, implantable sensors. In the case 
of non-invasive sensing, a conceptual approach is to design intelligent 
clothing/underwear that carries sensors measuring body activity and 
embedding simple wireless electronic computing the outcome of the 
measurement and communicating it to the outside world. An example of 
such clothing is seen in Figure 1-6. 



Figure 1-6. Underwear provided with sensors (Philips Research). 

An obvious application for such a technology is the monitoring of 
patients at risk for sudden cardiac arrest. The miniaturized wireless 
electronics can also incorporate a GPS to help in locating the patient as well 
as an alarm system triggering the dispatching of an ambulance. 

In the future, one can envision implanted sensors in the body, monitoring 
all kinds of events. Sensors could transmit the outcome of their measurement 
to each other as well as to some miniaturized central unit located outside the 
body. A real body LAN is then created. 

Besides home blood pressure monitors, the first real therapeutic medical 
device reaching home in the USA is the Automated External Defibrillator 
(AED). 

Approval for such devices that are crucial to resuscitate patients who 
have suffered a sudden cardiac arrest event has been granted in the USA in 
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2005. It is expected to see in the future more and more devices that once 
were solely used in the hospital environment move into the home. 


6. CONCLUSIONS 

We have just touched up on some important new trends in healthcare 
technology. More examples will be highlighted in the rest of the book like 
minimally invasive procedures, organ replacement, tissue engineering, 
regenerative medicine, therapy planning, etc. Each of these new technologies 
is developed to bring more comfort to the patient and improve the efficacy 
and cost of diagnostics and treatment. Imaging has made a big impact on 
healthcare over the last decades and will continue to do so. It is important to 
promote continuous technology development for better and faster diagnosis 
whilst lowering cost. The future is bright as true molecular medicine is 
coming in sight. 

Reflecting on the introductory comments on time and speed, it is fair to 
say that for some time is money; however for us in the health domain, time 
means life. 
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DIAGNOSTIC IMAGING 

State-of-the-art and Recent Advances 
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Abstract: Medical imaging is the heart of many diagnostic and therapeutic procedures. 

Starting from the discovery of X-rays in 1895, a number of imaging modalities 
were invented and later established in clinical practice. Initially these imaging 
modalities (except PET and SPECT, which target metabolic processes) were 
aimed to visualize non-invasively anatomical details from within the body. 
With the improvement of imaging agents, computing power and imaging 
technology increasingly information about organ function and even 
metabolism can be measured and used in the clinical decision process. 
However, all established imaging modalities have strengths and weaknesses. 
Therefore, a strong trend exists to combine complementary information from 
different imaging modalities, either through system integration or software 
fusion. PET-CT is an impressive manifestation of this trend. In addition, work 
continues to explore novel imaging techniques with the aim to develop new 
modalities. These would help to close remaining clinical gaps with imaging as 
the enabler. 

Keywords: Imaging modalities, hybrid imaging, functional imaging, molecular imaging, 

X-ray, CT, PET, SPECT, MR, ultrasound, optical imaging, photoacoustic 
tomography, magnetic particle imaging 


1. INTRODUCTION 

Radiology began as a medical sub-specialty in the first decade of the 
1900’s after the discovery of X-rays. The development of radiology grew at a 
moderate pace until World War 11. Extensive use of X-ray imaging during 
the second world war, and the advent of the digital computer and new 
imaging modalities like ultrasound, computed tomography, magnetic 
resonance imaging and nuclear imaging have combined to create an 
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explosion of diagnostic imaging techniques in the past 25 years. Some of the 
major milestones in the development of medical imaging technology are 
summarized in Table 2-1. 

Table 2-1. Milestones in medical diagnostic imaging. _ 

Date _ Innovation _ 

1895 Wilhelm Conrad Roentgen discovers X-rays. He also produces the first X-ray 

image of the human body (his wife’s hand). 

1953 First real-time Ultrasound device built by John Julian Wild and John Reid 1 . 

1963 Tomographic SPECT reconstruction by David Kuhl and Roy Edwards 2 . 

1972 CT scanning is invented by Sir Godfrey Hounsfield and Allan Cormack 3 . 

1974 Clinical PET (Positron Emission Tomography) developed at the University 

of Washington 4 . 

1980 First MR imaging of the brain on a clinical patient. MR was developed by 

Paul Lauterbur and Peter Mansfield 5,6 . 


Today, imaging systems reveal every organ and lay bare every pathology. 
They show us three-dimensional, full-color pictures of the beating heart and 
cross-sectional slices of the abdomen. We can see blood flowing through our 
arteries, water traveling along nerve fibers, cells dying in a tumor, antibodies 
battling infection, and, strangest of all, emotions such as fear and love 
arising in the brain. These devices even analyze the images they produce; 
they identify malignancies, count plaque deposits in arteries, measure bone 
loss, and calculate the heart’s pumping capacity. They also assist surgeons, 
tracking the positions of their instruments in real time and letting them know 
what their scalpels are about to cut into. 

The increasing importance of medical imaging in diagnosis and treatment 
planning is demonstrated by the fact that, in addition to X-ray (W. C. 
Roentgen), two imaging technologies have been awarded with the Nobel 
Prize. Allan M. Cormack and Godfrey N. Hounsfield received the prize “for 
the development of computer assisted tomography” in 1979, and Paul C. 
Lauterbur and Peter Mansfield “for their discoveries concerning magnetic 
resonance imaging” in 2003. 


2. TECHNOLOGY TRENDS 

The field of medical imaging developed along a few major trends, 
especially since the mid 1970’s. These high level trends can be summarized 
in a short bullet list: 

• Towards fully integrated solid state detectors. 

• Towards 3D image matrix. 
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• Speed-up of acquisition towards 4D (3D+T) images. 

• From anatomical to functional to molecular imaging. 

The main driver behind this development (or better called enabler) is the 
exponential growth in performance of silicon devices, both in the area of 
digital logic as well as processing units. This growth can well observed in 
e.g. Moore’s law 7 , which is depicted in Figure 2-1. 



Figure 2-1. Moore’s law using Intel processors as example (image courtesy of Intel Corp.). 

The general trends in imaging technology, as described above, drive the 
development of the established imaging modalities. Although the onset and 
the speed of these developments vary between imaging technologies, the 
trends can be observed generally throughout the modalities. In the following 
sections the impact of the trends on improvements in technology will be 
discussed. 

2.1 X-ray 

The use of X-rays for diagnostic imaging started shortly after Wilhelm 
Konrad Roentgen’s discovery in 1895. Since X-rays penetrate solid objects, 
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but are slightly attenuated by them, the picture resulting from the exposure 
reveals the internal structure of the human body. X-ray imaging was and is 
still used in two applications fields: Radiography and fluoroscopy. 

Imaging technology for radiography evolved from plain X-ray film 
and screen-film combinations to cassette-based computed radiography, 
introduced 1983 by Fuji 8 . This technology enabled the step of X-ray imaging 
into the digital domain. However, the conversion from X-rays into digital 
signals is not performed directly, but requires an intermediate (analog) 
storage step in photostimulable phosphors 9 . Only recently, a new technology 
based on large area amorphous silicon plates has been introduced to the 
market, which converts the incoming X-rays either via a photoconductor 
layer 10 ' 11 or via a scintillator/photodiode combination 12 ' 13 directly into digital 
signals. This technology is explained in detail in Chapter 4. 

Fluoroscopic imaging initially relied on fluorescent screens. But since 
doctors then would stare directly into the X-ray beam, such screens were 
quickly replaced by image intensifiers / television camera combinations after 
1954, the year of introduction. Figure 2-2 shows one of the first commercial 
image intensifier systems from the year 1954. 



Figure 2-2. The first commercial surgical image intensifier system (BV 20) from Philips. 
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After the introduction of radiographic detectors based on amorphous 
silicon technology end of the 1990s, it was only a question of time when the 
more challenging implementation of fluoroscopic detectors on the same 
technology would be introduced 1415 . Due to the advantages of a much more 
compact design and distortion free images at higher contrast resolution, these 
detectors have become the mainstream imaging technology in X-ray. 

The next technology change already appears at the horizon. Detectors 
based on large area CMOS technology are available in the early prototype 
stage for proof-of-concept 16 . The anticipated advantages will be higher spatial 
resolution, higher readout speed for functional and 3D imaging at potentially 
lower cost of goods. 

The application range of X-ray fluoroscopy spans from classical 
radiology, interventional radiology, surgery to cardiovascular interventions. 
As a very successful procedure 3-dimensional rotational X-ray imaging has 
been introduced in the 1990s 17 , expanding the application space into 
volumetric anatomy and function (compare Chapter 5). There is significant 
research effort spent to replace the diagnostic interventional procedures 
performed with X-rays by MR and CT, because of their non-invasive nature. 

However, with respect to clinical outcome X-ray is still the gold 
standard. At the same time, X-ray leverages its real-time capabilities and its 
high spatial resolution to expand into new and more complex therapeutic 
applications like integrated navigation (more details in Chapter 11) and 
cancer treatment (see Chapter 10). 

2.2 Computed tomography (CT) 

Computed tomography acquires a large number of projection X-ray 
images from a patient from various angles, usually by rotating X-ray source 
and detector around the patient. The collection of projection images is then 
translated into a 3-dimensional volume of linear attenuation coefficients 
(usually displayed relative to water). Using the first commercial CT systems, 
scanning just one slice of a human brain took nine hours, with subsequent 
reconstruction of 2.5 hours. The resulting slice image had a matrix of 80 2 
pixels and a contrast resolution of 8 Bit. A picture of one of these first CT 
systems is shown in Figure 2-3. 

Modern CT systems acquire and reconstruct image matrices up to 1024 2 
pixels, at a rate of 40 slices per second (for a 512 2 matrix). The contrast 
resolution of these images is 18 Bit. Reconstruction can be synchronized to 
breathing and/or cardiac motion, in order to compensate for motion artifacts. 

This enormous gain in acquisition speed has been achieved by faster 
rotation of the gantry (currently at 0.4 seconds per rotation) and by adding 
more and more detector lines for parallel image acquisition. Current state-of 
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the-art are systems use 64 of such detector lines. In order to avoid that the 
costs of such systems explode, new paradigms in detector technology have 
to be pursued, as described in Chapter 4. 



Figure 2-3. Original head CT scanner from EMI (installed at Mayo Clinic, Rochester, Minn.). 
Image courtesy of the RSNA. 

Increasing the detection area generates also challenges to the technology 
in all other aspects of the system. The bandwidth of the slip ring, through 
which the data has to be transmitted from the rotating detector to the static 
part of the gantry, has to multiply in correspondence with the number of 
detector lines. The reconstruction problem changes drastically, from a fan 
beam geometry to a cone beam geometry, for which only recently a 
mathematical approach for an exact solution has been found 18 . A detailed 
discussion of the state-of-the-art in reconstruction technology is given in 
Chapter 3. 

2.3 Positron emission tomography (PET) 

PET images the 3-dimensional distribution of a tracer, which has been 
injected into the human (or animal) body. The tracer is labeled with a 
positron-emitting radioisotope. Once emitted, the positrons travel a short 
distance (0.2 mm for 18 F, 0.3 mm for n C, 0.4 mm for 15 0, 0.8 mm for 82 Rb, 
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all FWHM), before they annihilate with an electron into two photons of 
511 keV that are emitted almost exactly in opposite directions. These two 
photons are then detected in coincidence. 

The fundamental building blocks of PET imaging has not changed over 
the first 30 years after introduction of the technology. PET detectors consist 
of a ring shaped layer of scintillation crystals, which are glued to a light 
guide, and a layer of photomultiplier tubes attached to the outside of the 
light guide. The scintillator absorbs the incoming y-rays of 511keV energy 
and converts them into optical signals. The light guide then spreads the 
optical photons on several photomultiplier tubes, which allows for an exact 
reconstruction of the crystal (pixel) which was hit. A more detailed 
description of PET technology is given in Chapter 8. 

Nevertheless, there was significant performance improvement of PET 
systems over time. This is due to improvements in key components like the 
scintillation material. The characteristics of the scintillator determine 
critically the PET imaging performance. Important parameters are especially 
the detection efficiency, energy resolution, time resolution, emission 
wavelength, mechanical and hydroscopic properties. Table 2-2 gives an 
overview of scintillator materials commonly used for PET (adapted from 19 ). 


Table 2-2. Physical properties of scintillator material commonly used for PET, 


Scintillator 

material 

Attenuation 
length [mm] 

Light outout 
[ph/MeV] 

Decay 
time [ns] 

Emission 
wavelength [nm] 

Hydroscopic 

BGO 

10.4 

9000 

300 

480 

No 

LSO 

11.4 

30000 

40 

420 

No 

NaI:Tl 

29.1 

41000 

230 

410 

Yes 

CsI:Tl 

22.9 

66000 

900 

550 

Slightly 

GSO 

14.1 

8000 

60 

440 

No 

LuAP 

10.5 

12000 

18 

365 

No 

LaBr3 

21.3 

61000 

35 

358 

No 

LYSO 

11.2 

32000 

48 

420 

No 

LuAG 

13.4 

5606 


510 

No 


For high intrinsic efficiency, scintillator materials should have both a 
high effective atomic number Z e{{ and a high density. The energy (and 
spatial) resolution is associated with the light yield from the scintillator, 
since the magnitude of the fluorescent light yield will reduce the statistical 
spread in accordance with (n ph )' 1/2 . 

Whereas early PET scanners relied on NaTTl and Cesium Fluoride 
scintillators 20 ’ 22 , modern PET systems are based on BGO 23 , GSO 24 and 
LSO 25 crystals. Actual developments in the field of new detection 
technologies are directed towards the use of new cerium doped crystals, the 
use of layered crystals and other schemes for depth-of-interaction (DOI) 
determination, and a renewed interest in old technologies such as time-of- 
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flight (TOF) PET 26 , taking advantage of excellent timing resolution of new 
scintillators, along 27 . It appears that cerium doped lutetium orthosilicate 
(LSO:Ce), lutetium yttrium orthosilicate (LYSO:Ce) and cerium doped 
lanthanum bromide (LaBrcCe), are the most promising candidates 28 . 

Recent developments in photodetectors for medical applications should 
enable efficient collection of the light emanating from the scintillation 
crystals 29 ’ 30 . The design of high resolution imaging devices imposes some 
additional constraints with respect to the necessity for compact arrays of 
photodetectors; in turn, this has stimulated the development and use of 
multichannel position-sensitive photomultiplier tubes (PS-PMT’s), Silicon 
p-i-n photodiodes (PDs) and avalanche photodiodes (APDs) 31 ' 32 . Solid-state 
photodiodes exhibit many advantages compared to conventional PMT’s. 
They are relatively small, operate at much smaller voltage, and more 
importantly, and exhibit higher quantum efficiencies. Furthermore, photo¬ 
diodes are insensitive to axial and transversal strong magnetic fields and 
therefore, have the potential to be operated within MRI systems. By using 
this technology, the sensitive area of the detector could be read out more 
efficiently. 

2.4 Single photon emission tomography (SPECT) 

Similar to PET, SPECT images a radioactively labeled tracer. Flowever, 
the labels in SPECT are y-emitters, which emit in an energy range between 
69 keV ( 201 T1), and 365 keV ( 131 I), Most commonly used is " m Tc due to its 
moderate emission energy of 140 keV, its convenient decay time (6 hours) 
and its availability in generators. 

Shortly after Hal Anger 33 developed the concept of a detector based on a 
single Nal crystal and an array of photomultiplier tubes, first tomographic 
images were produced 2 . The detection concept, which includes also a 
collimator in front of the scintillation crystal for selecting the projection, is 
still widely used in today’s commercial systems. 

The main innovations in SPECT therefore occurred in the areas of data 
acquisition, reconstruction 34 and image analysis. 

Nevertheless, there are still attempts to overcome the drawbacks of the 
Anger camera, namely the reduced sensitivity and spatial resolution due to 
the collimator, by the means of new imaging technology. A technology that 
is potentially close to market introduction is the solid-state detector based on 
the direct conversion material CZT (see Chapter 4 for further information). 
Solid-state detectors should have intrinsically a better energy resolution, 
which would lead to lower scatter background. As a consequence, 
simultaneous dual isotope imaging might be achievable, which would 
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drastically improve workflow of some clinical procedure like stress/rest 
imaging for cardiac perfusion measurement. 

SPECT cameras based on CZT would probably exhibit an improved 
spatial resolution, but would not solve the intrinsic problem of the reduced 
sensitivity. One approach to eliminate the collimation at least in one 
dimension is based on slat detectors with a Slit collimator 35 . The detector 
together with the collimator would then rotate to achieve some collimation in 
the second dimension. Such systems exist is a prototype stage, but are not 
yet commercially available. 

Already 1977 the concept of the Compton camera was proposed 36 , which 
tries to replace the mechanical collimation by an electronic one, and thus 
boost the sensitivity of the detector. This concept has, however, still some 
significant technical challenges to solve, e.g. to achieve the required detector 
specifications at reasonable costs and to solve the reconstruction problem. 

2.5 Magnetic resonance imaging (MR) 

MR1 is well recognized as a commonly used medical imaging modality. 
In spite of its significant growth over the last two decades, technical and 
application development continues. 

Historic developments in image acquisition approaches are summarized 
in Table 2-3, where the periods of evolution are apportioned into 
approximately five- to ten-year-long intervals. 


Table 2-3. Evolution of MR image acquisition approaches. 


Time 

Acquisition strategy 

Mid 1980s 

Identical magnetization level for all phase encodings. 

Identical pulse sequence used for all phase encodings (e.g. FLASH). 

Late 1980s 

Efficient use of decaying transverse magnetization (e.g. RARE, FSE, TSE). 
Allowance for different magnetization levels for different phase encodings. 
Non-rectilinear k-space trajectories. 

Late 1990 

Allowance for different pulse sequences for different phase encodings. 
Synthesis of required encodings from sparsely sampled measured set (e.g. 
SENSE, SMASH). 


Two techniques have been developed for the synthesis of data at 
‘missing’ values: Sensitivity encoding (SENSE 37 ) and simultaneous 
acquisition of spatial harmonics (SMASH 38 ). Both methods are similar in 
that an array of receiver coils is used, rather than a single coil. Further, both 
techniques use the differential response of individual coil elements across 
the field of view as the basis for generating the missing phase encodings. It 
has also recently been shown that the SENSE concept can be adapted for the 
parallel transmission of multi-dimensional RF pulses 39 . 
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One of the driving forces behind MR developments is the need to 
accommodate increasing image reconstruction demands. A second driver is 
the emergence of specific research-based methods developed several years 
ago and the desire to make them more practical. One example of this is 
functional (f) neuro MRI. With this method a sequence of images of the 
brain is rapidly acquired over 1 to 2 min while the subject is performing 
some physical or mental task. A third driving factor is the identification of 
specific applications in which interactive MR imaging with real-time control 
is essential. One example of this is the use of real-time navigator echoes to 
guide the acquisition of data that can be subject to motion degradation (e.g. 
respiratory motion during a cardiac scan). Another example for which 
interactive imaging is essential is tracking of catheters and guidewires during 
interventions. 

An example of a procedure that found its way from a research tool into 
clinical application is diffusion-weighted MR imaging. Perhaps the first 
clinical application of DWI was reported 1996, showing diffusion deficit in 
the presence of a stroke 40 . Applications of DWI have developed also into 
MR tractography, which connects pixels in relation to the anisotropy of the 
diffusion tensor. The technique can possibly be used to assess white matter 
tracts as part of neurosurgical planning. 


3. HYBRID IMAGING MODALITIES 

Historically, in each major disease category one medical imaging 
modality of choice has been established as gold standard. Driven by the 
growing acceptance (reimbursement) of functional and metabolic imaging 
modalities like PET, this paradigm has changed towards the improvement of 
sensitivity and specificity of diagnostic imaging also by means of combining 
information from two (or more) modalities. 

Hybrid systems can be realized with different degrees of integration. The 
architecture of such systems may range from an integrated backend only 
(with high-speed data exchange and image fusion functionality), over in-line 
systems that share mechanical components like the patient table, to fully 
integrated combinations. The choice of the architecture is mainly determined 
by the clinical value that is provided by the hybrid system, and technical 
boundary conditions. 

Generally speaking, higher degrees of integration will reduce registration 
errors and will improve workflow for specific applications. In addition, it 
will allow for the simultaneous imaging with both modalities, which is an 
enabler for certain diagnostic applications. On the other hand, higher degrees 
of integration may lead to a reduced flexibility and patient scheduling. 
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Making an attempt to categorize the field of hybrid imaging modalities, 
the main driver behind hybrid systems for diagnostic imaging purposes has 
been the improved diagnostic power from combining functional / metabolic 
and anatomical information. Imaging in the context of molecular 
therapeutics will also give rise to a large demand for hybrid systems in 
the area of therapy response assessment. Applications of hybrid imaging 
systems in image-guided treatment have been in clinical trials much longer 
than those for diagnostic imaging. Examples are the integration of X-Ray C- 
arm systems (also in hybrid combination with CT or MR) with intra-vascular 
treatment devices, and of MR with high-intensity focused ultrasound 
(HIFU), and the increasing integration of real-time 3D Ultrasound in 
interventional treatment. 

3.1 Hybrid diagnostic imaging 

For PET, with its high sensitivity but low spatial resolution, it was 
obvious that an anatomical reference image would greatly enhance its value 
for diagnosis and therapy planning in oncology applications. After some 
initial debate about whether the images from two separate modalities could 
simply be fused by suitable image processing algorithms, the market simply 
decided for integrated PET-CT combinations. First systems were introduced 
in 2001, and today the market for standalone PET systems has virtually 
disappeared. And even though the CT part of the hybrid combination is 
running idle ca. 90% of the time during a hybrid exam, the market keeps 
replacing CT scanners with PET-CT hybrid systems. 

Although today still 90% of all PET examinations are performed with 
18 F-FDG, there is a large research effort spent both in academia as well as in 
industry to develop and commercialize new imaging agents for PET 
(compare Chapter 18). These agents will potentially be targeted to metabolic 
processes or receptors that are very specific to certain diseases. As a 
consequence, the level of anatomical information in PET images will tend to 
decrease further, which increases the need for an anatomical reference by a 
second modality. 

With respect to agents, clinical SPECT is further advanced. A number of 
agents are approved, both for oncology and cardiology applications, and 
many more are in clinical trials. Some of these agents are targeting specific 
metabolic processes, and can therefore be called molecular agents already. 
Therefore, it was a natural step that SPECT-CT was introduced 2004 as the 
second hybrid modality into the market. Clinical applications for these 
systems will be both in cardiology (diagnosis and risk stratification of 
coronary artery disease) and in oncology (diagnosis, staging and follow-up). 
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As a potential future opportunity for hybrid diagnostic modalities, 
combinations of MR with either PET or SPECT are considered. These 
combinations are currently in the research phase, with respect to technology 
as well as to clinical applications. The main technical challenge for an 
integrated system is the sensitivity of the photo-multiplier tube, which is a 
critical component in today’s PET and SPECT detectors, to the magnetic 
field of the MR. Recent successes in replacing the PMTs by Avalanche 
photodiodes may open a route for a technical realization. Nevertheless, 
experience from the PET-CT development tells that both modalities in 
hybrid systems need to have state-of-the-art performance. Such performance 
still needs to be demonstrated in the case of Avalanche photodiodes, 
especially if the PET technology moves towards time-of-flight. 

3.2 Hybrid imaging in image-guided treatment 

Applications of hybrid imaging systems in image-guided treatment have 
been addressed in clinical trials much earlier than those for diagnostic 
imaging. However, they have largely remained in the experimental stage and 
aimed at very specific treatment procedures. They are also less standardized, 
and have thus not led to spectacular market successes so far. Examples are 
combinations of X-Ray C-Arm systems with CT and MR (see Chapters 9 
and 10), or combinations of optical (microscopic and endoscopic) imaging 
with MR and Ultrasound. In Cardiology, the increasing attention to detecting 
vulnerable plaque in coronary arteries and to the treatment of cardiac 
arrhythmia in the Electrophysiology Lab has stimulated a renewed 
discussion about the combination of intra-vascular (mainly Ultrasound and 
Optical) imaging with fluoroscopic modalities like X-Ray (see Chapter 11). 
Increasingly, also CT and MR are considered for EP guidance, as the 4D 
fluoroscopic capabilities of these modalities improve. A significant role 
might evolve for real-time 3D Ultrasound, as the fastest and cheapest ‘4D- 
imaging’ modality, which is increasingly considered for interventional 
guidance in a number of application areas (see Chapter 7 for further 
reading). 

3.3 Hybrid imaging to assess therapy response 

Apart from the areas mentioned above, there are increasing clinical 
research efforts in hybrid systems for planning and delivery of non-invasive 
therapy, in order to provide closed loop solutions in which imaging derived 
information about the therapeutic procedure is used to control the delivery 
devices. One example is radiation therapy of tumors using linear accelerators, 
which are equipped with X-Ray imaging systems for organ motion tracking 
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and corresponding collimation control (see details in Chapter 13). Another 
oncology procedure is based on non-invasive High-Intensity Focused 
Ultrasound (HIFU) ablation devices, which are integrated into MR systems. 
In this combination, the MR system is used for targeting control of the 
ultrasound focus volume and for monitoring of the resulting 3D temperature 
distribution. A detailed overview on this technique is given in Chapter 12. 


4. NOVEL IMAGING TECHNOLOGIES 

Besides the imaging modalities that are already established in clinical 
practice, there are a number of imaging principles currently in the research 
phase with the aim to develop them into clinically useful tools for imaging in 
humans. 

Since more than ten years, considerable interest is devoted to optical 
imaging. Optical imaging is today routinely used only in pre-clinical 
imaging of small animals. Advancing optical techniques to humans promises 
high sensitivity without the use of ionizing radiation. However, significant 
technical challenges have to be overcome, since optical photons are strongly 
scattered and absorbed by human tissue. 

The technical challenges of optical imaging can be somewhat reduced 
through a technique called photoacoustic tomography. In this concept the 
optical photons are used only to deposit energy at the location of the imaging 
agent, and then the resulting temperature increase is imaged with Ultrasound. 

Finally, another method to detect small concentrations of an imaging 
agent is the utilization of the magnetic properties of the imaging agent. Such 
a technique, called Magnetic Particle Imaging, has recently been proposed. 

4.1 Optical imaging 

Visual light and near-infrared light offer the opportunity to image 
biological tissue, even though the predominant interaction processes are 
scattering and absorption. In the near-infrared window of low water 
absorption, tomographic optical imaging might be possible. However, due to 
the strong scattering and absorption of photons, there seems to be a limit for 
the size of body parts at approximately 10 cm in diameter. 

Recently, the emphasis of research in medical imaging with diffuse light 
has moved away from the pursuit of high spatial resolution and towards 
functional imaging. It is widely appreciated that diffuse optical imaging can 
never compete in terms of spatial resolution with anatomical imaging 
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techniques, but offers several distinct advantages in terms of sensitivity to 
functional changes, safety, cost and use at the bedside. 

Three different technology approaches for diffuse optical tomography 
can be identified: Continuous wave, time domain and frequency domain. 
Philips Research pioneered the continuous wave approach through the 
development of a breast imaging system 41 (the prototype is shown in Figure 
2-4). A comprehensive comparison of the different approaches as well as a 
description of the state-of-art of the technology and the clinical applications 
has been published by Gibson, Hebden and Arrige 42 . 



Figure 2-4. Prototype of a diffuse optical tomography system for breast imaging: The Philips 
‘Mammoscope’. 

4.2 Photoacoustic tomography 

Biomedical photoacoustic imaging is an imaging technique that is based 
on the generation of acoustic waves by pulsed light 43 ' 44 . When a short laser 
pulse heats absorbers inside the tissue (like a specially designed agent), a 
temperature rise occurs, which is proportional to the deposited energy. As a 
result, a thermoelastic pressure transient is generated, whose amplitude 
depends on the amount of absorbed light, being determined by the local 
energy fluence, and the optical absorption coefficient of the target. From the 
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time this pressure wave needs to reach the tissue surface (detector position), 
the position of the photoacoustic source can be calculated when the speed of 
sound in tissue is known. 

Photoacoustic tomography overcomes the resolution disadvantages of 
pure optical imaging, and the contrast and speckle disadvantages of pure 
Ultrasound imaging. As imaging agents, indocyanine dyes, with strong 
absorption in the near infrared spectra, are especially useful because of the 
relatively low absorption of N1R light in human tissue. For example, 
indocyanine green (ICG), which has been approved by the Food and Drug 
Administration, in combination with NIR techniques, is employed widely in 
clinical applications such as cardiac output monitoring, hepatic function 
study, and angiography in ophthalmology and tumor detection. 
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Figure 2-5. Non-invasive photoacoustic tomography image of a superficial lesion (size 1mm 
x 4mm) on a rat’s cerebra, acquired with the skin and skull intact (taken from Wang et al. 45 , 
image courtesy of Nature Publishing Group). 

Current research on this technique focuses on animal experiments. 
Published results indicate that photoacoustic tomography is a noninvasive 
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means for localizing and quantifying regional brain hemodynamic responses 
to neural activities through the skin and skull with high optical contrast and 
high ultrasonic resolution in vivo 45 (see also Figure 2-5 for an example). 
Using multiple wavelengths, photoacoustic tomography should be able to 
visualize brain neoplasias and brain metastases from distant organs. Imaging 
of the human brain, although much more difficult, might be feasible. 

4.3 Magnetic particle imaging 

The use of magnetic particles like SPIOs (super-paramagnetic iron-oxide 
particles) for MR imaging is already well established in clinical practice. 
These particles modify the T1 and T2 relaxation times. Flowever, the 
measurement of the concentration of the imaging agent is limited in 
sensitivity, since only changes in relaxation times are detected in the 
presence of a high background signal. 

Magnetic Particle Imaging 46 follows a completely different approach. 
This technique takes advantage of the non-linear magnetization curve of the 
magnetic particles, and of the fact that the magnetization curve saturates at 
certain magnetic field strength. Figure 2-6 demonstrates the principle how to 
translate that into an imaging principle. 

If an oscillating magnetic field is applied to a collection of magnetic 
particles, it will modulate the magnetization M of the magnetic material. The 
modulation of the magnetization will not only contain the drive frequency, 
but also a number of higher harmonics, which can easily be separated from 
the drive frequency. 

The effect described above is most pronounced in the absence of any 
other field except the modulation field. Flowever, if the magnetic particles 
are exposed to a time constant magnetic field with a sufficiently large 
magnitude (as shown in part b of Figure 2-6), they saturate and the 
generation of harmonics is suppressed. 

The suppression of harmonics can now be used to perform a spatial 
encoding, which is a prerequisite for an imaging system. In addition to the 
modulation field, a time-independent field is superimposed, which vanishes 
in one point of the imaging device. If there is any magnetic material in the 
location of the field-free point, it will produce a signal containing higher 
harmonics. All other material outside the field-free point will remain in 
saturation. By steering the field-free point through the volume of interest, a 
tomographic image can be generated. 
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Figure 2-6. Response of magnetic particles to an external magnetic field, a) An oscillating 
magnetic field is applied to the magnetic material. As the magnetization curve (thick black 
curve) is nonlinear, the resulting time-dependent magnetization exhibits higher harmonics, b) 
A time-independent magnetic field is added to the modulation field. The oscillating field does 
not significantly change the magnetization of the material, as it is always in saturation 
(pictures courtesy of Nature Publishing Group). 
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RECONSTRUCTION TECHNOLOGIES FOR 
MEDICAL IMAGING SYSTEMS 

Advances in Algorithms and Hardware for CT 


Roland Proksa 

Philips Research, Hamburg, Germany 


Abstract: Medical imaging made immense advances in the last years. Beside new 

modalities the traditional imaging techniques and systems made rapid 
improvements. A good example is the improvements of Computerized 
Tomography (CT) with the introduction of large detector arrays. One of the 
important technological challenges of most medical imager is the 
reconstruction technology, which has to deal with complex imaging techniques 
and steadily increasing requirements. This chapter provides a brief insight into 
this field and discusses some technological aspects of reconstruction for CT. 


Keywords: Reconstruction, CT, hardware acceleration 


1. INTRODUCTION 

Most medical imaging devices use physical interactions to generate 
spatially resolved maps of static properties or functional information. 
Sensors are used to measure an impact of these physical interactions. Only in 
few cases the detected signals represent the final images directly (e.g. X-Ray 
radiography). In most imaging devices, the detected data itself are not useful 
for medical diagnosis and are usually converted back to the spatially 
resolved physical effect in the object that causes the acquired signals. The 
functional chain from the physical interaction up to the detected signal is 
called the forward problem and is usually well understood. However, the 
forward problem can become very complex and can include a number of 
disturbing effects such as scatter radiation, noise, or imperfections of the 
medical imaging device. Reconstruction is the inversion of the forward 

35 

G. Spekowius and T. Wendler (Eds.), Advances in Healthcare Technology, 35-47. 

© 2006 Springer. Printed in the Netherlands. 



36 Chapter 3 

problem. It estimates the physical interaction from the acquired data given a 
forward model of the measurement. 

Most medical imaging devices have sensors outside the patient and detect 
data that do not only belong to a single point in the object but to larger areas. 
An example is a X-Ray beam that undergoes absorption on its way through 
the patient. The related mathematically forward models usually include 
integration in the object domain. This integral is usually the key problem of 
the reconstruction and requires integral transformation techniques. This can 
be demonstrated with simplified system models of some imaging modalities. 

Computerized Tomography generate images of the X-ray absorption 
coefficient ft (x) at position x using measurements of the remaining X-ray 
intensities / of a beam with a primary intensity of I n along a line S. The 
forward problem becomes: 


A simple 2D Magnetic Resonance Tomography generates images of the 
electromagnetic response m, which is phase encoded with a gradient g p in y 
direction applied for time T and frequency encoded with a readout gradient 
g r in x direction. With y being the gyro-magnetic constant, the acquired 
signal s(t) is described in the forward model by: 

s(t) = JJ m(x,y)e ' nTSp>+,g ' x) dxdy 

A detector in nuclear medicine (NM) measures the integrated radiation of 
a line through the object that is caused by a local decay of radioisotopes. 
Neglecting the absorption and other effects we get: 

d = | a(s)ds 

This chapter gives a brief inside into reconstruction technologies for 
Computerized Tomography. 


2. CONE-BEAM RECONSTRUCTION IN CT 

In recent years, CT scanners were subject to tremendous technological 
innovations. The most important improvement was the stepwise replacement 
of the one dimensional detection system with multi-line detectors up to two 
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dimensional, large area detectors. These systems combine ultra-fast 
acquisition with high spatial resolution. The enhanced clinical value of CT 
created a push of CT as an important imaging modality. New important 
clinical application, such as perfusion studies or cardiac imaging came into 
reach of CT. 

From a reconstruction point of view, these systems are Cone-Beam 
systems. The name reflects the geometrical shape of the x-ray beam, which 
is a serious challenge for reconstruction technologies. The related problems 
are twofold. One problem was the development of reconstruction methods 
and algorithms that produce good images, free of so-called cone-beam 
artifacts. The other challenge is the enormous amount of processing that 
came along with the complex reconstruction methods. This very practical 
problem is a severe burden for the industries, because the clinical workflow 
of CT imaging should not suffer from long reconstruction times. The use of 
non off-the-shelf super computer is considered as too expensive. 


3. FROM 2D RECONSTRUCTION TO 3D CONE- 
BEAM RECONSTRUCTION 

The reconstruction of CT images from a 2D scan is a well-defined 
mathematical problem. After some preparations of the measured data, the 
problem can be simplified to reconstruct a 2D function from line integrals of 
this function. The problem can be investigated as a mathematical problem of 
continuous functions, ignoring the discrete nature of quantities in a real CT 
scanner such as discrete detector samples or image pixel. The most often 
used solution is the so-called filtered back-projection, which reads 


2/T °° 

J fp(t , u)h(y cos (j) - x sin (j) - u)dud(j) 

0 

with p() being parallel projections and with the distribution 
h(u) = jj p\p j2npu dp 

which is often called ramp-filter. The inner integral is a convolution of the 
measured data with the ramp filter. The outer integral is called back- 
projection because it projects the filtered data back to the image domain. 



38 


Chapter 3 


The 2D filtered back-projection formula is an exact solution to the 
continuous inverse problem and can be mathematically proven. The general 
structure of the algorithm, filtering of the projection data and back-projection 
into the image domain, can also be found for similar reconstruction problems 
such as cone-beam reconstruction. 

Similar to other analytical reconstruction methods that solve the 
reconstruction problem by means of an analytical reconstruction formula, 
this solution has to be discretized to finite sets of discrete projection angles, 
detector samples and image points. For the discrete representation of the data 
and the reconstruction, care must be taken to use proper sampling patterns 
and to limit the frequency band of the continuous functions. 

The 2D reconstruction formula above assumes parallel ray geometry. 
Today’s CT scanners are usually so-called third-generation scanners with an 
imaging system that rotates around the patient. A point-like focal spot emits 
an x-ray beam with a fan or cone shape, which is detected in a ID or 2D 
detector array on the opposite side. The problem of the different ray 
geometry (divergent versus parallel) can be solved with a reformulated 
version of the reconstruction algorithm or by means of a so-called rebinning 
step that transform the fan beam data into parallel beam data. 

The reconstruction of 3D cone-beam projections has a number of 
similarities to the 2D problem and again there exists a simple exact 
reconstruction formula. Unfortunately this formula requires parallel beams 
similar to the 2D version. Other than in the 2D case, there is no simple way 
to either reformulate the algorithm or to rebin the data. This was a serious 
challenge and it took quit some time until proper reconstruction methods 
became available. 

Radon 20 derived a good theoretical framework of the inversion of integral 
transformations. This framework can directly be used for 2D reconstruction, 
because Radon described the Radon transform, which is equivalent to the 
forward problem and the inverse Radon transform, which is a reconstruction. 
The measured data i.e. the line integrals form the so-called Radon domain. 
The framework can also be applied to 3D functions. The Radon domain of a 
3D function describes plane integrals of the function. One basic problem of 
the application of this framework to cone-beam reconstruction is the fact that 
a cone-beam scanner measures sets of line integrals and not plane integrals. 
Flowever the framework of Radon can be used to consider some theoretical 
properties of reconstruction methods and it was the base of a class of exact 
reconstruction methods for cone-beam reconstruction. 
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3.1 Approximate reconstruction techniques 

The absence of proper reconstruction techniques and later the high 
technological burden to use 3D cone-beam reconstruction techniques lead to 
a class of reconstruction techniques that performed some transformation or 
approximation of the acquired cone-beam data in such a way that the final 
reconstruction could be done with a traditional 2D technique. These simple 
solutions work fine if the number of detector rows and the related cone angle 
are small. For large detector arrays and large cone angles, the resulting 
image quality suffers from the approximation to 2D and shows so-called 
cone-beam artifacts. One example is the ‘nutating slice algorithm’ 17 or 
derivates 10 . This algorithm fits 2D planes to the helical trajectory. The 
projection data that are closest to this plane are extracted from the cone- 
beam data and are reconstructed with a 2D technique. Since the orientation 
of the 2D slices is coupled to the helix of the source trajectory, they are 
nutated relative to each other. 

Another class of approximate algorithms generalizes the basic 2D 
methods into 3D. Good examples are 4 ’ 28 ' 19 . These methods are of the type 
filtered back-projection. The rules for filtering in these methods are based on 
heuristics and geometrical considerations. Flowever, there is no proof for 
exactness. The back-projection is a true 3D back-projection. A key feature of 
these algorithms is the utilization of the measured data. The framework of 
Radon allows the inspection of the used data in terms of completeness and 
redundancies, even if the inversion techniques of Radon are not applicable. 
For limited cone angles, these algorithms perform well and are in use in 
some clinical scanners. Especially the Wedge algorithm combines little 
cone-beam artifacts with good dose utilization and insensitivity against 
motion artifacts. The dose utilization measures, how good the x-ray exposure 
of the patient is utilized to provide images with good signal to noise ratio. 
Motion artifacts are image degradations from inconsistent projection data 
caused by patient motion during the data acquisition. 

With the growing detector size in medical CT scanners, the need 
of helical acquisition techniques becomes less important. For some 
applications, the cone-beam covers the entire region of interest (40mm with 
state-of-the-art scanners). This could enable to use a single axial turn of the 
CT scanner to measure the entire region of interest. Unfortunately this 
attractive scan protocol has severe shortcomings. Up to now, there is only 
one basic reconstruction method available for this acquisition 9 . This method 
and its derivates generate severe artifacts, which can hardly be accepted 
especially in low contrast applications. Even worse, there is hardly any hope 
that this problem can be overcome with improved reconstruction techniques. 
The axial scan trajectory suffers form a so-called missing data problem. It 
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can be shown using the framework of Radon or other sufficiency 
conditions 27 ' 24 that not all data have been measured that are required for an 
exact reconstruction. It is assumed that this fundamental problem can only 
be overcome with other scanning trajectories that acquire all or at least more 
data for accurate reconstruction. 

3.2 Exact reconstruction techniques 

The first algorithms for exact cone-beam reconstruction 27 ’ 8 ' 5 ' 16 required 
non-truncated projection data and were not applicable for axial truncated 
data of helical cone-beam CT. Non-truncation in the above sense means that 
the entire object must be in the cone-beam. This problem was solved with 
the Tam-Danielsson window 25 ' 3 . This window defines a detector shape with 
some unique features. The most important feature becomes visible if one takes 
an arbitrary cross section through the scanned object. Inspecting the cross 
sectional plane of all cones which have the focal spot in this plane, one can 
see that the plane is segmented into triangles that cover the entire plane 
completely and without any redundancy. The cross sections can be related to 
Radon planes. Each Radon plane is covered by a set of triangles, which are 
part of the measure cone-beams. Together with an important relation of 
plane integrals and divergent line integrals 8 , it was possible to calculate the 
derivative of Radon planes from cone-beam projections. In the first 
algorithms based on these results, a limitation of the object support in axial 
direction by the entire helical scan was still required. This so-called long 
object problem was later solved" ’ ’ . One shortcoming for clinical 
applications was the restriction to a fixed pitch, defined as table feed per 
gantry rotation with a given detector size. This problem has been solved 19 
with the nPI method that allows a set of discrete pitches. 

A breakthrough was achieved with the work of Katsevich 11 ' 12 ' 13 . The 
basic achievements of Katsevich were later generalized and applied to other 
reconstruction problems, such as the 3PI acquisition 1 ' 14 , or the general nPI 
acquisition 2 . These methods are filtered back-projection methods, were the 
filtering direction has to be chosen such, that the Radon domain is captured 
completely and without any redundancy. The framework is very general and 
can be applied to reconstruction problems, if a proper set of filter directions 
can be found. 

Sidky 23 recently achieved another important exact reconstruction technique 
with the exchange of the integration order. This novel reconstruction 
technique performs the back-projection prior to the filtering, which takes 
now place in the image domain. An important feature was added by Pack 18 
and allows the utilization of arbitrary amount of redundant data. 
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Exact reconstruction methods are currently not used in commercial 
medical CT scanner although cone-beam artifacts become more important 
for large detector arrays. A basic shortcoming of these methods is the 
problem to handle redundant data properly. Redundant data are acquired if 
the physical detector is larger than required by the Tam-Danielsson window 
or by consideration to fill the Radon domain completely. These redundant 
data should properly be used to achieve a high x-ray dose utility. Even more 
important, this data are essential for the reduction of motion artifacts. Recent 
results 15 that aim to overcome this limitation and combine the absence of 
cone-beam artifacts from the exact methods with the relative insensitivity to 
motion artifacts of approximate methods look promising. However, exact 
reconstruction methods have to demonstrate robustness and practicality. 

3.3 Iterative reconstruction techniques 

A very different class of reconstruction techniques is called iterative 
reconstruction. Instead of searching for an analytical solution of a continuous 
problem, the basic approach of these techniques is to model the imaging 
process with a discrete system model. A discrete set of image points p and 
measurements p are linked with a system matrix A to a simple linear model: 


p = A/i 


The system Matrix A basically describes the system geometry and models 
how much an image point influences a measurement sample. It can become 
more complex and take other system aspects of the forward problem into 
account. Within this model, the reconstruction problem becomes to estimate 
fi from a measurement p. Several numerical methods exist to solve this 
problem, typically with an iterative algorithm. From a mathematical point of 
view, the equation system is usually over determined and inconsistent, 
because there are more projection samples than image points and the data are 
inconsistent due to noise. 

A powerful method to solve such a problem is ART 7 . ART takes an 
intermediate image fi " and applies the forward system matrix to obtain a part 
of the projection data p" . A proper part could be a set of parallel rays through 
the image. These calculated projections are compared to the measured 
projections p and the difference is used to update the intermediate image. 
A simplified version of ART is: 

p” = Ap n 

p n+1 = p n + AA r (p - p n ) 
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This process is repeated e.g. with other projection parts, until a stopping 
criteria is meet. The parameter X is to control the convergence speed. 

Even more powerful techniques take the noise in the measured data into 
account. A very popular method is the Maximum Likelihood (ML) method. 
Each projection value is modeled, as a random variable were the measured 
value is the expected value and the probability distribution is known. A 
simple noise model is to assume Poisson statistics of the measured data. 
Given an intermediate image ft, we can calculate the projections p of it. 
Knowing the probability distribution of each projection value, we can 
calculate the likelihood of the intermediate image for one projection value or 
the total likelihood as the product of the individual likelihoods. In other 
words we can calculate the likelihood L(p) of an image, given a set of 
projections and a noise model. With some iterative numerical methods, 
we can search for an image that has the highest likelihood. Statistical 
reconstruction is a science for itself and far beyond the scope of this book. 
However the simple introduction can help to better understand the features 
of this reconstruction technique. 

ML reconstruction methods have a significantly better signal to noise 
ratio (SNR) than analytical methods. This is due to the incorporation of a 
proper noise model. ML reconstruction techniques are widely used in 
nuclear medicine (NM), were the count rates are typically low and the SNR 
advantage of ML is essential. Fessler 6 showed that the advantage can also be 
realized in transmission scans such as CT. SNR improvements between 1.4 
and 2 have been reported 29 . This advantage could be used to reduce the x-ray 
dose by a factor of 2 to 4 and still provide the same SNR as conventional 
reconstruction methods. Studies with clinical data demonstrated that the 
image quality is better or equal to standard reconstruction methods. 
Although the advantages are known, iterative reconstruction methods are 
not applied in commercial CT scanner due to the enormous amount of 
processing power required for the reconstruction. The processing time of 
statistical reconstruction methods is acceptable for NM due to two reasons: 

• The processing time depend on the number of image points and the 
number of detector channel. These numbers are typically low compared 
to CT (typical number of image points per plane NM 64x64 versus CT 
512x512). 

• One acquisition in NM lasts typically 15 to 30 min. If a reconstruction 
takes about as long as the acquisition, the workflow does not suffer to 
much. 

This situation is very different for CT. Unfortunately the number of 
image points has to be increased compared to an analytical reconstruction 
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technique. To achieve the good results, the entire imaging area has to be 
reconstructed on a fine grid. This is because the discretization in the image 
domain goes already into the system model and influences the behavior of 
the algorithm. The resulting processing time for typical parameter settings 
and off-the-shelf computer hardware varies between hours and weeks and is 
not acceptable for clinical use. 

However it is expected, that the constantly increasing performance 
of computer hardware and especially some dedicated computer systems 
will sooner or later overcome this restriction, and will make the potential 
dose saving and the other advantages of statistical reconstruction methods 
available for the clinical use. 

As mentioned earlier, iterative techniques allow to integrate more 
imaging system aspects as just the basic geometry and physics. 


4. HARDWARE ACCELERATION 

The reconstruction process of a typical CT system consists of four major 
parts: 

• Raw data correction. 

• Data rebinning. 

• Filtering. 

• Back-projection. 

The raw data correction is required to compensate for a number of effects 
on the measured data. The correction algorithms are usually not very 
computational intensive and can be realized with off-the-shelf computer 
systems. 

The filtering and the final back-projection are sometimes done in a 
geometry that differs from the geometry of the CT system itself. This 
transformation is often called rebinning. One example is the transformation 
of fan beam data to a parallel geometry. The processing consists of some 
interpolation steps without high demands on the processing power. 

Step number three, the filtering is usually be done in the Fourier domain. 
The processing includes a (Fast) Fourier transform, a multiplication with 
the filter and an inverse (Fast) Fourier transform. The analysis of the 
computational effort shows that the required processing power is equivalent 
to about one state-of-the-art personal computer. The main processing load 
comes from the Fourier transforms. For costs reasons, a more efficient 
implementation using off-the-shelf Digital Signal Processor (DSP) 
accelerator or FGPA based sub-systems can be considered. 
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The back-projection is much more demanding than the previous 
processing steps and requires special attention. In the following, an estimate 
of the computational effort is provided. The estimations are not very precise, 
because they depend on a number of details. The speed of different 
implementation can easily vary by a factor of two or more. However they 
can be used to get an impression of the order of magnitude of the problem. 

Back-projection is a simple operation that has to be performed very often. 
The basic operation is to take one image point, calculate the projection of 
this point onto one projection, perform an interpolation of the projection and 
add the result to the image point. In a simple 2D case, this operation requires 
roughly 20 instructions of a standard processor. The operation has to be 
repeated 2.5x10 s times for a 512x512 image slice back projected from 1024 
projections. Today’s (2005) standard processor can perform this operation 
with a rate of about 2 images per second. In the 90’s, this was a real 
challenge for the first spiral CT scanners that were able to scan about 1 slice 
per second. The easily available processing power was a few hundred times 
less. At that time, Philips Medical Systems (PMS) managed this problem 
with a dedicated processor, which was highly optimized for this operation. 
Two main architectural choices made it possible to achieve a performance 
level of about 400 times the performance of off-the-shelf workstation 
computer systems. The first was to parallelize the operations. Instead of 
performing the 20 instructions in sequence, a dedicated computational 
pipeline was able to perform one complete back-projection operation in a 
single cycle. The second choice was to use multiple units and build a multi¬ 
processor system with 14 units. The high specialization of the processor 
made it possible to increase the operation frequency. All measures together, 
enabled PMS to build a cost effective accelerator board that reaches real 
time performance, with a system that could reconstruct two images per 
second. The price of this attractive reconstruction unit was an investment in 
processor architecture and design. 

The next challenge came with the introduction of cone-beam CT systems. 
In the beginning of the millennium, the CT systems required: 

• Cone-beam reconstruction algorithm without cone-beam artifacts. 

• Detector arrays with 16 rows. 

• Faster rotation time (0.5 sec). 

The effective acquisition speed has increased by a factor of about 30. 
This was already a serious challenge and some CT manufacturer decided to 
stay with 2D reconstruction techniques. The 3D cone-beam reconstruction 
algorithm required about 20 to 30 times more processing power for a basic 
back-projection operation than the 2D equivalent. An additional problem 
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was that the traditional 2D hardware acceleration systems were not able to 
perform these more complex 3D operations. Again PMS took the challenge 
and designed a dedicated 3D cone-beam processor with the latest available 
semiconductor technology. The result was about the same. It was possible to 
improve the processing speed by a factor of a few hundred to thousand with 
dedicated hardware compared to multi-purpose computer systems. 



Figure 3-1. The 2D CT Reconstruction accelerator 



Figure 3-2. The 2nd Generation 3D Cone-Beam Processor 


The actual challenges for CT reconstruction are still growing with 
technological improvements of the CT scanners. They are driven by faster 
gantry rotation, larger detector arrays (64 rows and more?), the need to use 
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exact reconstruction algorithm or the wish to make use of statistical 
reconstruction methods. 
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DETECTORS FOR X-RAY IMAGING AND 
COMPUTED TOMOGRAPHY 

Advances and Key Technologies 


Michael Overdick 
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Abstract: Medical X-ray imaging and Computed Tomography (CT) rely heavily on the 

performance of the imaging detectors used in these modalities. This article 
gives an overview over the key technologies involved in the construction of 
such imaging detectors. Apart from the conversion of the X-rays also 
photodiodes and the associated electronics constitute important technology 
fields. For both X-ray and CT the development of the technologies over the 
last decade is reviewed, the state of the art is described and some current and 
envisaged developments are emphasized. 

Keywords: X-ray, CT, detector, scintillator, direct conversion, photodiode, pixel 

electronics, integrating, counting 


1. INTRODUCTION 

Signal detectors are a central element in any medical imaging system. In 
the imaging modalities X-ray, CT, SPECT and PET the information is 
carried by ionizing radiation, more precisely X-rays or y-quanta. The 
imaging detectors consist of a multitude of detector channels, for modern X- 
ray detectors up to several million picture elements (pixels). In this article, 
the main emphasis will be on detectors for X-ray and CT. SPECT and PET 
will be briefly touched upon in the outlook section at the end of the article. 

In general, detectors for X-ray and CT imaging comprise a conversion 
stage for converting the X-ray quanta ultimately into electrical signals. The 
conversion stage is followed by pixel electronics, i.e. the electronic circuitry 
belonging exclusively to one detector channel. The pixel electronics are then 
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usually connected to further circuitry, which is shared by many or all 
detector channels. The general scheme is shown in Figure 4-la. 
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Figure 4-1. a) General representation of an X-ray or CT detector, b) with indirect conversion. 

In the majority of today’s detectors for dynamic X-ray imaging and CT 
imaging, the conversion is indirect (Figure 4-lb), i.e. the X-rays are first 
converted into visible light, which is converted further into an electrical 
signal by a photosensitive device, usually a photodiode in the case of X-ray 
and CT. Although the photodiodes are a part of the overall conversion stage, 
they will be discussed in a separate section of this chapter. 

There are many design and performance parameters related to imaging 
detectors. Detection efficiency, spatial resolution, signal-to-noise ratio, 
dynamic range and temporal resolution are most important 1 . This article 
cannot cover all these parameters for all key technologies in depths, so only 
some main relations will be mentioned. 


2. CONVERSION MATERIALS 

Conversion materials should efficiently detect (i.e. absorb) the incoming 
X-ray quanta and convert them into light (for scintillating materials) 
or directly into electrical signals (for direct conversion materials). The 
extremely strong influence of the conversion stage on the overall imaging 
performance makes both scintillator and direct conversion materials key 
technology items for imaging detectors. Main characteristics of conversion 
materials are: 

• Detection efficiency. 

• ‘Sensitivity’, i.e. the light yield for scintillators or the charge yield for 
direct conversion materials. 

• Spatial resolution, often expressed as the Modulation Transfer Function 
(MTF). 

• Temporal resolution. 
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It is very important to note the difference between detection efficiency 
and sensitivity. As X-ray and CT imaging are governed by the noise of the 
X-ray quantum flux, the detection efficiency should be as high as possible, 
e.g. 80% or more of the incoming quanta should be detected. Too low a 
detection efficiency cannot be recovered by increasing the sensitivity of the 
detector. 

2.1 Scintillators 

There are many materials emitting visible light when energy is deposited 
in the material, e.g. by X-rays or energetic charged particles. Such materials 
are known as scintillators. For the efficient detection of X-rays usually 
inorganic compounds containing some heavy element are used. Sodium 
iodide (Nal) or cadmium tungstate (CdW0 4 ) are well known examples. 
Extensive overviews have been given by van Eijk 2 . To achieve the high 
detection efficiency at quantum energies of 60 keV or higher, the typical 
thickness of a scintillator can range from 0.3 to 2.5 mm for X-ray and CT 
imaging. 


1 05kK 20kU UD 12*»m 
20u n- 



Figure 4-2. Columnar structure of a CsI:Tl scintillator. 

X-ray imaging requires a fine spatial resolution of the order of 100 pm at 
the detector. Cesium iodide (Csi) is often used for this application, as it can 
be grown with a columnar structure as shown in Figure 4-2. This structure 
limits the lateral spread of the scintillation light, thus helping significantly in 
achieving an acceptable spatial resolution. For the use with amorphous 
silicon photodiodes (see section 3.1), the Csl is doped with traces of thallium 
which works as an activator shifting the maximum of the light emission 
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spectrum into the green region 3 . The light yield of CsI:Tl is about 60 photons 
per keV of deposited energy 1 ’ 2 . Csl:Tl exhibits a significant afterglow of 
about 1 % after 10 ms 2,4 . However, for X-ray imaging this is an acceptable 
value. After strong X-ray illumination the light yield of the CsI:Tl increases 
slightly, the effect being known as ‘bright bum’ 4 . 



Figure 4-3. Array of CdW0 4 crystals for CT imaging. 

For CT imaging the requirements on spatial resolution are only of the 
order of 1 mm at the detector, while the fast gantry rotation and the large 
number of projections demand signal integration times as low as 100 ps and 
therefore a very good temporal behaviour of the scintillator. Frequently 
cadmium tungstate (CdW0 4 ) or gadolinium oxysulfide (GOS, Gd 2 0 2 S) are 
chosen 5 . CdW0 4 has a light yield of 20 photons per keV, whereas GOS, 
depending on the doping, reaches 35-60 photons per keV 2 . The scintillator 
crystals are machined into small pieces of about 2-5 mm 3 , which are then 
mounted next to each other with reflective material between them to avoid 
lateral cross-talk of the scintillation light between the individual crystals 
(Figure 4-3). 

2.2 Direct conversion materials 

Direct conversion materials generate measurable charge signals when 
absorbing X-ray quanta. Usually these materials have a high resistivity (10 10 
to 10 16 Qcm) and are operated with relatively strong electric fields (between 
0.1 and 20 V/pm). For applications in X-ray imaging, several classical 
photoconducting materials have been studied, 6 such as amorphous 
selenium 7 " 9 (a-Se) and the polycrystalline materials lead iodide 10 ' 11 (Pbi 2 ), 
lead oxide 12 " 14 (PbO) and mercury iodide 11 ’ 15 ' 16 (Hgl 2 ). Some properties of 
these materials are listed in Table 4-1. The main advantage of direct 
conversion materials is their inherently excellent spatial resolution. Even for 
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finely spaced pixel electrodes (e.g. 100 pm pitch or below) the charge signal 
usually remains within the pixel area in which the X-ray quantum was 
absorbed. This is due to the relatively high and well-defined electric fields in 
the materials and due to a rather small lateral diffusion of the charge carriers. 
Figure 4-4 shows an X-ray image obtained with a PbO detection layer 13 . 
Until now, only amorphous selenium is used in commercial X-ray 
detectors 7,9 , the other materials still being in their research phases. 


Table 4-1. Selected properties of some direct conversion materials. 



a-Se 

PbO 

Hgl 2 

cryst. CZT 

Typ. el. field 

10-20 V/pm 

5 V/pm 

1-2 V/pm 

0.1 V/pm 

Resistivity 

10 l4 -10 16 £2cm 

10 12 -10 13 Qcm 

10 12 -10 13 Ocm 

310 10 Ocm 

Charge yield 

20-30 e'/keV 

60 eVkeV 

100 e'/keV 

200 eVkeV 



Figure 4-4. X-ray image acquired with a PbO detection layer. 

A common problem of the amorphous or polycrystalline direct 
conversion materials is their temporal behavior. Some materials show strong 
residual signals, i.e. a decaying surplus dark current after X-ray illumination, 
which can be in the range of several percent still 1 s after switching off the 
X-rays. Amorphous selenium exhibits a reduced sensitivity (reduced charge 
yield) after X-ray illumination. This so-called ghosting effect 8 decays even 
slower, it can be present for minutes. The mechanism of charge trapping 
cannot account for all of the observed temporal effects in direct converters. 
Also charge injection invoked by charge accumulation layers may often play 
a role 14 . 
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There are also crystalline direct conversion materials. Classical examples 
are silicon and germanium, but both are not very heavy materials and 
germanium detectors usually have to be cooled during operation. A room- 
temperature detector material receiving much research attention is cadmium 
zinc telluride (CZT, roughly Cdo. 9 Zno. 1 Te) 17 . Some of its properties are also 
stated in Table 4-1. CZT has a high charge yield of about 200 e' per keV 
deposited energy, and its temporal behavior is much better than that of 
amorphous or polycrystalline materials. The use of CZT detector crystals is 
considered for X-ray, CT and also for SPECT. However, the material is still 
somewhat expensive and cannot be produced in arbitrary sizes. CZT can also 
be operated in counting mode allowing the detection of individual X-ray or 
y-quanta, as will be discussed in the outlook in section 4. 


3. PHOTODIODES AND PIXEL ELECTRONICS 


3.1 Flat X-ray detectors based on amorphous silicon 

3.1.1 State of the art 

The field of dynamic X-ray imaging detectors has gone through 
significant technologies change over the last five years. From the 1970’s 
the standard technology were image intensifier systems (11-TV) based on 
sizeable vacuum tubes incorporating electron optics, phosphor screens and 
optical cameras. Roughly from the year 2000 onwards, flat dynamic X-ray 
detectors 18 ' 21 utilizing amorphous silicon technology have been introduced 
for cardiology, neurology, vascular imaging and other applications. Also for 
static X-ray imaging, e.g. in general radiography, the amorphous silicon 
technology is now frequently employed in new systems. 

The majority of the flat X-ray detectors are based on indirect conversion 
using Csl:Tl as the scintillation material, as discussed in section 2.1. The 
optical light is detected by amorphous silicon photodiodes in the large area 
electronics panel 22 ' 24 . The a-Si photodiodes exhibit only small leakage 
currents and have their maximal sensitivity in the green where the Csl:Tl 
shows its highest light emission. The circuit diagram for an indirect 
conversion flat detector pixel is shown in Figure 4-5a. Each pixel has an a-Si 
thin film transistor (TFT) as the switching element, allowing a row-wise 
read-out of the pixel array. The pixel diode and its associated capacitance are 
discharged by the light from the scintillator during X-ray illumination. 
During read-out an external charge sensitive amplifier (CSA) connected to 
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the read-out column re-charges the pixel diode to a fixed reverse bias 
voltage, typically 5 to 10 V. In this charge read-out configuration, the 
dominant noise sources are the reset noise of the diode (also referred to as 
kTC-noise as it is given by k TC pix , where C pix is the pixel capacitance) and 
the noise of the charge sensitive amplifier. The shot noise of the diode’s 
leakage current is among the smaller noise contributions. 

In addition to the temporal effects in the scintillator, the amorphous 
silicon photodiode and the TFT in the pixel also show temporal effects 25 ' 28 , 
namely residual signals, photodiode gain effect (similar to ghosting) and 
incomplete read-out. The first two effects are attributed to trapping states in 
the a-Si. Both can be reduced by illuminating the a-Si photodiodes with 
additional light (refresh light) 28 . 




Figure 4-5. a-Si pixel circuits for (a) indirect and (b) direct conversion. 

The introduction of flat X-ray detectors based on a-Si technology on the 
medical market is very successful. Compared to the previous II-TV systems, 
the flat detectors are less bulky, have a distortion-free imaging geometry and 
almost completely suppress a long-range blurring effect known as low- 
frequency drop. For many applications this opens up a larger usable dynamic 
range. 

The flat detectors based on direct conversion materials (see section 2.2) 
also utilize a-Si technology for the large area substrates 913 . The pixel circuit 
is very similar, as shown in Figure 4-5b. A collection electrode and 
a capacitor on which the charge signals are integrated during X-ray 
illumination replace the a-Si photodiode. The read-out operates in a similar 
way as described for the indirect conversion circuit. 







56 


Chapter 4 


3.1.2 Advanced amorphous silicon flat detectors 

After the radical technology switch from image intensifiers to flat X-ray 
detectors, research and development in this field are currently concentrating 
on improving the a-Si based X-ray detectors. Improvement topics are 
the signal-to-noise ratio at low X-ray doses, dynamic range and spatial 
resolution. Also reducing the production costs and implementing additional 
functionality within the a-Si technology are natural directions. 

One way of improving the signal-to-noise ratio is to enhance the fill 
factor of the pixel, i.e. the fraction of the pixel area that is sensitive to light. 
To this end, several methods to increase the size of the photodiode in the 
pixel have been developed, including diode-on-top technologies 29 ' 31 and 
infinite photodiode layers 30 . An increased fill factor also allows to construct 
detector arrays with smaller pixels and therefore enhanced spatial resolution. 

Another way to achieve a higher signal-to-noise ratio would be to 
amplify the signal already in the pixel. Several circuits for in-pixel 
amplifiers have been proposed 32 ' 34 . Many suffer from some poor electrical 
properties of the amorphous silicon TFTs, especially their low charge carrier 
mobility and the drift of the threshold voltage over time. In more complex 
circuits also additional noise sources have to be taken into account. An 
example of a pixel circuit with signal amplification is drawn in Figure 4-6. 

Other advanced pixel circuit concepts include the integration of sample- 
and-hold stages or the suppression of the pixel's reset noise by means of 
correlated double sampling. Additional functionality can also come in the 
form of integrated dose sensing allowing the control of the X-ray generation 
equipment during the X-ray pulse. One concept for integrated dose sensing 35 
avoiding any additional active elements in the pixel is shown in Figure 4-7. 
The dose sensing information is sensed non-destructively through tiny 
capacitors C tap attached to each pixel node. Using appropriate external 
electronics this yields coarsely resolved images at a very high rate (e.g. 
10 kHz) from which the information relevant for the dose control can be 
derived. 

Apart from pure a-Si technology, also advanced technology versions or 
other large area electronics technologies are investigated. Examples are 
poly-silicon electronics 34 , or flexible electronics produced by inexpensive 
roll-to-roll processes, including inkjet printing methods and polymer-based 
electronics 36 . Also CMOS array detectors have been proposed which can 
offer excellent performance 37 . However, achieving very large area detectors 
with sufficient yield may be an issue with this technology. 
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t> 

Column (read-out) amplifier 


Figure 4-6. Pixel circuit with signal amplification (source follower). 



Figure 4-7. Diagram illustrating integrated dose sensing. 


3.2 Detectors for multi-slice CT 


3.2.1 State of the art 

In Computed Tomography (CT) the last decade has been dominated by 
two trends, faster gantry rotation and more detection slices in the axial 
direction of the patient (multi-slice CT) 38 . Both trends led to a dramatic 
reduction of the scanning times, shortening a whole body scan, for example, 
from about 20 minutes to about half a minute. At the same time, the spatial 
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resolution was improved, leading to even finer resolved volume images of 
the human body and all organs of interest. 

The basic construction scheme of a CT detector has stayed roughly the 
same. The detector elements are arranged on a ca. 1 m long arc of a circle, 
sometimes called the ‘detector banana’. Each detector pixel consists of a 
scintillator crystal and a corresponding photodiode. The photodiode is 
then connected to the electronics channel, typically comprising an amplifier 
and an analog-to-digital converter (ADC) optimized for the CT detector 
operation. 

The photodiodes have evolved from individual diodes or linear 
arrangements into two-dimensional arrays of photodiodes. All of these 
photodiodes are made from crystalline silicon, which has an excellent 
linearity and temporal behavior. The illumination is from the front of the 
photodiode, and the pixel contacts are routed on that same side to one or two 
edges of the photodiode array. With the number of axial slices in the CT 
exceeding 32, the routing of the many pixel connections to the edges became 
more and more difficult. This problem is now addressed using back- 
illuminated photodiodes, where the routing of the pixel contacts is no longer 
needed 39 ’ 40 . The connection from the pixel is made directly to a substrate 
using modern interconnect technology. 

For the electronics, the increasing number of detector slices led to a 
strong trend to shrink and integrate the channel electronics, also in order to 
decrease cost and power consumption and to minimize the noise by keeping 
the distances between the photodiodes and the electronics short. In current 
CT detectors, the electronics channels of e.g. 32 pixels fit into an integrated 
circuit that outputs the digitized data. Also in this context, high density 
interconnect technologies such as bump bonding are getting more and more 
important in the field of large area radiation detectors. 

3.2.2 Advanced technology for CT 

Although today’s CT detectors show an excellent performance, some 
technologies are being investigated for future CT detectors. One concept 
brings the integration of the detector one step further by combining the 
photodiodes and the channel amplifier in a common CMOS chip 41 ' 42 . To 
achieve the necessary dynamic range of about 17 bit, the amplifier is 
constructed as an integrator with an automatic gain switch selecting one of 
two sensitivities. The pixel electronics is located in areas which are in the 
shadow of the anti-scatter grid of the detector. In this way, the electronics are 
not wasting valuable fill-factor and are shielded from too much radiation, so 
that the CMOS pixel electronics is not harmed by the X-rays. Figure 4-8 
shows a detector module with 20 by 20 pixels and a zoom into the pixel area. 
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Other investigations analyze the use of direct conversion materials also 
for CT. Due to the required excellent temporal behaviour (see section 2.1), 
the known amorphous and polycrystalline direct conversion materials cannot 
be used in CT. Only crystalline direct conversion materials are fast enough. 
Consequently, materials such as cadmium zinc telluride (CZT, see section 
2.2) are regarded as possible candidates for use in CT detectors. However, 
some studies analyzing the behaviour of CZT under high X-ray fluxes 
indicate some issues with the material 43,44 . 



Figure 4-8. CT Detector module based on integrated CMOS photodiodes and pixel 
electronics. On the module, only one of two scintillator arrays is mounted. 


4. OUTLOOK 

The trends towards higher performance and at the same time cost 
reduction will continue for detectors in X-ray and CT imaging. In the long 
run, direct conversion and a further integration of the electronics are 
probable directions. Apart from this, also qualitative changes in the 
functionality of the detectors are expected, for example moving from 
integration mode to counting mode detectors. Until now, both X-ray and CT 
detectors operate in integration mode, i.e. they sum up the ‘intensity’ of the 
measured X-ray flux during the signal integration time. An alternative 
approach is to detect and count the X-ray quanta individually, a mode known 
as counting operation. Due to the high fluxes that can occur in both X-ray 
and CT imaging (of the order of 10 9 quanta per second per mm 2 at the 
detector), counting has so far been considered unfeasible. However, 
advances in pixellated counting detectors 45,46 may trigger investigations in 
this direction. 
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It is also possible to combine counting and integrating operation, as 
sketched in Figure 4-9. This would yield additional information as the 
counting channel records the number of the detected quanta, whereas the 
integrating channel sums up the energies of the detected quanta. Thus the 
mean energy of the X-ray quanta can be calculated per detector pixel by 
simply dividing the integrated signal by the counted signal. The mean energy 
is a measure for the beam hardening in the patient and can give some 
information about the material composition along the X-ray beam in the 
patient. With even more complex electronics it may also become feasible to 
measure the spectrum of the detected radiation in each pixel 47 . This concept 
is referred to as spectral X-ray or CT imaging. 



At this point it is interesting to compare the detector technology in X-ray 
and CT imaging with the methods used in nuclear medicine, i.e. SPECT and 
PET imaging. In SPECT and PET it is mandatory to measure the energy of 
the individual y-quanta to suppress scatter events, so spectral imaging is 
already a standard in nuclear medicine. Flowever, the fluxes are much lower 
(1-100 quanta / s mm 2 for SPECT and about 100 quanta / s mm 2 for typical 
PET applications) which eases the design of the spectrally resolving 
detector. The architecture still most commonly used in nuclear medicine 
comprises scintillator crystals optically connected to arrays of photo¬ 
multipliers. The energy of a detected quantum is calculated by summing up 
the signals from several adjacent photomultipliers, while the spatial 
information is retrieved using a centroid calculation. This is the so-called 
Anger method already in use since the 1960s for two-dimensional 
scintigraphy. For nuclear medicine a technology change towards solid-state 
detection with indirect conversion or direct conversion is being 
contemplated, but most commercial systems still rely on the photomultiplier 
technology and discrete electronics. More information about the imaging 
modalities of nuclear medicine can be found in Chapter 8 of this volume. 
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5. CONCLUSIONS 

For medical X-ray and CT imaging, the detectors play a significant role 
for the overall system design and performance. The key technologies 
comprise: 

• X-ray conversion (using scintillators or direct conversion materials). 

• Photodiodes (in connection with scintillators). 

• Pixel electronics. 

• Interconnect technology. 

Both X-ray and CT detectors have seen tremendous advances in these 
key technologies over the last decade. In X-ray imaging the last years 
brought a rapid technology change from image intensifiers towards flat X- 
ray detectors based on a-Si large area electronics. This technology is being 
improved to achieve further enhancements in the detector performance and 
reductions of the production costs. 

For CT detectors, the number of axial slices has increased dramatically 
and the faster gantry rotation requires shorter and shorter signal integration 
times. Technically, these challenges have been met by going to back- 
illuminated photodiodes and highly integrated electronics chips. Also cheap 
and reliable interconnect technology plays an increasingly important role. 

As long-term trends the use of direct conversion materials and even more 
highly integrated electronics have been identified for both modalities. The 
future may even bring a qualitative change from integrating detectors to 
counting detectors also in the field of X-ray and CT imaging. 
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3D-ROTATIONAL X-RAY IMAGING 

Advances in Interventional Volume Imaging 
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Abstract: 3D-rotational X-ray imaging is a rather new volume imaging technique on 

conventional C-arm X-ray systems. This contribution covers the basics of the 
underlying mathematics of three-dimensional X-ray imaging, the data 
acquisition protocols, and calibration and reconstruction techniques. 
Furthermore, an overview of the current clinical application of 3D-rotational 
X-ray imaging is presented. 

Keywords: 3D-rotational angiography, C-arm calibration, cone beam reconstruction 


1. INTRODUCTION 

Three-dimensional rotational X-ray imaging (3D-RX) is a rather new 
imaging method based on the rotational angiography (RA) technique, which 
was introduced in the early 90s. RA is an extension of the conventional 
angiography technique, in which the gantry of an X-ray system is rotated 
around the patient while acquiring X-ray projections during continuous 
contrast agent (CA) injection. Initially, the main application of RA was in 
the field of interventional neuroradiology 1 ’ 2 . Compared to conventional 
angiography the improved visualization of vascular anatomy by the multiple 
angles of view available from the rotational acquisition results in superior 
information on complex 3D vascular structures. This additional anatomic 
information significantly improved e.g. the angiographic assessment of 
aneurysms making it an excellent adjunct in e.g. the investigation of 
subarachnoid hemorrhage. In the following years RA has been introduced to 
various other fields including assessment of the renal arteries 3 ’ 4 and 
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visualization of the coronary artery tree, in which a significant reduction of 
overall X-ray and contrast agent dose could be realized'. 

Based on the RA protocols, the projection data acquired during a RA run 
have been utilized for volume reconstruction, resulting in the so-called 3D 
rotational angiography (3D-RA) technique. Since then, the application of 
volume reconstruction has become more and more standard in interventional 
neuroradiology e.g. for improved assessment of the shape and size of 
aneurysms 6 , the planning of radiation treatment of arterialvenous malformations 
(AVM) 7 , or just to get more insights in the vascular structure 8 . With 
increasing availability, other applications such as the renal arteries 9 and 
peripheral angiography 10 have been added. 

Up to now, the application of 3D-RA has been limited to high-contrast 
objects such as selectively enhanced vascular trees. With the advent of new 
X-ray systems providing significantly improved characteristics for volume 
reconstruction, the application of 3D-RA to more general volume X-ray 
imaging (3D-RX) is on its verge. 

This contribution covers the basic mathematics of three-dimensional 
X-ray imaging, the basics of acquisition, calibration and reconstruction 
on current X-ray systems and gives an overview on clinical application of 
3D-RX. 


1.1 Mathematical description of the 3D reconstruction 
from X-ray projections 


1.1.1 The Radon transformation 


The Radon transformation R of a three-dimensional object function 

f(x,y,z) = f(x) is defined as the complete set of integrals over planes E 
through the object. With 


E-.x-i; = p 


V 


^sin#cos/U 

y 

T= 

sin 0 sin A 

, z j 


v cos0 j 


the Radon transform Rf(p,A, 9) = RJ(pq j at a specific distance p to the origin 
with orientation £ (Figure 5-1) can be calculated according to 


+ 00 + 00+00 

R f(pt]= J J \A~x)s[x-Z-p)dx, 
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which can be reformulated as 


R f(P%) = j \f(p^,s,t)dsdt, [ 2 ] 


with pq defining the orientation and position of the plane and s and t being 
two variables running along two orthogonal axes in the plane. 

A complete Radon transformation of an object function f(x) requires the 
calculation of all Radon values Rf(ptq) with pe [-°o 5 oo], Ae [-7t/2,7t/2) and 
Qe [0,2n). 



Figure 5-1. A single Radon value is obtained by integration of the object function over a 
specific plane, defined according to its location and orientation in space. 


1.1.2 The X-ray projection 

In the ideal basic X-ray imaging experiment (Figure 5-2), the subject of 
investigation f(x,y,z) is irradiated by an X-ray beam along a line L, along 
which an intensity I n is emitted from the X-ray tube towards the detector 
element. While the X-ray beam is passing through the subject, its intensity is 
attenuated according to the tissue-specific attenuation factor f(x,y,z). Finally, 
the intensity I out of the attenuated X-ray beam is measured by means of an X- 
ray detector. For simplicity, in the following description of the mathematics, 
the attenuation coefficients are assumed to be independent on the energy of 
the X-ray photons and no non-ideal effects such as scatter are considered. 

According to the law of Lambert-Beer, the attenuated intensity of the 
X-ray beam I out can be calculated as 




68 


Chapter 5 


Equation [3] can be easily reformulated to the so-called line integral 
value p, the value of which is independent on the initial intensity I 0 and 
hence only depending on the tissue attenuation properties 

p = \n^ = -\f{x,y,z)dl. [4] 

h L 



Source 


i 

/ 'out 


y 


/ 

ffx.y.z) 


Detector 


Figure 5-2. The basic X-ray imaging experiment. 

As shown in Figure 5-3, with T being the position of the focal spot, each 
line on the detector belongs to a certain plane E(p^) through the object and 
the projection value p(T ,s,t) can be rewritten as Xf(pq , K) with /r being the 
angle between the central beam and the specific X-ray beam along the s- 
direction. With r being the distance along the ray, Xf(p^, K) can be 
calculated according to 


+oo 

Xf(py K) = \fipf, r, K)dr 


[5] 


f 



Figure 5-3. Relation between a single projection value and the corresponding Radon plane. 
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1.1.3 Relation between the X-ray projection and the Radon 
transformation 

The calculation of the integral of a certain plane E(p^) involves the 
integration of Xf(p%, K) along the line on the detector, which results to 


n 7t 

H— H— 

2 . 2 +°° 


\xf{p^,K)dK= J J f(p%,r,K)drdK. 


2 


2 


[ 6 ] 


Transformation of equation [2] into the X-ray coordinate systems yields 


77 
H— 

; 2+00 —> 

R f(P%)= J \f(p%,r,K)rdrdK, [7] 

_K -oo 
~2 

which differs from equation [6] by the proportional factor r and hence the 
Radon transform values can not directly be obtained by integration along 
lines on the detector. In 1991 Grangeat 11 presented a mathematical 
framework, which relates the X-ray values to the 1 st derivative of the Radon 
transform 

4-Rf(p£) = —TTJT- ~\= x f( s (pz)’t) dt - [8] 

dp cos (5ds±SA 

Here, SO defines the source detector distance, SA the distance between 
the source and the respective detector element (s,t) and (I defines the angle 
between the central beam and the detector t-value. This mathematical 
framework enables the calculation of Radon transform values from X-ray 
projection data. 

1.1.4 Radon inversion formula 

An inversion formula to reconstruct an object function from its Radon 
transform data was introduced by Natterer 12 in 1986 
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, i 2 2k -p.2 .. 

/(x)=-— [ [—i?/ [9] 

^rJ 0 J 3/r 

2 

This formula represents the basis for all exact reconstruction algorithms 
based on Radon inversion. 

1.1.5 Data sufficiency criteria 

During a real imaging experiment, data are acquired while moving the X- 
ray tube and detector around the patient. To ensure complete filling of Radon 
space, for each plane with normal p j at least one source point position, 
which belongs to that plane, must be available. Tuy 13 and Smith 14 formulated 
the so-called sufficiency condition as: 

If on every plane that intersects the object, there exists at least one 
cone beam source point, then one can reconstruct the object. 

1.2 3D-RX 

The 3D-RX imaging method is directly based on the 3D Rotational 
Angiography (3D-RA) data acquisition protocol 14 . The underlying projection 
data is acquired on conventional C-arm systems. During continuous 
projection data acquisition, the C-arm gantry is rotated around the object 
under investigation by at least 180°. To get to the final volume information, 
the projection data has to be calibrated and reconstructed. 

The different steps involved are elucidated in the following subsections. 

1.2.1 Data acquisition 

A schematic view of the projection data acquisition procedure is 
presented in Figure 5-4 for the example of an Angiography acquisition. 
Projection data are normally acquired along a planar trajectory by rotating 
the C-arm gantry around the patient either in head or lateral position. 
Depending on the anatomy, a caudal or cranial tilt of the gantry of up to 30° 
is used during data acquisition. The target area is positioned in the center-of- 
rotation (iso-center). Depending on the application, projection images are 
taken at a frame rate between 12.5 and 60 fr/s and the rotation speed of the 
system may be up to 55°/s. Valid combinations of frame rate and rotation 
speed are defined by the number of projections required for a certain 
application and a clinically acceptable maximal acquisition time. For high- 
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contrast applications such as conventional three-dimensional rotational 
angiography applications, in which a reconstruction of a contrast-agent 
enhanced vascular tree is obtained, typically 100 projections are taken within 
4s over an angular range of 220°. In case of more soft-tissue contrast 
applications such as brain imaging to check for intracerebral bleedings, up to 
750 projections are being used acquired within 25s. 

1.2.2 Calibration 

Due to the open design of conventional X-ray C-arm systems, during 
rotation of the gantry, the relative position of the tube to the detector is 
changing due to slight bending and vibration of the gantry and, in case of 
image intensifier based systems, distortions to the projections are introduced 
by earth magnetic field interactions and vignetting. For 3D reconstruction, 
however, the knowledge of the accurate position of the tube and the detector 
and distortion-free projections are mandatory to avoid image quality 
degradation. The measurement of the real projection geometry and the 
projection image distortions is one of the most important steps in 3D-RX. 



Figure 5-4. Example of a 3D-RX data acquisition for 3D rotational angiography. 

A variety of calibration approaches have been introduced 16 ' 19 . Among 
these, the utilization of dedicated geometrical phantoms with known markers 
represents a very stable approach to achieve calibration results of high 
accuracy. For each trajectory used, the calibration and projection parameters 
are measured once during the installation of the system and normally remain 
constant over months due to the excellent reproducibility of the systems. 

The calibration procedure is separated into the acquisition of projection 
data of two phantoms, used for the measurement of the image distortions and 
focal spot position, and the projection geometry. 
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The first phantom consists of two parallel grid plates (Figure 5-5) 
manufactured in glass fiber. Grid 1 for the Il-distortion measurement 
consists of equally spaced grid-points (e.g. 1.5 mm bronze beads; grid- 
distance equal to 15 mm). Grid 2 for the focal spot measurements consists of 
grid-points (e.g. 2 mm bronze beads) arranged on a circle equally spaced at 
1.5°. Both test grids are coupled by rods and mounted in front of the detector 
housing. 

The second phantom (Figure 5-5) used for measurement of the projection 
direction consists of 20 beads, positioned in the corners of a regular polyeder 
(dodecaeder). Three additional markers are placed on the z-axis of the 
geometry phantom. 
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Figure 5-5. Principle of the two-step calibration approach. 


1.2.2.1 Measurement of the image distortion 

The projected beads of the grid are automatically determined in each 
projection image and the functional relation between the imaged grid points 
and the real grid points is determined by modeling the distortions along the 
x-axis and the y-axis by bivariate polynoms 20 independently for each 
projection view. Once the distortion coefficients are known, each projection 
image is warped by means of bilinear interpolation before reconstruction. 

1.2.2.2 Focal spot determination 

The automatically recognized points of grid 2 are matched to a circle in a 
least-square-fit. From the diameter of the determined circle and its location 
relative to the detector, the position of the focus spot is estimated 
independently for each view. A typical measurement of the focal spot 
position is shown in Figure 5-6 for a half circular trajectory. The average 
error in the determined focal spot position is in the order of 0.1mm. 
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1.2.2.3 Geometrical projection parameter determination 

After automatic extraction of the projected beads, a comparison between 
the forward projected position of the known phantom beads with known 
projection orientation and the real projection of the phantom is used for 
determination of the projection direction. For performing a sufficient least 
squares error fit, all 23 beads of the object are considered during the 
optimization. A typical outcome of the measurement of the projection 
geometry is shown in Figure 5-6. 
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Figure 5-6. Typical values for the tube position (left), projection orientation (middle) and the 
iso-center measurement (right) for a 180° trajectory. 


1.2.3 Reconstruction 


After distortion correction, the knowledge of the accurate projection 
geometry is used to apply a 3D cone-beam reconstruction from the 
projection data. It can be shown that the inverse Radon transformation 
results into a simple three-dimensional convolution back projection in case 
the projection data are acquired on a circular trajectory. This so-called 
Feldkamp reconstruction technique was introduced in 1984 by Feldkamp, 
Davis, and Kress 21 . The original Feldkamp algorithm is described by: 



Msm) cos y)* h(s)\l(/). 


[ 10 ] 


Here, (s,t,<p) describes the detector element at (s, t) acquired with angle (f) 
of the circular trajectory, y is the angle between the vector from the source to 
the center of the detector and the vector from the source to the detector 
element (s,t), h(s) describes the convolution kernel, D is the distance from 
the origin to the position of the source and d is the length of the vector from 
the source to the voxel under consideration projected onto the central ray. 
h(s) is chosen as a pure band-limited ramp filter tangential to the ideal 
source-detector trajectory as 
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In equation [10] a perfectly circular trajectory with equiangular spacing 
of the source position along the trajectory is assumed. These conditions are 
not met for a typical 3D-RX acquisition. In order to compensate for the 
deviations from the ideal trajectory, three modifications to the original 
Feldkamp algorithm must be applied 22 : 

• Consideration of the true detector and source position as measured during 
the calibration process. Since the deviations from a planar circular 
trajectory are usually small, a modification of the filter direction is not 
required. It is kept parallel to the projection of the source trajectory onto 
the detector. 

• Compensation for an uneven sampling density along the circular 
trajectory, caused by the acceleration and the deceleration of the gantry 
during the rotational acquisition. This is achieved by calculating the 
sample distance of projection measurements along the source trajectory. 
Each projection measurement represents a certain part of the acquisition 
path and its relation to the complete path length yields the corresponding 
weight. 

• Finally, for acquisition paths, which represent a circular arc with more 
than a half circle plus the fan angle, a Parker weighting is applied in 
order to compensate for rays measured redundantly 23 . 

1.2.4 System performance 

Due to certain system limitations such as the improperly filled Radon space 
caused by the circular trajectory, the limited dynamic range, spatial extent 
and speed of the current detectors, and limited suppression of scatter, the 
volume imaging performance in 3D-RX does not yet meet the standards of 
CT. However, analysis of the imaging performance reveals 24 ' 25 that the small 
pixel size of the X-ray detectors down to 165 2 um 2 enables volume imaging 
at unique isotropic spatial resolution of up to 301p/cm in all spatial 
directions. Furthermore, utilizing the high dynamic range of up to 14Bit in 
case of the recent flat panel detectors enables significantly improved contrast 
resolution below 30 Hounsfield units 25 (Figure 5-7). 
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Figure 5-7. Modulation transfer function (left) and contrast-resolution (right) of 3D-RX 
performed on a Philips Allura FD10 X-ray system. The curve on the left shows the average 
MTF of all spatial dimensions. The image on the right shows an image of the soft-tissue 
section (CTP515 of the Catphan 500, The Phantom Laboratory, Cambridge, USA). Data 
courtesy of Dr. Georg Rose, Philips Research Aachen. 


1.3 Future directions 

Future directions in 3D-RX are aiming for providing CT-like image 
quality on interventional C-arm systems. Major targets are the improved 
compensation for projection truncations 26 and the complete filling of Radon 
space by using dedicated trajectories, which perform rotations around more 
than a single axis 27 . Further work focuses on the reduction of the impact of 
scatter 28 . 

Furthermore, so-called hybrid systems combining some CT components 
such as closed gantry concepts with X-ray components such as real two- 
dimensional detectors are currently entering clinical evaluation 29 . 


2. CLIINICAL EXAMPLES 

In the following, some examples of the use of 3D-RX in the current 
clinical environment are given. The current application can roughly be 
categorized into high-contrast applications, in which the contrast between 
the object and the background is typically in the order of several hundred 
FIU, and medium- to soft-tissue contrast applications, in which the contrast 
difference may go down close to 20 FIU. For all applications, currently 
circular trajectories covering an angular range of about 220° are utilized. 
Major differences results from the number of projections utilized for the 
projections and the exposure settings. For high contrast objects, typically 
less projections and higher kV settings are used. 
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Figure 5-8. Examples of typical vascular application of 3D-RX. Examples show 
reconstruction of an AVM (upper left), stent planning for intracerebral stenting (upper 
middle), carotid stenosis with calcified plaque (upper right), abdominal aortic aneurysm 
(AAA) with calcified plaque (lower left), stent planning for AAA (lower middle) and stent 
visualization after deployment (lower right). 


2.1 High contrast applications 

The use of 3D-RX for providing high-quality three-dimensional angiograms 
is still the paramount clinical application. Here, a typical high-contrast 
protocol is applied since the vascular structures are selectively enhanced by 
direct injection of the contrast media into the vascular structure under 
investigation. Most applications are in the field of interventional neuroradiology 
for improved assessment of three-dimensional vessel structures and quantitative 
assessment of vascular and aneurysm properties. Furthermore, due to the 
intrinsic high contrast of calcium, the angiographic information can be 
augmented by superposition of the calcified structures. With deeper clinical 
penetration of the techniques, application in the fields of abdominal aortic 
aneurysm as well as for other abdominal and peripheral arterial structures 
have become more common. Some typical examples of the usage of 3D-RX 
in the vascular field are shown in Figure 5-8. 

Besides the angiographic application, the application of 3D-RX for bone 
imaging in the field of surgery and orthopedics is getting more and more 
attention. Here the projection data is normally obtained on mobile surgery 
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C-arm systems 30,31 with motorized propeller rotation. Main anatomical 
targets are the head, spine, joints and extremities. Figure 5-9 and 5-10 show 
the application of 3D-RX on a surgical system for providing anatomic 
information prior to ear-nose-throat (ENT) surgery and for guiding a cochlea 
implant implantation procedure. 



Figure 5-9. Comparing of conventional CT to of an intact post mortem head to 3D-RX on a 
mobile surgery X-ray system (upper row). From left to right a CT, 3D-RX high quality (375 
projections) and a 3D-RX normal quality (151 projections). Data courtesy of Prof. Dr. med. 
et Dr. med. dent. Beat Hammer, Cranio-Faciales-Centrum, Hirslanden Clinic, Aarau, 
Switzerland. 



Figure 5-10. Example of the intra-surgical use of 3D-RX during the implantation of a cochlea 
implant. (Data courtesy of Dr. B. Carelsen, AMC, Amsterdam, The Netherlands). 


2.2 Medium- to soft-tissue contrast applications 

With the introduction of the new flat panel detectors providing up to 14 
bits of dynamic range, the application of 3D-RX in the field of medium- to 
soft-tissue contrast resolution is approached. Recent studies proved the 
applicability of 3D-RX for the assessment of e.g. fresh intra-cerebral 
bleedings as depicted in Figure 5-11. 
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Figure 5-11. Comparison 3D-RX (left) with CT (right) for imaging of fresh intra-cerebral 
bleeding. (Data courtesy of Prof. Moret, Foundation Ophthalmologique de Rothshild, Paris, 
France). 


3. DISCUSSION 

In conclusion, three-dimensional imaging on X-ray systems (3D-RX) has 
dramatically progressed over the last years. The application of 3D-RX in the 
field of interventional neuroradiology has entered clinical routine. New 
application of 3D-RX, especially in the field of surgery and orthopedics, are 
on the horizon and initial clinical evaluations show promising results. The 
extension of 3D-RX to other fields demanding medium- to soft-tissue 
contrast is a continuous process, which will likely be accelerated by the 
introduction of new X-ray systems. 

From the current perspective, 3D-RX will remain in the realm of 
interventional imaging providing three-dimensional information during 
interventional procedures without the need for additional imaging equipment 
such as MRI or CT. 

The major advantage of 3D-RX results from the huge two-dimensional 
detectors, which enable full organ coverage during a single rotation at very 
high spatial resolution. Whether that will motivate its application to 
diagnostic imaging may be questioned, especially since the ever increasing 
number of detector elements in CT systems will get close to the X-ray 
detectors. 
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Abstract: This chapter gives a brief overview over recent methodological advances of 

Coronary Magnetic Resonance Angiography (CMRA). To cope with the major 
problem of cardiac and respiratory motion, techniques for motion correction 
and appropriate data sampling schemes based on advanced hardware 
technology are discussed, and examples of CMRA data are shown. 

Keywords: Magnetic resonance imaging, MRI, coronary artery imaging, navigator, 

motion, motion correction 


1. INTRODUCTION 

According to the WHO, coronary artery disease is the major cause of 
morbidity in the western civilisation. This is despite the recent improvements 
in diagnostic technology and the huge efforts spent on prevention. The gold 
standard for the diagnosis of this disease is x-ray coronary angiography, 
which involves the catheterisation of the patient and the application of 
iodinated contrast agent. Each year, up to 1 million X-ray based diagnostic 
procedures are performed, in Europe and the US, but only a fraction of the 
examined patients (40%) show significant disease 1 . Due to the risks of the 
invasive procedure and the high associated costs, alternative diagnostic 
approaches are desirable, either as a gatekeeper for the cath-lab or as safe 
follow-up techniques to control appropriate re-vascularisation procedures. 

Magnetic Resonance Imaging (MRI) is a well-established diagnostic 
imaging modality, which exhibits an excellent soft-tissue contrast and which 
has found important application in cardiovascular diagnostics 2 . MRI has a 
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very high versatility with respect to contrast providing a wealth of information 
and allows to visualise cardiac morphology, evaluate the cardiac function, 
the myocardial perfusion, local necrosis and to assess arteriosclerosis 2 . 

Much effort has been spent on the development of coronary magnetic 
resonance angiography (CMRA), which represents an essential prerequisite 
for MRl-based cardiovascular diagnostics 3 . In contrast to x-ray coronary 
angiography, CMRA does neither expose the patient and the cardiologist to 
ionising radiation nor involves the use of iodinated contrast agents. 
However, human CMRA remains technically challenging despite many 
advances over the past decade. MR! requires long measuring times 
compared to X-ray, making CMRA vulnerable to all kinds of motion effects. 
Furthermore, the spatial resolution, which is reaching the sub-millimetre 
range, is not as high as the one of X-ray. 

Thus, a lot of research effort is necessary to overcome the technical 
shortcomings and to provide high-resolution three-dimensional information 
of the coronary artery tree. 

Motion compensation for respiration and cardiac motion is a core 
element of CMRA. Therefore, in this chapter, methodological advances will 
be discussed to cope with the motion problem. EKG triggering and advanced 
navigator gating allow motion to be largely frozen at the cost of an increased 
total scanning time. To further increase image quality and/or to shorten the 
scanning time, prospective motion compensation techniques have been 
devised based on motion models steered by navigators in real-time. 

Also the MR imaging sequence itself bares a significant potential to 
further reduce motion sensitivity. In particular, certain /c-space sampling 
schemes are suited to provide this feature. 

While initially thin slab double-oblique 3D imaging techniques have 
been used to visualise the proximal to mid portion of the coronary artery 
tree, whole heart 3D coronary MRA is gaining more and more importance. 
The associated advantages and disadvantages will be the third topic of this 
chapter. 


2. MOTION 

Coronary MR angiography demands a high spatial and temporal 
resolution. The limited signal intensity in magnetic resonance requires a 
trade-off in measurement time, signal-to-noise ratio (SNR) and spatial 
resolution. Typically, the measurement times exceed several minutes, 
making the scan vulnerable to all kinds of physiological and bulk patient 
motion. The adverse consequences of motion on the imaging process are 
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similarly to photography, where serious image blurring occurs, if the object, 
from which a picture shall be taken, moves during capturing. The same holds 
for MRI. 

The main sources of motion to be considered are the cardiac motion and 
respiratory motion superimposed. Both represent the major forms of bulk 
motion coronary MRA has to cope with. In the following sections, 
appropriate correction- and/or compensation techniques will be discussed. 

2.1 Cardiac motion and motion sensors 

During the cardiac cycle, the coronaries, which are located on the 
epicardium, move along with the contracting and relaxing myocardium. 
Neglecting respiration, this motion component easily exceeds the vessel 
dimension making synchronization or motion compensation mandatory. 

Cardiac MR 45 ’ 6 and X-ray coronary angiography measurements have 
been performed to study the motion of the coronary vessels during the 
cardiac cycle and to identify intervals of minimal motion. The displacements 
are different for the different coronary arteries, but in general, there are 
two possible sampling windows: one at mid-systole (during isovolumetric 
relaxation) and the other one at mid-diastole (during the relaxation period of 
the heart). The timing of these windows is patient- and heart rate-dependent. 
Thus, the most appropriate way to determine these quiescent periods is a 
patient-specific measurement based on a multi-heart phase scan, that can 
easily be performed in a short single breath-hold 6 . Using image processing, 
the cardiac motion pattern can be extracted, and the corresponding timing 
can be obtained automatically 7 . This approach is illustrated in Figure 6-1. 

Both of the two possible cardiac acquisition windows, indicated by the 
maxima in Figure 6-1, can be used for data acquisition in clinical practice, 
and some authors recommend using both simultaneously 8 to increase the 
scan efficiency. However, in most of the patient examinations, an acquisition 
window in diastole is preferred. Nevertheless, in patients with very high 
heart rates or strong heart rate irregularities, a mid-systolic window can yield 
better image quality. 

It is important to note, that also the duration of the cardiac acquisition 
window is limited by cardiac motion (see Figure 6-1). It has been found in 
patients, that a duration of 80-90ms represents an acceptable compromise 9 . 
Longer windows can result in serious image blur. 

To synchronize the MR data acquisition with the cardiac motion, EKG 
triggering is performed, which basically relies on the detection of the QRS- 
complex. The magneto-hydro-dynamic effect and the switching of gradients 
and RF pulses, involved in MR imaging, corrupt the measured electrical 
potentials. Thus, an EKG signal sampled in an MR scanner is not of 
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diagnostic value. Simple signal evaluation algorithms used to detect the 
QRS-complex often fail, which make cardiac triggering difficult. However, 
due to the introduction of the multi-dimensional vector EKG 10 , R-wave 
detection became very reliable (near 100%) even at very high field strengths. 



0 250 500 750 1000 

heartphase (ms) 


Figure 6-1. Cardiac motion and cardiac sampling window. During the cardiac cycle, the heart 
is continuously moving. To find the optimal acquisition window automatically, a cross 
correlation is performed on single-slice cine MR data obtained during a short breath-hold. The 
maxima in the curves represent periods of little motion, which can be used as cardiac 
acquisition windows. Data from three different volunteers are shown. Each dot represents an 
image measured in the cine scan. The automatically found windows correspond with those 
selected manually (circles) by visual inspection of the cine images. 

The detected R-wave is used as a reference point within the current 
cardiac cycle. Assuming a fixed heart rate, the corresponding cardiac phase 
is selected by an appropriate delay, and MR data acquisition is permitted 
(see Figure 6-2). The data acquisition itself usually takes place in mid/end 
diastole, which is far away from the R-peak. This makes CMRA prone to 
slight heart rate irregularities, which result in a mixing of different heart 
phases giving rise to image blur. Advanced arrhythmia rejection algorithms 11 
or real-time adjustments would be desirable 12 in that respect. 
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Figure 6-2. Schematic representation of a CMRA imaging sequence. The EKG triggered data 
acquisition starts after a heart-rate dependent delay T d . Prior to data acquisition, longitudinal 
magnetisation is prepared to maximise image contrast. A navigator (N) is applied for 
respiratory motion sensing and prospective motion correction. 

Based on the cardiac synchronisation of the data sampling procedure, the 
principle building block of a CMRA sequence can be illustrated as shown in 
Figure 6-2. However, such a sequence is only capable of sampling a sub-set 
of data necessary to reconstruct a full MR image. Therefore, the sequence 
has to be repeated several times, making data acquisition potentially prone to 
respiratory artefacts. 


2.2 Respiratory motion and motion sensors 

The respiration is a rather complicated process, which involves a large 
number of different muscle groups 13 . During respiration, the diaphragmatic 
excursion reaches up to about 30 mm. This motion results in blurring and 
ghosting artefacts, unless corrected. To cope with this problem, breath-hold 
techniques have been devised 14 . Their main problem is patient comfort and 
stability; therefore, free-breathing techniques are preferred, which minimise 
patient stress and the need for an active co-operation. 

To monitor the respiratory motion, pressure belts or pressure pillows 
have been used earlier, which have typically been replaced by more reliable 
navigators 15 ’ 16 , allowing the measurement of the motion of the organ of 
interest. MR navigators are one-dimensional MR sub-measurements, which 
are able to sense the position of an arbitrary organ with high spatial 
resolution 13 . Their basic principle is shown in Figure 6-3. 

In most applications, the position of the right hemi-diaphragm at the 
lung-liver interface is monitored. During scanning, the displacement is 
determined with respect to a pre-stored reference position. This information 
can be used to take the accept/reject decision for the acquired data in real- 
time 17 . Such a gating procedure usually employs an acceptance window 
of several millimetres. This allows freezing the data acquisition to the 
end-expiratory state, which is the most frequent and most reproducible 
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respiratory motion state. The navigator sequence, schematically shown in 
Figure 6-3 has to be applied in close temporal proximity to the MR data 
acquisition so as to maximise the accuracy of the motion information used 
for the gating decision 18 . Gating can be performed either retrospectively 19 
during image reconstruction or prospectively 20 , which allows the correction 
of the slice position during scanning. 



Figure 6-3. Pencil beam navigator and application: Navigator pulse sequence using a spiral- 
based 2D selective excitation RF pulse to excite magnetisation along a beam shaped volume, 
which is read out using gradient echo along the direction of the beam. Thus, quasi one¬ 
dimensional infonnation is available to monitor tissue interfaces. Navigators were placed on 
the right hemi-diaphragm and on the heart. The measured navigator profdes are shown as a 
function of time (right top and bottom). The cardiac navigator (top right trace) clearly shows a 
superposition of the cardiac and the respiratory motion. The red dots indicate the 
displacements derived by the evaluation algorithm and used for gating to steer the MR 
acquisition. G x , G y , G z represent the gradient fields, RF: denotes the excitation radio 
frequency. Read-out indicates the MR data acquisition. 

Besides a simple accept/reject algorithm, a number of more sophisticated 
prospective gating algorithms have been developed to freeze the respiratory 
motion in the final data. Among them are the diminishing variance algorithm 
(DVA) 21 , which performs an automatic auto-focusing during a data 
reacquisition phase, the motion adapted gating approach (MAG) 22 , which 
introduces a ^-space-dependent gating function to improve scan efficiency 
and the phase ordering with adapted window selection algorithm (PAWS) 23 , 
which performs gating with multiple gating windows, while an image is 
reconstructed from the data of that gating window, for which the total 
sampling is finished first. 

All of these algorithms run automatically and show some potential to 
cope with the diaphragmatic drift problem 24 ' 25 . This is a serious problem in 
long-lasting gated scans, where an acceptance window has to be defined at 
the beginning of the scan, which can be wrong at it’s end, resulting in a 
considerable drop of scan efficiency. 
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In general, the total scan efficiency depends of the size of the gating 
window. For usual windows of 3-5mm, the resulting gating efficiency varies 
between 30-50% 3 . 

2.2.1 Prospective respiratory motion compensation 

However, the described gating techniques leave significant residual 
motion in the measured data. For instance, for a 5mm gating window, the 
residual spatial variation is still larger than the diameter of the coronaries. 
Further measures are necessary to improve and to correct the data. Again, 
the navigator information can be used for such a motion correction. A simple 
one-dimensional rigid body motion model can be employed. It assumes a 
fixed, patient-independent, linear relationship between the feet-head 
positions of the diaphragm and the heart 26 . This allows for prospective slice 
tracking, making sure that the same portion of the object is excited and 
measured in each sub-experiment 27 . Thus, based on such a simple rigid body 
motion model, it is possible to correct for the through-plane and in-plane 
components prospectively in real-time 28 . This is schematically shown in 
Figure 6-4. The corresponding transmit/receive frequencies and phases of 
the subsequent sequence elements are modified immediately to adapt the 
data acquisition. This approach is rather hardware demanding, but shows 
significant advantages over a retrospective motion correction approach. 



Figure 6-4. Prospective correction of rigid body motion (translation). The diaphragmatic 
displacement (A) measured using the navigator is decomposed into its through-plane and in¬ 
plane components. The through-plane component is compensated by an appropriate frequency 
offset during signal excitation. The in-plane components are compensated during signal 
reception by changing the demodulation frequency and its phase. The G; represent the 
corresponding gradients of the MR imaging sequence. 

Major limitations of the slice-tracking approach based on diaphragmatic 
navigators are the restriction to one-dimensional translation, the limited 
correlation between the motion of the diaphragm and the motion of the heart, 
and finally, the non-consideration of the patient specificity. Recently, more 
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sophisticated patient-specific calibrated affine models based on multiple 
navigators have been introduced for prospective motion correction 29 . The 
affine motion model takes into account more complex motion such as 3D- 
translation, rotation, sheering and stretching 30 . To accommodate sufficient 
degrees of freedom provided by the affine model, a patient-specific 
calibration is performed 31 . Core of this prospective correction is the motion 
model, schematically shown in Figure 6-5. It is steered by multiple 
navigators to allow a fast parameter update for the model. The navigators are 
placed at different anatomical positions (e.g. diaphragm, chest, abdominal 
wall, heart) to improve the correlation between the navigator measurements 
and the actual respiratory motion. 



Figure 6-5. Scheme of the patient-specific prospective motion correction approach. Multiple, 
real-time navigators steer the affine motion model, which has been adapted to the specific 
patient in a preceding calibration scan. Prospective correction of the object parameters of the 
MR imaging sequence objects is performed by linear transformation of the gradient 
coordinate system and the (de-) modulation of the transmitted and received RF signal. This 
allows the compensation of affine motion including translation, rotation, sheering and 
stretching in the three-dimensional space. 

These improvements allow an extension of the gating window and thus 
an increase of the scan efficiency while maintaining image quality 32 . 
Consequently, the total imaging time of such a scan can be reduced to 
increase patient comfort. Corresponding results are shown in Figure 6-6. 

In contrast to prospective motion correction, retrospective techniques 33 
are performed after data acquisition 34 ' 35 , which significantly limits their use. 
The main drawback is that slice tracking is not possible. This increases the 
risk of not exciting the anatomical structures of interest, which can result in 
serious image artefacts. 
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Figure 6-6. Free-breathing coronary angiography. Reformatted images of the right coronary 
artery (RCA) are shown for 3D Cartesian (first, second from left) and 3D radial imaging 
sequences (third, fourth) of two different volunteers. Two different motion compensation 
schemes were used for the two sequences: a 20 mm gating window with prospective 
correction based on a calibrated affine motion model (first, third) and a 5 mm gating window 
with slice-tracking (second, fourth). Using the 20 mm affine correction approach, the total 
scan times were halved to two minutes in total. 


3. MR IMAGING SEQUENCE 

The MR imaging sequence, which is EKG-triggered and motion 
corrected, comprises a magnetisation preparation part and a sampling part 
(see Figure 6-2). The duration of the data sampling is not only limited by the 
cardiac motion, but also by the live time of the contrast imprinted by the 
magnetisation preparation. 

3.1 Contrast manipulation 

Due to the tissue-dependent relaxation times (Ti,T 2 ), the chemical 
composition (especially fat) and various other MR-relevant parameters (like 
proton density, diffusion, flow, etc.), the MR image contrast can be 
manipulated with a great variability and flexibility for the benefit of the 
diagnosis. The most common way is the preparation of the longitudinal 
magnetisation shortly before the signal sampling. 

One essential preparation is the fat signal suppression, because the 
coronary arteries are embedded in epicardial fat 14 . By suppressing the fat 
signal, the contrast between the coronary blood pool and the surrounding 
tissue can be enhanced 36,37 . Fat suppression is achieved either by nulling the 
longitudinal fat magnetisation during the subsequent sampling of the low 
spatial /c-space data in the acquisition block or by applying a spectral spatial 
RF excitation pulse 38 . The latter solution is, however, limited to selected MR 
sequences 39 . 

To enhance the contrast between the myocardium and the arterial blood 
in the coronary vessels, a T 2 -preparation pre-pulse sequence 40,41 is applied. 
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Due to the T 2 differences, the ratio of the longitudinal magnetisation of 
arterial blood and the myocardium is changed. This preparation furthermore 
reduces the signal of the deoxygenated venous blood signal, present in the 
coronary veins, which eases the vessel identification in the final images. 

Regional signal pre-saturation can additionally be performed using slice 
selective excitation followed by gradient-based signal de-phasing to suppress 
high signal components from the anterior chest-wall. Thus, residual 
respiratory motion artefacts originating from the anterior chest wall can be 
minimised and potential fold-back of unwanted signal from outside the field 
of view (FoV) can be reduced. 

Most of the contrast manipulations previously discussed are dedicated to 
bright blood CMRA, which has shown great potential for the non-invasive 
assessment of intra luminal coronary artery disease 42 . Flowever, the majority 
of acute coronary syndromes occur at sites with non-flow limiting stenoses 43 . 
Recently, black blood imaging techniques 44 have been elaborated to perform 
coronary MR vessel wall and plaque imaging 44,45 ' 46 . For this purpose, the 
magnetisation preparation shown in Figure 6-2 is modified, using global 
inversion recovery schemes with local re-inversion, to null out the 
magnetisation of the blood lumen leaving the signal in the coronary wall 
almost untouched. These preparations in combination with appropriate signal 
sampling allow a direct assessment of the wall thickness and the 
visualization of focal atherosclerotic plaque. 

In addition, the imaging sequence itself bears high potential to optimise 
the image contrast and SNR. Among the conventional standard T 2 - and T r 
weightings, achieved by Spin-Echo or Gradient-Echo sequences, steady-state 
sequences received a lot of attention recently 47 . Balanced FFE or true F1SP 48 
represent the most interesting candidate for CMRA. This very time-efficient 
sequence generates a T 2 /T[ contrast, which yields a very high SNR for the 
blood to be imaged in the lumen. 

3.2 A>Space sampling schemes 

The second and very important part of the sequence is the actual 
sampling period. Besides the different motion compensation measures 
described above, the MR sampling employed to acquire the actual MR data 
has an impact on the motion sensitivity and on the image quality. MR data 
sampling is performed in the so-called &-space, and the corresponding 
trajectory or sampling scheme describes, how this space of measurement 
data is traversed. 

Cartesian scanning schemes are the most common ones in MR1 due to 
their low system and reconstruction requirements. In general, this is a very 
simple and rather robust scanning scheme. As illustrated in Figure 6-7, 
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/c-space data sampling is performed in a uniform way, which even holds for a 
three-dimensional sampling pattern. Image reconstruction from the measured 
/(-space data can be done very efficiently. 




Cartesian 



spiral radial 


Figure 6-7. Schematic representation of Cartesian, spiral and radial A'-space sampling 
schemes. In the upper row, the 2D schemes are shown, whereas in the lower row selected 3D 
variants are shown (Cartesian, stack of spirals and 3D radial). 

In contrast, non-Cartesian /(-space trajectories offer some advantages due 
to their specific properties. For example, the spiral sampling scheme samples 
/(-space very time-efficiently and is robust against flow/motion effects 49 . It 
allows very short effective echo times and exhibits a high SNR per unit 
time 50 . Flowever, the spiral scheme suffers from off-resonance sensitivity, 
which can be caused by local main field inhomogeneities or chemical shift. 
To achieve a spatial resolution in three dimensions, the stack-of-spirals 
approach 51 is preferred, in which conventional phase encoding is used for 
spatial encoding in the slice selection direction. 

Radial imaging is another candidate for signal sampling (Figure 6-7). The 
technique is known for its low motion sensitivity 52 , and thus, is attractive in 
combination with balanced FFE type sequences. Such modern and robust 
steady state sequences yield a very high SNR 53 . The radial sampling can be 
extended to 3D using the same ideas as mentioned for the spiral, i.e. the use 
of stack-of-stars. Flowever, a real 3D radial sampling as shown in Figure 6-7 
easily allows volumetric/whole heart sampling. This scheme has a high 
robustness against motion, but shows a slight loss of SNR compared with a 
Cartesian scheme of the same total measuring time 54 . 

In Figure 6-8, some selected examples for Cartesian and spiral-based 
CMRA are shown obtained in healthy volunteers. 
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Figure 6-8. Coronary MRA images. Reformatted images are shown (cropped) obtained from 
different subjects using 3D free breathing techniques. Examples for the mid RCA / proximal 
RCA and left main (LM) / left anterior descending (LAD) / circumflex (LCX) portions of the 
vessels are well visualized. Additionally, some anatomical structures are indicated (RV: right 
ventricle, LV: left ventricle, Ao: aorta, PA: pulmonary artery). The two left images represents 
data sets obtained using the 3D Cartesian segmented k-space gradient echo scheme. The two 
right ones show data obtained using the 3D single-interleaf spiral imaging approach. 

The Cartesian scanning techniques, which are slightly more motion- 
sensitive, offer a number of interesting features as well. They can easily be 
combined with half Fourier 55 and parallel imaging techniques, which allow a 
considerable reduction of the scan time, without the need for complicated 
image reconstruction. 

3.3 Parallel imaging for scan acceleration 

Parallel imaging has received considerable interest during the last few 
years and will have an important impact on the way of scanning in the 
future. It is based on the idea that the spatially varying sensitivities of 
individual coil elements forming a receive coil array can be used to 
instantaneously encode spatial information during signal reception 56,57 . This 
inherent signal encoding allows the reduction of the number of necessary 
phase encoding steps conventionally required for MR imaging. Thus, the 
acceleration of scanning or the increase of spatial resolution keeping the total 
scan time constant. 

Parallel imaging is based on the phased array coil technology 58 , which 
helps to improve the SNR and has, therefore, been applied to CMRA very 
early 56 . Multiple independent and decoupled reception coils, each connected 
to an individual receiver, allow a local signal reception minimizing the noise, 
dominated by the object itself and restricted by the sensitive volume of the 
coil. Different algorithms have been elaborated to combine the individual 
coil data and to compensate for the residual reception inhomogeneities 58 . 

This basic concept allows further scan acceleration by subsampling the 
data in /c-space without compromising the image quality. With the recent 
hardware advances, massively parallel imaging becomes feasible, which is a 
very promising technique for future CMRA. 
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3.4 Whole heart 

One of the main advantages of MRI compared to other imaging 
modalities is its ability to measure single slices (2D) or thin-slab 3D volumes 
in arbitrarily double-oblique orientations. Most of the recent studies are 
using volume targeted thin-slab double-oblique 3D imaging techniques 59 to 
visualize portions of the coronary artery tree. 

However, whole-heart coronary MRA techniques have recently been re¬ 
introduced, which allow the whole coronary tree to be imaged in a single 
acquisition 60 . These new approaches provide several advantages compared 
with conventional volume targeted approaches 59 ’ 37 . The volumetric coverage 
enables the reconstruction of arbitrary views, and the reduced planning effort 
improves ease-of-use aspects of coronary MRA. On the other hand, the long 
acquisition time of whole-heart acquisitions 60 (up to 20 min) results in an 
increased dependence on motion such as heart rate variations or respiratory 
drifts. However, with the introduction of the new generation of MR scanners 
supporting many receive channels and a corresponding number of reception 
coil elements, the SNR can be increased, and a significant acceleration of 
these protocols becomes feasible. Thus, whole heart coronary MRA might 
become feasible in a single breath-hold 61 . However, these breath-holds are 
still rather long, not applicable to the majority of patients, and the spatial 
resolution is limited. 



Figure 6-9. Free-breathing, whole heart 3D coronary MR angiograms. Different reformatting 
(top row left: LM/LAD/LCX, bottom row: RCA/LCX) are shown for three selected 
volunteers (from left to right). A surface rendered reconstruction of such a data set shows the 
LM/LAD branch. Measurements were performed using a 32-channel MRI system with a total 
scan acceleration factor of 6, resulting in a total scan time of four minutes during free 
breathing. 
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More robust approaches, which potentially address a larger part of the 
patient population, employ advanced multi-channel technology for navigator 
based free-breathing techniques. This allows the whole heart to be imaged 
with sufficient resolution and SNR in about a few minutes, which is quite 
acceptable with respect to the clinical workflow and patient comfort (see 
Figure 6-9). 


4. CONCLUSION 

The recent improvements in motion correction and the advances in 
hardware and scanning methodology enable coronary magnetic resonance 
angiography in comparably short total measuring times at high patient 
comfort with high diagnostic value. Further technical and clinical 
developments can be anticipated strengthening the role of MR1 in the cardiac 
arena. 
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Abstract: Four-dimensional ultrasound is a relatively newcomer to the diagnostic 

imaging market. With real-time rendering of moving anatomy, 4-D ultrasonic 
techniques promise to permit many new applications in the realms of 
interventional cardiology and radiology, as well as to improve specific existing 
two-dimensional applications. In this chapter, we will review some of the 
technical advances that have enabled 4-D ultrasound imaging including 
hardware and quantification tools, remaining technical challenges, initial 
clinical applications, and novel areas of medicine to which the technology can 
be applied. 


Keywords: 4-D ultrasound; four-dimensional ultrasound; real-time imaging 


1. INTRODUCTION 

In this chapter, we will examine the increasingly important role of four¬ 
dimensional ultrasound in specific clinical applications and discuss the key 
technological advances that have enabled the construction of 4-D ultrasound 
clinical imaging systems. Four-dimensional (4-D) ultrasound is often used as 
a key marketing phrase and may have different meanings to each reader. In 
the context of this chapter, we will refer to 4-D ultrasound as any means of 
providing time-varying volumetric images. This designation will include 
both real-time and non-real-time techniques for volume acquisition. Often 
4-D ultrasound is referred to as 3D + T or real-time 3-D or RT3D to explicitly 
break out the time-varying component from the spatial dimensions. The 
reader may also wish to consult other excellent summaries of the state of the 
art in 4-D ultrasonic medical imaging 1 " 3 . 
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Why four dimensions? The history of medical ultrasound has progressed 
from the early days of A-line or 1-D imaging, to B-mode presentation 
of multiple A-lines as a two-dimensional imaging technique, to three- 
dimensional presentation of multiple B-modes as a volume. This progression 
has been driven in part by ‘technology push’ as well as ‘clinical puli’. 
‘Technology push’ describes the advances in the technical realm that allow 
the possibility of performing novel forms of imaging in an affordable and 
repeatable manner. This concept will be discussed in greater depth in the 
next section, Technological Advances. However, without actual clinical 
needs (‘clinical puli’) for technology, there is little impetus for further 
development. The section, Clinical Applications, describes many of the 
clinical applications for four-dimensional ultrasound. In all of these cases, 
the need is for an imaging modality that is capable of capturing three- 
dimensional volumes that vary rapidly with time. In human physiology, 
almost all processes change with time, but of course, the concept of clinical 
imaging is that the change is on a time-scale that is relevant to the health of 
the patient. 

Four-dimensional ultrasound allows for a richer description of pathology 
that can often be lost with traditional two-dimensional (2D + T) imaging. 
Full time-varying volume imaging allows for reduced intra- and inter¬ 
variations thereby increasing the clinical utility of ultrasonic imaging. 
Quantification tools both on-line and off-line allow for rapid, repeatable, and 
robust calculation for empirically determined clinical metrics of health. 


2. TECHNOLOGICAL ADVANCES 

The advent of four-dimensional ultrasonic imaging has been made 
possible by key advances in ultrasonic transducer fabrication including inter¬ 
connect and cabling technology, micro-processor miniaturization, real-time 
beam-forming including micro-beam forming technology, increased 
processing power of personal computers and graphic processing units, 
visualization tools for complex data sets, and many other enabling 
technologies. This section will give an overview of these key areas and 
discuss some of the remaining challenges. 

2.1 Current 4-D imaging methods 

The current approaches to four-dimensional medical ultrasonic imaging 
can be separated into two categories: non-real-time and real-time imaging. 
Depending on the clinical application, the benefit/cost ratio of each approach 
dictates the adoption of the specific solution. 
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Non-real-time four-dimensional imaging is sometimes referred to as 
‘gated acquisition’. Typically this approaches uses the acquisition of 
multiple scan planes or volumes either prospectively or retrospectively 
triggered by a physiologic signal. The signal is often the electrocardiogram 
or sometimes the breathing motion induced by the expansion of the lungs 
and movement of the diaphragm. The motion of the volume of interest is 
assumed to be perfectly periodic with respect to the physiologic signal. This 
assumption allows for different imaging planes / volumes to be acquired in 
each period and then a simple geometric- or more complex, image-based 
fusion of the separate imaging volumes is performed. 

The category of non-real-time four-dimensional imaging includes several 
techniques for acquiring multiple imaging planes/volumes. These techniques 
include mechanical movement of linear probes constructing two-dimensional 
(2-D + T) images in rapid succession. This approach has been used in trans¬ 
esophageal echocardiography with movement of a sector array in a fan-like 
motion. Various mechanical scanning approaches are also used for trans¬ 
thoracic and for trans-abdominal imaging techniques. Similar techniques 
using a ‘pull-back’ approach where the operator moves the 2-D probe in a 
prescribed motion, usually a linear movement at a constant velocity that 
allows for stitching of the various imaging planes into a three-dimensional 
volume. This same technique has been used for intra-vascular applications 
where the catheter is either advanced or withdrawn at a specified rate so that 
three-dimensional images can be captured. 

Another technique for acquiring 3D volumes that can be off-line 
reconstructed into four-dimensional imaging through the use of gated 
acquisition involves the use of positioning systems. These systems allows 
the identification of the ultrasonic probe in three-dimensional space with 
respect to the previously captured volume / plane images. The assumption is 
that the multiple acquisitions are in a constant plane of reference with 
respect to the patient, i.e. the patient has not moved substantially during the 
entire imaging sequence. These positioning systems can involve such 
technologies as a positioning arm, infrared location markers, and RF 
magnetic tracking systems. With the three-dimensional information for the 
position of the probe with respect to the patient, it is possible to 
retrospectively gate the captured imaging volumes and fuse them together to 
form a complete data set. Such approaches are limited by several important 
clinical practicalities such as the difficulty maintaining a patient-probe 
reference frame (no patient motion), and the complexity of conveying to the 
operator in real-time if sufficient data has been collected to reconstruct a full 
three-dimensional volume. 
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Figure 7-1. A two-dimensional array (X3-1 Philips) for real-time four-dimensional cardiac 
imaging. 

The second category of four-dimensional ultrasound imaging is real-time 
imaging. Real-time imaging refers to the class of imaging that shows the 
rendering of the ultrasonic volume in a time frame that can be associated 
with other clinical monitoring technologies (such as the electrocardiogram). 
It is often useful to remember that real-time may have different meanings 
depending on the context of the application. Real-time almost never means 
at the exact same time as the physiologic change in morphology. In 
ultrasound, the limitation of speed of sound propagation places a 
fundamental limit on the time it takes to observe the structure of the body 
versus the actual motion occurring. In the case of four-dimensional 
ultrasound, it is helpful to note that real-time refers to rate at which the 
skilled clinician or sonographer can perceive changes in structure or blood 
flow as if they were observing with the naked eye. In practice, the concept of 
real-time coincides with the frame-rate of the presentation of data and is for 
most purposes identical to the frame-rate necessary for all moving images 
(TV, motion pictures, etc.) of between 10 to 75 times a second. 

The advantages to real-time imaging are manifold but so too are the 
technical challenges. Real-time imaging obviates the use of retrospective or 
prospective gating techniques because the entire imaging volume can be 
captured in a single pass. This implies that the assumption of periodic 
motion of a structure need no longer be made, and the movement of tissue / 
blood can be made as it occurs. This property allows the sonographer or 
clinician a more intuitive interface for capturing four-dimensional images as 
movement of the probe is directly reflected in the imaging volume acquired. 
In addition, data can be captured more quickly and with a higher degree 
of certainty. However, the technical requirements of performing such 
approaches to imaging are tremendous and necessitate advances in several 
areas that will be detailed in the sub-section, Enabling technologies. 
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2.2 Technical challenges 

From a technical point of view, the challenges for four-dimensional 
ultrasonic imaging are manifold. In the next section, we will detail many of 
the enabling solutions for addressing the technical challenges. In this section, 
we will attempt to detail the clinical requirements and thereby technical 
challenges that must be solved. 

The basic clinical requirement is to image three-dimensional human 
anatomy with ultrasound in such a way to make clinical diagnoses reliable, 
repeatable, and robust. The often unspoken corollary to these requirements is 
that the imaging modality must be cost-effective per diagnosis. 

For real-time versus non-real-time imaging approaches, the technical 
challenges are slightly different. In either case, roughly 30 volumes per 
second are required. In the case of real-time imaging, this means that for a 
transmit line density of 64 lines per scan plane, roughly 64 2 lines must be 
fired. Each line if propagated to a depth of 20 cm requires a round trip time 
of (2 x 20 cm / 0.15 cm/psec) = 266 psec, and thereby for a full volume 
64x64x266 psec is 1.1 seconds. Obviously this straightforward approach will 
only allow a single volume per second. 

In addition, the signal-processing path must be capable of handling 
enormous data throughput. A typical received line will be digitized to 12 or 
16 bits of accuracy at a rate of approximately 40 Megasamples/second for 30 
volumes per second of line densities of 128 per received scan plane. This 
requires on the order of (266 psec * 40 Samples / psec * 2 bytes / sample * 
30 volumes / sec * (128 x 128) lines / volume) = 10 GBytes/sec throughput. 

These data are then scan converted and presented to the user in various 
forms (as detailed in the section called Presentation to the clinician). The 
ability to construct a presentation format that accounts for correct user-to- 
volume positioning, shading, transparency, and lighting needs to be 
accomplished at 30 volumes/sec. 

2.3 Enabling technologies 

In order to make four-dimensional ultrasound imaging a clinical reality, 
key technological advances have had to occur. In this section, several of the 
important advances in transducer design, microelectronics, beam forming, 
and computing power are discussed. The emphasis in this section will be on 
the real-time implementation of 4-D ultrasonic imaging. 

Mechanically scanned probes are limited often by the speed at which 
they can move for various reasons such as the time to propagate sound to 
construct a single imaging plane, the vibration of the probe, the time to 
return the probe to the first imaging plane, the difficulty of having multiple 
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focal zones, and the often necessary continuous movement of the probe. As a 
result, the desired approach for constructing four-dimensional ultrasound 
images is through the use of electronically steered arrays (see Figure 7-1). In 
order to perform this approach, it is necessary to have fully sampled two- 
dimensional transducer technology. A typical 1-D ultrasound array usually 
has on order of 128 elements in a single direction. The addition of another 
dimension in order to construct three-dimensional volumes means that on 
order of 128 2 elements is needed. Current implementations of matrix arrays 
usually have on order of 2000 to 3000 elements. The first two-dimensional 
arrays were constructed by van Ramm and Smith in the late 1980’s and 
early 1990’s 4 . Their design was then adopted by the spin-off company 
Volumetries Imaging Systems, Inc. 

The fabrication of such transducer arrays is challenging for several 
reasons. The first is the difficulty in construction of a transducer with several 
thousand individual elements. This can be a challenging manufacturing 
problem to have high yields and a high degree of reliability. The second 
challenge is individually connecting each element to a different channel (the 
‘inter-connect’ problem). The third challenge is the approaches necessary to 
address each transducer element individually in transmit and receive (the 
‘channel-count’ problem) modes. 

Interesting solutions have been explored for these challenges. The ‘inter¬ 
connect’ problem can be summarized as how do you connect a limited 
number of cables/channels to multiple elements in a finite amount of space 
provided by the transducer surface? Flex-circuit technology can be employed 
to breakout the connections to a larger connection area to ensure a smaller 
footprint (necessary for cardiac or pediatric probes). In addition, techniques 
that use flip-chip technology, circuitry that can be bonded directly to the 
transducer electrodes allow for handling the vast number of interconnects. 

The ‘channel-count’ problem describes the need to have several thousand 
independent channels while minimizing the cables from the ultrasound 
machine to transducer. This problem is driven by the user-experience of the 
clinician or sonographer to not have a large and heavy cable tied to the 
transducer. In addition, increasing the channel count can increase the cost of 
an ultrasonic scanning system considerably. Ideally, four-dimensional 
imaging should be available for a comparable cost to the traditional two- 
dimensional (2D + T) imaging techniques. Multiplexing signals is one 
approach although not a very practical one considering the large element 
number count. Another approach is to examine micro-beam forming 
technology. 

Micro-beam forming describes an approach that groups elements together 
with a fixed relative beam forming rule. In typical delay and sum beam¬ 
forming, the electrical signal sent to each element is delayed relative to 



7. 4-Dimensional Ultrasonic Imaging 


105 


adjacent elements in order to geometrically focus the transmitted or received 
ultrasonic signal. For several thousand elements, this would entail a 
corresponding 1:1 element to channel count in order to apply the necessary 
delays. In the micro-beam forming solution, the elements are grouped 
together in patches of nearby elements and a pre-calculated constant offset 
from one of the patches’ elements is applied to the other patch elements. 
This approach allows for only one channel per patch to be needed and 
therefore reduces the number of channels needed on the system. 

2.4 Presentation to the clinician 

Four-dimensional ultrasonic images are rich in information, but 
conveying the relevant information to the physician to enable effective 
diagnoses can be challenging. Many techniques have been developed to 
address the problem of displaying complex volumetric data in an intuitive 
manner. The approach that is taken is often driven by the application for 
which the image is needed or by the desired clinical workflow. Real-time 
reading and reaction to the clinical volume images might be necessary to 
provide immediate feedback to the sonographer as he/she gathers the images 
or for the interventional radiologist as he/she adapts a procedure in response 
to image information. In off-line or non-real-time reading, the demands of 
visualization may require more customizability to allow for quick reading so 
as to not alter or add to the existing two-dimensional (2-D + T) workflow. 

The means of visualization require several steps. The first step involves 
the scan conversion of the captured ultrasonic information into a three- 
dimensional volume. Advances in computing power of general CPU’s have 
made this step possible in the controlling computer instead of in dedicated 
hardware implementations. The second step involves the choice of 
appropriate display. In practice, there is a choice between three dimensional 
rendering and 2-D cross-sections (MPR or multi-planar reconstruction, see 
Figure 7-2 for a compromise approach). The three-dimensional rendering 
can be direct volume rendering with appropriate light source, viewpoint, and 
surface reflectivity. It can also be a maximum intensity projection where the 
maximum pixel brightness along a line of site from the dataset to viewpoint 
is shown. Other methods include selecting a specific opacity of the overlying 
tissue to allow for a slightly transparent view into deeper tissues. All of these 
approaches can be used for trimmed datasets where the extraneous overlying 
image data are removed to reveal hidden structures. 

Often the clinician will utilize multiple two-dimensional views to 
visualize planes at specific geometrical orientation to each other. In cardiac 
applications, the physician may for example choose to look at a short-axis, 
2-chamber long-axis, and 4-chamber long axis views simultaneously. This 
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approach is very useful as the two-dimensional views are the manner in 
which many clinicians have been taught to read ultrasonic images and 
therefore are the most intuitive. 



Figure 7-2. A presentation format combining two MPR planes and a wireframe volumetric 
display. 



Figure 7-3. Semi-automatic detection of the endocardial borders allows characterization of 
the left ventricle shape at end systole and end diastole. 
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One of the key goals of introducing four-dimensional ultrasound is to 
allow the physician to make more reliable and reproducible diagnoses while 
at the same time minimally impacting the time per exam. Three-dimensional 
datasets can often be quite difficult to interpret with a great deal of effort 
spent orienting the observer in relation to anatomical landmarks. When 
multiple measurements are necessary as is the case with time-varying 
volumes, it is often helpful to have semi- or fully- automated means of 
quantification. These analysis tools are key to the adoption of 4D ultrasound. 

The analysis tools can vary from the automatic selection of standard 2-D 
views of anatomical structures from the 3-D volumes to automate means 
of volume, area, length, and timing measurements. For the detection of volumes, 
algorithms to detect the border of the anatomy of interest (endocardial wall, 
tumor margins, etc.) are necessary (Figure 7-3). Segmentation algorithms 
from other fields as well as novel approaches can be used to determine the 
anatomical borders. 

In the case of echocardiography, automation of the detection of the 
endocardial surface allows for calculation of the maximum end systolic, end 
diastolic volumes, and the ejection fraction. Tracking of mitral valve leaflets 
can determine if they close fully or if there is an opening for mitral 
regurgitation. In obstetrics, it is sometimes desirable to obtain the features of 
the fetus in utero in order to diagnose a cleft palate or other abnormalities. 
The ability to detect and delineate the fetus’ face with respect to other 
surrounding tissue such as the uterine wall is greatly aided by automated 
approaches to segmentation. Automatic detection and measurement of the 
femur length, head size, and other fetal metrics can greatly aid quick and 
accurate reading. 

In the area of analysis tools for four dimensional ultrasound clinical 
images, there are a few competing products. TomTec Imaging Systems, Inc. 
offers several products compatible with 4D scanning systems (Volumetries, 
Inc. and Philips Sonos 7500, IU22, and 1E33 platforms) aimed at the off-line 
reading of four-dimensional ultrasound clinical images. Philips Medical 
Systems offers an integrated solution, Qlab “, on the imaging system and also 
available in off-line mode for analysis of specific metrics to address the 
needs of each clinical sub-specialty. 

2.6 Future technologies 

Although the power of 4D ultrasound imaging has been demonstrated in 
several key clinical applications (see section 3), there are several advances 
that are necessary unleash its full potential in some outstanding clinical 
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needs. In echocardiography, it would be desirable to 1) image the entire 
volume of the heart and not just the left ventricle in real-time; 2) capture a 
large volume while simultaneously detecting Doppler flow; 3) detect motion 
of the heart wall to measure contractility; 4) tracking myocardial tissue to 
determine wall motion; 5) perfusion mapping of the myocardium in 4D; and 
many others. 

The underlying technological challenges that need to be met to address 
these areas include novel transducer design, multi-line transmissions with 
increased field of view and conserved frame rate, increased channel/element 
count, new automated analysis techniques, and implementation of contrast- 
specific settings. 

In the realm of novel transducer design, there are several needs driven by 
traditional and non-traditional markets for ultrasound. In echocardiography, 
the need for 4D ultrasound in TEE, pediatric, and small-footprint trans¬ 
thoracic applications will necessitate new form factor and probe design. 
In the area of general imaging, a wider field of view will drive transducer 
design with larger aperture and therefore a corresponding increase in 
element count. Novel applications, such as the movement of ultrasound into 
the interventional suites in cardiology and oncology may require transducer 
design that seamlessly integrates into the already crowded interventional 
workspace. 

Increasing the field of view also drives the need for novel beam forming 
approaches. As was discussed in earlier sections, the fundamental limitation 
of the speed of sound within the body can reduce the effective frame rate 
for a volume with the desired line densities. This limitation becomes even 
more serious when a larger volume must be captured, not to mention if in 
conjunction with real-time multi-transmit modalities such as Doppler flow. 
Similarly, the introduction of contrast settings may also drive a need for 
clever transmit schemes since most contrast specific modes employ multi- 
transmit lines (e.g. pulse inversion, power modulation, etc.). 

The increased channel count necessary to drive larger aperture probes can 
place an inordinate requirement on the ultrasound system because of the added 
cost for each transmit/receive channel. Novel ways of supplying the 
interconnects for the large number of elements, increased yield for large 
multi-element transducers, and standardized approaches for connecting the 
channels to elements to allow for re-use of design templates are all necessary 
technologies to maintain the cost effectiveness of the technology. 

Although, all of the above technologies need to be fully developed in the 
future to expand the clinical utility of four-dimensional ultrasound, perhaps 
no where is the need for future technologies more obvious to the physician 
that through the tools and presentation technologies for the clinical images. 
Advances in the integration of the analysis toolsets and the corresponding 
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reporting mechanisms will be necessary to ensure that the 4-D ultrasound 
imaging technology is adopted and positively impacts the clinical workflow. 
These analysis toolsets will need to automate fully many of the analyses 
such as volume, length, and timing measurements with minimal and 
effortless oversight from an expert reader. The results then need to be 
presented to the physician in such a way as to allow for effective and cost- 
conscious diagnoses. In this area, the use of parametric representation of 
specific parameters such as wall motion, contractility timing, contrast agent 
kinetics and other relevant parameters superimposed over the anatomical 
volumetric image will be extremely useful. 


3. CLINICAL APPLICATIONS 

Commercially available four dimensional ultrasound clinical imaging 
systems have been available only in the last ten years (1994, Volumetries, 
Inc. released its first real-time scanning system, and in 2002, Philips released 
its first real-time three-dimensional scanning system). Since the inception of 
these devices, the clinical adoption has in part been driven by the availability 
of specific settings and devices tailored for a specific clinical sub-specialty. 
The advent of the X4 matrix array on the Philips Sonos 7500 was released 
for the cardiac market in 2002 while the C6v2 probe on the Philips IU22 was 
released in early 2004 for the obstetrics market. The clinical need in these 
markets was more obvious and therefore the ‘clinical pull’ allowed the 
technology to be deployed and evaluated. The following sections will 
describe work performed in many of the clinical sub-specialties to evaluate 
the suitability of four-dimensional ultrasound. 

3.1 Obstetrics / gynecology 

One of the clinical areas that first found use for 3-D ultrasound was the 
area of obstetrics (Figure 7-4). Initially the use of 3-D was to provide useful 
information about specific developmental deformities such as facial 
abnormalities to rule out cleft lip or to detect spinal deformations 5 . The 
means of acquiring 3-D images was usually through image fusion of several 
2-D planes or through the use of a mechanically driven probe. These 
approaches were limited in scope by the movement of the patient, the fetus, 
or variations in the pressure applied to the hand-held probe. The advent of 
real-time 3-D imaging allows for reduction in the effect of motion and 
thereby expands the utility of ultrasound for clinical diagnosis. The current 
application for 4-D ultrasound in obstetrics is the monitoring of the fetus’ 
heart in utero. Many developmental diseases are reflected in cardiac 
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abnormalities such as arterial malposition, single ventricle, septal defects, 
Ebstein’s anomaly, and other congenital diseases. 



Figure 7-4. Three-dimensional view of a fetus in utero. 


3.2 Cardiology 

3.2.1 Chamber volume / heart mass 

Perhaps one of the most pervasive measurements in cardiology 
applications of ultrasound is the observation of the change in heart 
chambers’ volumes as a function of the heart cycle. Ejection fraction or the 
percentage of the heart chamber volume ejected during systole has 
considerable clinical merit as a surrogate of heart failure. In order for four¬ 
dimensional ultrasound to obtain acceptance, it is necessary to show that the 
method is superior in some ways than the traditional imaging approaches. 
Initial measurements in vitro with phantoms of human and porcine right 
ventricles showed accurate quantification of the right ventricle volumes and 
stroke volumes without the necessary geometric assumptions used in the 
Simpson’s rule for calculating volume from B-scan images 6 . Other studies 
have shown that real-time three dimensional imaging reduces inter- and 
intra-observer variability in comparison to traditional two-dimensional 
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approaches when compared to a gold standard, MR1 heart volume assessment 7 " 9 . 

Of course, in addition to cardiac output, there have been many studies of 
the benefit and suitability of real-time 3D ultrasonic imaging in cardiology. 
The motion of the heart walls can reveal underlying pathology of the blood 
supply to the heart muscle. Kuo et al. showed that left-ventricular akinesia or 
dyskinesia in a canine model was detectable with wall motion tracking using 
real-time three-dimensional ultrasound 10 . Tustsui et al. provided a case study 
of the use of three-dimensional echocardiography in diagnosis of large left 
circumflex coronary aneurysm 11 . And Cheng et al. used RT3D ultrasound to 
find that 3D assessment of septal defect diameters correlated much better 
than two-dimensional assessment when compared to surgical findings in 38 
patients 12 . 

3.2.2 Valvular diseases 

Another important area where four-dimensional ultrasound has found an 
emerging role is in the diagnosis of specific valvular diseases such as mitral 
stenosis and prolapse and the concomitant regurgitation 13 . As is the case in 
adoption of cardiac output applications, it is necessary to show that 4-D 
ultrasound provides an added benefit to the accepted procedures. In patients 
with mitral valve stenosis, Xie et al. showed that 4-D ultrasound showed 
good correlation of mitral valve area with 2-D ultrasound approaches, but 
allowed for faster exam times and choice of the optimal plane of the smallest 
mitral valve orifice 14 . Other studies showed that 3D echocardiography was 
superior to multi-plane transesophageal in 75 patients undergoing mitral 
valve repair for identification of the commissures 15 . 

3.3 General imaging / oncology 

The applications for four-dimensional ultrasound have been not as 
forthcoming in the field of general imaging. This is due primarily to the lack 
of a suitable product aimed at this clinical segment. However, there have 
been several studies looking at the use of real-time 3-D ultrasonic imaging in 
the breast 16,17 (detailed below in the section, Interventional Radiology and 
Other Applications), the brain 18 , and for parathyroid ablation 19 . Trans-cranial 
3-D color Doppler flow scans and perfusion maps of the brain were 
accomplished with a bolus injection of contrast agent into the internal carotid 
artery 18 . In another study using contrast agents, Kitaoka showed that the 
visualization of the 3D vasculature of the large vessels within the brain could 
be accomplished with ultrasound 19 . 
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3.4 Interventional suite 

One of the very promising areas for four-dimensional ultrasound is in the 
interventional suite. In this medical application, ultrasound is used for 
several reasons. One is to visualize the soft tissue pathology where it 
is currently not available, i.e. under rotational x-ray or fluoroscopic 
illumination. Another compelling reason is to allow for guidance of the 
interventional tool (biopsy needle, catheter, rf ablation needle, or other 
device) to the location of the pathology. In the next two sections, two 
interesting areas will be examined: the electrophysiology interventional suite 
and the interventional radiology suite. 

3.4.1 Interventional cardiology 

Two procedures in the electrophysiology suite have been growing in 
popularity in the past few years: cardio-resynchronization therapy (CRT) and 
atrial fibrillation ablation (AFA). The goal of CRT is to address the case 
where a patient’s heart is not beating in the most efficient manner. This can 
be due to hypertrophy altering the conduction pathways and causing 
segments of the heart to contract at different times. One approach to solving 
this problem is to place additional electrical sources into the heart to ‘re¬ 
synchronize’ the various portions of the heart. Such a procedure is usually 
performed under fluoroscopic guidance with physician’s mental image of the 
heart anatomy. By introducing four-dimensional ultrasound, it is possible not 
only to visualize directly the heart tissue within the procedure but also to 
observe its response to the electrical stimulus (see Figure 7-5). 

3.4.2 Interventional radiology and other applications 

Clinical applications of 4-D ultrasound occur in interventional radiology 
for biopsy needle guidance, rf ablation of liver and other tumors, and even in 
cases of in utero surgery. Nelson’s laboratory has pioneered much of the 
work in the interventional suite. One such study examined the role of 3-D 
ultrasound images in the interventional laboratory with emphasis on the 
suitable displays to provide to the intervening physician 20 . The study showed 
that volume rendered images did not provide as good visualization as 
multiple MPR views of the same volume. Such a MPR (and volume 
rendered) display was used by Won et al. for the guidance of biopsy of 
hepatic masses in 12 patients and was shown to optimize the needle position 
in 67% of the patients in the same exam time as using two dimensional 
ultrasound techniques 21 . A three-dimensional ultrasonic guided breast biopsy 
device was constructed and tested on phantoms and ex vivo tissue with an 
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accuracy of 0.43 to 1.71 mm 17 and a 94.5% success rate for lesions 3.2 mm 
in size 16 . 

3.5 Future applications 

Although the list of possible future applications of four-dimensional 
ultrasound could be quite extensive, this section will concentrate on several 
areas that hold great clinical promise. 

The use of ultrasonic contrast agents has helped to delineate endocardial 
borders and quantify perfusion in the myocardium and other tissues using 
two-dimensional ultrasound. The combination of contrast imaging and four¬ 
dimensional ultrasound promises to be one that is extremely powerful. In 
many cases the endocardial border is difficult to detect, and by utilizing 
contrast agents, the physician can help ensure the accuracy of the assessment 
of heart wall motion, blood volume, and perfusion. In addition, contrast 
agents may help visualize structures that before were not apparent on 
traditional two-dimensional exam s . Figure 7-6 shows such a case where the 
three-dimensional structure of part of the coronary tree is visualized with the 
combination of real-time 3D imaging and contrast agents. 

One of the areas where four-dimensional ultrasound will play an 
important role is in the assessment of cardiac function after administration of 
a stress exam. Currently, the stress exam occurs after either physically or 
pharmaceutically induced stress. The time that the echocardiographic exam 
takes can often complicate accurate readings since the patient may be in 
different states of recovery from the stress challenge when the specific two- 
dimensional views are gathered. In addition, it is often difficult to obtain the 
exact same views of the heart pre- and post-stress which can obscure the 
correct reading. As a result, much of the diagnosis is subjective and prone to 
reader variability. By introducing real-time volumetric acquisition, it is 
possible to capture all views of the leftventricule within a few heartbeats. 
This approach can allow for objective and reproducible diagnoses. Initial 
studies on patients and volunteers showed promise for correctly spatially 
registering pre- and post-images while preserving stress-induced changes 22 . 
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Figure 7-5. The top two panes show the detected endocardial walls and the corresponding 
motion in each of the 15 segments. The bottom panes show the same wall motion after 
bi-ventricular pacing has been applied. 



Figure 7-6. Two volume displays at different portions of the heart cycle showing the 
progressive perfusion of the coronary arteries. 
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4. CONCLUSION 

Although four-dimensional ultrasound has only been available for the last 
14 years and only commercially available in two products since 1994 
(Volumetries) and 2002 (Philips), its utility has been shown in clinical 
applications from echocardiography to obstetrics to the interventional suite. 
Reduced intra- and inter-user variability promises to increase further the 
utility of ultrasound as a diagnostic imaging modality. Future improvements 
in field-of-view, frame-rate, and automated quantification packages guarantee 
many exciting and clinically beneficial prospects for four-dimensional 
ultrasound. 
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Abstract: Hybrid imaging systems have been conquering medical imaging practice more 

rapidly and rigorously than any other imaging technology before, meeting 
strong medical and logistical demands from clinicians and researchers. Despite 
efforts of combining just images and the higher technical complexity and costs 
of combined systems the improvements in diagnostic accuracy and ease of 
patient logistics are too convincing. The rapid development of hybrid devices 
only occurred in the last 10 years and is still ongoing. Technological advances 
are made on a yearly pace. 

Keywords: Hybrid imaging, SPECT/CT, PET/CT, molecular imaging, FDG, FLT, image 

registration, rigid transformation, elastic warping, Time-of-flight (TOF) 


1. THE NEED FOR COMBINED IMAGING 

Tomographic imaging has become the preferred and widely accepted 
form of clinical diagnostic imaging since the invention of the first x-ray 
based tomographic imager by Hounsfield and Cormack in 1973 1 2 . Computer 
Tomography (CT) and later also Magnetic Resonance Tomography 3 (MRT) 
scanners are a standard component of most radiological departments in the 
world. 

In parallel, isotope based imaging in nuclear medicine also evolved from 
planar scintigraphy into a tomographic method, called Single-Photon- 
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Computed-Tomography (SPECT) and has been established in nuclear 
medicine departments across the world 4 . In the late 80’s, after long years in 
research 5 , another isotope based imaging modality, Positron-Emission- 
Tomography 6 (PET) started to enter medical practice but was only widely 
accepted clinically in the early 90’s because of its complexity, higher costs 
and more difficult tracer logistics due to the short half life of positron- 
emitting isotopes 7 . However, those challenges have been overcome in many 
countries already and today PET, because of its superior sensitivity and 
diagnostic accuracy, is the driving modality for combined imaging 8,9 . 



Figure 8-1. Transaxial cross-sections through the chest of a patient with small cell lung cancer 
prior (left column) and one week after onset (right column) of chemotherapy. Shown are 
cross-sections from CT (upper row), F-18FDG-PET (middle row) and F-18-FLT-PET 
(bottom row). (Images courtesy of K. Krohn, Univ. of Washington, Seattle). 



Figure 8-2. Vertical long axis cross-section through the heart of a patient with an acute 
myocardial infarction: perfusion study (left) and apoptosis study (using Tc-99m labeled 
Annexin-V ‘Apomate’) (right), (images courtesy of Heart Medical Center, Eugene, Oregon). 
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In order to understand the need for combined imaging it is important to 
recognize that isotope based imaging modalities like SPECT and PET are 
providing fundamentally different, however, complementary information to 
morphological imaging methods like CT and MRT. In most cases, SPECT 
and PET are providing insight into biochemical processes like e.g. 
metabolism or cell proliferation with a rather poor spatial resolution of 
3-10 mm but high sensitivity, whereas CT and MRT are delivering high 
resolution (sub-mm) images of anatomical structures and physiological 
function like e.g. blood flow. SPECT and PET are based on a ‘tagging’ 
(labeling) of biological molecules with radioactive isotopes that are 
incorporated and the subsequent observation of their accumulation and 
distribution in cells, organs and organ systems with a camera or 
tomograph 10 . The latter are based on the attenuation of x-rays applied from 
outside in biological tissues (CT) 11 or on the measurement of the magnetic 
properties of the water content of tissue (MRT) 12 . 

Figure 8-1 illustrates the different nature of information of the modalities 
and their impact on treatment decisions in oncology. Shown are transaxial 
cross-sections through the chest of a patient with small cell lung cancer prior 
(left column) and one week after onset of chemotherapy (right column). The 
upper row are cross-sections from x-ray CT, where there is no visible 
difference in tumor extend between left and right. The middle row shows 
PET images taken with the tracer F-18-FDG, the most common tracer in 
oncology diagnosis and treatment monitoring, depicting increased glucose 
uptake into malignant cells due to higher concentrations of glucose transporters 
on the membranes of those cells. The labeled F-18-FDG accumulates in the 
malignant cells and is not metabolized like normal glucose. Flere one can 
easily observe a difference between the image on the left (prior to therapy) 
and on the right (one week after onset of therapy) by the reduced size and 
metabolic intensity of the tumor (depicted by the color scale: black & red - 
very high metabolism, blue - low metabolism). This represents a first 
indication for the effectiveness of the therapy. An even stronger indication is 
provided by the PET images with the tracer F-18-FLT. Shields & Griesson 
first reported the application of F-18-FLT in humans as a tracer to image 
tumor proliferation and DNA replication in 1998 13 . Flere on the right image 
the tumor seems to have completely disappeared, but in fact, only its 
proliferating (DNA replicating) activity has been stopped by the therapy. As 
a control, normal proliferative activity is still seen in the bone marrow of the 
spine on the right image as well as on the left. It is certainly imaginable what 
impact the addition of biofunctional information will have on patient 
management, both in terms of patient outcome and prognosis as well as 
overall costs of care. 
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Another strong driver for the increasing use of combined imaging is the 
development of so-called molecular imaging agents, which are characterized 
by their very high specificity and almost complete lack of any anatomical 
background information 14 ' 15 . In PET one could count e.g. the above- 
mentioned F-18-FLT into that category. An example of a SPECT molecular 
imaging agent is shown in Figure 8-2, displaying vertical long axis cross- 
sections through the heart of a patient with an acute myocardial infarction. 
Shown on the left side is the perfusion study using a common SPECT 
perfusion tracer labeled with " m Tc, on the right side the same cross-section, 
obtained with the new apoptosis marker Annexin-V (‘Apomate’), a human 
protein labeled with " m Tc. Apoptosis is the process of ‘programmed cell 
death’ and is part of the natural cell turnover (e.g. in skin cells) but also e.g. 
in infarcted myocardial cells. The apoptotic cells release the phospholipid 
phospatidylserine (PS) to which the Annexin-V binds and therefore 
accumulates. This allows to e.g. exactly determine the extent and severity of 
an infarct as shown in Figure 8-2, but more importantly answer the question 
about a potential revitalizability of the myocardial tissue 16 . Comparing the 
two images of Figure 8-2, the reduction in anatomical information is 
remarkable, going from the flow tracer (left), where at least the left ventricle 
can still be delineated, to the apoptosis marker (right), where only the 
apoptotic cells are highlighted. For any kind of further therapeutic decision 
this information needs to be correlated to anatomical information. 

The probably strongest driver for combined imaging currently is 
its application in the planning and monitoring of oncological treatment, 
in particular radiation treatment 17 " 19 . Especially the combination of (FDG- 
PET) and CT has become a valuable tool to improve the accuracy and 
effectiveness of radiation treatment by applying the metabolic information 
from the FDG-PET to refine the treatment plan in 1MRT (intensity 
Modulated Radiation Treatment) 20 " 23 . An example of such an application is 
shown in Figure 8-3. 

The above examples demonstrate the medical necessity and benefits of 
combined imaging. In the case of brain studies this combination might be 
achieved by software based overlay of the different images from different 
instruments, due to the skull providing a solid anatomical frame. In other 
areas of the body this approach is rather challenging (as described in section 
2 of this chapter), due to patient positioning differences, organ position 
differences, bowel filling etc. 9 . 

Besides the diagnostic benefits there are other strong drivers and 
motivators for the development of combined imaging instruments, like 
temporally different patient anatomy (organ positions, bowel filling) and 
physiology (blood sugar levels, metabolic and heart rates etc.). Aside from 
those are the patient (one investigation vs. two, one image reading vs. two, 
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one report vs. two or more etc.) and hospital logistics (availability of 
imaging data, incompatibility of data formats, time consuming manual 
alignment of different studies, necessary coordination of staff from different 
departments). 

With the appearance of the first combined imaging devices it became 
clear that in particular those ‘non-diagnostic’ factors represent a very strong 
driving force for the installation of a combined system. These logistical 
benefits have contributed significantly to the extremely rapid acceptance of 
those devices in the medical community. For PMS alone, the fraction of 
combined vs. single devices in PET changed from <10% to >95% of all 
instruments sold within 3 years 24 . Those instruments are also starting to 
change structures in hospitals and to force collaborations of previously rather 
separated departments and people 25 . However, with the increasing use and 
acceptance of those devices it also became clear that some of the above 
issues persist, due to the non-simultaneity of the studies, providing 
justification for the ongoing development of sophisticated image co¬ 
registration methods as described in the next section 26 . 

2. IMAGE CO-REGISTRATION TECHNOLOGIES 
AS A PRE-REQUISITE TO MULTI-MODALITY 
IMAGING 


2.1 The role of image registration in medical imaging 

In general, the medical images to be combined in diagnosis or therapy 
may have been acquired 

• with the same or different imaging modalities, e.g. CT, PET, Magnetic 
Resonance Imaging (MRI), Ultra-Sound (US) etc., 

• simultaneously or at different times, 

• from the same or different patients. 

Unless acquired simultaneously, however, anatomical structures are 
likely to have changed their positions between the acquisitions due to patient 
or organ motion, tumor growth or shrinkage, breathing, heart motion, 
bladder and rectum filling, etc. Combining these images thus requires their 
geometric warping so that corresponding image structures correctly align - 
this is the purpose of image registration. 
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Figure 8-3. Patient with a squamous cell carcinoma of the esophagus. Example of an IMRT 
treatment plan, based on the information obtained by a combination of PET (thermal scale) 
and CT (grey scale). The colored lines are dose isocontours determined by the information 
about malignant foci and the degree of their malignancy from PET. Anatomical corrections 
and finetuning (e.g. the spare-out of important organs or vessels) is done based on the 
information from CT. (image courtesy of Mary Bird Perkins Cancer Center and The Lady of 
the Lake PET Imaging Center, Baton Rouge, LA). 



Figure 8-4. Color-coded PET image overlaid to a CT image after rigid (top row) and elastic 
(bottom row) registration. The images have been acquired independently of each other. Please 
note the different body and lung outlines in the top images due to the different breathing 
status of the patient. Elastic registration compensates for the breathing motion and aligns not 
only the lung volumes, but also a hot spot in the PET image with a lesion in the CT image 
indicative of a malignant, i.e. cancerous, tumor (images courtesy of K. Hahn, Ludwig 
Maximilians University, Munich). 
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Aligning images for combined visual inspection (fusion, Figure 8-4) is, 
however, only one of many applications of registration in medical imaging. 
More often and less visibly, registration techniques are deployed for motion 
compensation during acquisition and reconstruction of medical images as 
well as segmentation and classification of medical images. 

The first step to registration is to compensate for translations and 
rotations between the input images. This rigid registration - rigid because it 
treats the human as a rigid body - compensates e.g. for different patient 
positioning. Often this needs to be extended to affine registration by 
including also scaling and skewing along the body axes to align e.g. different 
sampling and acquisition geometries. Both registrations have become 
standard techniques provided as an automatic or at least semi-automatic 
operation by workstations of all major vendors in the medical arena. 
Flowever, the human body is not rigid and significant deviations remain after 
affine registration. 

To compensate for those, elastic registration needs to be applied. 
Contrary to its rigid/affme counterparts, elastic registration has not yet 
become a standard technique that is used on a routine basis, the reason being 
that elastic registration is much more difficult to achieve and, as of yet, no 
generally accepted solution has made it into clinical practice. 

2.2 Why is elastic registration so difficult? 

Rigid and affine transformations are easy to be unequivocally formulated 
in simple mathematical terms and need only very few parameters to be 
adjusted for registration, namely in 3 (2) dimensions: 3 (2) translations, 3 (1) 
rotations, 3 (2) scaling factors, and 3 (1) skewing factors. 

The situation looks dramatically different as soon as it comes to 
elastic registration as this involves non-linear transformations for which 
many possible mathematical formulations exist, e.g. polynomials, rational 
functions, or one of the many varieties of spline functions some of them 
explicitly modeling the elastic properties of the tissue imaged. The choice of 
the correct formulation is crucial for the success of elastic registration and 
depends on the anatomical region and the clinical target application. For 
example, the quite regular global motion pattern in the thoracic region due to 
breathing is very different from the much more irregular motion pattern in 
the abdominal region due to peristaltic motion. And this in turn looks very 
different from the local motion pattern in the cardiac region that deviates 
significantly from the local deformation due to tumor growth or tumor 
resection. In other words, one choice is unlikely to fit all - it strongly 
depends on where you are looking for what and for what purpose. Once the 
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choice of the proper class of mathematical transformations has been made, it 
remains to find the member that optimally aligns the images. This normally 
demands for the optimization of hundreds or thousands of control parameters, 
an operation that is not only extremely computationally intensive, but also 
may not have a unique solution. This requires additional application-specific 
constraints to be imposed to finish optimization within reasonable time and 
to make it converge into clinically relevant solution. 

In view of these challenges, it is not astonishing that there is currently no 
generally accepted solution for elastic registration that serves all clinical 
purposes. 

2.3 Configuration of registration algorithms 

Two fundamentally different approaches to registration can be taken - 
feature-based or volume-based registration. 

Feature-based registration uses features such as point-like anatomical 
landmarks, organ surfaces etc. that are extracted interactively or (semi-) 
automatically from the input images. The geometric transformation that 
optimally aligns the landmark locations between the input images is 
determined and subsequently the underlying image is subjected to this 
transformation. The basic problem with this approach is that it involves a 
segmentation step for extracting the landmarks from the original image data 
and a pattern-matching step for identifying corresponding landmarks. Both 
tasks are difficult and in full generality still unsolved problems unless done 
under interactive control. Any error occurring during the initial segmentation 
step is very hard to correct afterwards. However, the great advantage of this 
approach is, that once the features have been identified, the rest of the 
registration task is solved fairly quickly as only a small subset of the original 
data, namely the discrete set of features, has to be manipulated. 

Volume-based registration circumvents feature extraction and matching 
and strives for the direct alignment of the intensity values of the images. 
This avoids the error-prone segmentation and pattern matching steps at 
the expense of longer computation times due to the large amount of data 
involved. However, the resulting methods are often more robust and less 
application-specific than feature-based registration. 

For each of those, several reliable methods exist that serve as a common 
methodological basis for the configuration of dedicated registration 
algorithms that address specific requirements of the target application. 
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2.4 Validation and future directions 

Registration algorithms that have been configured for a specific target 
application also have to be validated in view of the application requirements. 
Any deficiencies detected lead to re-configuration resulting in a configuration- 
validation cycle incrementally refining the algorithm until it (hopefully) 
meets all application requirements. 

Validating registration algorithms requires some ground truth or gold 
standard from which the quality of a registration result can be inferred. 
For rigid/affine registration, due to the linear behavior of the affine 
transformation and the few parameters involved 27 ' 28 , such ground truth can 
be produced using external fiducials serving as landmarks visible in all 
images to be registered. This approach fails, however, for elastic registration 
due to the prohibitive number of fiducials required to check the large number 
of control parameters involved and, more importantly, due to the non-linear 
behavior over the inter-fiducial space. Phantom images or artificially, but 
realistically deformed images provide a ground truth for a technical 
validation to estimate robustness, consistency, and accuracy of a registration 
algorithm and to improve its configuration. Flowever, the resulting algorithm 
will be more mature in a technical sense only, but will form a better 
candidate for a subsequent clinical validation where its performance will be 
evaluated on clinical data by clinicians. 

Elastic registration will develop in two major directions. First, the 
distinction between feature- and volume-based registration is going to 
dissolve into methods integrating segmentation and registration technology. 
These methods will help with the registration of highly disparate modalities 
that provide insufficient image structures for either purely feature- or 
volume-based registration. Second, application-specific a priori information 
will be explicitly added to each of the major procedural steps to speed-up 
and disambiguate the search for the optimal image alignment. Anatomical 
and motion models can give the expected anatomy, its deformation and 
elastic properties to guide the search for the global optimum, physical/ 
physiological models can describe the contrast generating mechanisms 
supporting the segmentation/enhancement of matching features etc. 

However, a fundamental limit of software-based registration is reached 
whenever images do not show any well-defined structures that can be 
unambiguously matched. This limit will be reached for example when 
matching Molecular Imaging using highly specific agents. The more specific 
a tracer the less general tissue uptake it shows that correlates with 
anatomical morphology. This problem of lost anatomical context can only be 
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handled by dedicated acquisition protocols supporting registration or by 
combined hardware devices as described in the next section. 


3. TECHNOLOGY OF COMBINED IMAGING 

DEVICES 


3.1 Combined imaging development 

Innovation in healthcare technology can be driven in two fundamental 
ways: medical/diagnostic needs requiring a new technical solution, or new 
ideas of scientists/engineers are opening up new fields of application and 
enabling new levels of diagnostic and therapeutic accuracy. In the case of 
combined morphologic/functional imaging both approaches have been 
subsequently combined. Considering the benefits of combined imaging 
one might be surprised that those combination devices like PET/CT 
and SPECT/CT did not enter mainstream clinical practice earlier than 
2000 / 2001 . 

There are several reasons that can be speculated about. In the context 
here focus shall be on the technical aspects. In short, the challenge was to 
combine a fast, high-resolution modality (CT) with a slow, low-resolution 
modality (SPECT, PET). To underline the difference, figures of data 
acquisition times for a 90 cm whole body study may serve as an indicator: In 
the mid 90’s, a PET-study took 60-90 minutes, a CT 1-2 minutes. Today a 
PET-study takes 12-15 minutes, a CT less than 1 minute. These figures 
indicate that the technologies have been converging in terms of imaging 
times, making them better suited for a ‘marriage’ in one device. And this 
process is going on, driven by further innovations particularly in PET 25 . 

Historically, the most widely applied PET tracer F-18-FDG, accumulating 
in many organs, muscles and structures of the body often providing 
seemingly sufficient anatomical background for the reader, has been 
reducing the pressure for the use of a combined device in the past. Also, 
primarily nuclear medicine physicians only, familiar with reading isotope 
emission based images, have interpreted PET studies. 

With SPECT tracers generally providing even less anatomical background 
and the even lower spatial resolution of SPECT (compared to PET) it is not 
surprising that the first combined imaging instrument coming to market was 
a SPECT/CT 29 . Even that this first generation of combined instruments 
struggled for clinical acceptance due to implementation issues (e.g. low 
resolution, non-diagnostic CT) the clinical benefits already started to show 30 . 
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With the increasing clinical use of PET in the late 90’s and it’s clinical 
and administrative acceptance in the healthcare system, especially of the US, 
patient numbers on clinical PET scanners rose significantly. Now two major 
issues started to surface, preventing further increases of patient throughput, 
but also impacting diagnostic accuracy and acceptance: i) attenuation 
correction for PET images, performed with external sources, added up 
to 50% to the investigation times per study and increased image noise. 
Therefore many clinical studies were read on images uncorrected for 
attenuation; and ii) referring physicians increasingly started to base their 
clinical decisions on the information provided by PET where they faced 
difficulties in correlating the functional information due the lack of anatomy 
provided. 

The need for additional anatomical information was recognized in 
oncology 8 , but computer algorithms (as described in section 2) did only 
work well in the brain 31 . Attempts have been made to extend the application 
of those algorithms to other parts of the body 9 , also by the use of external 
markers and operator intervention during manual alignment. However, 
the obvious solution to this problem appeared to be the acquisition of 
both functional (PET) and anatomical (CT) data sequentially with a single 
scanner without the necessity of moving the patient between those studies. 

The first development of a combined PET/CT device was started by 
Townsend & Beyer in the late 90’s and first realized at Pittsburgh 
University. This device employed a partial ring rotating PET system and a 
single-slice, spiral CT, again a rather low-end approach 32 . However, first 
clinical experiences were so convincing 33 that a next generation system was 
designed immediately 34 . At this point the medical industry picked up the 
development and all three big players (GE Healthcare, Siemens Medical 
Solutions, Philips Medical Systems) started to offer combined PET/CT 
systems. Today, as mentioned before, those systems have almost completely 
taken over the market from single PET systems and at the same time 
significantly expanded it 35 . This is a proof of a very rapid clinical acceptance 
of a new technology and underlines how strong the medical and logistical 
demand for such devices has been and still is. 

The rapid success and acceptance of PET/CT also significantly 
revitalized the interest in SPECT/CT, with several systems now being on the 
market. The technology of those systems will be described in more detail in 
the following sections. 
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3.2 PET/CT 


3.2.1 Introduction to PET technology 

Since CT technology is described in detail in chapter 4 of this book this 
section will focus on describing the elements and key features of a modern 
PET system. 

The scintillating crystal is the first element of the detection chain in a 
PET system. The light it produces is read out by an arrangement of light 
sensitive devices. Though photodiodes will likely be used in future designs, 
all industrial PET tomographs today use photo multiplier tubes, in different 
shapes and sizes. As a good system energy resolution is key to high quality 
data acquisition in 3D PET, new detector designs with a highly uniform 
spatial response were introduced recently to best maintain intrinsic crystal 
energy resolution through the light collection stage, while supporting high 
count rates 36 . Philips introduced the Pixelar™ panel technology in its 
Allegro™ PET system in 2001: small individual GSO crystal elements are 
coupled to an optically continuous light guide (Figure 8-5). This light guide 
controls the spread of light, and exhibits identical properties regardless of the 
position along the circumference or the axis of the cylindrical detector. 
Round photo multipliers are densely packed in a hexagonal array at the back 
of the light guide. When trigger channels detect two photon absorptions in 
coincidence, clusters of seven photo multipliers are dynamically allocated to 
read out position and energy of each of the two photons. No edges, corners 
or boundaries between blocks disturb light collection homogeneity. 

Signal processing, correction steps and image reconstruction are equally 
important links in the quest for the best possible image. Faster and smaller 
electronic components increase the processing bandwidth and support high 
count rate acquisitions. High statistics transmission images are obtained for 
measured attenuation correction of the emission data: Karp & Muehllehner 
introduced a fast single-photon Caesium ( 137 Cs) based transmission method 
as early as 1995, allowing attenuation correction to become reality in clinical 
routine 37 . Nowadays, PET/CT scanners use the CT image as a very fast 
acquired and virtually noiseless transmission image for PET attenuation 
correction 38 . 

PET image reconstruction benefited from a number of improvements 
in recent years. Extended, spherically symmetric basis functions were 
introduced to replace voxels in the image description 39 and the first industrial 
implementation in 1999 of a fully three-dimensional, maximum-likelihood 
based, iterative image reconstruction algorithm eliminated a number of 
approximations and improved image quality significantly 40 . Recently, 
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reconstruction algorithms have been further enhanced to reflect the acquisition 
geometry more closely and take into account the irregular sampling of the 
object by the lines between detector pairs (LOR reconstruction) 41 . 



Figure 8-5. Left: cross-sectional schematic view of the Pixelar panel detector, with individual 
GSO crystals coupled to an optically continuous lightguide (grey) and read out by a densely 
packed array of photomultipliers; Right: Twenty-eight of these modules are assembled to 
form the cylindrical detector; optical coupling ensures continuity across mechanical 
boundaries (pictures: Philips Medical Systems). 


3.2.2 Hybrid PET/CT development 

Ideally, hybrid PET and CT imaging would make use of a single detector, 
capable of counting 511 keV photons one by one, and integrating high 
photon fluxes at X-ray energies. However, as the previous paragraphs have 
shown, current commercially available PET and CT detectors rely on 
different technologies: all PET/CT designs today combine two different 
scanners under a common cover with a common patient pallet, allowing 
sequential CT and PET imaging without removing or repositioning the 
patient on the couch. 

An outstanding feature of the Philips’ PET/CT development is the 
particular emphasis on patient centred design. An about 30 cm wide gap 
separates the CT portion from the PET portion of the machine (Figure 8-6): 
patients experience a feeling of openness and light and feel more at ease than 
in a long closed tunnel. Communication and visual contact with staff or 
parents is reassuring, especially for claustrophobic and paediatric patients. 
Patient comfort has a direct impact on image quality: patient motion due to 
nervousness is reduced, and so is increased muscle uptake of FDG due 
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to tension. Also, experience has shown that claustrophobic patients tolerate 
the study well, and prefer undergoing an examination on an open gantry 
scanner. 

The open gantry design of the Gemini™ even goes a step further: the 
PET portion can be moved back to increase the gap to about one meter, 
which allows even better access to the patient. This option is regularly used 
to study patients under anaesthesia, who require direct monitoring by an 
anaesthetist (figure 8-7). Other applications include interventional work 
on the CT, direct positioning for brain and cardiac PET, or brain PET 
examinations that require equipment to be placed within the patient’s sight. 



Figure 8-6. The open gantry of Gemini™ PET/CT was designed to maximize patient comfort. 

The use of the CT image goes beyond its interpretation as a traditional 
radiology study. The matching of lesions and the confident localisation of 
functional abnormalities - shown by PET - backed by the accurate 
anatomical representation - provided by CT - is the tremendous advantage 
of a hybrid device. PET attenuation correction is a further direct benefit: a 
map of attenuation coefficients at 511 keV is required to correct for the 
attenuation (absorption, scatter) of annihilation photons in the body. 
Radioisotope based transmission images are used in standalone PET and 
require acquisition times of several minutes to cover a standard whole-body 
study. After rescaling CT numbers to linear attenuation coefficients at 
511 keV, the CT image provides virtually noiseless PET attenuation maps in 
a fraction of that time. 

Differences exist in the acquisition techniques of PET and CT on 
standalone machines, which need to be resolved by either adapting 
acquisition protocols, or developing new technologies. 

While PET/CT instrumentation and data processing methods continue to 
improve, patient throughput rates of 25 per day become common, and the 
amount of image data produced for each patient increases, the usability and 
performance of image review tools become a critical factor in the workflow 
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of a PET/CT facility. The reading physicians need to easily navigate through 
large image volumes, switch between different views, fused or not, extract 
quantitative information, distribute and store images and reports in electronic 
form on hospital wide information systems. Most manufacturers chose to 
integrate PET/CT review and reporting on their radiology reading platforms, 
as Philips did on its Extended Brilliance Workspace™. This modern, 
scalable system meets the requirements of the busiest radiology departments 
and provides an appropriate base to implement future advanced PET/CT 
applications. 



Figure 8-7. A patient under anesthesia is being scanned on Gemini™ PET/CT: the gantry is 
separated to allow access to the anesthetist and his equipment (Picture courtesy of I. Kastrup, 
Herlev Hospital, Copenhagen). 

3.2.3 Future technologies: Time-of-flight-PET (TOF) 

One of the main goals in the design of PET scanners is to maximize the 
noise equivalent count rate (NEC), which translates into reduced scan times 
and increased signal-to-noise in the reconstructed image. In today’s 3D-PET 
scanner designs, the NEC is mainly determined by detector parameters like 
scintillator geometry and stopping power (improve sensitivity), energy 
resolution (suppresses scattered events) and coincidence timing resolution 
(reduces random events). 

A very promising and effective method of significantly increasing the 
effective NEC is the incorporation of time-of-flight (TOF) information in 
the image reconstruction. As shown in Figure 8-8, a PET event consists of a 
line of response (LOR) between two coincident gamma quanta. Since a 
single event only indicates a positron annihilation somewhere along this line, 
the full LOR is back projected into the image matrix (see Figure 8-8a). Given 
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a sufficient coincidence timing resolution dt of the PET detectors, it is 
however possible to narrow down the position along the LOR by measuring 
the time difference between the detection of the two gamma quants (see 
figure 8-8b). The corresponding position uncertainty is given by dx = dt-c/2. 
For a cylindrical phantom of diameter D, the gain in effective NEC can be 
approximated by D /dx 42 . 



Figure 8-8. Illustration of a line of response (LOR) in a PET scanner (a) without 
incorporation of time-of-flight information, and (b) with incorporation of time-of-flight 
information. 

For typical patient diameters in full-body PET scanners (> 20 cm), a 
coincidence timing resolution of <1 ns has to be achieved to realize a 
significant improvement in scan time and image quality. This imposes 
additional requirements on both the scintillator properties (light output, rise 
time, decay time) and the light detection chain (PMT, analog electronics, 
digitization) of the system 43 . While early implementations of TOF 44 met the 
timing requirements, the employed scintillators like BaF 2 and CsF did not 
provide the energy and spatial resolution needed in 3D PET scanners. 
Flowever, recent advances in the development of inorganic scintillators like 
LYSO and LaBr 3 have opened up the possibility to combine high stopping 
power with sub-ns time stamps and good energy resolution. Using typical 
PET scintillator geometries, a coincidence timing resolution of less than 
600 ps at -12% energy resolution can be achieved with LYSO. For LaBr 3 
crystals, which feature slightly less stopping power, values of less than 
300 ps at 4.5% energy resolution, have been measured 44 . 

The impact of TOF information on the PET image quality is the topic of 
ongoing research activities 45 . To illustrate the potential reduction in scan 
time, Figure 8-9 shows a simulation study of a 27 cm cylinder phantom in a 
3D PET scanner. Depending on the coincidence timing resolution, a scan 
time reduction of up to a factor of six can be realized without changing the 
contrast recovery and the image noise. Likewise, the visual image quality 
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improves significantly with better timing resolution when using a constant 
number of events (see Figure 8-10; ref 46 contains a quantitative analysis). As 
expected, the image noise decreases with Vdx/D when incorporating TOF 
information in the image reconstruction. 


300 ps 600 ps 1000 ps Non TOF 



0.5 min 1 min 2 min 3 min 


Figure 8-9. Benefit of time-of-flight information for reducing scan time at constant image 
quality. The images are based on simulation studies with a 27 cm cylinder phantom and an 
uptake ratio of 4:1 in the hot spheres 46 . 
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Figure 8-10. Benefit of time-of-flight information for improving image quality at constant 
scan time (0.5 min). The images are based on simulation studies with a 27 cm cylinder 
phantom and an uptake ratio of 4:1 in the hot spheres 46 . 

Based on the current advances in the development of PET scintillators, 
TOF-PET therefore represents a promising method of further reducing the 
scan time and improving the image quality in future PET scanners. 

3.3 SPECT/CT 

As outlined before, a SPECT/CT system combines the detailed 
anatomical information from CT with the metabolic and molecular imaging 
capabilities of SPECT. The anatomical background provided by CT allows 
the physician to access a large number of very specific SPECT tracers that 
can image physiological processes. 

SPECT/CT imaging provides the benefit of improved efficiency for both 
the patient and the interpreting physician. During the same episode of care, 
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the patient can have both the SPECT and CT data acquired without having to 
move from the patient bed. Images of both modalities are provided instantly. 
Registered functional and anatomical images allow more accurate diagnosis 
and staging by providing more precise localization. Additionally, the 
presence of anatomical CT information can help the referring physician 
contextualize the functional SPECT data and gain additional confidence, 
important for the effectiveness of subsequent therapies. 



Figure 8-11. Example of a high-end SPECT/CT system (Philips Precedence™). The CT 
gantry (in the back) holds two flexible arms with SPECT detectors that are closely moving 
around the patient during the SPECT study. For the subsequent CT study the patient is 
advanced on the pallet through the CT gantry opening without changing position. (Picture: 
Philips Medical Systems). 

For example, a bone SPECT study is a very sensitive examination but 
does not allow accurate localization of pathology in the bone. The fused 
images in Figure 8-12 show that the lesion is not located in the ostigonum as 
previously suspected. 

In Cardiology, SPECT imaging is considered the gold standard for 
myocardial perfusion imaging 47 . The addition of the CT component can 
enhance clinical information by improving SPECT image quality or by 
providing complimentary data. Attenuation artifacts, a significant source of 
false positive studies in cardiological SPECT, are due to the presence of 
dense tissue between the heart and the detector as the camera moves from 
right anterior oblique to left posterior oblique. SPECT/CT performs x-ray 
based attenuation correction to remove these types of artifacts that are 
prevalent in women with large breasts or patients with high diaphragms. 
Additionally, the CT can provide complimentary data to the perfusion 
information, in the form of calcium scoring. Calcium scoring, combined 
with patient history, and myocardial perfusion imaging can be a powerful 
risk stratification tool 48 . 
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Figure 8-12. Images of a patient with a bone lesion, which was suspected to be in the 
ostigonum by evaluating SPECT data alone. The combination image with CT (left) shows the 
correct position in the bone. The lesion is not visualized by CT alone (right). 


Parathyroid Adenoma 

Background 

Presurgical localization 
may reduce surgical 
time by 50% 


Precedence SPECT/CT 

Fusion of function and 
anatomy for more 
precise localization 
than ever before 



Figure 8-13. The fused SPECT and CT image above shows the location of the parathyroid to 
the left lateral side of the esophagus. The surgeon can use this information in planning the 
surgical route that may reduce time in the operating room and trauma to the patient (Images 
courtesy of S. Scharf, Lenox Hill Hospital, New York). 

The combination of SPECT perfusion data with coronary artery CT- 
angiography (coronary CTA) may provide the cardiologist with data to guide 
treatment; the SPECT data being used to evaluate the severity of perfusion 
abnormalities and the coronary CTA data to determine which vessels contain 
lesions and their severity. These data may provide improved patient 
management by determining which patients are treated medically or will 
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have a stent or bypass surgery. Furthermore, this data may be useful in 
planning the therapeutic catheterization procedure. 

In oncology, SPECT/CT is an ideal tool to help plan patient treatment. In 
pre-surgical planning, the SPECT can be used to visualize the tumor and the 
CT for accurate localization. As shown in Figure 8-13, the parathyroid can 
be accurately localized and the CT exam be used for surgical planning. In 
the future, the image quality of the SPECT images may be improved through 
more accurate reconstruction by incorporating the CT data into the SPECT 
reconstruction process. One goal is to make the SPECT images quantitative. 
In order to do this, the reconstruction process must include corrections for 
scatter, attenuation, collimator resolution effects and partial volume effects. 
The CT can provide high quality attenuation and scatter maps as well as 
structure sizes for partial volume corrections. Quantitative SPECT may be 
useful as a prognostic indicator, in assessing a patient’s response to therapy, 
or following the progression of disease. As SPECT/CT systems become 
more prevalent, they may promote the validation and acceptance of new 
molecular imaging radiopharmaceuticals. Since molecular imaging agents 
are more specific with high lesion uptake and less non-target uptake, they are 
likely to receive significant benefit from the co-registered anatomical CT 
images. An example currently in FDA phase II trials is " m Tc-ethylene- 
dicystine-glucose 49 that may enable SPECT tumor imaging similar to FDG- 
PET. 
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Abstract: Image-Guided Therapy (IGT) uses imaging to plan, implement, and follow-up 

treatment. Typical goals are personalized treatment planning, accurate 
targeting, therapeutic effectiveness, decreased procedure time, minimal side 
effects, and responsive follow-up. Many IGT technologies involve pre-, intra-, 
and post- procedure stages. Intra-procedure processes include targeting, 
monitoring, and controlling 1 . Trends and innovations are reviewed for multi- 
modality-guided percutaneous ablation, catheter ablation for cardiac 
arrhythmias, MR-guided therapeutic ultrasound, and advanced radiation 
therapy. These technologies have a role in treatment centers of the future, and 
will ultimately be measured in terms of improved patient outcomes. 


Keywords: Medical trends, medical imaging, diagnosis, image-guided therapy, minimally 

invasive surgery, HIFU, RFA, radiation therapy, molecular imaging 


1. OBJECTIVES OF IMAGE GUIDED THERAPY 

The Tricorder, used by Dr. ‘Bones’ McCoy in the Star Trek Sci-Fi 
series 2,3 , was a hand-held, fully integrated ‘Sense-Cure’ device. By hovering 
the device near the afflicted area, it could both sense and cure (space-age) 
ailments in a matter of seconds. 

The idealized capabilities of the Tricorder, unfortunately, represent 
formidable clinical and technical challenges in present day, especially when 
implying potentially curative outcomes for major chronic diseases such as 

139 

G. Spekowius and T. Wendler (Eds.), Advances in Healthcare Technology, 139-146. 

© 2006 Springer. Printed in the Netherlands. 



140 


Chapter 9 


cancer, heart disease, and diabetes; nevertheless, some aspects of the 
Tricorder are being realized in state-of-the-art technology and their 
advancements. 



Figure 9-1. Typical ‘See-Treat’ workflow for many image-guided therapy procedures. 

Instead of‘Sense-Cure’ capabilities, many state-of-the-art technologies in 

image-guided therapy seek to facilitate the following objectives (some of 

which, in an imaginary sense, may be intrinsic to Dr. McCoy’s Tricorder): 

• Image, accurately detect, and localize the tissue targeted for treatment, 

• Quickly develop a patient-specific treatment plan for the target tissue 
(e.g., in less then two minutes) while minimizing risk to nearby structures 
and minimizing side effects, 

• Quickly and easily implement the plan by accurately targeting the lesion 
during the procedure with minimal risk, side effects, and ionizing 
radiation to healthy tissue, 

• Directly monitor the treatment’s effectiveness in ‘real-time’ and use this 
information to adjust targeting and the treatment plan, 

• Accurately assess the post-procedure treatment response, 

• If the treatment is incomplete or if the original treatment plan for 
fractionated treatment is no longer valid, then update the plan with 
re-imaging in some cases. 


2. CLINICAL PROCEDURE STAGES IN IGT 

Prototypes, concepts, and investigations to meet these image-guided 
therapy objectives are discussed in the sections and chapters ahead. Each of 
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them typically involves Pre-, Intra-, and Post-procedure stages (Figure 9-1), 
and the intra-procedure stage typically includes Targeting, Controlling, and 
Monitoring processes. 

These stages and processes are not always clearly delineated; they can 
overlap and can be iterative. For example, information obtained while 
monitoring the treatment can be displayed on images from, and used to 
update, the pre-procedure plan. Another example is that simultaneous planning 
and targeting processes can be used when repositioning or refocusing devices 
based on imaging feedback. 


3. TRENDS AND ADVANCES IN IGT 

3.1 Less-and-less invasiveness 

Rapid advances in medical imaging have enabled these IGT objectives 
and processe to be performed with less-and-less invasiveness. Laparoscopic 
procedures, via keyholes, are often replacing open surgical procedures; 
transcutaneous procedures, via extracorporeal delivery, are replacing 
percutaneous procedures. Less-invasive and non-invasive procedures 
inherently need tomographic, projection, or sector imaging to increase 
visualization of the interventional field and target treatment locations. 

Extra-corporal, i.e., transcutaneous, non-invasive procedures such as 
Radiation Therapy, Therapeutic Ultrasound, and Lithotripsy require imaging 
for planning and, in some cases, for intra-procedurally monitoring the 
treatment. Virtual ‘Radiation Therapy’ (RT) Simulation is now commonly 
used with large bore, multi-detector row CT scanners. The 3-D coordinates 
of a solid tumor can be localized online, with digitally reconstructed 
radiographs (DRRs), immediately after acquiring a multi-phasic CT data set. 
These coordinates are sent to CT-integrated lasers, which enable the skin to 
be marked for subsequent positioning on a LIN AC. Methods are under 
investigation to decrease inaccuracies of the RT due to respiratory motion 
and organ shift (Chapter 13). A retrospectively gated CT scan can be used to 
include respiratory motion in the therapy planning stage. Also, improved 
model-based segmentation algorithms are being investigated to further 
automate planning processes, and help to more accurately predict doses to 
targets and critical structures. 

In MR-Guided Therapeutic Ultrasound, i.e., High-Intensity Focused 
Ultrasound (HIFU) (Chapter 12), the MR scanner provides both a 3-D 
anatomical map and ‘thermometry’ to monitor and control heat delivery. 
Treatment of uterine fibroids with MR-guided HIFU has recently been FDA 
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approved. Diagnostic Ultrasound, registered with 3-D CT data, is also being 
investigated for targeting and monitoring H1FU therapy (Chapter 10). 

3.2 Endoscopy often replaces open surgery 

Many image-guided treatments cannot presently be administered 
extracorporally. Continuous and pulsed HIFU is being investigated for 
ablation and local drug-delivery within the liver; but, these techniques may 
not be applicable when high frequency acoustic energy cannot penetrate to 
the target tissue or when direct manipulation of tissue is needed. 

Endoscopic surgery was first used in the late 1970s and a significant 
amount of training was required for obstetric and gynecology physicians. 
After being adopted for gall bladder resection in the 1980s, laparoscopic 
surgery was extended to the appendix, spleen, colon, stomach, kidney, and 
liver in the 1990s. Robotic assistance for remote endoscope manipulation 
was introduced at this time, but has been slowly adopted, potentially due to 
its high cost and marginal value for well-trained surgeons. 

Endoscopic examinations of the colon, i.e., colonoscopy, - with on-line 
polyp resection - is today one of the most successful examples of an 
integrated, non-invasive approach to screening and diagnosis combined with 
minimally invasive therapy. 

Multi-modality imaging is being investigated to enhance abdominal 
laparoscopic procedures. A miniature electromagnetic sensor (Chapter 10) is 
attached to the tip of an ultrasonic laparoscope and registered and tracked in 
a recently acquired 3-D tomographic data set. Combining real-time imaging, 
e.g., ultrasound, angiography, MR or CT Fluoroscopy, with the 3-D 
retrospective data sets is an emerging concept in multi-modality image- 
guidance (see below and Chapter 10). 

Another recent innovation in the area of endoscopy is the integration of 
imaging and non-invasive therapy using a pill-sized endoscopic capsule, first 
introduced in 2001. Current models are 1 cm x 2 cm and can wirelessly 
capture 0.4 megapixel video at up to 30 frames/second. In the future, these 
capsules could have a remotely controlled camera direction, take tissue 
samples, and deliver medications - like a telemetric version of Asimov’s 
‘3 micra’ submarine, Proteus, in the Fantastic Voyage 4 . 

3.3 New procedures for the cardiac cath lab 

Using fluoroscopy during interventions, to track minimally invasive 
instrument-based intervention, has lead to the growing discipline of 
Interventional Radiology and the exponential growth of catheter-based 
procedures, which - together with the availability of ever more complex 
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stents - have since steadily replaced open surgery in the heart, abdomen, and 
brain, to name the most important areas. The ‘Catheter Lab’ developed into a 
truly integrated approach to diagnostic imaging and therapy. 

Complex procedures are performed today in the Electrophysiology (EP) 
laboratory (see Chapter 11) to interrupt arrhythmia-causing nerve conduction 
with highly accurate catheter-based ablation while monitoring ECG signals. 
The catheter tips carry tiny electromagnetic coils for accurate non-line-of- 
sight localization. Cone-beam CT data sets are being investigated to assist 
EP 3-D treatment planning and for intra-procedure registration with the 
real-time Angio imaging, and MR-guided EP procedures are also under 
investigation. 

3.4 Multi-modality guidance and molecular imaging 

As with combining real-time imaging with retrospective data sets, there 
is, more generally, an increasing trend of inter- and intra- modality 
registration in both diagnostic and therapeutic imaging. As an important 
example in diagnostic imaging, Positron Emission Tomography (PET) 
and Single-Photon Emission Computed Tomography (SPECT) are now 
integrated and share a patient table with CT imagers. Furthermore, CT and 
MR1 anatomical imaging is also being complemented with functional MR1 
(brain activity, metabolism in MR-spectroscopic images, and diffusion 
imaging). These and other hybrid imagers enable the registration of 3-D 
morphological images with functional imaging of molecular processes and 
pharmakinetic/dynamic properties of new agents. Examples include imaging 
of metabolism, apoptosis/inflammation, angiogenesis, anti-angiogenisis, and 
immunological processes. In the new paradigm of Molecular Imaging (Ml), 
these imaging modalities (and also optical and ultrasound imaging) are 
used in combination with molecular contrast agents 5 which are targeted to 
disease-specific proteins and receptors, thus providing enhanced image 
signals from the pathology. 

Registration and fusion of multi-modality data sets to plan Radiation 
Therapy or Surgery is presently available. In oncology, further use of multi¬ 
modality imaging could enable: The accurate delineation of heterogenous 
tumors for image-guided percutaneous ablation (Section 3.5), perfusion 
visualization for targeted drug delivery with HIFU, or more accurate tumor 
targeting with image-guided radiotherapy (Chapter 13) or particle beam 
therapy. Many new approaches combine targeted drugs with contrast agents, 
such that a real-time 3-D imaging modality can be used to monitor the 
distribution and localization of a therapeutic agent as it delivers its payload. 
Multi-modality molecular image approaches are also being investigated for 
monitoring the response to radiation therapy (Chapter 14). 
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3.5 Interventional oncology and percutaneous ablation 

The first CT guided biopsy was reported by Dr. John Haaga in 1976 6 . 
Radiologists’ have since typically become relatively skilled at placing 
needles with CT or Ultrasound (US) guidance for percutaneous biopsies and 
fluid drainages. Some needle-based procedures involving double angles, 
deep targets, and targets near critical structures or the diaphragm, however, 
may pose more challenges. These may require more use of real-time imaging 
and breath-hold reproducibility techniques. 

The transition from needles to Radiofrequency electrodes for percutaneous 
ablation of hepatic tumors was first suggested in 1990 7 ’ 8 . Since then, the 
technique has rapidly expanded to treatments of other areas such as kidney, 
lung, and bone tumors, and has developed into a new field of ‘Interventional 
Oncology’. 

The leading RFA application has been the treatment of solid liver tumors, 
especially indicated when these are un-resectable. Presently, tumors larger 
than 3 cm can be difficult to treat, without risking marginal recurrence, due 
to the potential difficulty of placing multiple electrodes to cover the tumor. 
Innovations being investigated to meet this challenge include: point-and- 
click treatment planning and simulation with virtual electrodes, targeting 
with CT-integrated robots, electromagnetically tracked electrodes, and CT- 
Ultrasound image registration (Chapter 10). Heat-activated drug delivery 
during RFA is another recent method being investigated to combat marginal 
recurrence. 

An example of personalized medicine in the post-genomic era aims to 
use proteomic and genomic analysis of biopsy tissue samples to evaluate 
drug effect and investigate tumor genetics. This requires a biopsy sample of 
a heterogeneous tumor at precisely the same location pre- and post therapy. 
New devices such as a CT-integrated robot with inter- and intra-modality 
image-based planning, as discussed in Chapter 10, may facilitate more 
reproducible sequential biopsy sampling. Eventually, molecular imaging 
may alleviate the need for biopsy in the process of developing personalized 
medicines. 

3.6 Real-time imaging and virtual tracking 

In the mid 1990s, ‘frameless stereotactic’ approaches were developed for 
the operating room using optical (line-of-sight) navigation systems (Chapter 
10). After registering the surgical tool, the operating field, and the image- 
space coordinates, the optical camera enabled the tracking of a surgical tool 
within a pre-operative CT or MR data sets. 
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A prerequisite for sufficient accuracy in these approaches was the proper 
correction of geometric distortions, which are inherent not only to MR1 
(dependent on acquisition protocol and anatomical area), but to some extent 
also in CT image data. Also, navigation in static CT or MR data sets, as a 
form of virtual reality, did not reflect intra-procedural, morphological 
changes in tissue. Accordingly, applying frameless stereotactic techniques to 
the areas such as the lung and abdomen can pose challenges due to 
respiratory motion and organ shift/deformation. This can be mitigated with 
the use of real-time imaging in combination virtual tracking of instruments 
in recently acquired image data sets (Chapter 10). 

In view of the X-Ray dose to both patients and clinicians during 
fluoroscopy, attention is increasingly being paid to alternative fluoroscopic 
imaging modalities such as 3-D ultrasound and MR1. In this context, recent 
advances in the real-time localization of MR-microcoils have paved the 
way for integrating catheter or instrument localization with the MR data 
acquisition. 

Also, new visualization methods and dose mitigation strategies are being 
investigated for volume CT-fluoroscopy (Chapter 10). CT-integrated robots 
are being investigated to remotely steer interventional devices during real¬ 
time Volume (3-D) CT-fluoroscopy imaging. 


4. SUMMARY 

New technologies for image-guided transcutaneous, percutaneous, and 
endoscopic procedures will be reviewed in the following chapters. In the 
future, the ideal treatment paradigm would enable the multi-modality 
(including molecular) image-based treatment planning, guidance, monitoring, 
and controlling of treatment effectiveness in one seamlessly integrated 
platform. Imaging, tools, and devices can be easily accessed before and 
during the procedure to simplify workflow, within and between stages, to 
achieve the therapeutic objectives. 

Trade-offs often exist between approaches, associated tools, and 
alternatives, and these depend on the application and venue. For example, 
real-time imaging can increase targeting accuracy and decrease the 
procedure time; but the use of ionizing radiation may require strategies to 
decrease x-ray dose to the physician and the patient. Registration and real¬ 
time tracking of interventional tools in a static 3-D data set may provide 
real-time navigational feedback in virtual reality space, but may not always 
be a sufficient substitute for continuous or intermittent fluoroscopic imaging 
of the interventional field and surgical devices. 
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With some image-guided applications, the clinical protocols and 
technical methods are under varying stages of clinical investigation. There 
may be multiple approaches to achieve the same therapeutic objectives and 
they can have complex trade-offs. Clinical protocols and use of technology 
may vary between, or even within institutions, and always depend on the 
presentation of each patient. For instance, there are presently at least seven 
types of chemical and thermal energies used to destroy tumors, e.g., RFA, 
laser ablation, alcohol installation, cryogenic, etc. These are often used in 
combination with other treatments and are the subject of many international 
studies 9 . 

For a new device, imaging method, or procedure to be accepted or 
embraced by the clinical community, it must be of significant benefit 
without adding cost, time, or the need for a non-trivial amount of training. 
For some procedures, this may first occur in less challenging regions such as 
those easier to target and monitor. Interdisciplinary teams, e.g., researchers, 
surgeons, oncologists, interventional radiologists, and cardiologists, must 
work synergistically to understand and re-visit requirements associated with 
the new devices. 

The Star Trek Tricorder is not light-years away. Ultimately, here on 
earth, the value of IGT technology will be always measured in terms of a 
better outcome for the patient. 
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Abstract: Integrated multi-modality IGT prototypes are described for IR and OR suites 

of the future including procedures guided with CT and hybrid imaging 
devices. Radiofrequency Ablation (RFA) is an exemplary application, and the 
prototypes can be adapted to other procedures. To investigate pre-planning 1 , a 
software prototype enables virtual electrode placement. Intra-procedurally, a 
CT-integrated robot aligns its laser to planned trajectories. Interventional tools 
and mini-imaging devices are registered to imagers and 3-D data sets by 
attaching them as robot hands, or by tracking them with electromagnetic or 
optical systems. Tissue response is monitored with new 3-D real-time imaging. 
The ultimate goal is to simplify treatment and provide benefit to the patient. 

Keywords: Percutaneous ablation; image-guided therapy; interventional radiology; 

surgical navigation; virtual reality; medical robotics; image registration 


1. INTRODUCTION 

Prototype modules and devices for percutaneous, extracorporeal, and 
laparoscopic procedures are described in the pre-, intra-, and post procedure 
stages primarily for CT, X-ray C-arm based systems, and other imaging 
devices. These imagers allow the integration of and access to many types of 
equipment including navigation devices, such as robots and instrument 
tracking devices, and other imaging equipment such as PET, SPECT, and 
Ultrasound imagers. 
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The leading application in the new field of ‘Interventional Oncology’ has 
been the treatment of solid tumors with percutaneous Radio-frequency 
Ablation (RFA). Accordingly, many of the investigative tools in this chapter 
are illustrated by percutaneous RFA; however, they can be adapted to other 
research areas such as drug delivery, gene transfection, and biological 
implantation, etc. Furthermore, there are many techniques used to locally 
and directly treat tumors such as cryogenic, brachytherapy 2 , and microwave, 
and presently it is not known which may have clear advantages over the 
other. 
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Treatment Plan/Re-plan 
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Figure 10-1. Investigative concepts and devices for RFA workflow. Upper Left: Treatment 
planning display to specify virtual electrodes. Upper Right: The plan is sent to a CT- 
integrated robot and an electromagnetic tracking system, which are used for targeting in 
conjunction (lower right) with real-time imaging. Lower Left: Temperature signals 3 and 
molecular tracers 4 can be used to monitor the target tissue location in shared 3-D coordinates. 

The objectives for RFA include the general objectives for image-guided 
therapy (IGT) discussed in Chapter 9 and the specific objective: To 
accurately place single or multiple electrodes to cover the entire treatment 
region without heating critical structures such as the heart. 
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2. PRE-PROCEDURE PLANNING 

For many image-guided procedures such as needle biopsies, disposable 
positioning grids and estimated angles may be sufficient for planning; 
however, there are IGT applications where computer-based treatment 
planning can potentially be useful. Examples include cases involving large 
tumors (greater than 3cm), tumors near critical structures, multiple targets, 
and multiple treatments. 



Figure 10-2. On-line RFA pre-planning screen that uses a CT data set to specify the trajectory 
and placement of virtual electrodes (green) with associated tumor conforming, overlapping 
isothermal contours (green) and skin entry point (red) 5 . 

On-line treatment planning is used on the scanner’s host computer after 
the patient is scanned. Reconstructed image data sets can be automatically 
registered with the interventional field provided that the patient remains 
immobile and methods are used to manage respiratory motion 6 . If planning 
requires more than several minutes, however, the image data can be 
transferred to another computer, as is done with radiation therapy planning. 
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However, additional registration steps and patient positioning may be needed 
to implement the plan. 

2.1 Treatment planning for RFA with CT data set 

A prototype for on-line, point-and-click RFA planning, as shown in 
Figure 10-2, was developed in collaboration with Bradford Wood, M.D., 
N1H Clinical Center. After the patient is scanned, the 3-D CT data set is 
loaded and virtual electrodes are interactively placed on bi-sectional CT 
multi-planar reformatted (MPR) views. Each electrode contains a graphical 
skin entry point, a target, and a spherically-shaped ablation zone. The 
physician can simultaneously adjust MPR views and virtual electrode 
positions, and the 3-D treatment plan is updated automatically. The set of 
virtual electrodes form a 3-D ablation plan based on overlapping spheres. 
Isothermal contours are computed and displayed as overlapping circles 
resulting from MPR-sphere intersections (outer contours only). A shaded- 
surface representation of the plan is also displayed in a 3-D view port. 

For review and refinement of the treatment plan, the physician can step 
through virtual electrodes and view the 50°C contours associated with the 
set. Axial images can be scrolled in a separate view port to verify that the 
contours cover the imaged tumor with a sufficient margin. Also, the set of 
virtual electrodes are stored in a patient-specific database for reference to 
subsequent CT scans. 

The planned distance from the skin entry point to the tip of electrode is 
computed automatically and displayed. Also, the distance from the imaged 
tumor to nearby, heat sinking blood vessels can be measured. 

The spherical geometry was used to model the Rita XLi electrode, but 
other treatment shapes could be represented in the form of ellipsoid, disc, 
rice kernel for High-Intensity Focused Ultrasound (HIFU, Section 4.4), and 
ice-ball shaped regions (cryoablation). 

This prototype also provides a framework for investigation of new 
concepts for RFA planning such as: 1) optimization of electrode placement 
based on segmentation results, 2) multi-modality image-guided ablative 
therapies as discussed in the next section, 3) simulation and display of 
multiple isotherms indicating the treatment and blood flow effects, and 4) 
an intra-procedural means to merge treatment monitoring with the plan for 
re-planning. 

2.2 Multi-modality planning 

Inter- or intra-modality registration can provide synergistic information 
for both diagnosis and therapy 7 (see Chapter 9). Image-guided pre-planning 
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based on multi-modality data sets is being investigated for RF ablation and 
biopsy. The point-and-click treatment planning prototype in Figure 10-2 can 
be extended to use multi-modality data sets. A pre-planning screen based on 
pre-registered PET-CT data from the Philips Gemini scanner is shown in 
Figure 10-3 8 . As virtual electrodes are interactively positioned, the dual¬ 
modality data set is displayed and updated with fused axial and MPR views. 



Figure 10-3. Left: F 18 DG PET-CT data set used with point-and-click GUI to plan trajectories 
for CT Guided robot. Right: Dr. Wood uses laser guidance to place a Radionics triple-cluster 
RFA electrode in a CIRS Model 57 (CIRS Norfolk, VA) abdominal phantom. 


Robotic or passive tracking systems can be integrated with the planning 
display and the PET/CT imager to provide intra-operative assistance, as 
discussed in the next section. 
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Figure 10-4. Three navigation tools integrated with the Brilliance 16 CT at the NIH Clinical 
Center. Left: Passive position-sensing arm tracking a US-HIFU assembly. Center): 
Electromagnetic generator for instrument-tip tracking. Right: Six-axis robot with laser end- 
effector. The retractable CT gantry frame registers diagnostic and therapeutic devices in 
multiple (detent) positions and in the CT’s coordinate system, and facilitates their easy 
deployment. 


3. INTRA-PROCEDURE STAGE 

The treatment plan is implemented in the intra-procedure stage (Figure 
10-1), with assistance from targeting (i.e., navigation) and monitoring 
devices. Passive navigation is an interactive 3-D search process to align a 
physical device (e.g., needle or electrode), in some cases to a preplanned 
trajectory, by tracking a corresponding virtual device within one or more 
static, registered tomographic data sets. Passive systems can be based on an 
electromagnetic sensor-generator (section 3.1.2, Figure 10-4 middle), an 
optical camera with LEDs (section 3.1.3), or a position-sensing articulated 
arm (Section 4.3, Figure 10-4 left). Each presently has advantages and trade¬ 
offs, as mentioned below. Active navigation uses a robot for automatic 
alignment and targeting, inside or outside the CT’s aperture, based on 
commands received from a planning screen (shown in Figure 10-2) or a 
remote device (section 3.1.1). 

As in the pre-planning stage, multi-modality data sets and imaging can be 
used in this stage. To assist with the tracking of organ and target motion, for 
instance, one modality can be real-time (live) and the other can be based on a 
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recently acquired, inter- or intra-modality (e.g., contrast enhanced) image 
data set. Also, to combine inter-modality information, one data set can be 
used to plan the acquisition of another. 

During the procedure, there may be deviations from the original plan and 
instances where it needs to be updated. This could be due to variations 
in electrode placement, organ shift, or patient re-positioning. Another 
indication for re-planning is when the monitoring process indicates under¬ 
treated areas. 

3.1.1 CT-integrated robotics 

Active navigation, unlike passive navigation, does not involve a manual 
3-D search process to align with a pre-planned trajectory 9,10 . Instead, a robot 
can automatically align its end-effector or hand, such as a guidance laser. 
The robot, with new end-effectors, can also assist with percutaneous needle 
insertion and control, inside the CT’s aperture, with force feedback during 
fluoroscopy 11 . The PAKY (Percutaneous Kidney Access) needle driver, 
supported with a RCM (Rotational Center of Motion) and a manual support 
arm, was among the first custom prototypes for robot needle insertion to be 
tested clinically 12 . 

A CT-integrated robotic system is being investigated with Dr. Wood. A 
six-axis Kawasaki FS-2 robot (Figure 10-3, right, Kawasaki LTD, Wixom, 
Ml) is rigidly attached at its base to the CT gantry (Philips Brilliance 16) and 
is pre-registered into the CT’s 3-D coordinate system during installation. A 
tool coordinate is also pre-determined for the end-effectors, e.g., the laser 
angles. Since the patient remains on the imaging table during the procedure 
and since the robot software tracks table motion inside or outside the 
CT aperture, the robot, planning data set, and patient are mathematically 
co-registered at the completion of each scan without the need for 
intra-procedure registration steps. 

After the on-line pre-planning screen in Figure 10-2 is used to place 
virtual electrodes, the 3-D coordinates for each electrode, specifically the 
target and skin entry points, are sent from the CT’s host computer to the 
robot’s C70 controller via an RS-232 serial line. The controller then semi- 
autonomously and automatically moves the robot to align its class II laser 
with the electrode’s planned trajectory to assist with electrode placement. 
Also, the CT patient support automatically moves the interventional field 
into the robot’s reachable workspace. 

For the laser end-effector, the robot and controller are designed with 
redundant safety mechanisms to maintain a minimum distance of 15 cm 
from the patient for contact free operation. Another safety feature is that the 
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physician must continuously press a button to enable the robot to move 
between its home and target-alignment positions. 

The physician then aligns the physical RFA electrode with the laser beam 
and advances the electrode, with verification CT scans, to the pre-measured 
depth. To compare planned and actual electrode positions, the verification 
image data set is loaded into the pre-planning software. Each pre-stored 
virtual electrode can be selected and its position can be compared and 
aligned with the corresponding imaged electrode, which then updates the 
ablation plan. The physical electrode or the remaining virtual electrodes in 
the plan can then be repositioned to decrease the likelihood of under treated 
tissue. 

Miniature (e.g., hand-held) imaging and extracorporeal therapeutic 
devices can also be attached to the hand of the robot, which automatically 
registers them into the CT’s 3-D coordinate system (see Figure 10-4, left and 
Figure 10-11 left and right), either inside or outside the CT’s aperture. 

3.1.2 Electromagnetic tracking 

Tracking sensors can be attached to interventional, surgical, or imaging 
devices to provide real-time 3-D positional information of the device. The 
position information can be used to display the actual position of the device 
relative to real-time or pre-acquired images once the transformation between 
tracking space coordinates and image coordinates has been established. This 
registration transformation can be determined manually, semi-automatically, 
or automatically. 

Non-line-of-sight systems 13 such as EM tracking only require the tracked 
device to be anywhere in the operating range of the system, with no 
requirements for visibility, which opens up the possibility of tracking 
devices inside the patient during interventional and minimally-invasive 
procedures. 



Figure JO-5, (a) Tracked stylet/sheath combination for biopsies, and (b) tracked needle 
guidance device for radioffequency ablations (Traxtal Inc.). For biopsies, the tracked stylet is 
removed from the sheath and replaced by the actual biopsy needle once the device is in place. 
For radiofrequency ablations, the RFA needle with up to 3 prongs can be inserted through 
coaxial holes in the guidance device. 
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The accuracy of EM tracking systems can be compromised by secondary 
electromagnetic fields, such as those generated by eddy currents in 
conductive metal plates. The smaller sensor size, however, in combination 
with the ability to track non-line-of-sight, can outweigh some of the 
limitations. 

For example, when tracking a laparoscope 14 , an optical tracking sensor 
has to be attached near the handle. Any small error in the tracked orientation 
of the device is amplified to a larger positional error at the tip. With EM 
tracking, the sensor can be attached very close to the tip, thus providing 
accurate positional information of the relevant part of the instrument without 
the need for position extrapolation. 



Figure 10-6. (a) The EM field generator (black arrow) is attached to the CT scanner using an 
articulated arm, and is positioned close to the needle insertion point during the intervention, 
(b) Close-up of the sterilized area shows the EM generator (G), the fiducial skin markers used 
for registration (white arrow), and 6 DOF reference trackers used for motion compensation 
studies (black arrows). 

The feasibility of using EM tracking to guide biopsies and RFA 
procedures in conjunction with pre-operative CT scans is being investigated 
in collaboration with Dr. Wood. In this study, needles with integrated 
miniaturized EM sensor coils are used (Figure 10-5). The EM field generator 
(Northern Digital Imaging, Waterloo, CA) is attached to the CT scanner 
(Philips Brilliance 16) using an articulated arm, and is manually positioned 
and locked above the patient near the skin entry point (Figure 10-6). The 
pre-operative CT scan is obtained after placing six fiducial skin markers in 
the workspace of the tracking system. The image data is automatically 
transferred to a workstation, which runs the custom tracking software. To 
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register EM tracking coordinates with image coordinates, the fiducial 
markers are manually identified in the pre-operative image, and the markers 
are momentarily contacted with a tracked needle. Once registration is 
established, a virtual image of the tracked needle is shown relative to MPRs 
of the CT volume at the needle location. After identification of the target 
location using a single mouse click in the pre-procedure image, an additional 
target display shows the location of the target relative to the needle tip. It 
provides visual feedback about the distance between needle tip and target, 
and about the angular deviation between the current and targeted needle 
direction (Figure 10-7). Additional skin trackers are used to monitor 
respiratory and patient motion. 



Figure 10-7. The tracked needle is visualized relative to the pre-op CT scan using three 
orthogonal MPRs at the tip of the needle. The yellow spot indicates the manually selected 
target position. The target display in the lower right provides visual and numeric information 
about the current distance from the target and about the alignment of the needle with the 
target. 

3.1.3 Optical tracking in the operating room 

Although EM navigation systems can track devices within the body, 
optical tracking may have advantages over EM tracking (EMT) in the fully 
equipped OR. The accuracy of EMT in the OR could be susceptible to 
interference of metal devices such as surgical instrument trays, anesthesia 
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carts, etc. Also, the larger working range of optical systems may be 
advantageous in the OR. 

The Optical Position Measurement System (OPMS), introduced in the 
early 1990’s by several manufacturers and referred to as ‘frameless 
stereotaxy’, enables special surgical instruments to be tracked in real-time 
and displayed in registration with a pre-operative CT or MR data set. These 
instruments are equipped with infrared emitting diodes (IRED), which 
can be seen by OPMS cameras to triangulate their position in 3-D space. 
Registration, as with other tracking devices, is the calculation of the 
coordinate transformation from the coordinate system of the pre-operative 
images to the coordinate system of the intra-operative position measurement 
system. During surgery, the position measurement system continuously 
measures the position and orientation of surgical instruments ( tracking ) and 
the position of the instruments is visualized in the pre-operative image, 
i.e., ‘virtual reality’. This allows the surgeon to accurately navigate in the 
pre-operative images without having direct visual contact to the structures 
of interest and helps him or her to perform complex manual tasks. 



Figure 10-8. Left: Intra-operative CT (Philips Brilliance 16) at Celebration Health Florida 
Hospital in collaboration with Drs. Gary Onik and Joseph Redan. Right: The Philips 
EasyGuide, an early surgical navigation system consisting of a computer, a monitor, an 
optical position measurement device, and special surgical instruments. 


Soon after the first optical navigation systems were used clinically, 
questions arose regarding how accurate these systems were in comparison to 
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free-hand surgery and well-established tools like stereotactic frames. A 
crucial issue for the clinical acceptance of surgical navigation systems is the 
overall application error. Application error is the positioning error occurring 
between target locations in pre-operative images versus the position in intra¬ 
operative patient space. Simulations 15 showed that application error strongly 
depends on the clinical protocol used (especially on the registration method), 
the position and orientation of the surgical instrument, and the resolution 
of the images used. However, in a typical clinical setup the accuracy of 
navigation systems is comparable to the accuracy of stereotactic frame 
systems 16 . 


4. MONITORING AND CONTROLLING 

During image-guided procedures in the interventional radiology suite or 
the operating room, the physician monitors, measures, or visualizes the 
effect of the treatment. This important feedback is used to make adjustments 
in treatment delivery to decrease the risk for under-treated tissue. Techniques 
for image-guided monitoring are expected to grow rapidly as active areas of 
research. Future intra-procedural monitoring will include targeted contrast 
agents and many other types of real-time molecular imaging such as tracer- 
labelled monoclonal antibodies or liposomes with therapeutic payloads. 

For the example application of RFA, some early measurements and 
devices for monitoring include: temperature or current impedance feedback, 
dynamic visualization of CT contrast enhancement, and live 3-D ultrasound 
registered with CT. 

4.1 Temperature monitoring 

In vivo temperature measurement is obviously an important measurement 
during thermal ablation. The measurement can be derived from the 
thermocouples embedded in the electrode tine tips (XLi, Rita Medical, 
Fremont, CA) and is used by RFA generators (Rita Medical) to adjust the 
power delivered to the electrode. 

Temperature measurements can also be superimposed on the original 
planning images and compared with simulations and resulting isotherms. 
Image-based temperature monitoring with MR is established and is under 
feasibility investigation with CT. The image-based feedback can be used by 
the physician to re-position electrodes, e.g., more heat may be required to 
heat a tumor near a large blood vessel. Since this electrode re-positioning is 
a form of targeting and targeting requires some form of planning, it can be 
seen that the stages of image-guided therapy can overlap. 
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4.2 Volume CT fluoroscopy 

Volume (3-D) CT fluoroscopy could improve feedback during image- 
guided procedures. Increasing rows of detectors in CT enables CT 
Fluoroscopy (CTF) to be extended from 2-D to 3-D visualization modes 
at increasing frame rates. The simulation of 3-D visualization methods, 
previously restricted to retrospective review on a workstation, are under 
investigation for 3-D CTF 17 . Volume CTF for the 3-D deployment of RFA 
tines is shown in Figure 10-9. A sequence of images is presented from axial, 
coronal, and sagittal viewpoints using an abdominal phantom with simulated 
respiratory motion. A blood orange was embedded in the phantom to 
simulate a 5 cm diameter tumor. 



Figure 10-9. Simulated volume CT fluoroscopy (three selected frames) with left (coronal 
view), middle (sagittal view), and right columns (Axial view). Volume Maximum Intensity 
Projection is used to visualize the deployment of electrode tines in an abdominal phantom 
with blood orange representing a tumor. 

Volume CTF could also be used for dynamic perfusion imaging 16 of the 
tumor to monitor the treatment effects like coagulation necrosis. Other 
applications for 3-D CTF include the insertion of a skinny, bending needle 
with a double angle trajectory toward a 5 mm target and advancing a catheter 
in a vascular tree. 

Dose mitigation strategies, such as intermittent volume CTF, low tube 
current, anti-scatter grids, and needle holders, can be deployed. 
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4.3 Live ultrasound combined with CT data set 

An emerging multi-modality technique is to register real-time imaging 
(projection, tomographic, or sector) with a 3-D retrospective image data set. 
This can be accomplished with a 3-D tracking system (electromagnetic, 
optical, or position sensing arm). 



Figure 10-10. An ultrasound transducer is tracked in 3-D CT data. This co-display shows the 
registration on three markers 18 . (Supported by a Grant from the SIR Foundation-formerly 
CIRREF-Pilot Research Grant Program). The lower right shows a real-time US image 
registered with segmented CT 19 . 

Accordingly, the position and orientation of the US transducer is tracked 
in the CT’s 3-D coordinates and used to automatically select CT MPR 
planes, which are co-planar and registered with the US images. Ultrasound- 
CT registration and fusion take advantage of the temporal resolution of US 
(30 frames per second) and the spatial resolution of CT (21 line-pairs per 
cm). This technique, which has been extended to 3-D US, may be extremely 
useful during the targeting process, when shadowing from bone or gas 
resulting from the burn can obscure visualization of the interventional field. 
Also, US contrast agents, co-located with CT, could have an important role 
in the future. 

4.4 HIFU guided with CT and diagnostic US 

Intra-procedure IGT can be extended to three imaging modalities (e.g., 
CT, US, NM) and these, along with therapeutic devices, can each be co- 
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registered into a common coordinate system. A tri-axial probe for image- 
guided High Intensity Focused Ultrasound (HIFU) was fabricated 20 (Focus 
Surgery, Indianapolis, IN): A diagnostic US transducer was co-axially 
embedded in a 1 MHz therapeutic US transducer. The dual-US assembly is 
attached as end-effectors on a position sensing and lockable articulated arm. 
The arm registers the diagnostic US probe into 3-D CT coordinates to 
reformat CT images that are co-planar with the live US images. 



Figure 10-11. Three-modality image-guided therapy: Imaging and therapeutic devices for 
targeting and monitoring can be attached as hands of navigation devices, thereby registering 
them into the CT’s 3-D coordinate system. A mini-gamma camera is attached to the robotic 
arm (right) and a dual modality (therapeutic and diagnostic) ultrasound transducer is attached 
to the position-sensing arm (left). Both can be navigated, aligned, and locked onto the target 
tissue location (RSNA’04 infoRad Exhibit, Photo by A. Viswanathan, NIH Research Fellow). 

4.5 X-ray imaging in the operating room 

Using static pre-operative image data can have limitations. In 
neurosurgery the phenomenon of brain shift was discovered, i.e. after 
opening the dura for brain tumour resection, the brain deforms and the pre¬ 
operative images no longer reflect the intra-operative morphology. This is 
more significant after the tumour has been resected. A strategy to circumvent 
these problems of tissue deformation and patient movement is intra¬ 
operative imaging. Almost all imaging modalities, which are used for 
diagnostic purposes, can also be used in the OR. Intra-operative X-ray and 
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ultrasound have been in use for some time, and intra-operative CT (Figure 
10-8) and MR1 are either in use or are being investigated. 

Intra-operative imaging also allows for further automation of the 
procedure. While non-integrated navigation devices require a manual 
registration procedure, intra-operative imaging with an integrated navigation 
device can bypass the registration step. If during imaging, the geometrical 
imaging properties of the imaging system are known and its position relative 
to the patient is determined, e.g. with the help of a position measurement 
system, the registration transformation can be calculated automatically. 
In order to determine the imaging properties of the imaging system, a 
calibration procedure must be done, either at the installation of the imaging 
system or pre-operatively. For this purpose, a calibration phantom with 
known geometry or markers is imaged. The calibration phantom must also 
be visible to the position measurement system in order to allow registration 
of the calibration image with the external coordinate system. 

C-arm x-ray is used intra-operatively on a routine basis in many surgical 
disciplines and in Interventional Radiology (IR). Applications range from 
orthopedics and traumatology to cardiology. Navigation systems using intra¬ 
operative X-ray images offer several advantages over conventional methods. 
Since navigation uses position measurements to generate an overlay of the 
instrument on the image, radiation dose for both staff and patient can be 
significantly reduced in comparison to real-time imaging. 

4.5.1 Instrument tracking with C-arm fluoroscopy 

For navigation using intra-operative X-ray images, a surgical C-arm can 
be used. As when tracking a US probe or mini-gamma camera in the CT’s 
coordinates, the C-arm can be equipped with a tracker of the position 
measurement system in order to measure its position and orientation 21,22 . In 
order to overlay instrument positions onto X-ray images, the imaging 
properties of the X-ray system must be known. The imaging properties of a 
surgical C-arm consist of the X-ray generation and detection part, which can 
be modelled by a simple pinhole camera model, and the image intensifier. 
Image distortions due to the image intensifier can be described as a pin¬ 
cushion distortion due to the curved form of the X-ray entry window, an 
image shift, an image distortion, and an ‘S’-shaped distortion due to an 
external magnetic field 23,24 . These distortions can be corrected for by a third 
order polynomial approach with sufficient accuracy 21 . 

Prior to the first operation a calibration phantom (see Figure 10-11) is 
attached to the image intensifier, which allows collecting data for image 
intensifier distortion correction and determination of the position of the focal 
point of the X-ray tube. The phantom is removed before the operation. 



10. IGT: New CT and Hybrid Imaging Technologies 


163 


The image intensifier distortion is influenced by external magnetic fields 
such as the earth’s magnetic field. Therefore the model parameters to 
describe the imaging geometry of the C-arm depend on its position and 
orientation. The calibration step thus needs to be repeated for typical 
positions of the C-arm. 



Figure 10-12. Calibration phantom (left) to correct for image intensifier distortion and 
position of focal spot of the X-ray tube. X-ray image (right) of the calibration phantom. 
(From 22 , Copyright: Robotic Publications Ltd., 2004). 



Figure 10-13. Left: Intra-operative situation during drilling of the femoral canal. Note that 
femur, tibia, and drill guide are equipped with trackers for the position measurement system. 
Right: Screen shot during drilling of the femoral hole. The red line shows the drill guide in 
both a-p and lateral C-arm images. The green and blue lines are the planned tibial and femoral 
canals. In the lower right a targeting tool provides additional geometrical feedback. (From 22 , 
Copyright: Robotic Publications Ltd., 2004). 
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The surgical navigation system described above has been used in 
orthopedics for computer-assisted replacement of the Anterior Cruciate 
Ligament (ACL) 21 . Rupture of the ACL is a common trauma in sports. The 
common reconstruction is by an autologous tendon, usually the medial third 
of the patellar tendon or semitendinosus tendon. This procedure is a 
biomechanically difficult task. The correct placement of the graft, especially 
the isometry of the tibial and femoral insertion points, is critical to the 
success of the procedure and the stability of the knee. During conventional 
arthroscopy the planning of the insertion points and accurate execution of the 
plan is difficult due to limited overview in the knee. 


5. POST-PROCEDURE TREATMENT RESPONSE 

Whether performed in the OR or 1R suite, many procedures require 
imaging as treatment follow-up. Ideally, in some interventional oncology 
cases, post-procedure imaging would not be needed if sufficient and 
conclusive intra-procedure feedback was provided as to whether or not the 
local treatment was complete. This ideal has not yet been realized, but could 
be with advances in molecular imaging. 

After an episode of RFA treatment, imaging is used to determine if a 
portion of the tumor is untreated; thereby, necessitating re-treatment. For 
RFA, this is typically a contrast enhanced CT scan between 1-7 days after 
the procedure. 

To check for marginal recurrence, tumor size can be tracked over longer 
periods with sequential CT scans using established criteria for measuring 
tumor size, e.g., RESIST or WHO, or a 3-D criteria. More recently, on some 
protocols, PET-CT, SPECT-CT, or dynamic MR are being used to track the 
response of the tumor with a potentially higher accuracy than CT. This can 
help further differentiate a heterogeneous tumor and indicate the need for 
re-treatment based on functional or molecular information. 


6. SUMMARY 

New technologies for 1GT were reviewed for the interventional radiology 
suite and the operating room of the future. This included new methods for 
multi-modality, point-and-click treatment planning, multi-modality image 
targeting with active and passive navigation devices, monitoring with real¬ 
time 3-D imaging, and post treatment follow-up. 

Some of the devices, such as optical, electromagnetic, and articulated 
arm navigation systems, have advantages and trade-offs. In some cases, 
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more investigation is needed for further automation, verification and 
validation, and to determine which methods or devices are best for a given 
application and venue. Some prototypes and projects are in the early 
exploratory phase, and others are being used in clinical protocols. 

Multi-modality treatment planning and real-time targeting and monitoring 
will eventually become seamlessly integrated, more fully automated, and easier 
to access and use during the procedure. Many devices and imagers can be 
integrated, used in combination, and can share common coordinate systems 
and image data. 

Further merging of molecular imaging and image-guided therapy will 
significantly increase the amount of pre- and intra-procedure visualization. 
Integrating image-guidance devices with this additional visualization will 
lead to significant benefits for the patient and will ultimately, at least in 
some cases, facilitate the need for only one episode of image-guided care. 
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Abstract: Over the last decades, X-ray imaging technology in the catheterization 

laboratory (cath lab) has dramatically evolved. On latest X-ray equipment, 
new functionalities such as low-dose imaging, three-dimensional imaging and 
improved navigation technology aiming for further improvement of existing 
interventional procedures as well as enabling future procedures are on the 
verge. This contribution provides a brief overview on some new technologies, 
which have recently been introduced into clinical practice. Furthermore, some 
representative examples of ongoing research activities are presented. 

Keywords: 3D coronary angiography, stent boosting, noise reduction, motion- 

compensated navigation 


1. INTRODUCTION 

The guidance of cardiac interventional procedures such as PTCA and 
stent deployment has been the domain of X-ray fluoroscopy for the last 
decades. The introduction of new technologies has significantly improved 
the imaging performance of the X-ray imaging equipment. For example, the 
recent commercial availability of flat detector X-ray imaging systems has 
dramatically improved image quality while further reducing radiation dose. 
Recent X-ray system geometries for cardiac catheterization laboratories 
(cath lab) typically provide multiple degrees of freedom enabling the 
acquisition of X-ray projections from multiple angulations without moving 
the patient, while maintaining sufficient patient accessibility (see Figure 11-1). 
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On the other side, almost 50 years after Mason Sones (1919-1985) 
acquired the first coronary angiogram, the basic principle of selective 
angiography has not changed with the introduction of modern X-ray 
systems. Considering the two-dimensional projective nature of conventional 
angiography, some limitations such as superposition of vascular structures 
and vessel foreshortening are obvious. Quantitative measurements of the 
vessels properties such as length, cross-sectional area, and orientation cannot 
precisely be retrieved from the two-dimensional projections and there is 
always the risk that the target lesion is visualized foreshortened or 
superimposed by other structures. Furthermore, new complex procedures 
such as interventional multi-vessel disease treatment, patent foramen ovalis 
(PFO) closures 1 , transluminal valve repair and replacement 2 , and the 
injection of biological material in the myocardial wall 3 are currently on the 
verge. 



Figure 11-1. Recent bi-plane cardiovascular X-ray system. 

Recent technical developments for improving the interventional guidance 
focus on a further reduction of the X-ray dose, on providing three- 
dimensional information, and on the integration of advanced navigation 
technologies. 

This contribution will focus on some specific recent developments 
for dose reduction by means of image processing, three-dimensional 
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reconstruction from projection data, enhancement of stent visualization, and 
motion-compensated navigation. 


2. IMAGE NOISE REDUCTION 

Interventional cardiovascular procedures still involve considerable X-ray 
dose to the patient and staff, for which the accumulated dose received is still 
a great concern. Increasing workloads and case complexity will likely place 
further pressure on X-ray dose levels, which makes X-ray dose reduction an 
important topic in the field of X-ray-guided interventions. 

To reduce X-ray dose, different approaches, such as the use of high 
power X-ray tubes in combination with heavy filtration of the X-ray beam, 
have been applied. Although these techniques may provide a reduction of the 
X-ray dose, the possible maximal reduction is still limited by image noise. 

Recently, dedicated filters were introduced, which could significantly 
reduce X-ray image noise while preserving important image characteristics, 
for example edges. The proposed cardiac enhancement filter (CEF) was 
initially developed for conventional ultrasound imaging 4,5 and later modified 
to be used specifically for X-ray projections. As depicted in Figure 11-2, the 
filter utilizes a multi-resolution Laplacian Pyramid decomposition as defined 
by Burt and Adelson in their 1983 paper 6 . 



I 

T 


▲ 

I 


Low-Pass and 


Analysis 


Filtering 


Sum and 

Down-Sample 


phase 


phase 


Up-Sample 


Figure 11-2. Block diagram showing the processing in X-ray noise reduction filtering. 
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Figure 11-3. Low-dose X-ray projection images before (left) and after (right) filtering by the 
dedicated cardiac enhancement filter. 

Each slice image is decomposed into a succession of sub-bands 
representing different levels of resolution from coarse to fine. Within each 
sub-band, pixels are segmented into high contrast regions (edges and ridges) 
and weakly textured regions. Highly anisotropic filtering is applied to the 
high contrast regions using adaptive smoothing kernels that are elongated 
along the ridges and edges and that may optionally provide some 
enhancement in the direction normal to those ridges and edges. In this way 
edges and ridges are not blurred and can even be slightly enhanced. In the 
weakly textured regions, slight isotropic filtering is applied to reduce high 
frequency random noise without appreciably altering the texture. These 
operations are applied to each of the individual sub-bands before 
recomposing the pyramid. As outlined in the figure, the processing at each 
resolution includes an analysis phase in which each sub-band is segmented 
into high contrast and weakly textured regions. In the analysis phase, the 
edge and ridge feature orientations are computed for determining the 
required filter kernels size and anisotropy. In the subsequent filtering phase, 
pixel adaptive filtering is implemented. 
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The described multi-resolution filter technique allows a significant 
improvement of the signal-to-noise and the contrast-to-noise ratios and 
enables the application of significantly reduced X-ray doses (see Figure 11- 
3), while maintaining the clinical value of the images. 


3. VOLUME RECONSTRUCTION FROM 
PROJECTION DATA 

Stent deployment is the preferred vascular interventional procedure for 
coronary stenosis treatment, making coronary angiography and angioplasty 
two of the most widespread diagnostic and interventional procedures 
performed worldwide. These procedures are currently carried out based on 
information provided by two-dimensional (2D) projection angiograms of the 
coronary arteries. Flowever, the projective nature of the acquisition results in 
vessel foreshortening and vessel overlap, which still are major obstacles in 
X-ray guided fluoroscopic procedures. There is a strong demand for adding 
three-dimensional morphological and functional data for improving the 
assessment of the degree and relevance of a certain stenosis or even to 
enable quantitative three-dimensional assessment of vessel properties. 
Recent X-ray systems offers the ability to acquire data while constantly 
moving the gantry at high speed around the patient. This so-called Rotational 
Angiography (RA) functionality is utilized for providing more detailed 
information on the vascular morphology during the intervention. 

3.1 Rotational angiography 

In Rotational Angiography, projection data are acquired along a planar 
trajectory by rotating the C-arm gantry around the patient either in head or 
lateral position. The target anatomic area is positioned in the center-of- 
rotation. During the rotation, contrast agent (Iodine, 300mg/ml, 1.5-3 mbs 
flow rate) is selectively injected into the root of the vascular structure under 
investigation. In applying RA to the coronary arteries, projections are 
normally taken from RAO 55° to LAO 55°, providing projective information 
on the coronary arteries over a huge angular range from a cine data 
acquisition using a single contrast injection only. Several studies by 
investigators 7 ' 8 using X-ray systems from multiple vendors have documented 
the safety and clinical utility of this approach. In fact, some of these studies 
demonstrated that in clinical practice by utilizing RA, the overall amount of 
contrast injected and the X-ray dose can be significantly reduced in 
comparison to the traditional non-rotational technique. Figure 11-4 shows an 
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example of multiple projections obtained from a single rotational 
acquisition. 



Figure 11-4. Example of coronary rotational angiograms, where a-c) show three different 
views of the LCA obtained during a single rotational run, and d) shows a single projection of 
the RCA selected to ensure minimal foreshortening of the medial section. 


3.2 Coronary modeling 

To further improve the value of X-ray imaging during cardiovascular 
interventions, in recent years much work has been performed to expand the 
current 2D imaging modality into 3D, utilizing a number of 2D X-ray 
projection images obtained during a single rotational angiography data 
acquisition. Current methods 9 ' 11 generate a three-dimensional representation 
of the coronary arteries by means of so-called ‘coronary modeling 
techniques’. In 3D modeling, the 2D projected center- and borderline of the 
vascular tree are extracted in at least two projections. In combination with 
the accurate knowledge of the projection geometry, the knowledge of the 2D 
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projected center- and borderline can be used for generation of a 3D 
representation of the vascular tree (see Figure 11-5). The resulting 3D 
representation of the coronary artery tree enables an accurate assessment of 
the three-dimensional structure of the anatomy of the coronary tree and can 
be applied for localization of lesions. Besides volumetric quantitative 
analysis of the degree of stenosis, the 3D representation enables the 
automatic generation of optimal view-maps for the extraction of those 
projection directions providing minimal foreshortening and vessel overlap 
for a specific segment of the vascular tree (see Figure 11-5). 




Figure 11-5. 3D model of a left coronary artery tree (left) and the respective optimal 
view map (right), obtained for the yellow-colored vessel branch. Green indicates little 
foreshortening and vessel overlap, whereas red indicates severe foreshortening and vessel 
overlap, depending on the angulation (y-axis) and the rotation (x-axis) of the X-ray gantry. 


3.3 Three-dimensional reconstruction 

From a user’s perspective, a major limitation of 3D modeling is the 
required user-interaction for guiding the segmentation of the center- and 
borderlines in the 2D projections. Either a significant reduction in the 
amount of user interaction or perhaps even a fully automated generation of a 
three-dimensional coronary reconstruction may be beneficial in expediting 
the generation of 3D images for diagnostic and therapeutic purposes. In 
recent years, three-dimensional reconstructions at high spatial resolution 
have been demonstrated for non-moving vascular structures based on 
calibrated 2D X-ray projection data acquired during a rotational run. The 
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application of these acquisition and reconstruction methods to the coronary 
arteries requires additional correction procedures for cardiac and respiratory 
motion. Initial studies have been performed in which breath-hold data 
acquisition techniques have been combined with ECG-gated 13 and motion- 
compensated techniques 14,15 . 

In ECG-gated techniques, projection data acquired in the same cardiac 
phase are used for performing a full three-dimensional reconstruction. To 
obtain sufficient projections from a single rotational data acquisition and to 
ensure enough angular coverage for the reconstruction, the acquisition 
protocols have been modified to cover an angular range of about 220° in 
about 8s. The acquisition protocol was tested in eight pigs. It was well 
tolerated by all animals and neither a significant venous enhancement nor an 
obvious hypoxia-induced change in the contraction pattern or heart rate 
could be observed. After acquisition, the projections were clustered based 
on delays relative to the R-peaks of the ECG signal. Three-dimensional 
back-projection was done using a slightly modified Feldkamp algorithm 16 
considering the real projection geometry and compensating for the non- 
equidistant angular sampling. Reconstructions were performed using a 
spatial resolution between 0.13 3 mm 3 and 0.43 3 mm 3 as shown in Figure 11-6. 



Figure 11-6. ECG-gated three-dimensional reconstruction of a LAD (left) and RCA (right). 
Data courtesy of Prof. Dr. A. Buecker, RWTH Aachen, Germany. 
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4. STENT BOOST FLUOROSCOPIC IMAGING 

During conventional coronary stenting procedures, the assessment of the 
stent after deployment is crucial for ensuring optimal outcome. The 
applicability of conventional X-ray fluoroscopy imaging is limited by the 
contrast between the stent and the background. Stent boost fluoroscopic 
imaging (StentBoost) is a new technique, in which a motion-compensated 
sum over several successive X-ray fluoroscopic projections is formed for 
improving the visibility of the stent in the final image. 



Figure 11-7. Raw X-ray fluoroscopy images (left) and corresponding StentBoost X-ray 
fluoroscopy images (right). 

The motion compensation is based on fully automated tracking of the 
positions of the markers on the balloon catheter used for deployment of the 
stent. The tracked positions are utilized for generation of a motion vector 
field describing the motion of the markers over time. Assuming that the stent 
moves similar to the balloon markers, the derived motion vector field is used 
for performing a motion-compensated summation of temporally successive 
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projections. By motion-compensated summation, all structures moving 
synchronously with the balloon markers are enhanced, while other structures 
are smeared off, thereby increasing the visibility of the stent (see Figure 11- 
7). The summation produces a highly augmented image of the deployed stent 
in coronary arteries - while the catheter is still in place. The StentBoost 
image helps clinicians to make a thorough check of stent expansion, and see 
the position of stents in relation to other objects, e.g. other stents, without the 
use of extra contrast agent or intra-vascular imaging modalities. 



Figure 11-8. Raw X-ray fluoroscopy images (left), corresponding StentBoost X-ray 
fluoroscopy images (mid) and IVUS image (right). Data courtesy of Prof. AD Michaels, 
UCSF, California, USA. 



Figure 11-9. Comparison of stent diameter measurements between QCA and IVUS (left) and 
between StentBoost and IVUS (right). 
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Comparison of quantitative coronary angiography (QCA), intravascular 
ultrasound (IVUS) and StentBoost 17 for the determination of adequate stent 
expansion revealed that in direct comparison Stent Boost provided a 
significantly better correlation of stent diameter measurements (n = 47; r = 
0.77; p < 0.001) than QCA (n = 47; r = 0.69; p < 0.001). Bland-Altman 
analysis showed a mean difference of -0.09mm (95% Cl -0.19 to +0.01mm) 
for StentBoost where for QCA a mean difference of 0.21mm (95% Cl 0.12 
to 0.31mm) resulted when compared to IVUS (see Figure 11-8 and 11-9). 


5. MOTION COMPENSATED NAVIGATION FOR 
CARDIOVASCULAR APPLICATIONS 

The general aim of motion compensated navigation using virtual 
roadmaps and non-line-of-sight (NLOS) localization technology for 
navigation and guidance in interventional procedures is to reduce contrast 
agent and dose burden to both patient and physician while at the same time 
conserving or improving the accuracy of the guidance. Tracking systems 
used for the NLOS localization task perform spatial measurements of 
position and orientation. However, for the correlation of the position and 
orientation information to static virtual roadmaps, the measurements have to 
be compensated for internal organ motion due to heartbeat and respiration. 
NLOS localization is normally done by means of magnetic tracking systems 
(MTS), which is a technology allowing for real-time position measurements 
of medical devices without line-of-sight restrictions. It has therefore been 
used to track interventional devices like catheters, needles or endoscopes 
inside the human 18 " 23 . 

One of the most prominent challenges of applying MTS for the tracking 
of medical devices is the presence of large amounts of conductive or 
ferromagnetic materials, which cause a distortion of the magnetic field. In 
cases where the magnetic environment remains constant, registration 
between the imaging modality and the NLOS system can be established. 
Focusing on the conventional interventional equipment including an X-ray 
system, a registration will only be valid for one given orientation of the 
gantry. Whenever the gantry rotates or the detector is shifted, this 
registration will become inaccurate due to changes in the magnetic 
environment. To avoid magnetic field variation due to movement of the 
gantry, the MTS can be attached to the gantry 21 to ensure a static situation 
between MTS and gantry. 

The problem of organ motion has widely been investigated in the field of 
motion-compensated image reconstruction. Such motion compensation 
strategies include, among others, gated acquisition protocols or the use of 
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parameterized motion models, which are driven by the ECG or a respiratory 
sensor signal, inspired by motion compensated MR image acquisition, where 
rigid or affine parameterized motion models are commonly used 24 ’ 25 . Here, 
the parameterization is accomplished by means of a respiratory sensor 
signal, which is derived from diaphragm tracking using lD-pencil beams 
acquired by the MR scanner. A similar idea was used for tracking the 
diaphragm for motion compensation in 2D X-ray projection images 26 . These 
techniques can also be applied to motion compensated interventional 
navigation. 
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Figure 11-10. Example of sensing the respiratory position by monitoring the position of the 
diaphragm in an U/S image. The image on the left depicts a typical U/S image with 
superimposed navigator box applied for the diaphragm position extraction. The image on the 
right shows the involved steps for deriving the diaphragm position from the U/S navigator 
box signal. 

The motion model itself can be considered as a parameterized elastic 
deformation field, which assigns a correction vector to the catheter position 
measured in a known respiratory and cardiac phase in order to compensate 
for organ motion. Such a deformation field could be determined using a non¬ 
patient specific motion model of the coronaries or can be acquired directly 
by measurements using the MTS. The beauty of learning the motion from 
MTS measurements is that no additional images have to be acquired and the 
motion model can be updated and refined during the intervention itself. The 
motion model and thus the motion compensation can locally and temporally 
be refined and enhanced by adding new or replacing old sample points 
during the intervention in real-time. This feature is especially valuable when 
approaching complex structures where increased accuracy is advantageous 
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or when motion patterns change at a point in time, which would render the 
previous model partially inaccurate. 

In phantom studies, the elastic motion model is driven by a simulated 
ECG signal and a respiratory sensor signal derived from ultrasonic 
diaphragm tracking as shown in Figure 11-10. For U/S based diaphragm 
tracking, a small ‘navigator’ window is located in the ultrasound B-mode 
image. The diaphragm position is then determined using image processing 
techniques. 

Typical results from phantom studies using ECG together with QRS 
detection and U/S based diaphragm tracking to drive an MTS-determined 
elastic, refinable motion model are outlined in Figure 11-11. The used 
phantom 28 comprises a pneumatically driven dynamic heart phantom, which 
can simulate the motion of the left ventricle and the left coronary arteries due 
to heartbeat and respiration. It includes the possibility of selecting different 
heart rates and respiratory cycle length. The three-dimensional roadmap 
of the coronary arteries was obtained by gated 3D-rotational coronary 
angiography. 



Figure 11-11. Motion-compensated 3D/2D image overlay of the tracked device (red circle) on 
the 3D roadmap and the X-ray fluoroscopy image at different gantry orientations. 

In phantom studies 29 , the accuracy of the navigation could be significantly 
improved. Residual motion turned out to be in the area of 1mm, enabling the 
unique identification of the vessel under examination. 


6. SUMMARY AND DISCUSSION 

Over decades, the main target in the cardiac catheterization laboratory 
has been the diagnosis and therapy of coronary artery disease. The main 
imaging modality applied for guidance has been and still is X-ray 
fluoroscopy. Although highly efficient, some major drawbacks arise from 
the ionizing radiation and especially from the two-dimensional projective 
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nature of X-ray fluoroscopy, which might cause vessel foreshortening and 
vessel overlap. The ongoing trends of performing more complex 
transcatheter procedures such as treatment of multi-vessel diseases in the 
cath lab and the rise of new complex procedures such as PFO closures and 
valve repair and replacement demand improved guidance principles, 
preferably at lower dose levels. 

Lower X-ray dose will be enabled by application-specific low-dose 
exposure protocols in combination with dedicated image processing 
techniques enabling noise-enhancement while conserving structures in the 
X-ray image or enabling local enhancement of structures by means of 
motion-compensation. 

More complex procedures will be enabled by complementing X-ray 
fluoroscopy by three-dimensional morphological and functional imaging, 
likely in combination with advanced catheter localization and navigation 
techniques, which will utilize available images e.g. for roadmap based 
guidance. New interventional instruments providing intra-vascular and intra¬ 
cardiac imaging, while localizable by non line-of-sight localization 
techniques, will enter the field for improved interventional imaging and 
guidance. 

Considering the current developments in medical imaging, due to the 
real-time and spatial resolution demands in intervention guidance. X-ray 
fluoroscopy will play a major role for the foreseeable future. However, new 
functionality will be introduced to increase the efficiency and efficacy of 
the procedures. Besides importing three-dimensional pre-interventional data, 
it is likely that the flexibility of recent X-ray system will be utilized for 
providing geometrically exact morphological information of the vessel 
lumen in 3D at high isotropic spatial resolution during the intervention. This 
information will improve the quantitative assessment of lesion dimensions 
and will enable the prediction of optimal projection angles providing 
minimal foreshortening and vessel overlap for a certain lesion. Roadmap- 
based techniques, either for dose reduction or improvement of the accuracy 
and efficacy of the procedures, will likely be introduced at a later stage, 
when the more complex procedures are clinically established and reliable 
registration and motion-compensation techniques will be available. 
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Abstract: High Intensity Focused Ultrasound (HIFU) is the only known technology that 

can be used to generate local hyperthermia deep inside the human body in a 
non-invasive way. However, heat conduction and ultrasound energy 
absorption are difficult to predict in living tissue, and in particular in tumors, 
because of variations in blood flow and tissue composition. MRI guidance of 
the procedure allows in situ target definition and identification of nearby 
healthy tissue to be spared. It can then be used to provide continuous, precise 
temperature mapping during HIFU sonication for spatial and temporal control 
of the heating procedure based on automatic feedback to the HIFU apparatus. 
In addition, MRI also permits early evaluation of the efficacy of the treatment 
in situ. The principles of the combined MRI and focused ultrasound are 
reviewed, together with an overview of a novel platform for treatment of 
breast cancer. 

Keywords: MRI, high intensity focused ultrasound, HIFU, thermo-therapy, breast 


1. INTRODUCTION 

Local heating of tissues deep inside the body requires the use of a beam 
of electromagnetic or sound waves with the following characteristics: 1) 
deep penetration; 2) absorption by tissue transformed in heat; 3) harmless for 
tissues in the beam path; 4) ability to focus into a small region. Within the 
fall spectrum of electromagnetic radiation and sound waves, only ultrasound 
and radiofrequency waves are capable of noninvasively depositing energy 
deep inside the human body without harming tissue in the beam path. 
Because of its short wavelength, ultrasound can be focused into a small, 
well-defined area of interest contrary to radiofrequency waves. Focused 
ultrasound is thus the only known technology that can be used to generate 
local hyperthermia non-invasively. The local temperature increase may serve 
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a wide variety of medical interventions such as ablation of tumoral tissue 1 or 
cardiac tissue to treat arrhytmias 2 . In addition, local hyperthermia has been 
suggested for local drag delivery with thermosensitive microcarriers 3 , 
control of gene therapy using heat-sensitive promoters 4 and heat-activated 
chemotherapy 5 . The large potential in the field of neurosurgery and minimally 
invasive tissue ablation was realized as early as 1942 6 . Technological 
developments 7 " 9 have led to successful experimental research 10 ' 11 and clinical 
trials in the oncology field 12 . The primary action mechanism of H1FU is 
through elevation of temperature although cavitation effects (microbubble 
formation at very high ultrasound pressure waves) may also be utilized for 
tissue destruction 13 and increased endothelial permeability for macro- 
molecular agents 14 ’ 15 . Transrectal focused ultrasound is gaining acceptance 
as a clinical application for prostate cancer 12,16 . Despite promising results in 
other tissues, clinical use of H1FU is still rather limited. Flowever, the recent 
FDA approval for MR1 guided Focused Ultrasound for treatment of uterine 
fibroids has accelerated interest in this technology for cancer treatment. 

Since the primary effect is thermal, it is important to control the 
temperature evolution during the treatment. The temperature evolution is a 
function of heat deposition and heat diffusion. Both parameters can be 
spatially heterogeneous and may be affected by temperature increases. Fleat 
deposition by H1FU depends on the local absorption of ultrasound waves. 
Blood hardly absorb ultrasound energy. The absorption of ultrasound by soft 
tissue depends on composition and on the actual wavelength. Therefore, 
accurate quantification of energy deposition by focused ultrasound and 
absorption by tissue is difficult to predict. Heat conduction also depends on 
tissue composition. Diffusion and perfusion processes may vary locally as a 
function of tissue architecture and tissue composition. Physiological events 
such as temperature-dependent perfusion increases may play a role 17 . In case 
of ablation procedures, tissue coagulation may significantly modify heat 
conduction as well as energy absorption. As a consequence, heat losses and 
energy absorption are difficult to predict in advance of the procedure. 
Therefore, the performance of H1FU therapeutic heating can be expected to 
be improved significantly with real time evaluation of the temperature 
distribution, and even more so with feedback control algorithms assuring 
adequate heating throughout the area of interest. 

Of the different imaging modalities, MRI appears the ideal tool for 
guiding the non-invasive treatment by hyperthermia. Particular advantages 
of MRI are that the technique allows temperature mapping 18 as well as target 
definition, and may even provide an early evaluation of the therapeutic 
efficacy. Based on such considerations, Cline and colleagues 19 realized early 
on that the combination of MRI and HIFU would be a very promising tool. 
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Subsequently, the technology was further developed based on a prototype 
HIFU system integrated with a whole body MR1 system in Boston 2021 . This 
paper describes an overview of the state-of-the-art and the important 
advances made since the beginning of the technology, more than 10 years 
ago. Because of the severe technical difficulties associated with the merging 
of the distinct MR and ultrasound methodologies, the number of laboratories 
utilizing this approach is probably still limited, and clinical studies have only 
started to appear in the literature 22 ' 27 . Early clinical studies have concentrated 
on the treatment of uterine fibroids 22 23 . In addition, preliminary studies on 
breast cancer have been published recently 24 " 27 . The enormous potential may 
lead to a fast growth in the MR1/HIFU area. We will briefly review here the 
technical aspects of focused ultrasound. The rest of the paper is devoted to 
the description of a novel platform for MR1 guided Focused Ultrasound 
treatment of breast cancer developed at the University of Bordeaux. 


2. FOCUSED ULTRASOUND 

Ultrasound is a form of mechanical energy that is propagated as a 
vibrational wave of particles within the medium at a frequency between 
about 20 kHz and 10 MHz. The oscillatory displacement of particles is 
associated with a pressure wave. The behavior of ultrasound waves in 
medium may be described in a similar way to that in optics. At tissue 
interfaces reflection of the wave occurs according to Snell’s law depending 
on the wave velocity and the incident angle. The speed of ultrasound is about 
1550 ms" 1 for soft tissue, independent of the ultrasound frequency. In fatty 
tissue the average speed is only slightly lower (1480 ms" 1 ), whereas in air 
spaces a value of 600 ms" 1 is found. In bone, the speed is much higher 
(between 1800 and 3700 ms" 1 ) 28 . Ultrasound beams are usually generated 
electrically using piezoceramic plates outside the body and propagate 
inwards either longitudinally (as is the case for hyperthermia purposes) or 
transversely (called shear waves). Focusing of the longitudinal waves can be 
achieved using a spherical curvature of the plates, with a suitably designed 
lens system, or with a multi-element transducer with independent phase 
control for each element (Phased-Array transducer, see below). The 
interference of the multiple waves leads to an interference pattern. In a 
homogeneous medium, the phase of all waves is identical at the focal point, 
whereas outside the focal point the differences in phase lead to destructive 
interference and thus attenuation of the pressure wave. The minimum 
diameter of the focal area is thus given by the wavelength X, which is equal 
to the speed divided by the frequency. For example, when using 1.5MHz 
ultrasound, the wavelength is approximately 1 mm in soft tissue. For a typical 
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spherical transducer, the focal area is ellipsoidal, with the approximate 
dimensions 29 : 
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where d, and d x are the width in the plane parallel to the transducer, and 
along the transducer axis, respectively. R and 2a are the radius of curvature 
and the diameter of the transducer, respectively. Focusing ultrasound waves 
requires a large acoustic window, unobstructed by air or bone, to reach the 
theoretical values above. 

Ultrasound energy is attenuated in tissue due to processes of absorption 
and scattering. Whereas ultrasound absorption is proportional to the square 
of frequency in free liquids, it is approximately linearly proportional with 
frequency in tissue. In addition, ultrasound absorption in tissue is much more 
efficient than in free liquids or in blood. The mechanisms of ultrasound 
absorption in tissue have been reviewed previously 30 . The efficient energy 
absorption in soft tissue may be related to the friction between and in 
structures with dimensions of the order of the wavelength used. Overall, the 
attenuation of a plane wave may be described by an exponentially decaying 
function. The intensity l x at depth x with respect to that at the original 
position (Io) is given by 
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where the symbol u represents the attenuation coefficient of the wave 
amplitude per unit path length. For 1.5 MHz ultrasound waves, the intensity 
in soft tissues will drop to about 50% at 50 mm penetration. 

In inhomogeneous media, the multiple wave reflections make it difficult 
to focus ultrasound waves in the area of interest since the wave phase and 
attenuation will be different according to their pathway from transducer to 
target. When using a multiple-element transducer, individual amplitude and 
phase modification is feasible for each element. The problem remains how to 
find an algorithm to adjust each transducer element to accomplish focusing. 
A possible solution has been described by Fink and colleagues based upon 
their so-called principle of temporal return of waves 31 . The technique relies 
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on using first a short duration ultrasound burst from the area of interest 
(either using a small transmitter or an echogenic particle) and measuring the 
reflected waves at several locations outside the body. A temporal return of 
the received wave pattern, corrected for attenuation effects, leads in turn to 
exact focusing in the area of interest. Promising results have been obtained. 
However, the need to first use a transmitter in the area of interest may limit 
its practical use. Recently, phased-Array transducer technology was used to 
focus ultrasound through the skull into brain tissue 32,33 . Therefore, 
neurological applications of focused ultrasound appear technologically 
feasible although further developments are still necessary to accomplish 
focusing in a noninvasive way and to avoid any risk of heating at or near the 
skull. 

A detailed recent review on focused ultrasound technology can be found 
elsewhere 34 . 


3. MAGNETIC RESONANCE IMAGING FOR 
GUIDANCE OF FOCUSED ULTRASOUND 
THERMOTHERAPY 

Ideally, a thermotherapeutic treatment is preceded by precise 3D target 
definition, and localization of nearby tissue that must be spared. Then, with 
the tissue position unchanged, the thermal therapy should be performed with 
continuous temperature monitoring of target tissue and nearby tissue to be 
spared. The therapy will be continued until the appropriate thermal dose 35 is 
delivered to the entire target volume. Then, a first assessment of efficacy and 
possible complications should be carried out. 

MRI offers specific advantages for each part of this procedure. It is well 
known that MRI offers superb soft tissue contrast, either without or with MR 
contrast agents. Tissue boundaries can be identified with high precision. The 
known coordinates can thus be used directly for image-guided therapeutic 
procedures. 

During the thermal procedure, continuous temperature imaging can be 
performed with MRI using specific pulse sequences and data processing. 
Noninvasive, three-dimensional mapping of temperature changes is feasible 
with MR, and may be based on the relaxation time T/ 8 , the diffusion 
coefficient (D) 3 , or proton resonance frequency (PRF) 37 of tissue water. 
The use of temperature-sensitive contrast agents can provide absolute 
temperature measurements 38 . The principles and performance of these 
methods have been reviewed recently 39,40 . The excellent linearity and near¬ 
independence with respect to tissue type 41 , together with good temperature 
sensitivity, make PRF based temperature MRI the preferred choice for many 
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applications at mid to high field strength (> 1 T). The PRF methods employ 
RF-spoiled gradient echo imaging methods 42 . A standard deviation of less 
than 1°C, for a temporal resolution below Is and a spatial resolution of 
about 2 mm, is feasible for a single slice for immobile tissues. Corrections 
should be made for temperature-induced susceptibility effects in the PRF 
method 43 . If spin echo methods are preferred, for example when field 
homogeneity is poor, the D and Tj based methods may give better results. 
The sensitivity of the D method is higher that of the Tj methods provided 
that motion artifacts are avoided and the trace of D (note that D is a tensor) 
is evaluated. Fat suppression is necessary for most tissues when Tj, D or 
PRF methods are employed 44 . The latter three methods require excellent 
registration to correct for displacements between scans since changes with 
respect to a reference are mapped. Motion artifacts can severely degrade the 
accuracy of MR temperature maps and must be carefully corrected 40 . 

MRI may also assess therapeutic efficacy and possible complications. 
For example, a hemorrhage can be demonstrated based on T2* changes. 
Edema formation can be described by T2 changes. Also diffusion and 
perfusion changes can be identified with specific MR methods 45 . Therefore, 
MRI may play a large role for in situ assessment of tissue changes. Flowever, 
note also that many apoptotic processes may take up to 24 hours to become 
clearly detectable. Therefore, efficacy assessment immediately following 
therapy is still of rather limited use. 

For guidance by MRI, the transducer is placed on or inside the patient 
bed. Because of the very high magnetic field, the use of non-ferromagnetic 
materials is mandatory. The confined space within the bore of the magnet 
makes it difficult to design a system that provides comfort to the patient as 
well an uninterrupted pathway for the ultrasound waves from transducer to 
target. 


4. AUTOMATIC FEEDBACK COUPLING 
BETWEEN THE HIFU HEATING AND 
MR TEMPERATURE MAPPING 

Optimal control of the temperature-based treatment requires regulation of 
the temperature. Recent developments have shown that rapid MR imaging, 
followed by on-line data processing, and real-time feedback to the focused 
ultrasound output 46 , combined with new temperature regulation algorithms, 
may provide such control. The regulation of temperature evolution of the 
focal point was described based on temperature mapping and a physical 
model of local energy deposition and heat conduction. An important element 
in the stability of the regulator was the real-time evaluation of temperature 
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gradients near the focal point. This was achieved by on-line calculation of 
the Laplacian from the temperature maps 47 . The following expression was 
used for automatic modification of the ultrasound output power P(t) in order 
to follow a predescribed time evolution of the temperature 0(7): 


dt 4 


[4] 


where Ctj and (X 2 are the heat diffusivity in the tissue and the H1FU 
absorption coefficient, respectively. The maximum temperature is indicated 
as T mm (t), and V 2 represents the Laplacian operator. Equation 4 resembles a 
classical P1D (proportional, integral and derivative) type of temperature 
control, in which the term Q(t)-T max (t) is the difference between the 
measured and the planned temperature at time t, and A (t) the integral of the 
difference between the measured and the planned time evolution 47 . The 
parameter a is related to the characteristic response time t r of the regulation 
loop (a= 2/tf). The objectives are that the temperature in the focal point 
should quickly reach the target value without overshooting or oscillating, 
and then remain constant for a user-defined period. It was demonstrated that 
the regulation system is insensitive to errors in estimates of ultrasound 
absorption and heat diffusion so long as the ratio of the two parameters is 
within a fairly large range. Therefore, the temperature trajectory of the focal 
point can be automatically regulated with a precision that is close to that of 
the precision of the temperature measurements at the focal point. 


5. TREATMENT OF AN ENTIRE REGION OF 

INTEREST WITH MR FEEDBACK CONTROL OF 
THE HIFU PROCEDURE 


Spatial control of temperature evolution during HIFU hyperthermia is 
necessary to guarantee the desired thermal dose in the volume of interest. 
Treatment of large volumes using a fixed focal point transducer was initially 
based on MR guidance of the complete heat treatment of a single point, 
followed by displacement of the HIFU focal point, and repeating the 
procedure until the target volume was covered 48 . Such a procedure 
necessitates long treatment times, and may leave ‘gaps’ between treated 
locations. Recently, Mougenot et al. 49 proposed an approach where the focal 
point was moved along multiple inside-out spiral trajectories covering the 
target region under continuous and maximal HIFU power for minimal 
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treatment time. A complete P1D control in the spiral plane provided stability 
and temperature uniformity within a large target region and followed closely 
predictions from simulations. It is evident that such methods can be even 
more useful when combined with phased array transducers that allow very 
fast (electronic) motion of a focal point. Therefore, upon multiple coverage 
of the target area, possible non-linear effects may be better corrected for. It 
should be kept in mind that simultaneous treatment of a large area of interest 
may lead to excessive near-field heating, and accumulation of undesired 
thermal dose in anterior and posterior areas with respect to the target region. 
Also, any motion of the transducer will lead to small modifications of the 
magnetic field even in the case of non-ferromagnetic material, and should be 
corrected for in particular when using the PRF method for temperature 
mapping. 

The automated MRI feedback coupling to the H1FU heating relies on 
high speed, high SNR, temperature imaging. It has been shown that motion 
can severely degrade MR temperature mapping. Correction of motion 
artifacts, and acceleration of temperature mapping, is therefore an area of 
much interest in the further development of MRI guided H1FU. Recently, 
methods have been proposed ranging from the use of respiratory and/or 
cardiac triggering methods 50 51 , the use of navigator echoes, and advanced 
post processing methods 40 . 


6. NOVEL MRI-HIFU PLATFORM FOR 
TREATMENT OF BREAST CANCER 

The platform developed for the treatment of uterine fibroids 22 ’ 23 has also 
been used for preliminary studies of breast cancer 24 " 27 . Flowever, the long 
study duration, elongated focal point, and lack of real-time control may limit 
its use in clinical practice. Below, we describe a novel platform for MRI 
guided HIFU treatment of breast cancer with the following novel features: 

• Enhanced safety by firing predominantly in a coronal plane avoiding heat 
deposition towards the rest of the body. 

• Enhanced safety by providing real-time automatic control of the heating 
procedure. 

• Enhanced efficacy by assuring adequate thermal dose throughout the 
region of interest. 

• Drastically shortened treatment time due to heating of a large volume 
simultaneously due to volume temperature control. 
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Below, the system will be described in more detail. Figure 12-1 shows a 
diagram of the layout of the MR1-FIIFU system. It shows the 1.5T MRI 
system (unmodified Intera system). A patient positioning system is placed on 
top of the standard bed and will be described below. The 256-element 
phased array transducer is placed inside the positioning system. The 
transducer is connected via a 256-channel impedance matching box with 
the main generator/amplifier positioned inside the Faraday cage and 
communicating with the FI1FU computer by optical fiber. The generator/ 
amplifier is divided into 256 individual channels providing each 3Watt 
electrical output at 1.5 MHz with independent phase and amplitude control. 
Modification of amplitude and phase for all elements is achieved in less than 
100 ms. Special attention is paid to the avoidance of interference with the 
MR detection frequency of 64 MHz. Temperature mapping is consistently 
achieved during H1FU without significant degradation of the temperature 
maps. The MR images are reconstructed using the standard Intera 
reconstructor and then sent as a set of complex data in real-time to the HIFU 
control computer. Rapid image processing then leads to the generation of 
temperature maps, followed by the calculation of the next set of amplitude 
and phase outputs for the 256 HIFU elements as well as the visualization of 
the latest temperature maps and thermal dose maps. 
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Figure 12-1. Layout of apparatus for focused ultrasound under MR guidance. 
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Figure 12-2. Enhanced safety by focusing predominantly in coronal orientation thus avoiding 
firing towards the body and avoiding inadvertent heating of other organs. 

The patient is positioned prone on the table with the breast protruding 
into a gap of the positioning table. Below the table, the transducer can rotate 
around the breast in a coronal plane. Figure 12-2 shows the relative position 
of the breast and the FI1FU transducer with the ultrasound beam highlighted 
indicating that the safety feature of avoiding firing towards the body and 
thus avoiding inadvertent heating of other tissues. Figure 12-3 shows the 
particular transducer geometry. Its overall shape is elliptical with 256 
individual FIIFU elements that are positioned in an optimized asymmetrical 
manner to minimize heat deposition in secondary lobes when the focal point 
is moved electronically away from its natural focal point. 
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Figure 12-3. Transducer geometry with 256 elements in optimized asymmetrical compact 
disposition. 


Figure 12-4 shows a diagram of the patient positioning system on top of 
the standard MR bed with the mechanical control at the inferior position. 
Figure 12-5 indicates the four motions of freedom under control of 
the operator by the three knobs and by the action of sliding the complete 
table along the magnet bore axis. The three knobs control a right-left 
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displacement, a complete rotation of the transducer around the breast and a 
tilt of the transducer allowing a small deviation form the coronal plane. The 
latter tilt was preferred above an up-down displacement in order to avoid 
loss of available space in the magnet bore. 



Figure 12-4. Global overview of the MRI with breast therapeutic platform. The function of 
the knobs is explained in Figure 12-5. 



Figure 12-5. Mechanical breast therapeutic platform including 2 rotations and 2 translations. 
The four principal motions of freedom are controlled by the three knobs at the bottom and in 
addition the horizontal sliding of the complete platform. 

Figure 12-6 shows photographs of (left) the inside of the patient 
positioning table with the elliptical H1FU transducer mounted on the rotating 
device viewed from the bottom, and (right) the inside of the breast gap with 
the transducer visible immediately beneath the gap as viewed from the top. 
Figure 12-7 shows (left) a photograph of the transducer together with the 
water reservoir serving as the interface between breast and transducer. The 
water reservoir is cooled continuously by pumping cooled water through 
four inlet and four outlet tubes as can be seen on the photograph and (right) 
on the corresponding MR image. 
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Figure 12-6. Bottom and top view of the phased array transducer inside the mechanical breast 
therapeutic platform. The transducer can rotate freely over 360° in the coronal plane. 



Figure 12-7. Phased array transducer with water reservoir and hydraulic cooling system (left), 
with four inlet and four outlet tubes visible in the MR image (right). 



Figure 12-8. Transducer positioning from sulfate copper tubes allowing easy determination 
of the natural focal point of the system based on MR fiducials. 
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Figure 12-9. Membrane coupling check to assure complete water bath interface for HIFU 
with regard to aperture angle. 

The HIFU coordinate system must be easily translated into the MR 
coordinate system. Figure 12-8 provides a convenient way to accomplish this 
using a set of fiducial markers positioned on the HIFU transducer. Four tube 
fiducials indicate the ZY plane with the focal point in the middle between 
the left and right markers. A fifth tube indicates the tilt of the transducer. 
Figure 12-9 allows easy checking of appropriate water interface covering the 
complete HIFU probe aperture. 

Figure 12-10 shows the very large aperture (left) of the transducer and 
the relatively small height (6 cm). The simulations of the acoustic field 
shown in Figure 12-11 indicate a very small focal point of 1,60 x 0,48 x 1,28 
mm. The small focal point excellent spatial definition of the heating as can 
be seen in the temperature maps of Figure 12-11 and thermal dose maps of 
Figure 12-12 obtained in a gel phantom. 


7. DISCUSSION AND CONCLUSION 

MRl guided HIFU allows an entirely non-invasive approach for local 
thermal therapies. The added value of MRl to the heating procedure by 
HIFU is evident. In situ target definition and identification by MRl of nearby 
healthy tissue to be spared can be followed by continuous, precise 
temperature mapping allowing spatial and temporal control of the heating 
procedure based on automatic feedback to the HIFU apparatus. An initial 
assessment of the efficacy of the intervention and possible complications 
may be performed immediately following therapy (albeit limited by the 
delayed effects of apoptosis and edema). 
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Figure 12-10. Large aperture angle induces a small focal point size. 
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Figure 12-11. Simulations of the acoustic field: All the ultrasound energy is deposed into a 
coronal slice of 4mm. The focal point size is 0,48x1,28x 1,6mm 3 . 



Figure 12-12. Left: Focal point shape from temperature acquired 5s and 15s after a heating 
procedure with 100 watt (electrical) of a gel composed of 2% agar and 1% of silicium 
powder. Right: Thennal dose after heating. The area exceeding the lethal dose threshold 
measures 2x2mm 2 in a single slice of 5mm. 
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The general principles of the technology have now been developed and 
feasibility on animal tissue and in clinical trials on uterine fibroids as well 
preliminary breast cancer protocols has been demonstrated. It is expected 
that phased-array ultrasound technology combined with increasing speed of 
temperature imaging will further help the development. The prototype 
system described here is expected to help in optimizing treatment strategy of 
breast cancer. 

Significant technological challenges remain for widespread applications 
in other organs. In moving targets, temperature imaging is still hampered by 
motion problems despite recent advances. In addition, the focal point must 
accurately track the moving target. For brain, the major problem is the 
attenuation of ultrasound by the skull, and the difficulties to focus ultrasound 
waves to a precise location in the brain. Flowever, recent progress has shown 
its feasibility. MRI guided focused ultrasound is practical with current 
technology in tissues that are accessible with a large acoustic window and 
that can be immobilized, e.g. breast, prostate and muscle. Based on the 
wealth of fundamental research and literature on alternative temperature 
controlled therapeutic approaches (local drug delivery, gene therapy, 
etcetera), it can be expected that, once a precise, non-invasive, spatial and 
temporal control of local hyperthermia is reliable, such alternative 
approaches may also soon be tested in the clinic. 
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ADVANCES IN EXTERNAL BEAM RADIATION 
THERAPY 

Towards Image-Guided and Adaptive Radiotherapy Using Multi¬ 
modal Imaging 
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Abstract: Radiation therapy has advanced in the last decade fueled by the advancement 

of dose delivery (3D conformal, IMRT), computer processing, and medical 
imaging. Image processing techniques such as model-based image 
segmentation and deformable registration are becoming efficient enough for a 
clinical setting. Biological modeling based on nuclear medicine imaging is 
needed to provide a quantitative understanding of tumor biology and enable to 
identify regions of the tumor resistant to radiation, thereby, warranting a 
higher dose level. These imaging and processing techniques promise to 
advance radiotherapy with the ability to monitor the course of treatment by 
enabling image-guided radiotherapy and adaptive radiotherapy. 


Keywords: Image guided radiotherapy, adaptive radiotherapy, ART, IMRT, molecular 

imaging, biological modeling, deformable image registration, image 
segmentation 


1. INTRODUCTION 

Cancer is the second leading cause of death in the industrialized countries 
and the only major disease for which death rates are increasing. The demand 
for cancer care will increase over the decade as the aging of the baby boomer 
population drives a dramatic increase in the incidence of many cancers. 

Approximately 60% of cancer patients are treated with external beam 
Radiotherapy (RT) at some point during management of their disease. The 
main goal of RT is to maximize the dose to the target while limiting the dose 
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to nearby healthy organs (‘risk organs’), in order to improve control of tumor 
growth and limit side effects. 

Radiation therapy is primarily used to treat cancer by locally targeting 
radiation to the diseased tissue. Radiation beams are produced by medical 
linear accelerators. These devices are mounted on a gantry with a rotating 
couch to allow for many beam directions to be focused on the target volume. 
Sparing of normal tissues is accomplished in two fundamental ways: 
Geometric avoidance of normal tissues is accomplished by directing multiple 
beams at the target, thus delivering a high dose where the beams intersect at 
the target, and a relatively lower dose outside of the intersection. Biological 
sparing of normal tissue is accomplished by fractionating the therapy over 
several weeks, irradiating daily. The tumor tissue lacks repair mechanisms to 
repair DNA damage from the radiation, whereas normal tissues can repair 
minor DNA damage. Therefore, by fractionating the treatment, normal 
tissues are provided time to repair, thus biologically sparing the normal 
tissue. 

In the late 1980s and 90s Computed Tomography (CT) based treatment 
planning became available due to the increased performance of computers. 
Both the imaging capabilities and the ability to compute radiation dose 
distributions on CT provided the framework for the modem 3D Radiotherapy 
Treatment Planning (RTP) system. These systems provide clinicians the 
ability to truly visualize and plan the treatments considering the true 3D 
nature of the problem. 

Today, the current workflow for a patient begins with a CT simulation 
where the patient is immobilized with body molds and/or head masks. A CT 
scan is acquired and the patient is marked for repeated alignment with 
localization lasers in the treatment room. The treatment planning is then 
performed on the CT scan where beam geometries, energies, and collimation 
are determined, and the resultant dose distribution is computed. The 
treatments are then performed daily for several weeks. During the course of 
treatment, different imaging modalities are used to monitor the geometric 
setup of the patient to verify constancy in the patient position. 

There have been many advances in the techniques used to deliver the 
treatment. Intensity Modulated Radiotherapy (1MRT) has allowed for each 
beam to be modulated, enabling dose distributions to carve out the target 
volume and spare normal tissues in the millimeter range. Several techniques 
and strategies have evolved and are in use today. 

The research described in this chapter focus on the ability to accurately 
predict the dose and to precisely deliver the radiation to conform the dose to 
the target volume utilizing IMRT; the improvement in target and critical 
structure definitions through the use of multi-modality imaging; and the 
tools to enable the monitoring of the course of treatment to support image 
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guided radiotherapy (IGRT) which provides daily alignment of the patient 
with soft tissue target volumes, and adaptive radiotherapy (ART) which 
provides the monitoring the treatment through repeat imaging for decision 
support on modifying the treatment strategy. 


2. INTENSITY MODULATED RADIOTHERAPY 

1MRT is a method to determine the optimal beam intensity pattern for 
each beam to deliver the dose distribution specified by a set of treatment 
objectives and constraints. Under IMRT, the paradigm of RT changes from 
specifying beam directions and apertures, to one where one specifies dose or 
biology based treatment objectives and the computer will optimize the 
modulated beam intensities to best deliver the treatment 1 . 

A typical target objective would be to deliver a uniform dose of 60 Gy in 
30 fractions, and a typical critical structure objective would be to keep the 
dose below 25 Gy in more than 70% of the volume of the structure. Figure 
13-1 shows a typical IMRT treatment. 

The process of IMRT utilizes an inverse planning strategy that iteratively 
optimizes the intensity pattern of each beam to deliver the desired dose 
distribution defined by the objective functions. The intensity pattern of a 
beam is represented by a matrix of beamlets, each being a parameter of the 
treatment. The optimization process begins by initializing the intensity map 
(beamlets) of each beam to expose the target objective. Then the dose is 
computed for the set of beams. The treatment objective is evaluated, and the 
derivative of the objective with respect to each beamlet is determined. A new 
intensity map for each beam is determined by the optimization, and the 
dose is recomputed. This process is repeated until the improvement in the 
treatment objective between iterations is small indicating convergence to an 
ideal solution of intensity modulation. 

Accurate dose calculation for RT is quite time consuming and is a 
difficult challenge for efficient IMRT planning. The convolution/super¬ 
position (C/S) dose engine in the Pinnacle 3 treatment planning system 
requires approximately 20 seconds per beam on a SunBlade 2000. This dose 
engine is quite accurate 2 " 9 , but lacks the speed required for during IMRT 
optimization. In order to maintain the accuracy of the C/S method, and gain 
the speed required for IMRT, the Delta Pixel Beam dose computation 
method was developed 10 . This method uses a high-speed pencil beam dose 
computation method to get close to the desired solution in early iterations of 
the IMRT optimization. Then the C/S method is used to compute the dose 
for the interim solution. Following the C/S computation, the pencil beam 
method is used to modify the dose based on the change in intensity of the 
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beam, leaving the majority of the dose computed by the more accurate C/S 
method. 



Figure 13-1. A 9-field IMRT treatment plan designed to deliver 60 Gy to the target volume 
(purple) and to spare the dose to the parotid glands (red) and the spinal cord and brainstem 
(green). The beams are equispaced in angle around the patient. 

Once the intensity pattern of each beam is determined, it is converted into 
deliverable shapes by a multi-leaf collimator (MLC). Each beam will then be 
defined as a series of apertures defined by multiple MLC segments. Medical 
linear accelerators are equipped with MLC and deliver the set of MLC 
shapes automatically. 

Newer methods in IMRT implemented in the Pinnacle J planning system 
include the ability to optimize the positions of each leaf of the MLC for each 
segment directly, rather than optimizing an intensity distribution for each 
beam, then later converting it to a set of MLC segments. By optimizing the 
leaf positions directly, the loss in desired treatment objective is reduced in 
the process. 

IMRT provides a technique to conform the dose distribution tightly 
around a target volume while sparing the normal tissues. With this ability, 
the uncertainty in RT has been shifted to our ability to determine the desired 
target volumes, and the change in targets and critical structures over the 
course of RT. 
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3. MULTI-MODAL IMAGE PROCESSING TOOLS 
FOR TARGET AND STRUCTURE DEFINITION 

Understanding the use of multi-modal image-based information for 
treatment design is an area of intensive research around the world. The 
contouring of risk organs and the target area in medical images is a 
fundamental planning step to optimize treatment parameters. Today, 
contours are drawn manually (with a mouse) on every image slice, which is 
an extremely time- and labor-intensive task. Particularly in the head and 
neck the process may take several hours. The merits of 1MRT can only be 
exploited if this type of segmentation is achieved. The integration of 
additional image-based information acquired weekly or even daily into the 
RTP process will lead to an additional substantial increase in data and 
workload by an order of magnitude or more. Automated image segmentation 
technology is necessary to automatically contour risk organs and the tumor 
in order to make the improved process clinically feasible. 

Target definition based on the structural appearance of the tumor in CT 
has limited accuracy in determining the true extent of the disease, and does 
not allow assessment of morphology and biological changes in response 
to fractionated treatment. For example, PET/CT promises to improve 
throughput and accuracy for head and-neck RT planning by minimizing the 
uncertainty of contouring by the identification of metabolically active areas 
in PET, while CT provides high resolution and anatomical context to address 
non-tumor-specific uptake in PET. Recent studies have used CT against 
Magnetic Resonance Imaging (MRl) or PET alone rather than together with 
registered structured imaging, and the current clinical practice is to draw 
contours on one modality and transfer the contours manually to the planning 
CT. The optimal technique for fusing image data to compensate for inconsist¬ 
encies between contours of different data sets remains controversially 
debated. Reproducible strategies for fusion of multi-modal contouring results 
and identification of conditions that exceed automated segmentation capacity 
are required. 

Novel imaging agents such as fluoromisonidazole, [ 1S F] FMISO and 
others are becoming more widely available and are gaining clinical 
importance for radiotherapy applications 11 . These novel tracers probe deeply 
into the biological and molecular characteristics of a cancer. The tracer 
FMISO, for example, is a PET tracer that selectively binds to cells, which 
suffer from an undersupply of oxygen. The importance with respect to 
radiotherapy planning stems from the fact that so-called hypoxic cells may 
survive a radiation dose, which is lethal to cells with normal oxygen supply. 
This has wide-reaching clinical consequences, which will prompt molecular 
imaging guided targeting of cancers on sub-tumor level. 
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In this section key technologies required to pursue this strategy 
comprising segmentation, deformable registration and biological modeling 
are addressed. 

3.1 Segmentation and deformable registration 
approaches 

Image segmentation, at any level of automation or trained operator 
interaction, is difficult due to insufficient tissue contrasts, imaging artifacts, 
and the high inter- and intra-individual variability in shape and appearance 
of structures in the human body. Research efforts in image analysis and 
processing resulted in a well-established statement that segmentation of 
difficult cases cannot be done using image content alone, and some 
additional information is required 12 ' 13 . 

A way to provide additional information to a segmentation algorithm is 
the use of prior knowledge about the shape of structures 14 . In medical image 
analysis, prior knowledge is represented, for example, in the form of an 
organ model, which includes information about both its shape as well as 
an organ-specific set of parameters specifying intensity range, gradient 
magnitude and direction, etc. When taking spatial relationships between 
different organs into account, this paradigm can be extended to organ 
constellations and even to whole regional anatomical atlases covering all 
structures of interest in particular body parts, which can automatically be 
adapted to the anatomy of individual patients. 

Only few methods in the domain of automated organ segmentation for 
RTP that provide efficiency gain have been quantitatively proven to be 
accurate and robust so far. One can distinguish between three basic strategies 
in approaching this challenging problem: automation of 2D contouring 
aimed at robust detection of organ boundaries in 2D slices 15 , 3D approaches 
based on deformable organ model adaptation 16 ' 17 , and methods based on 
adaptation of deformable atlases (images with labeled anatomy) to patient- 
specific image data 18 . 

Automated 2D delineation does not require substantial changes in the 
workflow compared to manual contouring to which the physicians are used. 
On the other hand, 3D shape context is not used at all by these methods, and 
this may negatively influence their robustness. In contrast, 3D delineation 
tools are potentially much more productive, since they simultaneously 
operate in several slices. Methods based on volumetric deformable atlas 
adaptation may be very useful, e.g. for delineation of ‘invisible’ structures, 
e.g. in the head and neck area. However, the results of delineation are 
dependent on the robustness of the image modality at hand, the underlying 
image registration algorithm and the validity of the deformation model. 
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Deformable image registration has been studied since the early 80’s 19 
and for many years, brain surgery and neurosciences have been the driving 
applications for developing an abundant number of techniques 20 . Despite the 
significant progress that has been made, deformable registration is still not 
clinically accepted and remains a challenging problem. 

Registration algorithms are categorized into non-parametric and 
parametric methods 21 . In the non-parametric case the displacement-vector is 
estimated for each voxel. The reduced complexity in parametric approaches 
leads to efficient computation times, at the cost of fidelity in describing 
deformations. A classical example is landmark registration 22 , where the new 
position for each voxel is interpolated or approximated from a given set of 
irregularly distributed points. 

Another important choice is the deformation model, which can be purely 
geometric or physics-based. If the deformation process is due to physical 
processes, like in intra-patient registration, the use of physics-based 
deformation models aiming at describing real deformations may be 
advantageous over purely geometric transformations. Physics-based models 
are usually based on numerical” or analytical ’ solutions of the underlying 
equations of continuum mechanics. 

A further classification of the registration techniques is the division into 
landmark-based, surface-based, and voxel-based methods. The first two 
groups provide the correspondences in the registered images between certain 
geometric entities, e.g. point landmarks or surfaces. The third group of methods 
maximizes voxel-based similarity between the images, i.e. information from 
the whole images contributes to the result. 

In radiotherapy imaging, surface-based registration methods appear to be 
advantageous over voxel-based approaches. Surfaces of the relevant 
anatomical structures are available as output of the organ contouring. Based 
on this information, elastic tissue properties are assigned to the 
corresponding image regions 26 . Voxel-based image registration is difficult if 
the grey-value appearance of corresponding anatomical structures is not 
similar according to the definition of the similarity measure. This may not be 
the case in 4D CT of the thorax 27 , but is more severe in longitudinal imaging 
of e.g. the rectum, where the gray-value appearance constantly changes due 
to peristalsis. 

3.2 Biological modeling 

As soon as functional or molecular images, such as PET or SPECT, and 
anatomical images are properly registered, the biological parameters relevant 
for defining a treatment, such as the radio-resistance across a tumor, have to 
be extracted. In the case of glucose metabolism as measured with FDG-PET 
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this is not problematic. FDG, an analogue of glucose, accumulates in most 
tumors in a greater amount than it does in normal tissue, because tumor 
tissue growing faster and sugar uptake is thus greater. 

It is best clinical practice to quantify glucose metabolism by calculating a 
so-called standard uptake value (SUV). SUV is the FDG-PET signal in a 
specific pixel or region divided by the amount of administered tracer and the 
patient’s weight. The normalization shall eliminate the effect of patient size 
and weight on the detected signal. It provides a semi-quantitative measure to 
enable a better differentiation of an individual disease. It further enables a 
comparison of disease grades between different patients. 

However, for tracers, which feature more complex reaction patterns, such 
as hypoxia imaging with FMISO, and which probe deeper into the molecular 
pathways of the tissue, a simple normalization does not always provide 
enough specific information. In such cases a more sophisticated modeling is 
wanted. Then uptake rates, reaction rates, residence times and washout-rates, 
which are not directly accessible from the images, need to be considered. 

A pharmacokinetic analysis applied to time series of functional images 
can help quantify these parameters 28 . This technique deploys mathematical 
models, which describe the interactions of the tracer molecule with the tissue 
in time. The tissue is subdivided into compartments, which have by 
definition a similar tracer concentration-time behavior. Transfer of tracer 
from one to the other compartment and reverse is modeled via exchange 
rates. 

These exchange rates often represent important kinetic information, e.g. 
the trapping rate of metabolized FMISO correlates with oxygen content, 
which are estimated in a consecutive optimization process by fitting 
measured time-activity curves to the model. Performed on a per voxel basis, 
this results in so-called parametric maps. Figure 13-2 shows a parametric 
map quantifying hypoxia in a lung cancer superimposed to an FM1SO-PET 
image of the whole thorax region sampled at 2 hours after tracer injection. 
The modeling engine has been integrated into a Pinnacle (Philips Medical 
Systems, Milpitas, Ca) research prototype (‘BioGuide’). 

Once parametric maps of the relevant parameter are available, the 
transition to a dose has to be made. Radiobiological models can guide dose 
prescription and provide a means to optimize dose with respect to tumor cell 
kill and reduction of collateral damage 29 . Very recently a theoretical 
framework has been presented to quantitatively incorporate the spatial 
biology data, such as parametric maps, into IMRT inverse planning 30 . This 
or a similar framework in combination with parametric maps can be used to 
guide dose escalation dose to sub-tumor volumes while keeping the dose to 
critical structures at minimum. This could be a step further towards a safer 
and more effective radiotherapy. 
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4. IMAGE GUIDED AND ADAPTIVE 
RADIOTHERAPY 

In conventional RTP, risk organs and target areas are defined based on 
information that is currently limited to a single 3D anatomical CT image 
data set acquired at the onset of treatment design. This concept results in 
significant treatment uncertainties with irradiation of risk organs and reduced 
tumor coverage, see e.g. Mageras 31 and Chen 32 for review. 

Natural processes in the body and response of normal and target tissue to 
the treatment result in significant inter- and intra-fractional geometrical 
changes. Intra-fractional geometric change occurs during radiation delivery 
due to breathing, cardiac motion, rectal peristalsis and bladder filling. 
Interfractional geometric change occurs in the extended time frame of 
fractionated radiotherapy (4-6 weeks), due to digestive processes, difference 
in patient setup, and treatment response like growth or shrinkage of the 
tumor or nearby risk organs (e.g. the parotids in head and neck treatment). 
These changes are only taken into account by population-based ‘uncertainty’ 
margins around the target area, which are often excessive and are applied to 
the structures identified before the therapy begins. 

The concepts of adaptive radiotherapy (ART) and image-guided 
radiotherapy (IGRT) provide methods to monitor and adjust the treatments 
to accommodate the changing patient. ART is an off-line approach where 
the anatomical and biological changes are monitored over the course of 
treatment, and the treatment is modified when significant changes are identified. 
IGRT is typically an on-line concept where the patient or treatment plan is 
shifted or modified for each treatment. Both concepts require advanced image 
processing tools in order to be successful in clinical practice. 

Additional imaging during the weeks of treatment is key to better 
understand and model these uncertainties. CT or kV cone-beam CT 
integrated into the treatment unit can provide patient-specific image-based 
quantitative surrogates of geometrical changes on the onset of a treatment 
fraction. Using the complementary strength of multi-modality imaging such 
as MR1 providing superior soft-tissue contrast, and functional or molecular 
imaging such as PET, SPECT, MR1/MRS, can lead to improved target 
definition, and better understanding of the biological variations within the 
tumor that may affect response to the treatment. Finally, additional multi¬ 
modal imaging over the course of the treatment enables monitoring of target 
change over the course of therapy. 

Integrating several image acquisitions over the course of treatment 
provides surrogates to compensate the change of risk organs and target areas. 
Besides the efficiency issue related to contouring, multi-modal image 
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analysis requires estimating the correspondence between each voxel element 
of the multiple planning images. Estimating correspondences requires dedicated 
deformable image registration algorithms. 

4.1 Concept for automated segmentation and 
deformable registration for adaptive IGRT 

In order to manage a series of images from the same patient, an 
integrated concept of automated image segmentation and deformable image 
registration, in which an operator is provided with efficient algorithms that 
compute in the order of seconds, and a set of interactive tools to quickly 
access segmentation and registration results, and correct problematic areas if 
required. 

The concept of automated organ segmentation proposed is a particular 
form of adapting deformable surface models 33 . Flexible surfaces are adapted 
to object boundaries by optimization of a measure expressing the goodness 
of the fit to image data in combination with certain constraints controlling 
the geometric properties of the surface. 

To reduce the need for accurate initialization and reduce the problem of 
attraction to false boundaries, a framework of shape-constrained deformable 
model adaptation was developed 34 , where prior knowledge obtained by a 
learning process 35 is embedded into an elastically deformable triangular 
mesh to compensate for the lack of reliable image content. 

In the context of shape-constrained deformable models, a generic shape 
model is provided for each anatomical structure, i.e. a bladder model, a liver 
model, a lung model, etc. Since different structures consist of different tissue 
types (bone, soft tissue) with different imaging characteristics (grey value, 
contrast), organ-specific image features are used to diminish the risk for the 
model to be attracted by false image structures 16 . 

In an experimental validation study with 40 patient datasets, Pekar et al. 16 
demonstrate that the method is suitable for clinical use for risk organs in the 
prostate area, i.e. bladder, rectum, and femoral heads, and significantly 
reduces the time for organ delineation compared to manual segmentation, 
with comparable segmentation accuracy in the order of 1-1.7 mm mean 
error. An example of the study is shown in Figure 13-3. 

The ability to use deformable models efficiently for the segmentation of 
CT time series for prostate treatment planning was evaluated in Kaus et al. 36 . 
In order to increase the degree of automation and reduce the amount of 
interaction with each 3D volume in the image time series, an automated 
initial positioning strategy was developed based on the propagation of 
adapted surface meshes from one 3D image dataset to the next. The 
feasibility of this 4D approach was tested on a CT image time series taken 
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from a single subject containing 16 3D CT datasets obtained at different 
days before and during treatment. Quantitative analysis demonstrated 
comparable results to the 3D interactive method for the femur and the 
bladder. 

In another study, the tools were applied to the problem of risk organ 
segmentation in 4D CT imaging for lung tumor treatment planning 37 . The 
assessment was based on the 8 breathing phases of a patient’s 4D CT dataset. 
Patient-specific models for the lungs, the heart, the spinal cord and the 
esophagus were generated by a clinical user on a Pinnacle^ research 
prototype installed in the hospital, by manual contouring and triangulation 
of the first phase. The mesh adaptation algorithm was then carried out on 
the remaining 7 phases without further interaction. Accurate results were 
reported for all structures except for the esophagus, which is surrounded by 
soft tissue of similar grey value appearance. 

When applying surface-based segmentation in a primary and a secondary 
dataset, a boundary mapping between the organ surfaces is automatically 
established through the correspondences between the mesh vertices. This 
information can be used for deformable image registration 38 . Essentially, a 
point-based deformable registration scheme is used, where the vertices of the 
triangular meshes act as corresponding control points. A spline function 
maps each control point in one image to the corresponding control point in 
the other image, while interpolating the mapping at all intermediate locations 
in the image. 

Since the computation time increases linearly with the number of control 
points, only a subset of mesh vertices that is evenly distributed over the 
entire surface is used for the deformation. A reduction in the number of 
vertices (e.g. from 4000 to 80) reduces the computation time from hours to 
seconds on standard PC hardware with comparable surface registration 
accuracy. 

In order to be clinically acceptable, the automated tools compute results 
in the order of seconds. Secondly, they support efficient editing, allowing the 
operator to quickly access and correct problematic areas if required. The user 
is provided with the ability to manipulate the model, thus interacting with 
both the segmentation of a structure and the deformable registration of a 
secondary image. For example, automated mesh adaptation, manual 
deformation of the mesh proportional to the translation of the mouse pointer, 
and re-sampling of a secondary image according to an updated deformable 
transform. 

In contrast to manual slice-wise delineation, complete organ 
segmentation is possible within a few minutes. In addition, delineated 
structures are represented by smooth 3D shapes and not by stacked 2D 
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slices, which avoids the common ‘Christmas tree’ effect by providing 
smooth surfaces. 



Figure 13-2. BioGuide plug-in is a research application running under Pinnacle3. The plug-in 
features a pharmacokinetic modeling engine and radiobiological modeling to improve target 
definition of an individual disease. Left window: FMISO-PET late time image with target 
contour in green. Right window: Same FMISO-PET image but with the corresponding 
parametric map (color coded) representing hypoxia for the tumor region superimposed. 
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Figure 13-3. 3D model-based segmentation in CT of the target and the organs of risk. The 
image shows three orthogonal cross-sections, the contours where the surface meshes intersect 
the cross-sections (femur heads, bladder, rectum, prostate), and a rendering of the 3D surface 
models. 
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Unlike most voxel-based deformable registration schemes, surface-based 
registration is computationally efficient. In addition, because the deformation 
is controlled by surfaces that can be edited by an operator, it is possible to 
interact with the deformation algorithm, which is important in the context of 
clinical acceptance of a deformable registration algorithm. 

Another important advantage of the presented approach is its generality. 
The organ database is currently being extended to other treatment areas such 
as breast, liver, lung, head and neck. Potentially, the method can be applied 
to other imaging modalities by using the principle of organ-specific image 
features 39 . 

4.2 Validation concepts for adaptive radiotherapy 

ln-treatment room kV cone-beam CT (CBCT) imaging is an emerging 
technology, which has still not reached the image quality of a conventional 
CT imaging regarding spatial resolution and soft tissue detectability. 40 Hence 
image processing techniques, which provide good registration and 
segmentation for conventional CT time series, may not be directly applicable 
to IGRT based on cone-beam volumetric imaging. 

A test suite was designed to simulate the quantitative impact of CBCT 
imaging quality on the performance of image registration and segmentation 
techniques used to correlate treatment time images with planning images. 41 
The result is measured with respect to improvements of the dose volume 
histograms. The main components of the test suite are: 

• A simulation engine to transform the grey-values of conventional CT 
images to better match the imaging characteristics of CBCT, including 
effects such as beam quality, residual scatter, residual beam hardening, 
simulation of defect pixels, truncation, flat panel detector noise. 

• The segmentation and registration algorithms such as described above. 

• An inverse planning dose engine to create treatment plans and associated 
dose distributions based on the delineated target and organ at risks. 

• A plan evaluation tool to create dose-volume histograms. 

A first result suggested that rigid registration works robustly on CBCT 
even under low dose conditions. Moreover, an adaptation of the plan using a 
rigid correlation already improves the dose volume histogram. 
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5. SUMMARY 

Radiation therapy (RT) has seen several advances in the past decade. 
Many improvements in computers, imaging and image post-processing 
technology have fueled much of these advancements. Sophisticated dose 
computation, 3D visualization and planning tools were enabled in software 
systems such as Pinnacle 3 . Intensity modulated radiotherapy was the next 
logical step and has provided the clinicians the ability to carve out dose 
distributions to treat desired targets while sparing normal structures. 

The next round of advancements in RT include adaptive radiotherapy and 
image guided radiotherapy where the image based monitoring of the patient 
and treatment will enable correction of the treatment while the patient is on 
the table, or monitoring of the anatomical or biological changes in the patient 
prompting re-planning of the treatment if necessary. 

These new techniques require substantial advances in image processing 
in the areas of model based image segmentation, deformable image 
registration and biological modeling. These tools will enable the evaluation 
of anatomical and biological changes in the patient and the accumulation of 
the true delivered doses to the tissues undergoing deformations during the 
course of RT. 

Further evaluation of the biological and functional properties of the 
tissues in RT is enabling better definition of target volumes and improved 
knowledge of the effects of RT on biological function. Molecular imaging 
techniques have the potential to identify hypoxic regions of tissues, which 
are known to be resistant to RT, enabling the clinician to consider this in the 
prescription of doses. The knowledge of molecular imaging combined with 
intensity-modulated radiotherapy (IMRT) will give the clinician the ability 
to tailor the dose distribution to the anatomical target volumes as well as 
boost the dose to regions that are identified as either resistant to radiation, or 
regions known to contain high densities of tumor tissue. 

As these techniques advance, radiotherapy departments will need to 
manage image-based data at an ever-increasing rate. Computers will 
continue to play a large role in advancing the practice of RT as well as other 
areas of medicine. 


REFERENCES 

1. J. Lof, H. Rehbinder, T. McNutt, and S. Johnson, P3IMRT Inverse planning 
optimization. White Paper Publication, ADAC Laboratories (Philips), (Milpitas, CA 
2002 ). 

2. R. Mohan, C. Chui, and L. Lidofsky, Energy and angular distributions of photons from 
medical linear accelerators, MedPhys 12, 592-597 (1985). 



13. Advances in External Beam Radiation Therapy 


215 


3. T.R. Mackie, J.W. Scrimger, and J.J. Battista, A convolution method of calculating dose 
for 15-MV Xrays, MedPhys 12, 188-196 (1985). 

4. T.R. Mackie, A.F. Bielajew, D.W.O. Rogers, et al., Generation of photon energy 
deposition kernels using the EGS Monte Carlo code, Phys Med Biol 33, 1-20 (1988). 

5. T.R. Mackie, P.J. Reckwerdt, T.R. McNutt, et al., Photon dose computations, Proc 
AAPM Summer School, AAPM-College Park, MD (1996). 

6. A. Ahnesjo, P. Andreo, and A. Brahme, Calculation and application of point spread 
functions for treatment planning with high energy photon beams, Acta Oncol 26, 49-56 
(1987). 

7. N. Papanikolaou, T.R. Mackie, C. Meger-Wells, et al., Investigation of the convolution 
method for polyenergetic spectra, Med Phys 20, 1327-1336(1993). 

8. M.B. Sharpe and J.J. Battista, Dose calculations using convolution and superposition 
principles. The orientation of the dose spread kernels in divergent Xray beams, Med Phys 
20,1685-1694(1993). 

9. T.R. McNutt, T.R. Mackie, P. Reckwerdt, et al., Calculation of portal dose images using 
the convolution/superposition method, MedPhys 23(4), 527-535 (1996). 

10. T.R. McNutt, Dose calculations Collapsed cone convolution and delta pixel beam, White 
Paper Publication, AD AC Laboratories (Philips), Milpitas, CA (1999). 

11. J.D. Chapman, J.D. Bradley, J.F. Eary, et al., Molecular (functional) imaging for 
radiotherapy applications an RTOG symposium, Int J Rad One Biol Phys 55(2), 291-301 
(2003). 

12. M. Kass, A and Witkin, D. Terzopoulos, Snakes active contour models, Int J of 
Computer Vision 1(4), 321-331 (1988). 

13. D.L. Collins, T.M. Peters, W. Dai, et al., Model-based segmentation of individual brain 
structures from MRI data, Proc Vis Biomed Comp, 10-23 (1992). 

14. T.F. Cootes, A. Hill, C.J. Taylor, et al., The use of active shape models for locating 
structures in medical images, Imag Vis Comp 12(6), 355-366 (1994). 

15. L.S. Hibbard, Region segmentation using information divergence measures, Proc 
MICCAI, 554-561 (2003). 

16. V. Pekar, T.R. McNutt, and M.R. Kaus, Automated model-based organ delineation for 
radiation therapy planning in the prostate region, Int J Rad One Biol Phys 60(3), 973-980 
(2004). 

17. S. Pizer, P. Fletcher, S. Joshi, et al., Deformable M-reps for medical image registration, 
Int J Comp Vis 55(2), 85-106 (2003). 

18. P.F. D’Haese, V. Duay, R. Li, et al., Automatic segmentation of brain structures for 
radiation therapy planning, Proc SPIE Medical Imaging, 517-526 (2003). 

19. R. Bajcsy and S. Kovacic, Multiresolution elastic matching, Comp Vis Graph Imag 
Process 46, 1-12 (1982). 

20. A. Toga (ed 1), Brain Warping, (Academic Press, 1999). 

21. J. Modersitzki, Numerical methods for image registration, (Oxford University Press, 
2004). 

22. F. Bookstein, Principal warps thin-plate splines and the decomposition of deformations, 
IEEEPAMI 11, 567-585 (1989). 

23. G. Christensen, R. Rabbitt, and M. Miller, Deformable templates using large 
deformation kinematics, IEEE Trans Imag Process 5, 1435-1447 (1997). 

24. M. Davis, A. Khotanzad, D. Flaming, et al., A physics-based coordinate transformation 
for 3D image matching, IEEE Trans Med Imag 16(3), 317-328 (1997). 

25. J. Kohlrausch, K. Rohr, and S. Stiehl, A new class of elastic body splines for nonrigid 
registration of medical images, ProcBVM, 164-168 (2001). 

26. K. Brock, M. Sharpe, L. Dawson, et al.. Accuracy of finite element model-based multi¬ 
organ deformable image registration, MedPhys 32(6), 1647-1659 (2005). 



216 


Chapter 13 


27. T. Guerrero, G. Zhang, T. Huang, et al., Intrathoracic tumour motion estimation from CT 
imaging using the 3D optical flow method, Phys Med Biol 49(2204), 4147-4161 (2004). 

28. S. Huang, and M.E. Phelps, Principles of tracer kinetic modeling in positron emission 
tomography and audiography - principles and applications for the brain and heart, Raven 
Press, New York, 287-346 (1986). 

29. G.G. Steel (ed), Basic clinical radiobiology (Oxford University Press, 2002). 

30. Y. Yang, and L. Xing, Towards biologically conformal radiation therapy (BCRT) 
Selective IMRT dose escalation under guidance of spatial biology distribution, Med Phys 
32(6), 1473-1483 (2005). 

31. G. Mageras (ed.), Management of target localization uncertainties in external beam 
therapy, Seminars in Radiation Oncology 15(3) (2005). 

32. G. Chen, T. Bortfeld (eds.), High-Precision therapy of moving targets, Seminars in 
Radiation Oncology 14(1) (2004). 

33. T. Mclnemey and D. Terzopoulos, Deformable models in medical image segmentation, 
MedImag Anal 1(2), 91-108 (1996). 

34. J. Weese, M. Kaus, C. Lorenz, et al., Shape constrained deformable models for 3D 
medical image segmentation, Proc IPMI, 380-387 (2001). 

35. M. Kaus, V. Pekar, C. Lorenz, et al., Automated 3D PDM construction from segmented 
images using deformable models, IEEE Trans Med Imag 22(8), 1005-1013 (2003). 

36. M.R. Kaus, T.R. McNutt, and V. Pekar, Automated 3D and 4D organ delineation for 
radiation therapy planning in the pelvic area, Proc SPIE Medical Imaging, 346-356 
(2004). 

37. D. Ragan, G. Starkschall, T. McNutt, et al., Semiautomated four-dimensional computed 
tomography segmentation using deformable models, Med Phys 32(7), 2254-2261 (2005). 

38. M.R. Kaus, V. Pekar, T.R. McNutt, et al., An efficient algorithm for image-based dose 
deformation and accumulation, Med Phys 32(6), 1900 (2005). 

39. M.R. Kaus, J. von Berg, J. Weese, et al., Automated segmentation of the left ventricle in 
cardiac MRI, Med Imag Anal 8, 245-254 (2004). 

40. D. Jaffray, Emergent technologies for 3-dimensional image-guided radiation delivery, 
Seminars in Radiation Oncology 15, 15208-216 (2005). 

41. M. Bal, L. Spies, and T. McNutt, Adapting treatment plan to organ motions and 
deformations using x-ray volumetric imaging, Proc ESTRO, abstract (2003). 



Chapter 14 


MOLECULAR IMAGING GUIDED 
RADIOTHERAPY 

Imaging Resistance Factors and Response to Treatment 


Kenneth A. Krohn 1 and Lothar Spies 2 

1 University of Washington, Seattle, WA, USA; 2 Philips Research, Hamburg, Germany 


Abstract: Assessment of tumor markers, including ones which determine the tumor's 

radiosensitivity and its response to radiation, are playing a pivotal role in 
future definition of radiotherapies. Two key characteristics, hypoxia and cell 
proliferation, as examples for dynamic imaging using two PET agents, FMISO 
and FLT, are addressed. Developmental pathways toward possibilities that 
exist to extract more quantitative information from these images are sketched. 
Furthermore, we propose how his information may be incorporated in 
radiotherapy planning. 

Keywords: Molecular imaging, radiotherapy, tumor hypoxia, cell proliferation, FLT, 

FMISO, radiotherapy planning 


1. INTRODUCTION 

Currently, several tumor characteristics are used to stage and grade a 
cancer and to predict its overall response to treatment, including its 
sensitivity to ionizing radiation. Some of these include size, site of growth, 
histology and certain biomarkers assayed in tissue or plasma samples. In 
addition, the overall health, age and performance parameters of the patient 
are also important factors to help define the appropriate treatment and to 
predict the response to a given therapy. However, even after the most 
aggressive radiotherapies, inter-patient response can be heterogeneous, local- 
regional failures are too high, and the five-year survival rates are variable. 
The underlying mechanisms of this heterogeneous response of patients with 
similar tumors to the same therapy are not adequately understood. 
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Over the past years molecular imaging has made great advances to 
provide functional characterization at the sub-organ level using in-vivo 
assays. To some extent, this advance was triggered by novel molecules being 
labeled with radionuclides or other markers, which can probe and quantify 
aspects of molecular pathways characteristic of certain diseases. The most 
prominent imaging modalities being used for molecular imaging in the 
clinical setting are PET and SPECT. Traditionally FDG has been used for 
more than two decades to visualize glucose metabolism using PET. FDG- 
PET is of great significance in the diagnostic work-up of oncologic patients 
due to its sensitivity for a wide spectrum of neoplasms 1,2 . Whole-body scans 
are used for screening for metastatic disease. Tumor staging is significantly 
facilitated by FDG-PET as documented in several tumor entities 3 and it is 
being used increasingly to monitor response to treatment 4,5 . 

Recent advances in radiotherapy concern the development of Intensity 
Modulated Radiotherapy (IMRT) deploying inverse planning technologies in 
combination with advanced delivery equipment such as computer-controlled 
multi-leaf collimators 6 . This novel methodology has become widely 
available and is becoming part of routine clinical practice. IMRT provides 
unprecedented precision in 3D dose delivery, enabling dose escalation and 
organ sparring in the millimeter regime. Radiotherapy planning is based on 
CT information representing the anatomy of the region to be treated. The CT 
information is key since it correlates with the electron density of the tissue, 
which is needed to calculate the dose to be imparted by the megavoltage x- 
ray beam. MR images complement CT in cases where CT does not provide 
enough anatomic contrast, such as in the prostate, the female breast or in the 
brain. As opposed to its role in diagnosis and tumor characterization, the role 
of molecular imaging for treatment definition remains embryonic. 

In 2000, Ling and coworkers 7 proposed the concept of biological target 
volume (BTV). The authors hypothesized that this BTV could be derived 
from biological images that represent metabolic, functional, physiologic, 
genotypic, and phenotypic data, to improve target delineation and dose 
delivery. Furthermore, they realized the potential of IMRT for intra-tumoral 
dose modulation using dose boosts for selected regions, for example areas 
that showed a higher radioresistance. This could be accomplished while 
sparring dose in radiosensitive regions, thus keeping the integral dose to 
the volume constant. They furthermore hypothesized that ‘noninvasive 
biological imaging may provide the pertinent information to guide the 
painting or sculpting of the optimal dose distribution.’ Since this landmark 
paper appeared, a few publications have emerged to develop Ling’s theme. 
They can be divided into two categories: Papers of the first category have 
investigated how functional information can be used to improve target 
delineation, for example in cases where anatomical images give inconclusive 
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results 8 . The second category comprises papers that investigate how 
molecular imaging can be used to better modulate a certain amount of 
integral dose to a target to closely adapt to intra-tumoral biology, for 
example non-uniformity of radiosensitivity. Recent examples demonstrate 
how functional information provided by SPECT and PET can be utilized to 
realize this adaptation 9 " 11 . To this end, an accurate quantification of intra¬ 
tumor biology is a prerequisite. Furthermore, a quantitative understanding 
of response measured by PET and SPECT is indispensable if treatment 
parameters or even treatment regimens have to be changed at an early stage. 

This chapter is organized as follows: firstly, imaging assays for tumor 
hypoxia and cell proliferation as the most important tools for assessing 
tumor radioresistance and treatment response, respectively, are discussed. 
We focus on FMISO and FLT-PET imaging and elaborate what techniques 
are required to extract quantitative information. The chapter ends with a 
proposition how to incorporate quantitative tumor information into treatment 
definition. 


2. IMAGING TUMOR MARKERS 

The definition of molecular imaging is sometimes restricted to imaging 
specific molecular pathways, for example, cellular signaling and regulation. 
A more general definition would extend imaging to all of the molecular 
characteristics of a disease process that impact on planning appropriate 
therapy and following response to that therapy. Thus, we include in 
molecular imaging attempts to quantify with imaging the extent and spatial 
variance in numerous factors that affect resistance to therapy, including 
hypoxia, expression of multidrug resistance transporters, down-regulation of 
hormonal receptors, and methyl-alkyl transferase activity, as examples. In 
this chapter, hypoxia as one of the most imaged factors in resistance to 
therapy is addressed. 

For imaging response to treatment, it is most useful to quantify common 
characteristics of the tumor phenotype. A benchmark essay by Hanahan and 
Weinberg 12 described six hallmarks of the cancer cell: Three are closely 
related as self-sufficiency in growth signals, insensitivity to anti-growth 
signals, and limitless replicative potential and the other three are invasion 
and metastasis, evading apoptosis and sustained angiogenesis. While 
molecular imaging strategies are being developed for each of these 
characteristics of the tumor phenotype, the general property of cellular 
proliferation is probably the most important way to quantify response to 
cancer therapy 13 . The death of a cancer cell often causes FDG uptake to go 
down, but the imaging signal can have a transient increase due to energy- 
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intensive processes responding to the insult of therapy. In contrast, 
successful therapy will shut down cellular proliferation; the molecular 
machinery for DNA synthesis will halt. Thus, imaging proliferation is an 
unambiguous way to verify response to cytotoxic or cytostatic therapy 14 . 

2.1 Tumor hypoxia 

The physiologic microenvironment of a tumor influences its response to 
therapy. For example, low levels of oxygen, perhaps as a result of 
poor vascularization in the tumor, reduce the cytotoxic effectiveness of 
ionizing radiation by about three-fold. The radiation oncology community 
has been aware of this for fifty years 15 , but attempts to circumvent the cure- 
limiting effects of hypoxia have met with only very limited success 16 . To 
overcome radioresistance, strategies to target tumor hypoxia, an inherently 
heterogeneous phenomenon, are key. Hence, identification and quantification 
of hypoxic domains in a tumor may aid therapy definition, with the impact 
of a better cure that could be quantified as fewer local recurrences. One 
promising pathway to this goal is dose escalation on hypoxic tumor 
subvolumes, as proposed by Ling et al. 7 . The underlying hypothesis is that 
such a scheme may improve tumor control and reduce unwanted side effects. 


cell 

1 -electron reduction 

FMISOi^ FMISO—> FMISO— 

reversible in the presence 
of cellular oxygen 


trapping 

N- 


FMISO 


Figure 14-1. Reaction pathways of FMISO in a cell. 

Many tracers for hypoxia imaging have been developed and tested to 
date 17 . Very few have made it into clinical trials with a significant number of 
patients. The most widely used agent is [ 18 F]-FM1S0, fluoromisonidazole. It 
is a derivative of one of the earliest radiosensitizers used in clinical radiation 
oncology, the azomycin called misonidazole. The drag is bioreductively 
activated by electron transport, but the 1-electron reduction reaction to 
produce the nitro radical anion is reversible in the presence of oxygen in 
tissues. Addition of a second electron generates a bioreductive alkylation 
agent, a non-reversible reaction where the reduced FMISO binds quite 
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indiscriminantly to macromolecules within the cell (Figure 14-1). The result 
is a positive image of FM1SO at low levels of intracellular oxygen. Because 
there is a continuous gradient in oxygen tension in tissues, the contrast in 
FMISO images is only modest but the information content in terms of this 
important factor in resistance to ionizing radiation is large and is just 
becoming widely appreciated. 

2.2 Cell proliferation 

Measurement of cellular proliferation in tumors has played a key role in 
cancer research for many decades. The thymidine labeling index using 
tritiated thymidine, the only nucleoside that is exclusively incorporated into 
DNA, has long been the gold standard for quantifying changes in cellular 
growth in response to cancer therapy 1 s . A decrease in cellular proliferation is 
one of the earliest events in response to successful cancer therapy. While the 
assay with tritium-labeled thymidine was applied to biopsy specimens, the 
advent of n C-labeled thymidine 19 opened the door for non-invasive imaging 
of this important measure of response to treatment. 

Imaging cellular proliferation has a number of advantages over metabolic 
imaging with FDG-PET. Increased and uncontrolled cellular proliferation is 
a unique characteristic of tumors. In contrast, increased energy metabolism 
as measured by FDG is associated with a variety of other processes, included 
inflammation, multidrug resistance transporter function and apoptosis. 
Cellular proliferation changes earlier and is a more definitive indicator of 
successful response to treatment 20 . 

Imaging studies with [ n C]-thymidine are proving useful for answering 
important questions in clinical research 21 ’ 22 , but the procedure is complicated 
because of the abundance of metabolites and the short nuclear decay half- 
life. Therefore a series of non-metabolized thymidine analogs has been 
evaluated 23 and 3’-deoxy-3’-[ ls F]-fluorothymidine, FLT, was selected as 
a useful analogue agent for imaging cellular proliferation. FLT reacts 
with thymidine kinase 1, the cytosolic enzyme that produces the mono- 
phosphorylated nucleotide of FLT, but this molecule does not continue all 
the way to DNA synthesis because the fluorine substitution at the 3’-position 
terminates the polymerization chain. For FLT the rate-limiting step is 
thymidine kinase activity; for thymidine the rate is limited by DNA 
polymerase activity. Because these nucleoside analogs are not natural 
components of DNA, their uptake may not accurately reflect the synthetic 
rate of DNA. FLT and related radiopharmaceuticals still require more 
thorough validation studies. Nevertheless, Shields et al. published the first 
human image with FLT 24 , and a dog image of FLT was recognized as ‘Image 
of the Year’ at the 1997 SNM 25 . Since that time publications involving FLT 
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imaging have proliferated, along with attempts to further validate the 
interpretation of FLT images 14 . 

3. QUANTIFICATION 

The goal of quantitative data analysis in molecular imaging is to move 
from pictures to statistically defensible rate parameters that have a specific 
biological interpretation. The advantage of the positron emission signal is 
that it is quantitative and, with knowledge of the specific activity of the 
injectate, can be directly converted from imaging counts in a voxel to 
picomoles per volume. But this signal is a composite of the amount of tracer 
that was delivered to the imaged volume, the amount that was retained, and 
the amount that washed out or was otherwise metabolized. Because the 
relative contribution of these components varies from patient to patient and 
day to day, dynamic data analysis is a useful tool to resolve a series of 
dynamic images into a map of flux versus transport, for example 14 . The test- 
retest variability is better for modeled images than for simple dpm/voxel or 
SUV images. 

Images of accurate electron densities provided by X-ray CT have formed 
the basis for accurate dose calculation, which is a prerequisite for treatment 
planning. Image distortions and artifacts in CT images propagate into sub- 
optimal treatment parameters, which eventually compromise treatment 
quality. A similar trend must be anticipated for molecular image information 
being used to guide dose prescription. Accurate and quantitative molecular 
parameters have the best potential to improve the quality of care in future 
applications. New technology that combines the biological information from 
PET and the anatomic information from CT in the same instrument will be 
important input for radiation treatment plans in the next decade. 

3.1 Tumor hypoxia 

The FMISO image potentially contains two complementary pieces of 
information: what volume or regions of the tumor are hypoxic and how 
hypoxic are these regions. At this time we do not know whether ‘how much 
hypoxia’ or ‘how bad’ is the more significant determinant of outcome. For 
quantification of the hypoxic volume from FMISO-PET images, a simple 
standard has been established by calculating a tissue-to-blood ratio, T:B, for 
each voxel. FMISO has a partition coefficient near unity so that the T:B ratio 
should be approximately one in well-oxygenated tissues. The numbers are 
normally extracted from late time images, commonly acquired between 90 to 
120 min after tracer injection and ratioed to activity in a venous blood 
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sample acquired at the imaging time. In an earlier work the tissue-to-muscle 
ratio was quantified and a value of 1.4 was considered as a practical level to 
discriminate between predominantly hypoxic versus normoxic tissue 26 . More 
recently a value of 1.2 for the tissue-to-blood ratio has been adopted as a 
discriminator 27 . The latter value was found representative because more than 
99% of normal tissue does not show an uptake greater than 1.2 (Figure 14-2). 

Thus, a simple analysis would describe the volume of pixels with 
T:B>1.2 as the hypoxic volume and the raw image would show the spatial 
heterogeneity of hypoxia in the tumor field. The highest pixel ratio, T:B max , 
would then be a measure of the level of hypoxia and could be used to 
compare the level of hypoxia in patient images of FM1SO before, during and 
after radiation therapy. For example, Koh et al. 26 used serial FMISO images in 
patients with lung cancer, who were being treated with photons, to observe 
the rate and extent of reoxygenation over the course of treatment. 



Tissue: blood ratio 

Figure 14-2. FMISO pixel histogram: Brain to blood (solid line) and tumor to blood (dashed 
line). 

Alternative imaging agents for hypoxia are designed for more rapid 
plasma clearance via renal excretion. While this change in the 
radiopharmaceutical results in higher contrast images, it also introduces a 
component of blood flow into the data analysis. It is no longer valid to 
expect a constant ratio for all normoxic tissues at late times and so more 
complex analysis is required to distinguish effects of delivery (blood flow) 
from those of local retention (hypoxia). 

Due to the high fraction of non-specific binding of FMISO in tissues, 
falsely indicating hypoxia, early attempts were made to extract kinetic 
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parameters from time series of PET images. The suspicion was that non¬ 
specific binding might obscure the specific binding component, which is 
solely responsible for tracer accumulation and thus directly correlated with 
oxygen content. The hypothesis was that a compartmental model might offer 
advantages for discriminating non-specific from specific binding. 28 The 
compartmental model 29 was derived from a physiological picture, which 
modeled the various biological pathways of the tracer in tissue, such as 
uptake, retention and wash out of tracer and the pathways of chemically 
modified tracer molecules in the tissue (Figure 14-3). A parameter was 
identified, which quantifies the trapping rate of metabolized FM1SO, termed 
K A . This parameter could be directly related to the oxygen concentration in 
the tissue. Flaving presented the full analysis, the work concluded that simple 
tissue-to-blood activity ratios correlate well with K A . They exemplified it for 
a human patient with a base of tongue squamous cell carcinoma, for whom 
they reported the following correlation: T : B = 3.73 + 1.07 • log 10 (x'J, 
suggesting that the T:B ratio can be used as a surrogate for the oxygen 
concentration in the tissue. In Figure 14-4, we present results comparing T:B 
ratios and K A for recent data from patients with non-small cell lung cancer 
on a voxel basis 30 . The Philips Research pharmacokinetic modeling tool 
VOXULUS was employed for non-linear regression using a Levenberg- 
Marquardt algorithm with linear weights to estimate the free model 
parameters of the Casciari model (Figure 14-3). 



I 


Figure 14-3. Compartmental model for FMISO transport and reaction rates in tissue. F is 
the flow rate of tracer from blood, C P , into tissue and interstitial space. F also governs 
the transport of metabolized FMISO back to the blood. The dashed box indicates the 
compartments belonging to the cell, a is the branching ratio between trapped and washed- 
out FMISO metabolites, a ■ is the rate of tracer trapped in the tissue. 

Implementation of analytical solutions of the differential equations 
associated with the Casciari-model enabled processing of more than 50 
voxel per second on a standard PC. The scatter plot suggests that the above 
relation may not always be an accurate representation of the trapping rate 
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and consequently of hypoxia. By design, the kinetic model is able to 
discriminate between specific and non-specific binding, which might be an 
essential prerequisite for accurate quantification of hypoxia since the tracer’s 
clearance is relatively slow and unbound tracer equilibrated with the 
vascular pool may always be present in the tissue even four hours after 
administration. 

3.2 Cell proliferation 

There is a substantial history on the modeling of nucleoside kinetics to 
infer DNA synthesis. Thymidine is incorporated into DNA via the salvage 
pathway, but not through the de novo pathway, and DNA synthesis from 
thymidine is substantially up regulated during early S-phase 14 . The approach 
to modeling [ n C]-thymidine metabolism is based on the pioneering work of 
Cleaver 31 . Thymidine nucleotides from both endogenous and exogenous 
sources freely mix within the intracellular DNA precursor pool and 
so relative utilization can be predicted based on the concentration of 
extracellular thymidine 32 . Unless there is a shortage of precursor, the rate of 
DNA synthesis depends on the ‘proliferative state’ of the tissue and not on 
the concentration of precursors; the flux of nucleotides through the precursor 
pool and into DNA is the rate of synthesis. 

Thymidine in the body is rapidly degraded by thymidine phosphorylase 
into the pyrimidine nucleic acid, thymine, and deoxyribose. Thus, while a 
simple standard uptake value (SUV) or uptake ratio is easy to calculate for 
images derived from [ n C]-thymidine, it leads to a significant bias in 
estimating flux into DNA because it fails to account for the substantial level 
of metabolites that are in plasma and tissues. Using time-activity curves 
obtained from blood samples, kinetic parameters can be estimated by 
optimizing the fit of a model to the time course of tissue uptake measured 
by dynamic PET imaging and blood samples assayed for radioactive 
metabolites 33 " 35 . Since PET images integrate the entire radioactivity in a 
region, labeled metabolites affect quantitative interpretation of images from 
labeled thymidine, which is rapidly catabolized in vivo. In tumor imaging the 
approach of subtracting the metabolite background estimated from a 
reference tissue does not work because there is no tissue with sufficiently 
similar properties. To overcome this, a detailed model accounting for both 
thymidine and metabolites using data obtained from blood analysis was 
developed 33,34 . Animal studies were used to validate this model’s ability to 
predict the time course of [ n C]-thymidine incorporation into DNA, and 
simulations and animal studies showed that this analysis provided reliable 
values for the pseudo-rate constant for DNA flux 36 . Preliminary results using 
a separate [ n C]-C0 2 injection to independently measure kinetics of this 
diffusible metabolite showed that compartmental analysis corrected for the 
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metabolite background in the brain and separated the effects of transport and 
retention by DNA synthesis in the tumor 21 . 

PET images of cellular proliferation contain unique and clinically useful 
information. For example, Eary 21 compared PET imaging with [2- n C]- 
thymidine, FDG, and MRI and found that thymidine showed different 
uptake in about half of the patients, indicating that different information 
was being obtained. Brain tumor images of thymidine showed promising 
results and an ability to distinguish active tumor from barrier effects that 
was superior to FDG. Thymidine has also been used to image high-grade 
sarcomas and small cell lung cancer and to monitor response to chemo¬ 
therapy 20 . After successful therapy, the fractional decline in thymidine was 
greater than with FDG, suggesting that thymidine may be of particular 
value for measuring early response. 

[2- n C]-thymidine has also been used to evaluate response to new anti¬ 
cancer agents and to verify their mechanisms of action. For example, 
imaging was used in a small study of patients receiving experimental 
inhibitors of thymidylate synthase, TS, the enzyme that supplies thymidine 
nucleotides via the de novo pathway. These drags, typified by 5- 
fluorouracil, block the de novo pathway and should increase demand for 
utilization by the salvage pathway. Images showed increased thymidine 
retention in tumors after the administration of experimental inhibitors as 
compared to a pre-drag study 22 . Thymidine may be particularly helpful in 
evaluating response to experimental immunotherapy, where the high 
demand for energy during an immune response may result in confusing 
FDG images. 

The literature on quantitative analysis of FLT images is much less 
advanced. The early human studies have focused on SUV data from FLT- 
PET imaging and correlations with the Ki-67 index 37 . Flowever, in view of 
the advantages of full compartmental modeling that have been documented 
for [ n C]-thymidine, a more sophisticated analysis of FLT biodistribution 
kinetics is clearly warranted. Muzi and colleagues 38 have developed and 
evaluated a method based on the analogy between the biochemistry of FLT 
and thymidine. The model measures the retention of FLT-monophosphate 
generated by the phosphorylation of FLT by thymidine kinase 1, the initial 
enzyme in the salvage pathway. This model assumes a steady-state 
biosynthesis and incorporation of nucleotides into DNA because, unlike 
authentic thymidine, FLT nucleotides do not get incorporated into the DNA 
polymer. This analysis also assumes equilibrium between nucleoside levels 
in tissue and plasma and that the relative rates of FLT and thymidine 
phosphorylation can be approximated by direct analysis of in vitro samples. 
The resulting 2-compartment model fits the dynamic imaging data collected 
over 120 minutes and the metabolite-corrected blood curve. This model was 
able to distinguish FLT flux from FLT transport. A companion paper 
described the performance of the model for human data in patients with 
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lung cancer 39 . In this report the flux constants for FLT phosphorylation in 
tumor, bone marrow (high flux) and muscle (low flux) were determined in a 
series of 17 patients, 18 tumors, and compared with an in vitro assay of 
proliferation, the Ki-67 index. Compartmental modeling results were also 
compared with simple model-independent measures of FLT uptake. This 
analysis lead to robust estimates of the flux constant for FLT that correlated 
with in vitro measure of proliferation for tumor, marrow and muscle. The 
correlation with SUV was considerably weaker, substantiating the concept 
that more detailed biochemical parameters from imaging are more useful. 
Further direct comparisons will be required to determine the fidelity of FLT 
flux as a proxy for thymidine flux, the gold standard for imaging cellular 
proliferation. This work will require sequential imaging studies with [ n C]- 
thymidine and [ l8 F]-FLT and should involve tumors with a range of 
histologies and it should also evaluate tumors that have been treated. 


4. TREATMENT DEFINITION 

Once tumor markers relevant for treatment definition are quantified, a 
translation into an optimal dose prescription is needed. The translation is 
associated with two major problems. Firstly, parametric images are relatively 
noisy. This is because they are estimated from a series of PET images, 
which individually feature a high noise level. It is not surprising that the 
corresponding parametric maps have noise levels of 10 to 20%. A direct 
translation of these parameters into dose would result in a similar or greater 
level of noise in the dose prescription. This additional noise may not only 
prolong the inverse planning procedure, but may produce sub-optimal 
treatment parameters. Furthermore, physiological or molecular parameters 
are not directly proportional to the therapy dose, which maximizes cell kill. 
Very recently, Yang and Xing 40 proposed a theoretical framework, which 
relates radiobiological parameters such as clonogen density, radiosensitivity, 
and cell proliferation rate to dose. They defined a tumor control probability 
(TCP) utilizing the linear-quadratic model 41 to represent the tumor clonogen 
survival. The dose is then derived from a maximization of the TCP under the 
restriction that the integral dose to the tumor volume is a constant. We refer 
here to their publication for further details. 

An appropriate means to reduce noise is clustering, e.g. using a k-means 
classifier 42 . Normally, dose confidence levels are provided by modeling in 
addition to the dose levels. The total number of classes ideally adapts to the 
noise content and the dose range in the target to be prescribed. Two dose 
levels or classes can generally be discriminated in a noisy environment if the 
difference of the class-representatives AS is at minimum five times greater 
than the noise, represented by the standard deviation <T S . This argumentation 
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is based on the model of image detection, which states similar criteria for 
a reliable detection of a uniform object in a noisy background, namely that 
the ratio of signal difference and noise shall be greater than five, or 
AS / (7 s >5. Consequently, the number of dose classes can be determined 
in accordance with: 

# clusters = ° mix ~ ° mm , [1] 

S(J D 

where D max min are the maximum and minimum dose, respectively, of the 
target volume; o D is the confidence level or standard deviation of the dose 
and 8 is a constant with a value of five or greater according to the 
aforementioned imaging criterion. 



Figure 14-4. Flowchart of the algorithm. Numbers label the operation steps, which are 
described in the text. 

To evaluate this strategy, the algorithm, illustrated in Figure 14-5, has 
been implemented as a research plug-in (‘BioGuide’) into a Pinnacle 3 
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treatment planning platform (Philips Medical Systems, Milpitas, CA, USA). 
It comprises the following main steps: 

1. Co-registration of anatomical and functional image data cubes. 

2. Kinetic modeling of disease or molecular parameters based on the 
provided functional information to create 3D parametric maps. 

3. Translation of disease or molecular parameters into a voxel-based dose 
distribution for the target region and tolerance dose for the organs at risk. 

4. Clustering of dose distributions into ‘reasonable’ sub-target and sub¬ 
tumor regions. Here operator interaction is indispensable to review and 
amend the automatically generated dose plateaus in the target and organ 
at risk. 

Once the sub-tumor and sub-organ volumes have been generated and 
assigned to an appropriate dose level, inverse planning (step 5) can be 
executed to generate treatment parameters. A feasibility study for a prostate 
tumor featuring a non-uniform radioresistance was conducted to test the 
implementation. The algorithm yielded two distinct regions: for the more 
radioresistant region a 20% higher dose was prescribed than in the remaining 
tumor region. The study compares a standard treatment plan and one with 
adaptation to sub-tumor radioresistance. The result is shown in Figure 14-6. 


5. SUMMARY AND OUTLOOK 

Tumor hypoxia and cell proliferation are important parameters, which 
may allow characterization of tumor radio-resistance and response to 
radiotherapy. Accurate quantification of these parameters is a prerequisite if 
this novel information shall be optimally used for treatment definition. 
Kinetic modeling has the potential to provide the level of accuracy 
necessary. It has been discussed how a surrogate for the oxygen content in 
hypoxic tumors and the cell proliferation can be extracted from time series 
of PET images using the agents FMISO and FLT, respectively. Furthermore, 
a pathway how this information can be used to improve treatment definition 
and to enable sub-tumor dose sculpting has been presented. 

Imaging and quantification of molecular markers will play an essential 
role in future radiotherapy planning. Technologies are emerging, which will 
allow processing and handling of quantitative molecular images in the 
radiotherapy planning suite, thereby facilitating clinical usage of these 
technologies. Certainly, much more clinical experience is needed before 
molecular imaging guided radiotherapy can be considered as a clinical 
reality. 
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Figure 14-5. (A) T:B ratio at 240 min after tracer administration. (B) Parametric map of the 
rate constant K 4 for the same region. The parameter CC was kept fixed at 0.36 as suggested 
in the model" 8 . (C) Scatter plot, T:B versus K A , for lung cancer data (black dots) and the 
correlation hypothesized by Casciari 28 (red dashed line). (Data courtesy Dr. S.M. Eschmann, 
University of Tubingen). 



Figure 14-6. Standard prostate plan without (A) and with dose boosting (B) of a radioresistant 
sub-tumor region. The target volume is delineated in red color. The radioresistant sub-tumor 
region is delineated in green (contours are drawn in A and B). 
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MOLECULAR MEDICINE 

A Revolution in Health Care 

Hans Hofstraat 

Philips Research, Eindhoven, The Netherlands 


Abstract: ‘Molecular’ medicine, based on the use of molecular characteristics of disease, 

resulting from the recent progress in insight in the human genome and its 
function, will have a revolutionary impact on healthcare. Preventive and 
individualized healthcare will occupy an increasingly important place in the 
present medical practice, which is still predominantly based on symptomatic 
diagnosis and treatment. Elements of the concomitant paradigm shift in 
healthcare are early and more effective and successful treatment of disease 
with minimal side effects, and more effective follow-up post-therapy. 
Molecular Medicine has a very important technological component. The two 
main enabling technologies are molecular imaging, focused on identification 
of location and extent of the disease in vivo, in the patient, and molecular 
diagnostics, based on detection of biomarkers in vitro, in samples taken from 
the patient, generally blood. Both technologies and their integrated application 
in the disease ‘Care Cycle’, will be highlighted. 

Keywords: Molecular medicine, molecular imaging, molecular diagnostics, bio¬ 

informatics, system biology, biomarker, biosensor, therapy, care cycle 


1. INTRODUCTION 

Advances in human genome research are opening the door to a new 
paradigm for practicing medicine that promises to transform healthcare. 
Personalized, ‘molecular’, medicine, the use of marker-assisted diagnosis, 
based on both in vitro testing and in vivo targeted imaging, and therapy 
planning, targeted therapies adapted to an individual’s molecular profile, will 
impact the way drugs are developed and medicine is practiced 1,2 . In addition, 
patient care will be revolutionized through the use of novel approaches like 
determination of molecular predisposition, screening of individuals with an 
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elevated risk profile, and by the exploitation of diagnostic, prognostic, 
pharmacogenomic and monitoring biomarkers. Although numerous 
challenges need to be met to make personalized medicine a reality, this 
approach will replace the traditional trial-and-error practice of medicine in 
due time by ‘evidence-based’ medicine (see Figure 15-1). Characteristics of 
molecular medicine are: early and faster diagnosis, better prognosis, and 
tailored therapy with higher efficacy and reduced side effects as compared to 
the present state-of-the-art. The basis for this revolution is the explosive 
growth in knowledge of the structure of the human genome, and its 
translation into the functional elements, the proteins. Key for the 
introduction of evidence-based medicine is the availability of advanced 
medical instrumentation, in particular for in vitro and in vivo diagnostics, 
and to support therapy, and advanced information technology to integrate the 
multiple and complex data streams generated, in support of clinical decision 
taking. 
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Molecular Medicine: 

Curing disease before symptoms become apparent! 
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Figure 15-1. Molecular diagnostics and molecular imaging, coupled to therapy, will change 
the current practice of health care. 
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2. SYSTEM BIOLOGY AND BIOMARKERS 

The next step, to relate the knowledge of the molecular translation cycle 
to onset, development and ultimately treatment of disease, is still extremely 
complex. It bases on insight into the genetic make-up of the individual, 
primarily given by hereditary factors, and laid down in the DNA, and 
subsequently transcribed by RNA into the proteins, the molecules which are 
instrumental in all major biological processes taking place in human cells, 
tissues and organs. Advances in technology have led to elucidation of the 
genetic make-up of, by now many, species, including humans, fueled by the 
ambitious human genome project. Similarly, efforts are going on to establish 
RNA patterns (the ‘transcriptome’) and - extremely challenging still - get 
insight into the range of proteins present (the ‘proteome’). Knowledge of the 
genome, transcriptome and proteome by itself is not sufficient. Gaining 
insight into the functioning of protein signaling, and its impact on cell 
multiplication, interaction and transformation (stem cells) forms the main 
challenge of ‘systems biology’. In systems biology or ‘integrative’ biology 
one tries to integrate all information available from genomics, 
transcriptomics, proteomics, the metabolic processes in our cells and organs 
(‘metabolomics’) in an effort to understand the intricate processes, which 
govern the human body - and provide the basis for understanding the origins 
of diseases. To establish the li nk to disease it is not sufficient to identify the 
primary genetic structures. In addition, we have to gain knowledge on the 
impact of ‘environmental’ factors, such as the effect of nutrition, lifestyle, 
our ambient, stress, etc. These external factors may have profound effects on 
the structure of the genome (e.g., modification of DNA by methylation, 
‘epigenetics’), and will translate into the proteome. Particularly understanding 
of these environmental factors is required to really get a handle on the origin 
of most diseases, and to be able to devise effective cures. 

In an effort to reach this goal one tries to relate the wealth of information, 
which is available from patient samples (information from healthy and 
diseased tissue, generally comprising DNA, RNA, proteins and metabolites), 
to clinical information, with the aim to identify biomarkers - observables, 
which are characteristic for a particular disease, and can be used for early 
diagnosis. Such biomarkers can be discovered in bodily fluids, e.g. in blood 
or serum, so that they may be determined by in vitro diagnostic approaches, 
but also in tissue or organs, providing handles for targeted contrast agents, 
which can be visualized in vivo by making use of advanced imaging 
instrumentation. Specific biomarkers can be applied for early diagnosis 
and for monitoring of diseases, but they can also be used to accelerate 
the process of drug discovery and development: By using biomarkers as 
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‘surrogate endpoints’ in clinical trials drug effectiveness (and toxicology, or 
other side effects) can be detected much earlier than in the conventional 
practice, based on survival rate. The key to this data interpretation and 
analysis challenge is in linking the rich ‘molecular’ information to the 
relatively scarce patient data, which is furthermore complicated by the 
inherent biological variability. Bioinformatics here plays a central role. A 
diagrammatic representation of this complex process is presented in Figure 
15-2. The main aims of the process are to identify characteristic and 
clinically validated biomarkers for disease, and to gain insight into the 
effects of external factors, like food or pharmaceuticals, on the individual 
human health status, defining the fields of nutrigenomics and pharma- 
cogenomics, and the effective implementation of personalized medicine. 
Chapter 17 describes the status of the use of biomarkers in their application 
for disease diagnosis and treatment. 



Bio-informatics Clinical data 



Validated biomarkers 


Figure 15-2. Validated biomarkers are key in the successful introduction of Molecular 
Medicine. Their identification requires the interpretation of large and complicated data sets, 
with the help of bio-informatics tools. 


3. OPPORTUNITIES OF MOLECULAR MEDICINE 

The insight is growing in the molecular origin of disease. It becomes 
increasingly clear that the majority of life-threatening diseases has its origin, 
or at least is significantly influenced by, genetic effects. The sensitivity to all 
diseases that are the main causes of death, cardiovascular disease, cancer, 
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diabetes, and infectious diseases (TBC, malaria, AIDS, etc.) is genetically 
determined to some extent. The same is true for the major debilitating 
diseases, which strongly influence the quality of life: Neuro-degenerative 
diseases (e.g., Alzheimer’s, Parkinson’s) and autoimmune diseases (like 
rheumatoid arthritis). Early detection of these diseases greatly improves the 
therapeutic success rate, leading to a prolongation of the healthy and 
productive lifespan of the individual, and treatment with fewer side effects. 
In addition it has a potential cost-containment effect as well: Particularly a 
shift in the onset of debilitating diseases results in a significant reduction of 
the very high personnel costs involved with nursing the patients. 

Molecular medicine may completely change the healthcare ‘industry’. 
Traditional medicine practice, based on trial-and-error, results both in under¬ 
treatment and over-treatment, multiple office visits, the need for drug 
monitoring, and frequent regimen changes. More than 100,000 deaths per 
year (USA alone) are attributed to adverse drug reactions 1 . A personalized 
approach of tailored care for every individual will become the standard. 
Introduction of targeted drugs, which block receptors in the membrane of 
tumor cells, for instance, may result in slowing down their proliferation or 
even in their elimination. Apart from more effective treatment, some cancer 
types may well be contained - effectively turning cancer in a manageable, 
‘chronic’, disease. First successful targeted drugs have already been 
introduced. An example is the drug imatinib (Gleevec, by Novartis), 
developed after the discovery of a chromosome translocation creating a new 
gene structure, the abl-bcr gene, in chronic myeloid leukemia patients. 
Gleevec binds specifically to the abl-bcr protein, and can alleviate the 
leukemia in patients for whom other treatments have failed 3 . Other examples 
of targeted drugs are Flerceptin (Genentech/Roche, indication: meta¬ 
static breast cancer), and the non-Hodgkin’s lymphoma drugs Bexxar 
(GlaxoSmithKline), and Zevalin (Biogenldec). All these drugs are based on 
monoclonal antibodies, which bind selectively to the tumor cells, and may be 
equipped with toxic substances to enhance their efficiency (e.g., in Bexxar 
radioactive 13 'l is present to invoke radio immunotherapy). The targeted or 
‘smart’ drugs are extremely expensive, for instance for treatment with 
Zevalin and Bexxar the cost of medication amounts to 25-30 k$ per patient. 
It is therefore also for financial reasons very important to identify those 
patients, which respond well to the medication prior to the treatment. 


4. TECHNOLOGY IS KEY 

Molecular medicine is enabled by medical technologies, particularly by 
molecular diagnostics, applied for screening and monitoring to effect early 
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detection, and by molecular imaging, relying on joint application of 
advanced imaging equipment and targeted and/or functional contrast agents 
(see Figure 15-3). Molecular imaging offers unique opportunities for 
combination with (targeted) therapy that can be much better planned and 
monitored with the help of advanced hardware and specifically developed 
software tools, which enable pharmacodynamic modelling. Typically, 
molecular diagnostics and molecular imaging will be applied in tandem, with 
the goal to provide tailored solutions for a wide range of diseases. A 
secondary opportunity may be the application of imaging techniques to 
advance and simplify the drug discovery and development process, driven by 
collaboration of pharmaceutical and biotech companies on the one hand, and 
medical technology companies on the other. The increasingly important role 
of medical technologies in molecular medicine offers opportunities to new 
entrants into this space, particularly to technology-rich companies. 

Briefly, the two main technology areas will be discussed. 



Molecular Diagnostics Molecular Imaging 


• In-vitro tests of specific molecules • In-vivo “measurement'' of specific 

associated with a disease molecules associated with a disease 

• Use of biosensors • Using medical imaging equipment and 

specific contrast agents 


Figure 15-3. Molecular diagnostics and molecular imaging are the key technologies enabling 
molecular medicine. In both technologies characteristic and validated biomarkers are needed. 


4.1 Molecular diagnostics and biosensors 

In vitro diagnostic approaches will become indispensable for early 
diagnosis, for the selection of personalized therapy, and for effective follow¬ 
up, after completion of the treatment or to support maintenance of a chronic 
condition. A distinction should be made between techniques applied for the 
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identification of genomic fingerprints and methods suitable for identification 
of particular biomarkers. 

Genomic fingerprints thus far have been mostly applied to identify 
pathogens, particularly tests are commercially available for human papilloma 
virus, for various forms of the human immunodeficiency virus, and for 
hepatitis B and hepatitis C. Diagnostic products for infectious diseases 
therefore at present dominate the market. Detection is predominantly based 
on amplification of characteristic nucleotide sequences using the polymerase 
chain reaction (PCR), followed by a hybridization assay. 

Increasingly, genomic fingerprints are utilized to assay the molecular 
make up of the host, rather than the pathogen, and are applied to phenotype 
individuals and hence to identify their predisposition to particular diseases 
or to tailor individual therapeutic interventions (e.g., selection of the 
appropriate dose of medication on the basis of metabolic characteristics). 
The thus obtained 'pharmacogenomic ’ fingerprints rely on the application of 
high-density arrays (e.g., the GeneChips provided by the American company 
Affymetrix, or the DNA Microarrays sold by, also US-based, Agilent). 
Typically, these high-density arrays contain many thousands of different 
oligonucleotide strings, which are located at different, well-known locations. 
The presence of complementary oligonucleotides in the sample can be 
measured optically, through sensitive detection of fluorescent labels; even 
single mismatches, so-called single nucleotide polymorphisms, can be 
identified. By careful execution of the measurement protocol also genetic 
expression profiles, highlighting upregulation or downregulation of certain 
parts of DNA or RNA can be made visible. The observed features can be 
applied for diagnostic classification, treatment selection and prognostic 
assessment. 4 In Figure 15-1 an image of (part of) a DNA ‘chip’ is shown. 
Other technologies gaining ground particularly for cancer diagnostics are 
in-situ hybridization and fluorescent in-situ hybridization. 

Alternatively, the measurement can be focused on the identification of 
a (generally more limited) set of biomarkers. Biomarkers in general 
are proteins, which are triggered by the presence of a disease, such as 
membrane proteins, synthesized in response to disease (e.g., proteins, 
which signal apoptosis, or programmed cell death, or enzymes, which are 
released following a stroke or a myocardial infarction). Generally, well- 
established immunological techniques, such as the widely applied enzyme- 
linked immunosorbent assay (‘ELISA’), are used for protein diagnostics, all 
based on the application of highly specific antibodies. For many diseases it is 
necessary to determine a multitude of proteins and, sometimes, additional 
biomarkers, which requires development of new methodologies (see Chapter 
17). High throughput analysis of proteins can be applied for the detection of 
novel drug targets, diagnostic markers, and for the investigation of biological 
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events 5 . Proteomics has the potential of becoming a very powerful tool in 
modern medicine, but still is strongly under development. 

Another kind of biomarker is the presence of a particular kind of 
pathogen, which can be identified following the approach described above, 
so that immediately the cause of the infection and the optimal cure can be 
established. 

Essential for the massive introduction of molecular diagnostics is the 
availability of cheaper and more accessible technologies. For applications, in 
which rapid turnaround times are important, in particular at the point-of-care 
(e.g., for diagnosis of a cardiovascular problem in the ambulance) rapid, 
simple and ‘stand-alone’ approaches are needed. Miniaturized, integrated, 
‘lab-on-a-chip’ tools, based on microfluidic solutions and enabled by 
advances in micro- and nanotechnology, may serve this need. In Figure 15-1, 
a detail of Philips’ very sensitive and integrated magnetic biosensor chip is 
shown, a true product of advanced microsystems technology 6 . 

In Chapter 21, a more detailed discussion of the developments in the use 
of proteins, and their application in health care, can be found, mainly 
focused on the application of mass spectrometry as technique to diagnose 
disease by simultaneous measurement of multiple proteins, as proteomic 
‘fingerprint’. 

4.2 Molecular imaging and therapy 

The possibilities offered by molecular imaging are impressive as well. 
Developments in medical imaging systems, increasingly integrating 
advanced, high-resolution, instruments with sophisticated data and image 
processing to provide ever increasing quality of information to the medical 
professional, go hand in hand with developments of sophisticated functional 
and targeted contrast agent 7,8 . Particularly, the advances in nuclear imaging 
technologies, such as Single Photon Emission Computed Tomography 
(SPECT) and Positron Emission Tomography (PET), extremely low 
concentrations of targets can be localized and quantified. These techniques 
can be utilized to visualize nanomolar or even picomolar concentrations of 
(radioactive) molecules, and can not only be applied for measurement of 
targeted contrast agents, but also for functional monitoring (e.g., measuring 
increased metabolic rates, related to tumor growth). Combination of the 
sensitive, but not very highly resolved nuclear imaging techniques with other 
imaging modalities, which do provide high-resolution morphological data, 
such as Computed Tomography (CT), leads to very powerful molecular 
imaging tools. Also in Magnetic Resonance Imaging (MRI) impressive 
improvements in sensitivity have been realized. By application of targeted 
nanoparticles, sub-micromolar concentrations of suitable contrast agents can 
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be measured. Nanoparticles in general offer interesting opportunities as 
multifunctional platforms that can be used to accommodate, in addition to 
targeting units, both contrast agents and drugs, for targeted therapy 9 . 

An interesting opportunity of MR1 is to use the imaging instrument 
directly, without the application of contrast agents, e.g. to measure brain 
activity. This so-called ‘functional MR1’ technique obviously has the 
advantage that truly non-invasive characterization can be done. 

The introduction of Molecular Imaging approaches into the medical 
practice requires both instrumental and (bio)chemical advances. Chapter 16 
on Molecular Imaging Systems addresses the first topic. The imaging agents, 
in a general sense are covered in Chapter 18, and the particular focus on the 
application of targeted nanoparticles in Chapter 19. Chapter 20 on molecular 
imaging with Annexin A5 provides a detailed account of the potential of 
in vivo medical imaging for tomorrow’s healthcare, exemplified by the 
application of targeted contrast agents for the early identification of 
indications of cardiovascular disease. 


5. IMPLEMENTATION: THE ‘CARE CYCLE’ 

The full-fledged introduction of molecular medicine is the basis for an 
integrated approach of tomorrow’s healthcare, with the following 
characteristics: 

• Earlier detection of disease, by careful screening of people with elevated 
genetically inherited and/or lifestyle-related risks using highly specific 
biomarkers. 

• Better diagnosis for better treatment, based on the individual patient’s 
own biochemistry. 

• Targeted and minimally invasive treatment with better efficacy and less 
side effects. 

• This picture of the future is driven by technological advancements, but 
relies on important and challenging advancements in the biomedical 
sciences and in information technology as well. 

It is Philips’ ambition to address healthcare in an integrated fashion, 
addressing all aspects of the ‘Care Cycle’, as schematically depicted in 
Figure 15-4. The ‘Care Cycle’ approach starts with determination of the 
individual’s predisposition to identify genetically inherited or lifestyle 
related risks using molecular diagnostics. It then moves to focused screening 
of people at risk, initially employing molecular diagnostic technologies, but 
in combination with molecular imaging for confirmation, localization and 
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quantification, aiming at early detection of the onset of disease. 
Subsequently, when needed, individualized therapy is started, guided by 
treatment planning and monitoring of the therapeutic results with the aid of 
(molecular) imaging. In addition, imaging techniques can be invoked for 
minimally invasive treatment, providing more directed surgery and 
treatment. Finally, post-treatment molecular diagnostics and molecular 
imaging can be utilized to monitor for recurrence or for active containment 
of the disease. The proposed approaches, which of course need to be 
combined with established clinical procedures, lead to an explosive increase 
of data, both qualitative and quantitative (enabling more objective, 
‘evidence-based’ medicine), which makes taking the right decisions more 
and more complex. Flence, attention needs to be paid to derive transparent 
information from the rich data sets, and help the physician to come to the 
right diagnosis and therapy. Philips has taken up this challenge and is 
developing ‘Clinical Decision Support Systems’ to serve this need. 

First elements of molecular medicine have already been introduced into 
the clinical practice. Examples are screening for predisposition for breast 
cancer, which is offered by the company Myriad Genetics. Focused 
screening of women at risk may result in detection of breast cancer at an 
early stage, when it is still localized, with close to 100% treatment success. 
The Dutch start-up Agendia, based on the pioneering work of Laura van 
‘t Veer and coworkers, has developed a tool for stratification of patients, 
based on 70 marker genes, allowing for the administration of the best 
treatment to the individual patient 10 . Philips Radiation Oncology Systems 
(PROS) provides innovative solutions to manage patient treatment, which 
include imaging, localization, simulation and planning of minimally 
invasive, image-guided procedures, and planning of conformal external 
beams for more effective radiation treatment. Genentech, finally, has 
developed a targeted, antibody-based, drag, which can be applied to cure 
women with metastasized breast cancer, provided they show overexpression 
of the FIer2/Neu membrane receptor 11 . The company Vysis has developed a 
molecular diagnostic test to screen for this receptor, to identify those 
patients, which will benefit from the treatment 12 . 

Even though individual tests are available, it will take time to introduce 
molecular medicine throughout the care cycle. For many diseases no 
comprehensive insight is available into their origin, and no unambiguous 
biomarkers have yet been identified. To counter this challenge a tremendous 
effort is required, involving advanced academic research, together with 
contributions from pharmaceutical and biotech companies, and from medical 
technology companies, which should join forces to realize breakthroughs. At 
the same time it is crucial to link the increasing insights in the fundamental 
biochemistry of disease to clinical observations. In particular molecular 
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imaging can play a crucial role in this translational challenge. Finally, the 
medical profession is (rightfully) conservative; therefore, convincing 
evidence for the efficacy of the Molecular Medicine approaches needs to be 
provided, before they will be accepted. The challenges have been recognized 
by N1H director Zerhouni, who identifies in his description of the N1H 
Roadmap the most compelling opportunities in three arenas: new pathways 
to discoveries, (highly multidisciplinary) research teams of the future, and 
re-engineering the clinical research enterprise 13 . 


Molecular Therapy Molecular Imaging 

Genomics-based therapy, Therapy assessment, 

therapy planning, “PROS", ... quantitative imaging 



Molecular Dx 

Monitoring of biomarkers 


Molecular Imaging 

For confirmation and 
localization 


focused screening of biomarkers 


Figure 15-4. The future ‘Care Cycle’ of molecular medicine, based on the joint application of 
molecular diagnostics and molecular imaging to enable timely and targeted treatment. 

My expectation is, however, that within the next decades an increasing 
number of molecular diagnostic and molecular imaging approaches will be 
introduced, providing molecular medicine care cycles for many important 
diseases. 
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MOLECULAR IMAGING SYSTEMS 

Towards High Sensitive Detection of Molecular Processes for 
Early Diagnosis and Therapy 

Tobias Schaeffter 
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Abstract: Molecular imaging is a new discipline in medicine that promises a paradigm 

shift in healthcare: from diagnosis and treatment of late symptoms, to the 
prevention and cure of diseases. In this chapter, the basic principles of 
molecular imaging are described. It is shown that molecular imaging requires 
imaging systems with high sensitivity. Basic principles of the different 
imaging modalities are described emphasizing the main factors that influ¬ 
ence the sensitivity. Since the different imaging modalities can be considered 
as being complementary, the development of multi-modality systems is 
highly relevant for molecular imaging. 

Keywords: Molecular imaging, PET, SPECT, optical, MRI, ultrasound. X-ray, sensitivity, 

multi-modality systems 


1. INTRODUCTION 

The developments in molecular biology and genomics in the past decade 
have resulted in better understanding of the underlying processes of diseases. 
These new insights can cause a redefinition of diseases. Likewise, new 
diagnostic and therapeutic strategies will be designed to specifically target 
abnormal molecular pathways. Especially, many modern drugs stop or 
modulate molecular processes, whereas the assessment of the therapeutic 
effects caused by such drugs is still based upon the diagnosis of late 
symptoms, e.g. the size of tumors. The development of a molecular-based 
diagnosis could help to detect diseases in an early stage and to assess therapy 
effects more rapidly. Furthermore, the availability of molecular diagnostic 
techniques can also support the development and approval of new molecular 

247 

G. Spekowius and T. Wendler (Eds.), Advances in Healthcare Technology, 247-268. 

© 2006 Springer. Printed in the Netherlands. 



248 


Chapter 16 


therapies. In the long run, the development of molecular medicine (i.e. 
molecular diagnosis and therapy) could enable a paradigm shift from 
diagnosing and treating the late symptoms, to prevention or cure of diseases. 

An important development in molecular medicine is the advancement of 
diagnostic imaging to assess disease-specific molecular information. This 
fast developing field of ‘Molecular Imaging’ aims at the early detection of 
pathological processes for better diagnosis and/or monitoring of therapies. 
Molecular imaging does not resolve the molecule’s structure by employing 
ultra-high spatial resolution, but it aims at the ‘exploitation of specific 
molecules as the source of image contrast’ 1 . In principle all major diagnostic 
imaging techniques, like nuclear imaging, magnetic resonance imaging 
(MRI), ultrasound (US), X-ray and optical imaging, can be exploited for 
molecular imaging. In the following, the principle of molecular imaging will 
be introduced and the different imaging modalities will be discussed for their 
application in molecular imaging. 


2. PRINCIPLE OF MOLECULAR IMAGING 

Already in an early stage of a disease, cells can show a number of 
pathological features: There may be specific mutations in one or a number of 
genes of the cell’s DNA or the cells may show a different activity of gene 
expression, which results in an up- or downregulation of specific molecules 
in- or outside the cell. Molecular imaging aims at the detection and 
quantification of such molecules. Since the molecules themselves are too 
small to be imaged directly with non-invasive imaging techniques, targeted 
contrast agents are employed. In general, such a targeted contrast agent 
consists of a number of components (see Figure 16-la): a ligand, a linker, a 
carrier and one or a number of labels. A ligand selectively binds to the 
target. This could be a peptide, aptamer, antibody or other small molecule. 
The linker connects the ligand to the carrier. Typical carrier substances 
are dendrimers 2 , polymers 3 , liposomes 4 , perfluorcarbon nanoparticles 5 or 
fullerenes 6 . The carrier contains a number of labels, which influence the image 
contrast. The composition of the label depends on the imaging modality. For 
example, such a targeted label-compound could be a radioactive isotope for 
nuclear imaging 7 , a fluorescent molecule for optical imaging 8 , paramagnetic ions 
for MRI 9 or microbubbles 10 and/or nanoparticles 5 for ultrasound. Generally, 
there are two different interactions of targeted agents to detect molecular 
targets (see Figure 16-lb). First, a targeted agent can selectively bind to the 
molecular target (e.g. cell surface receptor). After clearance of the unbound 
contrast agent there is a one-to-one relation of agent and receptor. Therefore, 
the receptor density determines the number of targeted agents that can be 
imaged. Second, the targeted contrast agent could interact with molecules 
(e.g. enzymes) inside of cells resulting in trapping of the contrast agent 
inside the cell. An advantage of this approach is that an enzyme can trap a 
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number of targeted agents. Therefore, over time, the contrast agent will 
accumulate in cells that contain the target molecule, i.e. this mechanism 
leads to an effective amplification of the signal. Another class of imaging 
agents is activatable or ‘smart’ agents. These are agents, in which the 
contrast mechanism could be switched ‘on’ and ‘off’, when the agent hits 
the molecular target 11 ' 12 . 



Figure 16-1. a) Components of targeted agents, b) Interaction of targeted agents: selective 
binding and trapping. 

A critical step in utilizing molecular imaging is to define appropriate 
imaging targets and corresponding ligands. The definition of imaging targets 
depends on the existing scientific understanding of the disease. In some 
cases, targets and suitable ligands can be found in the existing scientific 
literature. Increasingly, high-throughput screening techniques, which 
incorporate data from genomic and proteomic screens, are being used to find 
molecules that are expressed at abnormally high or low levels in certain 
diseases. Most human diseases involve a number genes and proteins and the 
resulting over- or underexpression of molecules results from complex 
competing mechanisms influenced by genetics, environmental factors and 
the immune system. Therefore, it is often difficult to distinguish between 
molecules that are associated with the disease and those molecules, which 
are related to an immune response. Furthermore, the up- and down 
regulation of molecules is a dynamic process, i.e. diseases move through 
different stages and thus different types and levels of molecules are 
expressed. The identification of suitable targets is key for the development 
of targeted imaging agents and drugs. Currently available drugs are directed 
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against approximately 500 molecular targets (45% of which are receptors; 
30%, enzymes; and 25%, other targets), and it is estimated that potential 
future drag targets are in excess of 5,000-10,000 13 . A more detailed 
description of potential molecular targets can be found in the following 
Chapter 17. 

In many cases, the accumulation of targeted imaging agents depends only 
on the proper selection of target-ligand combinations, but also on the 
physicochemical properties of the agent complex. After administration, a 
contrast agent will be distributed over and cleared from the body, which is 
called the pharmacokinetic of the agent. Characteristics like molecular 
weight, hydrophobicity and charge may cause a contrast agent to 
preferentially accumulate in certain cells or tissues. This passive targeting is 
for example used in the imaging of tumors, as the increased permeability of 
tumor vasculature allows macromolecules to extravasate and build up to a 
larger degree in tumor tissue 14 . Using targeted contrast agents does not mean 
that one can forget about passive targeting. A targeted contrast agent will 
still need to possess properties that enable it to reach its target. A detailed 
description of molecular imaging agents can be found in Chapter 18. 


3. MOLECULAR IMAGING SYSTEMS 

Targeted contrast agents can be developed for different imaging modal¬ 
ities. The amount of image contrast caused by the agents depends on the 
underlying physical principle of the imaging modality, i.e. it depends on the 
type of the emitted energy and its interaction with the tissue. Imaging 
methods use either non-ionizing or ionizing radiation that interact with tissue 
at the molecular or atomic level, involving a variety of interaction mechan¬ 
isms such as absorption, reflection, scattering and transmission. The type of 
energy involved and its interaction mechanisms determine not only the 
image contrast, but also the spatial resolution and sensitivity. Usually, these 
three properties depend on each other: even if the image has a very high 
signal-to-noise ratio (SNR), this is not useful unless there is a high enough 
contrast-to-noise ratio (CNR) to be able to distinguish between the 
accumulation of an agent and the background. The CNR depends also on the 
spatial resolution of the image. If the spatial resolution, (more precisely 
the full-width-half-maximum (FWHM) of the point spread function), is in 
the order of the size of the image feature, e.g. the accumulated contrast 
agent, then image blurring reduces the contrast significantly. In the 
following, the basic physical principles of the different imaging modalities 
are described, and the main factors that influence the sensitivity are 
discussed. 
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3.1 Nuclear imaging 

Nuclear imaging is based on the detection of gamma rays that are emitted 
by radionuclides. Small amounts (typically nanograms) of radionuclides (e.g. 
" m Tc, 11 'in, 123 1, 201 T1, "C, 13 N, 15 0, and 1S F) are injected into the organism. 
In contrast to other imaging modalities like MR1, X-Ray or ultrasound, 
nuclear imaging does not provide morphology information but images the 
spatial distribution of radionuclides in the organism. This distribution 
strongly depends on the biological behavior of a radiopharmaceutical. 
Therefore, the development and synthesis of radiopharmaceuticals is key in 
nuclear imaging to obtain physiological, metabolic, and especially molecular 
information. Two main nuclear imaging techniques can be distinguished due 
to the use of different types of radionuclides: Single photon emitters decay 
under the emission of gamma rays with energies between 100 and 360 keV. 
Positron emitters decay under the emission of positrons that result in a pair 
of high-energy gamma rays (511 keV), after annihilation with an electron. 
The corresponding 3D imaging techniques are called single photon emission 
computed tomography (SPECT) and positron emission tomography (PET), 
respectively. 

3.1.1 Single photon emission computed tomography (SPECT) 

In SPECT, the injected radiopharmaceutical has accumulated in a 
suspicious region in the body. During the decay of the radionuclides, gamma 
rays are emitted in all directions. Some of the gamma rays are attenuated and 
scattered in the body. In order to detect the gamma rays a gamma camera is 
rotated around the body. The basic design of a gamma camera was described 
by Hal Anger in 1953 15 , which mainly consists of three parts: a collimator, a 
scintillation crystal and a number of photomultipliers. 

The collimator selects only those gamma rays that have a trajectory at an 
angle of 90° to the detector plane and blocks all others. The collimator is 
generally a lead structure with a honeycomb array of holes, where the lead 
walls (septa) are designed to prevent penetration of gamma rays from one 
hole to the other. The parallel hole collimator is the most widely used 
collimator. Other types of collimators can be used to magnify the size of an 
object on the image. A pinhole collimator is an extreme form of a converging 
collimator and allows magnifying small objects placed very close to the 
pinhole 16 . The disadvantage of collimators is the low efficiency of gamma 
ray utilization, because they absorb most of the emitted gamma rays. 

The gamma rays that have passed through the collimator are converted 
into a detectable signal. Usually, a single sodium iodide crystal doted with 
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thallium is used. When a gamma ray strikes this scintillation crystal, it loses 
energy through photoelectric interactions and, consequently, light is emitted. 
Overall, approximately 15% of the absorbed energy is converted into visible 
light. In order to convert the light signal into an electrical signal, photo¬ 
multipliers are closely coupled to the scintillation crystal. The position of the 
scintillation point is determined from the relative signal outputs of the 
photomultipliers using an Anger position network. In addition, the sum of 
the signals is proportional to the energy of the absorbed gamma rays, which 
can be used to differentiate between non-scattered and scattered gamma rays. 
Furthermore, energy windows can be used for simultaneous imaging of 
various tracers. 

In SPECT, one or more gamma cameras are rotated around the patient. 
The camera acquires a number of planar images from different view angles 
in a ‘stop-and-go’ mode. Typically, 32 to 128 views are acquired to reconstruct 
a three-dimensional image of the object using a filtered backprojection 
algorithm. Usually, images with a numerical resolution of 64x64 and 128x128 
are reconstructed. In order to improve the image quality in SPECT, the tissue 
attenuation has to be corrected for. 

The spatial resolution in SPECT depends on a number of factors. 
Although the intrinsic resolution of the scintillator-photomultiplier 
combination is in the order of 3 mm, the practical resolution of gamma 
cameras is less and mainly limited by the collimator. The overall spatial 
resolution of clinical SPECT ranges from less than 1 cm to about 2 cm, 
depending on the collimator type and its distance from the gamma ray 
source. In dedicated animal systems, special collimators are used, such as 
pinhole collimators and their resolution can be below 3 mm. 

The major applications of SPECT imaging are assessment of cardiac 
function, measurement of blood perfusion in various organs (e.g. heart, brain 
or lung), detection of tumors and measurement of renal function. SPECT has 
been successfully used in clinical oncology, e.g. for imaging of somatostatin 
receptors, which are overexpressed in many tumors 17 . 

3.1.2 Positron emission tomography (PET) 

A different and more sophisticated nuclear imaging technique is positron 
emission imaging. The radiopharmeuticals used in this technique decay 
under the emission of positrons. The kinetic energy of emitted positrons 
depends on the radionuclide. The emitted positron travels a short distance 
(0.3-2 mm) within tissue until it is captured by an electron. The two particles 
annihilate and the mass of both particles is transformed into energy, i.e. into 
the generation of two y-rays with an energy of 511 keV. These y-rays can be 
detected by a detector system enclosing the object. The instrumentation 
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design of PET is similar to SPECT. The main difference is that PET needs 
to detect significantly higher energies and the replacement of geometrical 
by electronic collimation requiring the design of a coincidence detection 
circuitry. 

The theoretically achievable spatial resolution of most positron-emitters 
is in the order of 1mm, which depends on the energy of the positrons. 
However, the spatial resolution of practical PET systems is less. It mainly 
depends on the size of detector elements and is in the order of 4-8 mm for 
clinical systems and 2-4 mm for small bore animal systems (Fig. 16-2). 

A major clinical application of PET is tumor imaging, since malignant 
cells have a higher rate of glucose metabolism, which results in increased 
uptake of radioactively labeled sugar (FDG). Recently, PET imaging was 
capable to image gene expression by using new reporter probes in small 
animals ’ , and to monitor gene therapy in patients” . 



Figure 16-2. PET-image of a rat obtained with a dedicated small-bore PET system (Mosaic, 
Philips Medical Systems). 


3.2 Sensitivity of nuclear imaging 

The sensitivity of nuclear imaging depends on two independent factors: 
the properties of the contrast agent and the sensitivity of the detection 
system. In particular, the dose of the radiopharmaceutical will improve the 
SNR, whereas the effectiveness of the radiopharmaceutical, i.e. the degree of 
specific uptake at the site in comparison with the background, improves the 
CNR. The sensitivity of the detection system determines the amount of 
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detectable y-rays. Maximum detection efficiency is desirable to obtain 
maximum information with a minimum amount of radioactivity. In the 
following, the main factors that influence the sensitivity from the 
instrumental side will be described and trends to improve the sensitivity will 
be discussed. 

3.2.1 Sensitivity of gamma-cameras (SPECT) 

The sensitivity of a SPECT system depends on two major factors: the 
efficiency of the detector and the collimator efficiency. The detection 
efficiency refers to the rate of conversion of the emission from the radiation 
source into useful signals by the detector. This characteristic is affected by a 
number of factors 21 . First, the geometric efficiency with which the detector 
intercepts radiation emitted by the source. Second, the intrinsic absorption 
efficiency of the detector, which refers to the amount of radiation converted 
into output-signals. Third, the fraction of the output signals that are recorded 
by the energy-selective counting system that allows the differentiation 
between scattered and non-scattered radiation. The overall detection 
efficiency of the detector is the product of the individual factors. 

The collimator performance is another major factor that influences the 
sensitivity of SPECT, which is affected by the type and geometry of 
the collimator. The collimator efficiency describes the fraction of y-rays 
passing through the collimator per y-ray emitted by the source. Typical 
values range 22 between 10" 4 and 5xl0' 4 . As described above the collimator 
defines also the spatial resolution. Therefore, the resolution can only be 
improved at the expense of decreased collimator efficiency, or vice versa. 
The sensitivity of a SPECT with a general purpose parallel-hole collimator 
and for a small-volume source is in the order of 10" 4 cps/Bq, i.e. around 
0.01% events will be detected by the SPECT system. Typically, contrast 
agents with concentrations in the range of nM to pM can be detected with 
such a system. 

In order to improve the sensitivity, the design of new SPECT systems 
targets at the above discussed factors. The development of new detector 
crystals aims at higher absorption efficiencies. An ideal crystal would have 
a high density and a large atomic number, which results in a high y-ray 
detection efficiency. It must have a high light output and a high optical 
transparency to ensure efficient transmission of light. Another trend is the 
development of semiconductor detectors, like cadmium zinc telluride (CZT), 
which allow direct conversion of y-ray into an electronic signal. Such a 
solid-state detection offers an improved energy resolution ensuring the 
elimination of Compton-scatter. An interesting design, is the ‘SOLid STate 
Imager with Compact Electronics’ (SOLSTICE) 23 . This system combines the 
direct gamma ray conversion through solid-state detectors with the better 
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compromise offered by rotating slat collimators 24 , which has a higher 
collimator efficiency. In contrast to conventional SPECT systems, plane 
integrals are measured due to the use of slat collimators. 

3.2.2 Sensitivity of PET 

The sensitivity of PET is determined mainly by the detection efficiency 
and the geometric efficiency. The main difference of PET compared to 
SPECT is that at two detector elements are involved in the coincidence 
detection and that no collimator is required. Therefore, the sensitivity of PET 
is proportional to the square of the intrinsic detector efficiency, i.e. the 
detector material is the critical component in PET. Typically, PET has much 
higher geometric efficiency than SPECT, because single and multi-detector 
rings are covering a large fraction of the total space angle. In addition, due to 
the higher energy of y-rays in PET (511keV) the absorption by tissue is less 
relevant and more y-rays will be detected. 

The overall sensitivity of PET systems for a small volume source are in 
the order of 0.005 cps/sec (i.e. 0.5% events detected) for a single ring system 
and up to 0.1 cps/Bq (i.e. 10% events detected) for a multi ring system with 
3D acquisition. Therefore, the sensitivity in PET can be up to 3 orders of 
magnitude higher than in SPECT, i.e. agents at concentration below pM can 
be detected. The critical component of PET tomographs is the scintillation 
crystal. Although y-rays emitted in PET imaging can also be detected by 
sodium iodide crystals doted with thallium Nal(Tl), the sensitivity of these 
crystals is about 10-fold lower than that of other crystals. For instance, 
bismuth germanate (BGO), cerium doped gadolinium silicate (GSO) or 
cerium doped lutetium silicate (LSO) have higher detection efficiency. New 
detector materials, which have been used in particle physics, are currently 
tested for biomedical PET imaging 25 . Another way to improve the SNR is to 
measure and to exploit the differences in arrival times of y-rays. This time- 
of-flight PET technique allows the location of the emission event within 4- 
10cm. Including these information can reduce the statistical uncertainty in 
the reconstructed image and thus a higher SNR, which can be one order of 
magnitude higher than in conventional PET. 

3.3 Optical imaging 

Optical imaging encompasses a large set of imaging technologies that 
use light from the ultraviolet to the infrared region to image tissue 
characteristics. These techniques rely on different contrast mechanisms 
like transmission, absorption, reflectance, scattering, luminescence and 
fluorescence. These mechanisms provide information on structure, physiology, 
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biochemistry and molecular function. Naturally, these techniques currently 
are limited to surface imaging or experimental imaging in small animals, 
because the penetration depth of light is very limited. However, light 
within a small spectral window of the near infrared (NIR) region (600- 
900 nm) can penetrate more than 10 cm into tissue due to the relatively low 
absorption rates at these wavelengths 26 . The resolution of optical imaging is 
limited by the scattering of light: light photons propagating through tissue 
diffuse and follow random paths. Both, absorption and scattering are 
intrinsic contrast parameters of tissue that can be assessed by optical 
imaging. In 1929, Cutler developed a technique called transillumination 27 : 
light was shined on one side of a breast and the absorption behavior on the 
other side was examined. This approach is similar to projection X-ray 
imaging. However, compared to X-ray imaging, in transillumination the 
spatial resolution is significantly reduced due to the scattering of light 
photons. Because the absorption of hemoglobin depends on its oxygenation 
state, regions with increased vascularity could be detected with this 
technique. During the last decade, diffuse optical tomography (DOT) was 
developed 28 . In this technique, light is applied from different angles and 
scattered light is detected from all directions. In contrast to X-ray CT, in 
optical tomography proper modeling of the scattering process is essential. 
Typically, a numeric solution of the diffusion equation is used to describe 
the propagation of light photons in diffuse media and to predict the 
measurements of the experimental set-up. 

Similar to nuclear imaging, optical imaging is a sensitive modality that 
can detect very low concentrations of an optical dye. In contrast to PET and 
SPECT, optical imaging does not involve ionizing radiation, the optical 
probes are in general stable, and the technologies are less expensive. Optical 
molecular imaging is developing fast in the field of small-animal imaging for 
contrast agent and pharmaceutical R&D. The considerable attenuation of 
light by tissue does not pose a large problem in mice. Two light generating 
principles can be differentiated: fluorescence and bio-luminescence. In 
fluorescence imaging a fluorescent probe (optical dye) is activated by an 
external light source and a signal is emitted at a different wavelength. In bio¬ 
luminescence imaging an enzymatic reaction is used as internal signal 
source. Luciferases are a class of enzymes (oxgenases) that emit light 
(bioluminescence) with broad emission spectra in the presence of oxygen. 
This reaction is responsible for the glooming-effect of fireflies. In contrast to 
fluorescence techniques, there is no inherent background signal in bio¬ 
luminescence imaging, which results in a high signal-to-background ratio 
and correspondingly in excellent sensitivity. However, bioluminescence 
imaging involves genetic engineering of the tissue of interest, hence, the 
method has only been applied in small animals so far 29 . 
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The spatial resolution of optical tomography is rather poor and in the 
order of 5-10 mm, because there is strong scattering and the reconstruction 
problem is ill posed. In comparison with transillumination, diffuse optical 
tomography allows better quantification of absorption, scattering or 
fluorescence in three dimensions. Diffuse optical tomography has been 
applied in preclinical (mouse imaging) and clinical applications (breast 
imaging, Figure 16-3). 



Figure 16-3. Cross sections of the right breast of a patient obtained with optical tomography 
(Philips Research Eindhoven). The strong attenuation (red) indicates the tumor. 


3.3.1 Sensitivity of optical imaging 

The sensitivity of optical tomography depends on a number of factors, 
like the light source (mercury lamp or laser), the detector and the 
reconstruction technique. In optical tomography, different types of lasers are 
used: continuous wave, modulated or short-pulse lasers. A continuous wave 
(CW) laser emits a steady beam of light, which results in a high sensitivity. 
Another method employs modulated laser light to correct for variations in 
attenuation. Pulsed laser emits laser light in an off-and-on manner. The 
application of such lasers allows the selection of ballistic photons, i.e. 
photons that are not or only weakly scattered, which arrive first on the other 
side. The shape of this distribution provides information about tissue optical 
parameters and allows improvement of the spatial resolution 30 . The 
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sensitivity of optical imaging depends on the light source and especially on 
the detector. This can be avalanche photo-diodes or conventional CCD 
cameras. Cooling of CCD-cameras minimi z es the dark current over the 
acquisition and thus improves the sensitivity. Improvement of CCD 
technology, specifically the introduction of back-thinned CCDs and anti- 
reflective coatings 31 . In addition, the sensitivity can be optimized through 
better optical coupling. 

Another major factor influencing the sensitivity of optical tomography is 
the reconstruction algorithm, because the contrast-to-noise ratio of optical 
tomography is often influenced by background-artifacts rather than by noise. 
For reconstruction, typically, a numerical solution of the diffusion equation 
is used to describe the propagation of light photons in diffuse media and to 
predict the measurements of the experimental set-up (forward problem). 
Afterwards, model parameters are improved by using regression analysis, 
comparing the experimental data with the predictions of the forward 
approximation, resulting in images. The image quality can be improved by 
using advanced reconstruction techniques that apply spectral constraints of 
the chromophores and scattering spectra 32 . 

Optical tomography has a sensitivity similar to that of nuclear imaging. 
In particular, fluorescent phantoms at 100 femto-molar concentrations can 
be detected in a small the small-animal optical tomography scanner 33 . 
Theoretical considerations demonstrated that lOOnM of agent should be detected 
with clinical scanners. 

3.4 Magnetic resonance imaging 

Magnetic resonance imaging (MRI) is a non-ionizing imaging technique 
with superior soft-tissue contrast, high spatial resolution and good temporal 
resolution. MRI is capable of measuring a wide range of endogenous 
contrast mechanisms that include proton density, spin-lattice relaxation 
time (Tl), spin-spin relaxation time (T2), chemical shift, temperature and 
different types of motion, like blood flow, perfusion or diffusion. MRI has 
become the modality of choice in many preclinical and clinical applications, 
because it can provide structural and functional information. 

MRI bases on the nuclear magnetic resonance (NMR) effect that was 
observed by Bloch and Purcell in 1946. Three basic requirements must be 
fulfilled to measure an MR-signal. First, the nucleus of interest must possess 
a nonzero magnetic moment. Typical nuclei are for instance hydrogen (1-H), 
phosphorus ( 31 P), carbon ( 13 C), sodium ( 23 Na) or fluorine ( 19 F). The second 
requirement is the presence of an external static magnetic field B 0 . Typical 
field strengths for clinical MRI are between 0.23 and 3 Tesla, whereas they 
can be much higher for pre-clinical systems (4.7 Tesla, 7 Tesla and even 
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higher than 10 Tesla). Due to the Zeeman effect, magnetic moments align 
under specific angles along or opposed to the external field B 0 , resulting in a 
precessional movement of the magnetic moments. The precessional 
frequency, also called Larmor frequency, is given by f 0 = y B 0 , where y is the 
gyromagnetic ratio, a constant for a given nucleus. Since an alignment 
parallel to the field is the lower energy state, it is preferred and slightly more 
nuclei will align along rather than opposed to the field. As a result, the tissue 
will exhibit a net magnetization, which is parallel to the external magnetic 
field and is called longitudinal magnetization. The amount of the net 
magnetization depends on the field strength and increases for higher 
magnetic fields. The third requirement is a time-varying magnetic field B, 
applied perpendicularly to the static B 0 -field and which flips the longitudinal 
magnetization to an arbitrary angle (also called flip-angle) into the 
transversal plane. This precessing magnetization induces a voltage in a 
receive rf-coil. 

The detected transverse magnetization does not remain forever, since two 
independent relaxation processes take place. First, the spin-lattice relaxation 
describes how fast the longitudinal magnetization recovers after applying the 
Bi-pulse. The rate of the recovery process is determined by the relaxation 
time Tj. Secondly, the spin-spin relaxation describes how fast the transversal 
magnetization loses its coherence and thus decays. The rate of dephasing is 
determined by the relaxation time T 2 . In addition to spin-spin interactions, 
dephasing between the coherently precessing magnetic moments can also be 
caused by B 0 -field inhomogeneities. As a result, an apparently stronger 
relaxation process is visible, which is called T 2 * relaxation. Both the spin- 
lattice relaxation time Tj and the spin-spin relaxation time T 2 vary among 
different types of tissue. Furthermore, MR-contrast agents can be applied 
that shorten the relaxation times. In particular, the relaxation rate (the 
inverse of the relaxation time) is proportional to agent relaxivity and its 
concentration. 

In order to distinguish signals from different spatial locations, magnetic 
field gradients are applied. Consequently, with the spatially varying field 
strength a spatially varying precessional frequency is connected. Typical 
values of the spatial resolution of clinical scanners are in the order of 0.5-1 
mm. Fligher resolution can be obtained at higher field strengths due to the 
better SNR (Figure 16-4a). Fligh-resolution imaging of small animals on 
clinical MR-scanners is possible using dedicated rf-coils to increase the 
sensitivity. With these coils a spatial resolution of about 100 pm can be 
achieved (Figure 16-4b). A higher spatial resolution than the 100 pm for 
clinical scanners is possible in dedicated animal MR-scanners that operate at 
a higher magnetic field strength (e.g. 7 Tesla) and which apply strong gradients. 
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Figure 16-4. (a) Brain image (0.25mm res.) obtained on 7T clinical MR-scanner (Philips 
Medical Systems), (b) Rat image (100pm res.) obtained on a 3T clinical MR scanner image 
(Courtesy G. Adam UKE Hamburg) using a dedicated rf-coil (Philips Research Hamburg). 


3.4.1 Sensitivity of MRI 

The sensitivity of MR depends on the properties of the nucleus to be 
imaged, instrumental aspects and the way the measurement is performed. As 
stated above, the different nuclei possess different gyromagnetic ratios 
resulting in a different sensitivity. For instance, the gyromagnetic ratio of 
hydrogen is the largest of all nuclei. Obviously hydrogen has a high 
abundance in biological tissues. Fluorine-19 is one of the most sensitive of 
the NMR nuclei (about 80% of the gyromagnetic ratio of 'FI). Flowever, 
there are no endogenous compounds that give detectable l9 F signals in vivo. 
Therefore, exogenous 19 F containing compounds have to be used. For 
example, 19 F NMR was used to identify patients who respond to the 
chemotherapy fluorouracil 34 . Recently, 19 F NMR was performed using 
Fibrin-targeted perfluorcarbon nanoparticles to study 35 . Carbon-13 has a low 
natural abundance, and has a much lower intrinsic sensitivity than 'FI NMR. 
Therefore, in the absence of isotopic enrichment, 13 C signals are very weak. 
Recently a new technique has been proposed to increase the sensitivity of 
13 C NMR by using hyper-polarization 36 . 

The sensitivity of MRI strongly depends on the MR-instrument used. For 
instance, the higher the value of B 0 results in a higher signal. The sensitivity 
depends also strongly on the rf-coil used for detection. In particular, the 
geometry of the coil should cover the region of interest while keeping the 
volume small for a minimal patient noise contribution. 
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The sensitivity of contrast agent detection strongly depends on the 
contrast-to-noise ratio. The image contrast is primarily affected by the 
differences in relaxation times, the proton density and on the type and 
parameters of the MR-measurement sequence. The limit of the agent 
detection can be approximated from typical values of tissue relaxation rates 
and of the MR-agent relaxivity. For instance the relaxation rates of tissue are 
in the order of 1/s, whereas the typical value relaxivity of Gd-DTPA agents 
is in the order of 4 (mM s)" 1 . Assuming that 10% change in relaxation rates 
(ARi=0.1/s) results in a detectable image contrast, the corresponding 
detectable agent concentration (of Gd-DPTA) is in the order of 25 pM. 
Recently, a nanoparticle emulsion was proposed that was loaded with around 
100.000 Gd-DTPA molecules, resulting in a relaxivity of about 10 6 (mM s)' 1 . 
It was shown that such an agent allows detection of epitopes with 
a picomolar concentration 37 . The same considerations can be applied to 
super-paramagnetic agents that influence the R 2 and R 2 * values. These 
agents have a larger relaxivity of about 100 (mM s)" 1 . The local contrast 
agent concentration can be determined by measuring the spatial distribution 
(map) of the relaxation rates. As mentioned above, this value is strongly 
influenced by B 0 -inhomogeneity. Recently, a method was developed that 
allows correction of the B 0 -inhomogeneity from the image data improving 
the accuracy of the relaxation rate map 38 . In addition, it was shown that 
approved iron-oxide agents concentrations could be quantified, at approx. 
40 pM concentration. A higher sensitivity is possible with a carrier 
increasing the relaxivity of the agent. 

3.5 Ultrasound imaging 

Ultrasound imaging is a noninvasive, portable and relatively inexpensive 
imaging modality, which is used extensively in the clinic. An ultrasound 
transducer (also called scanhead) sends short pulses of a high frequency 
sound wave (1-10 MHz) into the body. At interfaces between two types of 
tissue the wave will be refracted and part of the sound wave is reflected back 
due to Snell’s law. How much is reflected depends on the densities of the 
respective tissues, and thus the speed of the sound wave within the different 
tissues. In addition, parts of the sound wave are also backscattered from 
small structures at tissue boundaries or within the tissue. The transducer not 
only sends the wave into the body but also receives part of the reflected 
and/or backscattered wave, also named echo. 

An ultrasound image consists of a number of lines, where each line can 
be obtained in less than 100 ps. Therefore, an image consisting of 100 lines 
can be obtained in less than 10 ms, which means that real time imaging is 
possible. In addition to imaging morphology, ultrasound is also capable of 
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measuring the velocity of blood in circulation using the Doppler effect. In 
several instances, the contrast in ultrasound is not high enough. For these 
applications, gas-filled microspheres (microbubbles) can markedly enhance 
US-contrast via two different mechanisms. The first mechanism is resonance 
of microbubbles that expand and contract in an ultrasound field. At the 
resonant frequency, strong signals are generated at multiples of the 
transmitted frequency, also called harmonics. The second mechanism bases 
on differences in the acoustic impedance and thus increases the back- 

. 39 

scattering . 

The spatial resolution of an ultrasound system depends on the scan and 
frequency used. For clinical systems the (axial) resolution in the order of 1-2 
mm at 1 MHz and 0.3 mm at 5 MHz. For dedicated animal scanheads and/or 
systems operating at higher frequencies (up to 50 MHz) a much higher 
spatial resolution (below 100pm) can be obtained (Figure 4.5). 
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Figure 16-5. A microbubble contrast agent provides a high contrast between blood (white) 
and myocardium (Courtesy of K. Tiemann, University of Bonn, Germany). 


3.5.1 Sensitivity of ultrasound 

The sensitivity of ultrasound depends on the intensity and the frequency 
of the ultrasound pulse transmitted. The higher the intensity, the higher is the 
amplitude of the detected signals. However, there are safety limits for the 
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ultrasound intensity, because the deposition of energy results in generation 
of heat within tissue. The sensitivity of ultrasound can also be improved by 
using contrast agents. For instance microbubbles can be detected by using 
harmonic or pulse inversion 40 ultrasound imaging. Furthermore, the targeted 
microparticles can also be detected due to the enhanced scattering. The low 
inherent echogenicity of particles when in suspension is a feature that allows 
for differentiation of the bound, targeted nanoparticles from those circulating 
freely in the body 39 . A sensitive detection of microbubbles is based on the 
stimulated acoustic emission effect (SAE), which occurs after destruction of 
microbubbles during Doppler ultrasound imaging. This sensitive particle 
acoustic quantification (SPAQ) allows quantification of SAE-signals based 
counts with high accuracy. In particular, it was shown that the technique is 
capable to detect a single microbubble 41 . The technique has been applied to 
quantify treatment effects of autoimmune encephalomyelitis by using 
targeted microbubble in an animal model 42 . 

3.6 X-ray imaging 

X-ray imaging is a transmission-based technique, in which X-rays from a 
source pass through the patient and are detected on the opposite side of the 
patient. The contrast in the image arises from the different attenuation of X- 
rays in different tissues and the amount of absorption depends on the tissue 
composition. For example, dense bone matter will absorb many more X-rays 
than soft tissues, such as muscle and fat. In planar X-ray, the line integral of 
the spatially dependent attenuation is measured and the resulting intensity is 
displayed in a two-dimensional image. However, it is difficult to interpret 
overlapping layers of soft tissue and bone structures on such a projection 
image. In order to resolve such three-dimensional structures, X-ray 
computed tomography (CT) is used, which generates cross-sectional, two- 
dimensional images of the body. Therefore, an X-ray tube and a detector are 
rapidly rotated 360° around the object within 0.3 to 1 s. Modem CT scanners 
use a number (16-64) of detector rows, which allows the simultaneous 
measurement of multiple slices. 

The spatial resolution in X-ray CT depends on the focal spot of the X-ray 
tube and the size of the detector elements. The spatial resolution of a clinical 
CT scanner is less than 0.5 mm in the center of the CT scanner. The spatial 
resolution of dedicated small animal scanners is much higher 43 and in the 
order of 20 pm. The major advantage of X-ray CT is its ease of use (‘push- 
button-technology’) for acquiring large 3D datasets with structural 
information at a very high spatial resolution. The disadvantage of X-ray CT 
is the use of ionizing radiation, which can lead to cell death or to cancer due 
to genetic mutations. 
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3.6.1 Sensitivity of X-ray imaging 

The sensitivity of X-ray depends on the properties of the object and the 
major instrument components. The size of the object determines the number 
of X-rays that can be detected due to attenuation and of Compton-Scattering. 
The current of the X-ray tube determines number of photons emitted, which 
is inversely correlated to the noise of an image. The acceleration voltage of 
the X-ray tube determines the energy of the X-rays. Higher energy X-rays 
penetrate an object to a greater degree, thus, the amount of signal reaching 
the detector is increased. However, the energy of the X-rays determines also 
the contrast of the image. If high-energy X-rays are used, then Compton 
scattering is the dominant interaction, which is independent from the atomic 
number. Therefore, the contrast is reduced considerably. 

The overall sensitivity of X-ray CT for the detection of contrast agents is 
in the mM range. In particular, it was shown that release of a iodine-based 
contrast agent (lohexol) can be quantitatively monitored. Optimization of CT 
acquisition parameters yielded a sensitivity of about 0.4 mM for this agent 44 . 
A more sensitive detection (up to one order higher) of contrast agents can be 
achieved by k-edge imaging 45 . 


Table 16-1. Properties of the different imaging modalities 


Modality 

Sensitivity 

Resolution 

AQ-Time 

X-ray-CT 

Animal CT 

=i(r 4 M 

<500 pm 
<50 pm 

<Seconds 

SPECT 

Animal SPECT 

~1(T 10 M 

5-20 mm 

1-3 mm 

<EIours 

PET 

Animal PET 

s=1(T' 2 M 

4-10 mm 

2-4 mm 

<EIours 

Ultrasound 

Animal Ultrasound 

single bubble 

100pm - 1mm 
40pm 

<Seconds 

MRI 

Animal MRI 

10' 6 - 10 12 M 

250 pm - 1 mm 
<100pm 

<Minutes 

Optical Imaging 

s=10 10 M 

100 pm-10 mm 

Seconds 


4. CONCLUSION 

Biomedical imaging modalities differ with respect to the image content, 
their sensitivity, spatial resolution and time resolution (see Table 16-1). 
It is obvious that X-ray based imaging can provide a high spatial resolution, 
but lack of sensitivity. Whereas nuclear imaging and optical techniques 
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have a high sensitivity, but both provide a poor spatial resolution. Magnetic 
resonance and ultrasound have a medium spatial resolution and sensitivity. 
In general, the different imaging modalities provide different information 
and thus can be considered as being complementary rather than competitive. 
Therefore, it is very useful to combine modalities. This can be done by 
image registration or by using integrated systems. Nowadays, clinical PET- 
CT and SPECT-CT scanner combinations are commercially available 
(Figure 16-6), whereas other configurations like PET-MR 46 and DOT- 
MR 47 ’ 48 are tested in research. Besides the integration of different modalities 
into one system, a common table can be used to exchange the patient or 
animal rapidly and reproducibly. Each of the modalities or the combination 
of modalities have shown their potential value in molecular imaging 
applications. Flowever, although molecular imaging has potentially a huge 
impact on healthcare, it is still in its infancy. The key for molecular imaging 
is the development and approval of targeted imaging agents. The specific 
properties of these new agents demand the development of highly sensitive 
detection and accurate quantification techniques. As the field is inter¬ 
disciplinary, a close collaboration between pharmaceutical companies, 
developers of contrast agents and vendors of imaging equipment is 
necessary. The coming years will show, how fast molecular imaging 
systems find their way into clinical practice. 



Figure 16-6. Left: Whole- body screening of metastasis using a combined PET-CT scanner 
(Gemini, Philips Medical Systems). Right: Lymph-node detection with a SPECT-CT scanner 
(Precedence, Philips Medical Systems). 
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BIOMARKERS IN DISEASE DIAGNOSIS AND 
TREATMENT 

Integration of Biomarkers to Improve Patient Care 


Ralf Hoffmann 

Philips Research, Eindhoven, The Netherlands 


Abstract: The concept of biomarkers is becoming more relevant in disease diagnosis and 

prognosis, as well as in pharmaceutical drug development. The particular role 
of these biomarkers is to improve the early diagnosis of human disorders, to 
give an individual prognosis of the stage and progression of a diagnosed 
disease, and to predict and monitor the effectiveness of an applied therapy. In 
medical compound development, their main impact will be on the prediction 
of adverse and toxic effects, and clinical efficacy of new chemical entities in 
man. 

Keywords: Biomarkers, molecular markers, molecular diagnostics, molecular imaging, 

therapy, drug development, integration of biomarkers 


1. RELEVANCE OF BIOMARKERS 

In 2001, the Human Genome Consortium presented the first draft of the 
human genome sequence, and provided a final update of the draft sequence 
three years later 1,2 . Despite the enormous promise of its clinical relevance, 
the impact of the human genome sequence in terms of benefit in treating 
human disorders turned out to be limited, until we better understand how a 
genome translates into a phenotype and which changes on the molecular 
level give rise to a pathology on the macroscopic level. 

Knowledge of the human genome sequence will accelerate the 
identification of genes, whose function is associated with a human disease. 
Several approaches can lead to the discovery of novel human disease genes, 
e.g., genetic linkage analysis 3 , or expression profiling of transcripts or their 
corresponding protein products in the context of pathological conditions 4,5 . 
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Although we have seen a huge increase in knowledge of molecular 
biology of life, we still do not understand very well how to translate this 
plethora of information into relevant clinical applications. For instance, 
many putative biomarkers have been described for use in different medical 
applications and diseases, including different tumor disorders 6 " 14 , neurological 15 ' 17 
and metabolic 18 as well as cardiovascular 19 ' 20 conditions. However, most are 
not well accepted among clinicians, with the exception of a fairly low 
number of partly long-known molecules like PSA (Prostate Specific Antigen). 
This is consistent with the observation that the number of newly developed 
diagnostic assays based on new biomarkers seems to be declining over the 
last decade 21 , despite the fact that an increasing number of entries in Medline 
in the context of the biomarkers and biomarker concepts can be found. 

A recent investigation of Medline, while searching for publications 
including the term biomarker* (in titles and abstracts) between the period 
of 1995 - 2005, resulted in approximately 6000 records (only items with 
English abstract and work on humans have been selected). 

Further investigation of these hits (Figure 17-1), showed that the 
terminology of biomarker(s) was used in 1995 in only <100 publications, 
whereas in 2004, we already counted around 1250 relevant entries, and it 
seems that this number is still increasing in 2005 (data not shown). When 
looking further into the context of the use of a biomarker concept, we 
identified a fairly significant number of records in the area of diagnostics 
(Dx) as well as therapeutics (Tx), whereas the number of citations in the 
context of imaging (Im) was only starting to increase in 2001/2002. This 
brief analysis at least indicates that the interest in the biomarker concept and 
terminology in the context of disease diagnosis and treatment has been 
strongly increasing during the last decade (although it should be noted that 
other terminology may have been used in similar research before 1995). 


2. BIOMARKER CONCEPT: DEFINITIONS 

As the interest in the concept of biomarkers for diagnosis and treatment of 
diseases is growing over the last years, a number of different definitions on 
the types and application of biomarkers have been used. Many terms with 
partly overlapping meaning like molecular markers, biological markers, 
biomarkers, diagnostic markers, surrogate markers, etc can be found in the 
relevant literature. 
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Figure 17-1. Medline entries 1995 - 2005 including the term ‘ biomarker*’ in title or abstract 
(see text). Note that the presented analysis does obviously not cover all publications on 
biological markers - the intention was to get an idea on the introduction and use of the 
biomarker concept during the last decade. Dx - Diagnostics, Im - Imaging, Tx - Therapeutics. 

In order to improve the discussion towards a consensus around types of 
biomarkers and use of the biomarker concepts in diagnosis or treatment of a 
disease, the N1H Biomarker Definitions Working Group suggest the use of 
the following definition 22 : “Biological marker (biomarker): A characteristic 
that is objectively measured and evaluated as an indicator of normal 
biological processes, pathogenic processes, or pharmacological responses 
to a therapeutic intervention 

This broad definition of the term biomarker indicates that the nature of a 
biological marker can be rather diverse, ranging from a specific gene 
transcript, a peptide or a protein, which have been measured as being 
deregulated during the progression into a pathological status, but can also be 
an identified genetic mutation, or a physiological process by itself. 

Typical examples of protein biomarkers include CA 125 (ovarian 
cancer), CA 15-3 and CA 27-29 (breast cancer), CEA (ovarian, lung, breast, 
pancreas, and gastrointestinal tract cancers), PSA (prostate cancer), or AB42, 
(phospho)-tau (Alzheimer’s Disease), CRP (Inflammation). Other examples 
would be blood pressure, LDL cholesterol, HIV load, FDG-PET imaging in 
Alzheimer’s Disease, tumor shrinkage, bacterial/viral/fungal culture and 
sensitivity (infectious diseases), glucose, hemoglobin Ale (diabetes), or 
intra-ocular pressure (glaucoma). 

Equally important in the context of biomarker concepts is the definition 
of the terms ‘clinical endpoint’ as well as ‘surrogate endpoint’. According to 
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the ‘NIH Biomarkers Definitions Working Group’, the expressions clinical 
and surrogate endpoints are defined as 22 : 

A clinical endpoint is a characteristic or variable that reflects how a 
patient feels, functions, or survives. Clinical endpoints are distinct 
measurements or analyses of disease characteristics observed in a study or a 
clinical trial that reflect the effect of a therapeutic intervention. Clinical 
endpoints are the most credible characteristics (e.g., survival, myocardial 
infarction, stroke, recurrence of cancer, etc) used in the assessment of the 
benefits and risks of a therapeutic intervention (e.g., application of a drug, 
surgery, device, etc) in randomized clinical trials. 

A surrogate endpoint is a characteristic that is intended to substitute for 
a clinical endpoint. A surrogate endpoint is expected to predict clinical 
benefit (or harm or lack of benefit) based on epidemiological, therapeutic, 
patho-physiologic, or other scientific evidence. The term surrogate endpoint 
applies primarily to endpoints in therapeutic intervention trials. 


Diseases: 


Aii interruption, cessation, or disorder o I body functions, systems or organs, often 
manifesting itseff through cftanges on tlte moiecnlar level 


Neurology 


Oncology 


Cardiology 


Metabolism 


Immunology 



Biomarkers: 


Indicators oinormal biological processes, pathogenic processes, 
or pharmacological responses to a therapeutic intervention 


Nature of biomarkers: RNA, DNA, mutations, SNP, protein, peptide, metabolite, 
Diagnostic imaging, physiological measure, anatomical measure, etc 

Technologies to identify and measure biomarkers: 

Genomics, Proteomics, Metabolomics, Diagnostic Imaging, etc 


Diagnosis 


Type of biomarker 

- diagnostic 

- prognostic 

Use of biomarker 

- risk stratification 

- screening 

- diagnosis, staging 

- monitoring, follow-up 

- clinical outcome 



Figure 17-2: Overview of the types and use of biomarkers in diagnosis and treatment of 
disorders, as well as in drug development. The types of the biomarkers used for the detection 
of diseases are mostly diagnostic and prognostic, whereas in the area of treatment and 
compound development, the types of implemented biomarkers are predictive, surrogate, as 
well as mechanistic (including toxicity) and pharmacodynamic. 
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According to those definitions, several types of biomarkers can be 
distinguished related to their use in diagnostics of diseases, or therapeutic 
treatment, and pharmaceutical drag development (Figure 17-2) 23 : 


Diagnostic biomarker: 
Prognostic biomarker: 
Predictive biomarker: 
Surrogate biomarker: 
Mechanistic biomarker: 
Toxicity biomarker: 
Pharmacodynamic 
biomarker: 


Indicates the presence (and stage) of a disease 
Indicates the future behavior of a disease 
Indicates the relative response to a treatment 
Substitutes for a clinical endpoint 
Sndicates an effect on a desired target pathway 
Indicates a potentially toxic/adverse effect 

Indicates the highest effective dose of a drag 


3. BIOMARKERS IN DIAGNOSTICS 

Although the nature of a biomarker can be very diverse, ranging from an 
RNA or DNA sequence, a genetic mutation, a metabolite, an anatomical or 
physiological measurement, a diagnostic image, the protein biomarkers 
belong to the most relevant biochemical biomarkers in the clinical routine 
today. 

Currently, there is enormous interest in the identification and validation 
of novel protein biomarkers for the early diagnosis of all kinds of tumor 
diseases, neurodegenerative disorders, cardiovascular conditions, and others. 
In particular, the introduction of what is usually referred to as ‘Clinical 
Proteomics’ has led to a dramatic increase in studies on clinical material like 
different types of body fluids (serum, plasma, urine, saliva, etc) for the 
presence of novel proteins or a multitude of proteins, which give a highly 
sensitive and specific indication if a pathological condition has developed in 
the past. 

Until recently, a biomarker was a single event measurement, e.g. the 
putative presence of a disease was based on the detection and quantification 
a single protein like PSA in Prostate Cancer diagnosis. 

Although the clinical introduction of PSA as a molecular marker has 
significantly impacted the diagnosis of Prostate Cancer 24 , there are still 
major concerns in view of the specificity to discriminate between a benign 
and malignant prostate condition. It turned out in many clinical studies that 
the specificity (the probability that a diagnostic test result will be negative 
when the disease is not present) of PSA testing is relatively poor (in the 
order of 20-50%, depending on the details of the investigation) 25 " 27 . The 
expression of PSA is not a tumor-specific event, as its level can also be 
significantly increased in different benign conditions of the prostate, e.g. 
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hyperplasia, or inflammation. Obviously, the power of this biomarker 
molecule to discriminate between a malignant and a benign condition of the 
prostate organ is very low, and in consequence, a lot of false-positive results 
are generated based on solely PSA measurements in a serum sample of a 
patient. 

According to a recent calculation 28 , currently 8% of the male US 
population has increased PSA levels of >4 ng/ml, which is an indication to 
take a tissue biopsy from the prostate. In 2004, this would lead to the 
detection of around 760,000 malignancies compared to ca. 2,300,000 men 
(from a total of approx. 3 million men between the ages of 45 and 74) 
undergoing unnecessary biopsy due to low specificity of PSA testing. 

Another serious problem with PSA has been reported to be in men with 
PSA levels <4 ng/ml, which so far has been considered as of low risk for 
Prostate Cancer 29 . Around 15% of men in this group were found to have 
malignancies in their prostate, from which another 15% showed advanced 
disease. There seems to be at least a significant risk of having a prostate 
tumor, even if the measured protein level in serum is below the usually used 
lower cut-off limit of 4 ng/ml PSA. 

Therefore, there is a very strong interest for the search of proteins with an 
increased diagnostic power to discriminate between healthy/benign 
conditions versus malignancies of the male prostate. There is a whole range 
of proteins being suggested as potential biomarkers in prostate cancer 
care 9 ’ 30 , but none of these has yet been successfully introduced into the 
clinical practice. 

Only very recently, new technologies have been introduced into the 
biomarker discovery research, raising the possibility to not only identify 
single proteins as potential indicative event, but rather searching through the 
measured parameters for a combination of molecules, defining a diagnostic 
fingerprint or pattern 31 . The conceptual idea is that the individual proteins, 
coding for such a fingerprint, are not necessarily significant events to 
discriminate, e.g., a healthy from a diseased state, but the combination of 
these parameters will lead to a finally robust clinical assay. Using 
combinations of several biomarkers can help to make a diagnostic test more 
robust against the usual variability of diagnostic tests applied to a commonly 
quite heterogeneous patient population. Furthermore, single-events often 
suffer from technical errors, including sample variability in collection and 
preparation, measurement and instrumental errors, etc. 

Several approaches suitable for the identification of novel biomarkers or 
biomarker fingerprints have been applied to patient body fluids (like urine, 
serum, plasma, prostatic fluid) to find improved answers for the diagnosis of 
prostate cancer (but also of many other diseases), in particular to improve the 
discrimination between benign and malignant lesions. The technologies 
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ranges from 2-DE (2-dimensional gel electrophoresis) 32 ' 34 , and SELDI 
(Surface Enhanced Laser Desorption Ionization) 35 ' 37 , to 2-D LC-MS (2- 
dimensional Liquid Chromatography coupled to Mass Spectrometry) 38 . 

Some first results obtained using the SELDI approach to identify 
biomarker profiles for diagnosis of Prostate Cancer indicate that it may be 
feasible to improve the diagnostic sensitivity and specificity by applying a 
multi-marker technology. Several studies reported sensitivities up to 95%, 
and specificities up to 97% 39 ' 41 . 

It has to be mentioned however, that, according to a recent 
investigation 42 , the individual results of different studies on Prostate Cancer 
profiling by SELDI, come to diverse models regarding the discrimination 
between the different types of samples analysed (e.g., normal vs. benign vs. 
malignant). The diagnostic value of each described fingerprint is therefore 
unclear, and has to wait for further validation on larger, multi-centered 
studies. 


4. BIOMARKERS IN THERAPY 

The pharmaceutical industry is currently facing a tremendous challenge, 
as the number of FDA approved new chemical entities (NCEs) has been 
considerably declining over the last 15 years 43 . The exact reason for this is 
not fully understood. Most common explanations are that companies have to 
deal with very complex disorders, with an increasing number of novel 
targets, or with currently not fully explored targets with an inherently bigger 
risk of failure, together with a limited range of predictive tools for decisions 
early in the development process, and finally, ever more demanding 
regulatory authorities. 

Interestingly, the diagnostic industry seems to be in a quite analog 
situation as it has been reported that the number of newly developed and 
approved serum or plasma protein based diagnostic tests has been dropping 
in a similar way as the number of novel NCEs in the pharmaceutical industry 
over the last 15 years 21 . Also in the diagnostic area, it is speculated that 
the complexity of human physiology decreases the chances of success to 
accurately diagnose the status of a disease by using the body fluid level of a 
(single) protein. 

Looking at the different reasons for attrition (or success) rates of a 
pharmaceutical development, three general trends are emerging 43 : 

• Currently, the major reasons for compound failure are issues with clinical 
safety and/or toxicology (attrition rate ca. 10% and 15%, respectively), 
and lack of clinical efficacy (ca. 30% attrition rate). 
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• The attrition rate due to issue with PK (pharmacokinetics) and/or 
bioavailability has been dramatically decreased over the last 15 years 
from approx. 40% to now 10%. 

• Whereas the average success rates from clinical phase 1 to achieve 
regulatory registration in different investigated indications is about 11%, 
there are significant differences between success rates of individual 
therapeutic areas like oncology and CNS (5-7%) versus, e.g., 
cardiovascular diseases or arthritis/pain (15-20%). 

It seems that for diseases, where animal models are reasonably well able 
to represent the complex behavior of the human patho-physiology, the 
probability of a successful drug development is higher compared to those 
disorders, where valid and predictive animal models are lacking (e.g., CNS, 
oncology) - these areas are much more susceptible to attrition of a 
development compound. 

Furthermore, whereas the prediction of in vivo characteristics of 
chemicals, like PK/bioavailability 44 , which can be relatively well simulated 
by use of in vitro systems, has been clearly improved over the last decade 
this has not been achieved for the prediction of drug efficacy in man based 
on cell culture systems or animal models. A similar situation exists for the 
prediction of clinical safety/toxicology of compounds to be used in man. 

This indicates, that the difficulty to predict the complex behavior of the 
human physiology, in particular with respect to expected negative or positive 
effects of a developmental compound, is currently the major hurdle for 
improvements in the drug development chain. 

As the development of predictive biomarkers seems to be an attractive 
solution for these obstacles, it has to be mentioned that only relatively few 
biomarkers so far are accepted as being useful as surrogate endpoints in 
clinical trials. This is (again) mostly due to the fact that a single biomarker 
can hardly represent all possible effects of a therapeutic intervention in a 
very complex system like the human body. 

Thus, it seems to be an obvious choice to go for multiple-biomarker 
strategies to predict clinical compound efficacy, as well as safety and 
toxicological aspects. Some first successful examples have emerged over the 
last few years already. For instance a recent study demonstrated that, based 
on a set of the expression values of a multitude of genes, it was possible to 
correctly classify >30 approved drugs used in three different therapeutic 
areas in CNS, namely antidepressants, antipsychotics, and opioid drugs. The 
analysis was performed on primary human neuronal cell cultures. It was 
possible to predict the correct drug class from those compounds, which has 
been excluded from the original training set with an accuracy in the higher 
80% range 45 . It has to be noted that the used CNS compounds are often 
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highly related in terms of chemical structure as well as pharmacology, even 
for compounds used in different therapeutic areas (e.g., antidepressants and 
antipsychotics). 

Also in the area of prediction of hepatotoxicity quite a number of recent 
reports were able to underscore the relevance of genomic and proteomic 
technologies to identify profiles or patterns of events, which are able to 
predict the toxicity of known hepatotoxicants in cultured primary human 
hepatocytes 46 ' 50 . 

A very important aspect to be considered in this context is that the power 
of predicting desired or undesired effects of compounds by in vitro profiling 
technologies strongly depends on the breadth of the represented effects in the 
input training set: only those effects (desired or undesired), which are 
elicited by the chemicals in the group of drugs used for the selection of 
predictive biomarker patterns, can later be predicted for a test compound. 
This is in particular true for the prediction of therapeutic effects, as they are 
normally related to a very specific molecular mechanism. For instance, 
the numerous medications used today in the treatment of psychotic disorders, 
are mostly directed towards the dopamine D2 receptor. It has been shown 
in different reports that these compounds demonstrate a good correlation 
between their specific affinity to the dopamine D2 receptor and their 
antipsychotic potential 51,52 . In the case of antidepressive treatments, the 
molecular target of many developments in this area is focused around the 
serotonergic neurotransmitter system (e.g., the SSRI - Selective Serotonine 
Reuptake Inhibitors). 

Furthermore, it has been shown that the activation of a specific molecular 
target leads to expression of characteristic down-stream effects. In 
consequence, the algorithms that are used to predict clinical efficacy for a 
certain drug can classify only those compounds, which induce similar up¬ 
stream and down-stream events compared to already known chemicals in the 
related therapeutic area. Drugs with a fully new mechanism of action cannot 
be recognized as belonging to a class of therapeutic compounds within the 
training set. This gives some clear limitations on the potential power of the 
biochemical marker profile approach to predict clinical efficacy in man. 

In the case of biochemical markers, which are predictive for 
toxicologically adverse effects e.g. in the liver, this might be a slightly 
different situation. The toxic events of many pharmacologically active 
compounds have been characterized in the past. It is therefore expected that 
there is a relatively good chance that the induced toxicity of any new 
chemical entity tested is already (at least partially) represented within the 
chemical space of existing pharmaceutical drugs. In consequence, screening 
a large number of compounds with a known toxicity profile may suffice to 
prepare the learning tools of the used classification algorithms so that they 
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can pick up all relevant potential toxic side effects by the selection of an 
appropriate gene/protein profile. 


5. INTEGRATED BIOMARKER APPROACH 

As the underlying pathology of the development and progression of many 
human disorders is a very complex and dynamic process with many 
parameters changing temporally and spatially, depending on the stage of the 
disease, the concept of integrating several biomarkers of different types to 
more accurately diagnose and treat a human disorder will become more 
relevant in healthcare and disease management. 

The main driving force for this development is that it cannot be expected 
that a single biomarker (or a biomarker pattern) will deliver an accurate 
diagnosis or prognosis of a disease and its outcome, and at the same time can 
predict the effectiveness of an applied therapeutic treatment. 

Furthermore, the number of different possible treatment options for a 
certain disease makes it very unlikely that a single biomarker is able to 
represent all potential subsequent effects on the physiological or molecular 
level. For instance, in Alzheimer’s Disease (AD), the major treatment 
concepts, which are currently under development in the pharmaceutical 
industry, are targeting the cholinergic neurotransmitter system on the one 
hand, and the amyloid plaque cascade on the other (Figure 17-3) 53 . 

Still, the most prominent target system is the CNS acetylcholine 
neurotransmitter pathway, not only in terms of numbers of development 
compounds, but in particular also concerning the development stage, which 
is far more advanced compared to other developments (not shown). Strongly 
increasing since a few years are the numbers of compounds to prevent the 
generation of beta-amyloid plaque deposition in some relevant brain regions. 
Although a few other targets are under therapeutic development for 
treatment of AD, the cholinergic and the amyloid pathways nearly contribute 
2/3 of all compounds in clinical phases (Figure 17-3). 

Flowever, as the suggested cholinergic and amyloid cascades involve 
molecular targets from quite different neurological cells as well as different 
receptors or enzymes, it is easy to imagine that different biomarkers would 
be necessary in order to prove the effectiveness of a specific treatment in an 
individual patient. In the first case, the in vivo imaging of the forebrain 
cholinergic neurons by, e.g., targeting the nicotinic acetylcholine receptors, 
or the non-invasive monitoring of the activity of the acetylcholinesterase 
could be a way to follow treatment efficacy 54 " 5 \ In the latter case, the direct 
imaging extra-cellular senile plaques by amyloid binding compounds may 
deliver a relevant biomarker for treatment monitoring 59 ' 63 . 
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Figure 17-3. Lines of treatment options in AD, currently under development in the 
pharmaceutical industry (only compounds shown, which are at least in clinical phase 1). 

In the case of early diagnosis of AD, the situation with respect to a useful 
biomarker is again different. The pathology of Alzheimer’s Disease is 
characterized by the reduction of neurons in the temporal and frontal cortex, 
as well as the development of different extra- and intracellular depositions, 
in particular beta-amyloid (senile) plaques and neurofibrillary tangles 64 . 
However, the definitive diagnosis of AD is currently not possible in living 
subjects and is done by means of pathological examination of post-mortem 
biopsy material based on criteria established by the National Institute on 
Aging, and the Consortium to Establish a Registry for Alzheimer’s Disease 
(CERAD). Furthermore, neurodegenerative disorders are characterized by 
the fact, that patients remain asymptotic for many years after the 
pathological disease process has already started. 

A variety of imaging-based as well as biochemical biomarkers have been 
studied over the last years in order to improve the positive predictive value 
for early diagnosis of AD and the differential diagnosis versus related 
dementia disorders. On the imaging side, this includes measurements like 
volumetric MRI of the complete brain and specific brain areas, like the 
hippocampus 65,66 , MR spectroscopy 67 " 69 , and PET imaging of amyloid 
plaques or inflammatory processes 70 ' 71 . Only recently, the Centers for 
Medicare and Medicaid Services (CMS) approved FDG-PET for the 
differential diagnosis of AD for reimbursement in the USA 72 . 

On the biochemical path, a whole range of different putative biomarkers 
has been suggested in the past 15 " 17,73 ' 74 . Although, some of these biomarkers 
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like beta-amyloid or the tau proteins seem to be involved in the pathological 
processes leading to AD, none of the currently discussed components are 
able neither to fully describe the different stages nor to predict the 
progression of the disease. Very recently, also a biomarker approach based 
on a fingerprint consisting of a multitude of serum proteins has been 
proposed to have diagnostic value in AD 75 . 

A very relevant clinical problem in the diagnosis of Alzheimer’s Disease 
is only partially addressed by the currently available biomarkers - namely the 
differential diagnosis between AD and other forms of dementia. This is very 
relevant, as around one third of all dementia cases in elderly are accounted 
to conditions other than AD. Highly relevant among diseases to be discriminated 
from AD are for instance vascular dementia, frontotemporal dementia, Lewy 
body dementia, depression-related dementia, and some others. Although the 
clinical symptoms are similar, the molecular pathology of these disorders is 
quite different compared to AD, which has important implications for 
treatment decisions. 

There is increasing evidence from recent studies that the latent 
(asymptomatic) stage of AD, which may develop very slowly and 
unrecognized over several decades, is progressing into MCI (Mild Cognitive 
Impairment) first, before moving into a more advanced stage of mild AD 76,77 . 
MCI compared to AD is characterized in that patients show less prominent 
cognitive deficits. There is still quite some debate on the exact definition of 
MCI, and in particular on the question of how many MCI patients will 
progress into AD, or if MCI can be a stable condition in some patients. 
There is some believe that virtually all patients with MCI may have 
pathological features of AD, whereas others do more believe that only a 
certain percentage of MCI patients will finally progress into Alzheimer’s 
Disease pathology 78 ' 79 . One recent study supporting the latter view has 
followed up a number of MCI patients and could show that around 10% of 
all patients yearly progressed into AD characteristics 80 . However, it is 
virtually impossible to predict, which patient is going to progress from MCI 
to AD and which MCI patients will be staying stable with their mild 
cognitive effects. This is obviously important information, as it is generally 
believed that an early treatment with available therapeutics today (i.e., 
mainly acetylcholinesterase inhibitors) may attenuate the progression of AD 
more effectively as compared to the usual (often too late) start of medication. 
This generates an urgent need to develop biomarkers, which are able to 
predict the progression into AD from early or pre-stages of this disease. 

Figure 17-4 shows a schematic outline of the possible integration of 
different types of biomarkers in the clinical care of Alzheimer’s Disease. 
During (late) asymptomatic phases of the disease or during phases of MCI, 
i.e., pathological changes have already become manifest but no or only mild 



1 7 . Biomarkers in Disease Diagnosis and Treatment 


281 


clinical symptoms can be diagnosed, it is very likely that only a combination 
of several biomarkers on the psychological, biochemical, as well as on the 
neuro-imaging level can deliver an accurate diagnosis of an existing 
neurodegenerative process, a differential diagnosis of AD vs. related 
disorders, as well as a predictive value for the progression of MCI into AD, 
or into other forms of dementia. 
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Figure 17-4. Integration of biomarkers in AD care (modified according to 76 ’ 77 ). For details 
see text. 

The usefulness of a biomarker for monitoring of therapeutic efficacy of 
an applied treatment clearly depends on the diagnosis and prognosis of the 
disease progression (e.g., AD vs. other forms of dementia), as well as the 
choice of a specific type of treatment (e.g., cholinergic vs. amyloid). 


Integration of Biomarkers 


Diagnostic/predictive biomarkers 

Therapeutic biomarkers 



6. CONCLUSIONS 

The concept of biomarkers to support the diagnosis of diseases, as well as 
the to support the development of therapeutic drugs is becoming more 
evident as our knowledge on the underlying molecular mechanisms of 
diseases is increasing. 
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The nature of biomarkers can be very diverse, ranging from a biochemical 
marker (e.g., DNA, RNA, protein, metabolite) to a physiological measurement 
like blood pressure. Non-invasive in vivo imaging is strongly emerging as 
one important nature of a relevant biomarker. 

Different types of biomarkers exist, depending on their usefulness in 
diagnosis of diseases, or in pharmaceutical drug development (e.g., 
diagnostic, prognostic, surrogate, mechanistic, etc). 

However, due to the complexity of many diseases, only the integration 
of different types of biomarkers will lead to an improved patient treatment 
on a personalized basis. 
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Abstract: Molecular Imaging allows the visualization of biological processes in vivo , 

offering new chances for healthcare with respect to early diagnosis and 
improved therapy. The new field of molecular imaging has been boosted by 
more sensitive imaging systems and the emergence of targeted imaging agents 
that home in on molecules of interest. This chapter describes the principles of 
molecular imaging and the different strategies to design targeted agents. Each 
imaging modality offers certain strong points but also shortcomings, which 
impact targeted agent design and their potential area of application. 

Keywords: Molecular imaging, nuclear imaging, magnetic resonance imaging, ultrasound, 

contrast agents, imaging agents, therapy 


1. INTRODUCTION 

Diagnosis of disease is today largely based on rather non-specific 
imaging of morphological changes in the human body, mainly using 
Computed Tomography (CT), Magnetic Resonance Imaging (MRI), or 
UltraSound (US). CT, US and MRI provide anatomical and functional 
information of the human body, where image contrast is a result of 
differences in absorptive, acoustic or magnetic tissue properties, 
respectively. All three modalities can also be used in combination with 
contrast agents to enhance contrast between healthy organ tissue and 
pathological lesions. The two nuclear imaging modalities Positron Emission 
Tomography (PET) and Single Photon Emission Computed Tomography 
(SPECT) always rely on radiolabeled pharmaceuticals to generate images. In 
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nuclear imaging, an abnormal biodistribution of radiopharmaceuticals rather 
than morphological information indicates pathology. 

Molecular Imaging takes diagnostic imaging one step further: molecular 
imaging is commonly defined as the in vivo imaging of biological processes 
at a molecular level, which is achieved with the help of targeted contrast 
agents homing in on specific biological molecules in the body 1 . In principle, 
all building blocks of a cell can be exploited as targets for molecular 
imaging 2 , e.g. mRNA, enzymes, proteins, or glycoproteins present on the 
cell membrane as shown in Figure 15-3. The underlying idea is not at all 
new: for over 100 years biological research has been making use of specific 
optical and radioactive imaging agents to study biological processes on a 
molecular basis. However, the term Molecular Imaging was only introduced 
with the application of this concept in animals and humans. Mainly MRI, 
US, and the two nuclear imaging modalities are used for molecular imaging, 
where each modality offers certain advantages and trade-offs in spatial and 
temporal resolution, and sensitivity 3 . CT has so far not been used due to its 
limited sensitivity and the radiation burden for the patient. 


2. CONTRAST AGENT DEVELOPMENT 

The development of a targeted contrast agent comprises several steps. 
First, suitable markers or pathways (see Chapter 17) that are associated with 
a disease need to be identified. Only in rare cases is a disease associated with 
a single gene, enzyme or protein, which is either absent or altered. Most 
diseases originate from a complex aberration of gene expression, cellular 
pathways and an altered proteome. Useful targets for molecular imaging are 
either highly over-expressed molecules, which can be directly targeted by a 
contrast agent, or up-regulated pathways, which can be exploited to 
accumulate a contrast agent in the diseased cell. The next step is the 
development of a targeting ligand, which specifically and selectively binds 
to the marker with an optimal affinity. Typical targeting ligands are 
antibodies or fragments thereof, peptides, aptamers, or small organic 
molecules. Finally, the targeting moiety is linked to a contrast or signal¬ 
providing unit, such as a paramagnetic ion for MRI or a radioactive isotope 
for PET or SPECT (Figure 18-1). However, modification of the targeting 
ligand may not disturb or alter its affinity to the target. Most agents are 
administered intravenously and have to meet a couple of requirements: non¬ 
toxic, stable under in vivo conditions, high uptake in the lesion with rapid 
systemic clearance from non-target tissue and blood. The ratio of uptake and 
clearance determines the contrast to noise ratio between a pathology and the 
surrounding healthy tissue. High uptake can be obtained when a contrast 
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agent is effectively internalized by malignant cells. In case of radiolabeled 
agents, the physical half-life of the isotope needs to match the kinetics of the 
targeted biological process. The fate of a contrast agent inside a living 
system is summarized by its ADME parameters, which stands for 
Adsorption, Distribution, Metabolism, and Excretion. Medicinal chemistry 
provides ways to manipulate these ADME parameters to optimize the 
performance of a contrast agent similar to lead compound optimization in 
drug development. Though some properties of targeted contrast agents can 
be tested in vitro using cell assays before proceeding to animal studies, the 
prediction of the ADME parameters is difficult, making animal experiments 
for contrast agent testing and optimization a necessity. 


(a) 


(b) 
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Figure 18-1. (a) direct labeling of a targeting ligand; (b) scaffold carrying targeting ligands, 
contrast agents and drugs. 

Targeted contrast agents are always made up out of three essential 
elements: the targeting ligand or moiety, a contrast or signal providing part, 
and a spacer to connect these two. The most straightforward examples are 
found in nuclear imaging, where often a targeting ligand is labeled with a 
radioactive isotope (Figure 18-la). This can be done either directly via a 
covalent bond with atoms such as 18 F (e.g. in FDG, Figure 18-2), or via a 
multivalent chelator group such as DTPA (e.g. octreotide, Figure 18-3) or 
DOTA, which can hold radioactive metal isotopes such as 11 'in and 68 Ga 
(Figure 18-la). Another strategy in the design of contrast agents is to use a 
scaffold, which can be loaded with multiple targeting ligands and many 
contrast providing groups to increase sensitivity, but also drugs for a 
simultaneous treatment (Figure 18-lb). Typical carriers are dendrimers, 
micelles, liposomes, nanoparticles, or polymers. Although these scaffolds 
allow a toolbox approach that can be tailored for different applications in 
molecular medicine, the trade-off comes with the increased size and a more 
complicated biodistribution of these constructs. 
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3. NUCLEAR IMAGING 

SPECT imaging uses radiopharmaceuticals with an isotope that decays 
under gamma radiation emission. The newer and increasingly popular 
modality is PET imaging with positron emitting radiopharmaceuticals. In 
general, SPECT enables imaging of biological processes with slow kinetics 
(in the order of hours to days), e.g. antibody-based imaging, because of the 
generally longer physical half-lives of the radionuclides. Most nuclides do 
not have to be produced by a cyclotron and are therefore more readily 
available and cheaper. The most commonly used SPECT radionuclide " m Tc 
(ti /2 = 6.0 h) is commercially available via the "Mo/" m Tc generator, which 
allows a convenient and decentralized preparation of radiopharmaceuticals 
in every hospital. Another advantage of SPECT is that multi-isotope 
procedures can be performed simultaneously using tracers that emit gamma 
radiation of different energy. In comparison, all PET nuclides effect the 
same mono-energetic gamma radiation (511 keV) upon positron annihilation 
and are therefore indistinguishable for the detector 4 ' 5 . Most SPECT nuclides 
are metal ions, which can be conjugated to targeting molecules using a 
metal-chelating functionality. The subsequent chelate labeling chemistry 
with the metal nuclide is usually straightforward and easily implemented in a 
kit format for hospital-based ‘shake-and-shoof preparation. 

PET has an approximately two to three orders of magnitude higher 
sensitivity than SPECT 4 ' 6 . PET has a better temporal resolution and - at least 
for most clinical applications today - a better spatial resolution, and offers 
the possibility for quantitative kinetic measurements. PET nuclides have 
shorter half-lives than SPECT nuclides, and most have to be cyclotron- 
produced. There is, however, increasing interest in 68 Ga (ti /2 = 68 min) and 
82 Rb (t 1/2 =1.3 min), which are can be obtained via a generator 5 . The most 
popular PET nuclides are the small organic atoms 18 F and n C that can 
readily replace naturally occurring atoms, producing less or no perturbation 
to the biochemical behavior of the radiolabeled parent molecule. These 
tracers will follow the same pharmacokinetic pathway of the parent molecule 
from which it was derived and will provide quantitative information about 
that pathway and ADME parameters. Because of the small size and high 
sensitivity of organic PET nuclides, they are the nuclides of choice in tracers 
that have to cross the cell membrane or the blood brain barrier. The shorter 
half-lives do give rise to more complicated synthetic requirements with 
respect to the labeling chemistry: fast reactions, high yields, no or little 
purification. The main advantage of Nuclear Imaging over other imaging 
modalities is the high sensitivity 4,7 . Extremely low concentrations are 
sufficient to delineate a lesion based on its biological characteristics, 
circumventing any pharmacological effect. 
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FDG FLT Sestamibi FMISO 


Figure 18-2. Structure of FDG, FLT, " m Tc-Sestamibi and ls F-FMISO. 

Furthermore, because there is almost no background radiation, nuclear 
imaging inherently has a high signal to noise ratio. Due to the small size of 
the label, the availability of radionuclides of biologically relevant elements 
( n C), and its sensitivity, nuclear imaging is the only modality that can 
be used in combination with all types of targeting agents (metabolic 
substrates, small organic molecules, peptides, macromolecules, antibodies, 
nanoparticles, liposomes, polymers, RNA) to image all types of targets 
(genes, intracellular processes, protein and receptor expression). 

Disadvantages are the use of ionizing radiation, and the fact that 
radioactivity decays. The latter means that an image has to be recorded 
within several half-lives of the nuclide, while there usually still is a non¬ 
specific background signal present in an image due to non-specific binding 
of radiotracers, residual radiotracer in the circulation and routes of 
excretion 3 . 

3.1 Nuclear imaging and therapy 

The use of one targeting device in combination with different radioactive 
isotopes offers the combination of imaging with therapy. For targeted 
radiotherapy, cytotoxic (3 emitters, such as 90 Y or 188 Re have been 
extensively studied. The path length of (3 particles is several mm (i.e. 10-100 
cell diameters), which permits crossfire to poorly accessible cells or antigen¬ 
negative cells. 90 Y has a high energy, which makes it suitable for irradiation 
of larger tumors. The absence of gamma emission by 90 Y precludes imaging 
of its in vivo biodistribution. Flere, either the gamma emitter 11 'in or the 
positron emitting analog 86 Y can be used as a surrogate for tracing the 
biodistribution 3 ’ 8,9 . Based on their similar chemical properties, " m Tc can be 
used as a matched pair isotope with 188 Re, where " m Tc-labeled agents are 
used as a tracer to confirm tumor targeting and to predict dosimetry for the 
188 Re-labeled therapeutic. 
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3.2 Nuclear imaging agents 

Nuclear imaging agents range from small molecules, such as simple 
metal complexes, receptor ligands or enzyme substrates, to big constructs, 
such as monoclonal antibodies, proteins or polymers 10 . Since much of 
nuclear imaging has to do with the properties of the targeting device, in this 
overview we have categorized several exemplary imaging agents by 
molecule type. 

General building blocks of the cell: A wide range of tracers has been 
designed that target a general cellular process that is upregulated during a 
disease such as cancer. These processes include glucose metabolism, DNA 
synthesis, protein synthesis, and membrane synthesis. The corresponding 
probes are based on glucose, nucleosides, amino acids, and choline 4 ' 5 . Two 
examples are given below. 

The most successful PET tracer on the market is [ 18 F]-fluoro- 
deoxyglucose (FDG, Figure 18-2), a glucose analog. Like glucose, FDG is 
transported into cells by a glucose transporter and is rapidly converted into 
FDG-6-phosphate. Flowever, as FDG lacks a hydroxyl group at the 2- 
position, it cannot undergo further phosphorylation and is trapped within the 
cell. Tumor cells have a higher glucose uptake than healthy cells and FDG 
accumulation is therefore also elevated, allowing the visualization of 
malignant lesions in a patient against a background uptake in normal tissue. 

The same holds for 3-deoxy-3-[ 18 F]fluorothymidine (FLT, Figure 18-2), 
which is still under clinical investigation. FLT is the labeled analog of the 
nucleoside thymidine. Cell proliferation is increased in cancer, which leads 
to an increased DNA replication and therefore to an increased demand for 
nucleotides. 

Small inorganic compounds: " m Tc-Sestamibi (Figure 18-2) is a 
myocardial perfusion SPECT agent. It is a lipophilic monovalent cation that 
enters the cell via diffusion, possibly through electrical potentials generated 
across the membrane bilayers. A region of myocardial tissue with poor blood 
flow (i.e. ischemic tissue) will take up less " m Tc-Sestamibi 10 . 

Small organic compounds: Small organic compounds comprise receptor 
ligands (i.e. estrogen and progesterone analogs), enzyme substrates, and 
many drugs. In cells with low oxygen content (hypoxic), nitroimidazoles can 
undergo biochemical reduction forming covalent bonds to intracellular 
protein thiols. In cells with normal oxygen content (normoxic), these 
compounds can freely enter and leave the cell. By being selectively trapped 
in hypoxic cells, the ls F-labeled fluoromisonidazole ( 18 F-FM1S0, Figure 18- 
2) has been used to distinguish normal from hypoxic tissues in ischemic 
myocardium as well as in hypoxic areas in tumors 7 . The latter is relevant for 
tumor radiation planning, as well as for assessment of anti-angiogenic drugs. 
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Figure 18-3. Example octreotide-based imaging agent: ln In-DTPA-Octreotide (Octreoscan). 

Peptides: Peptides have been primarily used to target cell-surface 
receptors 11 . Peptides have favorable pharmacokinetic characteristics, such as 
rapid uptake by target tissue and rapid blood clearance. However, their short 
biologic plasma half-life poses problems because peptides may decompose 
before they reach their target. That is why almost all peptide-based tracers 
are cyclic and/or contain one or more D-amino acids. Somatostatin is a linear 
peptide 14 amino acids long, involved in the release and regulation of 
several hormones 10 . Somatostatin receptors are present on the cell surface of 
many tissue types but are overexpressed (particularly the subtype SSTR2) in 
various types of cancer such as neuroendocrine tumors, making it a target for 
cancer diagnosis and treatment. As the peptide somatostatin itself has a short 
biological half-life of 2-3 minutes in blood, more stable cyclic analogs such 
as octreotide were developed (half-life 90-120 minutes in blood), which 
could be used for therapy. Octreotide and analogs have also been labeled 
with radionuclides to image SSTR2 positive primary and metastatic tumors 
in patients. An extensively studied example is ul ln-D-Phe-DTPA-octreotide 
(Octreoscan, Figure 18-3). This tracer is not only useful for detecting cancer, 
but also for monitoring therapy and therapy response. Radiotherapy can be 
performed with the (3-emitting analog 90 Y-DOTA-Tyr(3)-octreotide. 

Also " m Tc octreotide analogs have been developed, of which " m Tc- 
depreotide has become commercially available. The SPECT tracers are 
likely to be replaced by the upcoming PET analog with 6S Ga, which would 
allow detection of smaller lesions or lesions with a lower receptor 
expression 14 . Also, the (3-emitter 177 Lu analog is gaining in popularity due to 
its favorable (3 energy for radiotherapy of smaller tumors and the fact that it 
is also a gamma emitter allowing imaging and therapy with the same 
compound 1213 . Another interesting avenue is the use of 86 Y-octreotide for 
PET dosimetry studies before moving to therapy with the 90 Y analog 14 . 

Antibodies: The characteristic of monoclonal antibodies (MAbs) to 
recognize individual molecular disease-specific targets has also lead to 
applications in nuclear imaging. MAbs, which are used for imaging purpose 
are usually labeled with gamma-emitting radionuclides. The widely used 
CEA-scan consists of a " m Tc-labeled MAb that recognizes the tumor marker 
carcinoembryonic antigen over-expressed in recurrent and/or metastatic 
colorectal cancer 15 . 

In order to confirm tumor targeting by the therapeutic radiolabeled MAb 
(e.g. 90 Y-labeled Zevalin for Non-Hodgkin’s lymphoma) and to estimate the 
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radiation dose to tumor and normal organs before applying radioimmunotherapy 
(RIT), scouting procedures with diagnostic radiolabeled MAbs can be used 
(e.g. m ln-labeled Zevalin) 16 ’ 17 . 

4. MAGNETIC RESONANCE IMAGING 

Today, contrast agents are used in almost 40% of all MRI examinations. 
As opposed to nuclear imaging, it is not the contrast agent itself that can be 
imaged but the effect it has on the Ti or T 2 relaxivity of water in its direct 
surroundings. This effect leads either to a signal increase (T i agents) or to a 
signal void (T 2 agents) in the MR image 18 . Paramagnetic Ti agents are 
usually based on Gadolinium, while T 2 agents have a small super- 
paramagnetic iron oxide (SPIO) core. Direct imaging of agents with MRI is 
only feasible if the agents contain an atom with a resonance frequency 
significantly different from that of water protons, such as 19 F. So far only 
non-targeted Ti and T 2 agents are approved for clinical use. 

4.1 Targeted imaging with paramagnetic agents 

Paramagnetic contrast agents carry an atom with one or more unpaired 
electrons leading to a magnetic moment. This magnetic moment interacts 
with the magnetic moment of a polarized water proton nucleus changing its 
Ti and T 2 relaxation. The most popular ion is Gd 3+ , which exhibits a strong 
magnetic moment thanks to 7 unpaired electrons. As free Gd 3+ is toxic, the 
ion is complexed with a chelating molecule such as DTPA or DOTA to 
render it safe for medical use (see Figure 18-4). Most of all paramagnetic 
FDA approved 7) contrast agents are based on derivatives of DOTA or 
DTPA containing Gd. The chelate occupies 8 coordination sites of the Gd- 
ion, leaving only one accessible for water. 

The efficiency of a MRI contrast agent in shortening the relaxation times 
Ti and T 2 of water is expressed in terms of its relaxivity, and r 2 , given in 
units of (mmol/1 •s)" 1 . Typically, small mono-molecular Gd-Chelates such as 
Gd-DTPA or Gd-DOTA have a relaxivity of ri = 4 (mmol/bs)’ 1 at 1.5 
Tesla 18 . The observed Ti i0bs and T 2 , obs relaxation times of a tissue containing 
a contrast agent consist each out of two contributions, where 1/Ti ;d 
corresponds to the diamagnetic relaxation rate in the absence of a 
paramagnetic substance and a second term, which increases with increasing 
concentration of the contrast agent 19 . 


l/Ti, ob s=l/Ti, d +ri*[Gd], where i=l,2 


[ 1 ] 
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Figure 18-4. (Left) Gd-DTPA (Magnevist); (Right) Gd-DOTA (Dotarem). 

Differences in relaxation times and proton density between tissues can be 
visualized using MRI. Typically, most tissues have a Ti in the order of Is, 
while the T 2 is around 0.1s. The image contrast depends on Ti and T 2 dif¬ 
ferences between tissues and on parameters of the MR pulse sequence, such 
as repetition time, echo time and flip-angle. The presence of a contrast agent 
in one of the tissues shortens Ti and T 2 , which will therefore increase image 
contrast. An observable image contrast requires roughly a 10% difference in 
Ti and/or T 2 between two tissues. Using eq. [1], the detection limit for a Gd- 
DTPA or Gd-DOTA can be estimated to be on the order of 25 pmol/l 20,21 . 

Above calculation also implies that the limit of detection can be 
decreased by either increasing the ionic relaxivity of an agent or by 
increasing the Gd concentration in a tissue. The former approach inspired 
intense chemical research in agents with a higher relaxivity. 

The theory of relaxivity can be modeled using the Solomon-Bloembergen- 
Morgan equations 18 ' 19 . Certain parameters strongly affect the relaxivity such 
as the number of interaction sites between Gd and water (q), the tumbling or 
rotation rate of a Gd-complex (x r ), the water exchange rate (x m ) and the 
magnetic field strength itself. 

The relatively low relaxivity of small mono-molecular Gd-chelates such 
as Gd-DTPA or Gd-DOTA is mainly due to their fast rotational tumbling, 
which leads to ca. a factor 20 lower relaxivity than theoretically possible. 
Slowing down the rotational tumbling by conjugating the Gd-chelate either 
non-covalently via adsorption, or covalently to a large carrier can significantly 
increase the ionic relaxivity. Today, some new contrast agents exploiting 
that strategy are close to approval. The blood pool agent MS 325 non- 
covalently adsorbs on human serum albumin, which leads to a significant 
increase in relaxivity due to slower tumbling 22 . Gadomer-17 is an agent that 
has 24 Gd-DOTA attached to a polylysine-based dendrimer, which leads to a 
strong increase of the relaxivity 23 . 

Increasing relaxivity alone will not be sufficient for molecular imaging. 
Keeping in mind typical marker concentrations (e.g. cell surface receptors) 
in the order of pmol/1 to nmol/1, even the saturation of all binding sites with a 
ligand carrying one or a few Gd-chelates is usually not sufficient to provide 
a signal 24 . One signal amplification strategy is use of a targeted carrier 
system decorated with a large number of Gd-contrast agents (Figure 18-1, 5). 
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Figure 18-5. Calculated Contrast to Noise ratio (CNR) for different carrier systems carrying 
increasing numbers of Gd-chelates. The MRI signal intensity is calculated using a spin echo 
sequence 21 . The CNR increases with increasing carrier concentration, passes through a max. 
and subsequently decreases due to an increasing T 2 shortening. Parameters from ’ ’ . 

Typical carriers are dendrimers" ’ , liposomes ’ , or emulsion nano¬ 
particles 29 . Due to the high number of Gd-chelates attached to the carrier, the 
relaxivity per carrier is enormously increased. Figure 18-5 shows a 
calculation of the contrast to noise ratio between two tissues, where one 
tissue contains a varying amount of carrier particles, which are loaded with 
an increasing number of Gd-contrast agents. For example, a dendrimer of 
generation 5 (G5) carries 64 Gd-chelates 26 , whereas a liposome of 500 nm 
can potentially accommodate up to 3 * 10 6 Gd-chelates. The number of Gd- 
chelates that can be accommodated on a carrier thus increases with its size. 
The graph shows that at least dendrimers of a generation 5 are needed for 
targeted imaging. More promising for molecular imaging are targeted 
liposomes or microemulsion nanoparticles, where one binding event 
increases the net Gd-chelate concentration by up to 6 orders of magnitude. 
The detection limit for these agents is in the picomol/1 to nanomol/1 range. 
The downside of this approach is the trade-off between increasing sensitivity 
and an increasing agent size, which hinders extravasation. The latter limits 
the potential medical application, as basically only markers can be targeted 
that are accessible via the vascular system (e.g. thrombosis, unstable plaque, 
or angiogenesis). Targeting cell surface markers of a solid tumor, which 
requires efficient extravasation into the interstitial space, is more promising 
with nuclear imaging agents. 

Above concepts were recently applied to image microthrombus formation. 
Microthrombus formation along the intimal surface of a vulnerable plaque is 





18. Molecular Agents for Targeted Imaging and Therapy 


297 


an early warning for a more severe plaque rapture. Imaging of microthrombi 
in risk patients may offer an opportunity to intervene in time to prevent e.g a 
stroke or ischemic attack. Fibrin is abundantly present at high concentration 
in a thrombus. Targeting of fibrin is one of the rare examples where binding 
of a small targeting moiety linked to a few Gd-chelates is enough to render a 
fibrin clot visible in MRT 30 . The targeting moiety is a peptide with strong 
affinity for fibrin, which was conjugated to 4 Gd-chelates. In vitro analysis 
of the thrombi showed a Gd concentration of ca. 74 umol/1. Another 
approach to image fibrin is the use of fibrin-targeted perfluorocarbon-based 
emulsion particles, which carry up to 50.000 Gd-chelates (see Chapter 19). 
The emulsion particles can be detected at a high pmol/1 concentration thanks 
to the enormous relaxivity per particle 31 . The same type of emulsion particles 
were successfully used to target the receptor a v |3 3 , which is over-expressed 
on the endothelium of growing microvessels during angiogenesis 32 . 

4.2 Targeted imaging with superparamagnetic agents 

Superparamagnetic agents are based on small mono- or polycrystalline 
iron oxide particles in the range of 4-10 nm in diameter usually consisting 
out of magnetite (Fe 3 04 ) or maghemite (y-Fe20 3 ). The detection limit for 
these T 2 agents can be estimated following the same approach as taken above 
for Ti agents. The minimal detectable ionic concentration of iron in one 
imaging voxel is about 25 pmol/1, which is comparable to the detection 
threshold for gadolinium 33 ' 34 . That limit of detection corresponds to roughly 
3 nmol/1 iron oxide particles assuming monodisperse 7 nm sized magnetite 
cores. The core particle is stabilized with a polymer layer for which 
polysaccharides are often used. The hydrodynamic diameter including 
coating varies between 20-100 nm. 

Targeting ligands can be attached to the coating of iron oxide particles 
for targeted imaging of receptors. Artemov et al. 35 showed targeting of the 
FIER-2/neu receptor, which is over-expressed on the surface of breast cancer 
cells, using a streptavidin-coated iron-oxide particle in combination with the 
biotinylated antibody Herceptin in a pretargeting approach. Several other 
receptors like a v (3 3 and vascular adhesion molecules were also successfully 
imaged using iron oxide-based targeted agents 36 . 

Growing interest over the past years in stem cell therapy promoted the 
use of iron oxide agents for non-invasive cell tracking. Before implantation, 
cells can be loaded in vitro with a sufficiently high concentration of iron- 
oxide to allow MR imaging. Of importance is to choose the imaging voxel 
small enough to ensure an iron concentration that is above the detection limit 
per voxel volume 33,34 ' 36 . 
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4.3 Trends in MRI contrast agents 

Recently, a new class of ‘smart’ agents emerged. These respond with an 
increase of their relaxivity to (a change in) local metabolic activities and 
conditions, such as enzymes, pH, or ion-concentration 37 . These agents are 
always based on Gd-chelates with a low initial relaxivity due to e.g. a 
blocked 9 th coordination site (q=0), fast rotation, or an unfavorable water 
exchange time x m . The underlying mechanism is a change of q, x r , or x m upon 
activation by the target, which leads to an increase of the relaxivity 37 . 
Imaging of enzyme activity is the most promising application as one enzyme 
can activate a large number of agent molecules. However, the concentration 
of activated agents still needs to exceed the required minimum detection 
limit according to Eq.l, which is especially challenging for imaging 
enzymes within a cell or within the extra-cellular matrix. Another very 
promising class of agents makes use of the Chemical Exchange Saturation 
Transfer (CEST) effect. Here, an external RE pulse is used to switch the 
contrast on and off, modulating the water proton intensity in the vicinity of 
the CEST agent. Differential scans taken with contrast ‘on’ and ‘off could 
eliminate background signal allowing for a better localization of the agent. 
CEST agents can also be engineered to respond to parameters such as pH. 
The latter allows an assessment of hypoxia, which occurs in some tumors or 
after an ischemic attack and is an important parameter for subsequent 
therapy planning 37,38 . 

Targeted microemulsion nanoparticles (250 nm mean diameter) filled 
with perfluorooctylbromide can also be used for 19 F-MR imaging. Marowski 
et al. 39 showed in vitro using fibrin-targeted nanoparticles that 19 F-MR 
imaging achieves a comparable sensitivity and limit of detection as the 
above approach based on T j agents. The advantage of fluorine is that it lacks 
any background signal, as there is no endogenous fluorine present in the soft 
tissue of a human body. A Tj or T 2 -agent accumulation at a lesion provides 
only a hot spot or a signal void, respectively, in an MR image. This can be 
easily missed within the natural contrast variations of the surrounding tissue. 
In that sense, 19 F-MR is comparable to nuclear imaging, and the 
perfluorocarbon nanoparticles should be regarded as a tracer or imaging 
agent rather than a contrast agent. 


5. ULTRASOUND 

Most ultrasound contrast agents are basically microbubbles that consist 
of an interior gas phase stabilized by an appropriate shell 40 . Their size is 
usually in the range between 1 to 5 pm, which allows passing through the 
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pulmonary capillary bed. Microbubbles are strongly echogenic due to their 
large acoustic impedance mismatch with the surroundings. The response of 
an ultrasound contrast agent to an acoustic field depends on the applied 
mechanical index (MI), which is in simple terms proportional to the peak 
pressure of the acoustic wave divided by the square root of its frequency. At 
a low mechanical index (MI<0.1), the particles show Rayleigh scattering of 
the impinging wave, which increases with the sixth power of the particle 
radius and is dampened with increasing shell stiffness and gas density of the 
interior phase. At intermediate mechanical index (0.1<MI<0.5), micro¬ 
bubbles start to strongly resonate in the sound field, also producing higher 
harmonics, which can be exploited using higher harmonic imaging. 
Increasing the mechanical index further (i.e. Ml>0.5) can lead to disruption 
of the agents, releasing the trapped interior phase 41 . That event produces not 
only a strong characteristic signal, but can also be used for therapeutic 
application, such as drug delivery 42 . 

Microbubbles are stabilized mainly using sugar derivatives, phospho¬ 
lipids layers or polymer shells. The latter are characterized by excellent 
stability at higher mechanical index. The usage of a hydrophobic gas, such 
as SF 6 or perfluorocarbons, greatly enhances the stability as it efficiently 
prevents dissolution of the interior gas in blood. The breakthrough to prepare 
highly stable microbubbles finally enabled targeted imaging with ultrasound, 
as the agents need to circulate long enough in the blood for efficient 
accumulation at the target site to take place. Furthermore, binding to the 
target should be strong enough to resist shear force in the blood vessel 43 . 

A different class of targeted ultrasound contrast agents is based on a 
perfluorocarbon emulsion 44 . These particles with a mean diameter of 250 
nm are considerably smaller than microbubbles allowing them to extravasate 
to a certain extent. Their smaller size also makes them more resistant to 
pressure and mechanical stress. Due to their low inherent echogenicity, these 
particles do not increase the echogenicity of the blood, but become visible 
only upon accumulation at a pathological site 45 . 

5.1 Applications of ultrasound contrast agents 

Typical applications of ultrasound contrast agents are echo signal 
enhancement of the blood pool, which can be used for quantification of the 
cardiac perfusion in echocardiography or perfusion measurements in organs. 
Some agents show a preferential biodistribution, which leads to passive 
targeting of a certain organ such as the liver. This passive targeting allows a 
better diagnosis and staging of e.g. liver metastasis and hepatocellular 
carcinomas. Besides organs, ultrasound contrast agents can also passively 
attach to cells such as leukocytes and lymphocytes, which internalize the 
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microbubbles via phagocytosis. As white blood cells travel to sites of 
inflammation, this process can be exploited to image inflammation 46 ' 47 . 

Active targeting of microbubbles has always been done for markers that 
are over-expressed on the endothelium and are accessible via the vascular 
system, such as inflammation, thrombosis or angiogenesis. 

Inflammation processes associated with atherosclerosis induce an over¬ 
expression of certain cell adhesion molecules such as P-Selectin and ICAM- 
1, which mediate the adhesion of leucocytes to the endothelium, followed by 
their transport to the site of inflammation inside the lumen. Both P-Selectin 
as well as 1C AM-1 were explored with targeted microbubbles for their use as 
surrogate markers for inflammation. Villanueva et al. 48 demonstrated 
selective binding of microbubbles targeted with an antibody against 1CAM-1 
in vitro. Weller et al. 49 showed similar in vitro results with rat cells as well as 
in vivo ultrasonic detection in the setting of acute cardiac allograft rejection. 

One of the earliest examples of targeted ultrasound agents was reported 
by Lanza et al. 44 using above described perfluorocarbon-based emulsions to 
target fibrin in combination with an avidin/biotin pretargeting scheme. 
Unger et al. 50 used targeted lipid-shelled microbubbles to visualize a 
thrombus. In vivo experiments in canine models showed an increase in 
intensity of the ultrasonic image of clots upon agent binding with the 
possibility to also dissolve the clot with the help of ultrasound-induced 
bubble cavitation. 

Angiogenesis, the formation of new microvessels, is a response to 
ischemia, which is associated with many diseases. Endothelial cells of an 
angiogenic blood vessel differ from mature endothelial cells by a variety of 
over-expressed molecules on the cell surface. Especially the integrin 
receptor a v (3 3 is well studied in the context of targeted imaging of 
angiogenesis with ultrasound contrast agents 51 ' 52 . In vitro studies showed that 
the cyclic peptide arginine-glycine-aspartic acid (cRGD) can be incorporated 
onto microbubbles for successful targeting of a„(3 3 . In this respect, Dayton et 
al. 52 published interesting results showing that contrast agents bound to a 
target provide a different acoustic response compared to contrast agents free 
in solution. Meanwhile, the first in vivo studies have appeared showing 
successful targeting of a v (3 3 with microbubbles 53 . 

5.2 Microbubbles in therapy 

The role of ultrasound is firmly established in diagnostic imaging. Over 
the last years, many new therapeutic applications of ultrasound in 
combination with microbubbles emerged. Especially the use of ultrasound 
for more efficient thrombolysis is intensively being investigated. Ultrasound 
alone is already beneficial in promoting thromobolysis, however, studies of 
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Birnbaum et al. 54 in canine models showed that cavitation of microbubbles in 
the vicinity of the clot helps to dissolve the thrombus. 

Ultrasound-induced microbubble cavitation can enhance the permeability 
of cell membranes 55 , can lead to a rupture of microvessels 56 and significantly 
enhances extravasation of nanoparticles 57 . All of the above effects can 
enhance drag uptake or promote gene delivery 58 , when drags or genes are 
co-injected systemically together with microbubbles or carried as cargo by 
the microbubbles 42 . The payload can be delivered upon ultrasound-induced 
cavitation at the location of interest or delivery can be combined with a 
targeting approach. 


6. CONCLUSION 

Molecular Imaging is an exciting new field, which will have a 
tremendous impact on future healthcare. Applications of molecular imaging 
range from earlier disease diagnosis to better staging, and from more 
accurate therapy planning to improved follow-up care. Crucial for success 
are well-designed and validated imaging and contrast agents, which allow 
selective and specific visualization of diseases. The development of imaging 
agents will go hand in hand with the development of targeted therapeutics. 
Some examples in research already show a combination of both worlds using 
the same carrier system. Yet, the step from preclinical animal trials to human 
applications in the clinic has still to be taken. 
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Abstract: The emerging era of personalized medicine offers the potential for early 

diagnosis and, therefore, treatment of pathology close to onset. Molecular 
imaging will allow noninvasive phenotypic characterization of pathologies 
leading to segmentation of patients for custom-tailored therapy. Additionally, 
the application and efficacy of this targeted therapy will be monitored non- 
invasively via molecular imaging. Nanoparticulate agents are being intensively 
researched as formulation platforms for various targeted clinical applications. 
As exemplified by perfluorocarbon nanoparticles, these new agents in 
combination with the rapid innovations in imaging hardware and software will 
allow the emergence of new diagnostic and therapeutic paradigms. 

Keywords: Perfluorocarbon nanoparticles, multimodality imaging, MRI, ultrasound, 

applications in cardiovascular and oncology, monitoring therapy effectiveness 


1. INTRODUCTION 

Recent advances in the interrelated fields of genomics, proteomics, 
molecular imaging and targeted drug delivery have prompted a paradigm 
shift in medical diagnosis and therapy from a ‘one-size-fits-all’ strategy to an 
approach tailored to the individual 1,2 . Requiring novel contrast agents, the 
general tactic of molecular imaging is to recognize and characterize 
presymptomatic, early disease, which otherwise would be difficult or 
impossible to detect using routine imaging techniques. In essence, the intent 
of biochemical imaging agents is to provide non-invasive assessments of 
pathology analogous to the use of immuno-histochemistry. However, such 
characterization is quite complex, requiring the simultaneous detection and 
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quantification of multiple epitopes, and thus far, molecular imaging agents 
have been primarily focused on detecting single biomarkers as a pathognomonic 
signature of disease. Nonetheless, techniques for cellular and molecular 
imaging have been developed, and are continually being improved, for virtually 
every imaging modality including nuclear 3 ' 4 , optical 4 ' 6 , CT 7 ' 8 , ultrasound 9 , 
and MR1 10 ’ 11 . 

With specific examples of current and imminent applications, this chapter 
addresses molecular imaging using a liquid perfluorocarbon (PFC) nanoparticle 
platform that can be detected and quantified by multiple modalities and, through 
specific targeting, offers great potential for diagnosis, therapy, and monitoring. 


2. GENERALIZED PLATFORM FOR TARGETED 
MOLECULAR IMAGING 

Success with molecular imaging contrast agents requires not only 
reaching and binding the specific target, but also being able to detect the 
agent once bound 12 . While optical 13,14 and nuclear 15,16 techniques are 
exquisitely sensitive to their agents, MRI, for instance, is not as sensitive. 
With MR molecular imaging agents (see Figure 19-1), a common theme is to 
deliver to important (but sparse) biochemical epitopes a large ‘payload’ of 
paramagnetic metal to overcome the scarcity. One example, dendrimers, can 
bear a vast number of metal atoms to a target site 17,18 , but as yet, limited 
utility as a targeted agent in vivo has been established. Nanoparticles, due to 
their inherently great surface area, have been shown to be a more effective 
platform, with predominately two classes: liposomes ' and emulsions ’ . 


2.1 Paramagnetic liposomes 

Paramagnetic liposomes, initially instituted as an instrument to overcome 
the partial volume dilution problem, are vesicles with a lipid bilayer 
membrane that enclose hefty payloads of gadolinium in an aqueous volume. 
Unfortunately, for MRI applications, the limited water diffusivity across the 
liposomal membranes drastically reduces the efficacy of the paramagnetic 
chelates entrapped within 24,25 . More effectively, amphipathic paramagnetic 
chelates have been incorporated directly into lipid membranes 26 ’ 27 , which 
improves interactions between the relaxation agent and surrounding water 
thus augmenting ri relaxivity. 
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Figure 19-1. Generalized paradigm for targeted nanoparticle contrast agents. The core 
provides a skeleton onto which volumes of the targeting system, imaging ‘payload’ and even 
therapeutic agents can be placed. Such amplification strategies permit molecular imaging to 
be feasible when targeting sparse epitopes. (Reproduced by courtesy of Medicamundi 28 ). 

In 1998, Sipkins et al. 29 first reported a paramagnetic polymerized 
liposome targeted to oc v P 3 for the detection of angiogenesis in a cancer tumor 
model. This biotinylated liposome system, complexed through avidin to a 
pre-targeted biotinylated antibody, provided early in vivo examples that 
sparse pathologic biomarkers were detectable via MR molecular imaging 
with ‘ultraparamagnetic’ particles. Later, Hood et al. 30 , in a mouse 
melanoma model, reported a therapeutic application using a similar 
construct, again, targeted to the oCyf^-integrins of angiogenic blood vessels, 
to deliver a mutant Raf gene and thereby induce tumor regression. 

2.2 Paramagnetic perfluorocarbon emulsions 

The second major class of paramagnetic nanoparticles is emulsions, the 
most notable being a liquid perfluorocarbon-based emulsion that has been 
targeted to multiple cardiovascular and oncological markers 22 ' 31 " 36 . 

PFC nanoparticles (see Figure 19-1), in contradistinction to bubbles and 
liposomes, consist of a liquid PFC core encapsulated by a phospholipid 
monolayer and can be functionalized for targeted molecular imaging by 
attaching homing ligands into this monolayer 31,35 " 37 . With typical nominal 
diameters of 200 to 300 nm, PFC nanoparticles are endowed with an 
enormous surface area to transport, and concentrate, payloads such as 
radioactive and/or paramagnetic metals to important vascular biomarker sites. 
This translates into, e.g. for the case of paramagnetic agents with -100,000 
gadolinium atoms per nanoparticle, particulate relaxivities greater than 
2,000,000 (mM-s)" 1 at 1.5T 38 . 
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While the surface area available for exploitation is an invaluable attribute, 
the core is also key. Owing to the properties of the perfluorocarbons in their 
core, PFC nanoparticles, unique from other oil-based emulsions, exhibit 
robust stability against handling, pressure, heat and shear. The liquid core, 
representing 98% by volume of the nanoparticle, can be any one of a number 
of PFCs (e.g., perfluorooctylbromide (PFOB), perfluoro-15-crown-5 ether 
(CE), perfluorodichlorooctane), with PFOB being the most commonly used. 
Thus, within the core of each PFOB nanoparticle, there is a concentration of 
roughly 100M of 19 F. 

The carbon-fluorine bond is not only chemically and thermally stable, but 
also essentially biologically inert. Flaving been used for liquid ventilation, 
oxygen delivery and imaging, the biocompatibility of most liquid 
fluorocarbons has been well documented to be, even at extremely generous 
doses, innocuous and physiologically inactive 39 ' 40 . Regarding pure fluoro¬ 
carbons within the range of 460 - 520 MW, no toxicity, carcinogenicity, 
mutagenicity or teratogenic effects have been reported. A reversible increase 
in pulmonary residual volumes has been reported for very large doses of 
PFC emulsions (i.e., complete blood transfusion), in macaque, swine and 
rabbits, but this increase was not seen in mouse, dog or human 41 " 43 . PFC 
nanoparticle distribution and clearance data fit well into a biexponential 
function with a circulatory half-life in excess of one hour (300 min ±110 
min, Lanza et al., unpublished). The tissue half-life residencies range from 4 
days for PFOB to as much as 65 days for perfluorotripropylamine. The fate 
of fluorocarbons is not metabolism, but rather gradual reintroduction by lipid 
carriers into the circulation, in dissolved form, where they are ultimately 
released in the lungs and exhaled 39 . 

3. LIQUID PERFLUOROCARBON NANO¬ 
PARTICLES FOR TARGETED IMAGING 
AGENTS 


3.1 Fibrin targeted nanoparticles 

The first in vivo demonstration of adapting PFC nanoparticles for site- 
targeted molecular imaging was in the mid-1990’s wherein the nanoparticles 
were homed to fibrin via an antifbrin monoclonal antibody and a three-step 
avidin-biotin technique 22 (see Figure 19-2). The contrast agent, bound to 
intravascular thrombus in canines, was detected with ultrasound imaging 
based on the inherent acoustic properties of liquid PFC nanoparticles 44 ' 46 . 
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Before Contrast After Contrast 



Anode Thrombus 


Figure 19-2. Ultrasound imaging of femoral artery thrombus before (a) and after (b) exposure 
to targeted PFC nanoparticles. The acute thrombus is poorly visualized with a 7.5-MHz 
linear-array, focused transducer, (a) The transmural electrode (Anode) and the wall 
boundaries of the femoral artery are clearly delineated, (b) After exposure to the targeted 
emulsion, the thrombus is easily visualized. (Reprinted with permission from Circulation 22 ). 

Later, this acoustic agent was further modified for MR molecular 
imaging by attaching gadolinium chelates onto the outer surface 47 , and again 
applied not only toward the non-invasive in vivo detection of thrombi in 
canine models (see Figure 19-3) but also in vitro detection of microthrombi 
deposits in human endarterectomy specimens 37 . Although fibrin clots offer 
an abundance of binding sites that results in relatively easy detection on Tl- 
weighted MR images, these ‘ultraparamagnetic’ nanoparticles are designed 
to have ample payloads (50,000 - 100,000 Gd-chelate molecules per nano¬ 
particle) 38 such that minute concentrations (i.e., picomolar) of targeted agent 
can be conspicuously visualized 48 . 



Figure 19-3. A scanning electron micrograph (a) shows the fibrin tendrils of a clot. Targeted 
nanoparticles densely decorate the fibrin (b), bringing >50,000 Gd chelates per binding site. 
The effect, in this canine model (c) is a marked enhancement (arrow), as compared to the 
control clot in the contralateral vein. (Reprinted with permission from Circulation 21 ). 
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PFOB 


Iodine 




Figure 19-4. CT images of human plasma clots treated with either iodinated oil or PFOB 
nanoparticles targeted to fibrin. Radio-opaque particles were mixed with nanoparticles of 
safflower oil for graduation of targeted contrast effects. (Reprinted with permission from 
Acad Radiol. 50 ). 

More recently, the fibrin-targeted nanoparticles have been imaged using 
CT. While PFOB, due mostly to the bromine, is radio-opaque, other 
emulsions have also been designed to be more conspicuous on CT. The first 
results of a fibrin-targeted nanoparticle molecular imaging agent were 
presented in 2003 49 ’ 50 wherein the CT agent provided a four-fold increase in 
contrast-to-noise between targeted and non-targeted fibrin clots in vitro. In 
Figure 19-4 50 the CT images of ~3mm-diameter fibrin clots demonstrate the 
graduation of attenuation as the amount of fibrin-targeted, iodinated 
nanoparticles is varied. 

Regardless of modality, the ability to detect and localize non-invasively 
the exposed fibrin associated with fissured atherosclerotic plaque is of great 
value in discerning the difference between plaques that are restricting the 
lumen but stable versus those at greater risk for catastrophic rupture 51 ' 53 . 
Current standards call for therapeutic intervention when the luminal 
narrowing exceeds 50%, but ironically, it is often those plaques of more 
moderate grade that rupture leading to stroke or heart attack and frequently 
sudden death 54 " 56 . Furthermore, while the detection of lumenally-exposed 
fibrin may prove useful as a sine qua non for unstable plaque, others 55 57 
have shown that angiogenesis within the vasa vasorum is also a requirement 
for growth and development of atherosclerotic plaques, but at a far earlier 
stage than rupture. Thus, molecular imaging of angiogenesis offers a portal 
to observe early atherosclerosis, in addition to other important pathologies. 

3.2 Molecular imaging of angiogenesis 

Just as physicians and scientists interested in cardiovascular diseases are 
keen to detect and manage angiogenesis, so are many others in fields such as 
oncology and rheumatology. Angiogenesis is a complex process with many 
biomarkers, but one molecular signature, the oc v P 3 integrin, has attracted 
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significant attention as a target 58 " 63 . The a v (3 3 integrin, which plays a critical 
part during the formation of new blood vessels 64 , is expressed on activated 
endothelial cells but not on mature quiescent cells of established vessels 58 . 
Thus, a v (33 is a popular recipient for angiogenesis-targeted applications. 

The utility of paramagnetic PFC nanoparticles to image the expression of 
c/. v |T on angiogenic vessels associated with not only early atherosclerosis but 
also nascent tumors 58 " 61,63,65 ’ 66 has been ascertained in vivo 2S ’ 34 - 36 ’ 67 _ 

As an example, atherosclerotic rabbits fed high cholesterol diets for 
eighty days develop early expansion of the vasa vasorum in the adventia of 
coronaries and aortic arteries, which continues to fuel plaque progression as 
the diffusional limits from the arterial lumen are exceeded. If these rabbits 
are then given intravenous injections of oc v (33-targeted paramagnetic 
nanoparticles, significant MR1 signal enhancement can be detected 
(heterogeneously distributed) along the aorta (see Figure 19-6); whereas 
little signal enhancement can be seen in the aortas of animals receiving a 
control diet 36 . These findings were corroborated with histology. 

Importantly, the specificity of nanoparticle binding was verified through 
competitive blockade experiments wherein high-avidity a v (33-targeted non- 
paramagnetic nanoparticles (i.e., invisible on MRI) were injected in excess 
into hypercholesterolemic rabbits to saturate the binding sites. When c/. v p 3 - 
targeted paramagnetic nanoparticles were later injected, no significant 
enhancement was detected 36 (see Figure 19-5)- thus confirming that Tl- 
weighted MRI signal enhancement was due to the specific binding of 
paramagnetic nanoparticles to the c/. v f) 3 marker of angiogenesis resulting 
from early-stage atherosclerotic disease. 

Aorta Muscle 



Figure 19-5. Analysis of angiogenesis from data of Figure 19-6 as MRI signal enhancement 
from the entire aorta (left) and skeletal muscle (right) after treatment with either a v p 3 -targeted 
(squares and diamonds) or nontargeted (circles) paramagnetic nanoparticles in cholesterol-fed 
or control diet groups. In atherosclerotic rabbits, the enhancement at two hours is significantly 
greater (P<0.05) than all other groups, which remained virtually unchanged. Importantly, if 
a v p 3 -integrins are pre-saturated with non-paramagnetic nanoparticles, the signal enhancement 
is competitively blocked (triangles). (Reprinted with permission from Circulation 36 ). 
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Besides atherosclerosis, cancer is an important disease in which 
angiogenesis plays a vital role and is widely targeted for molecular imaging. 
As a model of breast cancer, Vx-2 tumors were implanted into the hindlimb 
of New Zealand white rabbits and the induced neovasculature was imaged 
with MR1 twelve days later with intravenously-injected oc v (3 3 -targeted para¬ 
magnetic nanoparticles 35 . Using a clinical 1.5T MR1 and dedicated surface 
receive coils, high-resolution 3D T1 -weighted images were acquired dyna¬ 
mically to track the accumulation of nanoparticles within the tumor versus 
the surrounding musculature. For the two hours imaged, the signal intensity 
increased as a function of time with the final targeted contrast enhancement 
of the neovasculature having increased 126% over baseline, twice the change 
in MR signal due to passive extravascular leakage alone. The neovascular- 
related signal enhancement was heterogeneous and typically located 
asymmetrically around the tumor capsule, at interfaces between tumor and 
muscle, and in neighboring vasculature (see Figure 19-7). Again, in vivo 
competitive binding experiments, wherein the c/.vffi-integrins were pre¬ 
saturated with targeted non-paramagnetic nanoparticles then followed by 0Cv(3 3 - 
targeted paramagnetic nanoparticles, demonstrated receptor specificity of the 
targeted agent. 

Further substantiating these findings are similar studies, with equivalent 
results and histological corroboration, in a tumor model of human melanoma 
(C-32) implanted into athymic mice 34 . The Vx-2 model has also been 
repeated with c/.yfU-integrin-targeted nanoparticles adapted for nuclear imaging 
with dramatic increases in detection sensitivity. Using single pinhole, planar 
nuclear imaging, Figure 19-8 presents an image of a Vx-2 tumor following 
c/.vfU-targeted " m Tc nanoparticles. Note the prominent contrast enhancement 
of the tumor as well as enhancement of the testis and epiphyseal heads of 
long bones in the leg. In these young rabbits, angiogenesis is a prominent 
and natural feature of the maturing epididymis (which is highly vascular) 
and the growth plates of the long bones. All sites are specifically targeted 
and identified by the expression of a v (33-integrin, which is not seen in the 
mature vasculature of the muscle and surrounding tissues. a v p 3 -Integrin 
targeted 11 'in nanoparticles have also shown significant promise with similar 
in vivo findings. 



19. Targeted Nanoparticles for Molecular Imaging and Therapy 


313 





Pre 


Post 


Segmented Enhancement 


Figure 19-6. In vivo MR images of hyperlipidemic rabbit aorta. (Top) From renal artery to 
diaphragm, the vessel wall enhances heterogeneously due to the 0^3 targeted nanoparticles. 
(Bottom) Transverse images before (Pre) and after (Post) nanoparticles, after segmentation of 
the vessel wall (Segmented), and the final image (Enhancement) with color encoding of the 
percent enhancement resulting from the contrast agent bound to the marker of angiogenesis in 
this model of early atherosclerosis. (Reprinted with permission from Circulation* 6 ). 



Figure 19-7. In this Vx-2 tumor model, the Tl-weighted MR signal enhancement from the 
a„p 3 -targeted paramagnetic nanoparticle is overlaid on the baseline image (left). The integrin 
is expressed heterogeneously around the 3mm tumor capsule and other nearby areas of 
angiogenesis. The histology (right) corroborates the heterogeneous distribution of a v (3 3 - 
integrin (dark stain). (Reproduced by courtesy of Medicamundi). 



Figure 19-8. Planar nuclear image of Vx-2 tumor in the hind limb of a rabbit following a v P 3 - 
targeted " m Tc nanoparticles. Note the prominent contrast enhancement of the tumor as well 
as other areas of natural angiogenesis in this young, maturing rabbit. 
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4 . THERAPEUTIC PERFLUOROCARBON 
NANOPARTICLES 

As briefly presented above, the capability to target and image specific 
molecular biomarkers with perfluorocarbon nanoparticles provides the 
unique opportunity to 1) segment patient populations for the presence and 
severity of disease, 2) deliver potent individualized therapy directly to 
disease sites, and 3) monitor the treatment response through noninvasive 
imaging 33,68 . This emerging paradigm of personalized medicine has been 
demonstrated in several animal models using targeted therapeutic 
nanoparticles 33,69 , which are laced with therapeutic agents either by 
dissolving lipophilic drugs into the phospholipid monolayer or by fixing 
lipophobic drugs onto the outer surface with a lipophilic anchor. The drugs, 
then, are transferred to targeted cells via ‘contact facilitated drag delivery,’ 
wherein the transfer of lipids and associated drugs between the nanoparticle 
monolayer and the cell membrane is enabled by ligand-directed 
binding ’ ’ (see Figure 19-9). In contrast, nanoparticles that do not bind 
(i.e., non-targeted) retain greater than 90% of their apportioned drag. Lanza 
et al. 33 elucidated this concept first in vitro demonstrating that targeted 
therapeutic nanoparticles (delivering, e.g., paclitaxel) had a significant effect 
on smooth muscle cell proliferation, whereas non-targeted therapeuctic 
nanoparticles had no effect. 

Contact Facilitated Drug Delivery 

A B C 

V • * 
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Circulate to Bind to Lipid -Drug 

Target Biomarker Exchange 

Figure 19-9. Schematic representation of contact-facilitated drug delivery. Phospholipids and 
drug within the perfluorocarbon nanoparticle surfactant exchange with lipids of the target 
membrane through a convection process rather than diffusion, as is common among other 
targeted systems. Without the stable membrane contact, enabled through specific binding, 
drug is not released from the particle. (Reprinted with permission from JNucl Cardiol 10 ). 

An in vivo example of targeted nanoparticle drug delivery is that 
performed by Winter et al. 69 in atherosclerotic rabbits, which, when fed high 
cholesterol diets, develop early neovascular expansion of the vasa vasorum, 
which fuels plaque progression 71,72 . Delivered intravenously, c/. v (L,-targeted 
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paramagnetic nanoparticles laden with fumagillin, a potent antiangiogenic 
drag also known in its water soluble form as TNP-470 73 , markedly pruned 
the nascent vessels from the vasa vasoram when measured one week later 
(using drag-free c/. v (k,-targeted paramagnetic nanoparticles as described in 
the previous section) (See Figure 19-10). Flyperlipidemic rabbits given 
‘control’ nanoparticles (i.e., a v P;,-targeted paramagnetic nanoparticles 
without drag) at baseline had no change in angiogenic vessel density when 
imaged one week after treatment. Moreover, nontargeted fumagillin 
nanoparticles also had no significant effect on the neovasculature - again, 
substantiating that without ‘contact facilitated drag delivery’ little drag is 
released from the nanoparticles into the circulation. By way of 
corroboration, histological assessments showed that the level of angiogenesis 
in those animals receiving targeted drag-carrying nanoparticles was 
significantly reduced in comparison with the vasa vasoram expansion noted 
in rabbits receiving non-targeted or targeted drag-free nanoparticles. It is 
interesting to note that the total injected drag dosage of fumagillan 
associated with these ot v |33-targeted therapeutic nanoparticles was about 
50,000 times lower than the total cumulative dose given orally in previous 
studies 73 with similar outcomes. This mechanism of locally concentrating 
drag via site-targeted delivery, coupled with the virtual absence of drag 
release unless bound, provides therapeutic nanoparticles with enormous 
potential for achieving results while reducing side effects. 


Effect of Targeted Anti-Angiogenic Drug Delivery 



Figure 19-10. Using a V P 3 -targeted paramagnetic nanoparticles allows both the detection of 
angiogenesis and the delivery of anti-angiogenic therapy. At the time of treatment (baseline) 
the level of angiogenesis is the same in both groups of cholesterol-fed atherosclerotic rabbits. 
One week after the single treatment, the effect of the drug is clear, but animals receiving drug- 
free nanoparticles exhibit no therapeutic effects. (Reprinted with permission from 74 ). 
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5. QUANTIFICATION OF PERFLUOROCARBON 
NANOPARTICLES 

The examples above have shown that not only can specific biomarkers be 
explicitly visualized through the use of targeted nanoparticles, but they can 
also be the sole recipients of locally-intensified drug delivery. Moreover, the 
follow-up monitoring of therapeutic efficacy has been exemplified. But with 
this new archetype of particulate drug delivery, where serum levels of drug 
are meaningless, new models of measuring and predicting therapeutic effects 
will be required 10 ' 75 . Perhaps the best method will be simply to quantify non- 
invasively the amount of drag amassed at binding sites. Thus, the unique 
ability to image quantitatively these therapeutic nanoparticles would be of 
incalculable benefit for determining local drag concentrations and 
developing new pharmacokinetic models of drag transport and personalized 
response. Furthermore, given the complexity of pathology, the ability to 
independently interrogate multiple biomarkers would greatly facilitate the 
phenotyping of disease and allow better prediction and monitoring of 
individualized response to therapy. Depending on the imaging modality, 
PFC nanoparticles can be quantified in a variety of manners. 

Some modalities are inherently quantitative. The detection of 
nanoparticles labeled with radioisotopes, for example, gives an absolute 
number of counts per minute. MR1, on the other hand, gives images with 
relative signal intensity simultaneously weighted by a multitude of factors. 
Even so. Winter et al., in the hyperlipidemic rabbit study 69 , were able to 
observe a relationship between initial T1-weighted signal enhancement at the 
time of treatment with targeted paramagnetic therapeutic nanoparticles and 
the resultant reduction in angiogenesis. 

More precise, however, would be traditional techniques rooted in 
quantitative MR imaging such as T1 mapping 76 , etc. In typical MRI, contrast 
agents interact with their immediate milieu resulting in changes in both T1 
and T2 relaxation phenomena of the hydrogen nuclei. For well-behaved 
systems, these effects can be modeled to predict signal intensity as a function 
of contrast agent concentration. This approach has been described by 
Morawski et al. 48 for predicting the minimum concentration of targeted 
paramagnetic nanoparticles with known relaxivities that must be bound 
within an imaging voxel to produce conspicuous enhancement. Importantly, 
this group also used T1 measurement techniques in combination with these 
models to calculate the number of tissue-factor-targeted nanoparticles bound 
to smooth muscle cells in culture. This algorithm, while more precise than 
quantifying from signal intensity alone, remains limited by assumptions 
about relaxivities, water exchange rates, molecular geometries, and other 
confounding effects. 
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An alternative to modeling or measuring signal change as a function of 
contrast agent concentration would be to measure the agent directly, i.e., 
detecting a unique signal that otherwise would not be present. In the case of 
PFC nanoparticles, that alternative exists with the nuclei of 19 F. Actually, 
fluorine is a strong candidate for MR spectroscopy and imaging because 19 F, 
with a spin !4 nucleus and a natural abundance of 100%, has a gyromagnetic 
ratio close to that of 'H and a relative sensitivity 83% that of 'FI. With 
essentially no 19 F in the human body, there is no background signal. 
Additionally, owing to its nine electrons, 19 F has a greater range and 
sensitivity to its environment via chemical shift than hydrogen does. This is 
the foremost reason 19 F MR1 has been used in a wide variety of applications 
such as the study of tumor metabolism 77 ' 79 , the mapping of physiologic p0 2 
tension ' , and the characterization of liquid ventilation ’ . 

After exploring the minimum detection limits of PFC nanoparticles with 
19 F spectroscopy 48 , Morawski et al. 85 went on to employ 19 F spectroscopy 
and imaging at 4.7T to quantify the varying amounts of PFC nanoparticles 
bound to in vitro clots and in human endarterectomy samples. Extending 
for the first time this application to clinical systems and utilizing rapid 
steady-state imaging techniques 86 , 19 F image-based quantification of fibrin- 
bound nanoparticles was demonstrated. Further, this group demonstrated 
simultaneous independent detection and imaging of multiple unique species 
of PFC nanoparticles in varying volumes (see Figure 19-11). 



Figure 19-11. 19 F MR spectroscopy and imaging of liquid PFC nanoparticles bound to fibrin 
clots. The four 19 F spectra (left) acquired from the corresponding four clots (right) 
demonstrate the changing concentrations of the two nanoparticles applied. The three 19 F 
images (right), which have no proton background, represent three ‘weightings’ of the same 
four clots. Without selectivity (NS), all clots have high signal. Employing a species-selective 
excitation allows independent visualization of the bound CE or PFOB nanoparticles. 
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6 . CONCLUSION 

The synergistic combination of targeted drug delivery and molecular 
imaging has revolutionary potential. PFC nanoparticles, homed to specific 
biomarkers, provide the non-invasive tools to characterize pathology at the 
molecular level. With the promise of extending to a multi-spectral palette, 
this technique offers the potential to characterize phenotypically the 
biochemical nature or therapeutic sensitivity of disease. Furthermore, image- 
based confirmation and measurement of localized drug delivery and serial 
monitoring of biomarker response permits tailored treatment. Coupling the 
rapid developments in nanotechnology, genomics, proteomics, molecular 
biology, and imaging systems has catalyzed the multi-disciplinary field of 
molecular imaging, thus helping to usher in the era of personalized medicine. 
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MOLECULAR IMAGING WITH ANNEXIN A5 

The Molecular Basis for the Success of Annexin A5 as a 
Molecular Imaging Probe 
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Abstract: Molecular imaging strives to visualize processes on the molecular and cellular 

level in vivo. Understanding these processes supports diagnosis and evaluation 
of therapeutic efficacy on an individual basis and makes, thereby, personalized 
medicine possible. Programmed cell death (PCD) has evolved in the past 
decade as an important target for Molecular Imaging not only because of its 
involvement in a number of diseases but also because of the availability of the 
probe annexin A5. This chapter highlights aspects of PCD and reviews the 
development and significance of annexin A5 as a Molecular Imaging probe 
within the preclinical and clinical arenas. 

Keywords: Molecular imaging, programmed cell death, annexin A5, personalized 

medicine, cardiovascular diseases, oncology 


1. INTRODUCTION 

Molecular Imaging (Ml) is a rapidly emerging discipline, the main 
objectives of which are to allow early diagnosis of diseases and to guide 
therapy and patient management 1 . MI aims to visualize processes at the 
molecular and cellular level in vivo by using specific and intelligent probes. 
In contrast to conventional imaging techniques, such as computer 
tomography (CT) and/or magnetic resonance imaging (MRI), both aiming to 
visualize the anatomical or physiological consequences of a disease, MI 
focuses on the visualization of the molecular and cellular fingerprints of an 
awakening or existing disease. MI depends on the one hand on the 
knowledge about disease-specific targets and on the other hand on labeled 
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probes that exhibit sufficient sensitivity and specificity for these targets in 
vivo. 

Programmed cell death (PCD) is an orchestrated form of cell suicide that 
plays a fundamental role in physiology as well as in pathology of the multi¬ 
cellular organism 2 . Acute myocardial infarction, heart failure and the 
unstable atherosclerotic plaque for example are characterized by increased 
PCD 3 ' 5 . Tumor growth in cancer can occur because the balance between cell 
proliferation and PCD is disturbed in favor of proliferation. Anti-cancer 
therapies such as radiation and chemotherapy appear to be effective if they 
induce PCD in cancer cells 6 . These aspects combined render PCD into an 
attractive cellular process to be measured by Ml. 

PCD has been studied intensively at the molecular and cellular level over 
the past two decades. These investigations unraveled a large set of molecules 
and their biochemical mechanisms underlying PCD. The cell surface 
expression of the phospholipid phosphatidylserine (PS) appeared to be a 
common denominator of the various forms of PCD for most cell types and 
cell death inducing triggers 7 . Annexin A5 (anxA5) binds with high affinity 
to cell surface expressed PS. This feature together with its physicochemical 
properties have turned anxA5 into a widely used Ml-probe for the 
visualization of PCD in vitro and in vivo in animal models and patients using 
various imaging modalities. 

This chapter treats aspects of PCD and anxA5 in conjunction with its 
development and properties as an Mi-probe for preclinical and clinical 
applications. 


2. PROGRAMMED CELL DEATH 


2.1 The different forms of PCD 

Upon the discovery of apoptosis 2 a generalized model of cell death arose 
in which two forms were the protagonists. Necrosis was recognized as the 
common insult-induced type of cell death, characterized by cell swelling, 
membrane rapture and subsequent release of cellular constituents into the 
environment invoking undesirable inflammation. Its counterpart, apoptosis, 
was perceived to embody a highly organized mode of cell suicide executed 
by a group of proteases called caspases, the activities of which underlie the 
apoptotic morphological and biological features 8 . The most obvious are cyto¬ 
plasmic shrinkage, chromatin condensation, DNA degradation, membrane 
blebbing, subsequent formation of apoptotic bodies, and, importantly, no 
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inflammatory response. Extensive investigations over the past decade have 
demonstrated that this model was too simplistic to maintain. 

Research has revealed a considerable overlap between necrosis and 
apoptosis. For instance, cells undergoing apoptosis (which is an energy¬ 
consuming process) appear to have the ability to switch to necrosis upon 
energy depletion 9 ' 10 , whereas the opposite may also occur when the noxious 
stimulus driving a cell into necrosis is removed before the end. If insufficient 
damage occurs to continue the necrotic process, the cell may initially survive 
to perish later on from its injuries through apoptosis 11 . Interestingly, it has 
also been shown that extracellular signals triggering PCD may result in both 
apoptotic and necrotic phenotypes of cell death, depending on cell type or 
cellular content 12 . This not only implies that both modes might be closely 
intertwined, but moreover that necrosis can be the result of a regulated 
initiation of cell death, in contrast to the widely perceived notion of necrosis 
as a passive process following damage. 

In 2001, Leist and Jaattela pointed out that caspases, the central 
executioners of apoptosis, are not always involved in PCD 13 . In fact, species 
lacking caspases display apoptosis-resembling cell death too. Combined with 
the discovery of other proteases being capable of mediating cell death, this 
led them to suggest a less rigid model, in which cell death is regarded a 
hybrid event on the gliding scale between two extremes, i.e. apoptosis and 
necrosis 13 . The precise mode of cell death is determined by the resultant of 
cell type, stimulus and competition of different PCD mechanisms. This 
model provides a new paradigm for studying cell death and its modes of 
appearance and, thereby, creates a challenge for MI. 

2.2 Phosphatidylserine, the ubiquitous flag of PCD 

Early work revealed that the membrane of the erythrocyte is 
characterized by a phospholipid asymmetry over the two leaflets of the 
bilayer. Phosphatidylserine (PS), a negatively charged aminophospholipid, is 
predominantly found in the inner leaflet that faces the cytosol. The outer 
leaflet that is in contact with the environment contains predominantly 
phosphatidylcholine and sphingomeylin while PS is almost completely 
lacking. The PS asymmetry results from the ATP-dependent action of the 
aminophospholipid translocase that transports PS from the outer to the inner 
leaflet 14 . Inspired by this early work the group of Devaux showed that 
nucleated cells also have a PS-asymmetry and mechanisms to generate and 
maintain this asymmetry that are similar to those operating in erythrocytes 15 . 

In 1992 Valerie Fadok and co-workers reported that PS becomes exposed 
on the surface of apoptotic lymphocytes where it functions as a flag towards 
phagocytes, which respond to the signaling flag by engulfing the dying 
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cell 16,17 . Using fluorescent analogs of PS it was demonstrated that activation 
of apoptosis is accompanied by the inhibition of the aminophospholipid 
translocase and the activation of the scramblase. The combined action results 
in the surface expression of PS whilst the plasma membrane integrity 
remains intact 18 . 

The first experiments following the landmark paper of Fadok et al. 
focused primarily on apoptosis and revealed that PS expression is ubiquitous 
in the sense that cells regardless of the cell type and the cell death inducing 
trigger express PS at their cell surface in vitro 1 as well in vivo 19 . In addition, 
PS expression during apoptosis appears to be phylogenetically conserved 20 . 
It not only occurs in mammals but also in plants, flies and worms indicating 
that the PS signature of the dying cell is of vital importance to a multicellular 
organization. 

Apoptosis is the major form of cell death but it is not the only way to the 
demise of cells occurring in multicellular organisms (see section 2.1). In 
addition to classic apoptosis, cells may also die from necrosis, mitotic 
catastrophe, or autophagy 6,21 . Dependent on cell type and environmental 
context, PCD, thus, may present in many different forms that can have 
distinguishing and overlapping morphological and biochemical features. 
Within the complex environment of the whole tissue PCD may even start in 
one form and transform in another. Recent research has revealed that all the 
PCD forms known so far share surface expression of PS as a common 
denominator. Apoptosis, necrosis, mitotic catastrophe and autophagy are all 
characterized by the surface expression of PS 22 " 25 . This feature renders PS 
into an attractive target for MI of PCD to understand pathogenesis, support 
diagnosis and assess therapeutic efficacy. In 1994 the group of 
Reutelingsperger discovered that the protein annexin A5 can be employed as 
an MI probe to visualize PCD in vitro and in vivo. 


3. ANNEXIN A5 


3.1 Annexin A5, a phosphatidylserine binding member 
of the annexin family 

Annexin A5 (AnxA5) was originally discovered in human umbilical cord 
arteries as a strong anticoagulant protein. AnxA5 appeared to exert its 
anticoagulant action through a high affinity binding to PS expressing 
membranes, which catalyze certain procoagulant reactions 26 . Molecular and 
physicochemical investigations revealed that anxA5 belongs to a large family of 
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proteins, termed the annexins, that share structural and functional features 27 . 

AnxA5 is a single chain protein that is not glycosylated and has no 
intramolecular disulfide bridges. It binds in the presence of calcium-ions to PS 
containing membranes with a Kd of less then 10" M ’ . Its affinity for 
phospholipids such as phosphatidylcholine and sphingomyeline is two orders 
of magnitude lower. The calcium need of anxA5 for binding to PS resides 
within the range of 0.1 - 2 mM, which is the level of ionized calcium in the 
extracellular compartments of mammals. 

The tertiary structure of anxA5 has been resolved as well as the calcium 
binding sites and the phospholipid binding side 30 . AnxA5 is a monomer in 
solution but when it binds to PS it forms homo-trimers through protein- 
protein interactions. The trimers organize subsequently into a carpet of 
interacting trimers covering the PS expressing membrane surface 31 . These 
biological and physicochemical properties render anxA5 into an ideal probe 
for Ml of PCD. 

3.2 Annexin A5, the ideal probe for molecular imaging 
of programmed cell death 

The anxA5-affmity assay to measure PCD of B-lymphocytes in vitro by 
flow cytometry and fluorescence microscopy was firstly published in 1994’ 2 . 
The assay was rapid and simple. The cells were incubated with 
fluorescently-labeled anxA5 in the presence of calcium ions during 5-10 
minutes. AnxA5 did not bind to viable cells but bound to cells that were in 
the various phases of apoptosis (Figure 20-1). 

AnxA5 appears to recognize apoptotic cells regardless of the cell-type 
and the cell death inducing trigger 7,33 ' 36 . The next important step of its 
development as an Ml probe was made by the group of Vermeij-Keers. They 
showed elegantly that biotinylated anxA5, when injected into the blood 
stream of the living mouse embryo ex utero, only bound to apoptotic cells 
and not to living cells 20,36 . These studies revealed the ability of anxA5 to 
discriminate between living and dying cells in the complex environment of 
the whole tissue at the ambient calcium concentration. This understanding 
firmly established the basis for anxA5 as an Ml probe to measure PCD 
in vivo. 

AnxA5 was labeled with a variety of reporters to allow visualization of 
PCD in vivo employing different imaging modalities such as optical- 37,38 , 
nuclear- 39 , ultrasound- (Johan Verjans, personal communication) and 
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Figure 20-1. Confocal scanning laser microscopy of Jurkat cells that were triggered to 
execute apoptosis with anti-Fas antibody. The cells were incubated with anxA5-FITC and the 
membrane permeability probe propidium iodide. The various phases of apoptosis are 
distinguishable using this imaging protocol. 



Figure 20-2. These panels show the time course of binding of Oregon-Green labeled anxA5 
following ischemia and reperfusion of the mouse heart in vivo, as assessed by optical imaging. 
Ischemia is induced by ligation of the LAD, which is one of the main coronary arteries. To 
achieve restoration of flow (reperfusion) the ligature around the LAD is released. This model 
strongly mimics the clinical setting of patients with acute myocardial infarction, who are 
treated by reperfusion. During ischemia (A and B) slight uptake of the Oregon-Green labeled 
anxA5 is visible in the area risk of the heart. However, after the on set of reperfusion (C = 2 
minutes after reperfusion), anxA5 binding to the area at risk rapidly increases (D = 8 minutes 
after reperfusion, and E = 20 minutes after reperfusion). No further increase in binding of 
anxA5 is seen after 20 minutes following reperfusion (F = 45 minutes after reperfusion). 
These data indicate that reperfusion is a strong trigger for the induction of PCD in the heart. 
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Altogether the in vitro and in vivo studies created the expectation that the 
anxA5 imaging protocol would be the first MI protocol that could be applied 
to unmet medical needs in the clinical arena. 


4. MOLECULAR IMAGING OF PROGRAMMED 

CELL DEATH IN THE CLINIC AL ARENA WITH 
ANNEXIN A5 


4.1 Cardiovascular diseases 

One of the most prominent unmet clinical needs in cardiovascular 
medicine is the development of heart failure. Heart failure affects millions of 
patients in the Western world and is associated with a low quality of live and 
a high risk of dying. The major cause for heart failure is the occurrence of 
acute myocardial infarction. Experimental models have shown that loss of 
cardiomyocytes following myocardial infarction is caused by the activation 
of PCD of the cardiomyocytes. Measurement of PCD in the heart may, 
hence, offer understanding of the processes leading to heart failure and may 
provide the opportunity for the early detection of patients at risk to develop 
heart failure. 

Preclinical investigations showed that the anxA5 imaging protocol 
measures the PCD of cardiomyocytes in a mouse model of acute myocardial 
infarction 37 (Figure 20-2). 

The first demonstration of MI of PCD in a clinical setting was in patients 
with acute myocardial infarction using Technetium-labeled anxA5 and 
SPECT analysis 41 . This study showed extensive binding of technetium 
labeled anxA5 in the area at risk in the left ventricle on day one (Figure 20-3). 
These data suggest that at least part of the heart cells in the infarct area 
undergo PCD, indicating that cell death of these cells may be prevented by 
cell death inhibiting compounds. The area of uptake of anxA5 correlated 
well with the defect seen on perfusion imaging of the heart on day 3 after 
acute myocardial infarction, suggesting that the uptake of anxA5 as seen on 
day one indeed indicates loss of cells and infarction. 



330 


Chapter 20 



Figure 20-3. Transectional SPECT images of a patient with acute myocardial infarction who 
was injected with Technetium-labeled anxA5 on day 1 immediately after the start of 
reperfusion (left panel) and with Technetium-labeled Sestamibi, which is a perfusion imaging 
agent, on day 3 (right panel). Enhanced uptake of Technetium-labeled anxA5 is seen in the 
anterior wall of the heart (arrow), indicating PCD of heart cells in this area. Perfusion imaging 
on day 3 of this patient shows a defect at exactly the same site. L indicates the liver. 



Figure 20-4. Panels A and C show the SPECT imaging of Technetium-labeled anxA5 in 
patient 1 with a recent TIA (A) and patient 3, who had no TIA 3 months before imaging (C). 
Patient 1 shows enhanced uptake at the side of the symptomatic carotid artery (arrows) 
whereas patient 3 does not reveal enhanced uptake. Panel B shows the histologic analysis of 
the unstable carotid artery plaque of patient 1, characterized by macrophage infiltration and 
anxA5 staining (brown staining). Panel D illustrates the histologic analysis of the carotid 
artery plaque of patient 3 showing a stable phenotype and an absence of anxA5. 
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The substrate leading to myocardial infarction consists in 90% of the 
cases of rupture of an unstable atherosclerotic plaque in a coronary artery. So 
far, the medical community has not been able to succeed in developing 
diagnostic tools to recognize patients at risk to undergo acute vascular 
events, such as acute myocardial infarction. Rupture of unstable 
atherosclerotic lesions is also the main mechanism leading to stroke in 
patients with carotid artery lesions. Extensive research in the last two 
decades has shown that unstable plaques are defined by a high content of 
inflammatory cells such as macrophages and apoptotic cells. Therefore, MI 
of PCD may also provide an attractive target for the identification of 
unstable atherosclerotic lesions. 

The group of Narula showed the feasibility of detection of plaque 
instability in a rabbit model of atherosclerosis using Technetium-labeled 
anxA5 42 . These data reveal that the extent of anxA5 uptake in the 
atherosclerotic lesions in the aorta of high fat treated rabbits correlates well 
with the complexity of the lesions and the content of inflammatory and 
apoptotic cells (Figure 20-5). 

The preclinical data suggest that targeting apoptotic cells in 
atherosclerotic lesions may be a way to identify patients at risk to undergo 
acute vascular events. In a preliminary clinical study it was shown that the 
anxA5 imaging protocol may also be able to identify plaque instability in 
patients 43 . Two different patient groups with significant carotid artery 
stenosis were investigated in the atherosclerosis imaging study. In one 
group, patients with a recent transient ischemic attack (TIA), a sign of 
clinical plaque instability, were investigated and in a second group patients 
with a remote history of a TIA were included. In the patients with a recent 
TIA enhanced uptake of Technetium-labeled anxA5 was observed at the site 
of the symptomatic carotid artery lesion, which was confirmed by histologic 
analysis of the surgically removed stenotic lesions (Figure 20-4). In addition, 
a patient with carotid artery stenosis and no TIA in the past 3 months did not 
show enhanced uptake of anxA5. 

These data strongly suggest that clinical identification of patients at risk 
of undergoing stroke and/or TIA may be possible with the MI protocol using 
Technetium-labeled anxA5. 
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Figure 20-5. Nuclear imaging of apoptosis in experimental atherosclerosis in the rabbit using 
Technetium-labeled anxA5. Panel A shows the image at the time of injection of anxA5. Some 
blood pool activity is visible. Panel B shows the image taken 2 hours after injection. 
Enhanced uptake can be seen in de aortic region. Panel C is the ex vivo image of the 
atherosclerotic aorta. Focalized uptake of anxA5 is clearly visible. Histologic analysis 
confirmed the binding of anxA5 to apoptotic macrophages in the atherosclerotic lesions. 
Panels D-F are the images of the control animal. No enhanced uptake of anxA5 is visible, at 
the time of injection (D), two hours after injection (E) and ex vivo (F). K and L indicate the 
kidney and liver respectively. 


4.2 Oncologic diseases 

In oncology the MI of PCD may have two important clinical benefits. 
Firstly, MI of PCD may help to diagnose the malignancy of tumors that are 
not eligible for taking biopsies either by inaccessibility or by imposing an 
unacceptable risk to the patient when taking the biopsy. Intracardiac tumors 
are examples of such type of tumors. A preliminary clinical study 
demonstrated the feasibility of MI of intracardiac tumors using the 
Technetium-labeled anxA5 44 . This study also indicated that the anxA5 
imaging protocol may differentiate between malignant and benign tumors. A 
larger clinical study should substantiate and confirm this hypothesis. 
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Secondly, Ml of PCD may help to evaluate the efficacy of anti-cancer 
therapy shortly after the start of the therapy. Current common practice 
comprises the evaluation of efficacy after the treatment has been completed. 
Thus, patients bear the risk to suffer from possibly ineffective therapy over a 
relatively long period of time. Since effective radiation and chemotherapy 
cause one or another form of PCD in the tumor shortly after the start of the 
therapy. Ml of PCD using anxA5 may allow the evaluation of efficacy much 
earlier in the time course of therapy. Thus, ineffective therapies can be 
aborted much sooner and can be replaced much quicker by other therapies 
that have a chance of being effective. The first evaluations of cancer therapy 
based on anxA5 uptake in patients showed promising results 45 " 48 , although 
significant additional clinical research is still required. The potential gains 
from this application involve aspects of time, cost and reduction of 
unnecessary side-effects. 


5. FUTURE PERSPECTIVES 

Ml of PCD using anxA5 has made the successful transition from the 
in vitro settings via the preclinical arena into the clinical arena. In the latter, 
the SPECT imaging protocol using Technetium-labeled anxA5 is the only 
protocol currently being applied. Continued work on Ml of PCD indicate 
that in the future also other imaging modalities will be available for 
application in the clinical arena. Recent findings show that it is feasible to 
label anxA5 with PET probes 49 " 51 , thus allowing PET/CT imaging of PCD. 
This will not only yield high resolution images but will also combine 
biological information with anatomical structures. This can be of importance 
for the evaluation of atherosclerotic plaques situated in the coronary arteries. 

Other anxA5 conjugates may find their way to the clinic for imaging of 
PCD with non-nuclear modalities such as ultrasound and magnetic resonance 
imaging. 

In the case of ultrasound imaging it is possible to add the function of 
targeted drug delivery by the inclusion of drugs into the anxA5-conjugated 
echo-bubbles. The concept of targeted drag delivery using anxA5 has 
become even more attractive not only from the experiences with anxA5 as 
an Ml-probe but also from the recent findings that anxA5 opens a novel 
portal of cell entry 52 . These novel insights create the paradigm “Seek, Enter 
and Act” for anxA5 in which the acting can be cell rescuing in for example 
myocardial infarction and heart failure, and cell killing in for example 
cancer. Tuning the action can be accomplished by the choice of drugs that 
will be attached to anxA5. 
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The drag targeting concept of anxA5 is a logical extension of the Ml- 
experience and bears a great clinical promise for the diagnosis and treatment 
of cardiovascular and oncologic diseases. 
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Abstract: The emergence of proteomics in the post-genomic era has led to a resurgence 

in the study of and use of proteins for disease diagnosis. While the number of 
new protein markers has declined over the past 5 years, the use of new and 
exciting tools such as mass spectrometry, separation techniques and 
bioinformatics has fueled a search for markers and diagnostic patterns of 
markers that show great promise. The complexity of validation of these 
markers and panels of markers is a considerable challenge but the potential 
exists for the laboratory diagnosis of diseases for which there is no currently 
available lab test. This new era of proteomic diagnostics will continue to 
revolutionize our diagnostic arsenal and improve patient outcomes. 


Keywords: Proteomics, biomarkers, mass spectrometry, bioinformatics 


1. INTRODUCTION 

The use of proteins for diagnosis of disease has been in practice for many 
decades. During the last half of the last century, numerous new markers for 
disease were discovered in blood. Originally, these were detected by 
immunological techniques such as immunodiffusion, radioimmunoassay 
(RIA), hemagglutination, precipitation techniques and enzyme linked 
immunosorbent assay (ELISA). There were several significant discoveries 
that advanced this field. The development of the monoclonal antibody by 
Kohler and Milstein 1 gave the specificity to diagnostic immunoassays that 
was only dreamed of in earlier years. Innovative techniques such as the use 
of fluorescent substrates and electrochemiluminescence have further 
enhanced sensitivity of immunoassays. Discovery of new proteins expanded 
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the list of analytes being approved for use in the diagnostic lab. Some of 
these such as CEA were initially greeted with very high hopes for their 
diagnostic capabilities but proved to be less specific than originally hoped 
and their approved use has been limited. Others such as troponin have 
proven to be extremely powerful diagnostic tools. 

Over the past few years, the discovery and approval of new biomarkers 
has diminished dramatically. Even with detection technologies that are 
sensitive the approval of new analytes for diagnosis by the FDA has declined 2 as 
shown in Figure 21-1. 
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Figure 21-1. The declining rate of introduction of new protein tests. The data are plotted to 
indicate the rate of introduction of new protein analytes in FDA-approved clinical tests 
(From: N.L. Anderson, N.G Anderson, MCP 1(11), 845-67, 2002). 

This decline could be due to several factors: the discovery of the high 
abundance disease markers is probably nearly complete, the diseases now 
being researched are more complex and will require a series of markers for 
diagnosis or we are looking in the wrong place in serum for the presence of 
these markers or a combination of the above factors. 

In the past few years, there have been significant advances in many 
scientific areas that have led to the new field of proteomics. These advances 
in the areas of computer science and computing power, computerized 
databases and database management, separation technologies, biology, and 
mass spectrometry to name a few have come together to provide tools that 
are leading to a new wave in disease diagnosis and management. It is the 
convergence of these diverse technical areas that has demonstrated the 
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possibilities this technology can yield for disease diagnosis through an 
identification and understanding of the source and function of new disease 
markers previously overlooked because of their lack of sensitivity and or 
specificity or fraction in the serum or tissue. 

The progress of the 13 year long human genome project 3 led naturally to 
the study of the products of the genes - the proteins. Although some of the 
techniques used in proteomics had been developed years before and the term 
‘proteomics’ had been coined originally in 1994, it was not until 1999 that 
the term became commonly used in literature 4 . Proteomics was defined as 
referring “to the study of the proteome using technologies of large-scale 
protein separation and identification”. One popular separation technique had 
been described in the mid 1970’s and this was 2 dimensional or 2D gels 5 . 
The use of 2D gels for protein separation followed by digestion of the proteins 
into fragments and then analysis of the fragments by mass spectrometry gave 
an identification of proteins through peptide mass fingerprinting. At the 
time, there was also talk of making an entire catalog of proteins in the same 
way the human genome project had made a catalog of genes. However, the 
challenge remained to identify proteins that were expressed in disease and 
not in unaffected groups. 

In the mid 1990’s, the technique of laser capture microdissection was 
described 6 . This allowed for the separation of diseased cells from neighboring 
normal cells in tissue and a comparison of these two groups of cells could be 
done in order to determine if the protein content had changed and certain 
pathways had been triggered disease. The separation was done using a laser 
activated adhesive coated film that was placed over a tissue section. The 
cells were examined by a pathologist and diseased cells identified. A laser 
was then fired that activated the adhesive properties of the coated film and 
the cells were physically lifted from the slide. The process was then repeated 
on a second piece of adhesive film but normal cells were picked this time 
providing a control that matched the diseased cells in every way except for 
the protein content that had been activated. 

Another key development at about the same time was the commercialization 
of the surface enhanced laser desorption ionization (SELD1) technology by 
Ciphergen (www.ciphergen.com). This technology is based on the fractionation 
of serum on the same surface that is used as the target for matrix enhanced 
surface desorption ionization (MALDI). The protein arrays consist of a metal 
surface that has been coated with active binding groups. The variety of 
groups (anionic exchange, cationic exchange, metal binding surfaces) allows 
for binding of different fractions from the serum and unbound fractions are 
then washed away. An energy absorbing matrix is then added directly to this 
surface and it is then used as the laser target in a mass spectrometer that has 
been specifically developed to handle these arrays. The surfaces are configured 
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on arrays - 8 spots to an array and a bioprocessor holds 12 arrays to give the 
configuration of a 96 well microtiter plate. This configuration is one familiar 
with biologists and one that has several robotic and other tools available for 
sample processing. The arrays are then fed into a low resolution but high 
sensitivity mass spectrometer that is easy to operate and has software that 
makes interpretation familiar with not only spectral views but also a ‘gel’ 
view that displays data in a manner familiar to biologists. Thus the tools 
available to biologists now included mass spectrometry. 


2. DISCOVERING NEW APPLICATIONS 

With these advances came an explosion of potential diagnostic tests 
analytes, test principles and procedures. One of the earlier publications 
described the combination of laser capture microdissection and SELD1 to 
demonstrate differences between cancer cells and neighboring normal cells 
in tissue sections 7 . In this publication, tissue sections had been stained and 
were microdissected into a lysis buffer. An aliphatic reverse phase SELDI 
biochip was used to capture proteins from solubilized cancer cells or 
solubilized control normal cells. The proteins were then crystallized with 
matrix and mass spectrometry spectra were gathered. A comparison of the 
spectra from the tumor cells as compared to the normal cells clearly showed 
differences in up regulation and down regulation of several proteins. This 
was observed in several conditions including colon cancer, liver cancer, and 
in prostate cancer where differences were seen when comparing normal 
cells, prostatic intraepithelial neoplasia cells, tumor cells and stromal cells. 
The suggestion was made here that protein fingerprinting of early disease 
lesions was possible based on the differences seen in both spectral and gel 
views of these cells. 

The next step in the process was to extend this finding into looking for 
these differences in serum. In 2002, the first publication to suggest that 
serum might indeed carry these differences and these could be observed by 
mass spectrometry was published'. In this publication, a series of sera from 
ovarian cancer patients and cancer free women were examined by SELDI 
and the resulting spectra were used to train a computer algorithm to 
recognize the differences between the two groups. The pattern was then 
used to classify 116 additional patient samples - 50 with cancer and 66 from 
cancer free women including several with benign disease such as ovarian 
cysts. The results of this study were remarkable giving a 100% sensitivity 
including 18 patients with stage I disease and 95% specificity. This study 
was followed by similar findings in a wide range of diseases including 
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prostate cancer 9 , breast cancer 10 , renal cancer 11 , pancreatic cancer 12 , and 
ovarian cancer 13 . In addition, there was also activity in detection of other 
diseases such as cardiac disease using this technique 14 . 

However, there was much criticism of this method both from the 
bioinformatics side 15 as well as the biological perspective 16 . The use of 
bioinformatic methods that were random such as genetic algorithms and thus 
did not always give absolute reproducibility of patterns was the basis of 
some criticism. Further refinement of raw spectrum (data processing) was 
thought to be primitive and needed improvement. Biologically, it was also 
felt that the source of these peptides that made up patterns was necessary in 
order to confirm that they were actually associated with the disease being 
studied. In addition, the reproducibility of the mass spectrometers 
themselves was at question and whether they could ever be robust enough to 
be used as a diagnostic device had yet to be answered. Only through rigorous 
validation of the method could this question be answered. 

As part of the investigation process and as biologists gained more 
experience and confidence in using mass spectrometry, a higher resolution 
instrument was evaluated. While this still used the SELD1-TOF principle 
and a source manufactured by Ciphergen, the instrument measuring the time 
of flight was the AB1 Q-star which is a quadrapole time of flight instrument. 
This instrument is able to resolve individual peaks observed in the Ciphergen 
SELDI instrument into several peaks. Furthermore, the instrument’s higher 
resolution was not subject to drift observed in the Ciphergen mass 
spectrometer. A repeat evaluation of the ovarian cancer study samples 
reported earlier was done using this system and the results gave a 100% 
sensitivity and specificity in the sample group tested 17 . While a genetic 
algorithm with a self-organizing map was used and several patterns were 
generated, there were at least 4 that gave this excellent result. Furthermore, 
the overlap of several ions in these patterns indicated their importance in the 
diagnostic test. The increase in the specificity would be important in further 
use of the technique because of the low incidence of ovarian cancer in the 
general population. While the 100% correlation would be ideal, it was noted 
that this was in a limited number of samples and would need to be further 
developed and validated in a much larger study in order to be considered as 
the basis for a diagnostic system. 

The bioinformatics analysis of data has also received much attention. It 
is known that more than 300 groups have downloaded the data from the 
original Petricoin ovarian study done in 2002 and analyzed it in detail from 
several points of view. Many of these groups were able to reproduce the 
original results while some groups believed that the original analysis was 
flawed. Several suggestions have been made in terms of preprocessing data 
and analysis including the posting of data in its raw form 18 to allow different 
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preprocessing methods to be properly evaluated. However, it was pointed 
out that communication between those analyzing the data and those who 
produced the data is essential because of the possibility of a mis¬ 
interpretation of results based on a mis-understanding of the purpose of the 
experiment 19 . Currently there are multiple data analysis and classification 
tools in use and being developed both commercially and in academic 
settings. 

In addition to bioinformatics solutions that involve computer algorithms, 
data visualization tools have been and are continuing to be developed to 
allow for the handling of large data sets in a manner that can be analyzed by 
the human eye. The use of these tools can help reduce datasets to simplify 
the computer process or can be used in an iterative process with 
bioinformatics tools to confirm patterns as is shown in Figure 21-2 27 . In this 
example, the initial data is examined for quality and any spectra that are 
found to be of low total ion current for example are eliminated. The entire 
dataset consisting of all spectra from all patients are then imported into a 
visualization tool and are colorized by disease group. Using the visualization 
tool, certain areas are selected as showing discriminating characteristics 
through visual examination of the data in three dimensions: intensity, 
mass/charge value and disease group. These areas are then selected and fed 
to computer algorithms for the selection of individual discriminating values. 
These values are then confirmed by examining individual spectra from both 
the disease and normal groups. The process ensures the presence of a pattern 
rather than artifacts and has been valuable in studies where patterns are 
difficult to find using bioinformatics tools or where over-fitting can occur. 

The next development in proteomics as a diagnostic tool was to 
determine the principle of the test. As part of this work, the source of 
diagnostic peptides needed to be reconciled. Basic questions had been 
raised: why such a small source as an early stage tumor could provide 
sufficient quantity in the blood by mass spectrometry and why were the 
small peptides not excreted in the urine as quickly as they accumulated? The 
answer lay in the discovery that diagnostic protein fragments and peptides 
appeared to be associated with large and abundant carrier proteins such as 
albumin 20 . In this publication, the authors capture albumin out of serum, 
washed and then caused peptides to dissociate from the albumin through the 
use of 50% acetonitrile. After a 30mw size exclusion separation, the 
peptides were examined by mass spectrometry. What was found was a large 
number of low molecular weight peptides that had been associated with 
albumin. Identification of some of these peptides has shown their identity to 
be known linked to cancer such as P53 and BRCA1 and 2. It was proposed 
that the albumin’s long half-life (19 days) acted as a concentrating and 



21. Proteomics for Diagnostic Applications 


343 


protecting molecule carrying the peptides and preventing clearance by the 
kidneys 21 . 
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Figure 21-2. Data Visualization as an Aid to Data Analysis (From: D.Johann et al., Aim N Y 
AcadSci 1022, 299, 2004). 

This discovery led to the enrichment for albumin in proteomics - the 
antithesis of that had been done previously. Commercialization of a 
biomarker enrichment method using the principle of albumin capture has 
recently been done by PerkinElmer in collaboration with Viva Sciences 
(www.perkinelmer.com). This method has been optimized as a discovery 
tool in a 96 well format including albumin capture, elution and dissociation 
of peptides from albumin, capture and concentration in a Cl 8 Zip plate and 
direct deposition on a Perkin E lmer disposable target plates to be read in the 
ProTOF orthogonal MALDI instrument. An evaluation of the method for 
the discovery of a pattern for Alzheimer’s disease has been reported 21 and a 
pattern for ovarian cancer diagnosis 26 . The instrument has the high 
resolution properties in combination with the ability to scale up discovery. 
This combination should allow for the large validation studies that will be 
required to both verify and validate a pattern for disease diagnosis. It is 
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anticipated that the scale of such studies will need to be massive not only to 
convince skeptics of the validity of patterns as well as to convince the 
regulatory agencies that these patterns are effective and should be approved 
as diagnostic tests. 

While proteomic patterns have been widely reported, another tactic in the 
use of proteomics for diagnosis has been biomarker discovery. A connection 
between a diagnostic marker and its function in the disease has been 
advocated by some as a necessary step in order to validate the use of a 
biomarker in disease diagnosis. In this case, the proteomics approach would 
not result necessarily in a test itself but would be used as a discovery 
platform for biomarkers or panels of biomarkers that could be used to detect 
and monitor disease. One example of this approach is the work of Zhang et 
al 22 where biomarkers for ovarian cancer were discovered using the 
Ciphergen proteomic platform in an investigation of patients from multiple 
centers. The three biomarkers identified were apolipoproteinAl, a truncated 
form of transthyretin and a cleavage fragment of inter-a-trypsin inhibitor 
heavy chain H4. The addition of these three biomarkers as a panel to CA125 
improved the sensitivity and specificity of CA125 alone for detection of 
disease. The panel approach has been used in diseases such as thyroid 
disease for many years but the application of this approach to heterogeneous 
diseases such as cancer is now being investigated and in theory has a sound 
scientific basis. 

In addition to diagnosis, the possibility of disease progression and 
treatment monitoring has been an attractive use of proteomics technology. 
The field of individualized medicine is an area that could predict a patient’s 
response to a therapy thereby guiding the treating physician rather than 
waiting to see if a patient responds to a therapy 21 . Disease progression could 
also be monitored by an analysis of changes in an individual’s proteomic 
pattern over time and looking for changes in targeted points in the spectra or 
by the isolation and identification and quantitation of individual proteins in 
serial samples. This is currently done in a primitive way in the quantitation 
of antibodies in infectious disease over the course of time or with tumor 
markers such as CEA in selected cancers where the initial diagnosis yields 
an elevated level that is monitored during treatment in serial samples. The 
mass spectrometry tool is particularly powerful at discrimination of post- 
translational modifications that take place in the course of disease and this is 
generally difficult in immunoassays. A combination of the two techniques 
has been investigated 23 and could prove to give the advantages of 
purification by a binding reaction followed by the resolution of the subtle 
differences in the binding entities by mass spectrometry. 
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Table 21-1. Recommended Practices for Clinical Applications of Protein Profiling by MALDI 
TOF Spectrometry. _ 

1. PREANALYTICAL 

• Evaluate optimum patient preparation 

• Identify optimum procedures for specimen collection and processing 

• Analyze specimen stability 

• Develop criteria for specimen acceptability 

2. ANALYTICAL 

• Prepare calibrators for mass, resolution, and detector sensitivity 

• Use internal standards 

• Automate specimen preparation 

• Optimize methods to yield highest possible signals for peaks of interest 

• Identify sequences of peaks of interest 

• Develop calibration materials for components of interest 

• QC: prepare/identify at least two concentrations of control material 

• Evaluate reproducibility (precision) 

• Evaluate limits of detection and linearity 

• Evaluate reference intervals 

• Evaluate interferences such as hemolysis, lipemia, renal failure, acute-phase responses 
» Develop materials or programs for external comparison/proficiency testing of analyzers 

3. POSTANALYTICAL 

• Analyze each spectrum to identify peaks before applying diagnostic algorithms 

• Develop criteria for the acceptability of each spectrum based on peak characteristics 

• Use peaks rather than raw data as the basis for diagnostic analysis 

• Use caution in interpretation of peaks with m/z <1200 

• Select peaks with high intensities and sample stability for diagnosis 

• Select approximately equal numbers of peaks that increase and decrease in intensity as 
diagnostic discriminators 

• In developing a training set for diagnosis, careful clinical classification of patients is 
essential 

• Clinical validity depends on having a typical rather than highly selected population of 
patients 

• The number of training specimens should be at least 10 times the number of measured 
values 

• Any clinical application should use a fixed training set and algorithm for analysis 

• Any analysis should provide a numerical value 

• Diagnostic performance should be evaluated with ROC curves to select cutoffs 

• A sensitivity analysis should be performed of the necessary precision for accurate 
diagnostic performance 

• There should be QC procedures for daily verification of software performance 

• Adapted from G.L. Hortin 24 . 
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3. DELIVERING THE PROMISE 

All of these new technologies have opened up the possibility for 
improved diagnostic tests for a wide variety of diseases. However the 
validation and regulatory challenges are quite great. The validation of a mass 
spectrometry pattern diagnostic would require the validation and integration 
of systems and technologies as diverse as proteomics itself: Reagents and the 
chemistry behind them, robotics processors, mass spectrometers, operational 
software and diagnostic software along with the clinical end including the 
sample handling and transport, sample stability and a host of other factors 24 . 

However, the power and potential of the technology will drive the 
continued innovation, validation and eventual commercialization of the area 
of proteomics and the eventual arrival of these techniques in the clinical lab 
will give tools for improved patient outcomes. 
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Abstract: Information technology (IT) has been applied in different medical areas in the 

past 40 years. Although many IT applications are technically mature enough to 
be used, they are still not present in hospitals. In this chapter, we give an 
overview of the current status of IT in medicine, as well as the future 
directions that we believe IT will take. Our approach in writing this chapter is 
to view IT from the perspective of three groups of users: clinicians, 
researchers, and patients. Given that healthcare lags behind other industries in 
terms of adopting IT, we also discuss the challenges that need to be overcome. 


Keywords: Information technology (IT), medical informatics, computers in medicine 


1. INTRODUCTION 

Approximately 40 years ago, Information Technology (IT) was first 
applied in health care. The vision back then was to use IT to improve the 
patients’ outcomes. Since then the vision has not changed. Ultimately any 
endeavor involving medical IT, whether it be developing a program to help 
physicians select the optimal antibiotic treatment or designing a web page 
with health care information, is directed towards this vision. 

Implementing medical IT in clinical settings, however, never was an easy 
undertaking. To demonstrate the benefits of IT a certain critical mass of 
patients’ data had to be collected first. Most hospitals were not willing to 
invest in a hospital information system whose return of investment seemed 
uncertain. Clinicians resisted the introduction of IT into the wards, because 
they saw no value in IT and they felt that IT would disrupt their workflow. 
On the technical side, it was hard to model medical information and 
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knowledge to be interpretable for computers. Medical information is 
sometimes fuzzy and ambiguous. Medical knowledge is incomplete on the 
one hand, but expands dramatically on the other hand. 

Despite the difficulties that IT has had in medicine, a scientific discipline - 
medical informatics - had emerged by the 1970’s. This discipline studied the 
storage, the retrieval, and the processing of patient data for clinical problem¬ 
solving and decision-making. It was inherently interdisciplinary drawing on 
the principles from other fields such as computer science, social science, and 
the clinical sciences. Medical informatics kept expanding rapidly. In recent 
years, the term ‘healthcare informatics’ has been introduced to encompass 
disciplines such as dental informatics, pharmaceutical informatics, nursing 
informatics, and public health informatics. It has been modified even further 
to ‘healthcare bioinformatics’ to include bioinformatics (see Chapter 26). 

Through the constant efforts of researchers in the field, there is now an 
increasing awareness that IT is necessary to solve some of the major health 
care problems of today. Many adverse events that occur in hospitals, for 
example, are preventable with the assistance of computers 1 . Computers 
could help in maintaining the high quality of health care at a lower cost. This 
is of particular interest in an increasingly aging population that will put a 
stress on current health care resources. The importance of medical IT has 
also been understood at a political level. The US government created the 
new position of National Health Information Coordinator in 2004 2 . The 
ambitious goal is to provide electronic health records for most Americans 
within the next decade. In the same time frame, the National Health Service 
in the United Kingdom wishes to provide IT on a national scale to more than 
30,000 general practitioners and 300 hospitals 3 . 

In this chapter, we will give a broad overview of medical IT. We will 
describe recent advances and trends of selected areas and put some of them 
in a historical perspective. Our goal is to show the great variety and the huge 
potential of medical IT. 


2. AREAS OF RESEARCH 

In this section, we discuss various areas of medical informatics research 
and development. We have grouped the areas according to who the main 
user of each area is. We identified three users: clinicians, researchers, and 
patients. We are aware that other users, such as administrators or librarians, 
exist. In addition, we realize that one area can have multiple users. For 
example, an electronic patient record is not only of interest to clinicians, but 
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also to patients or administrators. Given the breadth of the field, however, 
we attempted to provide a more general classification. 

2.1 Areas directed at clinicians 


2.1.1 Electronic patient record 

The successful implementation of many IT solutions in medicine depends 
on an existing IT infrastructure, i.e. a departmental information system or 
even better an Electronic Patient Record (EPR). The EPR is a repository for 
electronically stored data of a patient’s health status and health care 4 . 
Synonyms include the ‘electronic medical record’, the ‘electronic health 
record’, or the ‘computer-based patient record’. An electronic patient record 
system can provide functions to improve the quality and the efficiency of 
health-care delivery. Examples of the EPR’s functionality are providing 
reminders and alerts, offering access to multiple clinicians at the same time, 
or linking knowledge sources to the patients’ data. Traditional paper-based 
medical records lack such functions. 

Although a few pioneering medical centers have demonstrated how 
computers could support health care, most hospitals are cautious in adopting 
EPRs in their clinical settings 5 . The clinical environment proves to be a very 
difficult place to implement IT solutions. Clinicians resist IT, because they 
feel that computers disrupt their workflow patterns and do not support them 
in their work. Boards of directors dismiss clinical IT solutions, because they 
cannot see any return of investment in terms of revenue. Given the 
difficulties in implementing IT in the health industry, it is not surprising that 
only less than 20% of U.S. hospitals have implemented electronic patient 
records and 9.6% have implemented computerized physician order entry 6 . 

Nevertheless there is a good reason to believe that the number of 
hospitals with an EPR will increase within the next decade. Hospitals face 
major challenges such as reducing preventable adverse events, maintaining a 
high level of health care at low costs, or managing increasing amounts of 
patients’ data. It is hard to imagine how these problems can be overcome 
without an EPR. In addition to internal motivations to adopt IT, there are 
also incentives outside of the hospitals. In the U.S., for example, hospital 
approval organizations, such as the Leapfrog Group (a consortium of 
Fortune 500 companies and other organizations that provide health benefits) 
or the Joint Commission on Accreditation of Healthcare Organizations (a 
not-for-profit organization that sets standards for measuring health care 
quality), require hospitals to adopt IT. Furthermore, the U.S. government is 
strongly committed to building a national health information infrastructure 2 . 
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2.1.2 Medical decision support 

One of the major focuses of medical informatics research is medical or 
clinical decision support. Storing clinical data in an electronic format as 
opposed to a paper format alone does not justify the computerization of the 
medical record. One of the major values of electronically stored data comes 
from their ability to enable clinical decision support; i.e. helping clinicians to 
make the correct choices and to avoid errors. Medical decision support 
systems are discussed in detail in Chapter 25. 

2.1.3 Workflow management 

The challenging situation of rapid changes in the health care system, such 
as shrinking budgets and increasing demands to increase the quality of 
services, calls for solutions that not only help handling data but improving 
the organization of work. Optimizing and automating processes and better 
utilization of all kind of resources becomes essential for meeting medical 
and commercial targets of health care institutions. Workflow technology is 
one way to organize more efficient and provide better service quality. In a 
radiology department, for instance, a typical goal will be to better utilize 
imaging equipment (higher throughput), while simultaneously improve the 
essential performance indicators such as time to report delivery for referring 
physicians. 

Workflow management is a technology 7 that enables health institutions 
like hospitals to automate parts of routine medical business processes, based 
on models of underlying processes and organizations. These explicit models, 
designed according to the needs and policies of an institution, are kept in 
separate administrative databases. They are instantiated and enacted at run¬ 
time by workflow engines. These engines have to be embedded in 
information systems infrastructures 8 . 

There are a number of research challenges associated with workflow 
management. How to integrate workflow engines in data driven healthcare 
IT infrastructures has to be further explored. On the methodology side, we 
need to understand how to design workflow management principles that 
serve very well defined, structured processes (as represented by a pre¬ 
ordered X-ray examination in Radiology), as well as flexible, ad-hoc case 
processing (such as emergency cases). Commercially, workflow engines as 
base technology and kernels of wor kf low management solutions are available 
from a number of vendors. 
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2.1.4 Natural language processing 

As pointed out in section 2.1.2, a major value of electronic data is to 
enable clinical decision support. In order for computers to provide decision 
support, they must be able to ‘understand’ the clinical data. Numeric data, 
such as laboratory test results, pose no problem for computers, since it is 
straightforward to attribute a specific meaning to a numeric input. For 
example, one can specify that an input with a value greater than 5.2 indicates 
a potassium value above the normal range. Text data, on the other hand, are 
challenging for computers, because a word has a specific meaning only 
within the context of other words. Consider the meaning of the word ‘cold’ 
in the following sentences. 

“The patient claimed that she had a cold last week.” 

“The patient’s extremities were cold.” 

To humans it is clear that the word ‘cold’ means something different in each 
sentence. This so seemingly easy task of understanding the meaning of 
words, however, is extremely difficult to program in a computer. 

Given the complex task of programming computers to understand 
humans, the scientific discipline of computational linguistics has emerged, in 
which natural language is investigated from a computational perspective. A 
subfield of computational linguistics is Natural Language Processing (NLP), 
which deals with the processing and the manipulation of natural language. In 
this chapter we will use the term NLP in the context of understanding natural 
language, however, NLP encompasses other topics as well, such as the 
generation of natural language. 

The first peer-reviewed articles on the applications of NLP in medicine 
were published in the late 1970’s. The main goal of applying NLP in 
medicine was (and still is) to abstract medical concepts from electronically 
stored free text reports. Initially, NLP research focused on radiology 9 ' 10 , 
because the reports in this specialty were structured and contained a well- 
defined vocabulary. At the same time, radiology was complex enough to 
provide value for clinical decision support and research. This research 
showed that NLP applications were as accurate in extracting certain medical 
concepts as physicians 11 . In recent years, NLP has expanded to other clinical 
problems. For example, in the area of biosurveillance NLP has been applied 
during the Winter 2002 Olympics in Salt Lake City, Utah, to monitor potential 
disease outbreaks as a result of a bioterrorist attack 12 . Another trend is to use 
NLP for detecting adverse events 13 , in particular in discharge summaries 14 . 
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The potential of NLP has also been realized in the industry. We expect 
that an increase in commercially available NLP products will catalyze the 
availability of other medical IT products, in particular medical decision 
support applications. 

2.1.5 Applying information technology in imaging 

Information technology (IT) is an integral part of imaging modalities 
such as computer tomography. In this section, however, we will focus on 
using IT to help physicians interpret various images. In the past 20 years, 
computer-aided detection (CAD) of suspicious findings in images has been 
developed to improve the physicians’ sensitivity (true positive rate) and 
specificity (true negative rate). CAD has been deployed in different areas - 
detecting pulmonary nodules in radiographs, or detecting intracranial 
aneurysms in magnetic resonance angiograms, to name a few. The benefits 
of CAD, such as identifying cancers at an earlier stage or reducing the 
number of biopsies, still need to be shown. With continuous improvements 
in the accuracy, however, CAD will enable the computer-aided diagnosis 
(CADx) of lesions on an image. Chapter 24 covers CAD and CADx in the 
area of lung nodule detection. 

2.2 Areas directed at researchers 


2.2.1 Data mining 

Modern computerized medical practices, at least in developed countries, 
produce large amounts of data. Here we exclude the growing volume of bio- 
molecular data that is the topic of bioinformatics (see Chapter 26). These 
data are believed to contain (hide) valuable patterns that could improve 
healthcare deliver if they could be discovered. Since the early 1990s this 
(and other domains with similar data explosions) has given rise to the field 
of knowledge discovery from data (KDD) 15 . 

The steps in a medical data mining exercise usually involve: 1) identify a 
problem (question) and a dataset to study, 2) extract and ‘clean’ the data 3) 
exploratory analyses 3) pattem/knowledge discovery. This may be considered 
hypothesis generation. If the findings are deemed novel and important, then one 
also needs to consider 4) validation or hypothesis testing. 

Cios and Moore discuss at length the unique nature of medical data and 
the issues that come into play when attempting to mine it 16 . Medical data are 
voluminous and heterogeneous; they include numerical values like lab test 
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results, categorical values like diagnoses, signals, like ECGs, images, and 
structured or, more likely, unstructured text like physicians notes. The 
importance and difficulty of the step of assembling and cleaning the data 
cannot be overestimated. Images provide their own challenges and are the 
subject of extensive research into computer aided detection (CAD) and 
diagnosis (CADx, see Chapter 24). An additional challenge for medical data 
mining is that most of these data were collected for purposes of patient care 
and not explicitly for mining. This gives rise to substantial issues with 
missing data, but perhaps more subtly to issues about statistical inference: 
what population of patients or clinical sites may the sample be considered to 
represent? 

Exploratory analyses usually at least include descriptive statistics such as 
means, variances, and ranges for the individual variables. Further analyses 
include principle component or factor analyses that try to reduce the number 
of variables to consider. Clustering is also applied in an attempt to gain 
insights into how the sample is distributed. Graphic visualizations are 
employed to exploit the pattern perception abilities of the human eye and to 
make the patterns intelligible. 

More sophisticated pattern recognition algorithms from statistics and 
machine learning are also being vigorously applied. The simplest tests for 
association are contingency tables and the chi square statistic. Supervised 
learning is the approach wherein a given set of correctly classified examples 
is used to derive a predictive model. Artificial neural networks, decision 
trees, genetic programming, support vector machines, Bayesian classifiers, 
nearest neighbor classifiers, fuzzy and rough sets, and rule-induction 
algorithms are some of the more popular methods. One step beyond the 
classification task is the regression task wherein the outcome to be predicted 
is not a class membership, but a numerical value. Another approach is to 
attempt to derive a causal model usually in the form of a Bayesian network. 
These models are often applied to the task of predicting the outcome of a 
considered intervention. Such models have clear application to clinical 
decision support systems (see Chapter 25). 

Validation of discovered patterns or models often involves the use of an 
independent dataset, presumed to be representative of the same population as 
the original learning data. An even more trustworthy (though much more 
expensive) approach involves a prospective clinical trial. 

Medical data mining will continue to be vigorously pursued as the quality 
and quantity of electronic medical data continue to grow. We are optimistic 
that security and privacy issues will be addressed, although the current state 
of affairs suggest otherwise to some. Data and terminology standards will 
greatly assist this effort. 
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2.2.2 Bioinformatics 

It is widely recognized that the past twenty years has ushered in a new 
era in molecular biology. The mapping of the human genome is just the first 
step. New measurement technologies like gene microarrays and mass 
spectroscopy applied to proteins have been accompanied by new algorithms 
and applied to virtually ever aspect of understanding these new data. 
Optimism is running high that these approaches will soon be applied in the 
clinic giving us new tool against many of our most challenging diseases like 
cancer, immune and neurodegenerative disorders. Given its importance 
among the new horizons in healthcare technology bioinformatics is 
discussed in its own chapter (see Chapter 26). 

2.2.3 Grid technology 

A grid is a type of parallel or distributed computer system. It enables the 
sharing, selection, and aggregation of geographically distributed ‘autonomous’ 
computing resources on demand, depending on their availability, capability, 
performance, cost and users’ quality-of-service requirements. 

Compute grids were the initial focus of researchers, discovering untapped 
processing power, sharing the process load across many computers and 
enabling scientists to attack large problems faster. The primary focus was on 
the ability to break large problems into properly sized problems and then 
reliably distribute, track and reassemble them into solutions. 

Another type of grid is called a data grid (or information grid). It relies 
on the same compute grid technologies, but requires additional standards to 
manage dynamic or large distributed repositories. 

Since applications drive the use and configuration of an appropriate grid 
structure, there is in fact no single grid architecture, but rather there are 
‘middleware’ tools that manage federated resources. The middleware layer 
finds and registers resources and then balances the demand across the 
different resources in an attempt to meet the needs of many simultaneous 
users. Standards, commercial software and services, and open software 
toolkits have emerged, thus making Compute and data grid applications 
feasible today. 

An example of a medical application supported by compute grid 
technology is the work on functional brain imaging and white matter fiber 
tractography to image areas in the brain that are active during specific tasks, 
visualize the connecting pathways among these brain structures, and show 
the clinical pathology 17 . White fiber tracking is an indirect medical imaging 
technique, based on diffusion weighted imaging that allows for the extraction of 
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the connecting pathways among brain structures. The time to run such an 
application can amount to many hours without compute grid technology. 
Therefore, in order to introduce this application to routine clinical practice 
there is a need for increasing the throughput without decreasing the quality 
of the solution. This can be achieved by parallelization and compute grids. 

A project called ‘caBIG’ (cancer Biomedical Informatics Grid) is a good 
example of how a data grid can be a powerful medical research tool 18 . The 
ultimate goal of the caBIG project is the creation of a platform that connects 
the entire cancer research community and provides tools for knowledge 
discovery (data mining) and information sharing. Nodes of the caBIG are 
striving to understand disease pathogenesis, improve diagnoses and advance 
treatment for cancer. The caBIG platform will be a common, extensible 
informatics platform that integrates diverse data types and supports 
interoperable analytic tools. This platform will allow research groups to tap 
into the rich collection of emerging cancer research data while supporting 
their individual investigations. 

Dozens of significant research and commercial medical applications of 
compute and data grids exist. It is likely that as the use of grid technology 
grows we will also see a shift towards Application Service Provider (ASP) 
based business models. This combination will allow the cash starved medical 
industry to focus on delivering their product: Healthcare, and not information 
technology. 

2.2.4 Models and simulation 

Models and simulations are important elements in Medical IT for they 
enable us to deepen our understanding of physiology and ultimately improve 
clinical outcomes. 

There are different classes of models. ‘Mechanistic’ models include 
physiological models, which - depending on the context - are also known as 
medical models or biomedical models. In this class, the mechanisms 
(biophysics, biochemistry, and physiology) that underlie physiological 
systems and human health conditions are represented mathematically. Other 
modeling classes exist such as ‘black-box’ models, which use input and output 
data only and no underling mechanism information, ‘gray-box’, causal, 
stochastic, Markov, finite element, and others. Often, a model is a combination 
of different types of modeling classes. 

The aforementioned model classes attempt to describe the transport, 
regulation, or function of one or more of the following properties of a 
physiological system: chemical, mechanical, electrical, diffusive, thermal, 
hydraulic, rheological, and others. Hence, these models may assume 
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different names: pharmacokinetic, metabolic, hemodynamic, etc., depending 
on which properties are modeled. Almost all fields of medicine are touched 
by these models including virology, infectious diseases, epidemiology 
cardiopulmonary, orthopedics, neurology, endocrinology, ophthalmology, 
and many others. 

The applicability of physiological modeling spans the following areas: 

• Research: Where hypotheses are tested and new ones are formulated to 
further the knowledge of human physiology and health conditions. 

• Teaching and training: Where healthcare givers, trainees, and medical 
students study, test, and simulate different clinical and emergency 
scenarios. 

• Medical diagnosis and prognosis: Where a pathophysiological 
condition can be predicted or prognosed so appropriate actions can be 
taken, or where a support to that decision is generated and given to the 
clinician as an aid in the diagnosis process. This application field is a 
current area of work, and involves intelligent monitoring and advanced 
medical systems. 

• Medical industry: Physiological modeling is increasingly becoming a 
core step of the engineering design process in pharmaceuticals, as well 
as medical devices and systems industries. 

An interesting application that is gaining momentum is the field of 
human (or mannequin) simulators, which are comprehensive models of parts 
of human physiology and related health conditions. They are used for 
education, training and research in cardiopulmonary resuscitation, 
cardiology skills, anesthesia clinical skills, and crisis management. They 
exist either as software or embedded in a physical mannequin with limited 
actuation. Some of the known products are in the field are: Anesthesia 
Simulator-Consultant (ASC), Comprehensive Anesthesia Simulation 
Environment (CASE), Cardiopulmonary Resuscitation (CPR), and others. 

Some recent work is focusing on integrative modeling, in which different 
models are combined. These can be horizontal integrative models, ones that 
include more than one physiological system (e.g. cardiovascular system 
linked with a respiratory system), or vertical integrative, ones that model on 
the organ as well its tissue and molecular levels. These have recently started 
to benefit from fields in engineering and applied mathematics that have been 
steadily maturing ever since the 1940’s, such as multivariable feedback 
control theory, signal processing, and nonlinear dynamics. The mathematical 
sophistication reached in these fields lends itself naturally for multi-system 
modeling that can deal with nonlinearities as well as parameters that 
are time-varying (with age and health condition, for instance). These new 
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mathematical tools offer a formulation that can apply across scales in 
physiology, and hence present ease for vertical integration. This is a new 
field of research work that is very promising in propelling physiological 
modeling into new levels. A few research groups are working in this field 19 " 21 . 
There is also an international effort to describe the human organism 
quantitatively: the Physiome project 22 . Further, a hybrid combination of the 
aforementioned tools along with the fields of optimization and soft 
computing is a promise for the advancement of physiological modeling. 

2.3 Areas directed at patients 

2.3.1 Consumer health information 

Of the three focus areas discussed in this chapter, those directed at 
patients have the shortest history. This is not surprising, because patients 
traditionally had a passive role in their own health care. Medical knowledge 
was perceived as being too hard to understand and so the physician’s 
authority was not questioned. In the past decades, however, society has 
become more health conscious and patients are actively seeking answers to 
their own medical problems. As a result, patients are increasingly using 
electronic health services. 

The most notable example of an electronic health service is the health 
information that is available through the Internet. Consumers are using the 
Internet not only to solicit health information for themselves, but also for 
their friends and families 23 . Initially, there has been concern that the Internet 
could be a platform for information that is misleading or harmful 24 , however, 
this concern is probably overestimated. There are numerous web sites, such 
as healthfinder (www.healthfinder.gov) or NetWellness (www.Netwellness 
.org), in which patients can be assured of quality information 21 '. The 
National Library of Medicine has even developed a site called the ‘Genetics 
Home Reference’ 26 to help consumers understand genetic conditions. In 
addition, patients do not shy away from querying sites such as PubMed 
(www.ncbi.nlm.nih.gov/entrez/query.fcgi), which are directed towards 
health care professionals and researchers. 

Despite the increasing usage of health information resources via the 
Internet, those that who could benefit from such services most are the least 
likely to have an access to them 27 " 29 . Factors such as cost, geographic 
location, speed of connection, literacy, cultural preferences or experience 
with computers contribute to this dilemma. These factors probably explain 
why there still is a digital divide by race, ethnicity, and socioeconomic status 
among electronic health care consumers. Different possibilities for reducing 
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the digital divide are being explored. One area, for example, deals with 
understanding and promoting health literacy 30 . 

Clearly, the goal for the future is to make health information resources 
accessible to as many consumers as possible. As the bandwidth of Internet 
connections increase, video servers could enhance current health web pages 
with a rich multimedia content. Patients will be better informed about their 
own disease and they will probably be more active in their own treatment. 
They will have a better ‘working relationship’ with their physicians. As a 
result, the number of unnecessary tests or adverse events would decrease. 

2.3.2 Empowering patients 

There are different ways in which technology can give patients more 
control over their own health. In the previous section, we discussed how 
health care information would help patients to be more active in their own 
treatments. In this section, we will discuss additional possibilities for 
empowering patients. 

One type of patient-centered technologies centers on capturing 
information. An example of allowing patients to provide information is the 
asthma kiosk at the Children’s Hospital of Boston 31 . This touch screen 
multimedia computer was designed to help parents provide health related 
information on their children, who suffered from asthma. An evaluation of 
the system showed that the information provided by the parents was not only 
as accurate but also much more complete than the information provided by 
physicians 32 . Particularly in busy settings such as emergency departments 
these kiosks would be of value, because often physicians have little time to 
conduct an extensive interview. As a consequence, important information 
may be missed. Kiosks that provide an unaided self-entry of patients’ data 
may therefore become a common sight in future. 

Another area in which patients could have more control over their data is 
the personal health record (PHR). The PHR is a web-based application in 
which patients can enter information about their diagnosis, their medications, 
their laboratory test, and other clinical data. The American Health 
Information Management Association offers a free PHR (www.myphr.com). 
There are also commercial sites such as WebMD (www.webmd.com) that 
offer PHRs with additional tools to help patients manage their health. An 
evaluation of various PHRs in 2002, however, indicated that PHRs still 
might exhibit a limited functionality 33 . Further research is warranted to 
evaluate whether certain sites have improved. Another approach could be 
giving patients an online access to their electronic patient record (EPR). 
Studies on how patients perceive the usefulness of an online access to the 
EPR provide conflicting evidence 34,35 . Nevertheless, there seems to be the 
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consensus that clinical data must be presented in such a way that patients 
recognize their health status. 

2.3.3 Remote communication 

The third area directed at consumers that we would like to discuss is 
remote communication. We use this broad term to refer to any electronic 
means by which patients can communicate health-related issues with others. 
The advantages of communicating health related problems electronically 
include not having to leave the house (which may be an issue for disabled 
people), asking delicate questions anonymously, or obtaining answers from 
individuals who one would not have met otherwise. Consider a patient 
suffering from tinnitus of unknown origin. Since all the possible causes have 
been excluded, her physician may have reached the limits of medical 
knowledge. Faced with a distressing ear ringing for the rest of her life, she 
joins a newsgroup of patients who suffer from the same problem. She 
realizes that she is not alone with such a problem and she learns how others 
have tried to cope with their situation. 

The patients-physician relationship could also benefit from electronic 
communication technologies. Physicians are sometimes so busy that they 
have little time to communicate extensively with their patients face-to-face. 
As a result, patients may not feel heard. An asynchronous mode of 
communication such as e-mails may greatly enhance the communication 
between physicians and patients 36 ' 37 . The physicians could answer e-mails at 
a quieter period of the day. There are a number of concerns that need to be 
addressed, as e-mails are becoming a more popular way of communicating. 
Physicians may be overburdened with too much e-mail. They could address 
this problem by providing an e-mail service through a web page that limits 
the size of e-mails. For longer messages the web page would advise the 
patients to seek advise through regular communication channels such as the 
telephone. The questions of cost need to be investigated. On the one hand, 
physicians spend time on answering e-mails. On the other hand, electronic 
communication may reduce the number of visits. Finally, there are questions 
about ensuring the patients’ privacy, maintaining the confidentiality of 
clinical information, and covering medicolegal aspects. 

The remote communication methods that come closest to a physician 
visit involve audio or video. There are different models on how to employ 
these media. The Department of Medicine at the Boston Medical Centre has 
developed a computer-based telecommunication system, which provides 
automated consultations via the telephone 38 . The system has been 
successfully used to monitor patients with chronic diseases and to encourage 
health behavior changes. At Columbia University, New York, a telemedicine 
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system for educating diabetes patients has been piloted 39 . The system provides 
functionalities for synchronous videoconferencing and for transmitting self- 
monitored blood glucose and blood pressure data. Although the systems 
impact on diabetes care is still being evaluated, the initial funding for four 
years has been extended by another four years. Another way to deploy 
telemedicine is to use the TV set instead of the computer as a means of 
videoconferencing. Philips uses this approach in the Motiva system, which 
was designed to help congestive heart failure patients modify their health 
behavior. Patients use their TV sets to receive personal charts and 
educational videos tailored to their needs. In addition, they manage their own 
health by tracking vital signs, such as weight, heart rate, heart rhythm, and 
blood pressure, with wireless measurement devices. A pilot study on 30 
patients showed that the patients felt that the Motiva system had a positive 
impact on their health behavior, and now a large-scale study with 620 
chronic heart failure patients is planned in Europe. 


3. CHALLENGES 

There are many IT applications that are technically advanced enough to 
be implemented; yet they are still far from being an integral part of the 
clinical routine. The main reason for not having yet integrated feasible IT 
applications in healthcare can be summarized in one word: Integration. 
Consider, for example, a computer application that calculates a patient’s risk 
of bleeding when placed on an anticoagulant drug. As a standalone 
application into which clinicians first would have to enter a whole list of 
parameters, such as age, previous history of bleeds, or other medications, 
this application is of limited value. Most likely, the clinicians would not be 
motivated to devote part of their busy schedule to entering data into a 
computer just to have one question answered. Even if they were motivated, 
they might still forget to use the system for most of the patients on 
anticoagulants. Integrated into a physician order entry application of an 
electronic patient record, however, the application could have a high value. 
The parameters needed by the application would already be present in the 
EPR, so that entering the parameters would not be necessary. Furthermore, 
the clinicians would not have to remind themselves of using the application, 
because the program would make itself noticeable as soon as the physician 
would order an anticoagulant for someone who is at a high risk of bleeding. 

The above example illustrates that in order to integrate an application 
into the clinical routine, it should be integrated into an information system (a 
departmental information system or ideally a hospital information system). 
The information system itself must be successfully integrated into the clinical 
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routine. As pointed out in the introduction and in section 2.1.1, however, not 
that many hospitals have a successfully integrated information system. The 
challenge here is mainly a socioeconomic one, because stakeholders focus 
more on perceived disadvantages (low return of investment, no clinical 
support) than on potential benefits (reduction of adverse events, optimizing 
patient care). To shift the focus, disadvantages must be minimized and 
benefits must be clearly demonstrated. Although this is easier said than done, 
we would like to provide some examples of incentives that could help 
overcome certain challenges of integration. 

For one, a hospital information system should be easily accessible at the 
point of care. If clinicians must walk to the nursing station to enter data, they 
will perceive that walk as an interruption of the workflow. As a result, they 
will not use the system or they will chart the data once the clinical chores 
have been completed (by that time, they may have forgotten some of the 
information they intended to chart). A solution to this problem is to provide 
a computer next to every patient bed, as is the case in LDS hospital, Salt 
Lake City, Utah. Another impediment to the workflow is having to log on 
whenever one interacts with the information system. Again, users will either 
not use the system or (if they must use the system) they will find a way to 
bypass the problem. For example, one clinician may log onto a computer and 
other team members may continue to use the system under that particular 
user name. Clearly, this undermines the purpose of having user identification 
numbers and passwords. A solution could be to provide biometric scanners 
next to each computer. Our third example of an impediment to the workflow 
is an inappropriate human-machine interface. Depending on the clinical 
setting or the preferences of individual clinicians, the keyboard and the 
mouse are not always the optimal ways of interacting with a computer. An 
alternative to typing, is speaking to the computer. Using Philips’SpeechMagic™ 
speech recognition technology, the Diana Princess of Wales Flospital in 
Grimsby, UK, could demonstrate a reduction from 17.66 days to 4.56 days 
in the average time from examination to report authorization. 

A prerequisite to integrating a computer application (or a device that 
generates electronic clinical data) into an existing information system is the 
seamless exchange of data between the two. A hospital information system 
that could not obtain data from a laboratory analyzer or a computer tomography 
scanner would be of limited value, because it could not reconcile all of the 
patients’ data. In an age when computer networks are ubiquitous, it may be 
hard to understand what the problem is in passing data from one computer to 
another. The problem is not transferring data, but ensuring that the data are 
transferred and stored in the correct manner. In other words, even if a 
computer stores clinical data from another computer, it does not necessarily 
mean that it stores the data in the correct location. For example, the laboratory 
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results for potassium would become useless if they were stored in the area 
designated for blood glucose levels. 

The key to solving the problem of merging clinical data from disparate 
sources into one electronic patient record lies in data-interchange standards 40 . 
Probably, the best-known example of a standard is Health Level 7 (HL7), 
which regulates the exchange, the management and the integration of health 
data. Another example is the standard for Digital Imaging and Communications 
in Medicine (DICOM). Given these standards, would two products from 
different vendors automatically behave in a ‘plug-and-play’ fashion? Ideally 
this should be the case, but in practice the answer is “No.” Existing standards 
are still incomplete and thus vendors interpret certain parts of a standard 
differently. In future, more gaps of existing standards will be filled, thereby 
enabling the vision of complete interoperability. 


4. CONCLUSION 

In this chapter, we gave an overview of the recent advances and trends in 
medical information technology. Looking at the development of the medical 
informatics from the past decades until now, we believe that the field has 
matured considerably. Medical informatics topics are no longer only of 
interest to the researchers in the field; government and industry leaders 
understand the huge potential of information technology in medicine. The 
next decades will pose many medical challenges such as treating chronic 
diseases in a continuously aging society or maintaining a high level of health 
care at lower costs. Without computers we shall not be able to solve the 
problems of tomorrow. 
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Abstract: After a short introduction into Healthcare-IT three areas where significant 

developments have taken place will be highlighted: 1) the Electronic Health 
Record (EHR) as the key component in any health system 2) the PACS which 
is faced with new challenges for integration with other systems in the hospital 
to improve workflow efficiency and outcomes and 3) clinical imaging 
applications where new requirements related to decision support and 3D 
visualization present new opportunities. 

Keywords: Information technology (IT), healthcare-IT (HIT), EHR, picture archiving and 

communication systems (PACS), clinical applications, image processing 


1. INTRODUCTION 

The introduction of IT in Healthcare (HIT) has tremendous opportunities 
in diverse areas such as improving outcomes, enabling new clinical 
applications and preventing errors. It also delivers increased efficiency and 
productivity in healthcare processes, in hospital as well as ambulatory 
settings. Finally it enables home-care, thus contributing to a more patient- 
oriented care process. 

A typical hospital has between 20 and 100 Healthcare IT applications. 
There is no agreed structure or nomenclature to distinguish the various 
systems, and various vendors provide different ‘cuts’ through the 
applications. As an example, consider the Philips Xtenity Enterprise System. 
It populates an Electronic Health Record (EHR) that encompasses all 
relevant clinical and administrative data related to the patient’s episode(s) of 
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care. Xtenity Enterprise consists of the following sub-systems (see Figure 
23-1): 

Core: The Central Data Repository, the Master Patient Index (MPI) and 
the Reporting System. 

Clinical enterprise: Enterprise-wide support for the clinical process; it 
includes for example Clinical Decision Support (medication, disease 
management, clinical and financial alternatives), Computerized Physician 
Order Entry (CPOE), Flealth Information Management (HIM) and Home 
Health. 

Clinical departmental: A variety of clinical specialties such as 
pharmacy, laboratory, radiology, oncology and cardiology, and systems for 
the emergency department and the operating rooms. 

Access: Basic patient administrative functions such as Admission 
Discharge and Transfer (ADT), patient scheduling and registration. 

Revenue cycle management: Hospital and physician based billing. 

Interoperability and eHealth: Interfaces for external systems such as 
patient monitoring devices and imaging modalities; also a portal for patients 
(lab results, medication, health information) and secure access to the EHR 
for other providers and affiliates. 


Interoperability and E-Health 


Access: ADT, Scheduling, Registration 


Clinical Departmental 


Radiology 

C 

■p 

o 

>* 

o 

>s 

bfi 

S 


o 

rt 

c 

_c 

o 

'J 

£5 

a 

V 



Clinical Enterprise: Decision Support, CPOE, HIM 


Core: Clinical Data Repository, MPI, Reporting 





Figure 23-1. Subsystems of a hospital information system. 

In this chapter we will concentrate on some of the clinical functionality 
supported by IT that has seen rapid development over the past years: 
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EHR is the key component through which health information can be 
communicated. However its definition is fuzzy and its introduction and use 
presents many challenges. 

Image management and distribution (also called PACS) has always 
been at the forefront of IT developments in healthcare, and is continuously 
presented with new challenges. 

Imaging applications provide new opportunities in decision support 
(CAD) and 3D visualization and are moving from stand-alone workstations 
to applications that are well integrated in the PACS workflow. 


2. DEVELOPMENTS IN THE ELECTRONIC 
HEALTH RECORD 

There is a general belief and increasing worldwide evidence that the 
development of an Electronic Health Record (EHR) and the enabling 
healthcare IT infrastructure has enormous potential to improve the safety, 
quality, and efficiency of health care 1 . 

Direct access to computer-based clinical information, such as laboratory 
and radiology results, can reduce redundancy in diagnostic procedures and 
improve quality in decision-making. The availability of complete patient 
information at the point of care, together with clinical decision support 
systems such as those for medication order entry, can prevent many errors 
and injuries caused by medical management rather than by the underlying 
disease or condition of the patient from occurring. Via a secure healthcare IT 
infrastructure, patient information can be shared amongst all authorized 
participants in the health care community. A national healthcare IT 
infrastructure also has great potential to objectives of national importance, 
such as improved and informed public health services. A more advanced 
health information infrastructure is also crucial for various forms of 
biomedical and health systems research, as well as for educating patients, 
informal caregivers, and citizens. 

2.1 The electronic health record concept 

There are many different views of what constitutes an EHR system. 
Some EHR systems include virtually all patient data, while others are limited 
to certain types of data. Some EHR systems facilitate decision support such 
as preventive service reminders, alerts concerning possible drug interactions, 
clinical guideline-driven prompts, while others do not. Most current EHR 
systems are healthcare enterprise specific, and only a few provide strong 
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support for communication and interoperability across the health providers 
in a community. EHR functionalities need to be effective in many different 
care settings: hospital, ambulatory care, nursing home, care in the 
community, home health agencies, pharmacies, and dental care. 

The primary use of EHR systems is to support the delivery of personal 
health care services, including care delivery, care management, care support 
processes, and administrative processes. 

There are also important secondary uses, including education, regulation, 
clinical and health services research, public health and national security, and 
policy support. The users of EHR systems are both individual users and 
institutional users. In considering the core functionalities of EHR systems, it 
is important to recognize these many potential uses: 

Health information management. Care providers require relevant 
information to make sound clinical decisions e.g. medical and nursing 
diagnoses, a medication list, allergies and drug sensitivities, laboratory test 
results, radiology reports. Too much information and data may overwhelm 
or distract the end user, so EHR systems must have well designed interfaces 
that allow generating relevant selections or cross-sections of this data. 

Order entry / order management. The EHR supports the clinical 
workflow process by computerized physician order entry (CPOE) systems 
for medication orders, laboratory, microbiology, pathology, radiology, 
nursing, and supply orders, as well as for ancillary services and consults. 

Decision support. Computerized decision support systems support drag 
prescription and screening for drug interactions, diagnosis and disease 
treatment and management, detection of adverse events and disease outbreaks, 
and computer reminders and prompts for preventive practices. 

Electronic communication. Support for the effective communication 
among health care team members and other care partners is critical to the 
provision of quality health care, especially for those patients with chronic 
conditions, who characteristically have multiple providers in multiple 
settings that must coordinate care plans. 

Patient support. Functions in this category include patient education to 
improve control of chronic illnesses in primary care, and self-testing by 
patients during home tele-monitoring. 

Administrative processes. Support for billing and claims management, 
and reporting tools to support drug recalls and assistance in identifying 
candidates for chronic disease management programs. 

Reporting and population health management. These functions 
support the institutions with the multiple public and private sector reporting 
requirements they have for patient safety, quality and outcomes, as well as 
for public health. 
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2.2 The IHE initiative’s role for the EHR 

There is no worldwide EHR standard at present, but there are many 
efforts underway for many years to define one, or at least a set of compatible 
ones, most notably in HL7, ISO, and CEN. The current standardization work 
in HL7 has a focus on the definition of a functional model for the EHR. 

Rather than waiting for an all encompassing EHR standard, the IHE 
initiative 2 (Integrating the Healthcare Enterprise) has embarked, in its IT 
Infrastructure domain, on a very pragmatic approach to share relevant health 
information in a cross-enterprise setting. With the introduction of new 
Integration Profiles addressing these requirements, IHE is well positioned to 
build regional health networks linking interoperable EHR systems. 

The goal is to offer a consistent, standards-based and functional solution 
for EHR systems. The foundation is formed by the Cross-Enterprise 
Document Sharing (XDS) Profile. XDS works together with other IHE 
Integration Profiles for patient identifier management across independent 
identification domains, and security and privacy measures providing 
authentication, auditing, and access control. XDS allows information 
exchange between EHRs in care settings, which together constitute a 
federated and distributed longitudinal EHR. It is not based on any broad 
EHR information model (because that does not exist yet), but follows the 
document paradigm by registration of clinical documents using well- 
established standards in a document registry. A minimum set of relevant 
meta-data elements, such as a Patient Identifier, has been defined to identify 
the documents for registration in the registry and later retrieval from the 
document repositories. 

A particular clinical care community will define the document content 
that can be shared and the standards it is based on. For example, in the 
Radiology domain an XDS for Imaging Information Profile has been 
created, which allows for the exchange of DICOM medical images and 
diagnostic reports. Another example is the Patient Care Coordination 
domain, in which a Content Profile for the Medical Discharge Summary 
using an HL7 Clinical Document Architecture (CDA) document has been 
created. By starting with a secure document-sharing infrastructure, regional 
health information networks have a platform available that allows the further 
extensions with clinical content using more specialized coded terminology. 

2.3 EHR deployment challenges 

In addition to technical challenges, there are many policies, financial and 
organizational challenges that must be addressed to facilitate the adoption 
and deployment of HER systems. 
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Challenge: Required national scope and approach. The adoption and 
introduction of a nation-wide EHR needs a clear, broadly motivating and 
communicated vision and practical adoption strategy. Achieving the buy-in 
of the public as health care consumer, including health plan beneficiaries, 
patients, and family members is also essential for success. 

Many countries in the world are currently engaged in a national approach 
for HIT and the EHR. In the USA the position of the National Coordinator 
for Health Information Technology was created, charged with the develop¬ 
ment, maintenance, and oversight of a strategic plan for nationwide adoption 
of health information technology. 

Also the EU prepares the introduction of an EHR through its eHealth 
program, and many countries, e.g. England, Netherlands, Denmark, Italy, 
have started HIT and EHR introduction programs. 

Challenge: Investments needed. Considerable investment in hardware, 
software, and the broadband networking capacity for EHR is required to 
realize its potential benefits. 

Challenge: Introduction of financial incentives. A major complicating 
factor for adoption of the EHR in the healthcare sector is that the stakeholder 
incentives must be aligned across the stakeholders to foster EHR adoption. 
There are many stakeholders, and the investment cost need to be taken by 
one stakeholder, while the return on investment benefits another stakeholder. 
To achieve widespread implementation, some external funding or incentive 
programs will be necessary. 

Challenge: Standards adoption. At present, almost all EHRs are based 
on proprietary information models within EHR systems, with little or no 
interoperability between EHR systems and little or no ability to share EHR 
information beyond the immediate boundary of a single healthcare 
organization. What is lacking is semantic interoperability, the ability for 
information shared by systems to be understood at the level of formally 
defined domain concepts, so that information is computer processable by the 
receiving system. 

Semantic interoperability is necessary for automatic computer processing 
to underpin the real value-added EHR clinical applications such as 
intelligent decision support and care planning. In order to achieve this, a 
definition is needed of a standardized set of domain-specific clinical 
templates using standardized terminologies, in a collaborative effort between 
healthcare professionals, the industry, and standard development 
organization. The active involvement of the healthcare professionals is 
essential in this process. The IHE initiative is a good example of such a 
collaborative effort, which should be supported by the government. The 
government should promote the adoption of well-founded HIT standards. 
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Challenge: Workflow and ease of use of the EHR. The main purpose 
of an EHR is to support the collaborative service provision by institutions or 
individual healthcare providers. The collaborative service provision only 
works if the information is easily available in an appropriate format for the 
tasks at hand. Even though EHR information is available, it will only be 
used if accessing the information is very simple and intuitive, and is 
perfectly suited for the specific tasks in the workflow. Because the workflow 
and clinical work practice has a tendency to be slightly different in each 
healthcare organization and setting, there is a need to assist healthcare 
organizations to reengineer business processes using HIT. And HIT products 
should be adaptable to these varying workflows. 

Challenge: Extra effort to enter information. Entering information is 
extra work for the clinician. The benefits and value come only when also 
other patient information is available, relevant for the clinical case, and 
entered by a distant co-worker. This is a typical global benefit, which does 
not exist initially when the participation level is still low. 


3. DEVELOPMENTS IN PACS AND ITS 

INTEGRATION IN THE HEALTHCARE 
ENTERPRISE 

Vendors selling PACS systems and hospitals installing PACS systems 
nowadays have different challenges than in the past. The innovative 
hospitals (early adopters) could cope with unexpected situations during the 
introduction. They discovered the challenges of workflow integration 
between modalities, HIS, RIS and PACS and they worked with the vendors 
to solve interoperability problems in a customized fashion. Together with the 
vendors, the IHE program (Integrating the Healthcare Enterprise) was 
conceived 2 . The hospitals that decide now on a PACS have quite different 
expectations and they want to see immediate benefits in efficiency and 
quality. There are many new developments in the healthcare enterprise, 
which present new challenges for the PACS vendor as well as for the 
hospital. 

Table 23-1 lists some of the major issues for the introduction of PACS, in 
the past, and now. This list is not getting smaller as continuously new issues 
are coming up. Note that many key-issues of the past have been solved in a 
specific context, but re-appear later, for example speed of image-communication 
as a result of new multi-slice CT scanners. 
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Table 23-1. Key issues of PACS introduction. 


Time 

Issues 

6 years ago 

Cost-benefit questions. 

Technology not quite available (bandwidth, access speed to 1 st image, 
storage capacity, display resolution, processor speed). 

3 years ago 

Workflow integration (with imaging modalities, RIS, HIS). 

Integration with speech recognition systems. 

Hardware obsolescence and refresh. 

Distribution of images outside of Radiology 

Other business models: Application Service Provider (ASP), Pay-per- 
exam. 

Now 

New issues in workflow integration: Master Patient Index, imaging 
applications, hospital mergers. 

Management of all images, including visible light, cardiology. 

New paradigms for reporting. 

Security and privacy, single log-on. 

New developments in modalities: data explosion (CT, MR), not only 
images but also other data (measurements, CAD), reports. 

Information integration: EHR, access to other clinical information. 


3.1 Challenges in workflow integration 

For most cases the workflow integration between modalities, HIS, RIS 
and PACS is very well defined by the IHE (Integrating the Healthcare 
Enterprise) program 2 . One of the first profiles defined by the IHE was the so- 
called Scheduled Workflow profile for radiology. It is based on the existing 
standards of DICOM and HL7, and it restricts the many options in 
implementing these standards in such a way that the information exchange 
between the different systems should be ‘plug and play’. The scheduled 
workflow profile also takes care of emergency patients but it does not yet 
address all the variations that may exist. 

Requirements for sub-specialty radiology workflow. The IHE 
Scheduled Workflow profile is not (yet) sufficient for workflow in specific 
situations. Nuclear Medicine for example has made a special profile for its 
images. But also for Mammography, Radiation Oncology, Surgery and the 
Operating Room there are new workflow requirements and IHE has initiated 
activities in these areas. Note that, although IHE started in Radiology, it has 
extended to other disciplines as well. This makes it possible to couple image 
workflow to workflow related to other diagnostic information, e.g. for 
Cardiology where images, ECGs, reports, measurements and Electro- 
Physiological data are involved. 

Additional images through post-processing. More and more clinical 
applications are executed on PACS workstations, rather than, or, in addition 
to, modality workstations. These post-processing applications often produce 
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new images after the exam was finished at the modality and these new images 
must be archived on the PACS. However, these images were never ordered 
through the RIS. Because it should be possible to find all images through 
querying the RIS, special measures have to be taken to make RIS and PACS 
information consistent. 

Personal display protocols. Personal display protocols provide the 
possibility to customize the screen(s) depending on the preferences of the 
radiologists. For example screen layout for new and prior images in stack- or 
tile-view can be predefined. This is an important productivity feature. To 
implement this the PACS needs DICOM header information such as type of 
exam, body part, etc. to launch the appropriate display protocol. If, however, the 
modality-base does not provide all DICOM information, it takes considerable 
effort to implement the right display protocols at the time of installation. 

The ‘time-to-first-image’ on the PACS viewing station maybe dependent 
on the personal display protocol if it forces a certain image order, which is 
different from the order in which the modality sends the images. The PACS 
is usually capable of re-ordering images, but that may increase the time-to- 
first-image. It is much better that the modality is able to customize the order 
of sending, because in that case an optimal speed can be found. Note that the 
order in which images are sent by the modality is not specified in any 
standard. 

Other workflow complexities. Many of these workflow issues (and we 
have not been exhaustive) are rather complex. With the early PACS adopters, 
there was sufficient knowledge available to appreciate the complexity and 
understand that the solution was unique to a particular hospital. If, however, 
PACS is viewed as a commodity, which can be introduced with minimal 
support in any hospital, the complexities will not be understood and the 
customer can easily become dissatisfied. That is why a basic knowledge in 
this area for the hospital staff is essential. This knowledge will also help the 
hospital to do the right purchases in the future in order to prevent the 
continuous burden of making and supporting hospital-specific solutions. 

3.2 The challenge to manage all images 

A PACS should support the management of all images, not only the 
radiology images. This is easily said, but not easily done. Only archiving of 
images is not sufficient. We need to support the workflow in the hospital. 
This is well understood in the radiology department, where IHE has 
specified the relevant profiles. It is also reasonably well understood for 
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Cardiology, where 1HE has just agreed on workflow profiles for the handling 
of cath and echo images and for ECGs. 

However in other areas we often have no available ‘standard’ infrastructure 
for ordering, scheduling and reporting (pathology, endoscopy, dental, 
radiotherapy, ophthalmology). If we want a system to manage all images we 
have to make sure that the PACS database is able to manage all these images 
despite the fact that their meta-data (patient, study and exam information) 
are produced by different information systems. At present this requires 
proprietary solutions until appropriate IHE profiles are developed for all 
these situations. 

3.3 Challenges in reporting 

Medical images are being acquired in order to answer a clinical question 
and to report this answer. The report is directly used in the clinical 
workflow, while in most cases the images are just archived for later 
reference. The report can consist of a wide variety of information 3 ' 4 : 
Unstructured text (often in radiology), measurements, diagnostic codes, 
CAD results, etc. In the integration of the PACS in the healthcare enterprise, 
reporting is still a very big challenge 5 . 

Different reporting systems. Reporting is often done in different 
departmental systems. In radiology it is usually the RIS that keeps the reports. 
There is a trend to combine the RIS and the PACS in one information 
system. Other clinical disciplines have often their own ‘vertically’ (i.e. it is a 
system supporting only one clinical discipline) integrated system to manage 
reports, numerical data and images. For example a Cardiac Ultrasound 
Image Management System will probably not only manage cardiac studies 
of different modalities, but it will also manage diagnostic findings and 
measurements. Hence it is not an option to simply extend the radiology 
PACS systems to allow archiving of non-radiology images, because other 
clinical disciplines have their own ways to handle images and other data in 
one integrated image and report management system. Unless the radiology 
PACS will also take care of reporting and measurements, the integrated 
management of all image types will not be feasible. 

HL7 or DICOM? In most hospitals the HIS manages the clinical reports. 
HL7 is used for access and communication of these reports. Traditionally the 
radiology department has always been separate with archiving reports in the 
RIS, for various good reasons. HL7 is also used to access reports in the RIS. 
In order to take care of non-image results in radiology, DICOM has defined 
so-called structured report (SR) objects. We are now confronted with 
‘cultural’ differences between the traditional reports in a HIS or RIS with 
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HL7 as a standard communication protocol, and the structured reports 
as defined in DICOM, meant for data associated with images. Probably 
D1COM SR will be used as a communication protocol whenever the non¬ 
image information is directly transmitted from the modality or the modality 
workstation, because modalities typically do not support HL7. Whether this 
information is kept in DICOM SR format when managed in other information 
system remains to be seen. Also HL7 has now defined a way to define 
structure in information through the Component Document Architecture 
(CD A). 

3.4 Challenges in security and privacy 

Requirements for security and privacy have to be solved at the enterprise 
level. We cannot isolate the PACS from the rest of the healthcare enterprise. 

This means that the PACS should be able to implement the enterprise 
rales for security and privacy. IHE has specified the so-called Audit Trail 
and Node Authentication (ATNA) for this. In addition, the PACS will have 
to log all accesses to its database such that it will always be possible to trace 
who has accessed which information. More and more there is a requirement 
for so-called single-login. This means that with one login procedure the user 
has access to several systems such as the PACS and the R1S, even if they 
come from different vendors. Based on the CCOW 7 developments, which 
were taken over by HL7, IHE has introduced a special profile for this: 
Patient Synchronized Applications, which allows single-login for any 
number of applications. 

3.5 New developments in imaging modalities 

New developments in modalities have an impact on the PACS system, 
and on the way where and how the imaging applications are used in the 
healthcare enterprise: 

The ever-increasing speed of modality acquisition has again opened the 
debate about what to do with all this information. In Ultrasound we are used 
to the situation that only clips are stored, because to store everything would 
not serve any clinical purpose, and it is simply too much information. In 
other modalities, due to new acquisition techniques, we will get close to the 
same situation. In any case the data explosion will cause the development of 
new ways for diagnosis and reporting 3 . 

Modalities used to produce only images. However also other data are 
now being sent: Measurements (Ultrasound for example), spectroscopy data 
(MR) and quantitative data as a result of image analysis (CAD). It was 
already mentioned that this opens new challenges how to deal with the non- 
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image information: As part of the image (e.g. for spectroscopy in the 
enhanced MR DICOM object), as a separate DICOM Structured Report (e.g. 
for Ultrasound measurements and Mammography reports) or as an HL7 
message (no examples yet). 

Diagnosis is more often based on images from different modalities in 
such a way that the modalities are already combined in the radiology-room, 
such as PET-CT, and SPECT-CT. This has changed the workflow in the 
radiology department, and after some time, when the new procedure has 
‘settled’, new IHE profiles have to be developed for these cases, and PACS 
systems will have to implement these. 

The diagnostic process in modalities is more and more integrated with 
the therapeutic process, e.g. by allowing surgical interventions at our near 
the modalities. This will have its effect on the way the images are used, and 
a PACS system will have to support these developments in the future. 

3.6 Images integrated in the electronic health record 

For PACS, there are two ways to look at the EHR, as a provider and as a 
user: 

As a provider, the image and report information is part of the EFIR. This 
means that image and report information should be accessible through any 
EFIR system even though it is not physically part of it. This requires that the 
PACS and/or R1S can be interfaced with a Master Patient Index in order to 
uniquely identify the patient. IHE has recognized this requirement also and it 
has defined a profile for the interface to a Master Patient Index (MPI) called 
Patient Identifier Cross Referencing (PIX). 

As a user, it should be possible to access from the PACS workstation not 
only the radiology images and reports, but also all other relevant information 
about the patient, e.g. allergies, laboratory results and current medications. 
Since there is no standard EHR this is not trivial and currently proprietary 
and hospital specific solutions are required. 


4. INTEGRATING IMAGE PROCESSING 
APPLICATIONS INTO PACS 

Image acquisition devices typically include post-processing applications 
to enhance images in order to best represent the clinical problem of interest. 
Dedicated processing workstations were developed to off-load acquisition 
consoles from the more time-consuming image analysis tasks, and to create a 
work spot for the reporting radiologist. However, since PACS workstations 
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also give access to prior images and data from other imaging modalities, 
they are the ultimate reporting work spot. 

Due to the fast adoption of technological advances in image acquisition 
systems, and due to the swift increase in computer memory and computing 
power advanced image analysis software packages are now regularly made 
available on PACS workstations. This may dramatically increase the 
flexibility of PACS work spots, avoiding users to hop around various 
systems in a department in order to get a task done. But the trend is bound to 
a number of constraints. 

4.1 Advanced viewing and image processing on PACS 

4.1.1 PACS workstation evolution: From 2D to 3D 

The original PACS workstation was designed for viewing X-ray radiographs 
on a dedicated, high-end workstation with high-resolution grayscale 
displays. These systems were optimized for 2D images with large amounts 
of pixels per image but typically few images per exam and per patient. 

This traditional PACS workstation is transforming now into a more 
flexible work spot, mnning on off-the-shelve hardware and supporting 
medium-resolution color displays. It adds specific viewing features for other 
modality images such as Computed Tomography (CT), Magnetic Resonance 
(MR), Ultrasound (US) or Nuclear Medicine (NM): stacks of 2D images 
with less pixels per image but large amounts of images per exam and per 
patient. And finally, it becomes feasible to run advanced image processing 
and image analysis applications on the same systems. 

Initially images were tiled on screen, similar to how images were laid out 
on film. However, browsing through image stacks with a cine tool, 
automatically or under user control, is the exclusive advantage of a computer 
when compared to film. 

With the huge increase of images generated by multi-slice CT and 
parallel MR new viewing tools are needed, e.g. allowing tiled layout with 
skipping of slices, combining consecutive slices with a maximum or average 
operation (‘slice thickening’), interactive MPR tools to allow direct coronal 
or sagittal viewing, etc. 

Finally, when the 2D image stacks are compiled into volumetric or three- 
dimensional (3D) data, direct projection viewing becomes feasible. Techniques 
such as maximum intensity projection, surface and volume rendering, 
initiated from default presets, with interactive manipulation of view settings 
give direct access to the 3D nature of this medical data. 
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The 3D visualizations may be used as reference or roadmap images when 
they give an intuitive overview of the anatomy of interest, or to assist in 
problem solving when they give good spatial insight in complex three- 
dimensional structures. They always need links to the original slice data 
before coming to conclusive diagnosis. Examples are shown in Figures 23-2 
and 23-3. 

Although the exact impact and value of 3D visualization on the diagnostic 
viewing process remains to be determined, the trend towards using more 
direct 3D viewing is set. 

4.1.2 Advanced and clinical applications 

Combinations of 2D and 3D viewers and image processing tools are 
often bundled into ‘advanced applications’. These rich toolsets are required 
and need optimization for each imaging modality. 

Dedicated image processing applications are developed to support answering 
specific clinical questions. These ‘clinical applications’ are designed by 
combining specific viewing functions, by tuning of advanced toolsets, 
adding specific image processing algorithms and dedicated reporting tools. 

Traditionally these advanced and clinical applications have been developed 
on separate, advanced, image-processing workstations. Flowever, making 
such applications available on PACS workstations opens new possibilities 
because of the availability of prior images and reports, and the integration 
with other IT systems such as radiology or hospital information systems, or 
electronic health records. 

4.1.3 Increase efficiency 

PACS is geared to efficiency: reducing waiting times for patients, 
improving quality and throughput of radiographers and radiologist, and 
reducing overall costs. Only then the investments in these systems pay off 
with satisfied patients and profitable hospitals. Workstation performance and 
functionality is a key factor in obtaining this efficiency. Bringing the right 
tools, to the right people, at the right time, at the right place is necessary to 
guarantee the optimal workflow through a radiology department, and beyond. 
Bringing advanced and clinical applications to the people that need them, in 
the working environment they are most accustomed to, avoids them to hop 
around multiple systems and disturb multiple people before completing a 
specific task. Therefore we believe that integrating a complete set of 
advanced and clinical applications onto the same workstation is an unavoidable 
requirement for today’s PACS. 
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Figure 23-2. Total body MR Angiography. Rich viewing format on 3 monitors, with an 
information window on the left, and on the right maximum intensity projection images that 
are automatically sorted. 



Figure 23-3. CT Angiography showing renal stenosis. Combined view with maximum 
intensity projection and volume rendering. 

4.2 Constraints 

4.2.1 Computer hardware 

Advanced SW tools that process large amounts of (image) data typically 
require more performing hardware configurations. Computer and network 
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hardware need to be tailored for the transfer of large amounts of image data, 
and the SW applications need to be optimized for performance, while some 
applications may need color, e.g. for native visualization of color Doppler 
US or for 3D color visualizations. 

4.2.2 Application design 

Clinical SW applications require specific user training to ensure proper 
interpretation of results and to avoid potentially dangerous misuse. When 
such applications are proliferated throughout the radiology department, or 
beyond, usage may need to be restricted to the intended and trained users. 

On the other hand, it may be very worthwhile to provide certain applications 
to more users, e.g. to let the orthopedic specialist manipulate 3D views of a 
complex bone fracture. This may imply however that such applications, 
typically developed for an experienced radiologist, need to be adapted and 
optimized to different users. 

PACS workstations are designed to optimally support the workflow of a 
radiology department. Worklists and process status are continuously tracked 
and adapted to ensure an efficient flow of patients, images and reports through 
the department and the hospital. Adding image processing and analysis steps 
into this workflow needs to be explicitly supported in order to avoid congestion 
and confusion in the system. 

Finally, the design of the user interface of the application needs to be 
sufficiently consistent with the user interface of the native PACS workstation, 
especially when these applications are made by different software vendors. If 
not, conflicting user interface concepts may totally confuse the user, and 
result in an unusable system. This is particularly important for mouse usage, 
screen layout, button icons and terminology. 

De-facto standards as imposed by Microsoft 6 for example can cater for a 
more unified general user experience of modem applications. Medical 
terminology standards may also help to avoid confusion. But so far there is 
no standardization of medical image processing specifics, let alone of a 
medical image processing user interface. 

4.2.3 Interoperability 

Although strong consolidation takes place between the vendors of 
imaging modalities and PACS, compiling a complete set of applications 
from a single SW vendor is often impossible. 

Bringing 3 rd party applications to a PACS is only possible when that party 
and the PACS supplier agree to adapt and integrate their SW applications, or 
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when that party implements an open and published application programming 
interface for that PACS vendor. Difficulties also exist in optimizing 
performance and computer memory usage between applications from 
different vendors. Industry standards for this task are still immature, 
although DICOM defines rich image information models for most imaging 
modalities now, and CCOW standardizes methods for visual integration of 
healthcare applications (CCOW stands for the Clinical Context Object 
Workgroup) 7 . 

Clinical applications typically need more descriptive image attributes 
then are needed for simple image viewing. Although the DICOM standard is 
currently very mature and in wide-spread use, still quite some interoperability 
problems exist when processing data from one system on another system. 

The reporting results of clinical applications need to be viewable and 
storable in the PACS, and therefore the application need to integrate with the 
normal report flow of the PACS. 


5. CONCLUSION 

With respect to the EHR we experience momentum in many countries 
toward implementation of a national or regional EHR. The 1HE initiative is 
supportive to these EHR adoption strategies with the creation of a large 
number of clearly defined Integration Profiles for departments inside the 
healthcare enterprise, but also for the cross-enterprise regional health 
information networks. However, many challenges still need to be addressed: 
technical standards adoption, clinical knowledge encoding standards, 
overcome differences in working practice, collaboration along the clinical 
pathway, alignment of financial incentives, legal issues, and last but not least 
the patient’s privacy. 

The PACS system has evolved to an efficient environment for radiology 
departments. However, hospitals and vendors are continuously challenged to 
adapt their PACS to the changing environment in the healthcare enterprise to 
enable more efficient workflow, better quality diagnosis, and a better 
integration into the EHR-based systems of the near future. 

PACS workstations become capable of running clinical and advanced 
software applications. This may dramatically increase the flexibility of 
PACS work spots, avoiding users to hop around various systems in a 
department in order to get a task done. However, a long list of practical 
constraints needs to be tackled before the efficiency promises can be made 
true. 
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Abstract: With the superb spatial resolution of modem multi-slice CT scanners and their 

ability to complete a high resolution thoracic scan within one breath hold, 
software algorithms for computer aided detection (CAD) of pulmonary 
nodules are now reaching high sensitivity levels at moderate false positive 
rates. Pilot studies indicate that CAD software modules can serve as a 
powerful tool for diagnostic quality assurance. Equally important are tools for 
fast and accurate automatic three-dimensional volume measurement of 
detected nodules. Computer aided diagnosis (CADx) tools such as automated 
three-dimensional quantification of contrast enhancement in dynamic CT help 
to exclude benign nodules and reduce biopsies. 

Keywords: Computer aided diagnosis, lung cancer screening, differential diagnosis, 

pulmonary nodules, quantitative contrast enhanced CT, ultra-low-dose CT 


1. INTRODUCTION 

Computer aided detection and automatic marking of lesions and 
anomalies in medical image data is a software technology that has gained 
rising interest in the last years. In principle, it is applicable to all kinds of 
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medical images (2D, 3D, and higher dimensional) and signals (1 dimensional) 
from all kinds of scanners (e.g. CT, MR, US, PET, SPECT, ECG) and for all 
kinds of organs (lung, colon, kidneys, liver, brain, vascular system, etc). In 
this chapter we want to concentrate on concepts related to pulmonary 
nodules and their manifestation on CT, for the medical reason that lung 
cancer is the cancer with the highest mortality, and the technical reason that, 
after X-ray mammography, CT is currently seen as the modality with the 
next highest potential for CAD software. 

Two main areas have to be distinguished where computer assistance can 
be used. The computer aided detection (CAD) of pulmonary nodules as 
such, be they malignant or benign, calcified, solid or sub-solid. The results 
of CAD are markers that draw the attention of the reader to locations of 
suspicious anomalies (Figure 24-1). The second area is computer aided 
quantification (CAQ) or even more ambitious computer aided diagnosis 
(CADx) of a detected nodule, and aims at the differential diagnosis between 
malignant and benign pulmonary nodules. Only a fraction of the pulmonary 
nodules are malignant carcinomas from lung cancer or metastases from 
cancers in other organs. It is well known that the fraction of nodules which 
are actually malignant decreases when smaller and smaller nodules are 
considered 1 ' 2 as they become detectable by the still increasing resolution of 
multi-slice CT scanners 3 . 

As software technologies, computer aided detection and diagnosis aim 
for three main objectives: 

• Diagnostic quality assurance: By detecting and marking suspicious 
lesions, CAD can help avoid potential nodules from being overlooked by 
the radiologist. 

• To increase therapy success by early detection of cancer: By down¬ 
staging the typical stage when a cancer is diagnosed; it is hoped that 
detection at an earlier stage increases the survival rates. 

• Reduction of biopsies: By computation of growth rates and doubling 
times of lesions between follow-up examinations, for non-invasively 
differential diagnosis to avoid the risks associated with invasive 
procedures like needle-biopsies or resection surgeries. 

Within the context of CAD and CADx for pulmonary nodules, a number 
of separate technical tasks can assist the reading radiologist. In this chapter 
we want to address several concepts and discuss the underlying principles, 
problems and preliminary results: 

• Enhanced viewing for optimal visual detection of lung nodules 

• Automated detection and prompting of nodules 
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• Automated three-dimensional volumetry and follow-up matching of 
nodules for growth-rate computation 

• Contrast-uptake measurement with dynamic CT to differentiate benign 
and malignant lung nodules. 



Figure 24-1. CAD markings of lung nodules (left), and renderings of nodules attached to the 
lung wall (middle) and to pulmonary vessels (middle, right). 


1.1 Lung cancer 

Cancer of the lung and bronchus is the second most common cancer type. 
However, due to its aggressiveness, lung cancer is the number one cause of 
all cancer-related deaths, with more than 150 000 deaths in the USA each 
year 4 . 

Pulmonary nodules are among the most common focal pulmonary lesions. 
The presence or absence of pulmonary nodules is of great importance 
in the differential diagnosis of lung diseases 5 ' 6 . Therefore the detection and 
diagnosis of pulmonary nodules in CT data sets of the thorax is a standard 
procedure in radiological practice. Pulmonary nodules are often benign, or 
may be metastases from various cancer types, but they may also be an 
indication for primary lung cancer. 

The early detection of lung nodules is crucial, both for close observation 
or biopsy to differentiate between benign or malignant nodules, and for 
timely therapy. Among the most common methods to detect pulmonary 
nodules are chest X-ray and CT. Fiber optic bronchoscopy is also used but 
has limited value for finding nodules other than those directly attached to the 
larger airways. CT offers better contrast than chest X-ray between nodule 
and background with no overlapping structures, and several studies have 
shown that CT can detect smaller, earlier stage nodules with a higher 
sensitivity than chest X-ray 7 . 
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In the last years CT technology has undergone a major evolution with the 
introduction of multi-slice technology. With multi-slice CT, a full lung, thin- 
slice (<1 mm) scan can be done within a single breath-hold. It is hoped that 
with the high-resolution CT data available from multi-slice CT scanners 
cancerous nodules can be recognized while still small and in an early stage 
of lung cancer. Many researchers assume that this down-staging effect by 
early detection of lung cancer will ultimately improve the survival rate 1,2 . 

Moreover, it is hoped that lung cancer screening of high-risk patient 
groups may significantly increase the rate of lung cancer cases that are 
diagnosed before the cancer has metastasized. These propositions will be 
investigated during a large-scale randomized 9-year trial conducted by the 
US National Cancer Institute (NCI): The National Lung Screening Trial 
(NLST) 8 has enrolled enroll nearly 50,000 current or former smokers at a 
total of 30 clinical sites throughout the USA. Similar trials are underway in 
the Netherlands (NELSON, 24,000 people), the United Kingdom (LUCAS, 
40,000 people), and France (DEP1SCAN, 21,000 people) 9 . 

1.2 Differential diagnosis of pulmonary nodules 

Once one or several pulmonary nodules have been detected in a patient, 
the likelihood of malignancy has to be determined. A number of different 
clinical approaches are aimed at differential diagnosis: biopsy, observation 
of possible growth by follow-up examinations 10 , appraisal of morphological 
features (such as spiculated or smooth margins), measurement of contrast 
enhancement in a dynamic CT series 11 , use of additional modalities such as 
positron emission tomography (PET), etc. For all these clinical approaches, 
software modules for computer aided quantification can be used, not only to 
speed up the workflow, but also to make the necessary measurements 
themselves more accurate, less prone to error, and more repeatable. Going 
beyond pure quantification, computer aided diagnosis software (CADx) can 
then estimate likelihood for malignancy versus benignity. 

From the various needs for quantification of lung nodules in CT, the 
volume measurement (volumetry) of a detected nodule is the most immediate 
(for reporting) and the most basic (for detection of possible growth in a 
follow-up examination). 


2. COMPUTER ENHANCED VISUALIZATION FOR 
OPTIMAL VISUAL DETECTION 

Lung nodules can be detected particularly well by CT, since they show 
good contrast in the lung parenchyma and - in contrast to projection X-ray - 
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cannot be hidden by ribs or other overlying structures. Although in principle 
detectable in CT, a non-negligible fraction of small nodules may be 
overlooked by the radiologist, particularly if they are located centrally and 
hidden in a maze of vessels of similar size (Figure 24-2). This may be even 
more of an issue, as modern multi-slice scanners can produce up to 800 
slices for a thoracic CT exam with sub-millimeter slice thickness. All the 
small vessels have to be checked for their 3D-connectivity in order to rule- 
out the presence of possible nodules. 



Figure 24-2. Left: Maximum intensity projection (MIP) of the lung segmented out of a high- 
resolution CT data set. Right: Examples of nodules of varying size (2-20 mm diameter), 
hidden in the maze of vessels. 

For the human observer, a major difficulty in visual detection of lung 
nodule lies in the fact that in axial slice images the lung nodules can easily 
be confused with the cross sections of pulmonary vessels. Displaying 
maximum intensity projections (MlPs) of the lung region is of limited use 
since nodules will be occluded in the maze of the pulmonary vessels due to 
their similar Hounsfield (HU) values. 

We propose a visualization technique 12 which removes the disturbing 
vessel structures from the MIP and thus provides a clear view of the lung 
nodules. The structures that obscure the view are all the structures outside 
the lungs (the chest wall including bones, the heart, etc.) on the one hand and 
the pulmonary vessels on the other hand. Consequently, an automatic 
segmentation of the lungs is performed in order to exclude all exterior 
structures from the display. Secondly, the pulmonary vessel tree is automat¬ 
ically extracted and then suppressed. 
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Figure 24-3. Upper left: A coronal MIP of the lung with suppressed vessel tree (compare 
Figure 24-2). A mouse click on one of the nodules which stand out prominently in the display 
transfers to the corresponding axial slice. 

The principal technical challenge is a careful segmentation of the vessel 
tree, such that no vascularized nodules that are connected to the vessel tree 
are erroneously suppressed. 

Figure 24-3 shows the method applied to CT datasets acquired with a 
Philips Brilliance 40-slice scanner (in-plane resolution 0.7 mm, reconstruc¬ 
tion interval 0.45 mm, slice thickness 0.9 mm). In the maximum intensity 
projection (MIP) of the extracted lung after suppression of the segmented 
vessel tree, lung nodules down to absorption values of about -600 HU are 
clearly visible. The effect is most striking in interactive mode, where the 
user can change the viewing direction. It can also be noticed that some 
vessel segments have been missed by the extraction step. Also some chest 
wall tissue is still visible. Nevertheless, most overlying tissue is excluded 
from the MIP and lung nodules become clearly visible at a single glance. 

The enhanced visualization scheme suggested here appears promising to 
reduce the number of false negatives (missed nodules) in visual lung nodule 
detection. 
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3. COMPUTER AIDED DETECTION 

In contrast to optimal visualization as described in the last section, the 
concept of computer aided detection (CAD) means that a visual prompt like 
an arrow or an ring is drawn at distinct locations of the displayed image in 
order to call the attention of the reading physician to potential anomalies. 

Computer assistance for detecting lung nodules in CT data sets is a 
straightforward concept and has been suggested and investigated as early as 
1989 13 ’ 14 ' 15 . The underlying idea is not that the diagnosis is delegated to a 
machine, but rather that a machine algorithm acts as a support to the 
radiologist and points out locations of suspicious objects, so that the overall 
sensitivity (detection rate) is raised. This could be important particularly in 
screening situations with a massive reviewing load of CT studies, to detect 
single so far unknown nodules, but also as a significant workflow improve¬ 
ment in oncology therapy follow-up situations, where a multitude of already 
known nodules have to be assessed for monitoring therapy success. 

The principal problem of CAD is that inevitably false markers (so called 
false positives, pointing to structures which are either not nodules or 
medically irrelevant) come with the true positive marks. The aim then is to 
develop software algorithms that hold the false positive rate per patient data 
set as low as possible while retaining a high sensitivity (detection rate) 16 . 

The CAD algorithm we have suggested 17 works on pure geometric 
reasoning. It assumes that any blob-like solid structure (which may also be 
on one side attached to a plane-like structure, the lung wall) may be a 
candidate for a pulmonary nodule, if all connecting vessels are significantly 
smaller in diameter than the central blob-like structure. 

A pilot study of a lung nodule CAD system was conducted on images 
from the radiology department at the Charite university hospital Berlin. The 
images were acquired in the years 2000-2001 by a 4-slice scanner over the 
entire thorax at 1 mm slice thickness, 120 kV and 100 mAs. 

The automated detection showed a sensitivity of 84% (detection rate 
including nodules of all sizes). If the minimum nodule size for detection was 
set to 2 mm, the sensitivity was 95% with 4.4 false positives per patient. For 
nodules greater than 4 mm, the sensitivity was 96% with 0.5 false positives 
per patient. 

However, we would not necessarily expect such a high detection rate at 
an equally low false positive rate in all clinical settings. Exams may be taken 
with low-dose or ultra-low dose imaging protocols. Patient compliance with 
regard to breath hold and lying still may be poor. Also the delineations and 
regularity of the nodule population in question may vary considerably. 
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3.1 CAD performance comparison 

In the medical context, the term true positive often refers to a detected 
nodule that has turned out to be truly malignant. In the context of CAD, a 
marker is considered as a true positive marker even it points at a benign or 
calcified nodule; false positive markings are then those which do not point at 
nodules at all (but at scars, bronchial wall thickenings, motion artifacts, 
vessel bifurcations, etc). The outcome of computer aided detection is not a 
yes/no decision for a given image, but rather markings at certain locations; 
therefore the term ‘true negative’ is not defined and a normalized specificity 
cannot be given. Instead, the performance of CAD is usually given as 
sensitivity (detection rate) and false positive rate (false positive markings per 
CT study). 

Experience with clinical studies has shown that the measured detection 
rates achieved by CAD systems as well as by radiologists themselves clearly 
depend on the number of co-reading radiologists: the more co-readers 
participate, the more suspicious lesions will inevitably be found, and thus the 
individual sensitivity of each participating radiologist and CAD system will 
decrease. But even though the absolute sensitivity figures have to be 
appreciated with care, all clinical studies have agreed in that a significant 
number of nodules have been detected by the additional CAD software 
alone, while being overlooked by all co-reading radiologists 18 . Therefore, 
CAD can be seen as a strong quality assurance tool. 

Up to now it is hard to compare the performance of the different CAD 
algorithms, as they have all been tested in different settings, on different 
patient data sets, and acquired with different scanners and imaging protocols. 

In order to allow a more objective comparison of CAD performance, the 
US National Cancer Institute has formed a consortium to build up a lung 
image database with consensus based diagnostic findings, which could then 
be used to validate and improve computer aided detection software 19 . 

3.2 CAD performance on ultra-low-dose CT 

For lung cancer screening with CT, i.e. for asymptomatic patients, the 
feasibility of low-dose or even ultra-low-dose CT exams is of particular 
interest. Therefore we have tested CAD algorithms on ultra-low-dose scans 
of the Charite University Hospital Berlin, which were recorded with the very 
low tube current setting of 5-9 mA. It was possible to directly compare the 
CAD performance to the standard dose images that were acquired of each 
patient in the same exam session. The double CT examination of the patient 
was possible because the ultra-low-dose data was reconstructed from the raw 
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data of the scout scan (which was performed with a rotating CT gantry), so 
that the patient was not exposed to more ionizing radiation than usual. 

A pilot study was conducted on 18 patient data sets, for which both 
standard and ultra-low-dose scans were available. Double reading of two 
experienced thoracic radiologists revealed a total of 44 lung nodules. 

For any CAD algorithm, the trade-off between false positives and 
detection rate leads to a range of possible operating points. A performance 
comparison that is independent of a specific operating point can be made by 
virtue of an FROC curve (free response receiver operating characteristic) 16 . 
The performance of our CAD algorithm for nodules with a diameter >2.5 
mm is shown in Figure 24-4. The CAD algorithm was applied without any 
change to both standard-dose and ultra-low-dose images. At one operating 
point on standard dose images, a sensitivity of 90% was achieved at a rate of 
10 mean false positives per patient, a sensitivity of 80% was achieved at a 
rate of 5 mean false positives per patient. For the ultra-low-dose data the 
CAD software achieved 83% sensitivity at a rate of 10 mean false positives 
per patient, and a sensitivity of 76% at a rate of 5 mean false positives per 
patient. 

Appraisal of the two FROC curves indicates that the CAD shows only a 
slight performance decrease on ultra-low-dose CT images, but seems 
generally feasible. This is particularly interesting with respect to lung cancer 
screening of asymptomatic patients. 


20 



Figure 24-4. Left: FROC curves describing the performance trade-off between detection rate 
and false positive rate for standard-dose and ultra-low-dose CT (lower curve), for nodules 
larger than 2.5 mm diameter. Right: Correlation between computer measured volume- 
equivalent nodule diameter in standard-dose and ultra-low-dose CT (correlation 0.92). 
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Nodule volumetry is important for the detection of possible growth 
between follow-up examinations and computation of growth rates (volume 
doubling times) for small indeterminate nodules to evaluate the likelihood of 
malignancy. It is also important in oncology for monitoring the success of 
cancer therapy. Follow-up of small lung nodules becomes even more 
important with the increasing number of small nodules detected in thin-slice 
CT data. 

Computer-aided three-dimensional volumetry promises a better sensitiv¬ 
ity than manually guided diameter-measurements in a single image slice, 
since an actual doubling of the nodule volume means a diameter increase of 
a factor of only 3 V2 or 26%, which for small nodules might easily be 
overlooked in the measurement error range. 

The main technical challenge for automatic three-dimensional seg¬ 
mentation of nodules is that the image processing algorithm must be able to 
separate the nodule from the lung wall or attached vessels in a consistent 
way. The automated segmentation should also yield consistent results when 
the nodule is imaged with different CT slice thickness settings 20,21 . 

For validation of automatic volumetry, we have conducted comparisons 
of manual measurements between two radiologists, and between manual 
versus automated volume segmentation. The correlation between the manual 
measurements by two radiologists was 0.987. There was also a strong 
correlation between automated and manual segmentation with the correlation 
coefficient equal to 0.972 and 0.986 for the two radiologists respectively. 
So the agreement between manual and computer aided volumetry proved to 
be equally good as the agreement between the two human readers. The 
automated measurements required minimal user interaction with average 
volume estimation time per nodule of about a second. Slicewise manual 
measurements on the other hand took an average of five minutes per 
nodule 22 . 

4.1 Nodule volumetry with ultra-low-dose CT 

It is an important question whether computer aided nodule volumetry is 
also feasible on ultra-low-dose CT data, despite its higher image noise. 
Therefore we have compared the nodule volumetry results for patients 
scanned twice with standard-dose and ultra-low-dose CT (data material as 
described in section 3.2). The computer-estimated volume-equivalent 
diameters show good correlation between ultra-low-dose and standard-dose 
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(see Figure 24-4, correlation coefficient of 0.92), so that both protocols 
could be used for follow-up monitoring. 

4.2 Follow-up registration and matching of nodules 

Evaluating the potential growth or shrinkage of pulmonary nodules 
between a former CT exam and a current follow-up exam is a routine task in 
radiology practice, not only for diagnosis of detected nodules, but also for 
monitoring the response to oncological therapy. The typical manual 
matching procedure is quite time consuming; the user has to separately scroll 
through the slice stacks of the two studies and locate each nodule and then 
locate the same nodule in the follow-up study, perform the volumetry and 
copy down the results. In contrast, the computer assisted matching indicates 
the corresponding nodule location in the other dataset when the user points 
to the nodule in either one of the datasets (see Figure 24-5). Moreover, a list 
of matching pairs is automatically compiled for all nodules found in the two 
datasets (detected both manually and/or by CAD). 



Figure 24-5. Automated matching of a nodule between follow-up exams reconstructed with 
different imaging protocol parameters (field-of-view). 

To perform such a statistical growth analysis with measurement and 
matching in a manual fashion is of course possible, but might simply not be 
undertaken for all cases in the clinical practice with high caseload pressure. 
Therefore, the computer aided follow-up matching may be more than a 
convenience tool but indeed contribute to diagnostic quality assurance. 

The automatic nodule matching approach described by Blaffert 23 starts 
out by segmenting the lungs out of the overall thoracic CT data volume of 
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the current and former study. The two lung volume images are geometrically 
registered (aligned) using an affine coordinate transformation until optimal 
cross-correlation is reached. Using highly optimized image processing 
methods, the optimal alignment of the two lung volumes can be reached in 
typically 5 seconds. 

In general, an affine coordinate transformation is not expected to always 
suffice for the alignment of the same lung between a former and current CT 
study, since the possibly different respiratory state and patient pose on the 
CT table may necessitate the use of elastic registration. Current state-of-the- 
art elastic image registration algorithms are still too time consuming, but are 
expected to reach the performance required for clinical real time applications 
soon. 


5. CONTRAST UPTAKE MEASUREMENT FOR 
DIFFERENTIAL DIAGNOSIS 

Differential diagnosis of incidentally found pulmonary nodules is a very 
common clinical problem. The widespread use of multislice CT scanners has 
led to an increase of incidentally detected small nodules. Possible options to 
differentiate benign and malignant nodules are follow-up with growth 
assessment, biopsy, surgical resection, analysis of the nodule morphology on 
high resolution CT images, contrast enhanced dynamic CT, and PET/CT 
examinations. However, CT-guided or bronchoscopic biopsy of small 
nodules is difficult to perform, and surgical resection is a very invasive 
procedure (in relation to the highly probably benign nature of small 
nodules). Thus, non-invasive tests for reliable distinction between benign 
and malignant nodules are highly desirable. Analysis of nodule morphology 
alone is currently not known to be sufficiently reliable, and PET/CT shows a 
lack of sensitivity for detection of malignancy in small nodules 24 . 

Swensen et al. 11 have suggested that due to angiogenesis every malignant 
pulmonary nodule visible at CT should exhibit enhancement after intravenous 
injection of contrast media. Inversely, lack of enhancement should virtually 
exclude malignancy. Even though the sensitivity of this quantitative contrast- 
enhanced CT (QECT) is high (above 90%), the specificity of dynamic CT is 
known to be moderate (below 50%). However, despite its known moderate 
specificity, dynamic CT serves to effectively reduce the number of necessary 
biopsies, since all non-enhancing nodules do not require work-up. 

Quantitative contrast-enhanced CT (QECT) requires precise density 
measurement in pulmonary nodules at CT for reliable detection of enhancement, 
which is suspicious for malignancy. The mean Hounsfield value of the 
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nodule in question is measured in a native scan and in e.g. four subsequent 
CT scans 1, 2, 3, and 4 minutes after administration of contrast agent. 
However, the measurement of the mean Hounsfield value is not without 
pitfalls. The estimated mean Hounsfield number of a nodule may easily vary 
in an interval of ±100 HU (depending on the selected volume of interest or 
segmentation of the nodule, Figure 24-5), which is 10 times higher than the 
expected enhancement, which we want to quantify. Here, computer aided 
quantification can be a valuable tool for diagnostic quality assurance. 



Figure 24-6. Computer aided three-dimensional measurement of the mean Hounsfield value 
from nodule core to boundary, showing the functional dependence of the estimated mean 
Hounsfield value and the estimated volume of a nodule. 

In contrast to an average enhancement number from an arbitrary volume 
of interest, we suggest a radially resolved enhancement curve 25 which is 
capable to convey more detailed information, and more reliable comparison 
between pre- and post-contrast scans, e.g. for partial enhancement such as 
rim enhancement. This measurement and visualization method promises to 
be a valuable tool for differential diagnosis between malignant and benign 
lesions. 

Figure 24-6 shows a malignant lesion (carcinoma), which was auto¬ 
matically segmented in 3D. Lung wall and attached vessels were cut-off. 
Successively large Volumes of Interest (VOI) are defined from the center of 
the segmented region moving outward. The Hounsfield values within each of 
the growing volumes of interest are averaged to yield a mean Hounsfield 
value. Then the distance to the boundary is gradually lowered, and more and 
more voxels are continuously added to the VOI, leading to a gradual 
inflation of the VOI towards the segmentation boundary until it completely 
fills the segmented nodule. For each VOI a cumulative mean Hounsfield 
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value is computed from all voxels aggregated so far, yielding a continuous 
mean-Hounsfield-curve (Figure 24-7), which can be plotted as a function of 
volume-equivalent diameter. 



Figure 24-7. Example of radially resolved mean-Hounsfield and contrast-uptake curves for a 
malignant nodule exhibiting rim enhancement. 
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The resulting enhancement curves convey information to the reading 
physician whether there is significant enhancement present, and whether it 
is present more in the core or towards the rim of the nodule. Moreover, the 
ensemble of mean-Hounsfield-curves gives a good indication whether the 
measurements are stable (parallel course of the curves), or if the measurement 
is possibly unreliable due to problems of segmentation, misalignment 
(registration), cardiac motion artifacts, or incomparable respiratory state of the 
different series of the dynamic CT dataset. 


6. OTHER AREAS OF INVESTIGATION 

Going beyond detection and quantification of pulmonary nodules, 
computer aided diagnosis software (CADx) may be able to estimate a 
likelihood for malignancy versus benignity, by comparing the measured 
values in a multidimensional feature space to known benign and malignant 
example populations 26 . It may also be helpful to automatically retrieve 
similar cases with known diagnosis from a database and display them 
together with their findings to the radiologist 27 . 

Other CAD applications concerning thoracic CT imaging are the detec¬ 
tion and quantification of pulmonary emboli 28 , emphysema, airway diseases 29 , 
and parenchymal infiltrations. Most of the tasks described in this chapter can 
in a similar fashion be applied to polyps in the colon, which may develop 
into colonic cancer 30 . 


7. CONCLUSION 

With the advent of multi-slice CT scanners and the possibility to acquire 
sub-millimeter slice data over the whole thorax within a single breath-hold, 
software algorithms for computer aided detection and quantification start 
to reach a level of sensitivity and specificity which can make significant 
contributions to diagnostic quality assurance, and can provide radiology 
departments with the increased safety of a ‘second reader’ at low cost. 

For computed tomography, the currently most advanced clinical CAD 
applications are related to lung as well as to colon cancer. The CAD applica¬ 
tions provide automated and reproducible computer aided detection and 
three-dimensional volumetry of lesions, which is important for diagnostic 
quality assurance, acceleration of clinical workflow, and reduction of 
biopsies. 
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With ever refining spatial, dynamic, and temporal resolution of medical 
imaging scanners, more applications of computer aided detection and quanti¬ 
fication are currently emerging. 
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Abstract: Need and know-how have come together to start in earnest the era of medical 

decision support systems. Reducing medical errors while saving costs, and 
discovering new medical knowledge while reducing information overload are 
among the conflicting needs addressed. Decision support systems span the 
realms of home health care to enterprise-wide systems to medical research 
laboratories. Limited use of electronic patient records, incomplete standards, 
and difficulties in encoding all aspects of the patient encounter are examples of 
hurdles to overcome. In the short-term we will see more intelligent alerts, 
earlier indicators of critical conditions discovered by data mining, and context 
aware displays. In the long-term we hope to see a highly integrated continuum 
of care with guardian angel and coaching applications helping us not only in 
illness, but also with our health and wellness. 

Keywords: Decision support systems, medical error reduction, electronic patient record, 

data mining, knowledge representation 


1. INTRODUCTION 

Science fiction would have us believe that the manifestation of medical 
decision support systems requires autonomous robots or holograms that can 
completely replace humans. Though far more mundane than those of science 
fiction, medical decision support systems have existed for decades with 
many now in common use, and saving lives. Today’s technologies coupled 
with the driving forces of standardization efforts, consumer and corporate 
advocacy, governmental initiatives, and sociological changes in the 
acceptance of computers in medicine are all escalating the use of more 
advanced decision support systems. These systems will help answer the cry 
for reducing medical errors, reducing medical costs, detecting diseases 
earlier, and achieving preventive medicine. 
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But what are these existing systems, and what might they be in 5 years, in 
10 years? In this chapter you will be introduced to the wide scope of medical 
decision support applications and the driving forces behind them. We will 
paint our vision of the future paired with the hurdles in front of us and the 
technologies to get us there. 

Broadly speaking decision support systems are any systems that help in 
the decision making process. Key in this definition is the word help. These 
systems do not necessarily make decisions, but more times than not just help 
in the decision making process. Accomplishing this can be done in numerous 
ways as will be demonstrated through examples in the following sections. 
Similarly, a key word missing in the above definition is electronic, or 
computer. There are many non-computer-based decision support systems 
(i.e., reference books like the Physicians’ Desk Refernce\ using colleagues 
for second opinions). However, we will restrict ourselves to computer-based 
decision support systems in this chapter. 

Our focus in this chapter will be on medical decision support systems 
outside the domains of medical imaging and bioinformatics, as these have 
their own dedicated chapters. Core to this chapter will be Clinical Decision 
Support Systems (CDSS), applications used in a clinical setting by medical 
professionals to help them make decisions. However, clinical decision 
support systems alone would be too limiting, so we also include applications 
for non-professionals, systems used outside of formal clinical environments, 
and systems to enhance health care research. 


2. DRIVERS 

Many drivers are indirectly responsible for the increasing prevalence of 
and the push for decision support systems, but perhaps the biggest influence 
has come from two 10M books: To Err is Human 2 , and Crossing the Quality 
Chasm 2 . Almost single handedly these books have raised the awareness of 
the number of lives lost per year due to medical errors: 96,000 per year in 
the United States alone. Far more are injured or suffer an adverse experience 
due to medical errors. Reducing medical errors has become the number one 
driver in healthcare today. Unfortunately, the number two driver is close 
behind and can be seen as conflicting: reducing medical costs. Other drivers 
that indirectly help promote the use of decision support systems are 
improving the quality of life, advancing medical science, combating the 
shortages of physicians and nurses, and making the use of medical 
knowledge and technology more widespread and timely. As we drill down 
into these drivers we see directly the influencing factors behind the growing 
interest in decision support. 
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2.1 Data overload 

Advancing medical technologies are giving us access to more data about 
patients than ever before. Just as in imaging, where we produce more images 
than doctors can look at, patient-monitoring equipment provides innumerable 
real-time physiological data as more parameters can be monitored, and newly 
developed tests mean more lab values to sort through. All this in a world 
where information technology allows us to store unlimited amounts of data 
indefinitely. Meanwhile there is a real or perceived need to ran more tests for 
fear of lawsuits. Data availability does not necessarily lead to better outcomes 
though, especially when coupled with the need to reduce costs, which can 
mean less staff available, less training among staff members, or just less time 
to spend per patient. 

Data need to be turned into information. Data are not information unless 
they are necessary for the current medical decision and are understandable in 
the time available for the decision. Decision support systems can help with 
visualization. In imaging this could mean producing a fly through of 4-D 
data sets or highlighting suspicious areas. For monitoring data this could 
mean showing trends instead of raw data, and highlighting values outside of 
expected results. 

2.2 High complexity 

Devices can be too complex to operate, processes can be too complex to 
follow, not to mention how complex diagnosing and therapy planning have 
become with all the new medical knowledge and therapy options. Coupled 
with complexity is the need for more and better training of users. With the 
push to reduce costs, systems that allow users with less training to do their 
job to the level of highly trained individuals will be highly sought after. One 
solution to help reduce training time is for vendors to have a common 
interface look, feel, and functionality across their product lines as Philips has 
done with Vequion. Decision support technologies can also play a role by 
automating complex workflows, and helping navigate through complex 
diagnostic and therapeutic decision trees. 

2.3 Ubiquitous availability 

Where someone lives, works, and vacations can have a direct influence 
on the quality of medical care they receive. Rural communities as well as 
impoverished communities often lack world-class medical facilities. 
Telemedicine offers a partial solution, but can actually increase the number 
of medical personnel needed per patient case, as you need both local and 
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remote staff. Decision support systems that help bring the expertise directly 
to locations without experts in a certain area can do so without putting undue 
burden on the experts. Such systems can be made available to serve people 
at all levels of the healthcare delivery chain, including radiologists working 
outside their subspecialty, primary care physicians working with rare conditions, 
technicians setting up for non-standard imaging exams, and even potential 
patients in deciding if they need to see a healthcare professional and which 
one. 


3. DEFINITION BY EXAMPLES 

The primary goals of clinical decision support systems are focused on 
assistance with diagnosis and patient safety. In diagnosis, clinical 
information is used to enhance decisions. Clinical decision support systems 
vary greatly in their complexity, function and application. Initially these 
systems differed from clinical practice guidelines and critical pathways in 
that they required the input of patient-specific clinical variables and as a 
result provided patient-specific recommendations. Paper-based guidelines 
and pathways, in contrast, provide more general suggestions for care and 
treatment. However, electronic clinical guidelines and electronic critical 
pathways as part of the clinical decision support system can combine general 
suggestions with patient-specific clinical information, as will be shown 
among the examples below. 

3.1 Help making difficult decisions 

You’ve just received a patient in the Emergency Department (ED) who is 
exhibiting signs of hemiparesis and aphasia. You suspect stroke. If this 
patient has had an ischemic stroke and the onset was within the past three 
hours, thrombolitics may lead to improvement and even a full recovery. 
However, if this patient has suffered a hemorrhagic stroke, the same 
treatment may cause death. What do you do? 

Although stated simply in the scenario above the decision is not just a 
critical one, but also difficult because of the number of factors that must be 
weighed. Knowledge exists to make the best decision for/with the patient, 
but today in the United States there are a paucity of hospitals with this 
knowledge 4 . Decision support systems that lead the ED staff through the 
recommended battery of questions and tests could make the positive 
outcomes obtained in certified/designated stroke centers more wide spread 5 . 
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Performing simple arithmetic calculations and looking up values in tables 
are certainly skills that nurses and doctors have, but over time errors will 
be made. Computers on the other hand will perform the same all the time. 
As a patient do you want a nurse responsible for 10 patients calculating a 
medication dose based on your body weight in kilograms after obtaining 
your weight in pounds? How about a first year resident after being woken 
up at 2:30 in the morning? 

Among the most common forms of decision support systems are drug- 
dosing calculators. These computer-based programs calculate appropriate doses 
of medications after clinicians input key data. 

Physiologic calculations are also provided in advanced bedside monitors 
and information systems. These calculations utilize existing information and 
proven formulas to eliminate errors and save valuable clinician time. 

The potential exists for more advanced automation via closed loop and/or 
clinician-directed closed loop systems. These systems would monitor the 
patient’s variance from a target and apply or ask for therapy to bring the patient 
back. Glucose levels could be an early target for these types of systems. Specific 
examples of closed loop therapy have already been applied. For example, 
Kouchoukos and Sheppard 6 built a computer-based system in 1967 that was 
used in the observation and treatment of patients following cardiac surgical 
procedures. The system performed automatic control of blood infusion and 
vasodilating agents by closed loop feedback control techniques. Excessive 
blood loss was detected via hourly evaluation of chest tube drainage patterns 
following surgery. The infusion rate of pharmacologic agents was calculated 
according to a specified dosage. According to literature, the use of the system 
contributed to the reduction of patient time spent in the unit to 24 hours or 
less for the majority of the patients. 

3.3 Help reducing time, errors, and variance of practice 

For years clerical staff have set up radiologists ’ workspaces for reading 
films. Current and previous films are pre-fetched and arranged on 
rotating light boxes, alternators, to speed up the process by which they 
read films. Everything the radiologists will need to make decisions about 
the films is within their reach and in the order they will need it. On the 
other hand, clinical decisions by doctors in the various intensive care 
units, for example, require looking through many pages of a paper-based 
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medical record or screens of a an electronic medical record. Why can't 
the efficiency afforded radiologists be more widespread? 

Clinical guidelines, critical pathways, bundles, standing orders, and other 
varieties of recommendations are all knowledge sources for what to do in 
various situations 7 . If a computer system can use these in the way a clerical 
staff uses knowledge of how radiologists practice, then given the decision an 
intensivist in the Medical 1CU has to make next about a patient, the 
computer system should be able to anticipate the information required to 
make the decision. If so, the system can then pre-fetch and arrange the 
information in such a way as to help speed up the decision making process. 
As time is related to cost, money can be saved. 

Additionally, because all the recommended information required to make 
a decision is pre-fetched and displayed in an easy-to-view manner, errors of 
omission will be reduced. Likewise, such a system can be set up so that all 
staff using the system will be making their decision starting from the same 
set of information, thereby reducing the variance in practice among staff 
members. 

3.4 Help in combining imaging and non-imaging 
information for diagnoses 

A 53-years old marketing executive just had a state-of-the-art thoracic CT 
scan. She was a heavy smoker for 20 years, but quit 8 years ago. The 
radiologist is looking at her CT scan on a workstation accompanied by 
a CAD (Computer-Aided Detection) system, which can help identify 
suspicious lesions. Several of the lung nodules have a diameter of 1 mm. 
Can the radiologist determine that these nodules are malignant or benign 
without ordering a biopsy or repeating a CT scan in half a year? 

Diagnosis is one of the most difficult tasks clinicians face everyday, it 
carries with it many serious implications, such as prognosis, treatment options, 
and often life or death. Early stage cancer diagnosis in asymptomatic 
patients is an especially a challenging task even for experienced physicians. 
About 1.4 million new cancer cases (excluding basal and squamous cell skin 
cancer) are expected to be diagnosed in the USA alone in 2005 and cancer is 
the second leading cause of the death in the USA 8 . 

Early detection and diagnosis of suspicious lesions allow for earlier 
intervention, which lead to better prognosis for the patients. While recent 
advances in imaging modalities (e.g. 128-slice CT scanners), molecular 
imaging, and genomics make possible the diagnosis of cancer at an earlier 
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stage than ever before; it also creates a huge amount of data (images, lab 
reports, findings) that have to be interpreted by radiologists and/or oncologists. 
Computer Aided Diagnosis (CADx) can facilitate fast and accurate diagnosis 
and can increase workflow 9 . However, it is important to emphasize, that these 
system should provide only a second opinion to the clinicians, which they can 
use to help form a diagnosis or improve their confidence. 

While some CAD systems that help to localize abnormalities (e.g. tumors) 
have already received FDA approvals and started to be ‘must-haves’ with 
imaging equipment (e.g. CAD for breast cancer), CADx systems are still mostly 
in research and development stages. CADx systems, more so than CAD 
systems, require state-of-the-art thin slice CT scans to perform well. Multiple 
3D characterizations of lesions are derived from thin slice CT scans by the 
CADx systems. This information combined with patient information (e.g. 
age, sex, family history, cancer history, etc.), findings from molecular imaging, 
and findings from molecular diagnostics may all be used to build CADx 
systems that clinicians will use and trust. Desired output of CADx systems 
include a likelihood estimate of malignancy, or pointers to similar cases with 
known diagnoses 10 . 

3.5 Help in staying aware of critical changes 

The alarm from the ECG monitor for the patient in MICU room 3 has just 
gone off for the sixth time in only two hours into your shift. Mr. James has 
been particularly restless today, and in the previous five times the alarm 
was caused by artifacts generated by his excessive movement. When the 
alarm goes off for the sixth time you happen to be on the phone with 
another patient’s cardiologist, one that you have been trying to get a hold 
of for the past 45 minutes. Do you finish your conversation with the 
cardiologist or go check out the alarm? 

Studies have shown that upwards of 96% of patient monitoring alarms 
are not significant 11 . Recent studies have shown that utilizing multiple hemo¬ 
dynamic signals can be an effective way to screen out many of these false 
alarm s 12 . These so called intelligent alarms can positively impact patient 
safety and improve the overall clinical workflow. 

An example of advanced alarming is an Advanced Event Surveillance 
(AES) application 13 . This application provides a way for clinicians to 
correlate parameter information in a way that it is easier to interpret changes 
in a patient’s condition. AES allows the clinician to combine their choice of 
parameters and set a deviation threshold, combined with delay times. For 
example: Heart rate 10% change in 60 seconds or 6 bpm for 60 seconds. 



410 


Chapter 25 


The resultant type of notification can be selected depending on the severity 
of condition. 

In clinical practice AES can be used by clinicians to enter protocol 
requirements. An example of this is sepsis. All four physiologic parameters 
(HR, RR, BP and temperature) recommended by current practice guidelines 
are routinely available in critical care monitoring. The laboratory parameters 
of C02, WBC and serum lactate that are also part of early identification can 
be measured easily, quickly and with minimal expense. When used together, 
this information may provide early recognition of sepsis. 

3.6 Help reducing the education and experience 
required 

When seventy-two year old Emily Madison had called into the living room 
five minutes ago to tell her seventy-six year old husband, Andrew, that 
dinner was ready, all she heard back was a muffled groan. She just 
assumed that it was because his beloved Yankees were losing again, and 
yelled back ‘just Tivo it and come eat. ” Now, when she walks in she finds 
him slumped in his chair and unresponsive. What can she do? 

Perhaps the poster child for how decision support can put advanced 
capabilities into the hands of untrained or minimally trained people is the 
Automated External Defibrillator (AED) such as the Philips HeartStart 
Home Defibrillator 14 . AEDs for home use are now available in the United 
States on-line and in stores without a prescription. Although some training is 
recommended, most people can operate the HeartStart Home Defibrillator 
without previous training. From the time the unit is opened, very simple 
pictures and voice prompts lead the user through each step of its use. 
Decisions that 15 years ago had to be made by highly trained physicians, 
nurses, and paramedics, are now made by the AED. The current day user 
does not have to differentiate between atrial fibrillation and ventricular 
fibrillation, ventricular tachycardia and asystole, or even know what 200 
watts/second is. All this knowledge is built into the AED. 

3.7 Help in knowledge discovery 

Thousands of patient cases from various ICU facilities at multiple 
hospitals have been collected into one database. Contained within this 
database are all the reasons for admissions, monitored data (ECG, Sp02, 
arterial blood pressure, etc.), medication administrations, lab results, 
nurses ’ notes, final outcomes, and more. In this wealth of data, is there 
new knowledge to be discovered? 
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Data mining, the analysis of data sets for the purpose of discovering new 
knowledge, helps in that the knowledge discovered can be used in making 
subsequent clinical decisions. An example of this is work from Philips 
Research that uses data mining of large 1CU/CCU data sets to help 
determine the proper parameters for a predictive index of patient 
instability 15 . Figure 5-1 shows a subset of the types of data that new 
knowledge will hopefully be drawn from. Methods currently exist for 
predicting mortality at the time of hospital admission; however, they are not 
adequate predictors of patient deterioration during the course of stay. 
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Figure 25-1. Sample of some ICU parameters used in data mining for knowledge discovery. 

Two common pathways for a patient’s condition to deteriorate in the ICU 
are single-organ system failure (SOSF) and multi-organ system failure 
(MOSF). SOSF and MOSF have multiple causes, but all frequently indicate 
that the patient’s condition is worsening, which usually results in a poor 
outcome. Early identification of SOSF or MOSF by identifying the initial 
signs of patient deterioration could lead to earlier interventions and in turn, 
better outcomes. But what are these signs? This is where data mining comes 
in. 

Working with a large database of 1CU/CCU patient cases collected from 
a consortium of Boston area hospitals, universities, and companies, Philips 
Research performed data mining on the database to discover similarities 
among patient cases where the patients ended up having SOSF or MOSF. 
Key to this whole process is that the outcomes of the patients were known. 
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After applicable verification resulting early indicators can be set up as part 
of an existing real-time patient monitoring system. 


4. TECHNOLOGIES 

Implementing the capabilities described above in the scenarios requires 
multiple technologies, which can be grouped into two main categories: 
knowledge discovery, and knowledge representation and interpretation. Far 
too many technologies exist to cover in this chapter, however we present the 
goals behind using a class of decision support technology along with a brief 
mention of some of the algorithms themselves. 

4.1 Knowledge discovery from data (KDD) 

Knowledge discovery from data, also known as data mining, attempts to 
find potentially useful relations from data sets, with the goal that discovered 
knowledge can eventually be used to help predict some medical event. 
Discovered relationships may or may not be easily understood by humans. 
Acceptance of new knowledge discovered by some of the various methods 
discussed below is greater and quicker when the causality between the signs 
discovered and outcomes observed is easily explained. In other words, there 
is an explainable mapping from patients’ phenotypes to their outcomes. 
Technologies involved in knowledge discovery for data mining include some 
combination of databases, statistical analysis, modeling techniques and machine 
learning. Data mining can be further categorized into algorithm types and 
specific algorithms as shown in Figure 5-2. The three most common 
algorithm types are: 

Classification and regression: Classification is learning a function that 
maps (classifies) a data item into one of several pre-defined classes, for 
example mapping a patient’s signs and symptoms onto a specific disease. 
Regression is learning a function that maps a data item to a real-valued 
prediction variable, for example determining the predictive value of an 
antigen from a blood test (like PSA) to the probability of having a disease 
(prostate cancer). 

Clustering: Clustering breaks a set of data records into groups of similar 
content in such a way that the groups are as dissimilar as possible. Clustering 
is helpful when the user does not know the nature or structure of the data, 
and is looking to gain insight into the distribution of the data, it is often used 
as a pre-processing step for classification algorithms. 

Dependency modeling: Dependency modeling attempts to find 
significant dependencies among variables. A simple example would be, if 
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82% of the time a patient has a specific blood test come back high, a specific 
test from urinalysis comes back low. The goal is to find much more complex 
dependencies than the example, like patient acuity indices. 



Figure 25-2. Various data mining technologies and representative algorithms. 


4.2 Knowledge representation and interpretation 

Knowledge representation is about encoding knowledge in an 
information system in such a way that it can be used later by decision 
support applications. This goes far beyond storing and retrieving information 
in/from a database or a data structure in that there is a need for algorithms to 
interpret the information; it must be understandable to both humans and 
machines. 

Beyond the question of how do you best represent knowledge, is the 
question of what knowledge do you want to represent, and what do you want 
to be able to do with it. Four such areas alluded to in Section 3 are: 

Differential diagnoses. Determining which of two or more diseases with 
similar signs and symptoms is currently afflicting the patient is a process that 
can be aided by algorithms. The type of algorithm to use is dependent on the 
knowledge known about the patient and the possible diseases. If the causal 
logic to go from signs and symptoms to diagnosis has been well articulated 
as a set of rules, then a case-based reasoning system could be the best 
approach. When the sensitivities and specificities of various tests used to 
diagnose are well known then a Bayesian Network could offer the best 
results. When many previous cases with known outcomes are available to 
leam from, a neural net approach may offer the best results. 
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Most existing work for CADx follows the same methodology as 
supervised learning: starting with a collection of data with ground truth, a 
classifier is trained with the data using a set of features (computed e.g. from 
diagnostic images) that are believed to have enough discriminant power 
to distinguish between malignant and benign lesions. Challenges include 
extracting the features that can discriminate between categories, finding the 
most relevant features from a feature pool, combining heterogeneous inform¬ 
ation (e.g. image-based features with patient data), and finding similarity 
metrics for example-based approaches. 

Clinical guidelines. Clinical guidelines along with critical pathways 
recommend procedural steps and options for next steps based on a patient’s 
condition. Adherence to these guidelines and pathways is generally seen as a 
way to have more consistent treatment of patients among practitioners and to 
reduce medical errors. Executable clinical guidelines attempt to follow the 
course of a patient’s care for the purpose of being able to alert users to an 
action they are about to take that is not the recommended one, advise on 
what step is next, and to anticipate the care provider’s needs for information, 
order sets, and resources. 

Workflow. Closely related to executable clinical guidelines is workflow 
automation. Whereas clinical guidelines focus on the clinical needs of the 
patient, workflow focuses on the interaction among care providers, 
management, and patients. Workflow automation systems allow designers 
and users to specify actions to automatically take place upon the completion 
of various tasks. For example, if we look at a patient who has just shown up 
for an outpatient diagnostic cardiac catheterization, they will first check in at 
the reception desk. After the receptionist completes this task, notification of 
the patient’s arrival should automatically be sent to the nurse charged with 
this patient. The nurse may be automatically presented with a task list that 
specifies steps to take with the patient, like getting a release form signed, 
drawing blood, obtaining vitals, etc. Any one of these actions, or all of them 
together may trigger notification of other people that will be involved with 
the patient to start certain tasks, and so on. 

Modeling. Modeling can be used in various ways. One way, not 
mentioned above, is to help with a differential diagnosis. With a model of a 
physiological system, patient parameters can be entered into the model to 
help determine the root cause of why specific parameters are abnormal, like 
low cardiac output or hypotension. Another use of a physiological model can 
be to ask ‘what if scenarios. Again the patient’s parameters are input to the 
model, but now we ask “what will happen to this patient if we give him a 
vasodilator?” or “what will happen to this patient if we reduce the oxygen 
percentage on her ventilator to 28%?” 
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5. IMPEDIMENTS 

Medical decision support systems have been around since the 1960’s, but 
the vision from the 60’s of what these systems would be doing here in the 
21 st century is not 16 . Why is this? The following sections present some of the 
bigger contributing causes. 

5.1 Electronic patient record 

Access to clinical data in electronic form is essential for creating 
computer-based decision support systems. Unfortunately this is not the 
norm. Less than 20% of hospitals are completely digital 17 . Although this 
situation is a currently a major impediment for decision support systems that 
require integration of data from all aspects of a patient’s care, there are still 
plenty of opportunities for decision support systems that run on standalone 
systems or minimally integrated systems, like departmental information 
systems, lab systems, image review workstations, treatment planning systems, 
order entry systems, and monitoring systems. 

5.2 Standards 

Standards like D1COM and HL7 have made great progress in providing 
standards for many aspects of data capture, storage, and exchange 18 ' 19 . Other 
standards exist for specialty areas. But even if standards existed for all 
aspects of clinical care, impediments would still exist: 

• Legacy systems may not support standards or the current versions of 
standards. 

• Not all vendors provide solutions that support standards. 

• There are multiple standards, sometimes overlapping. 

• Standards are continually evolving making today’s state-of-the-art systems, 
tomorrow’s legacy systems. 

• The granularity of data supported by standards is often too course grained 
for the requirements of decision support systems. This issue is closely 
related to the coding of data. 

5.3 Coding 

Coding is the translation and classification of data, typically from a 
human readable form to a form that can be processed by a computer. Many 
coding schemes exist; many overlap, and there are even coding systems that 
convert from one coding scheme to another. Coding systems suffer from all 
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the impediments of standards, plus more. At first glance it may seem that 
coding systems excel at coding quantified data like heart rate, blood 
pressure, ejection fraction, etc., but upon further inspection there are still 
difficulties. Taking ejection fraction as an example, coding the numbers is 
easy, but we may need to know by which method was the ejection fraction 
established (ultrasound, MR, or in a hemodynamic lab), and who or what 
performed the segmentation? This information may not matter for a specific 
patient’s care, but may matter for a data mining application evaluating the 
predictive capabilities of ejection fraction as an indicator for a specific 
condition. Beyond the capabilities of the coding system itself are the 
difficulties of automating the coding process. Perhaps the most difficult task 
for automated coding systems is the coding of free text. Without extremely 
advanced natural language processing capabilities any automated coding 
system will fail to differentiate the clinical significance of the following two 
patients’ chief complaints: “1 get chest pains when I take my dog out for a 
walk,” and “I sometimes get chest pain watching TV.” 

5.4 Human computer interaction 

Like most computer applications, the application’s human computer 
interaction can make or break its acceptance. Many early-day decision 
support systems failed because of their user interfaces, even though they 
produced clinically correct and relevant results. Some of the most successful 
systems of today work almost completely behind the scenes, only becoming 
apparent upon alert situations. Some of the key issues in designing the 
human computer interaction of decision support systems are: 

• Little to no training should be required to use the system. Designers need 
to keep in mind that many potential users of a system will not have time 
to receive training on your (and every other) system in the department. 
Many nurses work on a per diem basis or are ‘floaters’ filling in where 
needed. These people may end up working in a different department each 
day of the week. Likewise, doctors on rotations, doctors on call, and 
doctors with practice privileges in multiple hospitals face a similar 
situation. 

• A system must strike the proper balance of being helpful without being 
annoying. An analogy from the computer world for many is their 
acceptance of the automatic spell checker with the red underlining of 
misspelled words, versus their loathing of the ‘paperclip guy.’ 

• A system should improve or fit in as much as possible with normal 
workflow. A system that requires extra work and/or extra time to use, 
even if it improves clinical outcomes, will likely be rejected 
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5.5 Social acceptance 

Beyond acceptance of the human computer interface discussed above are 
other acceptance issues. Key among these is trust. Healthcare professionals 
will not use decision support systems they don’t trust. Trust may come from 
a number of sources: 

• Knowledge of how a systems works, for example knowing and agreeing 
with the rules a rule-based system uses. (Note that neural network 
solutions don’t meet this requirement and have met reluctance because 
of it). 

• Evidence from clinical trials. 

• Positive experience from using the system (the system appears to have 
both high sensitivity and specificity). 

• Recommendations from colleagues and/or professional organizations. 

5.6 Costs 

Like all other purchases in a professional health care setting, there must 
be a positive Return on Investment (ROI). With decision support systems the 
anticipated ROI will be indirect. It is unlikely there will be decision support 
systems whose use can be directly charged for. A notable exception to this is 
that the use of certain computer aided detection systems for screening is 
reimbursable when used as second readers. The return will come from when 
time saved, errors reduced, training requirements eased, and staffing levels 
reduced get translated into money. 


6. VISION OF THE FUTURE 

Our vision of the future for decision support systems is tightly coupled 
with our vision of the future for electronic patient records. We envision a 
day when the so-called Tust to dust’ electronic patient records are a reality. 
Not only would these electronic records store data for the duration of one’s 
life, but they would cover all aspects of your life that contribute to your 
health and well-being, providing true continuity of care. 

Such an electronic patient record capability enables countless decision 
support possibilities. With proper access to large populations of complete 
electronic patient records by the medical research community, knowledge 
discovery through data mining could produce new knowledge at a never- 
before seen pace. Among the knowledge to be discovered would be early 
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indicators of diseases and conditions. And if genomic data is part of the 
electronic patient record, personalized medicine will become the norm. 

With the electronic patient record being a longitudinal record, guardian 
angel software could regularly look over the record for early indicators, be 
they single events, combinations of values, or trends over time. The 
electronic patient record need not stop with being just a keeper of medical 
records. Together with new sensors embedded in our everyday clothing and 
workout clothes, it could also obtain health and wellness data, and fitness 
data. This further enables applications playing the role of a diet advisor or a 
fitness coach. 

Overall we see decision support adding to the already overwhelming 
amount of medical knowledge, but still making it easier to practice medicine. 
Saving time. Saving money. Saving lives. Sense and simplicity. 
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Abstract: We present a survey of bioinformatics, first focusing on preclinical research 

applications where much progress has been made in the last two decades or so. 
Then we examine clinical applications where there is much excitement about 
the potential, such as, clinical genotyping, early diagnosis, prognostic disease 
models, personalized medicine and wellness monitoring. The selection of 
topics largely reflects our optimism that this potential will begin to be realized 
in the near future. 


Keywords: Sequence analysis, molecular medicine, systems biology, clinical genotyping, 

early diagnosis, prognostic disease models, personalized medicine, health 
wellness monitoring 


1. INTRODUCTION 

One of the key enabling technologies participating in the genomic 
medicine revolution has been bioinformatics, or the development of 
powerful algorithms enabling us to cope with the flood of new molecular 
information from living systems. It has been argued that the development of 
the fast sequence matching algorithm BLAST (Basic Local Alignment 
Search Tool) by Altschul et al. 23 in 1990 was a principle contributor to the 
rapid advance in molecular biology. Today it is probably the single most 
used bioinformatic algorithm in the world. Yet, to date, the exciting impacts 
have been primarily on the basic science, i.e. preclinical. Still there is great 
optimism that clinical impacts of molecular medicine are to be expected 
soon, and bioinformatics advances will continue to play a pivotal role. The 
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spectrum of bioinformatics research and applications is extremely broad, so 
we decided to focus on a few topics with potential for clinical impact. 


2. SELECTED PRECLINICAL BIOINFORMATICS 
TOPICS 


2.1 Data collection and dissemination 

Bioinformatics is driven by the outpouring of massive genomics data. 
The best place to find updated online resources is the two special issues 
published annually by Nucleic Acid Research: the January issue is on 
databases and the July issue is on Web servers of online analysis tools. The 
Bioinformatics Li nks Directory 1,38 is a good entry point with curated li nks to 
most such molecular resources, tools and databases. The exponential growth 
of the sequenced DNAs in the GenBank (Figure 26-1) NCBI 2 repository 
nucleotide database is the best testimony of ongoing genomic revolution. 
Together with EBT and DDBJ 4 , they are the 3 major information databases 
in the world, they exchange their sequence data on a daily base to ensure 
that the basic sequence information stored in their ‘primary databases’ are 
equivalent. PDB 5 is the biggest repository for 3D bio-macromolecule structure 
data. 

In addition to basic sequence information there are web resources for the 
ever-changing gene nomenclature, HUGO Gene Symbol Database 6 , GO 10 
and GeneCards 11 , metabolic network information, KEGG 7 , and for promoters 
and transcription factors, EPD 8 and TRANSFAC 9 respectively. 

2.2 Sequence analyses 

There are many algorithms in sequence analyses. They may be grouped 
by DNA, RNA and protein or single, double, multiple sequence analyses. 
Here we only give some typical and yet important examples in each 
category. 

2.2.1 Comparing sequences 

Pairwise comparison and similarity searches: Starting with a mole¬ 
cular sequence, one of the first questions everyone would ask is ‘is it similar 
or related to a known sequence?’ The basic tool is similarity comparison/ 
alignment; it has three components: a similarity (or distance) measure which 
gives a score to a pair of aligned sequences, an objective function to be 
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optimized and an algorithm to obtain optimal alignment. A scoring matrix 
provides a numerical value (penalty) to apply to each mutation, be it a 
deletion, insertion, or substitution. In addition, protein sequence mismatches 
must account for the similarities/differences of each possible amino acid pair 
(PAM and BLOSUM matrices). Needleman-Wunsch 54 global alignment 
algorithm (searching for best alignment of the two entire sequences from the 
beginnings to ends) and Smith-Waterman 67 local alignment (searching for 
best subsequence alignment) are best known rigorous (most sensitive) 
algorithms based on dynamic programming. Since rigorous search is costly, 
faster approximate algorithms are most often used (e.g. FASTA 58 , BLAST 23 , 
BLAT 47 ). 

Multi- sequence alignment and phylogenetic trees: Aligning multiple 
sequences is of interest to explore what nucleic acid or protein sequences are 
most preserved by evolution, thus suggesting critical functions, and may be 
used to infer the evolutionary distances among species. The optimal alignment 
of a set of sequences may not contain the optimal pair-wise alignments. 
ClustalW 73 is the most commonly used program. It uses a progressive 
method (hierarchical clustering by pairwise alignments) and weights each 
sequence to reduce redundancy. The recently developed Tcoffee 61 is similar 
to ClustalW, but it compares segments across the entire sequence set. It can 
combine sequences and structures, evaluate alignment or integrate several 
different alignments. Although ClustalW can be used to build phylogenetic 
trees, Phylip 36 and PAUP 71 are much more accurate, powerful and versatile. 

2.2.2 Analyzing DNA sequences 

Finding protein coding genes: In bacterial DNA, each protein is 
encoded by a contiguous fragment called an open reading frame (ORF, 
beginning with a start codon and ending with a stop codon). In eukaryotes, 
especially in vertebrates, the coding region is split into several fragments 
called exons, and the intervening fragments are called introns. Finding 
eukaryotic protein coding genes is essentially to predict the exon-intron 
structures. Almost every possible statistical pattern recognition and machine 
learning algorithms has been applied to this difficult problem (see Zhang 79 
for review). 

Identification of promoters and transcription factor binding site 
(TFBS) motifs: In order to study gene regulation and have a better 
interpretation of microarray expression data, promoter prediction and TFBSs 
discovery have become important. A number of machine learning approaches 
that find differences between sets of known promoter and non-promoter 
sequences have been applied, for example quadratic discriminative analysis 
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(FirstEF 31 ) artificial neural networks (DPF 25 , relevance vector machine) and 
Monte Carlo sampling (Eponine 34 ). Because of a lack of protein coding 
signatures, current promoter predictions are much less reliable than protein 
coding region predictions, except for CpG island genes (see Bajic et al. 
2004 26 for recent review). 

Once regulatory regions, such as promoters, are obtained, finding TFBS 
motifs within these regions may proceed either by enumeration or by alignment 
to find the enriched motifs (see Tompa et al. 74 for a recent assessment). 



Figure 26-1. Growth of GenBank. 


2.3 Microarray analysis 

Microarrays typically contain thousands of ‘spots’ each holding many 
copies of a different probe molecule (see Figure 26-2). Molecules that were 
taken from a sample of interest (say tumor cells) and are capable of 



Figure 26-2. A typical microarray. 
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hybridizing to the probe molecules (cDNA or RNA) are marked with a 
fluorescent marker and ‘washed over’ the microarray. Hence, their relative 
abundance in the sample can be inferred from the luminescence of the spot. 
Since abundance is relative, a control sample with a contrasting fluorophore 
is invariably used. By choosing the set of probes, one can assemble a microarray 
to measure a variety of genetic patterns. The uses of microarrays have expanded 
from gene-expression profiling (which genes are over/under-expressed in the 
sample relative to the control) and now include comparing whole genomes 
(e.g. normal vs. tumor), identifying alternate RNA transcripts, locating genes 
that have been methylated (turned off by having had methyl groups 
attached), detecting protein modifications and interactions, and many forms 
of genotyping. New types of microarrays are still appearing. 

2.3.1 Expression microarray analysis 

Expression microarrays are used to measure mRNA abundance for large 
number of genes. The low-level computational tasks 27 , such as experimental 
design and pre-processing (image analysis and normalization), are aimed to 
reduce uncontrollable sample variations, which may depend on specific types of 
microarrays. Many data analysis packages can be found from the open 
source Bioconductor software repository 40 . 

Normalization: Normalization, critical step for data preprocessing, 
removes unwanted variances from data by exploiting and enforcing known 
or assumed invariance of the data 49 . Common approaches include: 1) rescaling 
by median of all or ‘housekeeping’ genes or by spike RNA controls, 2) explicit 
one parameter (log-) or two parameter (asinh-) transformation, 3) local 
regression smoothing (LOESS), and 4) quantile normalization. 

Exploratory analysis: Since the number of genes (measurements) generally 
far exceeds the number of observations (cases), substantial variable reduction 
(e.g. low-varying genes filtering) is usually done before any machine 
learning or statistical algorithms are applied. Exploratory analysis aims to 
find patterns in the data, common methods include Clustering (genes, cases, or 
both). Principle Component Analysis (PCA) and Multi-Dimensional Scaling 
(MDS). Bayesian Networks (BN) have also been used to describe 
interactions between genes 39 . 

Identifying differentially expressed genes (DEGs): The most common 
task of microarray studies is to identify genes that are differentially regulated 
across different classes of samples; examples are: finding the genes affected 
by a treatment, or finding marker genes that discriminate cancer from normal 
tissues. Statistical tests include t-test and permutation test for two groups and 
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ANOVA/F-test for multi-groups. To correct for multiple testing, often q-value 70 
for specifying the smallest False Positive Rate (FPR) is used instead of the 
conventional p-values. There are also several emerging nonparametric 
approaches, such as the Empirical Bayes (EB), the Significance Analysis of 
Microarray (SAM) method and the Mixture Model Method (MMM), seem 
even more powerful (see e.g. Pan 57 for performance comparison). This is an 
active research area, a plethora of well-established and new methods are 
being applied, and a consensus best practice has yet to emerge. 

2.3.2 Genomic microarray analysis 

Most of the human genome does not express protein (-98%), so the gene 
expression microarrays of the previous section, necessarily examine a small 
fraction of it; hence, the interest in approaches capable of providing a genome¬ 
wide view. The major application of genomic microarrays is for localization 
of DNA binding proteins or for detecting DNA copy number changes, although 
genomic tiling arrays have also been used to detect novel RNA transcripts 28 . 

Identification of protein binding sites in chromatin DNA: ChlP-chip 
is the most popular method for localization of chromatin DNA binding 
proteins in vivo 43 ' 63 . Combining microarray data (either expression or local¬ 
ization data) with promoter analysis for TFBS motif identification is 
becoming a powerful extension to methods described in section 2.1.2. If 
positive and negative gene sets extracted from microarray data are available, 
then motif-discovery turns into a classification problem: identify motifs that 
best discriminate the two gene sets. If continuous scores are available, then 
the problem turns into a regression problem: identify motifs that best correlate 
with these scores. Such analyses are very useful in Gene Regulatory Network 
(GRN) and Cis Regulatory Modules (CRM) studies 68 ' 44 . 

Identification of amplification and deletions in the human genome: 
One of the important applications of genomic arrays in cancer is to detect 
amplifications (potential oncogene loci) and deletions (potential tumor- 
suppressor gene loci). ArrayCGFI 62 (comparative genomic hybridization) and 
ROMA 51 (representational oligonucleotide microarray analysis) are two 
emerging technologies capable of yielding a genome-wide picture of the 
number of copies of the DNA. The bioinformatics needs include schemes for 
reducing noise and ways to visualize the enormous amounts of information 
and focus in on what’s of biological significance. 

Other types of arrays, such as Alternative Splicing arrays. Protein binding 
microarray. Protein microarray, Tussie/cell array and microRNA array, etc. are 
also used. The translation of microarray-based results to clinical applications 
challenges the technology at all levels. These include robust probe design, 
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uniform sample preparation and increased reproducibility of array 
measurements as well as advanced data analysis tools (see e.g. Segal et al. 65 
for new computational challenges). The recent advances in genomic sciences 
and array technologies are accelerating the translation of microarrays to 
clinical applications and will offer enormous potential for improved health 
care in cancer and a other human diseases. 

2.4 Systems biology 

Biologists have elucidated the complete gene sequences of several model 
organisms and provided general understanding of the molecular machinery 
involved in gene expression. The next logical step is to understand how all 
the components interact with each other in order to model complex 
biological systems. It is envisioned that only with this ‘systems view’ will 
we improve the accuracy of our diagnostic and therapeutic endeavors. 

The field of systems biology emerged at the turn of this century and aims 
to merge our piecemeal knowledge into comprehensive models of the whole 
dynamic of these systems. The challenge is daunting; considering the 
potential of serum proteomics, Weston and Hood 77 warn: 

“In addition to the immense repertoire of proteins present, the dynamic 
range of these proteins is on the order of 10 9 , with serum albumin being 
most abundant (30-50 mg/mL) and low-level proteins such as interleukin- 
6 present at 0-5 pg/mL)... Identifying proteins at each end of this spectrum 
in a single experiment is not feasible with current technologies.” 

“Further complicating the study of the human plasma proteome are 
temporal and spatial dynamics. The turnover of some proteins is several 
fold faster than others, and the protein content of the arteries may differ 
substantially from that of the veins, or the capillary proteome may be 
specific to its location, etc.” 

The goal of gene and protein networks research is to quantitatively 
understand how different genes and their regulating proteins are grouped 
together in genetic circuits, and how stochastic fluctuations influence gene 
expression in these complex systems. For example, Thattai and van 
Oudenaarden 72 focus on the importance of noise in the expression of genes 
by using both experimental and theoretical approaches. They investigated the 
bistability that arises from a positive feedback loop in the lactose utilization 
network of E. Coli. In its simplest form, the network may be modeled as a 
single positive feedback loop: Lactose uptake induces the synthesis of 
lactose permease, which in turn promotes the further uptake of lactose. 
Because of this bistability, the response of a single cell to an external inducer 
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depends on whether the cell had been induced recently, a phenomenon 
known as hysteresis. The question is how the gene network architecture 
helps cells remember their history for more than 100 cell generations. 

The field is still new, but the reader may find tutorials and pointers to 
emerging modeling efforts at the web sites of three major systems biology 
organizations: Europe 12 , USA 13 and Japan 14 . In addition, several projects are 
now ongoing to build models of at least part of the living cell: The Silicon 
Cell 15 , The Virtual Cell 16 , and E-Cell 11 , and to provide open source tools for 
this effort 18 . 


3. SELECTED CLINICAL BIOINFORMATICS 
TOPICS 


3.1 Clinical genotyping 

A dream of long-standing has been the possibility that predisposition to 
disease and therapy response may be predictable from a person’s genome. 
The well-known link between mutations in the BRCA1/2 genes and breast 
cancer predisposition 48 , and the more recent link between a mutation in the 
EGFR gene and response to the drug Iressa 56 are just two examples of the results 
that have encouraged the enthusiasm. The approach proposed is the 
‘association study’ in which the genomes are sequenced from a group of 
people known to be in a phenotypic group (e.g. prone to disease, responsive 
to therapy) and those not in this group. The strength of association between a 
proposed genetic pattern and the phenotypic trait is measured by a simple chi 
squared type statistic. Operational questions that need to be addressed to 
advance this paradigm include: how are gene sequences measured, how are 
candidate genetic patterns selected for testing, what statistical safeguards are 
needed to minimize false positives and negatives, and how to get the biological 
validation. 

Sequencing an entire genome is both expensive 66 and largely 
unnecessary. This is because 99.9% of the human genome is common to us 
all. Hence, interest has focused on Single Nucleotide Polymorphisms (SNPs), or 
differences of one nucleotide at one locus. Accumulating knowledge of 
SNPs in the human genome is available from the NCB1 (dbSNP 19 ) that 
currently contains over ten million reference SNPs, about half validated. The 
level of interest may also be gaged by observing that a recent study 45 lists 30 
companies with SNP-technology offerings. Hence, there appear to be too 
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many potential genetic variants to make genome-wide association studies 
practical. Schemes for reducing the numbers of candidates include focusing 
only on SNPs in protein coding regions and on ‘non-synonymous’ SNPs (i.e. 
SNPs that alter the amino acid). Such approaches depend on the common- 
variant/common-disease (CVCD) hypothesis. Additional help for this 
paradigm may come as knowledge of which non-synonymous SNPs are 
most likely to produce deleterious protein alterations and algorithms that 
exploit this knowledge are being developed. This is referred to as the ‘direct’ 
approach 30 and is expected to yield results for single-gene disorders. 

An ‘indirect’ approach involves defining haplotypes. These are sets of 
SNPs at different loci located in close proximity on the same chromosome; 
they tend to be inherited as a unit. That is, they exhibit ‘linkage 
disequilibrium’ (LD). Hence, the haplotype and not the individual SNPs is 
proposed as the effective unit of genotype characterization, greatly reducing 
the combinatorics. Identifying haplotypes poses experimental and bioin- 
formatic challenges. Some propose family studies, as a way to identify 
haplotypes related to diseases and their LD, wherein parents and offspring in 
families with disease prevalence are carefully studied. In contrast, population 
studies involve collecting genotypes from a suitable sample from, say 
different ethnic groups, and applying pattern discovery algorithms to locate 
suitable haplotypes. The HapMap project 20 is an international collaborative 
project to collect data on about 270 individuals in five populations groups 
and information on about 600,000 SNPs and make it publicly available. 
Unsupervised learning algorithms for inferring haplotypes include: The 
Clark algorithm 29 that begins with one or more homozygous individuals (or 
heterozygous at at most one locus - a problem for some datasets) and builds 
its initial haplotype set. It then adds the heterozygous individuals and 
extends the set as needed only to cover them (a parsimony criterion). Some 
genotypes may be left unassigned to haplotypes in some datasets. 
Expectation Minimization (EM) algorithms (e.g. Escoffier et al. 35 ) make an 
initial guess at haplotype frequencies and iteratively converge (with reasonable 
probability) so all genotypes are assigned. EM algorithms can be 
computationally challenged by large datasets. Bayesian approaches have 
been reported to perform better than the previous two classes 69 , but all these 
approaches may fail to exploit some genetic alterations. 

Two additional bioinformatics challenges involving haplotypes are the 
search for haplotype blocks (larger SNP regions that still may satisfy LD 
criteria 80 ) and the location of minimal sets of SNPs that may serve to identify 
the different genotypes (called tagSNPs). Good haplotype blocks would 
further reduce the combinatorics of genotype candidates that need to be 
considered and tagSNPs would reduce the amount of DNA that is needed to 
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genotype new individuals. For a discussion of algorithms for tagSNP 
identification and the issues related to them (see Crawford and Nickerson 30 ). 

Clearly, genotype-disease association discovery faces many challenges, 
substantial population samples and careful matching of controls may be 
needed as the haplotypes discovered in stratified samples often exhibit 
substantial differences - genotypes that are meaningful and practical will 
take work to identify. DNA sequencing measurements are still costly. There 
appears to be significant opportunities for improved algorithms; for example, 
complex diseases may resist current approaches calling for more 
sophisticated pattern discovery methods. Algorithms for the ‘static pattern 
discovery’ paradigm discussed in the following section probably apply; 
genetic algorithms have barely been applied in this domain so far 24 . 



Figure 26-3. A SELDI (surface enhanced laser desorption ionization) chip being inserted into 
a mass spectrograph. 


3.2 Early diagnoses 

With the advent of new measurement devices for nucleic acids (e.g. 
microarrays) and proteins (e.g. mass spectroscopy Figure 26-3), many 
attempts are being made to discover new diagnostic tests capable of 
detecting disease much earlier than previously possible 59 ' 76 . The usual 
protocol involves collecting an array of measurements on a number of 
patients known to be in one of two (or sometimes more) clinical conditions, 
say known to be positive or negative for cancer. The bioinformatics 
challenge is to discover the ‘fingerprint’ of the disease, the pattern of 
biomarkers that can be used for diagnosis. Let us call this the static pattern 
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recognition task because the data consist of a single snapshot taken at one 
instant of time. The methods for DEGs (see section 2.1.3) clearly apply here. 

In spite of the promise, this paradigm is fraught with problems and critics 
have not been shy about pointing them out. Measurement repeatability, 
normalization of data, the curse of the small clinical samples (not containing 
enough of the population variability), too many measurements (overfitting 
risk), poor cross validation (overoptimistic predictions) 53 ’ 32 . We take the 
optimistic position that such difficulties are to be expected with a newly 
emerging technology and focus on some of the efforts aimed at overcoming 
each specific challenge. 

Probably the most severe challenge is to increase the accuracy of the 
measurements themselves. While this effort is primarily concerned with 
the physics and biology of the devices, and recipes for sample preparation 
(e.g. Saul et al. 64 ), there is also a role here for bioinformatics in data 
normalization. For cDNA microarrays, methods to deal with spatial biases 
have been recently proposed 78 . For mass spectroscopy, normalization usually 
at least includes total ion current normalization to correct for differences 
in overall spectrum intensity. More controversial is within-spectrum 
normalization 60 wherein the selected measurements are linearly scaled to 
[0,1] in order to preserve only the relative protein abundances. Another issue 
with MS data is the choice to do peak identification (requiring specifying a 
noise cutoff) or binning (merging adjacent intensities to reflect machine 
precision). 

A major bioinformatics issue in this emerging field is how to cope with 
these datasets that are measurement-rich, but case-poor. One traditional 
approach to this is to reduce the number of measurements (see section 2.1.3) 
either by filtering out those that fail to meet some specified criteria of 
‘signal’ (e.g. using a signal to noise cutoff, and/or a cutoff of likelihood that 
the measurement means are different between the two groups), or by using 
principle components analysis (PCA). One difficulty with PCA is that results 
may be difficult to interpret biologically. An alternative approach is 
sometimes called a ‘wrapper’ approach in which the space of possible 
measurement subsets is searched using some form of gradient descent or 
evolutionary search algorithm, wherein the worth of any proposed subset is 
evaluated by inducing a classifier and testing its classification accuracy. 
A risk with the former is the possibility of missing patterns that include 
measurements that are not strongly discriminating by themselves. The risk 
with the wrapper approaches is the possibility of discovering patterns that 
overexploit chance variance in the small samples (overfitting). One method 
strongly recommended to avoid overfitting is cross-validation. Unfortunately, 
the scope for cross-validation is severely hampered by the small sample 
sizes. Michaels et al. 53 have shown how sensitive are the discovered patterns 
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to the specific set of learning cases used. Another issue involves whether or 
not to use correlated measurements in a classifier. Arguments based upon 
Vapnik’s approach to structured risk minimization 75 dictate the use of the 
smallest measurement sets that do the job. Another informatics approach to 
this is an ‘ensemble’ approach 33 wherein multiple classifiers are derived and 
the final decision comes from some form of voting scheme (e.g. weighted 
sum) among them. Another key decision required in a wrapper approach is 
the choice of classifier. The arguments from risk minimization for using the 
simplest effective classifier entail assumptions about the homogeneity of the 
disease classes that in some cases are clearly unsupportable. 

In the end, what is an investigator to do? We conjecture that none of the 
early studies, that have done so much to show the potential and stir 
excitement, will be shown to have located the best diagnostics. We believe 
the way forward will be found by a community-wide effort that involves 
incremental improvements in the measurement devices, careful bioinformatics 
that lead to new hypotheses about disease mechanisms, and larger studies 
that include more of the inherent disease variability (and the natural inter¬ 
personal variance) and that exploit better screening to reduce the variability 
that can be controlled. 

3.3 Prognostic disease models 

The use of modeling in medicine has a long history. Prognostic models 
have been developed from early ‘illness scores’ initially devised by experts 
to try to predict disease outcomes. Later these models used regression 
methods that required increasing amounts of data. These models may be 
considered ‘static.’ Dynamic models have been used in epidemiology for 
a long time and in the modeling of physiological systems 52 like the 
cardiovascular 42 . But there is a new opportunity just emerging in this era of 
molecular medicine: the building of systems biology models (see section 

2.1.4) that capture the dynamics of disease at the molecular/cellular level and 
applying them to medical diagnosis and/or prognosis. In distinction from the 
‘static pattern recognition’ problem mentioned above (see section 2.2.2), this 
approach is a ‘dynamic pattern recognition’ task. As such, it requires a series 
of vectors of measurements taken across the time course of disease. 

Without loosing sight of the challenges already mentioned (see section 

2.1.4) , Weston and Hood 77 also opine that networks have key nodal points 
where therapy/intervention can effectively be focused. While there are not 
concrete clinical applications yet, the promise is clear. 
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3.4 Personalized medicine 

The aim of personalized medicine is to find the right therapy for 
individual patients based on their genotype, environment and lifestyle. A 
tantalizing example is the Iressa story 56 . It works miraculously for about 
10% of the patients with advanced non-small cell lung cancer, those with a 
mutation of the epidermal growth factor receptor EGFR gene. This dream 
obviously depends on the maturation of much that has been covered above. 
In a broad sense, it includes development of genomics-based personalized 
medicines, predisposition testing (see section 2.2.1), preventive medicine, 
combination of diagnostics (see section 2.2.2) with therapeutics, and monitoring 
of therapy. But an additional bioinformatics challenge, not mentioned above 
will be Clinical Decision Support Systems (CDSS) able to distill the voluminous 
and complex data into actionable clinical recommendations, whether it is 
preventive, diagnostic, or therapeutic 41 . CDSS involves linking two types of 
information: patient-specific and knowledge-based 37 . Personal information 
related to the patient history is documented in patient records. Some personal 
medical documents, which are already in use to various extents in different 
countries, include the personal emergency card, the mother-child record, and 
the vaccination certificate. A promising source of personal medical information 
is the data stored in the electronic patient record combined with the genomic 
information from genotyping and from particular molecular diagnostic tests. 
Molecular imaging enables visualization of cellular and molecular processes 
that may be used to infer information about the genomic and proteomic 
profiles. As a result, the bioinformatic analysis of genomic and proteomic 
profiles may be valuable to assist the interpretation of images using molecular 
probes. Molecular diagnostics and molecular imaging can provide the two 
aspects of the disease: molecular diagnostics can provide the information of 
the exact mutation of a particular gene and classify the exact type of cancer, 
while molecular imaging can target the very same type of cells with that 
particular mutation in order to provide diagnostic information and disease 
staging. 

3.5 Health and wellness monitoring 

Current methods in bioinformatics have been used for immediate impact 
in diseases that are at the top of the killer list: heart disease and cancer. 
However, these technologies may also enable non-invasive and inexpensive 
first indicators that a regular person is becoming a patient. Nutritional 
genomics studies the genome-wide influences of nutrition, with a far- 
reaching potential in the prevention of nutrition-related disease. Nutrition is 
not like pharmacology or toxicology, where the drug acts upon a single 
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receptor/target and dose related pathological effects are induced with related 
strong effects on transcriptomic changes. Our daily food consumption consists 
of complex mixtures of many possibly bioactive chemical compounds, 
chronically administered in varying composition, and with a multitude of 
biological reactions based on our genotype. 

The role of bioinformatics in nutrigenomics is multifold: to create 
nutrigenomic databases, to setup special ontologies in using available resources, 
setup and track laboratory samples being tested and their results, pattern 
recognition, classification, and data mining, and simulation of complex 
interactions between genomes, nutrition, and health disparities 21 . 

A key objective is the development of tools to identify selective and sensitive 
multi-parameter (pathway supported) biomarkers of prevention (transcriptomic 
and metabolic profiles or fingerprints) based on the perturbation of 
homeostasis 22 . 

Nutrigenomics research will have a profound impact on our understanding of 
the relationship between the genotype and the environment. The nutritional 
supplement and functional food industries will continue robust growth in 
response to advances in nutritional genomics research and its applications 46,55 . 


4. CONCLUSIONS 

Today we are in the midst of the genomic medicine revolution. This 
revolution has been sparked by a plethora of new technologies for 
measuring, analyzing, understanding and manipulating events at the level of 
biomolecules both in vitro and in vivo. In this chapter we highlighted 
bioinformatics methods that are at the heart of genomic medicine. 

Among the envisioned benefits of this new era are personalized medicine 
that enables tailoring of therapy to the patient’s own unique disease taking 
genomic information into account. This starts with a scenario where 
genotyping is available at birth; the phenotype is matched with the genotype 
in order to propose best diet and lifestyle for optimum health. In addition, 
personalized medicine will introduce new diagnostics capable of detecting 
disease as soon as the molecular events begin and long before symptoms are 
manifest, and therapies capable of correcting the basic biological 
malfunctions that are the disease by for instance replacing mutated genes or 
inserting palliative molecules that can compensate for disrupted cell 
signaling pathways. 
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Abstract: Future healthcare scenarios will increasingly extend from acute care towards 

prevention and from institutional points-of-care into personal environments. 
Individuals will take increasing responsibility for managing their own health. 
We present and analyze trends towards personal healthcare and describe 
current approaches as well as future visions for healthcare in the 21st century. 

Keywords: Aging population, chronic diseases, risk factors, major diseases, prevention, 

disease management, remote monitoring, aftercare, rehabilitation, activity 


1. VISION 

Future healthcare scenarios will more and more include elements of 
monitoring and therapy outside institutional points-of-care, i.e. healthcare 
will continue to extend into personal and private environments both for 
managing risk factors (primary prevention) as well as chronical conditions 
(secondary prevention). Personal healthcare will take place in the patient’s 
home and will still accompany the patient by means of mobile solutions 
when on the move. 

With prevention becoming increasingly part of the overall healthcare 
strategy, everyone will regularly be involved - as a ‘consumer’, before ever 
becoming a ‘patient’. The responsibility of the individual for his or her 
health status will continue to grow. 

This vision is supported by several major worldwide trends: 

• Increased life expectancy results from continuous advances in 
healthcare. Today, we are likely to survive many diseases that still were 
life threatening before. This not only implies that we will live longer, but 
also that we will acquire more (often chronic and/or degenerative) 
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diseases over time, increasing the overall load on our healthcare systems 
and requiring new ways of effective long-term disease management. 

• The availability of more advanced healthcare options comes at a price. 
Optimum healthcare continues to become ever more expensive with the 
consequence that healthcare systems will have to seek more cost- 
effective solutions, without compromising the quality-of-care. Lower 
acuity settings including increasing participation of the individual in 
managing his or her own health status will become mandatory. 

• More information than ever on health related matters (e.g. risk factors, 
symptoms, treatment options and progression expectations) has become 
available through the modern media, including the Internet. Today, the 
average person is also much better informed about health issues, leading 
to pro-active consumer behavior and the development of consumer 
driven healthcare markets. 

• Effective prevention and management of many health problems of today 
require a change in lifestyle. This will have to take place in the 
individual personal environment at home and away, by conscious 
adaptation of consumer behavior, supported by proper technologies. 

Personal healthcare represents a wide space of opportunities and 
applications. After looking into some relevant trends and statistic in more 
detail we will give in the final section of this chapter a first outlook on this 
opportunity space. The following chapters will then address a number of 
specific opportunities and technologies in more detail. 


2. TRENDS & STATISTICS 

In this section, a number of trends related to personal healthcare are 
presented together with illustrative data points. 

2.1 Aging population 

The average age of the population is increasing significantly, not only in 
the developed countries. Figure 27-1 shows the percentage of the world 
population aged 60 years and older. 

The most prominent reasons for this development are: 

• Better working conditions. 

• Better nutrition. 

• Better health care delivery for a broad population. 

• Behavioral/lifestyle changes (e.g. reduction in smoking). 
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Figure 27-1. Percentage of population aged 60 years and older, between 1950 and 2050 1 . 

In addition to the increase in life expectancy the decrease of birth rates 
especially in Europe and Japan increases further the ratio between retired 
population and working population. In China, this ratio is also expected to 
increase further due to the introduction of the one-child policy in 1979. 

The following facts about the aging population provide a remarkable 
challenge to the worldwide healthcare systems: 

• Population aging is unprecedented in history; the 21 st century will 
witness even more rapid aging than the previous century. 

• Population aging is enduring. We will not return to the young 
populations that our ancestors knew. 

• Population aging is pervasive; it is a problem of all world countries, 
developed as well as non-developed. 

• The proportion of older persons is projected to more than double 
worldwide over the next half century. 

• In 2050, up to 33% of the population will be 60+ in developed countries. 

In Figure 27-2 the world map shows the development of the percentage 
of the population aged 60 and older on a per country basis until 2050. 
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Figure 27-2. Percentage of population aged 60 years and older 2 . 

2.2 Growth of chronic diseases 

As a result of the aging population and the limitations to fundamentally/ 
completely cure degenerative diseases (but rather turn them into manageable 
conditions), the world will see an increase of chronic, non-communicable 
diseases in the coming decades. Chronic diseases are the major cost drivers 
in the current healthcare system. Therefore cost of and spending on 
healthcare will substantially increase. 

A chronic condition is defined as a health problem that lasts a year or 
longer, limits what one can do and may require ongoing care. According to 
the Partnership for Solutions^, a US based policy research program based at 
Johns Hopkins University, more than 125 million Americans have at least 
one chronic condition and 60 million people have multiple conditions. In 
terms of the American workforce, this translates into a full 40% of employees 
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having at least one chronic health condition. Furthermore, it is projected that 
by the year 2020, 25% of the American population will be living with 
multiple chronic conditions, and costs for managing these conditions are 
estimated to reach $1.07 trillion. The number of people with chronic diseases 
is expected to increase by more than one percent each year through 2030, as 
shown in Figure 27-3. 



Figure 27-3. Projection of the number of people with chronic conditions in the US 3 . 

By 2020, over 70 percent of the global burden of disease in developing 
and newly industrialized countries will be caused by non-communicable 
diseases, mental health disorders and injuries. Figure 27-4 shows the most 
prevalent chronic disease is hypertension, followed by arthritis, respiratory 
diseases and heart diseases. 

2.3 Inappropriate lifestyle 

The remarkable technology developments of the 20 th century have had 
their inevitable impact on people’s lifestyles, especially in the more 
developed countries. 
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Figure 27-4. Most prevalent chronic diseases in the US 3 . 

The availability of new means of transportation has reduced our need for 
moving based on our own abilities. In addition, modem communication and 
media technologies have motivated an even more sedentary lifestyle. The 
abundant availability of food - also in many new forms - has altered our 
nutrition habits. And the ever-increasing pace of our professional lives has 
raised more attention to the phenomenon of stress. These are just examples. 

The evolution of the physiology of our bodies has been unable to follow 
those developments at the same pace. As a consequence, we are 
experiencing an increase of ‘lifestyle diseases’. Reversing this trend cannot 
be exclusively realized by managing the resulting diseases - thinking about 
re-adjusting our lifestyles is required even more importantly. Personal 
healthcare technologies can support this process. 

2.3.1 Physical inactivity 

Our current society limits the need for physical activity in our daily lives. 
However, in order to maintain our health status, our body requires us to 
make use of our abilities to move. This implies that it is necessary to create 
additional opportunities for movement, e.g. by means of regular exercising. 

In common statistics, the term physical inactivity is used for persons, 
who report no leisure-time physical activity. A recent World Health 
Organization (WHO) report recommends at least 30 minutes of regular 
moderate-intensity physical activity on most days. 
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The annual estimated cost for diseases associated with physical inactivity 
(see Table 27-1) in the US in 2000 was $76 billion 4 . 


Table 27-1. Physical inactivity in the US 4 . 



Total prevalence 

Total males 

Total females 

Physical inactivity 

38,6% 

35,8% 

41,0% 


Data on levels of physical inactivity across Europe is poor. In general 
Southern countries have lower levels of physical activity than Northern and 
Western countries. 

In 2002, over 40% 5 of adults in Europe reported no moderate-level 
physical activity in the past week. Only 15% reported daily moderate-level 
physical activity, the frequency the WHO suggests is required to reduce the 
risk for cardiovascular diseases. 

2.3.2 Nutrition 

Bad nutrition habits have a direct and significant impact on the 
development of obesity and other important diseases that increase the 
cardiovascular risk. A high level of cholesterol is widely accepted as an extra 
risk factor for cardiovascular diseases. 

High cholesterol is defined as a total cholesterol level of 200 mg/dl and 
higher, where levels between 200 mg/dl and 240 mg/dl are considered 
borderline. A distinction is made between High Density Lipoprotein (HDL, 
‘Good’) and Low Density Lipoprotein (LDL, ‘Bad’) cholesterol. The higher 
the level of HDL cholesterol the better, less than 40 mg/dl is considered as a 
risk factor. For LDL cholesterol levels of 130-159 mg/dl are considered 
borderline, whereas levels above 160 mg/dl are considered high. 

In Europe, cholesterol levels are converted to mmol/1. The threshold for 
high cholesterol is defined at 6.5 mmol/1. 

Roughly half of the U.S. population has an increased level of cholesterol 
(see Table 27-2), largely caused by bad nutrition habits. 


Table 27-2. High cholesterol in USA 4 . 



Total population 

LDL cholesterol 

HDL cholesterol 


with high cholesterol 

130mg/dl or higher 

less than 40 mg/dl 

Prevalence 

106,900,000 

95,000,000 

54,700,000 

% of total population 

50,7% 

45,8% 

26,4% 


In Europe there are no uniform statistics on LDL and HDL cholesterol 
levels. Levels vary widely among countries and for men and women. Some 
examples are listed in Table 27-3. 

Generally, Mediterranean countries (Spain, Italy, Greece) have a lower 
prevalence of high cholesterol. 
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Table 27-3. Population with high cholesterol in Europe 5 . 



Prevalence of levels 6,5 
mmol/1 and above in men 

Prevalence of levels 6,5 
mmol/1 and above in women 

Germany 

36% 

37% 

Northern Sweden 

45% 

35% 

UK-Scotland 

35% 

36% 

Italy 

28% 

26% 


2.3.3 Stress 

Stress response describes the condition caused by a person’s reaction to 
physical, chemical, emotional or environmental factors. Stress can refer to 
physical effort and mental tension. Precise ways of measuring the levels of 
emotional or psychological stress are not available. Most people feel stress, 
but they feel it in different amounts and react to it in different ways. 

More and more evidence suggests a relationship between the risk of 
cardiovascular disease and environmental and psychosocial factors. These 
factors include job strain, social isolation and personality traits. How stress 
contributes to heart disease risk is at this time subject to further research. 

There are not many statistics about stress, as objective measures for 
diagnosing do not exist. 

A number of surveys have however been conducted. A survey by Roper 
Starch Worldwide 6 states that globally, 23% of women executives and 
professionals and 19% of their male peers, say they feel ‘super-stressed’. 

According to the National Institute for Occupational Safety and Health, 
$300 billion, or $7,500 per employee, is spent annually in the U.S. on stress- 
related compensation claims, reduced productivity, absenteeism, health 
insurance costs, direct medical expenses (nearly 50% higher for workers 
who report stress), and employee turnover 7 . 

2.3.4 Smoking 

Smoking is usually defined as cigarette use during the preceding month. 
This definition includes the complete range of smokers from irregular to 
heavy smoking. Smoking is a major risk factor for cardiovascular diseases 
and for cancer. In the U.S., more than 20% of the population (almost 50 
million citizens) smoke 4 . Prevalence is shown in Table 27-4. 

In European statistics, smoking is often defined as regular daily smoking. 
The average smoking prevalence in Europe is 30% 5 . The strongest 
deviations are found in the former Yugoslavia (48%), Albania (39%), 
Greece (38%) and Germany (37%). Lower prevalence is found in Sweden 
(18%), Portugal (21%), Romania (21%) and Iceland (22%). The numbers 
date from 1999 to 2002. 
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Table 27-4. Prevalence of smoking in the US 4 . 



Total 

Male 

Female 

Prevalence 

48,500,000 

26,300,000 

21,200,000 

Percentage of total 

22,5% 

25,2% 

20,0% 

population 





2.4 Relevant diseases 

In this section, we discuss the major disease types in the context of 
personal healthcare scenarios. 

2.4.1 Obesity 

Obesity is defined by using the Body Mass Index (BMI). This is 
calculated as 


BMI = 


weight 

{height) 2 


In the definition of obesity a difference has to be made between obesity 
and overweight. Persons with a BMI between 25 and 30 are considered to be 
overweight, whereas a person with a BMI greater than 30 is defined to be 
obese. 

Table 27-5 lists the NIH (National Institute of Health) classification of 
obesity and, combined with waist circumference, the associated disease risk 
for type 2 diabetes, hypertension and cardiovascular diseases. 


Table 27-5. Obesity risk factors 4 . 


Classification of 
obesity 

BMI 

Obesity Class 

Disease risk, 
waist 

circumference 

men <102 cm 

Women <88 cm 

Disease risk, 
waist 

circumference 

men > 102cm 

Women >88 cm 

Underweight 

Normal 

<18.5 

18.5-24.9 




Overweight 

25.0-29.9 


Increased 

High 

Obesity 

30.0-34.9 

I 

High 

Very High 

Obesity 

35.0-39.9 

II 

Very High 

Very High 

Extreme 

Obesity 

>40 

III 

Extremely High 

Extremely High 


In Table 27-6 the prevalence of obesity and overweight for the United 
States is depicted. Figure 27-5 shows the percentage of overweight and 
obese people in the US. 
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Table 27-6. Prevalence of overweight and obesity in the US (data from 2002) 4 . 



Overweight and obesity in 
adults (BMI>25) 

Obesity in adults (BMI>30) 

Prevalence 

134,750,000 

63,120,000 

Percentage of total 

65.1% 

30% 

population 




Obesity and overweight in USA 



Figure 27-5. Prevalence of obesity and overweight in the US 4 . 

In Europe, the latest statistics date from the beginning of the 90’s 5 . These 
show that overweight rates in Europe are overall around 50% of the 
population. Obesity has a prevalence of 15-20% of the population. 

2.4.2 Diabetes 

Diabetes mellitus is a chronic disease caused by inherited and/or acquired 
deficiency in production of insulin by the pancreas, or by the ineffectiveness 
of the insulin produced. Such a deficiency results in increased concentrations 
of glucose in the blood, which in turn damages many of the body’s systems, 
in particular the blood vessels and nerves. If diabetes is acquired due to 
obesity or bad nutrition habits, it falls into the category of ‘lifestyle diseases’ 
as described above. 

More than 194 million people have diabetes worldwide 8 and the number 
may well double by the year 2025. Much of the increase will occur in the 
developed countries. In the U.S., the following numbers are known about 
diabetes prevalence: 


Table 27-7. Diabetes prevalence in the US 4 . 



Diagnosed diabetes 

Undiagnosed diabetes 

Prevalence 

13,900,000 

5,900,000 

Percentage of total population 

6,7% 

2,8% 
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The values in Table 27-8 accumulate diagnosed and undiagnosed 
(estimated) diabetes prevalence. 


Table 27-8. Diabetes prevalence in Europe 5 . 


Undiagnosed and diagnosed diabetes 

Prevalence 

48,378,000 

Percentage of total population 

7,8% 


In 2002 the direct and indirect cost of diabetes in the US was $132 
billion 4 . Diabetes has a broad background and is segmented in a number of 
types and complications that can occur. An analysis of the needs of diabetics 
shows the three most important unmet needs of diabetics being painless 
glucose monitoring, decision support and lifestyle support. New techno¬ 
logical solutions in these fields have the potential to fulfill these unmet 
needs. This will make meaningful contributions by reducing the daily 
burdens of diabetes management, reducing long-term complications and 
generally improving the quality of life for diabetics. Chapter 31 discusses 
diabetes and the management of this disease in more detail. 

2.4.3 Hypertension 

Hypertension or high blood pressure is defined by the American Heart 
Association (AHA) as a systolic blood pressure of 140 mm Hg or higher or a 
diastolic blood pressure of 90 mm Hg or higher. There is a definition for pre¬ 
hypertension, which is defined as a systolic pressure of 120-139 mm Hg or a 
diastolic pressure of 80-89 mm Hg. 

Studies have recently shown that for adults aged 40-69 years, each 20 
mm Hg increase in systolic blood pressure or 10 mm Hg increase in diastolic 
blood pressure doubles the risk of death from coronary heart disease. 

Nearly 1 in 3 adults has hypertension in the US (see Table 27-9). It is 
more prevalent in men than in women. The estimated direct and indirect cost 
of hypertension in 2005 is estimated to be $59.7 billion. 


Table 27-9. Prevalence of hypertension in the US 4 . 



Total 

Male 

Female 

Prevalence 

65,000,000 

29,400,000 

35,600,000 

Percentage of total 

32,3% 

31,5% 

32,8% 

population 





The only reliable data on the prevalence of hypertension in Europe was 
collected between 1989 and 1997. In these studies hypertension is defined as 
having a systolic blood pressure over 160 mm Hg. It varies widely from 2% 
in the south of France and Spain to 17% in former Eastern Germany and 
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21% in the north of Finland. Since different definitions of hypertension are 
used, these figures are not comparable to the figures from the US. 

Figure 27-6 shows the results of a study conducted in 6 European 
countries and the US 9 in 2003 on the prevalence of hypertension in major 
European countries and the US: 



Figure 27-6. Prevalence of Hypertension, ages 35-64yr, USA and Europe compared 9 . 


This study also used the 140/90 threshold and can therefore be compared 
to the US figures. According to this study, hypertension is generally higher 
in European countries, compared to the US. 

2.4.4 Asthma 

Worldwide between 150 and 300 Million people suffer from asthma 10 
and the number is rising. In Western Europe, the number has doubled in the 
last 10 years. The international patterns of asthma prevalence are not 
explained by the current knowledge of the physical backgrounds of asthma. 
Research into these backgrounds and the efficacy of primary and secondary 
intervention strategies represent key priority areas in the field of asthma 
research. The rate of asthma increases as communities adopt western 
lifestyles and become urbanized. With the projected increase in the 
proportion of the world’s population that is urban from 45% to 59% in 2025, 
there is likely to be a marked increase in the number of asthmatics 
worldwide over the next two decades. It is estimated that there may be an 
additional 100 million persons with asthma by 2025. 
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The map in Figure 27-7 shows the world prevalence of asthma. 



Figure 27-7. Worldwide prevalence of asthma 10 . 


The economic cost of asthma is considerable both in terms of direct 
medical costs (such as hospital admissions and cost of pharmaceuticals) and 
indirect medical costs (such as time lost from work and premature death). In 
the US, asthma had an economic impact of $14 billion in 2002. 

It is estimated that asthma accounts for about 1 in every 250 deaths 
worldwide. Many of the deaths are preventable, since they often result from 
suboptimal long-term medical care and delay in obtaining help during the 
final attack. Annually 180,000 deaths are caused by this condition. 

The lack of symptom-based rather than disease-based approaches to the 
management of respiratory diseases including asthma is one of the major 
barriers to reduce the burden of asthma. It is therefore needed to develop and 
promote cost-effective management approaches, which have been proven to 
reduce morbidity and mortality, and to ensure that optimal treatment is 
available to as many asthma patients as possible worldwide. 

2.4.5 Sleep disorders 


A sleep disorder is defined as any difficulties related to sleeping, 
including: 
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• Difficulty falling or staying asleep. 

• Falling asleep at inappropriate times. 

• Excessive total sleep time or abnormal behaviors associated with sleep. 

Physicians and sleep specialists typically categorize sleep disorders into 
four main categories specified by the International Classification of Sleep 
Disorders 11 . These include: 

• Dyssomnias: These are disturbances in the amount, timing, or quality of 
sleep resulting in excessive daytime sleepiness or insomnia. 

• Parasomnias: These are disorders of partial arousal or disorders that 
interfere with sleep stage transitions, e.g. abnormal events occurring 
during sleep. 

• Medical/psychiatric disorders. 

• Proposed sleep disorders: Proposed sleep disorders encompass sleep 
problems for which there is not enough information available to 
positively establish them as distinct disorders. 

Sleep disorders range from the bothersome to the serious. Insomnia 
(problems falling or staying asleep) affects 15% of the population. 
Furthermore, 30% of people will experience short-term insomnia at some 
point in their lives. The most common types of sleep disorders are discussed 
in the following. 

Sleep apnea: A breathing problem during sleep that creates a sleep 
disorder. Sleep apnea occurs when a person's breathing is interrupted during 
sleep. Three types of sleep apnea are obstructive sleep apnea, central sleep 
apnea and mixed sleep apnea. In obstructive sleep apnea there is an 
obstruction in the airway. In central sleep apnea the brain signal that 
instructs the body to breathe is delayed. In mixed sleep apnea, both types are 
present. Sleep apnea and snoring are a related and common disorder that can 
lead to serious health problems such as high blood pressure, heart disease, 
stroke, and may cause a significantly greater mortality risk if untreated. 
Snoring can be irritating, but can also be a sign of sleep apnea, a more 
serious disorder where one actually stops breathing during sleep. Sleep 
apnea affects up to 20% of middle-aged men and 10% of all age groups. 

Restless legs syndrome and periodic limb movement during sleep: 
A neurological disorder characterized by uncomfortable, tingly or creeping 
sensations in your legs, which create an uncontrollable urge to keep them 
moving. Restless legs and periodic limb movements are very common, 
affecting between 15% and 50% of the population, increasing with age. 
These conditions may lead to difficulty falling asleep or sleepiness due to 
disrupted sleep. 
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Narcolepsy: A chronic neurological disorder that impairs the ability of 
the central nervous system to regulate sleep. Narcolepsy often causes 
uncontrollable sleep attacks. These may occur while driving, at work or 
during normal daytime activities. Onset usually occurs during the teenage 
years and early adulthood. 

Parasomnias: Abnormal sleep behaviors are called parasomnias. Two 
common examples of parasomnias are sleepwalking and bad dreams. Less 
common parasomnias are nocturnal seizures and REM Sleep Behavior 
Disorder. Parasomnias are evaluated when there is a suspicion of an 
underlying medical condition or if the activity is potentially injurious to the 
patient or others. 

2.4.6 Cancer 

Cancer is a group of diseases characterized by uncontrolled growth and 
spread of abnormal cells. If the spread is not controlled, it can result in death. 
Cancer is caused by both external factors (tobacco, chemicals, radiation, 
infectious organisms etc.) and internal factors (inherited mutations, 
hormones etc.). These causal factors may act together or in sequence to 
initiate or promote carcinogenesis. Cancer is treated by surgery, radiation, 
chemotherapy, hormones and immunotherapy. 

An estimated 9.8 million Americans have a history of Cancer 12 (2001). 
Worldwide 11 million new cases of cancer are reported every year. In the 
US, these are about 1.4 million, in Europe 2.7 million. Table 27-10 shows 
leading sites for new cases of cancer are found to be in the US. 


Table 27-10. Leading sites for new cases of cancer in the US 12 . 


Men 

Women 

Prostate 33% 

Breast 32% 

Lung and Bronchus 13% 

Lung and Bronchus 13% 

Colon and Rectum 10% 

Colon and Rectum 11% 


Cancer in lung & bronchus is the leading cause of death related to cancer. 
Worldwide around 7 million people die of cancer yearly. In 2005, 570,000 
people in the US are expected to die of cancer, meaning more than 1,500 
people per day. This makes it the second leading cause of death in the US, 
exceeded only by heart disease. Overall costs for cancer in the US were 
estimated at $189.8 billion in 2004. 

2.4.7 Cardiovascular diseases 

In the United States over 70 million people are suffering from one or 
more types of cardiovascular diseases (CVD) 4 . This corresponds to more 
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than 1 in 3 persons. Almost half of this population is estimated to be age 65 
or older. The highest contributors to this number are: 

• Coronary heart disease 

(including myocardial infarction and angina pectoris): 18% 

• Congestive heart failure: 7% 

• Stroke: 7% 

The average annual rates of first major cardiovascular events rise from 7 
per 1000 men aged 35-44 to 68 per 1000 men aged 85-94. For women, 
comparable rates occur 10 years later in life. 

An estimated 17 million people die of CVD worldwide every year. 
Cardiovascular diseases accounted for 1 of every 2.6 deaths in the US in 
2002. Since 1900, CVD has been the number one killer in the US and 
Europe. In the US, 1.4 million people die of CVD every year (1 death every 
34 seconds). In 2005, estimated direct and indirect costs of CVD (in the 
U.S.) are $393.5 billion. 

2.4.8 Depression 

Depression is a common mental disorder that comes with depressed 
mood, loss of interest or pleasure, feelings of guilt or low self-esteem, 
disturbed sleep or appetite, low energy, and poor concentration. These 
problems can become chronic or recurrent and lead to substantial 
impairments in an individual’s ability to take care of his or her everyday 
responsibilities. 

Depression affects about 121 million people worldwide 13 . Fewer than 
25% of those affected have access to effective treatment. Depression can be 
reliably diagnosed in primary care. Antidepressant medications and brief, 
structured forms of psychotherapy are effective for 60-80% of those affected 
and can be delivered in primary care. However, fewer than 25% of those 
affected (in some countries fewer than 10%) receive such treatments. 
Barriers to effective care include the lack of resources, lack of trained 
providers, and the social stigma associated with mental disorders including 
depression. 

2.5 Challenges for healthcare systems 

The trends described above pose significant challenges to the healthcare 
systems all over the world. In general, it is acknowledged that a public 
healthcare system is an important part of the social welfare system of any 
country. However, with the currently visible developments, an insurance 
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model will eventually no longer be sustainable. With a larger portion of the 
population achieving a high age and with major diseases becoming rather 
chronic than lethal, adjustments within the healthcare systems will become 
necessary. Examples that are already visible in some countries and in some 
areas of healthcare may include bonus systems for a healthy lifestyle and the 
increasing responsibility of the individual with respect to private financing 
of healthcare options. 

In this context, technology providers are often asked to enable cost 
reductions. While this may be possible for certain areas, where the 
effectiveness of healthcare delivery can still be optimized, it is historically, 
however, more likely that new healthcare options will even further increase 
the cost requirements for optimal medical care instead of solving the 
financing problem. 

2.5.1 Global cost structure 

Healthcare spending continues to rise at the fastest rate in history. Over 

2002, healthcare expenditures increased by 7.7%, four times the inflation in 

2003. 

In 2003, total healthcare spending in the US was $1.7 trillion 14 . This 
accounts for about 15% of the Gross Domestic Product (GDP). In 2015, 
more than 18% of GDP will be spent on healthcare. In the US, the out- 
of-pocket spending is also rising. In 2003, total out-of-pocket spending was 
$230 billion, an average of more than $750 per citizen. 

Healthcare spending in Europe is shown in Table 27-11. 


Table 27-11. Healthcare spending in Europe in 2003 15 . 


Healthcare expenditure, % of GDP 

Switzerland 

10.9% 

Germany 

10.7% 

France 

9.5% 


Main cost drivers in healthcare are shown in the Figure 27-8 for the US. 
Main cost drivers are hospital care and physician services. As can be seen 
from the figure, the cost share for hospital care is continuously going down 
to eventually 27.9% in 2010. At the same time, the cost share for 
prescription drugs increases. 
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□ Admin and Profit 

□ Prescription Drugs 

■ Nursing Home & Home Health 

□ Other Services 

■ Physician Services 
n Hospital Care 


Figure 27-8. Cost structure of healthcare in the US 16 . 


Healthcare costs are mainly dominated by the costs for chronic 
conditions 3 . 83% of healthcare spending in the US is spent on chronic 
diseases. Figure 27-9 shows what share of the offered services people with 
chronic conditions make use of. People with chronic conditions are the 
heaviest users of healthcare services and the major costs for the services are 
accounted to chronic patients. 



Figure 27-9. Percentage of healthcare services used by chronic patients in the US 3 . 
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3. APPLICATION SCENARIOS 

In this section, we discuss typical personal healthcare application scenarios. 
We will see that personal healthcare concepts can be applied in all phases of 
the care cycle (from prevention to rehabilitation) and for various medical 
conditions. 

A common aspect for personal healthcare solutions is that they usually 
realize a ‘closed feedback-loop’ between the acquisition of data on the 
personal health status and the recommended action that should be taken. The 
following three phases can be distinguished in this context. 

Acquisition and pre-processing: Pertinent physiological parameters 
need to be accurately measured. The measuring methods should be unobtrusive 
and convenient (e.g. body-wom solutions). For some applications, the 
availability of continuous readings is beneficial. Due to the special measurement 
situation, the obtained data will not be directly comparable to data gathered 
in a clinical environment. While mishandling by the user should be avoided 
by means of suitable interaction design, movement artifacts and other challenges 
of the mobile solution need to be dealt with on a signal processing or 
algorithmic level. 

Interpretation: The pre-processed data needs to be automatically 
interpreted in order to generate higher-level information. For ECG 
monitoring, e.g., various parameters have to be extracted from the signal in 
order to enable a proper analysis of the function of the heart. 

Feedback & therapy (recommendation): Based on the results of the 
interpretation step, possibly taking also further higher level information into 
account from other sources, feedback and therapy will be initiated: 

• Either in a closed local loop providing recommendations and/or treatment 
directly to the patient (by means of home/portable/wearable/implanted 
equipment). 

• Or by invoking professional interaction in an outer loop as needed, which 
may also be invoked for longer-term surveillance/remote patient 
management. The hand-over between these two loops is the most critical 
design parameter of the personal healthcare solution. 

The ‘feedback loop of personal healthcare’ (see Figure 27-10) is closed 
by monitoring the success of the actions that were triggered by the system 
response, which implies starting over again with the data acquisition step. 
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Measurements, Detection, Prediction 



Therapy, Feedback 


Figure 27-10. The feedback loop of personal healthcare. 


3.1 Primary prevention 

The individual lifestyle plays the most important role in preventing 
diseases. The medical community has already developed recommendations 
on how to effectively prevent diseases, clearly e.g. in the field of 
cardiovascular diseases. Within the care cycle, the balance continues to shift 
towards more investments into preventive lifestyles. But although prevention 
is known to be a very efficient approach to fight diseases, it has not been 
consistently and successfully implemented so far. We talk about ‘primary 
prevention’, if preventive measures are taken prior to a first acute event and 
the actual outbreak of a disease. 

The following personal healthcare application scenarios support primary 
prevention: 

• Sports & fitness: Encouraging a more active lifestyle; motivating more 
frequent and more regular exercise. 

• Weight management: Supporting active management of weight and 
avoiding overweight and obesity. 

• Health monitoring: Allowing regular monitoring of the true health 
status and enabling to take early action in case of irregularities 
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• Elderly care: Assistance for daily activities in order to avoid negative 

consequences of age-related problems (e.g. falling). 

3.2 Emergency support 

The ability to take quick and confident action often determines the 
difference between life and death in acute medical emergencies. Personal 
healthcare technology can help to empower people in the environment of the 
victim to take action. The most prominent example is the Heartstart home 
defibrillator, which can save the life of a patient in the event of a sudden 
cardiac arrest. The device is designed to be used by anybody and guides the 
user through the procedure by means of step-by-step voice instructions. 
Chapter 29 discusses home defibrillation and the Heartstart product in more 
detail. 

3.3 Early discharge from hospital 

An ambition of personal healthcare towards cost-saving for the medical 
system is to reduce the number of days that patients have to stay in the 
hospital by enabling a sufficient level of care also in the home environment. 
The following examples illustrate how personal healthcare scenarios can 
influence the decision to release patients from hospital earlier than before. 

Drug titration: Continuous monitoring of health parameters related to 
(onset of) drug therapy; adjusting the regular dose to the individually 
suitable level (today, patients are often kept in the hospital during this drug 
titration phase). 

Relapse detection: Enabling an effective and early detection of relapses 
with an accuracy that previously would have required observation in 
hospital. 

Depression management: Allowing a close supervision of the disease 
state for depressive patients, so that acute depressive episodes can be 
detected sufficiently early in order to take appropriate action, even when the 
patient is not in the hospital. 

3.4 Rehabilitation and restoration 

‘Rehabilitation’ describes the process of recovering from a disease or 
another event step-by-step by regaining prior strength or potentially learning 
alternative skills. ‘Restoration’ means the repair, enhancement or replace¬ 
ment of ability via an intervention or with the help of technology. 

Rehabilitation or restoration programs can be run for a large variety of 
health problems, e.g. related to brain, heart, eyes, ears, skin, muscles or 
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bones. During rehabilitation programs, many patients experience a severe 
drop in performance after they are released into their home environment. 
This often occurs due to a lack of guidance and patient awareness and 
compliance. While most programs still require a significant amount of 
professional interaction, scenarios that extend into the personal environment 
can already be envisioned: 

• Stroke rehabilitation: Making use of the plasticity of the human brain in 
order to retrain specific (e.g. mechanic or linguistic) abilities after a 
stroke that has caused neurological deficiencies; extending the 
rehabilitation exercises from the rehabilitation center into the home 
environment without loss of quality. 

• Heart rehabilitation: Running and monitoring a program dedicated to 
increase the strength of the heart muscle, e.g. after suffering from a 
severe cardiac event. 

• Eye care: Providing the most appropriate type of glasses or directly 
removing the visual deficiency by means of laser surgery 

• Ear care: Providing optimized hearing aids in order to compensate for a 
loss in hearing ability with the help of miniaturized acoustic signal 
processing technology. 

• Skin care: Treating a variation of skin problems, from strictly medical 
conditions (e.g. after a burn injury) to mostly beauty related aspects (e.g. 
avoiding or removing wrinkles). 

3.5 Secondary prevention 

After a first health-related event (e.g. a heart attack or a stroke), special 
measures have to be taken, in addition to fighting the root causes, in order to 
avoid reoccurrence. 

Such ‘secondary prevention’ can usually rely on higher motivation and 
compliance rates, since the patient now knows exactly what is at stake and 
that the risk is not negligible. 

Personal healthcare application scenarios can support secondary 
prevention in various ways: 

• Continuous monitoring: Providing the confidence that everything is 
alright and under control at any given moment and that a new major 
health event will be detected immediately; reducing the patient’s stress of 
continuously being afraid. 

• Lifestyle adaptation: Offering (interactive) guidance after a major e.g. 
cardiovascular event, e.g. encouraging useful exercising on just the right 
level, in combination with continuous monitoring. 
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• Educational programs: Reducing the fear of reoccurrence by keeping 
the patient informed about the disease and raising the awareness e.g. of 
early symptoms. 

3.6 Disease management 

After a chronic disease has been diagnosed, two major objectives become 
an element of everyday-life for the affected patient: Preventing the disease 
from further progressing and living with the consequences of the disease in 
its current state. It becomes important to ‘manage’ the disease. 

The person most directly involved in any long-term disease management 
effort is the patient himself. Self-care, ideally based on well-defined and 
evidence-based guidelines and supported by easy-to-use tools, always is an 
important element, supported by interactions with professional caregivers. 

This implies that disease management is another important application 
area for personal healthcare: 

• Heart failure management: Preventing critical conditions by early 
detection of decompensation (accumulation of water in the lung due to 
insufficient heart activity). 

• Diabetes management: Preventing a worsening of the condition by 
regular monitoring of blood glucose levels and aiming at adjusting 
towards a balanced value (diabetes care is discussed in more detail in 
Chapter 31). 

• Asthma management: Adjusting the amount of medication to the 
current need and avoiding strong asthma attacks by early warning. 

• Pain management: Offering quick and effective relief in situations of 
recurrent acute pain (e.g. migraine). 

Philips has developed a telemedicine platform for disease management 
applications. Chapter 30 discusses this system (called Motiva) in more 
detail. 
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Abstract: This chapter gives an overview on core technologies that are crucial for the 

implementation of personal healthcare monitoring devices, with a main focus 
on cardiovascular applications. The topics covered include dry ECG electrode 
characterization, activity classification from raw motion data as context 
information, algorithmic challenges for these applications and wireless 
network requirements. These elements are integrated into a smart sensor 
system, of which an example is presented. An ultrasound system for detecting 
blood flow in resuscitation applications is described, and emerging 
technologies for Heart Rate detection with unobtrusive ballistocardiography, 
radar sensors and magnetic impedance cardiography are shown. 

Keywords: Sensor principles, vital body signs, smart sensors, on-body electronics, dry 

electrodes, ECG, radar, impedance cardiography 


1. INTRODUCTION 

In this section, we give an illustrative overview over a selection of core 
technologies that are crucial for the implementation of personal healthcare 
monitoring devices. Due to the broad nature of this field, the examples given 
are by no means exhaustive, but can hopefully scratch the surface of this 
evolving new discipline. 

As pointed out in Chapter 27, personal healthcare in our understanding 
will require in-depth understanding not only of medical needs and 
requirements, but - possibly even more so - of user acceptance, both from the 
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perspective of the professional caregiver and from the perspective of the 
end-user. We usually refer to the latter as ‘customer’ or ‘user’, and not as 
a ‘patient’. This stems from our belief that due to the trend towards 
consumerization in healthcare and a more informed user base, the end user 
will - directly or indirectly - influence the standard of medical diagnosis and 
treatment more and more, especially when the potential impact on his or her 
daily life is high. 

Our main focus is on cardiovascular applications and thus most of our 
sensor work is aimed at cardiography. A key for user acceptance is comfort 
and ease of use of the monitoring device that must be worn, and therefore the 
first part of this paper is on dry electrode technology. Due to the badly 
controllable environment in a personal healthcare setting, motion artifact is a 
common issue in these applications. We address this by activity monitoring 
to provide context information and improve the vital body sign interpretation. 
Classified motion data alone can also give a good insight into the activity 
profile of the user, which is of high diagnostic interest in itself. 

Digital signal processing (DSP) and the algorithmic challenges in 
personal healthcare is another important issue addressed in this Chapter. 
Apart from the user demand to be able to interface easily to their personal 
devices, a typical personal healthcare system will also require a form of data 
exchange with the established healthcare providers. Thus we also present 
research on wireless connectivity playing a crucial role in the overall picture 
of connected healthcare. In the following sections we then give examples 
how the several technologies can be integrated into consumer friendly 
devices and solutions. One is the on-body monitoring device for a lay user, 
the MyHeart Cardio Belt. The other applies Ultrasound Transducers to detect 
blood flow in resuscitation applications - an excellent example of a ‘smart 
sensor’ concept. Finally, we describe a number of emerging sensor 
technologies that we see as promising due to their specific advantages. 


2. DRY ELECTRODES FOR ECG SENSING 

To pick up electrical signals from or to apply electrical currents to a 
person’s body one essential component is to realize an appropriate electrode¬ 
skin contact via electrodes. The contact, which primarily consists of a 
conducting coated material placed on the bare skin, must have sufficient 
electrical properties and, crucial for personal healthcare applications, should 
not induce skin irritation during long-term usage. Dry electrode systems are 
therefore preferred in many long term monitoring scenarios, and they have 
distinctive features that make them stand out from the classical designs that 
use special hydro-gels. 
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Figure 28-1. Equivalent circuit modeling electrical behavior of skin-electrode contact. 

Skin-electrode contacts can be electrically described with a simplified 
equivalent circuit shown in Figure 28-1. An important contribution to the 
total impedance is made by the stratum comeum 1 (R s , C s ), which is the 
uppermost skin layer and consists of dead cells with sweat glands. It has 
a thickness of 10... 15 pm and the sweat gland distribution inside depends 
on the skin type as well as the position of the electrode on the body. 
A conductive bridge from the skin to the electrode is established by an 
additional electrolyte and/or the sweat produced by the glands. The conversion 
from ionic to electric current takes place at the electrode surface modeled by 
a parallel circuit of a capacitor C E and resistor R E . 

Additionally there are two voltage sources at the skin and electrode 
summarized by U EP . The electrical characteristics of the electrodes have a 
strong impact on the system performance and have to be evaluated for a 
concrete system 2 . Since electrodes interact with the skin, interesting parameters 
for monitoring purposes are: warm up times, impedance variations 3 , equilibrium 
impedances, noise 4 and motion artifacts on different subjects. 

Today in clinical practice medical Ag-AgCl electrodes are commonly 
used and have very good electrical properties due to low polarization 
voltages. But since they are normally glued to the skin and require the use of 
electrode paste, their applicability in personal healthcare applications especially 
for long-term use is limited. 

As mentioned, dry electrodes are a step towards personal healthcare 
requirements. They normally use only sweat produced by the glands for a 
conductive bridge from the skin to the electrode. The electrodes need not be 
glued to the skin, can be easily integrated into clothing and show very good 
mechanical, biological as well as chemical robustness. Figure 28-2 shows 
two different examples of electrode technologies for ECG monitoring with 
functional clothing. 
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Figure 28-2. Dry electrode made of conductive rubber and integrated into a garment with 
shielded cable (left), textile electrodes in a garment for unobtrusive sensing of ECG (right), 
developed in MyHeart (European project IST-2002-507816). 

The following paragraph discusses dry electrodes based on conductive 
rubber 5 and their essential electrical characteristics. Detailed information on 
the temporal behavior of these dry electrodes can be seen in Figure 28-3, in 
which the variation of the absolute value of the skin-electrode impedance of 
four subjects is shown after the rubber electrodes had been placed without 
any skin preparation. The impedance decreases monotonically over time to 
an equilibrium value. Subjects 1, 3, 4 have quite different impedances after 5 
min. All subjects showed a two-stage process (marked in Figure 28-3), 
which can be explained by a moisture change in skin during creation of the 
sweat bridge. 



time [min] 


Figure 28-3. Temporal behavior of absolute skin-electrode impedance of 4 subjects; measured 
at 1Hz, 500nA and same contact pressures 5 . 
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For subject 1 it took about 25 minutes to reach an equilibrium value of 
(100±20) kO whereas for subject 4 the equilibrium was reached after 60 min 
with (200±30) kQ. Typical times observed for 10 subjects crossing 1 MQ 
have been between 3 min...15 min. Equilibrium values of impedance have 
been observed in the range of 50 kQ.. .350 kQ probably due to differences in 
skin properties like skin thickness and sweat composition. The signal trace 
of subject 2 shows the impact of hairs having the highest impedance value 
with a more capacitive influence 6 ' 7 . 



time [s] 


Figure 28-4. Typical ECG-trace (upper diagram) and lateral (grey) and vertical (black) 
acceleration signals (lower diagram) of a patient wearing the electrodes on the waist; 
Movement artifact on the ECG signal is apparent. 

Typical traces of an ECG gathered by these electrodes, together with 2D- 
acceleration signals simultaneously measured during a day of normal subject 
activity are shown in the upper and lower part in Figure 28-4 s . The electrode 
positions were at the hip. From 0...26s the patient was leaning against a 
wall. This is visible in the acceleration signals by the projection of the lg 
gravity vector onto both axes. The heart rate was about 73mm' 1 . 

In the second state the patient was standing (full projection of lg on one 
axis) with small movements. This caused artifacts in the ECG signal in some 
cases (visible in Figure 28-4). During the third state the patient did a short 
fast walk in the room. The movements caused strong movements artifacts in 
the ECG, which makes it impossible to calculate heart rate during this 
period. In the last phase the patient was again standing at rest and the heart 
rate was about 112mm 1 . 

As shown, the dry electrodes induce motion artifacts in the ECG signal. 
Therefore, the overall system performance of such systems is limited and has 
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to be evaluated for each specific application. But these electrodes do offer 
the opportunity to realize monitoring of vital parameters by sensors placed in 
a textile ‘second skin’ in a very comfortable manner with potentially good 
acceptance by the end-user. 

3. ACTIVITY MONITORING 

Based on the Smart Sensor Cardio-Belt design, during which the 
electrode classification work discussed above was performed, we realized a 
personal healthcare on-body monitoring system. As mentioned, this includes 
an acceleration sensor in the system picks up motion along a horizontal (g x ) 
and a vertical axis (g y ). Apart from using these signals as an indication of 
corrupt ECG signal, it was evaluated whether this data can be analyzed for 
activity classification. The activity sensor was located near the spine of the 
person wearing the system, at waist level, in the person’s centre of gravity. 
Activity data from several subjects undergoing a defined stress test 
comprising different levels and types of activity were recorded. 

The sensor was an integrated MEMS accelerometer [ADXL202, Analog 
Devices] with a horizontal x and a vertical y axis, a full-scale of +/- 2 g and 
an analogue voltage output for each of the axes. The sensor signals were 
sampled at 204.8 Hz with a resolution of 12 bit. The unprocessed data were 
stored on-body in the system’s 64MB flash memory. Upon completion of the 
exercise all data were downloaded to a PC for the signal processing. 

In order to record and evaluate motion data, a stress test course was 
designed comprising eleven actions that are typical in real life 9 : 

(1, 2, 3) Walking (slow, normal, fast) 

(4, 5) Jogging (slow, fast) 

(6, 7, 8) Walk up a staircase (slow, normal, fast) 

(9, 10, 11) Walk down a staircase (slow, normal, fast) 

Motion data of 10 persons were recorded. Four of them completed the 
stress test course five times in order to improve the quality of the database 
and to test the repeatability of the measurement. The evaluation approach 
was based on sorting every two-dimensional acceleration sample into a two- 
dimensional histogram M a with elements of pre-defmed size Aa x = Aa y and 
calculating how often every histogram element was hit by one of the 
acceleration samples. 
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Figure 28-5. Example histograms (left: discrete and right: interpolated), of acceleration events 
recorded on a person walking fast. The axis g x and g y are in acceleration in g, lateral and 
vertical respectively. The brightness indicates how often the different events occurred 
(normalized). This pattern was used to classify the activity type. 

Figure 28-5 shows an example histogram of acceleration events for a 
person walking fast. By zero-padding, filtering and averaging a number of 
these histograms for all abovementioned types of motion, a database containing 
interpolated acceleration templates was created. For the classification of motion 
patterns according to these templates a k-nearest neighbor classifier was 
evaluated on the acquired data using cross-validation. 


Table 28-1. Correct classifications in % for one pattern out of four after grouping 


Motion pattern 

% correct: 




Walking 

85 

0 

5 

10 

Running 

0 

100 

0 

0 

Upstairs 

5 

2 

87 

6 

Downstairs 

6 

0 

2 

92 

Classified as: 

Walking 

Running 

Upstairs 

Downstairs 


The best classification result (i.e. the percentage of correctly classified 
motion patterns) evaluated using the data of all subjects was 53%, while the 
classification of motion patterns from single persons yielded up to 79.09% of 
correct classification. Performance on 1 out of 11 types of motion was typically 
over 60%, and by grouping, this was vastly improved, since only very related 
motion patterns caused false classifications. If the choice is limited to only 
four possible classes of motion the overall classification result increases to 
91% (see Table 28-1). 

These results can then be used to perform context analysis and even enable 
energy expenditure calculations based essentially on the same input data 10 , 
yielding a much more meaningful diagnostic dataset on otherwise 
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undocumented and uncontrollable user behavior, which is a core issue in most 
long term personal healthcare monitoring concepts. 


4. ALGORITHMIC CHALLENGES IN PERSONAL 
HEALTHCARE APPLICATIONS 

A sensor application as described requires suitable algorithms to provide 
meaningful information from the raw and distorted input signal. With the 
availability of ever growing computational resources, there is also a trend in 
the medical world to take advantage of still more complex DSP techniques 11 . 
Their prime role is to provide the experts with more detailed information 
opening the way to earlier diagnostics and safer treatments. For personal 
healthcare applications, the trend is similar though the requirements and 
expectations show distinctive features. 

First, as has been shown above, due to the recording conditions occurring 
in real life and low constraints on the user, biomedical signals captured in 
home surroundings are prone to artifacts of various types. It is quite common 
for a given application to observe data samples ranging from ‘clean’ and 
stable, to ‘noisy’ but still interpretable, up to the complete loss of any 
workable content. The common motion artifacts caused by body movement 
and/or walking, represent a real challenge for the effective deployment of 
most body sensors in ambulatory situations. 

Second, additional sources of variability are often introduced in the home 
care environment, as opposed to the controlled conditions prevalent in the 
clinical world. For instance, within real-life activities, the dynamic range of 
heart rate and blood pressure is significantly larger than at rest and this puts 
even more emphasis on robustness issues. 

Third, in healthcare practice, it is often necessary to process the acquired 
signals up to the stage of medically relevant parameters that can be easily 
interpreted by the user himself. This leads to severe reliability constraints to 
ensure the required accuracy. To some extent, the algorithms are expected to 
assess the validity of their results before communicating them. 

A last factor concerns the amount of computational resources that might 
be reasonably spent for healthcare applications. Flere too, there is a large 
scope of possible situations with very distinct requirements, depending on 
the use model. In any case, to keep technology affordable, software solutions 
with small footprint and low CPU needs will be definitely favored and there 
is a strong motivation for miniaturization and clever user interfaces, 
including wireless connections. 

To summarize, healthcare algorithms will have to deal successfully with 
a number of specific requirements, four of them appearing mostly relevant: 
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1. The ability to cope with (motion) artifacts. 

2. The robustness against multiple sources of variabilities induced by users 
in real-life conditions. 

3. The reliability in terms of stability and accuracy, possibly requiring 
personalization. 

4. The use of limited computational resources. 

Keeping in mind that biomedical signals are per se already variable 
across subjects, it can be inferred that the personal healthcare environment is 
especially challenging due to the additional sources of variability introduced 
by the sensors and the uncontrolled recording conditions. 

4.1 Example case: Heart rate estimation from chair 
equipped with a piezofoil 

By embedding a piezofoil in the seat of an ordinary chair, it is possible to 
measure the movements generated by the cardiac contractions. Hence, the 
heart rate of a sitting person can be estimated in a most discreet fashion. It 
has to be made clear, however, that the transducer signal exhibits a large 
variety of patterns, besides being frequently corrupted by motion artifacts, 
making this a typical challenge for personal healthcare algorithms. Compared to 
the traditional electro-cardiogram (ECG) ‘R peak’ detection, the task requires a 
more elaborate design. In this section, a solution that has been shown to be 
viable is briefly sketched. The raw incoming signal is pre-processed with 
standard filtering techniques to enhance the most informative components 
lying between 1 and 30 Hz. Owing to the relative abundance of data, the 
current solution rests on a prior segmentation of the signal to locate the 
intervals exhibiting a clear periodic structure while discarding the other 
parts, as shown in Figure 28-6. 

The algorithm proceeds in three main steps: 

1. Segmentation to locate ‘artifact-free’ intervals. 

2. Periodicity detection over the selected segments. 

3. Estimation of the local (instantaneous) heart rate period. 

The segmentation is obtained with a classifier fed with local signal 
characteristics such as the envelope amplitude, the gradient intensity and 
Zero-Crossing-Rates (ZCR). The decision thresholds have been tuned on a 
small number of representative samples of ‘workable’ and ‘noisy’ signals. 

The portions of signal tagged as corrupted by motion artifacts are simply 
ignored. The presence of periodic patterns is sought in the ‘artifact-free’ 
intervals based on a modified pulse detector and, after being roughly located. 
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‘RR’ intervals are estimated for each pair of successive pulses, using a 
shifted match measure 12 . 



-1000 
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Figure 28-6. Example of a processed piezofoil signal with motion artifacts in [10, 15] sec. It 
shows the automatic segmentation and the detected pulses marked with a *+’. 

The heart rate values are displayed online after appropriate smoothing 
over a minimal number of consecutive RR estimates, subjected to a variance 
criterion. The algorithm works almost entirely in the time domain, which 
insures both the accuracy of the period estimation and the efficiency of the 
computations based on a small set of arithmetic instructions. 

A demonstration system has been set up with a wireless connection 
sending the digitized signal to a standard PC running the whole algorithm in 
real-time. Preliminary tests have shown that when the person sitting on the 
piezofoil chair undergoes standard ECG monitoring simultaneously, both 
methods achieve almost identical heart rate values, apart from the intervals 
corrupted by motion artifacts. 


5. WIRELESS CONNECTIVITY FOR PERSONAL 
HEALTHCARE 

The absence of wires between sensors as well as low-power operation is 
of course crucial for acceptance in home care settings. For instance, this 
enables medical sensors to be hidden in items of clothing or furniture. 
Advanced low-power wireless technology and intelligent power manage¬ 
ment systems will ensure that they operate for months or years from tiny 
batteries. 




28. On-Body Sensors for Personal Healthcare 


473 


Philips Research is participating in the Body Area System for Ubiquitous 
Multimedia Applications (BASUMA) project 13 sponsored by the German 
Federal Ministry of Economics and Labour (BMWA). The technical 
outcome of this cooperation will be a body-area network platform for in- 
home patient monitoring that fits the two core requirements of any home 
care solution: Convenience and reliability. This immediately translates into 
the need for an easy to set up, interference free and low maintenance, hence 
low power solution, with guaranteed Quality of Service. Containing any 
number and kind of inter-communicating sensors, these body-area networks 
monitor vital functions such as heart rate, activity, respiration and others. 
They will make intelligent decisions about a patient’s state of health and 
pass on relevant data to the patient or to health-care professionals, according 
to home care protocols advised by the medical specialists. 

While body area networking is a new approach, it needs to have industry 
standards as its basis to ensure technological robustness and smooth 
interoperability. The platform it is based on should allow the creation of ad 
hoc networks over short distances, enabling components in the network to 
find each other very quickly without disturbing the data flow. Though 
available standards offer a solid technological basis, there is currently no 
comprehensive solution available that meets the stringent requirements for 
medical applications. Table 28-2 provides an overview of candidate wireless 
standards that come into consideration. From this it is obvious that IEEE 
802.11b wireless LAN technology is power hungry to such an extent that 
users would need to replace the batteries already after a few hours of 
operation. In this respect, the wireless personal area standards Bluetooth and 
IEEE 802.15.4 are much better suited for battery-powered body sensor 
networks. Flowever, IEEE 802.15.4 scores over Bluetooth due to its faster 
and more flexible and scalable networking features, while consuming less 
energy, processing, and memory resources. In addition IEEE 802.15.4 lays 
the foundation for ZigBee adding multi-hop networking and an application 
support layer enabling wireless connectivity of ambient sensors scattered all 
over the user’s home. Therefore as of today, IEEE 802.15.4 turns out to be 
the standard wireless technology of choice for body sensor networks. 

A first version of this wireless body sensor platform called AquisGrain 
(see Figure 28-7) developed by Philips Research enables wireless patient 
monitoring of several vital signs. This platform builds on the low-power 
wireless radio and communication standards IEEE 802.15.4 14 and ZigBee 15 
that are about to be widely adopted by industry for monitoring patients from 
both inside and outside a clinical facility 16 . In addition to the radio and 
processing hardware, AquisGrain contains the wireless networking protocols 
and middleware required for ensuring medical grade connectivity, addressing 
specific requirements in interference mitigation and dynamic channel 
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management. The networking platform concept of the standard can be exploited 
to let sensors of any kind and any number work together in one body area 
network. 

Table 28-2. Comparison of wireless technologies suitable for wireless healthcare at home. 



IEEE 802.1 lbWiFi 

IEEE 

802.15.1Bluetooth 

IEEE 802.15.4 

Data rate 

11 Mb/s 

IMb/s 

250kb/s (@2,4GHz) 

Range 

100m 

100m 

10-30m 

Network size 

32 

8 

65,535 

Join time 

<3s 

<10s 

«ls 

Real time support 

No 

No 

Reserved time slots 

Protocol complexity 

Medium 

High 

Simple 

Stack Size 

100KB 

256KB 

5KB (Zigbee 48KB) 

Power consumption 

400-700mW 

200mW 

40mW 


In a prototype application, this low power AquisGrain system has also 
been integrated with a mobile cellular phone to allow constant mobile 
monitoring. The phone collects various vital-sign data from the sensors and 
is capable of sending it to a care-provider’s back-end system over any 
available data network, such as GPRS, Bluetooth or a WLAN access point. 



Figure 28- 7. IEEE 802.15.4 and ZigBee compliant wireless sensor platform AquisGrain. 

Together with public research institutions Philips is already working on 
the next generation of AquisGrain, which will be based on a single chip low- 
rate ultra-wide band radio IEEE 802.15.3 17 , yielding higher bandwidth, 
which leads to energy savings and prolongs battery life by sending data in a 
burst mode, providing more robust wireless networking and supporting exact 
position of sensors and patients. 
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6. A SMART SENSOR INTEGRATION EXAMPLE 

In order to be able to test assumptions on user interaction and to verify 
medical hypotheses, it is crucial to have access to a platform that enables 
easy to use and unobtrusive monitoring: A ‘Smart Sensor’. We define this as 
a miniaturized electronic platform that extends the properties of a sensor- 
only device by providing processing power for algorithms and connectivity 
directly in the same package. Specifically, a smart sensor combines vital 
body sign sensors with data acquisition of the sensor signals, the pre¬ 
processing (denoising, filtering), and the processing power to analyze the 
sensor signals and calculate respective results out of the analysis. In addition, 
such a smart sensor provides connectivity with a wireless link to contact and 
interact with the outside world. Hence, a Smart Sensor typically consists of 
all the components discussed above: Multiple transducers, processing 
hardware, appropriate algorithms, and typically uses some form of 
connectivity solution. 

A good example for this is a smart sensor ECG device (Figure 28-8) to be 
worn on the body, hence the term ‘on-body electronics’. It is used for the 
purpose of monitoring, diagnosing and giving therapy recommendations for 
prevention and early diagnosis of cardio vascular diseases in daily life. This 
system is currently developed in the European Project MyHeart (1ST-2002- 
507816) coordinated by Philips Research. 



Figure 28-8. Example of a smart sensor device for use in daily life. The packaging is of soft 
and flexible material and allows comfortable insertion into items of clothing, which enables 
easy long term monitoring for home care. The modular approach enables configuration with 
other analog front ends or communication modules to support different requirements easily. 




476 


Chapter 28 


The system measures ECG and activity (motion) continuously (Figure 
28-9). The sensor data are processed and analyzed allowing diagnosis of 
arrhythmia in an unobtrusive and comfortable way outside hospitals. 128 
MByte of flash memory are available to store acquired sensor data and 
calculated results on demand. An important design criterion for such smart 
sensor devices is ultra-low power consumption, which can be achieved by an 
optimization of system architecture, system control software and the design 
of the hardware. A suitable system architecture - allowing minimum data 
transmission via the wireless link by sending results only instead of raw data, 
providing simple hand-over protocols and automatically switching the 
system between sleep, idle and high performance states - can reduce power 
consumption significantly. The average power consumption finally results in 
300pA at 3 V supply, around lmW in total. 
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Figure 28-9. ECG and acceleration data collected with a smart sensor system during a motion 
stress test 8 . It can easily be recognized that the motion during standing up distorts the ECG 
channel, making an automated diagnosis on this data very challenging. By synchronously 
observing and classifying the motion or activity, this problem can be alleviated in a smart 
sensor approach. 


Compared to a gel-electrode clinical ECG, the obvious data quality 
drawbacks of this dry electrode design have to be balanced against the 
usability advantages of this device concept. Further research has to be done 
to assess whether it is possible to decorrelate or ‘clean up’ the data from 
many of the artifacts by concurrently classifying the activity from the motion 
detectors. 

In an earlier study 5,8 , on average about 70% of a full 24h-day (16.8h) was 
covered by the monitoring system only analyzing the ECG signal. There was 
no significant difference in the performance of different heart rate detectors. 
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This value has since been improved due to redesign of the system hardware 
and form factor, and is typically well above 80%, often reaching 90%. 

One major remaining contribution of the signal loss is from short 
movements during the day (stand up, sit down, short walk, etc.) of the 
subject, which typically yield to ECG signal loss of about 5...10s at a time. 
In general there are 10.. .40 events per hour, which sum up to a signal loss of 
lmin...8min/h. This means, that during 16 hours of an active day there is an 
amount of about 10% of bad signal time (2 hours in total) due to short 
movements that can be masked in a straightforward way. Thus almost 100% 
of coverage referring to detection of heart rate information can be achieved. 

The modular character of the described platform easily allows for the 
extension of functionality to support additional channels and multiparameter 
devices, simply by adding and exchanging front-end modules or by linking 
several systems together in a wireless network as described earlier in this 
chapter. These systems are in use currently in several patient studies in the 
MyHeart context and prove robustness and acceptance by users on a daily 
basis. 


7. A NOVEL ULTRASOUND BASED AUTOMATED 
PULSATILE LLOW DETECTION SYSTEM FOR 
RESUSCITATION 

Sudden cardiac arrest (SCA) is the leading cause of death in developed 
countries. For SCA patients presenting with ventricular fibrillation (VF) or 
ventricular tachycardia (VT), early defibrillation applied within a few 
minutes after cardiac arrest is the only method of successful resuscitation, as 
has been pointed out in another chapter in this book. Given that a majority of 
sudden cardiac arrests occur out of the hospital environment, the use of 
automated external defibrillators (AEDs) in public places by lay responders 
assumes great importance 18 . 

Defibrillators currently do not assess the patient’s heartbeat or blood 
circulation and the responder has to manually check for the pulse, a 
procedure known to be very inaccurate. Several studies have seriously 
questioned the adequacy of responders to manually assess the pulse 19 ' 20 . 
Thus, a reliable, noninvasive, automated method to ascertain the presence of 
blood flow and therefore pulse would be of great benefit in providing care to 
a sudden cardiac arrest patient before and after defibrillation. 

Philips research has assessed an ultrasound Doppler based approach to 
determine the presence, or absence, of a pulsatile blood flow in the context 
of resuscitation 21 . In such an application, the objective is to build a 
completely automated pulse assessment system from acquisition to decision. 
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Towards this goal, a prototype sensor was built and a new index called 
pulsation index based on a spectral analysis of the Doppler signal, was 
designed for automated pulse assessment. 



Figure 28-10. Schematic of the experimental CW Doppler setup. The pair of transducers 
would be placed at the carotid artery location on the neck. 

We use a continuous wave (CW) ultrasound Doppler based approach for 
assessing the pulse of a patient by determining the presence or absence of 
blood flow in the carotid artery, since the pulse is a direct consequence of the 
pulsatile blood flow in the artery. The CW Doppler approach was chosen 
because of the simplified electronics and processing appropriate for the case 
of unknown carotid artery depth. Figure 28-10 shows a schematic of the CW 
experimental setup that was designed and built for the experiments. 

Experiments were performed to validate and demonstrate the proposed 
approach. Animals (domestic swines) were used in this study since tissue- 
mimicking flow phantoms would not capture the complex behavior of the 
heart after resuscitation. Figure 28-11 represents a typical dataset: Normal 
heartbeat is present at the start of the experiment and then cardiac arrest (VF) 
is induced. After about 15 seconds of VF, a defibrillating shock from a 
defibrillator was applied. The heart then recovered to its normal rhythm. 
The ultrasound transducers were held on top of the carotid artery location. 
The ECG and Arterial Blood Pressure (ABP) signals were also continuously 
monitored to serve as ground truths for the electrical and mechanical 
activities of the heart. 

Collected data were very useful for the development of a new metric, the 
pulsation index. The idea is to pick a specific Doppler frequency band and 
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analyze the temporal variations within that band of the Doppler power. When a 
pulsatile flow is present, this quantity would show a periodic behavior that 
represents the changes from systole to diastole within a cardiac cycle. 



time (seconds) 


Figure 28-11. Typical dataset showing cardiac arrest and resuscitation. It also shows the 
proposed pulsation index that non-invasively reflects what is happening and gives an 
assessment of the pulse state. The shading of the lower trace indicates the frequency band for 
which the index was the highest. The pulsation index is essentially the same during the VF 
and PEA periods 21 . 


Using this fact, it is possible to compute a pulsation index measure that 
represents a pulsatile behavior of the flow. The Doppler power in several 
frequency bands is computed as a function of time, followed by the 
computation of the auto-correlations and power spectra. A peak-searching 
algorithm then determines the frequency at which the power spectrum is a 
maximum. The fraction of the total power contained within a narrow band 
around this frequency is determined. For the case of normal pulsatile flow 
one would expect that a significant portion of the total power is present in 
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this narrow band whereas it would not be the case when pulsatile flow is 
absent. 
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Figure 28-12. Pulsation index for the case of VF and transition to PEA. At about 308 seconds, 
a defibrillating shock was applied and the ECG returned to normal state, but the ABP did not. 

Hence a pulsation index based on this fraction could be used to 
differentiate the presence or absence of a pulse. We propose the ratio of the 
power in a narrow band around the peak frequency to that of the total power 
excluding the second harmonic to be the pulsation index. This quantity is 
close to zero for no flow (e.g., VF) and close to unity when there is a 
periodic, pulsatile flow. As shown in Figure 28-11, this new metric is 
following precisely what is happening during cardiac arrest and 
resuscitation. 

It was also shown on data obtained for a specific condition called 
pulseless electrical activity (PEA) that the pulsation index was low, showing 
the absence of a pulse even when the ECG was normal. Thus this index has 
the potential to robustly indicate the pulse state. An example is given by 
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Figure 28-12. In this example, there is a return to a normal ECG that is not 
followed by a return of spontaneous circulation (ROSC), i.e, a beating heart. 
This work demonstrates the ability of ultrasound-based techniques to bring 
useful and critical information for applications targeting less-trained users. 
These applications require the sensing device to be more than a simple 
acquisition system and must address a more complete functionality set and is 
thus a typical use case of a ‘smart sensor’. 


8. EMERGING SENSOR TECHNOLOGIES 

While the technologies mentioned up to here are relatively well accepted 
in the medical world, we are also investigating solutions with emerging 
sensors that have found their way only into niches of clinical practice up to 
today. There are two underlying reasons why they could be more attractive 
in a personal healthcare surrounding: Firstly, due to convenience requirements, 
it is often necessary to perform the data acquisition remotely and without 
body contact, or to hide the measuring function in clothes or furniture. Secondly, 
some emerging technologies allow measurements that were impossible up to 
now, and thus the medical world has to be trained to read them. This may 
lead to the same slow adoption into clinical practice that was needed before 
pulse oximetry became standard, but could be accelerated by automated 
smart sensors that can provide a diagnosis directly. We believe that there is a 
great potential in quite a number of these emerging technologies, and a few 
examples can be presented in the following: 

8.1 Ballistocardiography with piezofoils 

Inside the human body there are a number of motion sources due to 
mechanical movements: The heart (pump movement, heart valve movement), 
respiration, voice, snoring, flows and congestion. These cause acoustical 
waves to propagate through the body, making them detectable at the surface 
passively and non-invasively. 

For instance, it is possible to detect the heart movement with so-called 
ballistocardiography 22 ' 22 . This is a technique of measuring the movements of 
the body imparted by the ballistic forces (recoil and impact) associated with 
cardiac contraction and ejection of blood and with the deceleration of blood 
flow through the large blood vessels. These minute movements are translated 
by a pickup device (e.g. a Piezo sensor) and are then suitably amplified and 
recorded. 

Suitable sensors can be made from materials that have a piezo effect like 
BaTi0 3 , Quartz and PVF 2 (polyvenyldifluoride) 24 . Under external pressure 
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the internal stress varies and the material responds with the appearance of 
measurable voltage. This effect is technically used to measure dynamic 
variation of pressures and forces. The sensor must be mechanically coupled 
to the signal source in an appropriate way, but unlike ultrasound probes, in 
most cases no coupling gel is needed for acoustic audio range sensing. 


x -in'* Breath and Heart Rate 



Figure 28-13. Piezo signal (upper diagram) and synchronously measured ECG (lower 
diagram); the subject was at rest and sat on a Piezo foil placed on the seat cover. The low-pass 
filtered Piezo signal (thick line) shows the breathing cycle. 

The signal of a piezofoil sensor (size 30 cm x 60 cm) with a 44-year-old 
male sitting on a chair at rest is shown in Figure 28-13. The foil was placed 
between the subject and the chair. 

The foil sensor in the chair detects heart rate as well as respiration quite 
well when the person is at rest. Respiration can be seen as a variation with 
frequency components <0.5Hz extracted by a low pass filter (Figure 28-13). 
An oscillation of about % RR-time, which starts synchronously with the R- 
peak in the ECG signal, is an indicator of the ballistic heart movements. The 
signal shape and signal strength depend strongly on the position of the 
subject on the chair, since the mechanical coupling changes. Small body 
movements (leg, arm, head turns) by the subject result in a temporary signal 
loss, as the distortion caused by the movement will be several orders of 
magnitude higher than the heart rate signal. Automatic exploitation of the 
measurements thus requires significant effort in the classification of signals 
and signal processing. 

Piezo sensors offer broad opportunities to passively measure the acoustic 
spectra generated by signal sources in the body. The sensors are simple, 
potentially very low power, and cheap. Only a single sensor site is required, 
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unlike biopotential recordings always needing multiple sites. Sensors can be 
integrated into furniture 24,25 and allow for unobtrusive monitoring of breathing 
and heart rate. Data interpretation of acoustic sound spectra is a growing 
field and will become an important future method for extracting medically 
relevant parameters without human interaction. 

8.2 Impedance measurements 

Essentially, one can also detect the movement of tissue and fluids in the 
body by the methods known as Bio-Impedance technologies. There are two 
basic methods that can be discussed: Electrical (galvanic contact) and RF 
and magnetic (non-contact) principles. The electrical systems, delivering the 
a so-called Impedance Cardiography (ICG) signal, are historically older and 
more accepted in clinical practice, but all require a low-ohmic connection 
electrode pair to drive the excitation current into the body, making them only 
partially attractive for personal healthcare use, where dry electrodes and 
contactless technologies are preferred for improved convenience. More 
interesting is the use of remote heart rate sensing by RF Radar and Magnetic 
Impedance measurements. These sensors can be implemented in a way that 
they disappear into the daily surroundings of a user, due to the lack of glued 
electrodes or even any direct body contact. In the following, we present 
examples of two system approaches: RF continuous wave Doppler radar and 
Magnetic Impedance measurement, also termed ‘inductive bio-impedance’. 



Figure 28-14. Doppler radar signals measured at two different positions. The morphology of 
the signal is clearly different, which is due to differences in measurement depth and motion of 
the tissue borders underneath the sensor. The heart rate can be extracted easily from this data 
that is free of respiratory signal components. 

In the following, we describe a Doppler radar sensor based on a on the 
commercially available microwave motion sensor HFMD24 (Micro Systems 
Engineering GmbH, Germany). It contains a 2.45 GHz oscillator, transmitter 
and a receiver in the same housing. The setup has been described elsewhere 26,27 
earlier. In Figure 28-14 two measurements at different positions on the thorax 
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are shown. It is apparent that the radar signal depends substantially on the 
position on the thorax as predicted by the theory 27 . After synchronization of 
the radar signal and the ICG using the ECG, the ICG can be compared to the 
radar signal. The time derived radar signal shows good correlation to the 
ICG (Figure 28-15). Further research will provide insights into the 
diagnostic value of these morphological characteristics. 



Figure 28-15. The standard characteristic points in the Impedance Cardiograph ICG 26 (A, B, 
C, X, Y, O) related to phases of the heart cycle also appear in the Doppler radar signal. 

Contactless heart rate and heart rate variability measurements are 
obviously possible with the sensor. However, different measurement 
positions on the thorax yield substantial differences in the received signal, 
which requires further investigation. We believe that the simplicity of use 
could offer significant advantages in the practical assessment of the heart’s 
mechanical activity, compared to the somewhat clumsy use of multiple 
electrodes in ICG or even imaging modalities. As said earlier, CW Doppler 
radar is non-contact and can be applied through clothing easily. 

Based on similar interaction principles, but different frequency range and 
transducer techniques, magnetic induction impedance measurement uses the 
concept of a time varying magnetic field. This induces eddy currents in the 
conductive tissue, which perturb the field, so a change in the conductivity of 
the tissue can be detected. The primary field for excitation is about 100 to 
100000 times larger than the secondary field induced in the tissue, making 
this a challenging task 28 . Tarjan and McFee first investigated magnetic 
induction impedance for biological measurements in 1968 29 . Due to progress 
in high precision, high frequency electronics with digital waveform 
synthesizers and lock-in amplifiers, signal quality could be vastly improved 

28,30 

since then 

Typically the measurements are carried out between 100kHz up to 
20MHz. In this measurement a frequency of 4MHz was used. 
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Figure 28-16. Magnetic induction signal measured at 4MHz during a breath hold test. An 
ECG was used to show synchronicity of the heart activity and the MIT signal. 

The system consists of an excitation coil and a measurement coil, which 
were realized as PCBs. The normal of the excitation coil was directed in the 
z-direction. The B x -measurement coil was oriented with its normal in the 
x-direction. A PC was used to control the lock-in amplifier that is at the heart 
of this set-up. The imaginary component was used for vital signs detection. 
To allow a comparison the values from the lock-in amplifier and a 
synchronous ECG were fed to a measurement box. The coil array was placed 
underneath a wooden bed and the test person lay on his stomach. To measure 
vital signs the test person was breathing in intervals. A detailed description 
can be found in the paper by Igney et al. 30 . 

The breathing values are typically 10 times larger than signals due to a 
heartbeat. Figure 28-16 shows measurements at 4MHz with and without 
breathing. Figure 28-17 shows the same measurement during a phase when 
the breath was held. By suitable filtering, it is possible to derive the heartbeat 
signal even while breathing. Respiration signals are easily detected due to 
their large values compared with heart signals. Filtering allows separating 
both signals, however, due to the difference in frequency. 

The major advantage of both the Radar and the Magnetic Induction 
Impedance principles lies in the fact that due to their non contact property, 
they lend themselves easily to integration in textiles and pieces of furniture, 
making them virtually invisible, and potentially offer 2D imaging capability 31 . 
Also, unlike ECG, they deliver additional functional information about blood 
movement or respiration otherwise only accessible by Ultrasound, microphones 
or optical sensors, which all require close skin coupling. Thus, we believe 
that these concepts will play an important role in practical personal 
healthcare implementations in the future. 
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Figure 28-1 7. The same signal as above, taken from 42 to 55 seconds, when the test person 
held his breath. A similar signal can be obtained when breathing is filtered with a high pass 
4th Butterworth filter with a cut off frequency at 1 Hz. 


9. SUMMARY AND CONCLUSION 

Smart body-worn and close-to-body sensors will have a major impact on 
the realization of personal healthcare systems and solutions. These will allow 
vital body sign acquisition and thus are at the foundation of any such system. 
The above sections were chosen to selectively highlight some of the 
manifold possibilities that have been under research in recent years and 
include more standard approaches as well as innovative ideas in a more 
exploratory phase. 

Although the goal will always be to have the best possible signal quality, 
usability, convenience and cost constraints set hard limits to develop against. 
Hence, as shown, the signal quality will typically be degraded in some form, 
especially in mobile and ambulatory settings, where motion artifact plays a 
major role. This insight necessitates the inclusion of detection and 
classification elements for motion, or activity, in the system, and it is an 
optimal approach to integrate this into the on-body electronics. This allows 
robust information extraction in otherwise uncontrolled environments, a key 
difference to clinical requirements. 

The intention of personal healthcare systems is also usually to make a 
system understandable for a less professional user, compared with clinical 
equipment. This alone requires intelligence in the sensor in order to make the 
data interpretation intuitive, while keeping reliability high. At the same time, 
implementing automatic interpretation on the sensor is also a highly efficient 
way of compressing data, which has beneficial effects on the required 
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bandwidth in wireless networks. Therefore, intelligent algorithms running on 
multiple sensor streams are needed for robust operation. 

As stated earlier in the introduction, this topic cannot be covered in full 
breadth and depth in the given format. This chapter is an overview of 
research that could offer a glimpse of what will be possible in personal 
sensor systems in the coming years. By combining expertise from transducer 
or electrode design, alternative methods of gaining pulse or flow 
information, well-tuned algorithms and packaging and user acceptance 
knowledge, new sensor systems emerge that will - together with the 
appropriate system design - allow breakthrough innovations potentially 
changing the standard of care. 
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Technology to Change the Sudden Cardiac Arrest Treatment 
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Abstract: Sudden cardiac arrest (SCA) is a leading cause of death worldwide. Unlike 

other epidemics of this magnitude, there exists a definitive and proven therapy 
for SCA caused by ventricular fibrillation, which is defibrillation. It is 
estimated that fewer than 5% of people who experience sudden cardiac arrest 
survive, however, largely because a defibrillator does not arrive in time. 
Traditionally, defibrillators required extensive training, were large, bulky, 
maintenance-intensive, and expensive equipment, which limited their 
widespread deployment. Philips seized the opportunity and has since 
pioneered numerous technological solutions that have fundamentally changed 
how sudden cardiac arrest is treated around the world. 

Keywords: AED, automated external defibrillator, defibrillator, sudden cardiac arrest, 

ventricular fibrillation, Heartstream 


1. SUDDEN CARDIAC ARREST 

Heart disease is a leading cause of death worldwide with no regard for 
geography, gender, or socio-economic status. It claims nearly 17 million lives 
each year 1 . In the United States and Europe alone, approximately one million 
of these deaths are from a specific heart condition called sudden cardiac arrest 
(SCA) 2,3 . In the U.S., sudden cardiac arrest claims more lives each year than 
breast cancer 4 , prostate cancer 4 , AIDS 4 , traffic accidents 4 , handguns 4 , and 
house fires 5 combined. 

Different from a heart attack, which is caused by a blockage in an artery, 
SCA is an electrical malfunction of the heart typically associated with an 
abnormal heart rhythm known as ventricular fibrillation (VF). Sudden 
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cardiac arrest usually strikes without warning and the majority of people 
have no previously recognized symptoms of heart disease 2 . 

Unlike other epidemics of this magnitude, there exists a definitive and 
proven therapy for ventricular fibrillation. This therapy is defibrillation - the 
application of an electric shock to the heart - applied to the patient’s chest 
with a defibrillator. Defibrillation eliminates the ventricular fibrillation and 
allows a coordinated electrical rhythm and pumping action to resume. For 
the best chance of survival from SCA caused by VF, a defibrillator should be 
used within 5 minutes. For every minute that goes by without defibrillation, 
the chance of survival decreases by 7-10%. After the first few minutes, 
survival is unlikely. The American Fleart Association estimates that fewer 
than 5% of people who experience sudden cardiac arrest survive largely 
because a defibrillator does not arrive in timed. 

In 1996, the U.S. Food and Drug Administration (FDA) cleared the 
Fleartstream 1 ForeRunner automated external defibrillator (AED), which 
heralded a new era in the field of defibrillation. The ForeRunner was small, 
portable, easy-to-use, and less expensive than its emergency room 
counterparts. Defibrillation therapy was now packaged in a revolutionary 
way that made it practical to put defibrillators in the hands of non-medically 
trained responders in order to speed delivery of defibrillation to victim s . 

Starting with the ForeRunner, a number of pioneering technological 
solutions have fundamentally changed how sudden cardiac arrest is treated 
around the world. 


2. HISTORICAL OVERVIEW: HEARTSTREAM 
AND THE FORERUNNER AED 

Fleartstream was founded by five individuals in 1992 with the mission of 
improving survival from sudden cardiac arrest. The vision was to improve 
access to AEDs by developing and deploying devices that could be used by 
virtually anyone to help save a life. The team understood from the beginning 
that survival depended upon early defibrillation and that in order to achieve 
it, widespread accessibility was mandatory. The goal was to develop a 
technological solution that would overcome the limitations of previous 
generations of defibrillators. Namely, the product had to be easy to operate, 


1 Heartstream, Inc. was founded in 1992. In 1998, the Hewlett-Packard Company (HP) 
acquired Heartstream. In 1999, HP created an independent test and measurement 
company, which included the Heartstream Operation. The new company was called 
Agilent Technologies. In 2001, Agilent Technologies’ medical business was acquired by 
Philips Medical Systems. 
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virtually maintenance free, reliable, rugged, small, lightweight, and relatively 
inexpensive to own. 

Initially, the technology would be targeted towards emergency medical 
responders, such as paramedics and EMTs who were often trained to 
defibrillate, but who did not usually carry defibrillators as standard 
equipment. At the time, only 25% of ambulances and only 10-15% of fire 
companies with emergency “first-response” responsibilities were equipped 
with portable external defibrillators 7 . From the beginning, however, the 
Fleartstream founders envisioned a day when their AEDs would be used by 
millions of first responders, which they believed would someday include lay 
responders in the home as well. 

With this vision, a small development team set out to revolutionize the 
treatment of sudden cardiac arrest. 

2.1 Biphasic waveform therapy 

For the first 30 years of commercial external defibrillation, monophasic 
waveform s were used to deliver the “electric medicine” to treat SCA. With 
such waveforms, current throughout the pulse flows in one direction from 
one electrode pad through the body to the other electrode pad. To perform 
defibrillation with this technology, it was generally accepted at the time that 
between 200 and 360 joules of energy should be delivered. While a 
monophasic waveform was considered effective and relatively easy to 
create, it required a significant source of energy. The heavy rechargeable 
batteries typically used to power the pulse generator were expensive and 
maintenance intensive 8 . 

In the late 1980s, the biphasic waveform was introduced to implantable- 
cardioverter defibrillators (ICDs) in order to reduce the size, weight, and 
battery requirements of these devices. In a brief time, the biphasic waveform 
became the standard therapy in nearly all ICDs. With a biphasic waveform, 
the direction of the current flowing between the electrode pads placed on 
the patient’s chest is reversed part way through the pulse. Importantly, less 
energy is required to achieve defibrillation efficacy comparable with 
monophasic waveforms. This means that the defibrillator itself and its 
energy source can be smaller and lighter 8 . Comparative studies of ICDs in 
humans demonstrated superior results of biphasic defibrillation over mono¬ 
phasic defibrillation 9 ’ 10 . Based on these results, scientists at Fleartstream 
hypothesized that implementing a biphasic waveform in an AED could 
potentially result in smaller, lighter, and less costly AEDs appropriate for use 
by laypersons. 
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Heartstream chose to develop a 150 J biphasic waveform to facilitate the 
design of a portable AED. In addition, the team believed that the lower- 
energy 150 J biphasic waveform would help minimi z e dysfunction 
associated with higher energy shocks. The 150 J low-energy biphasic 
waveform was developed and validated first in an animal trial, which found 
that biphasic waveform techniques could be employed to achieve high 
defibrillation efficacy 11 . A pilot study in humans showed that the low-energy 
biphasic shocks were as effective as the higher-energy monophasic shocks 12 . 

Following the pilot study, Fleartstream conducted the largest comparative 
study of defibrillation waveforms that has been performed to date 13 . The 
study results demonstrated that initial 130 J biphasic waveform shocks 
defibrillated as well as initial 200 J monophasic waveform shocks traditionally 
used in standard defibrillators. In a smaller subset of patients, the efficacies 
of 115 or 130 J initial biphasic shocks were not statistically different from 
360 J initial monophasic shocks. 

Once commercial shipments of the ForeRunner began in December 1996, 
researchers were eager to observe the field performance of the SMART 
Biphasic waveform. Two published studies resulted, which both concluded 
that the SMART Biphasic waveform was able to terminate long-duration VF 
at rates above those previously published for monophasic shocks 14,15 . 

Results of the only multi-center, randomized, controlled trial comparing 
the SMART Biphasic waveform to various monophasic waveforms in the 
out-of-hospital setting were published in 2000 16 . This study concluded that 
the SMART Biphasic waveform defibrillated at higher rates than the 
monophasic waveforms. 

With its introduction in 1996, the ForeRunner became the first 
commercially available AED to use a low-energy biphasic waveform. Over 
the next several years, the AED industry embarked on the “energy wars,” 
whereby multiple manufacturers made arguments for sticking with 
monophasic waveforms. Now virtually every AED on the market offers 
some variation of a biphasic waveform. Led by Philips, the biphasic 
waveform became the industry standard. 

2.2 Impedance-controlled defibrillation 

A defibrillator delivers “electric medicine.” For a defibrillation pulse to 
be effective in terminating ventricular fibrillation, a sufficient “dose” of 
current must reach the heart. With external defibrillation, the electricity must 
first travel through skin, muscle, bone, organs, and other tissues. The 
defibrillator’s design and construction must take into account that the 
electrical resistance, or impedance, of the chest varies significantly from 
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person to person. Impedance is influenced by several anatomical and physio¬ 
logical factors and cannot be estimated by looking at a person. 

Traditionally, to ensure that defibrillation would be effective on most 
patients, defibrillators were designed to deliver a high dose of energy such 
that victims with high chest impedances would receive sufficient current to 
defibrillate their hearts. This meant that on a relatively frequent basis, 
victims with low chest impedances potentially received substantially higher 
amounts of current than was necessary. 

The challenge was to design a defibrillator that could effectively measure 
and compensate for patient impedance in order to deliver the correct dose of 
current (and energy) on the first shock. Rather than delivering a high dose of 
energy to all victims regardless of need, the ForeRunner was designed to use 
a special method of instantaneously measuring chest impedance and 
automatically optimizing the waveform for each victim. This innovative 
process, called impedance-controlled defibrillation, compensates for patient 
impedance variations across a wide range of the anticipated patient 
population. The ForeRunner was designed to measure impedance and 
dynamically vary the waveform’s attributes accordingly on every shock, 
making it unnecessary to increase the energy on successive shocks. The 
optimal therapy (or dose) would be delivered starting with the first shock. 

As the most well studied external defibrillator waveform, substantial 
evidence now supports that the low-energy 150 J biphasic waveform 
performs as well as or, in most studies, far better than the “gold standard” 
monophasic defibrillation waveform on the first shock without the need to 
escalate 17 ' 18 ’ 19 . 

2.3 Advanced patient diagnosis and safety 

All AEDs analyze ECG information to make therapy recommendations 
based upon proprietary computational processes that are commonly referred 
to as algorithms. Algorithm performance is evaluated on two criteria: 
sensitivity - the ability of an algorithm to correctly detect life-threatening 
ventricular arrhythmias; and specificity - the ability of the algorithm to 
correctly discriminate normal rhythms or arrhythmias that should not be 
shocked. The key is to retain a likelihood of shocking rhythms that need it 
while reducing the possibility of an accidental or inappropriate delivery of a 
shock. 

Fleartstream developed revolutionary detection system known as “SMART 
Analysis” to allow sophisticated and accurate rhythm interpretation beyond 
simple rate-based analysis. The system used four key parameters, including 
rapidity of signal conduction, ECG amplitude, heart rate, and stability of 
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ECG complexes. No single parameter could lead to a “shock advised.” The 
SMART Analysis system was tested against a database of more than 3,000 
ECG rhythms, comprised of a wide variety of rhythms and patient settings. 
All rhythms were reviewed and classified as shockable and non-shockable 
by three independent, board-certified cardiologists. With the SMART 
Analysis system, the ForeRunner could automatically determine if a shock 
was appropriate, eliminating the need for the user to be trained in 
electrocardiogram interpretation. Furthermore, ForeRunner was designed to 
activate the shock button only when a shockable rhythm was identified. 
Following clearance, a study of the first 100 consecutive uses of the 
ForeRunner reported that SMART Analysis correctly identified all patients 
who required a shock (100% sensitivity) and all patients who did not require 
a shock (100% specificity) 14 . 

In order for SMART Analysis to work effectively, it requires relatively 
“clean” ECG signals from the patient. Touching the patient or trying to 
perform CPR during analysis can induce “artifact,” which is an unwanted 
electrical signal present in the ECG data but unrelated to the electrical 
characteristics of the heart. Artifact can cause an incorrect analysis and 
potentially lead to an inappropriate shock/no shock decision. Some types of 
artifact are controllable, such as touching the pads, moving the patient, radio 
transmissions, or ground transport. Other types are non-controllable and may 
be caused by electrical interference, patient seizures, or an implantable 
pacemaker. SMART Analysis was engineered to “see through” many kinds 
of non-controllable artifact signals and correctly assess the signal from the 
heart. It was also designed to detect many other controllable, artifact signals 
and interrupt the analysis if the ECG was significantly corrupted and direct 
the user to troubleshoot the problem. 

2.4 Ease of maintenance 

By incorporating a low-energy, biphasic waveform, the energy storage 
and delivery challenges were significantly reduced. To power the 
ForeRunner, the Fleartstream team selected a lithium-based battery system. 
It offered long-life batteries that required essentially no maintenance, were 
highly reliable, and were a fraction of the size and weight of rechargeable 
batteries. At the time, lithium batteries were increasingly being used in a 
range of medical and non-medical applications. A well-known and proven 
example was cardiac pacemakers. Lithium-based batteries were also widely 
used in the camera industry as they provided a dense source of energy for 
flash and motorized film advance photography. Mass production of lithium 
batteries to support the camera industry alone made them readily available 
and cost-effective 8 . 
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The lithium battery system, coupled with automated self-testing, made 
the ForeRunner virtually maintenance free. The need for recharging was 
eliminated. Once a lithium battery pack was inserted in the ForeRunner, it 
automatically performed a comprehensive self-test of the battery and the 
internal circuitry and continued to perform these tests on a daily basis. 
Periodically, the ForeRunner would perform an internal discharge and verify 
its calibration. Each battery cartridge was typically capable of maintaining 
the device in a state of readiness for more than one year (or about 100 
shocks). Similar to a fire extinguisher, the ForeRunner had a visual status 
indicator that could be checked at a glance to ensure it was ready for use 8 . 

2.5 Intuitive operation 

Previously, emergency responders who defibrillated had to remember the 
protocol, including the number of shocks before pausing for CPR and the 
energy level for each shock. The goal was to help automate the protocol so 
that a broad group of users with minimal training could effectively use the 
product. Furthermore, the user interface had to be intuitive so that the user 
could move quickly through the steps in order to deliver the first shock if 
needed. Simplicity seemed like an obvious concept, but the team soon 
discovered that simplicity is difficult. From the beginning, real-world testing 
became a key component of the Heartstream industrial design process. 

The industrial design team developed several symbols, or icons, to 
communicate with the user, which were considered a key innovation from a 
human factors standpoint. These icons were developed and refined through 
several rounds of design and real-world testing. Once such example was the 
icon developed to assist with proper pad placement, which is commonly 
recognized as the most difficult part of using an AED. In an innovative 
move, the team decided to put pictures of the pad placement on the electrode 
pads themselves. After testing several versions of the “trodeman” icon, they 
arrived at the design that is still used today. It took the insight of adding a 
circle around the pad to be placed that finally helped people understand pad 
placement. 

The team’s focus on the importance of industrial design was widely 
recognized and handsomely rewarded. In 1997, Heartstream received two 
prestigious Industrial Design Excellence Awards (IDEA) for its break¬ 
through in AED technology design. The ForeRunner captured a Gold award, 
the IDEA’S highest honor, in the category of Medical & Scientific Products 
and a Silver award in the category of Design Exploration. Popular Science 
cited the ForeRunner in its end-of-year “Best of What’s New” issue and 
called it “one of the year’s 100 greatest achievements in science and 
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technology.” The ForeRunner was a finalist in the Computerworld Smithsonian 
Awards and received the German Red Dot Award for High Design Excellence. 
Finally, in Peter S. Cohen’s book, The Technology Leaders: How America’s 
Most Profitable High-Tech Companies Innovate Their Way to Success, 
Fleartstream was cited as one of America’s most innovative technology 
leaders. 

The awards in combination with studies of successful use by non- 
traditional emergency responders, such as security guards and flight 
attendants, helped demonstrate ForeRunner’s ease of use 20,21 . However, one 
published study clearly highlighted the ease of use of the ForeRunner and 
caught the interest of the popular press when it reported that paramedics 
trained to use the device were only moderately faster at deploying the AED 
than sixth graders in a simulated response scenario using the ForeRunner 
without training 22 . 

2.6 Small, lightweight, and rugged 

Early AEDs weighed up to 20 pounds and were as bulky as a portable 
typewriter. The use of innovative technology and materials resulted in a 
durable product the size of a hardcover book that weighed just 4 pounds, 
making it the lightest AED then available. For emergency responders already 
weighed down by equipment, an AED that fit compactly into an already 
crowded emergency vehicle and did not add substantially to the load of 
equipment carried to the emergency site made it a much more attractive tool. 

The ForeRunner was designed to withstand a wide variety of adverse 
conditions commonly encountered in the “real” out-of-hospital emergency 
world, including water, mud, dust, and severe impact. The solid-state 
components were housed in a high-impact polycarbonate casing and were 
extensively tested. The team even went so far as to drive over a ForeRunner 
with a fire truck. It still worked. 

2.7 Launching the ForeRunner AED 

On September 12, 1996, Heartstream launched the ForeRunner AED 
(Figure 29-1). Over the next 48 hours, nearly every major news media outlet 
in the United States picked up the story reaching over 100 million 
Americans with the news. Shortly thereafter, American Airlines announced 
their decision to equip their fleet with ForeRunner AEDs. This unprecedented 
decision garnered widespread media coverage as well, even finding its way 
into David Letterman’s monologue one night on The Late Show with David 
Letterman. The launch media coverage as well as that surrounding many of 
the subsequent sales and saves around the country played an important role 
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in raising awareness about sudden cardiac arrest and the need for early 
defibrillation. Previously, this was a topic not covered by the popular press. 
This awareness helped fuel the momentum behind the growing AED 
movement. 



Figure 29-1. The Heartstream ForeRunner AED. 

2.8 The true measure of success 

With more than 500,000 people passing through Grand Central Terminal 
each day, the Metro North Railroad/Grand Central Terminal emergency 
response team felt that since they traveled to emergency situations in the 
terminal by way of an electric cart, the lightweight, durable ForeRunner 
AED would be a welcome addition to their first aid procedures. When their 
ForeRunners arrived on July 2, 1997, that had no idea they would need to 
use one so soon. 

Bob Adams, a 41-year-old lawyer, was healthy, athletic, and had no 
history of heart disease. On July 3, 1997 he was about to catch the commuter 
train home from Grand Central when he collapsed. Within four minutes of 
starting CPR and using their new ForeRunner, the emergency responders had 
Bob’s heart beating normally and he regained consciousness. Bob was taken 
to a local hospital where he made a full recovery. 

Bob, his wife, and his three young children traveled to Fleartstream that 
December for the annual holiday party. “I’m alive today because of two 
things,” Bob told the team, “Technology and the people who came to my 
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aid.” Bob’s visit started a long tradition that continues today of survivors 
coming to Heartstream to share their incredible stories. Each story serves to 
inspire the team and reaffirms their commitment to developing and 
designing defibrillators as if the life of someone they love depends upon it. 


3. TECHNOLOGY SOLUTIONS LOR THE 
YOUNGEST PATIENTS 

In 2001, a study was published that underscored the need for treatment 
of infants and children with AEDs 23 . Previously, AEDs, including the 
ForeRunner, had only been cleared for use on people over the age of 8 or 
weighing more than 55 pounds. Yet, an estimated 5,000-7,000 children were 
dying from SCA each year without exhibiting prior symptoms 24 . 

The team faced several challenges as they set out to develop a solution to 
treat infants and children. They had to confirm that the FR2’s (the next 
generation of the ForeRunner introduced in 2000) analysis algorithm could 
effectively analyze pediatric arrhythmias. They had to determine how to 
reduce the energy delivered to these small patients. Finally, they had to 
ensure that the infant/child solution was easy to use and did not complicate 
adult defibrillation. 



Figure 29-2. Philips infant/child pads. 


In May 2001, Philips became the first manufacturer to obtain FDA 
clearance permitting use of an AED on infants and children under the age of 
eight (Figure 29-2). The related patent - granted for the process of 
attenuating defibrillation energy to an appropriate level for pediatric 
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defibrillation - has been placed to the public domain to permit other 
manufacturers to develop pediatric solutions for their AEDs. To date, four 
other AED manufacturers have used this technology to develop infant/child 
pads for their AEDs. 


4. BRINGING DEFIBRILLATORS HOME 

From the time Fleartstream was founded, the team envisioned a day when 
defibrillators would be as commonplace as fire extinguishers. It had long 
been recognized that the majority of sudden cardiac arrests happen in the 
home. Many estimates place the figure near 80% 25 . Given the growing 
acceptance of AEDs on airplanes, and in airports, workplaces, and 
communities, the home was the next logical frontier. 

The use of defibrillators in the home was much more than a new 
marketing opportunity. A home defibrillator would represent the first time in 
the history of medical products that this type of lifesaving therapy would be 
packaged for broad consumer use. The development of such a product had to 
be taken seriously and responsibly in order to deliver a device that would 
truly support broad consumer use. 

The technology platform developed for the ForeRunner and FR2, and 
proven in billions of hours of field service provided the underlying 
architecture for the home defibrillator, including the low-energy SMART 
Biphasic waveform, the SMART Analysis system, the artifact detection 
system, the battery technology, and the automated self-test. These 
technologies would address the safety and reliability requirements. The 
ForeRunner had proven easy to operate in the field, but it was primarily used 
by trained first responders typically with a duty to respond. The team 
recognized that the key to the home defibrillator would be the human factors 
as it had to be so easy that virtually anyone could use it in an emergency. 

Thousands of hours were spent studying the way people use AEDs to 
fully understand the next product evolution that had to take place in order to 
develop the ideal defibrillator for broad consumer use from a human factors 
standpoint. Once again, the industrial design team employed an iterative 
design process to develop what would become the Philips FleartStart Flome 
Defibrillator. Iterations of the device were field tested with targeted users in 
libraries, malls, and senior centers and the results significantly influenced the 
design process. 
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4.1 Launching the first home defibrillator 

In November 2002, FDA clearance of the Philips FleartStart Home 
Defibrillator (Figure 29-3) was announced. It was the first new-generation 
defibrillator specifically designed for the home. Its introduction met with 
media broad interest, receiving an astounding 500,000,000 media 
impressions in the first few weeks following launch, including major TV 
events like The Tonight Show by Jay Leno or Saturday Night Live’s 
Weekend Update. These mainstream mentions were an important indication 
that the defibrillator was permeating American culture - a key step towards 
gaining acceptance of this new technology into people’s everyday lives. 



Figure 29-3. The Philips HeartStart Home Defibrillator. 

The technological achievements of the Heartstream design team were 
recognized with numerous design awards including, BusinessWeek/USA 
Today “Best Product of the Year,” a BusinessWeeklln&xxstnaX Design 
Excellence Award (Gold) 2003, and a Medical Design Excellence Award 
2003. In addition. Popular Science named HeartStart “Best of What’s New”. 

4.2 Making widespread availability a reality 

While the HeartStart Home Defibrillator faced little overt opposition 
from the medical community, it was not readily embraced. In order to 
purchase a defibrillator, a consumer had to obtain a prescription from his or 
her physician. The prescription itself put physicians in an awkward position. 
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It is virtually impossible for a physician to predict who will suffer a sudden 
cardiac arrest, when it will occur, and who will be present to use the 
defibrillator. For whom was the physician writing a prescription? 

Philips had begun discussions with the FDA regarding removal of the 
prescription requirement in 1999. At first, the idea was met with skepticism. 
Yet, Philips firmly believed that without removal of the prescription 
requirement, widespread access to defibrillators would be constrained. Such 
constraints would continue to limit the choice of Americans to be prepared 
for life-threatening SCA emergencies. 

As a result, pursued over-the-counter (OTC) clearance for the FleartStart 
Flome Defibrillator has been pursued. The FDA and Philips worked together 
for years to understand the requirements of an OTC defibrillator. In order to 
receive OTC clearance, it had to demonstrated that the device had an 
established history of safe use and that it could be used safely and for its 
intended purpose based upon its labeling alone. 

In terms of establishing its history of safe use. Philips drew upon the vast 
field performance data amassed since the introduction of the ForeRunner in 
1996. During that time, AEDs had accumulated an impressive and 
substantial track record. Philips also undertook two studies to demonstrate 
that the FleartStart Flome Defibrillator could be used safely and for its 
intended purpose based upon its labeling alone. 

In September 2004, the FDA cleared the Philips FleartStart Flome 
Defibrillator as the first and only defibrillator available without a 
prescription. It was an historic moment in the AED movement. This move 
eliminated one of the most significant barriers to widespread access and was 
an important step in helping to make the HeartStart Home Defibrillator more 
easily available to consumers for home use, where the majority of cardiac 
arrests occur. Again, the news generated broad media coverage, including 
being named a “Best Product of the Year” by Fortune magazine. 

With the prescription requirement removed. Philips was able to pursue 
traditional distribution for the HeartStart Home Defibrillator. The product 
became available at several leading consumer retailers such as Amazon.com, 
Drugstore.com, Staples.com, Walgreens.com, CVS.com, and Sam’s Club. 
These new avenues of distribution were an important step forward in making 
the product more widely accessible and giving both the problem of sudden 
cardiac arrest and the solution of HeartStart greater visibility. 
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5. LOOKING TOWARDS THE FUTURE 

The research work done by Philips has played a critical role in helping to 
make defibrillation an effective therapy. It has led to important changes in 
defibrillation protocols, the adoption throughout the industry of a more 
effective waveform, and solutions for the youngest victims. We plan to stay 
at the forefront of resuscitation research and to continue making 
contributions that drive the industry. 

Philips also plans to maintain its leadership role in developing innovative 
technology solutions to treat SCA because until every person is within a few 
minutes of a defibrillator, there will continue to be a need for technology that 
helps increase accessibility. This will also include developing solutions for 
patients for whom their event is unwitnessed, defibrillation is delayed, or 
CPR is required. 

We are also looking beyond the treatment of sudden cardiac arrest. As a 
result of the aging of the post-WWll generation there is an ever-increasing 
need for technologies that address a range of cardiac-related conditions. One 
such technology in development leverages our world-renowned expertise in 
wearable electronics, as described in Chapter 28. Scientists are developing a 
wearable, wireless monitoring system that can warn patients with underlying 
health problems, assist clinicians in the diagnosis and monitoring of patients 
at risk, and automatically alert emergency services in the case of an acute 
medical event. This technology is designed to disappear into its surroundings 
from where it can work seamlessly to improve quality of life or personal 
healthcare. 
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Abstract: In this chapter, remote patient monitoring is discussed in terms of domain, 

applications, benefits, barriers, and existing solutions. In addition, remote 
patient management is introduced as an enabler to further develop new and 
improved care models. Examples of today’s and tomorrow’s Philips activities 
in this domain are included. 
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1. INTRODUCTION 

Over the last decade, healthcare delivery has gradually extended from 
acute institutional care, to outpatient care and home care. Traditional 
outpatient care involves patients receiving care through visits to a hospital, 
clinic, or doctor’s office for diagnosis or treatment without spending the 
night. Traditional home care typically involves periodic home visits by a 
nurse or other extended healthcare provider, for the purpose of monitoring 
and expeditiously treating patients with post-operative or chronic conditions. 
Home care services may require patients to maintain detailed records about 
their diet and health to support this care. 

Advances in communication and information technology have enabled 
the delivery of healthcare services at a distance, anywhere outside of clinical 
settings. Such telehealthcare services involve both live audiovisual 
communication and store-and-forward exchange of digital images and 
medical information between patients and their care providers, at a distance. 
In our definition, subsets of telehealthcare services include telemedicine, 
home telecare, and remote patient monitoring. 
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Telemedicine is used to provide consultative and diagnostic medicine to 
patients at a distance instead of face-to-face, e.g. when patients are very 
isolated or when specialist services are in very high demand. 

Home telecare is the term given to offering remote care of elderly and 
vulnerable people, providing care and reassurance needed to allow them to 
remain living in their own homes, via the collection of contextual data and 
audiovisual communication. 

Remote patient monitoring (RPM), a.k.a. home telemonitoring, involves 
the passive collection of physiological and contextual data of patients in their 
own environment, using medical devices, software, and optionally 
environment sensors. This data is transmitted to the remote care provider, 
either in real-time or intermittently, for review and intervention. 

Existing RPM solutions, and future extensions to remote patient 
management are the topic of this chapter. 


2. REMOTE PATIENT MONITORING 

Deployment of RPM is driven by two principal concerns: to decrease the 
total cost of caring for patients with conditions that place them at high risk 
for hospitalization, and to provide efficiency improvements over models that 
rely on nurses traveling to residences to care for patients. 

To date, RPM has been principally deployed in the disease management 
(DM) domain. DM is a systematic process of managing care of patients with 
specific diseases or conditions (particularly chronic conditions) across the 
spectrum of outpatient, inpatient, and ancillary services. The benefits of 
disease management may include: reducing acute episodes, reducing 
hospitalizations, reducing variations in care, improving health outcomes, and 
reducing total costs. 

Disease management may involve continuous quality improvement or 
other management paradigms. It may involve a cyclical process of following 
practice protocols, measuring the resulting outcomes, feeding those results 
back to clinicians, and revising protocols as appropriate. 

The primary application of DM is in chronic diseases. Table 30-1 lists the 
top 9 most expensive diseases in the US in 2005 1 . It is observed that chronic 
diseases make up a significant part of the overall cost, and their prevalence is 
growing. Also, for many of the expensive diseases, obesity is a risk factor. 
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Table 30-1. Top-9 most expensive diseases (US). 


Ranking 

Disease 

Yearly cost 
(billions of $) 

Nr. of patients 
(millions) 

#1 

Heart Conditions' 

68 

20 

#2 

Trauma 

56 

36 

#3 

Cancer f 

48 

11 

#4 

Mental illness 

48 

31 

#5 

Respiratory^ ailments 

45 

50 

#6 

Hypertension 1 

33 

37 

#7 

Arthritis and joint disorders 1 ^ 

32 

23 

#8 

Diabetes 1 

28 

14 

#9 

Back problems 

23 

18 


' "Overweight is a risk factor (IB adults worldwide are overweight) 


Compounding this problem, chronic diseases disproportionately afflict 
the elderly. In the coming years, the so-called ‘age wave’ (Figure 30-1) will 
magnify the problem, if no solutions to reducing incidence or costs are 
found. 


30- 



Europe North Oceania Asia Latin America/ Near East/ Sub-Saharan 

America Caribbean North Africa Africa 


Source: U.S. Bureau of the Census (2000). 


Figure 30-1. Proportion of population over 65 by region, 2000 and 2050 (projected). 

While all patients with these high-cost conditions would likely benefit 
from some additional support in the home, remote patient monitoring 
solutions today are not applied for management of all these diseases. To be 
effective, the technology must be tailored to the disease-specific care process 
and made acceptable to the corresponding patient-user group. It must also be 
provided at a price point that enables the care giving organization to justify 
investment in the technology. Today, most DM programs mainly use RPM 
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solutions in the management of their cardiac patients (CHF, CAD), diabetes 
patients, and pulmonary patients (COPD, asthma), starting with the most 
critical ones. 

Of late, RPM is finding new applications in the domain of post-event 
rehabilitation (e.g. after cardiac surgery), diagnostic monitoring (e.g. of 
cardiac events), obesity and weight management, and elderly care. 

The benefits of RPM solutions are broad ranging but can be grouped into 
economic benefits for the financial risk holders, operational benefits for the 
providers and quality of life benefits for the patients. A number of studies 
have already shown dramatic reductions in key cost drivers for the 
healthcare community through RPM technology leading to positive financial 
results. 

In particular, the TEN-HMS 2 study, sponsored by the European 
Community, demonstrated a 10% cost saving over pure nurse follow-up, 
with an ROl of 2.1 when comparing incremental cost savings per patient to 
additional program fees. In this study of heart failure patients, it was the 
relative 26% reduction in hospital days per patient that drove the economic 
savings and increases in quality of life (Figure 30-2). Other studies have 
shown reduction in costly ER admissions or required home visits by nurses 3 . 
Monitoring vital signs through RPM solutions with follow-up provides 
efficient early warning mechanisms for the healthcare community to support 
patient behavior change and avoid costly hospitalization. For example, by 
tracking a patient’s weight over time, a clinician will recognize pending 
episodes of fluid build-up in a heart failure patient and follow-up with the 
patient to make the necessary adjustment to their care protocol. 

Remote Patient Monitoring also addresses key operational needs of the 
healthcare community. A recent publication by the Duke University Medical 
Center pointed out that there isn’t enough time in a day for physicians in the 
US to satisfy treatment guidelines for all their patients with chronic 
illnesses 4 . RPM supports effective and efficient population management 
through automated monitoring and education in line with those evidence- 
based guidelines for patient management to prevent hospitalizations. Not 
only is the reach of a disease management organization with a given amount 
of human resources a bigger patient population, but also the quality of care 
is enhanced through standardization. This is particularly important given a 
worldwide shortage of qualified nurses who have typically been the main 
point of contact with a patient for a disease management service. 

Finally, RPM poses significant benefits for the patient in terms of quality 
of life. Patients have reported feeling more secure with this type of 
supervision (88% of telemonitoring patients in the TEN-HMS study reported 
feeling “safer or much safer” while in this type of program.) Patients and 
caregivers alike appreciate the continued support outside of hospital or physician 



30. Remote Patient Monitoring Solutions 


509 


walls in avoiding hospitalization and exacerbation of their condition. Effective 
RPM solutions not only increase patient awareness and motivation for healthy 
behavior but also increase patient confidence in managing their condition. 
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Figure 30-2. Deploying home telemonitoring for heart failure patients reduced both days in 
hospital (improved quality of life) and total cost of care (see Cleland et al. 2 ). 

However, a number of barriers have prevented broad development and 
widespread deployment of RPM solutions. These barriers can be segmented 
into regulatory, financial, cultural and technical categories. 

On the regulatory front, a wide variety of organizations and standards 
may govern the deployment of RPM technologies. In the US, these 
organizations include the Food and Drug Administration (FDA) and the 
Federal Communications Commission (FCC). Relevant regulations include 
the Healthcare Insurance Portability and Accountability Act (HIPAA), 
promulgated by the Department of Health and Human Services. HIPAA 
governs the patient health information security and privacy requirements for 
entities that manage such information. 

In Europe, analogues of these organizations and regulations exist on both 
a European Community level (e.g. the Medical Device Directive) as well as 
on regional and national levels (e.g. regulations of wireless frequency 
spaces, privacy and security regulations). As a result, developing solutions 
that can be deployed on a world-wide basis can be a complex undertaking, 
realistically accessible only to a few companies who have the resources and 
domain knowledge to cost-effectively navigate this web of requirements and 
regulations. 
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Financial barriers to widespread RPM deployment also exist. First and 
foremost of these is the absence of well accepted and wide spread 
reimbursement models to support remote patient care. The traditional health 
insurance model provides for compensation to health professionals for a 
wide variety of services provided in hospitals, clinics and doctors’ offices. 
Flowever, these schemes provide little financial compensation for care 
provided in patient homes or via remote or virtual interactions with patients. 

As a result, RPM often suffers from two financial barriers. First is the 
direct barrier to reimbursement for services rendered. The second, more 
insidious, barrier is the financial disincentive toward remote management, as 
effective RPM decreases the need for and revenue from traditional bricks- 
and-mortar health services. 

In turn, this financial disincentive compounds the cultural barrier the 
traditional healthcare system has to providing continuous remote care. 
Western healthcare systems have become highly effective at providing acute 
and emergent care. Corresponding institutions and professional organi¬ 
zations have developed around enhancing these practice models. These 
institutions in turn may resist or retard the evolution of competitive or 
non-allied care models. 

Finally, some technical barriers exist to cost-effective development and 
widespread deployment of RPM solutions. In the medical informatics 
community there is a saying that the wonderful thing about standards is that 
there are so many of them. Though the healthcare community evidently 
recognizes the value of interface standardization, the lack any all-powerful 
standards setting bodies (or comparable de-facto industry standards) has enabled 
the proliferation of standards, sometimes resulting in several competing 
standards being developed for the same domain. As a result, creation of plug- 
and-play devices and services is simply not possible in healthcare today. 

Security issues also impact the development of RPM technologies. Policy 
makers continue to wrestle with setting appropriate expectations, regulations 
and penalties for the maintenance of healthcare information. Tremendous 
advances in this area over the last few years have driven changes that make 
healthcare information more safe and secure than ever before. Flowever, the 
rapid pace of change, as well as the continued existence of ‘legacy’ technologies 
that may not be upgradeable to the latest technical approaches, has proved 
challenging and expensive for many healthcare technology vendors and 
customers. 

We are convinced that the barriers to RPM can be overcome, and that the 
benefits will stand out, leading to a wide deployment of RPM. 
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3. REMOTE PATIENT MONITORING SOLUTIONS 

Many solutions for RPM exist today in the market, which is very 
fragmented. Many players have their own proprietary solutions and 
individual competencies along the value chain. 


VITAL SIGNS MEASUREMENT AUTOMATIC DATA COLLECTION DATA PRESENTATIO N AND REVIEW 

AND TRANSMISSION 



Members lake their own measurements at home Results arc automatically transmitted A care manager reviews patient information, 

using the Philips PatientTelenionltoring Set. via modem using an ordinary home and follows jp with a phone call to members 

telephone line to a dedicated server. or their physician.as needed. 


Figure 30-3. Home telemonitoring solution from Philips Telemonitoring Services. 

A typical RPM telemonitoring solution consists of the following 

components (Figure 30-3): 

1. Medical observation devices, to measure vital signs such as weight, 
blood pressure, glucose, and ECG rhythm strips. These devices may be 
stationary, portable, or body-worn, and have wired or low-power wireless 
connectivity to transmit the measurement to a care station. Today more 
and more devices appear using Bluetooth radios, though over time this 
may change to alternative, more suitable radios when they become 
widely available. 

2. One or more care stations, either stationary (e.g. PC, dedicated 
embedded device) or portable (e.g. mobile phone, PDA) that act as an 
access point and store-and-forward unit for the vital-signs observations. 
In some cases, if the care station allows for user input, it is also used for 
gathering subjective input from the patient, via short surveys. 

3. Connectivity from the patient’s homes to a data server at the back-end. 
Typical RPM solutions are phone-based (POTS) and use dial-up modems 
to connect intermittently to the data server. Alternative solutions using 
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cellular networks (e.g. GPRS) and Internet are also being marketed, 
nowadays. 

4. At the back-end data center the data for all subscribed patients is being 
collected and made available for review by nurse care managers. One of 
the distinguishing features of RPM solutions is the level of specialistic 
data processing and clinical decision support that is offered to increase 
the efficiency of the nurse care managers. 

5. Typically, the nurse care managers are based in a call center, from which 
they can place a phone call to the patient or corresponding physician, 
when results fall outside the expected ranges. 

So, with today’s solutions, objective and subjective patient data are 
transmitted to the care manager, to allow the most at-risk patients to be 
prioritized for follow-up. The solutions have proven clinical and financial 
efficacies 2 . The patient, however, is taking a more passive role - rather than 
getting the tools and information to help them the positively change their 
behavior (healthier diet, exercise, medication compliance) and involve them 
in manage their own health. This is where the extension from remote patient 
monitoring to remote patient management comes into play. 


4. REMOTE PATIENT MANAGEMENT: A NEW 
PARADIGM IN HEALTH CARE 

Management of the chronically ill is still very much driven by the 
traditional ‘bricks and mortar’ institutions of the medical community. The 
majority of those in the generations over 65 rely on their physicians and 
healthcare network for guidance around daily therapy. Typically, the 
healthcare community has focused on treating acute conditions and serious 
exacerbations, not on providing daily support and management. As a result, in 
this traditional model, patients are largely left to fend for themselves, with 
the avoidable result that their health status occasionally declines to the point 
where they must be admitted to a hospital for treatment (Figure 30-4). 

The challenge is for the care community to work more creatively and 
efficiently to drive out these high-cost exacerbations and complications. 
RPM solutions provide a means to smooth the traditional, reactive care 
management roller coaster, efficiently detecting when a patient’s health 
status is slipping and enabling the healthcare system to intervene to prevent a 
high-cost event. 

Responsibility and accountability for healthcare costs is increasingly 
moving toward the consumer. Consumer-driven health and wellness is 
emerging as an industry, as individuals wish to take more control of all 
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aspects of their health and medical care. Compounding these phenomena, the 
trend of healthcare systems to push more financial responsibility onto 
patients is creating incentives for patients to be more savvy consumers of 
health services. The recent emergence of consumer-directed healthcare plans 
enables patients who effectively manage their care and risk factors to 
manage and potentially reduce the direct cost of their healthcare. 


O Health Status 
Data Collected 



Figure 30-4. Traditional vs. telemonitoring care models. 

Technology, in the form of low-cost unobtrusive monitoring devices, 
pervasive connectivity, and intelligent, personalized applications and 
services, is poised to play a significant role in this coming transformation. 
Many of these technology building blocks are crossing over from the 
consumer and entertainment sectors into healthcare and wellness. For 
example, Philips’ Connected Planet products envision and address a world 
where consumers can connect and access entertainment, information and 
services, any place, anytime, anywhere. Philips sees the drivers for Personal 
Healthcare and Connected Planet technologies being the same - digital 
convergence, backed by expanding access to a broadband infrastructure and 
breakthroughs in wireless technologies. 


5. MOTIVA - MOVING INTO THE FUTURE 

With the Motiva platform 5 , Philips is making this convergence vision a 
reality. Motiva represents a scalable, personalized platform to effectively 
help healthcare systems manage one of their principal challenges - reducing 
the total cost of caring for an increasingly elderly population with escalating 
incidence of chronic illnesses. 
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The foundation for Motiva is built on half-a-decade of commercial 
experience supplying telemonitoring solutions, such as the Philips 
Telemonitoring Services solution (Figure 30-3). Traditional telemonitoring 
solutions focus on simply collecting patient status information from devices 
for display and review by care managers. Broad deployment of these 
solutions has been hindered by both the cost and the complexity of 
deploying devices into the home. As a result, these monitoring solutions 
have generally only been deployed for the highest-risk and highest-cost 
patients, even though studies like TEN-FIMS 2 have shown the approach to be 
cost effective. 

The Motiva platform addresses these issues, using technologies that 
integrate well with normal daily routines and that leverage the cost and scale 
efficiencies that are common to the consumer electronics domain. For the 
healthcare system, Motiva enables care providers to more effectively help 
patients self-manage their conditions. Through an engaging, on-demand 
multi-media patient interface, delivered over the TV, patients are guided 
towards healthy behavior, without increasing the demand for costly and 
scarce live nursing support. 



Figure 30-5. Philips Motiva: Leveraging consumer electronics and connectivity to provide 
secure, reliable health & wellness services to patients at a time and place of their convenience. 

Leveraging Philips’ understanding of both consumer solutions and the 
healthcare domain, Motiva combines technologies, form factors and 
usability models developed for consumer electronics with architectures, 
security, applications and services designed to meet the needs of healthcare 
systems. The result is a platform that enables a transformation in how 
chronic and other complex conditions can be managed - from nurse-and- 
phone based approaches, to one centered around providing patients with the 
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information, skills and tools they need to effectively manage their conditions 
themselves (Figure 30-5). 

An initial application built on the Motiva platform focuses on supporting 
the remote management of patients with congestive heart failure (CHF). It 
comprises a media-rich interactive health channel that is accessible from the 
patient’s own television. This interaction medium works well for the CFIF 
target group of which most patients are older than 55. Also, devices for 
monitoring weight and blood pressure can be included (Figure 30-6). 




Figure 30-6. Philips Motiva patient self-management components. 


At the end of 2004, a usability study of the Motiva system in New Jersey 
with the Cardiology Associates of the Delaware Valley 5 highlighted strong 
acceptance by both patients and clinicians. Patients appreciated both the 
guidance and interactivity that the Motiva solution supports and readily 
accepted the TV interface. 
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“Just as the names suggests, Motiva motivated me to do the right thing... 
Through personal charts and educational videos sent to me on my TV by my 
nurse, 1 learned how to better manage my disease. I weighed myself, took 
my own blood pressure, answered daily health questions, and the Motiva 
system tracked how well 1 was doing. With Motiva, it was easy to learn how 
improving my lifestyle could help me stay healthier. I’m feeling more in 
control now.” - Patient in CAD V Study 

At the other end of the care relationship, the clinicians felt that their 
connection with patients actually improved with the Motiva system, and that 
they were more aware of the patients’ health status. 


“By interacting with patients on a day-to-day basis, we can be more 
proactive; problems can be detected earlier than they might be otherwise. 
Chronic cardiac conditions are manageable, but our challenge is to provide 
patients with the tools and knowledge they need to play a more active role. A 
patient who is more educated will be more likely to comply with 
medications, with dietary and fitness recommendations, and in general, to be 
more involved with their care.” 

- Jeffrey H. Kramer, M.D. 

Fellow of the American College of Cardiology 
Principal investigator for CADV 


The Motiva platform is architected to be extended over time to 
accommodate applications for other diseases, novel measurement devices 
(such as unobtrusive, wearable vital sign sensors) and alternative interaction 
devices (such as web browsers, cell phones, and digital media devices). In 
addition, the platform is designed to scale toward millions of users and 
devices, anticipating a future when health and wellness management is a 
mainstream consumer market. 
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Abstract: According to the WHO, diabetes is one of the most growing diseases today 

population-wise 1 . Looking at estimations there will be more than 333 million 
diabetics by 2025. This justifies efforts to develop new technologies in helping 
diabetics in their daily life. We briefly describe the background of diabetes, 
show a potential segmentation of the diabetic population and illustrate their 
primary needs. Amongst them, we identify the three most important unmet 
needs, i.e. painless glucose monitoring, decision support, and lifestyle support. 
We believe that new technological solutions have the potential to fulfill these 
unmet needs. This will make meaningful contributions by reducing the daily 
burdens of diabetes management, reducing long-term complications and 
generally improving the quality of life for diabetics. 

Keywords: Diabetes, lifestyle, decision support, non-invasive, diabetes management 


1. BACKGROUND ON DIABETES 

Diabetes is a metabolic disorder in which the human body either fails to 
produce or to properly use insulin; a hormone that regulates uptake and 
transport of glucose. Currently, diabetes affects more than 194 million 
people worldwide 2 . The number of people suffering from diabetes is rapidly 
increasing, and is estimated to exceed 333 million by 20 25 2 . At least 50% of 
all people with diabetes are unaware of their condition. 

In the long term, diabetes can cause a variety of severe complications, 
such as blindness, cardiovascular diseases, kidney failure, and lower limb 
amputations. In most developed countries, diabetes and its complications are 
already the fourth main cause of death 3 . 
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Apart from the enormous physical and emotional burden of the disease 
and its complications for the individual, diabetes also has a major impact on 
Healthcare infrastructure and Healthcare expenditures. The American 
Diabetes Association estimated that in 2002 diabetes cost the US Healthcare 
System and economy approximately $132 billion 4 . 

1.1 Types of diabetes 

About 5-15% of diabetics are afflicted by what is known as type 1 
diabetes 2 . Type 1 diabetes is an autoimmune disease, in which the body’s 
immune system destroys the insulin producing |3 cells of the pancreas. This 
results in an inability to produce in s ulin. Type 1 diabetes tends to occur in 
people of less than 20 years of age. 

The majority of diabetics however suffer from type 2 diabetes, which is 
usually associated with insulin resistance. In this condition the pancreas cells 
are able to produce insulin, but the insulin cannot stimulate the uptake of 
glucose into muscle and adipose cells 5 . Type 2 diabetes is often, but not 
always, associated with obesity, which in itself can cause insulin resistance. 
Usually, the condition is diagnosed after the age of 40, and its prevalence 
increases with age. However, the number of young people and even children 
with type 2 diabetes is increasing, most likely due to obesity and physical 
inactivity. 

Type 2 diabetes is often preceded by pre-diabetes, an asymptotic 
condition where blood glucose levels are elevated. Individuals with pre¬ 
diabetes are at high risk of progressing to type 2 diabetes, although such 
progression is not inevitable. Probably over 30% of these individuals will 
return to normal glucose tolerance over a period of several years 6 . In 2003, 
worldwide about 314 million people had impaired glucose tolerance (IGT) 2 . 
Several clinical studies have shown that type 2 diabetes can be prevented or 
at least delayed by lifestyle changes 7 . 

Gestational diabetes is defined as IGT that is first detected during 
pregnancy. About 7% of all pregnancies are affected by gestational diabetes, 
which is strongly associated with both maternal and fetal complications 8 . 

1.2 Pathophysiology and complications of diabetes 

Without treatment, diabetes results in hyperglycemia, which is a very 
high level of glucose in the blood (above 10 mmol/1; 180 mg/dl). Even slight 
hyperglycemia is strongly associated with long-term complications of 
diabetes 9 . Diabetic people often also suffer from hypoglycemia, which is too 
low blood glucose levels (below 3 mmol/1; 54 mg/dl). Hypoglycemia is 
mainly caused by too much insulin and/or too little food intake and can 
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easily be treated by carbohydrate intake. However, if a diabetic person is not 
able to feel hypoglycemia or if hypoglycemic episodes occur during the 
night, a life threatening condition could occur. 

Insulin stimulates the uptake of glucose into muscle and adipose tissue. 
In addition, insulin suppresses the release of glucose from the liver and of 
fatty acids from adipose tissue 10 . The latter explains why most diabetic 
people also have elevated lipid levels, i.e. cholesterol and triglycerides. 
Insulin also stimulates nitric oxide (NO) synthase in the vascular 
endothelium and thus may increase tissue perfusion 11 . 

Table 31-1 summarizes the long-term complications of diabetes. 
Microvascular complications are caused by dysfunction of the capillaries and 
small blood vessels. The main cause for these complications is hyperglycemia. 
Macrovascular complications are due to alterations in the large blood 
vessels, for instance arteriosclerosis. Besides hyperglycemia, dyslipidemia 
(abnormal lipid levels) and hypertension (high blood pressure) are involved 
in macrovascular complications . 5 


Table 31-1. Long-term complications of diabetes. 



Complication 

Description 


Retinopathy 

Damage of eye capillaries, leading cause of blindness. 

3 

o 

CO 

cd 

> 

o 

Neuropathy 

Impairment of nerves, especially in the lower extremities. 

Loss of sensation, pain (tingling), numbness. 

Foot ulcers, leading cause for lower limb amputation. 

o 

% 

Nephropathy 

Impairment of kidney function. 

Most common single cause for end-stage renal disease. 

May require dialysis or kidney transplantation. 

u 

Coronary heart 

Heart attack, myocardial infarction. 

cd 

3 

disease 

Major complication in type 2 diabetes. 

CO 

cd 

Peripheral arterial 

Decreased perfusion of lower extremities. 

O 

5-i 

disease 

Foot ulcers, leading cause for lower limb amputation. 

cd 

2 

Cerebrovascular 

disease 

Blockage of blood vessels in the brain. 

Transient ischemic attacks, stroke. 


1.3 Treatment 


Until now, there is no cure for diabetes, but optimized treatment can 
greatly reduce long-term complications. The main target for the treatment of 
all types of diabetes is glycaemic control, which means bringing the blood 
glucose levels as close as possible to normal. All type 1 diabetics need to be 
treated with multiple daily injections of exogenous insulin. The exact 
amount of insulin that is needed depends on the actual blood glucose level as 
well as the anticipated intake of carbohydrates (diet) and glucose 
consumption by the body (muscle activity). The diabetic person must also 



520 


Chapter 31 


monitor her blood glucose levels at least three times per day by SMBG (self- 
monitoring of blood glucose). 

For type 2 diabetics, the treatment depends on the severity of (3 cell 
failure. A minor fraction of type 2 diabetics requires insulin therapy as 
described above for type 1. The majority of people with type 2 diabetes use 
oral agents to lower their glucose levels. Again, the diabetic person has to 
control the effectiveness of the treatment by performing SMBG. Besides 
medication, the glucose levels can also be lowered by dietary changes 
(lowering the carbohydrate intake), weight loss and, most importantly, by 
physical exercise. During exercise, the uptake and metabolism of glucose is 
stimulated independently of insulin. In addition, exercise also has been 
reported to increase insulin sensitivity 5 . For the treatment of pre-diabetes, 
lifestyle modifications have been shown to be even more effective than 
treatment with oral agents 7 . For more detailed and in-depth information 
related to diabetes treatment, refer to the diabetes compendium by Berger 12 . 


2. NEEDS OF DIABETICS 

2.1 Segmentation of diabetic population 

The large population of diabetics consists of many different groups, each 
with different lifestyles and each dealing with diabetes their own way. We 
will show seven criteria for a possible segmentation (see Table 31-2) and 
give examples for specific needs and technologies in the different groups. 


Table 31-2. Segmentation is based on 7 sets of classification criteria. 



Criteria 

Range 

1 

Type of diabetes 

Type 1 - type 2 - gestational - pre-diabetes 

2 

Insulin 

Insulin-dependent versus non-insulin-dependent 

3 

Compliance level 

Highly compliant ... non-compliant 

4 

Type of glycaemic management 

Self-management ... assisted-management 

5 

Age 

Children - adolescents - adults - elderly 

6 

Diagnosis 

Diagnosed versus non-diagnosed 

7 

Type of chronic complications 

Neuropathy, nephropathy, retinopathy, macrovascular 


Type of diabetes. The most obvious and commonly used breakdown of 
the diabetic population is based on the type of the diabetes: type 1, type 2, 
gestational and pre-diabetes. The segmentation could be extended to those 
people who are at risk for developing diabetes. A first example for 
technology related to this criterion is tight glycaemic control , which plays an 
important role in the segments of type 1 diabetes and gestational diabetes. 
A second example is technology that supports awareness of the disease. This 
is of interest for newly diagnosed diabetics, but is also valid for pre-diabetes 
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and part of the type 2 diabetics. An extension of this technology could be a 
solution to support lifestyle : this can play a role in the total diabetic 
population. 

Insulin. The diabetic population can be divided into insulin-dependent 
and non-insulin-dependent. All of type 1 diabetics are insulin-dependent, as 
well as a part of type 2 diabetics. They require insulin therapy to control 
their blood glucose levels. Technologies for insulin-dependent diabetics 
could include decision support in dosing the right amount of insulin at the 
right time. Furthermore, a technology is required for delivering insulin and 
other medications into the body. A last example is a non-invasive and quasi- 
continuous glucose monitoring technology that would help realizing well- 
controlled insulin dosing. 

Compliance level. The level of compliance in monitoring blood glucose 
values is a third consideration. While the recommended testing frequency 
may vary from eight times per day to once a week or even less, in general 
the actual finger-stick test frequency falls short. The compliance of a 
diabetic depends mostly on her disease awareness or denial. Also, personal 
motivation is important when discussing compliance. Although technology 
may help diabetics to be more motivated, technology by itself is not 
sufficient. Key technology drivers that will support compliance are painless 
and bloodless monitoring. For non-compliant diabetics, ignorance or denial 
shows up. Here technology may play a role in personalizing education and 
in providing meaningful data that matches the diabetics’ compliance level. 

Type of glycaemic management. Another way to look at diabetes is to 
define who is actually performing the day-to-day managing of blood glucose 
levels. This can either be the diabetic herself (self-management) or 
somebody else helping the diabetic (assisted-management). In the case of 
self-management, the user is the diabetic, who needs to integrate monitoring 
of glucose and administering of medication in daily life. Therefore, 
portability and other ease-of-use aspects are important. In the case of 
assisted glucose management, the user is not the diabetic, but somebody 
assisting her. 

Age. Yet another way to divide the diabetic population is by age: 
children, adolescents, adults and elderly. Each age-group may require 
specific technology solutions. An example is that elderly people may require 
a user interface with larger displays and buttons. 

Diagnosis. Another split of the population is the diagnosed versus the 
undiagnosed. The undiagnosed is suffering from the same disease as the 
diabetic but is not aware of it: her blood glucose level will make excursions 
outside of the normal range. A large part of the type 2 diabetics are 
undiagnosed. Technology to screen and to identify people with type 2 diabetes 
or pre-diabetes will help in reducing its impact. 
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Type of chronic complications. Finally, chronic complications related 
to diabetes is another set of classification criteria. A simplified classification 
is based on macrovascular diseases and microvascnlar complications. Each 
of these areas requires specific technologies to avoid, to reduce or to treat 
the complication. A specific example is technology for early detection and 
treatment of foot ulcers. 

This possible segmentation of the diabetic population will help to address 
the diverse groups of diabetics with individualized technological solutions. 
Thus, it makes it easier to identify characteristic needs for the separate 
groups of diabetics. 

2.2 Analysis of the diabetics’ needs 

For undiagnosed people, sometimes a complication of diabetes may give 
a clue to the presence of the disease. Flowever, these complications are not 
unavoidable consequences. A healthy, active lifestyle is a lifetime plan. 
According to that, every diabetic person runs generally through the same 
basic needs in which lifestyle modifications are essential. 



Figure 31-1. Basic diabetic needs, which every diabetic is confronted with. 

Figure 31-1 shows the basic needs grouped in four main categories. 
These four needs, which every diabetic is daily confronted with, are 
generally described as follows: 

Glycaemic control. Tight glycaemic control slows down the onset and 
progression of diabetes complications. Thus, good diabetes care always 
begins at home using SMBG. Glycaemic control is the cornerstone for 
preventing unwanted complications. 

Medical feedback. The primary care team plays an important role in 
diabetes management. Ideally they should be offering step-by-step diabetes 
self-management education on the one hand, and personalized feedback on 
the other hand. First of all, they have to pay attention to behavioural changes 
of all diabetics, such as smoking cessation, adequate nutrition, enough 
exercise and, above all, right glycaemic control. Moreover, early diagnosis 
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of diabetes is also essential in order to delay or even avoid long-term 
complications. Last but not least, diabetic people must be reminded of yearly 
and monthly visits when the time approaches, as a way to increase motiv¬ 
ation and compliance. 

Physical activity. Physical activity can lower blood glucose, blood 
pressure, and cholesterol. In addition, regular activity helps insulin to work 
better and improves blood circulation. Most doctors recommend diabetics to 
participate in regular aerobic exercise. There is a vital need in increasing 
motivation for committing to regular exercise and physical activity. 

Healthy diet. Food and blood glucose levels are closely correlated. 
Knowing the food composition - the calories, carbohydrates, protein, and 
fat - will help in controlling blood glucose levels. Most diabetics will need to 
make some changes to their eating habits. However, this does not mean that 
they have to follow a special diet - the diet recommended for people with 
diabetes is a general healthy diet. 

2.3 Key unmet needs 

In the following, we will identify those main needs of a diabetic person 
that will enable her to improve quality of life accordingly to her type of 
diabetes and personal condition. Within the afore described four groups, the 
following three key unmet needs are identified: 

Painless, blood-free glucose monitoring. Nowadays, diabetics use finger 
stick meters, which require a fingertip puncture to withdraw a drop of blood. 
This procedure causes pain and carries risk of infection. It also exposes a 
diabetic’s surroundings to blood and creates an uncomfortable social 
situation that diabetics strongly avoid. The pain perception during a finger 
stick test is the major hurdle for frequent testing. Therefore, a painless and if 
possible non-invasive meter to determine blood glucose values is the most 
desired tool. Apart from this main feature, accuracy and portability are of 
fundamental interest. People want reliable blood glucose values, and to 
measure blood glucose everywhere and whenever it is required. This need is 
most present in the segments of type 1 and type 2 diabetics, as well as in the 
gestational diabetics. It also relates to the segment of compliance. 

Decision support. Tight glycaemic control increases the risk of hypo- 
glycaemic events 13 . Diabetics are therefore confronted with the difficulty of 
keeping their blood glucose values in a very defined regime. Food intake 
will influence their glucose values, as well as physical activity and of course 
insulin dosing. Bearing this in mind, every diabetic will find it beneficial not 
only to measure her current blood glucose level, but also to be able to 
anticipate its value one or two hours in advance. Easy, comfortable and non- 
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time consuming prediction of blood glucose values is therefore another key 
unmet need. 

Lifestyle support. The basis of managing diabetes nowadays is a change 
of the lifestyle of the diabetic to prevent long-term complications. These 
complications are to blame for a reduction in quality of life and in lifetime 
expectancy. A lifestyle support concept is also a key unmet need and 
probably the most ambitious to work on, because motivation and educational 
aspects play the essential role here. Every diabetic requires personalized and 
continuous coaching in order to manage her disease. Thus, there is on the 
one hand a need for facilitating relations among diabetics and medical care 
providers, and on the other hand a need for personal encouragement and 
responsibility for the own disease. 

As portrayed in Figure 31-2, the lifestyle support concept will benefit 
from the previously identified needs. Generally depicted, the lifestyle 
support solution will help diabetics to delay or prevent serious complications 
associated with their disease by providing answers and explanations, as 
though one had a virtual nurse as a companion. 


lifestyle support 

decision support 

painless glucose 
monitoring 


Figure 31-2. The key unmet needs from a diabetic perspective. 

The three here presented key unmet needs are a step further in the 
direction of diabetes management, which will assist every diabetic to keep 
up with the suggested medical guidelines. These diabetic needs turned into 
technological solutions will help not only the person in her new way of 
living, but also the physician to manage the disease. 


3. TECHNOLOGIES AND APPLICATIONS 

In this section we describe potential solutions for the afore-mentioned 
most important unmet needs. These include technologies and applications to 
address: 

• Painless, blood-free monitoring. 

• Decision support. 

• Lifestyle support. 
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3.1 Non-invasive glucose monitor 

Diabetics from all types need to measure their blood glucose values 
frequently to ensure tight glycaemic control. From the analysis of the key 
unmet needs we derived the following three main issues related to glucose 
monitoring: painless, easy-to-use and sufficiently accurate technology. Such 
a technology will lead to a much higher acceptance and compliance by the 
diabetics compared to existing technologies, like finger stick devices. This 
will help encourage more frequent testing and thus a better control of the 
diabetes. 

Figure 31-3 gives an example how inadequate testing could lead to 
problems in tracking the correct glucose values. The continuous trace shows 
the glucose values of a non-diabetic person recorded with a sample interval 
of five minutes (continuous). This data is taken from literature 14 . We 
additionally marked points at intervals of two hours. It is obvious that due to 
this undersampling nearly every excursion of the glucose value is missed. 
Gough et al. found, that the optimal sampling frequency is in the order of 
10 minutes 15 . 



time [h] 

Figure 31-3. Example of undersampling 14 . 

In the analysis of potential solutions, we will focus on truly non-invasive 
technologies to ensure the aspect of painless monitoring and avoiding the 
risk of infection or contamination. This means that these technologies should 
not require any analyte extracted from the body (e.g. blood or interstitial 
fluid). Such techniques have been investigated extensively for many years. 
Khalil 16 has given an excellent overview of the recent developments in the 
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area of non-invasive glucose measurement techniques. The most extensive 
investigated approaches are optical techniques, which make use of the 
specific absorption spectrum of glucose. The wavelength regions vary from 
near infrared (NIR, 800 - 2000 nm) up to the mid infrared (MIR, 2000 - 
10000 nm). The optical techniques include diffuse back-reflectance 
spectroscopy, Raman spectroscopy, attenuated total reflectance (ATR) 
spectroscopy, optical coherence tomography (OCT), and photoacoustic 
spectroscopy. All of them assume to be able to measure directly the effect of 
glucose on the spectrum. Besides these, non-optical methods also have been 
reported, like in vivo electrical impedance measurements. 

A common challenge for many non-invasive techniques relates to the 
measurement volume, where glucose is mainly present in interstitial fluid 
and capillary blood. When comparing these glucose values with values 
obtained directly from venous blood, they often show a lag time due to 
metabolism, vasoconstriction and perfusion. But recent research shows 
promising results to address this lag time issue 17 . Another difficulty arises 
from substances present in human skin, which may hamper a correct glucose 
determination. These factors add up to the challenge of sufficient accuracy 
and specificity. 

Although none of the current non-invasive technologies, which are reported 
in literature, is able to solve all of these problems, major steps towards 
sufficient accuracy and specificity have been made 16 . Moreover, we believe 
that in near future, the problems related to truly non-invasive glucose measure¬ 
ments will be overcome. 

3.2 Decision support technology 

The second identified unmet need mainly addresses the issue of 
appropriate glycaemic control. This includes prediction of future glucose 
values, giving advice for food intake, alerting in case of hypoglycaemia, and 
advising insulin dosing. Decision support technology should give advice or 
recommendation to help regulate the blood glucose values on a short-term 
time scale (e.g. hours). 

For any technology addressing this need, it is crucial to develop suitable 
algorithms helping to predict future glucose values. As for the painless, non- 
invasive glucose meter, work has been done in this area by different 
academic groups 15 ' 18,19 ' 20 . The basic scheme for a decision-supporting 
algorithm is shown in Figure 31-4. 

The most important input parameter for a model to predict future glucose 
values is the history of measured glucose values. It is obvious that the 
shorter the measuring interval is, the better the prediction algorithms will 
perform. Thus, the most suited measuring method to enable a decision tool 
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should be a quasi-continuous technology. Apart from pure measurements of 
glucose values, a good and simple logging of these values is needed. This 
will give the diabetic a better insight into her disease, and it will also help 
the care provider to evaluate and to set up the therapeutic treatment. 



Figure 31-4. Overview of a decision support algorithm. 

We mentioned already, that the development of diabetes is strongly 
affected by the physical condition of the diabetic person, the food intake, and 
the overall lifestyle situation. All this, of course, has consequences on the 
short-term change of the blood glucose values. Thus, additional input 
parameters will improve the prediction model significantly. A tool for 
decision support should include input for food intake, times and level of 
exercising, or periods of rest or sleep. Furthermore, other vital body signals 
like heart rate or temperature will improve the quality of prediction. A major 
challenge to gather this information is the development of unobtrusive 
sensors. 

A very important point to keep in mind when investigating decision 
support algorithms, is the unique personal situation of every single diabetic. 
This requires highly personalized and adaptive tools, which for example take 
care of the individual metabolism, clinical history, lifestyle situation, or even 
changes of the diabetes in time. For good predictions, not only past or 
current actions should be transferred to the algorithm, but also actions 
planned in the near future. This information could then be considered when 
calculating glucose and insulin metabolism. 

A further feature of decision support should be the advice when to use 
insulin. Zisser et al. 21 showed that run-to-run control of glucose levels as 
direct reaction of insulin intake could be used to calculate the personalized 
best insulin dosing prior to a meal based on the recorded history of the 
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diabetic. The optimal solution would be an intelligent self-learning algorithm, 
which adapts to the personal situation of the individual diabetic. Apart from 
concrete actions to change glucose levels, the tool might also give advice on 
the most suitable measurement intervals, or give an alarm when the next 
measurement should be taken. 

The goal of any new technology enabling decision support should be an 
easy-to-use and simple application from the diabetics’ perspective, relieving 
them from risks and from the burden of worries. It needs to provide 
meaningful directives to the diabetic, which are actionable. This will also 
help to increase the quality of life by enhancing the confidence of a diabetic 
in taking action related to her condition. Currently there is no good and 
simple-to-use tool for decision support available on the market, but we 
believe that algorithms can be developed and implemented in devices for 
home use. 

3.3 Lifestyle support 

The life of a person dramatically changes from the moment she is 
diagnosed with diabetes. This is a very crucial moment in her life because 
she will be confronted with two major problems: 

• You have a chronic, incurable disease that will accompany you for the 
rest of your life: If you do not change your lifestyle, it will not get better, 
but it may get worse. 

• You have to change your lifestyle in order to keep on living and to avoid 
potential complications. 

This section concentrates on technical options that can improve a 
diabetic’s health during gradual changes in the lifestyle that will match her 
self-discipline and will empower her, taking away the burden of worries. 

Besides the stigma of a chronic disease, the diabetic person has little 
support dealing with the disease, because almost everything is based on self¬ 
treatment. She defines whether to measures glucose levels and when. The 
calculation of calorie intake is based on her heuristic best guess. The amount 
of medication is self-dosed, hopefully according to the guidelines given by 
the general practitioner. She also has to estimate the amount of energy spent 
during more extenuating physical activity, thus lowering the need of 
additional amounts of medication. In summary, the disease is always very 
present in a diabetic’s daily life due to the burden of responsibility. 

Technology and education of diabetics will enable a change in today’s 
diabetes management. Technology will additionally enable diabetics to start 
living a more normal life with fewer worries reducing the pressure of 
responsibility, while maintaining a healthy consciousness of the disease. The 



31. Diabetic Care 


529 


former will give people a self-assuring feeling, while the latter is important 
because diabetics leam to accept the disease rather than denying it. 
Depending on the level of disease awareness and education, specialized 
programs can coach diabetics while keeping them motivated to start new 
phases of treatment and to keep on learning about their disease, and thus 
inducing more positive changes in the diabetic’s lifestyle. 

We assume that solutions for lifestyle support must have an integral 
approach empowering diabetics with autonomy and independence, while 
keeping them mobile and assuring the right treatment at the right time. We 
can look at it from two different perspectives: from the diabetic’s point of 
view and from the technological point of view. Furthermore, every 
perspective can be split in subcategories where the solutions will play a role. 
We foresee the subcategories as shown in Table 31-3. 


Table 31-3. Technology perspectives and subcategories. 


Perspective 

Subcategory 

Definition 

Diabetics perspective 

Advanced support 
and coaching 

Set of solutions that will support diabetics in 
their lifestyle changes. 


Healthcare system 

General Practitioner, specialists, nurses, 
hospitals, analysis laboratories. 

Technology perspective 

Diabetes 

companion 

Portable device that diabetics carry around for 
lifestyle support. 


Home Health 
Center 

Stationary set of infrastructure based at the 
diabetic’s home that enables data transmission 
and further diagnostic at home. 


Telemedicine 

Support infrastructure that assures that diabetics’ 
data are saved and that proper reporting to the 
healthcare system occurs at the right time. This 
might include a two-way communication 
channel with a Healthcare center, but also a 

TV set. 


Table 31-4 shows the two perspectives with the subcategories, and in 
addition, some examples of solutions by the technology offerings. These 
technological solutions will positively influence diabetics’ lifestyle and 
hence their quality of life. We believe that technology and technology trends 
will make these solutions possible in a foreseeable time horizon. Key 
technologies that will definitively play an important role are: 

• Optical techniques for diagnosis and measurement, but also for treatment 

• Self-learning user interfaces that will adapt to diabetics’ needs and 
awareness level 

• Miniaturization of electronics for wearable devices and energy management 
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• Unobtrusive sensors to measure body signals 

• Cost-effective biosensors for home use 

• Integration of complex systems in meaningful architectures to bring 
components to an integral system. 


Table 31-4. Technological solutions. 



Diabetics’ perspective 

Technology perspective 

Advanced Support and Healthcare system 

Coaching 

Diabetes • Measures glucose non- • Downloads data to physician 

companion invasively • Keeps track of diabetics’ clinical 

• Provides decision support history 

• Reminds that measurement has • Provides ubiquitous information 

to be taken access 

• Reminds to take medication 

• Coaches during exercise 

• Counts calorie intake 

• Counts calories consumption 

Home Health • Provides decision support • Informs to contact healthcare 

Center • Gives foot care (perfusion, provider in case some indicator 

pressure, etc.) surpasses a boundary 

• Detects extremity ulcers and • Broadcasts information to the 

decubitus healthcare provider 

• Measures additional blood 
analytes to secure compliance 

• Measures other body 
quantities 

Tele-medicine • Provides education targeted to • Physician can change medication / 

a specific diabetic person treatment 

• Helps to configure • Education on early screening 

• Coaches diabetics to set goals 

• Helps diabetics to keep 
motivated 


Finally, these technological solutions will have to be integrated in the 
total Flealthcare environment to create a diabetic-centered disease management. 


4. CONCLUSIONS 

Diabetes is one of the most growing diseases today population-wise. 
Looking at estimations there will be more than 333 million diabetics by 
2025. This justifies efforts to develop new technologies helping people to 
improve their quality of life. We described a segmentation of the diabetic 
population, which allows for addressing the diverse groups of diabetics with 
individualized solutions. For this segmentations seven separate criteria are 
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selected. From the numerous general needs of diabetics, we identified the 
three most important needs, which could be fulfilled by breakthrough 
inventions. These technologies include truly non-invasive blood glucose 
monitors, decision support tools and lifestyle support. All mentioned 
technologies are currently not available on the market, but we believe that it 
is possible to overcome most of the current restrictions. This will help the 
majority of diabetics reduce the burden of their disease, improve their daily 
living and significantly reduce long-term complications associated with 
elevated blood glucose values. 
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